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SAFETY CONSIDERATIONS 


GENERAL 


This product and related documentation must be 
reviewed for familiarization with safety markings 
and instructions before operation. This product has 
been designed and tested in accordance with inter- 
national standards. 


SAFETY SYMBOLS 


Instruction manual symbol: the 

/\ product will be marked with this 
symbol when it is necessary for 
the user to refer to the instruc- 
tion manual (refer to Section II 
of this manual). 


Indicates hazardous voltages. 


| SS 


Indicates earth (ground) terminal. 


WARNING The WARNING sign denotes a 


hazard. It calls attention to a 
procedure, practice, or the like, 
which, if not correctly performed 
or adhered to, could result in 
personal injury. Do not proceed 
beyond a WARNING sign until 
the indicated conditions are fully 
understood and met. 


The CAUTION sign denotes a 
hazard. It calls attention to an 
operating procedure, practice, or 
the like, which, if not correctly 
performed or adhered to, could 
result in damage to or destruc- 
tion of part or all of the product. 
Do not proceed beyond a CAU- 
TION sign until the indicated 
conditions are fully understood 
and met. 


CAUTION 


SAFETY EARTH GROUND 


This is a Safety Class I product (provided with a 
protective earthing terminal). An uninterruptible 
safety earth ground must be provided from the 
main power source to the product input wiring ter- 
minals, power cord, or supplied power cord set. 
Whenever it is likely that the protection has been 
impaired, the product must be made inoperative 
and be secured against any unintended operation. 


BEFORE APPLYING POWER 


Verify that the product is configured to match the 
available main power source per the input power 
configuration instructions provided in this manual. 


If this product is to be energized via an auto-trans- 
former make sure the common terminal is con- 
nected to the neutral (grounded side of mains 
supply). 


SERVICING 


Any servicing, adjustment, maintenance, 
or repair of this product must be per- 
formed only by qualified personnel. 


Adjustments described in this manual 
may be performed with power supplied 
to the product while protective covers 
are removed. Energy available at many 
points may, if contacted, result in per- 
sonal injury. 


Capacitors inside this product may still 
be charged even when disconnected from 
its power source. 


To avoid a fire hazard, only fuses with 
the required current rating and of the 
specified type (normal blow, time delay, 
etc.) are to be used for replacement. 
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NOTE 


Although this is a Class 1 instrument, all warning, grounding, safety and 
voltage information is repeated here to ensure that all users of the 
instrument are aware of the safety and other precautions required to assure 
that the instrument is operated properly. The information is repeated at 
appropriate intervals throughout the manual. 


WARNINGS 
SAFETY 


To avoid the possibility of injury or death, the 
following precautions must be followed before the 
instrument is switched on: 


a. If this instrument is to be energized via 
an autotransformer for voltage reduction, make 
sure that the common terminal is connected to the 
earthed pole of the power source. 


b. The power cable plug shall only be 
inserted into a socket outlet provided with a 
protective earth contact. The protective action 
must not be negated by the use of an extension 
cord without a protective conductor (grounding). 


c. Before switching on the instrument, the 
protective earth terminal of the instrument must 
be connected to a protective conductor of the 
power cord. This is accomplished by ensuring that 
the instrument’s internal earth terminal is correctly 
connected to the instrument’s chassis and that the 
power cord is wired correctly. 


Whenever it is likely that the protection has been 
impaired, the instrument must be made inoperative 
and be secured against any unintended operation. 
Such equipment should be suitably tagged explain- 
ing the cause of malfunction, and include a 
warning that the equipment is not to be used until 
the malfunction is corrected. 


Any interruption of the protective (grounding) 
conductor inside or outside the instrument or 
disconnection of the protective earth terminal is 
likely to make the instrument dangerous. Inten- 
tional interruption is prohibited. 


HIGH VOLTAGE 


Any adjustment, maintenance, and repair of the 
opened instrument under voltage should be 


avoided as much as possible and, if inevitable, 
should be carried out only by a skilled person who 
is aware of the hazard involved. 


Capacitors inside the instrument may still be 
charged even if the instrument has been discon- 
nected from its source of supply. 


FUSES 


Make sure that only fuses with the required rated 
current and of the specified type (normal blow 
time delay, etc.) are used for replacement. The use 
of repaired fuses and the short-circuiting of fuse- 
holders must be avoided. 


CAUTIONS 
GROUNDING 


Any interruption of the protective (grounding) 
conductor inside or outside the instrument is likely 
to cause damage, this instrument and all line 
powered devices connected to it must be con- 
nected to the same earth ground (see Section I). 


LINE VOLTAGE 


Be sure to select the correct fuse rating for the 
selected line voltage (see LINE VOLTAGE 
SELECTION in Section II); fuse ratings are listed 
on the fuse compartment. 


To prevent damage to the instrument, make the 
line voltage selection BEFORE connecting line 
power. Also ensure that the line power cord is 
connected to a line power socket that is provided 
with a protective earth contact. 


SAFETY 


To avoid the possibility of damage to test equip- 
ment, read completely through each test before 
starting it. Make any preliminary control settings 
necessary for correct test equipment operation. 
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General Information 


SECTION |! 
GENERAL INFORMATION 


1-1. INTRODUCTION 


1-2. This manual contains all information required 
to install, operate, test, adjust and service the 
Hewlett-Packard Model 8660C Synthesized Signal 
Generator mainframe. This section covers instru- 
ment identification, specifications and other basic 
information. Figure 1-1 shows a front view of the 
instrument and accessories supplied. 


1-3. The other various sections of this manual 
provide information as follows: 


a. SECTION II, INSTALLATION, provides 
information relative to incoming inspection, power 
requirements, mounting, packing for shipment, etc. 


b. SECTION II, OPERATION, provides 
information relative to operating the instrument. 


c. SECTION IV, PERFORMANCE TESTS, 
provides information required to ascertain that the 
instrument is performing in accordance with pub- 
lished specifications. 


d. SECTION V, ADJUSTMENTS, provides 
information required to properly adjust and align 
the instrument after repairs are made. 


e. SECTION VI, REPLACEABLE PARTS, 
provides ordering information for all replaceable 
parts and assemblies. 


f. SECTION VII, MANUAL CHANGES, 
provides manual change information necessary to 
document all prefixes listed on the title page. In add- 
ition, this section also contains recommended modi- 
fications for the earlier instrument configurations. 


g. SECTION VIII, SERVICE, includes all 
information required to service the instrument 
when a malfunction occurs. 


1-4. Packaged with this instrument is an Operating 
Information Supplement. This is simply a copy of 
the first three sections of this manual (less Table 
1-2). This supplement should stay with the instru- 
ment for use by the operator. Additional copies of 
the Operating Information Supplement may be 
ordered separately through your nearest Hewlett- 


Packard office. The part number is listed on the 
inside title page of this manual below the Manual 
Part Number. 


1-5. Also listed on the inside title page of this 
manual, below the manual part number, is a 
‘“Microfiche”’ part number. This number may be 
used to order 4 x 6 inch microfilm transparancies 
of the manual. Each microfiche contains up to 60 
photo-duplicates of the manual pages. The micro- 
fiche package also includes the latest Manual 
Changes Supplement as well as all pertinent Service 
Notes. 


1-6. SPECIFICATIONS 


1-7. Instrument specifications are listed in Table 
1-1. These specifications are the performance 
standards or limits against which the instrument 
may be tested. 


1-8. INSTRUMENTS COVERED BY MANUAL 


1-9. This instrument has a two-part serial number. 
The first four digits and the letter comprise the 
serial number prefix. The last five digits form the 
sequential suffix that is unique to each instrument. 
The contents of this manual apply directly to 
instruments having the same serial number pre- 
fix(es) as listed under SERIAL NUMBERS on the 
inside title page. 


1-10. An instrument manufactured after the print- 
ing of this manual may have a serial prefix that is 
not listed on the inside title page. This unlisted 
serial prefix indicates that the instrument is dif- 
ferent from those documented in this manual. The 
manual for this instrument is supplied with a 
yellow Manual Changes supplement that contains 
‘‘change information” that documents the 
differences. 


1-11. In addition to change information, the sup- 
plement may contain information for correcting 
errors in the manual. To keep this manual as 
current and accurate as possible, Hewlett-Packard 
recommends that you periodically request the 
latest Manual Changes supplement for this manual. 
The supplement for this manual is keyed to this 
manual’s print date and part number, both of 
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Table 1-1. Model 8660C Specifications (1 of 2) 


SPECIFICATIONS 


Frequency Selection: 
Keyboard control panel allows selection of CW (or 
center frequency) by entry keys or synthesized 
tuning dial. Least significant digit either 1 Hz 
(standard) or 100 Hz (Option 004).* 


Reference Oscillator: 

Internal: 10 MHz quartz oscillator. Aging rate less 
than +3 parts in 10° per 24 hours after 72 hour 
warmup (+3 parts in 10° per 24 hours after 30 
day warmup, Option 001). 

External: Rear panel switch allows operation from 
any 5 MHz or 10 MHz signal at a level between 
0.5V and 2.5V rms into 170 ohms. _ Stability 
and spectral purity will be partially determined 


by characteristics of external reference oscillator. 


Reference Output: 
Rear panel BNC connector provides output of sig- 
nal selected (INT. or EXT.) at the following levels 
into 170 ohms: 


Internal Reference: 0.75V to 1.5 Vrms. 
External Reference: Nominally equal to external 
input. 


Display: 
Ten-digit numerical LED display of CW frequency 
is active in either local or remote mode. Spring- 
loaded pushbuttons provide display of sweep width, 
selected step size, or characters being entered on 
the keyboard. 


Synthesized Search: 


Synthesized search dial changes the synthesized out- 


put frequency 180 steps per revolution (with the 


86601A, the COARSE and STEP tuning are desensi- 


tized to 36 steps/revolution). Step sizes are 1 Hz, 
1 kHz, 1 MHz, or any step size entered through the 
keyboard. 


Digital Sweep: 

Type: Symmetrical about CW/center frequency. 
Sweep width is divided into 100 synthesized 
steps for fastest sweep speed or 100 steps for 
slower speeds or Manual Sweep. 


Sweep Width: Continuously adjustable over range 
of RF section installed. Smallest step size is 
equal to frequency resolution of mainframe. 


Sweep End Point Accuracy: Same as reference oscil- 


lator accuracy. 


Sweep Speed: Selectable 0.1 sec, 1 sec, or 50 sec 
per sweep (Auto or Single). 

Sweep Output: 0 to +8V stepped ramp, 100 or 
1000 equal steps depending on sweep speed. 

Manual Sweep: Synthesized search dial allows 
manual sweep over width selected in 1000 steps 
(LED display follows output frequency during 
manual sweep). 

Single Sweep: Initiated by momentary contact 
pushbutton. 


Frequency Stepping: 
After a step size has been entered on the keyboard, 
depressing STEP t or STEP | button will increment 
frequency up or down by the desired step size. 


Step Accuracy: Same as reference oscillator accuracy. 


REMOTE PROGRAMMING 


CW frequency, frequency stepping (STEP f or STEP J) 
and output level, and most modulation functions are 
programmable. Note: digital sweep is NOT 
programmable. 


Frequency: 
CW frequency is programmable over entire range 
with same resolution obtained in manual operation. 


Frequency Step: 
STEP ft or STEP | may also be programmed to change 
output frequency by a previously selected step size. 


Output Level: 
Programmable in 1 dB steps over the output range of 
the RF section installed (for output level accuracy 
see RF section specifications). 


Modulation: See specifications for modulation and RF 
section installed. 


Programming Input: 

Connector Type: 36 pin Cinch type (mating connec- 
tor supplied). (Optional HP-IB interface; 24 pin 
Cinch type 57 (mating connector NOT supplied)). 

Logic: TTL compatible (negative true) 

““Q”’ logic state corresponds to +2V or higher. 


**1” logic state corresponds to +0.8V or lower. 


Internal Fan-in from Programming Connector: 
10; (required current approximately 15 mA per line 
in the “1” state). 


*When using 86603A RF section above 1300 MHz least significant digit becomes either 2 Hz (standard) or 200 Hz 


(Option 004). 
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Table 1-1. Model 8660C Specifications (2 of 2) 


GENERAL 


Operating Temperature Range: 0° to +55°C. 


Leakage: Meets radiated and conducted limits of 
MIL 1-6181D. 


Power: 100 or 120 Vac, +5 —10% at 48 to 440 Hz. 
200 or 240 Vac, +5 —10% at 48 to 66 Hz. 
400 VA maximum. 


Weight: (Mainframe only): Net, 23.2 kg (51 lb), 
Shipping 28.6 kg (63 Ib). 


which appear on the inside title page. Compli- 
mentary copies of the supplement are available 
from Hewlett-Packard. 


1-12. For information concerning a serial number 
prefix not listed on the inside title page or in the 
Manual Changes supplement, contact your nearest 
Hewlett-Packard office. 


1-13. DESCRIPTION 


1-14. The Model 8660C Synthesized Signal Gener- 
ator Mainframe requires two plug-in sections to 
provide a useable RF output. The plug-ins required 
are an RF Section and a Modulation (or Auxiliary) 
Section. These plug-in sections are inserted into the 
front of the Model 8660C; all operating controls 
are on the front panels of the plug-in sections or on 
the mainframe panel. 


1-15. An internal plug-in unit, the Frequency 
Extension Module (HP accessory number 11661) is 
required when any RF Section other than the HP 
Model 86601 is in use. 


1-16. GENERAL OPERATING PRINCIPLES 


1-17. All of the signals generated in the Model 
8660C are phase locked, directly or indirectly, to a 
100 MHz master oscillator in the reference section. 
The 100 MHz master oscillator is phase locked to 
an internal temperature controlled oscillator or to 
an external standard. Provisions are made for the 
internal oscillator to be used as a reference signal 
for other equipment. 


1-18. The Model 8660C uses synthesizer tech- 
niques to provide digitally controlled, precise RF 
signals which are used in the RF Section output 
plug-ins to produce the selected output frequency. 
The output frequencies are exactly those selected 


Options: 
Option 001: +3 x 10° /day internal reference 
oscillator. 
Option 002: 


Option 003: Operation from 50 to 400 Hz line. 


Option 004: 100 Hz frequency resolution (200 Hz 
above 1300 MHz center frequency.) 

Option 005: HP-IB programming interface. 

Option 100: 11661B factory installed. 

Option 908: Rack Mounting Kit. 


No internal reference oscillator. 


in 1Hz or 2Hz increments in the standard 
instruments, or in 100 Hz or 200 Hz increments in 
Option 004 instruments. 


1-19. Six phase locked loops, (four in Option 004 
instruments), all phase locked to the 100 MHz 
master oscillator, are used to generate the RF 
signals used in the RF Section plug-ins to produce 
the final output signal. 


1-20. The Model 8660C output frequency may be 
selected by front panel controls or by a remote 
programming device. 


1-21. Operating of the plug-in sections may also be 
remotely programmed through the mainframe 
circuits. 


1-22. Descriptions, operating instructions and ser- 
vice information for the various plug-in sections is 
provided in separate manuals. 


NOTE 


The 8660 family, and plug-ins available 
are described briefly on the first foldout 
Sheet. 


1-23. OPTIONS 


1-24. Option 001: Reference Oscillator with + 3 
x 10° / per day stability. 


1-25. Option 002: No internal standard reference 
oscillator. 


1-26. Option 003: 50 to 400 Hz ac operation. 


1-27. Option 004: 100Hz resolution below 
1300 MHz, 200 Hz resolution above 1300 MHz. 
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1-28. Option 005. Hewlett-Packard Interface Bus 
installed instead of BCD interface. HP-IB utilizes 
some ASCII interface codes (also previously refer- 
red to as General Purpose Interface Bus). 


1-29. Option 100. Adds an internal plug-in, the 
11661 (for use with an 86602 or 86603 RF Sec- 
tion) before the instrument is shipped from the 
factory. 


1-30. Option 908. Adds a rack mounting kit. If the 
8660C was purchased without the rack mounting 
option, the kit may be ordered from the nearest 


Hewlett-Packard office using HP part number 
08660-60347. 


1-31. EQUIPMENT REQUIRED BUT NOT 
SUPPLIED 


1-32. An RF Section and a Modulation or Auxil- 
iary Section must be installed in the Model 8660C 
mainframe. In addition when an RF Section such 
as the 86602 or 86608 is used, the internal Fre- 
quency Extension Module (Model 11661) must be 
used. 


1-33. EQUIPMENT AVAILABLE 


1-34. A service kit, Hewlett-Packard accessory 
number 11672A, is recommended for servicing and 
adjusting the mainframe and the plug-in sections. 
Contents of the service kit are listed in Table 1-2. 
Individual items in the kit may be ordered separ- 
ately if desired. 


1-35. ACCESSORIES SUPPLIED 


1-36. The following accessories are provided with 
the Model 8660C: 
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a. A detachable three-wire power cable. The 
type of power cord will be determined by the ship- 
ment destination. 


b. An accessory kit, part number 08660- 
60070, consisting of the following: 


1 Connector, Type N-to-BNC 1250-0780 
1 Extender Board, 20 contact 5060-0256 
a Extender Board, 24 contact 5060-0258 
2 Extender Boards, 15 contact 5060-0276 
1 Extender Board, 18 contact 5060-0277 
1 Connector 36 pin with hood 
and clamp 1251-0084 
i Extender Board A3 Interface, 
18 Contact 08660-60348 
1 Extender Board A3 Interface, 
12 Contact 08660-60349 


1 Interface Extender Board Cable 08660-60361 


1-37. WARRANTY 


1-38. Certification and warranty information for 
the Model 8660C appears on the inside front cover 
of this manual. 


1-39. TEST EQUIPMENT AND ACCESSORIES 


1-40. Table 1-2 lists the test equipment and acces- 
sories recommended to test, adjust, and service the 
Model 8660C. 


1-41. ELECTRICAL PROTECTION 


1-42. The safety classification of this instrument is 
Safety Class I. 


1-43. This apparatus has been designed and tested 
to operate in a safe manner. The Operating and 
Service Manual contains information, warnings and 
cautions which must be followed by the user to 
ensure safe operation and to retain safe operating 
conditions. 
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Table 1-2. Test Equipment and Accessories List (1 of 2) 


Minimum Specifications Suggested Model 
Digital Voltmeter Voltage Accuracy +0.02% HP Model 3465A 
0.000V to +40 Vde 
AC Microvoltmeter 50 uV to 3V HP 400F wae 
Variable Voltage Range 103 to 127 Vac General Radio 
Transformer Meter Range 103-127 Vac + 1V W4MT38A 
Frequency Frequency 10 MHz HP 5065A 
Standard Long Term Stability <1 x 
1071°/24 hours 
Oscilloscope Frequency dc to 50 MHz HP 180A with HP 1801A 
Time base 10 ns to 1s and HP 1821A plug-ins 
Time base accuracy 3% 


A,S 
A,S 
A 
PA 
10:1 Divider Probes | 10:1 Divider 10 Megohm 10 pF HP 10004A (2) 
A,S 
A,S 
A 
A,S 
A,S 


RASS 


Spectrum Analyzer 


Frequency 
Counter 


Range 0 - 50 MHz, 0 - 500 MHz HP 5328A Option 030 

Accuracy + 1 count + time 
base accuracy. 

External time base 10 MHz 


Pulse Generator Pulse rate 100 kHz HP 8011A 
Pulse width 0.035 usec 
Amplitude 0.5V 
Polarity - Selectable 
Signal Generator/ Frequency —1 - 110 MHz HP 8601A 
Sweeper Output Range +20 to —20 dBm 
Output CW or swept 
RF Voltmeter Range 0.1 to 2V HP 3400A 
Frequency Range 1 to 10 MHz 
Test Oscillator Freq. Range 10 Hz to 1 kHz HP 651B 
Output Level +10 to —20 dBm 
50-Ohm Feedthru HP 11048C | 
Termination 


*USE — A = Adjustments; P = Performance Tests: S = Service 


Frequency Range 10 to 600 MHz, HP 140/HP 8554B/ 
Response + 1 dB, HP 8552/8553 
Measurement Accuracy + 2.0 dB 
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General Information Model 8660C 


Table 1-2. Test Equipment and Accessories List (2 of 2) 


Minimum Specifications Suggested Model 


11672-60003 


Consisting of: HP 11672A 
Adapter: BNC female to OSM male 1250-1200 
Adapter: BNC female, Sealectro female 1250-1236 
Adapter: BNC female, Sealectro male 1250-1237 
Adapter: Right angle OSM male/female 1250-1249 
Sealectro jack (printed circuit mount) 1250-1255 
Adapter: Sealectro Tee 1250-1391 
Tool: Adjustment 8830-0024 


Cable: Extender, 36 pin, gray 

Cable: Extender, 42 pin, gray 

Cable Assy: Sealectro male and female, 
24 inches long, gray 

Cable Assy: Sealectro male and female 
right angle connectors 24” long, red 

Cable Assy: Sealectro right angle female 
BNC male, 24” long, gray 

Cable Assy: Sealectro male and female, 
24” long, gray with blue stripe 

Cable Assy: White 


11672-60001 
11672-60002 


11672-60005 


11672-60004 


| 


11672-60003 


11672-60006 
11672-60008 


8830-0024 


11672-60001 


sve 


"VISAS 0998 
4O. 
10009-2904, 
11672.40001 
foe 
WIiSAS C898 


e600 


f 


2-60004 
11672-60008 yl a 


s / 
4 1250-1237 = } 1250-1236 


“i ab 


1250-1200 


11672-60005 ——- 


1250-1249 1250-1391 


é. = 
1250-1255 


11672-60006 
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Installation 


SECTION II 
INSTALLATION 


2-1. INTRODUCTION 


2-2. This section provides information on in- 
coming inspection, selecting the input line voltage, 
operating environment, and information applicable 
to bench and rack mounted operation of the Model 
8660C. 


2-3. INITIAL INSPECTION 


2-4. Inspect the shipping container for damage. If 
the shipping container or cushioning material is 
damaged it should be kept until the contents of the 
shipment have been checked mechanically and 
electrically. The contents of the shipment are 
shown in Figure 1-1, and the procedures for 
checking electrical performance are given in 
Section IV. If the contents are incomplete, if there 
is mechanical damage or defects, or if the instru- 
ment does not pass the electrical performance test, 
notify the nearest Hewlett-Packard office. If the 
shipping container is damaged or the cushioning 
material shows signs of stress, notify the carrier as 
well as the Hewlett-Packard office. Keep the 
shipping materials for the carrier’s inspection. The 
HP office will arrange for repair or replacement 
without waiting for claim settlements. 


2-5. The warranty statement for the instrument is 
on the inside front cover of this manual. Contact 
the nearest Sales/Service Office for information 
relative to warranty claims. 


2-6. PREPARATION FOR USE 


2-7. Power Requirements. 
2-8. The Model 8660C requires a power source of 


100, 120, 220, or 240 volts +5%, —10%, 48—66 Hz. 


Power consumption is approximately 400 VA 
maximum. 


2-9. Line Voltage Selection 


CAUTION 


To prevent damage to the instrument 
make the line voltage selection BEFORE 
connecting the line power. Also ensure 
the line power cord is connected to a 
line power circuit that is provided with a 
protective earth contact. 


2-10. A rear panel line power module, (A7), 
permits operation from 100, 120, 220, or 240 Vac. 


The number visible in the window (located on the 
module) indicates the nominal line voltage to 
which the instrument must be connected. 


2-11. To prepare the instrument for operation, 
slide the fuse compartment cover to the left (the 
line power cable must be disconnected). Pull the 
handle marked FUSE PULL and remove the fuse; 
rotate the handle to the left. Gently pull the 
printed circuit voltage selector card from its slot 
and orient it so that the desired operating voltage 
appears on the top-left side (see Figure 2-1). 
Firmly push the voltage selector card back into its 
slot. Rotate the FUSE PULL handle to the right, 
install a fuse of the correct rating, and slide the 
fuse compartment cover to the right. 


NOTE 


For 110—120V line, use 4A slo-blo fuse, HP 
Stock No. 2110-0635. For 220—240V line, 
use 2A slo-blo fuse, HP Stock No. 2110-0303. 


WARNING 


To avoid the possibility of injury or death, 
the following precautions must be followed 
before the instrument is switched on: 


a. Note that the protection provided by 
grounding the instrument cabinet may be lost 
if any power cable other than the three- 
pronged type supplied is used to couple the 
ac line voltage to the instrument. 


b. If this instrument is to be energized via an 
autotransformer to reduce or increase the line 
voltage, make sure that the common terminal 
is connected to the earthed pole of the power 
source. 


c. Thepower cable plug shall only be inserted 
into a socket outlet provided with a protec- 
tive earth contact. The protective action must 
not be negated by the use of an extension cord 
without a protective conductor (grounding). 


d. Before switching on the instrument, the 
protective earth terminal of the instrument 
must be connected to a protective conductor 
of the power cord. This is accomplished by 
ensuring that the instrument’s internal earth 
terminal is correctly connected to the instru- 
ment’s chassis and that the power cord is 
wired correctly. 
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Model 8660C 


PC BOARD, HP 5020-8157 


SELECTION OF OPERATING VOLTAGE 


. Open cover door and rotate fuse-pul! to left. 


. Select operating voltage by orienting PC board to position desired voltage 
on top-left side. Push board firmly into module slot. 


. Rotate fuse-pull back into normal position and re-insert fuse in holders, 
using caution to select correct fuse value. 


To avoid the possibility of hazardous electrical shock, do not oper- 
ate this instrument at line voltages greater than 126.5 Vac with line 
frequencies greater than 66 Hz (leakage currents at these line settings 
may exceed 3.5 mA). 


Figure 2-1. Line Voltage Selection 


NOTE 


The correct fuse rating for the line 
voltage selected is listed on the line 
power module. More information about 
fuses is given in the table of replaceable 
parts in Section VI (reference designa- 
tion is A7F 1). 


2-12. Power Cable 


2-13. In accordance with international safety 
standards, this instrument is equipped with a 
three-wire power cable. When connected to an 
appropriate power line outlet, this cable grounds 
the instrument cabinet. The type of power cable 
plug shipped with each instrument depends on the 
country of destination. Refer to Figure 2-2 for the 
part numbers of the power cable plugs available. 


2-14. Mating Connectors 


2-15. Internal mating connectors between the 
Model 8660C and the plug-in sections are in fixed 
positions. Refer to Figure 8-132 for plug-in con- 
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nector information. Refer to Figure 8-109 for 
information relative to the remote control 
connector, J3. 


2-16. Operating Environment 


2-17. The operating environment should be within 
the following limitations: 


Teniperature {2 ...c' 8 Se Pee 0C to +55°C 
Humidity. 2... 1... = aaeciat wos TEE <95% relative 
PUTSTRIIGIES 5 oe an scare eee <4600 metres (15 000 feet) 


2-18. A forced air cooling system is used to 
maintain the operating temperature required by 
the instrument. The air exhaust fan is located on 
the rear panel of the instrument; the air intake is 
through the side panels of the instrument. When 
operating the instrument, choose a location that 
provides at least three inches of clearance at the 
rear and at least an inch of clearance for each side. 
The clearances provided by the plastic feet in 
bench stacking and the filler strip in rack mount- 
ing are adequate for the top and bottom cabinet 
surfaces. 


Model 8660C Installation 


220/240V 
OPERATION 


220/240V 
OPERATION 


100/120V 
OPERATION 


220/240V 
OPERATION 


PLUG*: SEV 1011.1959-24507 
WYPE 12 
CABLE*: HP 8120-2104 


PLUG*: NZSS 198/AS C112 
CABLE*: HP 8120-1369 


PLUG*: NEMA 5-15P 
CABLE*: 8120-1378 


PLUG*: NEMA 6-15P 
CABLE*: HP 8120-0698 


220/240V 


220/240V 
OPERATION 


220/240V 


OPERATION OPERATION 


PLUG*: CEE7-VII 
CABLE*: HP 8120-1689 


PLUG*: CEE22-V1 
CABLE*: HP 8120-1860 


PLUG*: BS 1363A 
CABLE: HP 8120-1351 


*The number shown for the plug is the industry identifier for the plug only. 
The number shown for the cable is an HP part number for a complete cable including the plug. 


Figure 2-2. Power Cable HP Part Numbers 


2-19. Bench Operation 


2-20. The instrument has plastic feet and a fold- 
away tilt stand for convenience in bench operation. 
The tilt stand raises the front of the instrument for 
easier viewing of the control panel and the plastic 
feet are shaped to make full width modular 
instruments self aligning when stacked. 


2-21. Rack Mounting (Option 908) 


2-22. The 8660C Option 908 is supplied with a 
rack mounting kit. This kit contains all the neces- 
sary hardware and installation instructions for 
mounting the instrument in a rack with 19-inch 
spacing (see Figure 2-3). The HP part number for 
this kit is 08660-60347. 


2-23. STORAGE AND SHIPMENT 


2-24. Environment 


2-25. The instrument should be stored in a clean, 
dry environment. The following environmental 
limitations apply to both storage and shipment: 


Temperature —40°C to +75°C 
Humidity ee <95% relative 
Altitude - <7600 metres (25 000 feet) 


2-26. Packaging 


2-27. Tagging for Service. If the instrument is being 
returned to Hewlett-Packard for service, please 


TILT STAND 


FOOT RELEASE 
BUTTON 


FILLER STRIP 


TRIM STRIP 
(ADHESIVE BACKED) 


BOTTOM COVER 


INSTRUCTIONS 
1. REMOVE TILT STAND, PLASTIC FEET AND 
TRIM STRIPS. 


2. ATTACH FILLER STRIP AND RACK MOUNTING 
FLANGES, KEEPING LARGE NOTCH ON FLANGES 
TO INSTRUMENT BOTTOM. 


Figure 2-3. Preparation for Rack Mounting 


complete one of the blue repair tags located at the 
end of this manual and attach it to the instrument. 


2-28. Original Packaging. Containers and materials 
identical to those used in factory packaging are 
available through Hewlett-Packard offices. If the 
instrument is being returned to Hewlett-Packard 
for servicing, attach a tag indicating the type of 
service required, return address, model number, 
and full serial number. Also, mark the container 
FRAGILE to assure careful handling. In any 
correspondence, refer to the instrument by model 
number and full serial number. 
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2-29. Other Packaging. The following general in- 
structions should be used for re-packaging with 
commercially available materials: 


a. Wrap the instrument in heavy paper or 
plastic. (If shipping to a Hewlett-Packard office or 
service center, attach a tag indicating the type of 
service required, return address, model number, 
and full serial number.) 


b. Use a strong shipping container. A double- 
wall carton made of 2.4 MPa (350 psi) test material 
is adequate. 


Model 8660C 


c. Use enough shock-absorbing material (75— 
100 mm; 3 to 4-inch layer) around all sides of the 
instrument to provide firm cushion and prevent 
movement inside the container. Protect the control 
panel with cardboard. 


d. Seal the shipping container securely. 


e. Mark the shipping container FRAGILE 
to assure careful handling. 
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SECTION Ill 
OPERATION 


3-1. INTRODUCTION 


3-2. This section provides operating instructions 
for the Hewlett-Packard Model 8660C Synthesized 
Signal Generator mainframe for both the local and 
remote modes. 


3-3. The Model 8660C is designed to provide 
precise digitally controlled signals for use in plug-in 
sections which provide the selected output fre- 
quency with the chosen modulation parameters. It 
will be necessary to have the operating manuals for 
the plug-in sections being used in order to effic- 
iently operate the instrument. 


NOTE 


If a Modulation plug-in Section is not 
used it will be necessary to have an 
Auxiliary Section in place of the Modul- 
ation Section. The Auxiliary Section 
completes a signal path from the main- 
frame to the RF Section plug-in and also 
provides a means of modulating the RF 
Section from an external source. 


3-4. PANEL FEATURES 


3-5. Front and rear panel controls, indicators and 
connectors of the 8660C are shown, and their 
functions described, in Figure 3-1. 


3-6. OPERATOR’S MAINTENANCE 


3-7. Operator’s maintenance of the Model 8660C 
Synthesized Signal Generator mainframe is limited 
to fuse replacement. 


3-8. OPERATING PRINCIPLES 


3-9. The Model 8660C may be operated by front 
panel controls in the local mode or externally pro- 
grammed in the remote mode. Allow the system to 
warm up for 15 minutes before operating. 


WARNING 


The power requirements and safety pre- 
cautions listed throughout this Manual 
must be observed to preserve the built-in 
safety features of the Model 8660C. 


3-10. LOCAL OPERATION 


3-11. In the local mode of operation, all functions 
of the mainframe are controlled by front panel 
controls, except when an external reference oscil- 
lator is used. When an external reference oscillator 
is used, the rear panel SELECTOR switch must be 
in the EXT position. 


3-12. The 20-key keyboard may be used to: 


a. Select any frequency within the range of 
the RF Section plug-in in 1 Hz increments (above 
1300 MHz, 2 Hz increments) for standard instru- 
ments. Option 004 instruments are selectable in 
100 Hz increments (above 1300 MHz, 200 Hz 
increments). 


NOTE 


Frequencies which are above the output 
frequency range of the RF Section, if 
selected, will be stored in the keyboard 
register, but the information will not be 
transferred to the center frequency regis- 
ter. The center frequency register and 
the readout will retain the last valid 
input. Frequencies below the output 
frequency range of the RF Section will 
be transferred to the center frequency 
register and the output register; the 
output frequency will be accurate but 
the output amplitude will be degraded. 
As an example, the Model 86601A RF 
Section has a specified lower frequency 
limit of 10 kHz, but typically will pro- 
duce a useable RF output down to 
3 kHz or lower. 


b. When frequencies below the RF Section 
frequency range are selected, the OUT OF RNG 
lamp lights and remains lit. 


c. Select any desired sweep width within 
the frequency range of the RF Section in use. See 
paragraph 3-14 for further details of sweep 
operation. 


d. Select any incremental step within the 
frequency range of the RF Section in use. See 
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1) KYBD pushbutton. When pressed, causes the informa- 
tion stored in the keyboard storage register to be dis- 
played on the CENTER FREQUENCY readout. 


[2 ) STEP pushbutton. When pressed, causes the informa- 
tion stored in the step storage register to be displayed 
on the CENTER FREQUENCY readout. 


[3) SWP WIDTH pushbutton. When pressed, causes the 
information stored in the sweep width storage register 
to be displayed on the CENTER FREQUENCY 
readout. 


4] LINE STBY — ON switch. In the STBY position, 
with the instrument connected to the ac line source, 
the reference oscillator oven temperature is main- 
tained at the operating temperature to avoid the nec- 
essity of allowing for a warm up period each time the 
instrument is used. 


@ CENTER FREQUENCY readout. Normally displays 
the output center frequency of the RF Section. 


ANNUNCIATOR. Provides visual display of mode of 
operation, crystal oven temperature and out of range 
frequency selection. 


@ MANUAL MODE RESOLUTION. Works in conjune- 
tion with the TUNING control to step the rf output 
in steps of 1 Hz (FINE), 1 kHz (MED) and 1 MHz 
(COARSE). In the STEP position the TUNING con- 
trol steps the rf output frequency by the step stored 
in the step register. 


@ TUNING — MANUAL SWEEP. Works as specified in 
the MANUAL MODE RESOLUTION description. 
May also be used to set the rf output to any point 
within the limits stored in the sweep register when 
the SWEEP MODE switch is set to MAN. 


6 Keyboard. Contains 20 keys which are used to enter 
data or instructions as follows: 


Numerals 0 through 9 
Decimal Point (.) 


CLEAR KYBD. Clears keyboard register (does 
NOT clear other registers). 


GHz, MHz, kHz and Hz select frequency in 
conjunction with numeric keys. 


CF. Transfers keyboard storage register data to 
the center frequency register. 


Operation 


STEP. tf Transfers keyboard storage register data 
to the step register and steps the center frequency 
up. May also be used to step the frequency up by 
the step stored in the step register without a new 
keyboard entry. 

STEP.) Same as STEP f except that frequency is 
stepped down. 

SWP WIDTH. Transfers the data in the keyboard 
storage register to the sweep register. 


SINGLE pushbutton. In the SINGLE mode, when | 
pressed, causes the rf output to be swept, one time 
only, across the range stored in the sweep register, at 

a speed determined by the RATE switch. 


0 OUTPUT (0 to +8V). Provides a sweep ramp for use 
in external equipment (oscilloscopes, X-Y recorders, 
etc.) when operating in the swept mode. 


@ RATE switch. The rate switch selects sweep rates as 
follows: FAST — 100 steps at 1 millisecond per step, 
MED — 1000 steps at 1 millisecond per step, and SLO 
— 1000 steps at 50 milliseconds per step. 


13) SWEEP MODE switch. With the sweep mode switch 
in the AUTO position sweep operation is automatic; 
the output rf is swept about the center frequency by 
the data stored in the sweep register at the rate selec- 
ted by the RATE switch. In the SINGLE mode the rf 
output is swept once each time the SINGLE push- 
button is pressed. In the MAN mode the sweep is 
controlled by the MANUAL TUNE control and the 
data stored in the sweep register. 


14) LINE MODULE. Contains a means of switching input 
line voltage to 100/120/220/240 Vae +5% —10%, 
fuse, line cable connector and filtering. NOTE: the 
cabinet (earth) ground is also applied through the 
line module. 


REFERENCE INPUT. Used when an external 
standard of 5 or 10 MHz is used. 


@ REFERENCE OUTPUT. Provides the capability of 
using the internal reference as a time base in external 
equipment. 


@ SELECTOR. Selects INT or EXT reference. 
© REMOTE INPUTS. When the instrument is operated 


in the remote mode (pin 5 of this connector is 
grounded by the programming device), all functions 
of the imstrument are controlled by the remote pro- 
gramming device. Front panel controls (except for 
LINE STBY-ON) have no effect on operation of the 
instrument. 


Figure 3-1. Front and Rear Panel Controls, Indicators and Connectors (2 of 2) 
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paragraph 3-18 for further details of incremental 
step operation. 


3-13. Operating Modes 


3-14. Sweep. In the sweep mode the sweep width 
is selected by the keyboard. The sweep width may 
be displayed on the CENTER FREQUENCY read- 
out by pressing the SWP WIDTH pushbutton to the 
left of the readout. Only the center frequency is 
shown in the AUTO or SINGLE SWEEP modes. In 
the MAN sweep mode the actual RF output 
frequency of the RF Section will be displayed. 


3-15. When the SWEEP MODE switch is placed in 
the AUTO position the output signal of the RF 
Section is swept about the selected center fre- 
quency by the selected sweep width. (Example: 
center frequency 50 MHz, sweep width 20 MHz, 
the RF output is swept from 40 to 60 MHz.) The 
sweep rate, selected by the RATE switch is as 
follows: FAST — 100 steps at 1 millisecond per 
step, MED — 1000 steps at 1 millisecond per step 
and SLO — 1000 steps at 50 milliseconds per step. 


3-16. When the SWEEP MODE switch is placed in 
the SINGLE position, pressing the SINGLE push- 
button causes the output of the RF Section to be 
swept one time. When the single sweep is 
completed, the output of the RF Section returns 
to the selected center frequency. The sweep width 
and sweep rate are selected in the same manner as 
they are in the AUTO mode. 


3-17. When the SWEEP MODE switch is placed in 
the MAN position the step rate of the output 
frequency of the RF Section may be manually 
controlled by the MANUAL SWEEP control. In 
this mode the sweep width is still controlled by the 
information in the sweep register. The selected 
sweep width, in this mode, is divided by 1000 and 
the output of the RF Section may be controlled in 
frequency steps that are 1/1000 of the sweep 
width. (Example: center frequency 50 MHz, sweep 
width 20 MHz, output may be swept manually 
from 40 to 60 MHz in 20 kHz steps.) 


3-18. Step. The center frequency may be stepped 
up or down, in any increment within the frequency 
range of the RF Section in use. The increment 
selected, including units, must be entered in the 
keyboard before the STEP t or STEP | key is 
pressed. The step entered into the step register 
remains in the register until changed (or the 
instrument is place; in the standby mode) and may 
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be displayed on the readout by pressing a STEP 
pushbutton. 


3-19. When the MANUAL SWEEP control, a 
Rotary Pulse Generator, is used to control the 
STEP mode, the size of the step is determined by 
the information stored in the STEP register. 


3-20. Manual. Manual mode operation is essen- 
tially the same as the step mode except that 
increments selected by the MANUAL MODE 
switch are 1 Hz (FINE), 1 kHz (MED) and 1 MHz 
(COARSE). These increments are controlled only 
by the TUNING control when the MANUAL 
MODE switch is placed in the selected position. 


3-21. Combined. The sweep mode, step mode and 
manual mode may all be used simultaneously 
except for Manual Sweep which locks out the 
Manual Tuning Mode. This feature allows the user 
to quickly determine the frequency parameters of 
any device being tested. 


3-22. Operator’s Checks 


NOTE 
If the instrument is returned for service, be 


sure to attach a blue repair tag (located at the 
end of this manual) with failure information. 


3-23. During final checkout at the factory the 
Model 8660C Synthesized Signal Generator main- 
frame is adjusted for proper operation. No adjust- 
ments should be required when the instrument is 
received. The operator’s checks listed in Table 3-1 
are based on the assumption that properly operat- 
ing RF Sections and Modulation Sections are in 
place during the tests. Refer to the manuals for the 
specific plug-ins for operating parameters. 


3-24. The steps listed in Table 3-1 need not be 
followed in the sequence listed. Their purpose is to 
aid the operator in familiarizing himself with the 
instrument, and to provide assurance that all 
functions of the instrument are operating properly. 


NOTE 


1. Numbers shown in the ‘“‘Result”’ column of 
Table 3-1 are those which should be displayed 
on the CENTER FREQUENCY readout. 


2. Any operator’s checks specified in the plug- 
in Manuals should also be performed. 


3-25. Modulator Units 


3-26. Since the modulator plug-ins are not af- 
fected by the mainframe except for digital control 
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Table 3-1. Operator’s Checks (1 of 4) 


NOTE 
All references to CF or other readouts are displayed on the 
mainframe CENTER FREQUENCY readout. 


Initial turn-on. 


Set the rear panel line select switch in the power line module to be compatible 


with the available line power. 


Connect the instrument to the power outlet; use ground pin adapter for elec- 
trical systems having no ground outlet. 


NOTE 


The instrument should remain connected to the power source 
in the STBY (standby) mode when not in use. This will main- 
tain constant temperature in the crystal oven and eliminate 
the need for a warmup period. 


Place the LINE STBY/ON switch in the ON position. 
Allow the system to warm up for 15 minutes before operating. 


Keyboard Register and Readout Checks. 


Hold in KYBD pushbutton and enter 1.234567890. Note that readout input 
steps from right to left. 


With KYBD pushbutton held in: 
Press GHz key 
Press MHz key 
Press kHz key 
Press Hz key 


Release KYBD pushbutton 
Press KYBD pushbutton 
With KYBD pushbutton held in: 
Press kHz key 
Press MHz key 


Press GHz key 
Press CLEAR KYBD key 


Step Tt) register and OUT OF RNG Annunciator Check with the 86601A 
RF Section. 


Enter 109.000000 MHz CF on keyboard. 
Enter 111111 Hz STEP ¢ on keyboard 


Press the KYBD pushbutton 
Release the KYBD pushbutton 


Press the STEP ft key until the readout shows. 
Note that readout has increased in steps of 111111 Hz. 


Press the STEP ¢ key one more time. 


Place the MANUAL MODE switch in the STEP position and turn the 
TUNING control counterclockwise. Place the MANUAL MODE switch 
in the OFF position. 


Operation 


Cooling fan starts. 
CF 1.000000 MHz. 


Units lights (GHz, 
MHz, kHz, Hz) are 
off.1.234567890 


1.234567890 GHz 
1.234567 MHz 
1.234 kHz 

il labs 


1.000000 MHz 
1 Hz 


1.000 kHz 
1.000000 MHz 
1.000000000 GHz 
0000000000 


109.000000 MHz 
109.111111 MHz 


111111 Hz 
109.111111 MHz 


109.999999 MHz 


109.999999 MHz 
OUT OF RNG 
light flashes once. 


Readout decreases 
in 111111 Hz steps. 
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Table 3-1. Operator’s Checks (2 of 4) 


| 


3-f Enter 10 kHz CF on the keyboard 10.000 kHz 
Enter 1 Hz STEP ¢ on the keyboard 10.001 kHz 
Press STEP pushbutton 1 Hz 


Press STEP | key twice 9.999 kHz 


OUT OF RNG light 
stays on. 


With the Model 86601A RF Section the specified lower frequency limit 
is 10 kHz. 
NOTE 


The Model 86601A RF Section lower frequency limit is 
specified at 10 kHz. The output frequency is accurate 
down to 1 Hz and the output power level is typically 
accurate down to 3 kHz or less. However, the output 
signal should be considered unusable below 1.5 kHz. 


Enter 3 kHz CF on the keyboard 

Enter 100 Hz STEP! 

Repeatedly press the STEP | key. Note that the CF readout decreases 
in 100 Hz steps. The RF output level will typically start to drop below 
2 kHz. 


3.000 kHz 
2.900 kHz 
OUT OF RNG light 
on 


STEP t | register and OUT OF RNG annunciator check with the 
86602A RF Section. 


Enter 1200.000000 MHz CF on keyboard. 
Enter 11.111111 MHz STEP f on keyboard. 


Press KYBD pushbutton 
Release KYBD pushbutton 


Continue pressing STEP ¢ key until readout displays: 


1200.000000 MHz 
1211.111111 MHz 


11.111111 MHz 

1211.111111 MHz 
1299.999999 MHz 
1299.999999 MHz 


OUT OF RNG light 
flashes once. 


Press the STEP ft key one more time. 


Readout decreases 
in 11.111111 MHz 
steps. 


1.000000 MHz 
1.000001 MHz 

1 Hz 

OUT OF RNG light 
stays on. 


Set the MANUAL MODE switch to the STEP position and turn the 
TUNING CONTROL counterclockwise. 


Enter 1 MHz CF on the keyboard 
Enter 1 Hz STEP f on the keyboard 
Press STEP pushbutton 

Press STEP | on keyboard twice 


STEP ft | register and OUT OF RNG annunciator check with the 
86603A RF Section. 


Enter 2500.000000 MHz CF on keyboard 
Enter 11.111111 MHz STEP f¢ on keyboard 


Press KYBD pushbutton 
Release the KYBD pushbutton 


Continue pressing STEP t key until readout displays: 


2500.000000 MHz 
2511.111110 MHz 


11.111111 MHz 
2511.111110 MHz 


2599.999998 MHz 


NOTE 


The frequency increase alternates between 11.111110 and 
11.111112 MHz due to the 2 Hz resolution of center 
frequencies = 1300 MHz). 
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Table 3-1. Operator’s Check (3 of 4) 


Operation 


Press the STEP ¢ key one more time 


Set the MANUAL MODE switch to the STEP position and turn the 
TUNING CONTROL counterclockwise. 


Enter 1 MHz CF on the keyboard 
Enter 1 Hz STEP f on the keyboard 
Press STEP pushbutton 

Press STEP | on keyboard twice 


MANUAL MODE — MANUAL TUNING Check (With 86601A) 
NOTE 


The upper frequency limit for 86602A/B RF Section is 
1299.999999 MHz; for 86603A, 2599.999998 MHz 


Set the SWEEP MODE switch to OFF and enter 0 MHz CF 


Set the MANUAL MODE switch to COARSE and rotate the TUNING 
control clockwise until the readout indicates: 

Note that the readout steps in 1 MHz increments. 

Set the MANUAL MODE switch to MED and rotate the TUNING 
control clockwise until the readout indicates: 

Note that the readout steps in 1 kHz increments. 

Set the MANUAL MODE switch to FINE and rotate the TUNING 
control clockwise until the readout indicates: 

Note that the readout steps in 1 Hz increments. 


NOTE 


The OUT OF RNG light flashes on when the RF Section upper 


frequency limit is passed. The system rejects overrange fre- 
quencies and the CF register retains the last valid entry. 


Sweep Mode Checks with 86601A RF Section. 
NOTE 


Proper operation of the instrument in the sweep mode is best 
verified with a spectrum analyzer. However, operation of the 
sweep function can be verified by front panel indications as 
described in steps 7-a and 7-b. 


Set CF to 5 kHz and SWP WIDTH to 10 kHz. Place the SWEEP MODE 


switch in the AUTO position and the RATE switch in the SLO position. 


2599.999998 MHz 
OUT OF RNG light 
flashes once. 


The readout decrease 
is in 11.111110 or 
11.111112 MHz steps 
(to a minimum of 
.000025 MHz). 
1.000000 MHz 
1.000001 MHz 

1 Hz 

.999999 MHz 

OUT OF RNG light 
stays on. 


.000000 MHz and 
OUT OF RNG light 
is on. 


109.000000 MHz 


109.999000 MHz 


109.999999 MHz 


SWEEP and OUT OF 
RNG lights on. RF 
Output meter level 
drops every 50 seconds. 


Operation 


Table 3-1. Operator’s Check (4 of 4) 


psf mmr ent 


Set CF to 10 kHz. Other functions as in step 7-a. 


Connect the RF output to the RF INPUT of the spectrum analyzer. 
Enter 10 MHz CF and 10 MHz SWP WIDTH and SWEEP MODE to 
AUTO. Position the RATE switch to MED and adjust the spectrum 
analyzer for a clear display. Enter 5 MHz STEP and step the fre- 
quency across the RF range. 


Sweep Mode Checks with 86602A, 86602B or 86603A RF Sections. 


Set CF to 5 MHz 
Set SWP WIDTH to 10 MHz 
Set SWEEP MODE to AUTO and RATE switch to SLO 


Set CF to 1 MHz 


Set CF to 5 MHz on keyboard. 
Set SWEEP RATE switch to MED 


Manual Sweep Check 


Enter 50 MHz CF and 10 MHz SWP WIDTH. 
Place the SWEEP MODE switch in the MAN position. Rotate the 
MANUAL SWEEP control through its range. 


Single Sweep Check 


Enter 50 MHz CF and 20 MHz SWP WIDTH and place the SWEEP 
MODE switch in the SINGLE position. Press the SWP WIDTH 
pushbutton. Connect the RF output to the RF INPUT of the 
spectrum analyzer to display the 50 MHz signal. Press the SINGLE 
pushbutton. 
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SWEEP LIGHT re- 
mains lit. OUT OF 
RNG light alternates, 
25 seconds on, 25 off. 


Readout increases in 

5 MHz steps. Sweep 
continues to be 5 MHz 
on each side of the 
CF. 


5.000000 MHz 
5.000000 MHz 
5.000000 MHz 
OUT OF RNG light 
flashes every 50 s. 
RF Section meter 
also dips. SWEEP 
light remains on. 


1.000000 MHz 
SWEEP light on. 
OUT OF RNG light 
on every 25s. 


5.000000 MHz 
OUT OF RNG light 
flashes on at 1s rate. 


CF is tuneable from 
45 to 55 MHz. 


50.000000 MHz 
20.000000 MHz 
Spectrum analyzer 
display is swept once 
from 40 to 60 MHz. 
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voltages, operator’s checks for the modulators are 
not included in Table 3-1. Refer to the individual 
manuals for the modulator plug-in in use for 
applicable operator’s checks. 


3-27. RF Units 


3-28. Many of the tests specified in Table 3-1 do 
not apply specifically to an RF Section. Those 
checks which are not referred to a specific RF 
Section apply equally to the Model 86601, 86602, 
and the 86603. When procedures apply to specific 
RF Sections only, this information is conveyed 
following the procedure. 


NOTE 


Most of the programming tables in this 
section apply equally to local and 
remote modes. 


3-29. REMOTE OPERATION 


3-30. There are currently two means of remotely 
programming the Model 8660C. They are BCD 
(Binary Coded Decimal) and HP-IB (Hewlett- 
Packard Interface Bus). In the text which follows, 
programming and other requirements which are 
common to both means will be discussed first, then 
BCD requirements, and finally HP-IB requirements. 


3-31. General Programming Requirements 


3-32. There are several conventions which must be 
observed when remotely controlling the Model 
8660C. Besides providing data with the least 
significant digit first, these conventions include: 


a. All output levels are referenced to 
+13 dBm. This reference operation involves sub- 
tracting 13 from the desired output level. 


b. There are three separate modulation 
parameters which may be programmed; source, 
type and %. Source and type are combined into 
one number (source is the least significant digit). 


c. When in the remote mode, all front 
panel controls except the LINE STBY/ON and FM 
CAL controls are inhibited. 


d. Digital sweep may not be operated in the 
remote mode of operation. 


e. When changing from the local to the 
remote mode of operation the temporary storage 


Operation 


register should be cleared before a remote entry is 
made. 


f. The data level inputs to the Model 
8660C are as follows: approximately 0 volts (TTL 
LOW) = 1 and approximately 2.8V (TTL HIGH) = 
0 (sometimes referred to as negative or ground true 
logic). 


3-33. BCD Remote Operation 


3-34. The following information pertaining to 
BCD programming, does not apply to HP-IB 
programming. 


3-35. In BCD remote operation two four-bit paral- 
lel codes are applied to the instrument circuits 
through a rear panel connector (J3). These inputs, 
if numeric data, are converted to BCD digit serial in- 
formation and clocked into a temporary storage reg- 
ister. If the inputs are address information they are 
clocked into a temporary storage register. If the in- 
puts are address information they are used to direct 
a clock to strobe the data from the temporary stor- 
age register into the desired final storage register. 


3-36. When all of the significant data entries have 
been stored in the temporary storage registers, the 
least significant digit is stored in a position to allow 
it to be the first digit strobed out, then the next 
least significant digit, etc, so that the information 
will be stored in the appropriate register in the 
same sequence in which it was received. 


3-37. Operation of the storage registers not lo- 
cated in the Model 8660C mainframe is detailed in 
the manuals for the plug-in sections. Table 3-3 
provides examples of programming the registers 
which may be programmed when the Model 8660C 
mainframe is used. 


3-38. Refer to Figures 3-2 and 3-3 for timing 
information and to Table 3-5 for interconnection 
information. 


NOTE 


Although it is not necessary to program 
frequency first, then modulation (if 
any), then attenuation, this sequence 
minimizes the time required for entering 
data. 


3-39. Data Inputs. Data inputs (logic 1=0) must be 
referenced to the command pulse as shown in 
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Operation 


3-10 


Data Input 


Command Input 


100 ns Min 


Flag Output 
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Data input must be present for full 
duration of command input. 


.8 to 1.3 us min for data 

3 to 4 ms for frequency or 
modulation change 

50 ms for attenuation change 
5 seconds for CF CAL 


Figure 3-2. Model 8660C Data Input Timing 


Command Pulse Input 
To Enter Qualifier 
Address Combination 
And Execute The Non- 
valid Command 


Error Output 


Command Pulse Input 


Error Output 


= 100 ns Minimum 


Error Line Stays Low 
Until a new Valid 
Frequency is Entered. 


>+2.4V 
<+0.4V “ah Coal a 100 ns Minimum 


<— 60 us until restoration 
| of ERROR output. 
) 
\ 


>+2.4V 


<+0.4V 
| 


Figure 3-3. Model 8660C Error Output Timing 
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Figure 3-2. The data inputs may be terminated 
after the command pulse trailing edge. 


3-40. The command pulse causes the input data to 
be stored in the temporary storage register or, if 
the data input is an address, to be stored in one of 
the final storage registers. These pulses are logic 1 
(OV) pulses of 100 nanoseconds minimum width, 
maximum frequency of 500 kHz. Pulses for low 
transfer frequencies may be wider if consistent 
with the duty cycle. The leading edge must have a 
fall time of 100 nanoseconds or less. Transfer 
occurs on the leading edge of the pulse. Note that 
data must be held until the command pulse 
terminates. The flag signal is also initiated by the 
falling (leading) edge of the command pulse. 


3-41. Flag Signal. The flag signal indicates receipt 
and execution of the command pulse from the 
remote programming device. The flag signal will be 
logic 1 (OV). Duration of the signal will depend on 
the function programmed. 


Operation 


3-42. Error Signal. Indicates frequency out of 
range or crystal oven temperature is not stabilized. 
The error signal will be at a logic 1 (OV) for the 
period of the function error (see Figure 3-3). 


3-43. Reset. Controls the DCU circuits in the same 
manner as the DCU power detect circuit does when 
the instrument is first turned on. It also initializes 
circuitry and resets the data registers. Requires a 
logic 1 (OV) level which may be as short as 5 
microseconds. 


NOTE 


When switching from remote to local 
operation clear the keyboard before 
making an entry. 


3-44. HP-IB Remote Operation 


3-45. HP-IB (Hewlett-Packard Interface Bus) is a 
general purpose interface system. Although the 


Table 3-2. Storage Register Addresses 


: Address 
Name of Register O=High, 1=Low 


Center Frequency 0000 (0) 


Step t 0001 (1) 
Step | 0010 (2) 
Attenuator 0011 (3) 


AM-FM Function 0100 (4) 


0101 (5) 


FM CAL 86635 
or 86632 only 


0110 (6) 


To set Center 
Frequency 


Mainframe 


To step center frequency 
up in any increment 


Mainframe DCU To step center frequency 


down in any increment 


Controls level of 
RF OUTPUT 


RF Section 
plug-in 


Selects Modulation © 
Function 


Modulation 
Section 
plug-in 


*Selects AM % of 
Modulation or FM 
Deviation 


Modulation 
Section 
plug-in 


Phase locks 20 MHz 
FM oscillator to the 
reference loop 

20 MHz 


Modulation 
Section 
plug-in 


*The 86632B and the 86635A require inputs of one half of the desired deviation in remote mode. 
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Table 3-3. Model 8660C Programming Examples (1 of 3) 


EXAMPLE 1. Set 100.000000 MHz Center Frequency (CF) 


Input - ; i 
0=High hat emporary Register CF Register 


Data : D, 9001 (1) D, 0000 (0) 00 00 00 00 00 Last Input 


Temporary Command 01 00 00 00 00 Last Input 


Address: D, 1111 (15) D, 0000 (0) 01 00 00 00 00 


Last Input 


Transfer Command 00 00 00 00 00 


01 00 00 00 00 


EXAMPLE 2. Set 107.654321 MHz Center Frequency (CF) 


Temporary Register 


CF Register 


Data: D, 0001(1) D, 0010(2) 


00 00 00 00 00 Last Input 


Temporary Command 21 00 00 00 00 Last Input 


Data: D, 0011(3)D, 0100 (4) 21 00 00 00 00 


Last Input 


Temporary Command 


43 21 00 00 00 Last Input 


Data: D, 0101 (5) D, 0110 (6) 


43 21 00 00 00 Last Input 


Temporary Command 65 43 21 00 00 


Last Input 


Data: D, 0111 (7) D,, 0000 (0) 


65 43 21 00 00 


Last Input 


Temporary Command 


07 65 43 21 00 
01 07 65 43 21 
00 00 00 00 00 


Last Input 


Address: D, 1111 (15) D,, 0000 (0) Last Input 


01 07 65 43 21 


EXAMPLE 3. Set 120 dB Attenuation (RF SECTION) Below +13 dBm (1 volt) 
Input 
Temporary Register Atten Register 
O=High 1-Low 


Data: D, 0010 (2) D, 0001 (1) 00 00 00 00 00 Last Input 
12 00 00 00 00 
12 00 00 00 00 
00 00 00 00 00 


Transfer Command 


Temporary Command Last Input 


Address: D, 1111 (15) D, 0011 (3) 


1 


Last Input 
120 


Transfer Command 


NOTE 
The attenuator is a three-digit register; only the three most significant digits are retained. 
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Table 3-3. Model 8660C Programming Examples (2 of 3) 


EXAMPLE 4. Set 7 dB Attenuation (RF SECTION) Below +13 dBm (1 volt) 
Input : : 


Data: D, 0000 (0) D, 0111 (7) 00 00 00 00 00 Last Input 


70 00 00 00 00 


Temporary Command Last Input 


Data: D, 0000 (0) D, 0000 (0) 70 00 00 00 00 Last Input 


Temporary Command 00 70 00 00 00 


Last Input 


Address: D, 1111 (15) D, 0011 (3) 


00 70 00 00 00 Last Input 


Transfer Command 00 00 00 00 00 007 


See note for Example 3 


EXAMPLE 5. Shut off Modulation (MODULATION SECTION) 
Input . : ; 


Address: D, 1111 (15) D, 0100 (4) 00 00 00 00 00 Last Input 


Transfer Command 00 00 00 00 00 00 


NOTE: All digits are zero - no modulation 


EXAMPLE 6. Set 3% AM Modulation, Internal 1 kHz (MODULATION SECTION) 


Temporary Register AM-FM % Register 


Data: D, 0011 (3) D, 0000 (0) 00 00 00 00 00 


Last Input 


Temporary Command 03 00 00 00 00 Last Input 


Address: D, 1111 (15) D, 0101 (5) 03 00 00 00 00 Last Input 


Transfer Command 


00 00 00 00 00 03 into % Storage 


Data D, 0001 (1) D, 1000 (8) 00 00 00 00 00 


Temporary Command 81 00 00 00 00 


Address: D, 1111 (15) D, 0100 (4) 81 00 00 00 00 


Transfer Command 00 00 00 00 00 81 into AM-FM 
Function Register 


Sets AM and 1 kHz 
NOTE: See Table 3-4. for AM-FM Function Register Codes 
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Table 3-3. Model 8660C Programming Examples (3 of 3) 


EXAMPLE 7. Set 10 MHz STEP ft 


Input : : 
0=High 118 Temporary Register INCR Register 


Data: D, 0000(0) D, 0001 (1) 00 00 00 00 00 Last Input 


Temporary Command 10 00 00 00 00 Last Input 


Data: D, 0000(0) D, 0000 (0) 10 00 00 00 00 


Last Input 


Temporary Command 


00 10 00 00 00 Last Input 


Address: D, 1111 (15) D,,0001 (1) 00 10 00 00 00 Last Input 


Transfer Command 00 00 00 00 00 00 10 00 00 00 


Table 3-4. AM-FM Function Register Coding 


DIGIT 2 (D, ) DIGIT 1 (D,) 
O=High 1=Low O=High 


OM 1100 (12) EXT. AC (UNLEVELED 1001 (9) 
86633 only 

FM X .1 0100 (4) EXT. DC 0100 (4) 

FM X 1 0010 (2) INT. 400 Hz 0010 (2) 

FM X 10 0001 (1) INT. 1 kHz 0001 (1) 

OFF 0000 (0) 


Table 3-5. Programming Connections to J3 


J3 Pin No. ToA3XASPin No. | Signal | Other 


To J3 pin 18 

Error 

LCL-RMT 
Command 
Digit 1-8 
Digit 1 - 4 
Digit 1 - 2 
Digit 1 - 1 


Flag (Busy) 
Reset 

Digit 2-8 
Digit 2 - 4 
Digit 2 - 2 
Digit 2-1 


Ground 


J3 pins not listed are also wired to A3XA5. See the rear interface board schematic 
diagram for wiring information. 
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HP-IB uses many of the operational parameters 
(coding, handshake, etc.), the terms HP-IB and 
ASCII should not be used interchangeably because 
they are not completely compatible. 


3-46. The HP-IB interface systems use seventeen 
lines to effect the transfer of data between the 
instruments connected to the bus. Hight of these 
lines are used for the actual transfer of data, one 
line is ground and the remaining eight lines are 
used for control. 


8-47. Table 3-6 illustrates the HP-IB bus interface 
line designations. The ground line, being self- 
explanatory, is not shown. 


3-48. The structure and operation of the bus is 
analogous to an old-fashioned party line, and many 
of the conventions which apply to a party line 
apply to the HP-IB interface as well. For instance, 
at any given time only one person may talk on the 
party line, while many people may listen, and most 
will not be using the party line at all. 


3-49. Similarly, on the HP-IB interface, only one 
instrument may talk (send data) at any given time, 
although many instruments may listen (receive 
data), and most instruments will not interact with 
the bus at all. 


3-50. In order to determine which instruments are 
to “talk’’, which are to “‘listen”’, and which are to 
remain inactive, some sort of a controller is 
required. This controller, which might be a calcul- 
ator, assigns functions to the various instruments 
by sending data over the eight lines to all instru- 
ments. Any instrument becomes a listener when its 
listen address is placed on the bus and remains a 
listener until the ‘“‘unlisten’? command is trans- 
mitted. Talkers, on the other hand, stop func- 
tioning as talkers whenever another talk address is 
put on the data lines. This prevents more than one 
device from talking at any given time. 


3-51. In order for the instrument to distinguish 
between data and addresses, both of which are sent 
over the eight data lines, an “‘address mode/data 
mode” selector called the Multiple Response 
Enable (MRE) line is driven by the controller. 
When this line is low, all instruments listen to the 
eight data lines and interpret the information being 
transmitted by the controller as addresses. When 
the MRE line is high, information on the eight data 
lines is interpreted as data and the instruments 
talk, listen or remain inactive as determined during 
the time they were addressed when MRE was low. 
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3-52. Three-Wire Handshake. Information, whe- 
ther addresses, measurement results, or other data 
is transferred on the data lines under control of a 
technique called the three-wire handshake. The 
handshake involves the use of three control lines, 
and operates as follows: 


a. A listener indicates that it is ready to 
accept data by letting the Ready for Data (RFD) 
line go high. Listeners are connected to the RFD 
line in a logical AND configuration so the RFD line 
does not go high until all active listeners are ready 
for data. 


b. After RFD has gone high, the talker 
indicates that it has placed a data byte on the eight 
data lines by setting the Data Valid (DAV) line 
low. 


c. After DAV has gone low, each listener 
pulls RFD low, accepts the data, and then lets the 
data accepted (DAC) line go high. Again, all 
listeners are logically ANDed and DAC does not 
go high until all listeners have accepted the data. 


d. After the DAC line has gone high, the 
talker can let DAV go high again and take the data 
off the lines. When DAV goes high, the listeners set 
DAC back to low and the sequence is ready to 
repeat with step 1 of Figure 3-4. 


3-53. As can be seen from the description, data 
transfer is asynchronous, proceeding only as fast as 
the slowest active (addressed to talk or listen) 
device on the line. 


NOTE 


Figure 3-4 illustrates a flow chart of the 
three-wire handshake operation. 


3-54. The four remaining control lines operate as 
follows: 


a. The Remote Enable (REN) line allows 
the controller to put all instrument on the bus in 
the remote mode. When this line is low, all 
instruments will go into remote as soon as they are 
addressed, and remain in remote until the line goes 
high again. 


b. The End Output (EOP) line, when pulled 
low by the system controller, will halt all activity 
on the bus and cause all instruments to unaddress 
themselves. 
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Table 3-6. HP-IB Interface Lines 


Name 


Data Input/Output 1 DI01 


Data Input/Output 8 DIO8 
Data Valid 

Ready for Data 
Data Accepted 


DAV 
RFD 
DAC 


Multiple Response Enable MRE 


Remote Enable 


End Output 


Service Request 


End or Identify 


T 
R 
A 
N 
S 

F 

E 

R 
M 
A 
N 
A 
G 
E 

M 
E 

N 
T 


c. The Service Request (SRQ) line allows 
instruments to get the attention of the controller. 
The Model 8660C does not use this line, so its 
function will not be described here. 


d. The End OR Identify (EOI) line is used 
to identify which instrument pulled the SRQ line 
low. The Model 8660C does not use this line. 


3-55. When a standard Model 8660C is modified 
to accept the HP-IB interface the instructions 
contained in the modification kit must be followed 
to install the two new circuit boards. 


3-56. In addition to following the modification 
instructions, special care should be taken to ob- 
serve jumper positions on the HP-IB boards. 


3-57. Before installing the HP-IB circuit boards 
check the address jumpers, and change if required. 
It should be noted that if more than one Model 
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Abbreviation 


Description 


These lines carry address data, basic 
measurement data, control and program 
data, and status data. 


These lines control the transfer of data 
over the DIO1-DI08 lines. 


Indicates whether information on DIO1- 
DI08 should be interpreted as data com- 
mon to all instruments (addresses) or 
data directed to selected instruments. 


Switches all instruments between re- 
mote and local mode. 


Allows controller to halt communication 
over the bus. 


Allows instruments on the bus to get the 
attention of the controller. 


Enables the controller to determine 
which instrument requested service 
through the SRQ line. 


8660C is used in a system, it is not likely that 
operational parameters will be the same for each, 
so different addresses will probably be required for 
each instrument. 


3-58. When used in the Model 8660C, jumper J2 
must not be connected. 


3-59. Jumper J1 is installed at the operator’s 
choice. With it in place the internally generated 
BUSY signal is used to delay the RFD response. 
Without it, the operator must make allowances in 
programming for the necessary settling time of the 
Model 8660C. 


3-60. The information contained in this section of 
this manual applies only to Model 8660C Option 
005 HP-IB instruments. Refer to Table 3-7 for 
HP-IB codes. Information contained in this section 
for other types of remote control does not apply 
to Option 005 instruments. 
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3-61. Local control operation of Option 005 
instruments is the same as that described for the 
Model 8660C in other parts of this section. 


3-62. Basically, the Model 8660C Option 005 
instruments are the same as the standard Model 
8660C instruments except that the capability of 
remote operation using the HP-IB interface is 
added and BCD interface is deleted. Basic informa- 
tion about HP-IB is included in the General 
Information Section of this manual. 


3-63. Option 005 allows remote programming via 
the HP-IB interface of all 8660C front panel 
controls except LINE, (POWER), SWEEP MODE, 
and MANUAL MODE. All front panel controls 
except LINE AND FM CAL are locked out when 
the Model 8660C is in remote. 


3-64. The Model 8660C HP-IB interface will recog- 
nize an internally preset “‘listen’’ address and 
accept bit-parallel, word serial HP-IB information. 
When addressed to listen, the Model 8660C shifts 
incoming data into a temporary storage register. 
This data must be presented to the interface least 
significant digit first to satisfy the internal logic 


Operation 


requirements of the Model 8660C. When a pro- 
gramming code is detected in the input data, the 
contents of the temporary storage register are 
shifted into the register selected by the internal 
address character. The temporary register is then 
cleared to make way for more data. 


3-65. There are three separate modulation para- 
meters which may be programmed; source, type 
and %. Source and type are combined into one 
number (source is the least significant digit) and 
this number is followed by the address ‘‘$’’. To 
turn off the modulation section, code @Q for 
modulation type. When programming AM, % mod- 
ulation refers to percentage of full scale. Thus the 
FM X 10 range is 1000 kHz full scale, and 20% 
would mean 200 kHz deviation. With this setup the 
deviation of the 86632B or the 86635A would be 
400 kHz. 


3-66. One last convention is that after the Model 
8660C is placed in remote, the first output of the 
HP-IB interface should be a false address which 
serves to clear the temporary storage register. This 
can be accomplished by first addressing the Model 
8660C to listen, then placing ‘‘/’? on the HP-IB 
line. 
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3-18 


| sens A 


RFD HIGH 


IS (ARE) 
THE LISTENER(S) 
READY? 


PUT THE DATA ON THE LINES 


TELL LISTENER(S) THAT 
DATA IS VALID 
(DAV GOES LOW) 


HAS 
THE DATA BEEN 
ACCEPTED? 


TELL THE LISTENER(S) 
THAT I'M REMOVING DATA 
(DAV GOES HIGH) 


DAC HIGH 


DAV HIGH 


READY FOR DATA? 


TELL THE TALKER I’M READY 
(RFD GOES HIGH) 


IS 
THE DATA 
VALID? 


ACCEPT THE DATA 
(RFD GOES LOW) 


TELL THE TALKER I'VE 
ACCEPTED DATA 
(DAC GOES HIGH) 


HAS 
THE TALKER 
REMOVED THE 
DATA? 


DAC GOES LOW 


Figure 3-4. Handshake Flow Chart 
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Table 3-7. HP-IB Code Allocations 


DIO LINES UNIVERSAL BUS COMMANDS DEVICE LISTEN ADDRESS DEVICE TALK ADDRESS 
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Oi en 9 119. Ss 31 25. SPD a Gil )) 7) Se 8 vid wes I usd ti, - Vy 
en iH 10 12 10. 32 26. Ky? OY, V2 ie, € 112 74. J sya St, = 
aE 11 13° (11. 38) /. 38) UR), sr US Ge. 6 wwS TH. Ls des Gil "I 
esl eaklin FA 12 14 «12. 34 28. R* ANA 74 60. < a iGae LE 1345925 aN 
eer tL: 13 15 13. shy 7), 55) 455 - i) Ue = UUs ts We 135 93. | 
[ebeu Ds kt 14 16 14. 36 30. 56) 74650" 76 62. > 116 78 N 1a GAN 
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UNLISTEN 
COMMAND 


UNTALK 
COMMAND 


High State. LLO Local Lockout. SPE = Status Poll Enable. fi 3 = Control Bits. 


L = Low State. DCR = Device Clear. SPO = Status Poll Disable. 
X = Unused when MRE islow. R* = Reserved for future DIO = Data Input Output 
assignments. Signal Lines, 


DI01-8. 


1 2 4 8 16 


Triure 3-5. HP-IB Address Switch S1 with Factory Set ASCII Address Code 3 Selected (1919). 
(Shown as mounted in 8660C on A3A2 assembly.) 
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Operation Model 8660C 


Table 3-8. 8660 HP-IB Coding Table 


Function HP-IB 
Character 
CENTER FREQUENCY 
STERT 
STEP! 
OUTPUT-LEVEL 
MODULATION MODE/SOURCE 
MODULATION LEVEL! 
FM CALIBRATE? 


allel > Soc es of un Ia (eas 
AmMmNANAmMDVUOULYS 


OFF 

FM X 10? 
FM X 1 
FM X 0.1! 
AM} 3 
oM4 


INT 1 KH2! 
INT 400 H2' 
EXT DC 
EXT AC 


moos 


ZO -abPpreue= 
oOoorNF Aner NRO 


nice aeaiO 


EXT AC UNLEVELED* 


V= 


8660 LISTEN ADDRESS (FACTORY SELECTED) 


OTHER POSSIBLE LISTEN ADDRESS for 
OTHER POSSIBLE LISTEN ADDRESS multiple 
OTHER POSSIBLE LISTEN ADDRESS units 


UNIVERSAL UNLISTEN ? 
DEVICE CLEAR (DCL) Controller 
Dependent? 


OMNMNmMDBDOUOY 


SmMAn<n w-' 


OONOABRWN—O 
OmMBAIHOKNPwWNrH OS 


Not used in 86634A 

86632 and 86635A only 

Not used in 86635A 

86634A and 86635A only 

86633 only 

Use S on 9820 Calculators 

Use DISPLAY 4 on 9820 calculators; decimal 20 in binary format on 9830 calculators. 
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SECTION IV 
PERFORMANCE TESTS 


4-1. INTRODUCTION 


4-2. The procedures in this section test the in- 
strument’s electrical performance using the speci- 
fications of Table 1-1 as the performance stan- 
dards. A simpler operations test is included in 
Section III under Operator’s Checks. 


4-3. EQUIPMENT REQUIRED 


4-4, Equipment required for the performance tests 
is listed in the Recommended Test Equipment 
table in Section I. Any equipment that satisfies the 


critical specifications given in the table may be 
substituted for the reeommended modeis(s). 


4-5. TEST RECORD 


4-6. Results of the performance tests may be 
tabulated on the Test Record at the end of the 
procedures. The Test Record lists all of the tested 
specifications and their acceptable limits. Test 
results recorded at incoming inspection can be used 
for comparison in periodic maintenance and 
troubleshooting and after repairs or adjustments. 


PERFORMANCE TESTS 


4-7. INTERNAL CRYSTAL OSCILLATOR AGING RATE 


SPECIFICATION: 


Reference Oscillator Internal: 10 MHz quartz oscillator. Aging rate less than + 3 parts in10°® per 24 hours 
after 72 hour warmup. (+ 3 parts in10° per 24 hours after 30 day warmup, Option 001). 


This test verifies the reference oscillator aging rate after the instrument has been connected to the ac line 


OSCILLOSCOPE 


VERTICAL 


FREQUENCY STANDARD 


Figure 4-1. Crystal Oscillator Aging Rate Test Setup 


DESCRIPTION: 
for 72 hours. 
502 FEEDTHRU 
TERMINATION 
EQUIPMENT: 


Frequency Standard ................ 
- ESS C00S ee 
50 Ohm Feedthru Termination........ 


=e OA. SOROS RE en ne ee HP 5065A 
Ae ee ee HP 180/1801A/1821A 
Sip teheisna eile erate ai eaves. nha. 4 HP 11048C 
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PERFORMANCE TESTS 


4-7. INTERNAL CRYSTAL OSCILLATOR AGING RATE (Cont'd) 
PROCEDURE: 
1. Set the rear panel REFERENCE switch to INT. 
2. Connect the equipment as shown in Figure 4-1. 
3. Adjust the oscilloscope controls for a stable display of the 10 MHz output. 
4. Measure the time required for a phase change of 360°. Record the time (T, ) in seconds. 
T\= s 


5. Wait for a period of time (from 3 to 24 hours) and re-measure the phase change time (T; ). Record the 
period of time between measurements (T; ) in hours. 


T= S 
T,*_ 


6. Calculate the aging rate from the following equation: 


Peas re 1 cycle 1 pes = 
ging Rate F T, T, T, 


where: 1 cycle = the phase change reference for the time measurement (in this case 360° ) 


f= Synthesizer’s reference output frequency (10 MHz) 


T = specified time for aging rate (24h) 


T, = initial time measurement(s) for a 360° (1 cycle) change 


final time measurement(s) for a 360° (1 cycle) change 


i] 


T, 
T; = time between measurement (h) 


for example: 


if T, = 35ls 
T, = 349s 
T3 = 3h 
oe Pe ee 1 cycle 1 1 24h 
on Seng Mae 1110 MHz/\351s 349s/\ 3h 
= 1.306210" 
4-2 


ae 
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4-8. REFERENCE TEST 


SPECIFICATION: 
At 5 or 10 MHz from 0.75 to 1.5 Vrms into 170 ohms. 


DESCRIPTION: 
This test verifies proper operation of the reference amplifier and relay switching circuits. 


BNC TEE 
7 


RF VOLTMETER 


Figure 4-2. Internal Reference Test Setup 


TEST EQUIPMENT: 
EPP RUGILINCLEP 3 oe es ws ee A 8S A” ol) APS400A 


PROCEDURE: 


1. Connect the RMS Voltmeter to the REFERENCE OUTPUT-(rear panel) jack and set the SELECTOR 
switch (rear panel) to the INT position. 


2. The RMS Voltmeter should display a signal from 0.75 to 1.5 Vrms. 


Table 4-1. Performance Test Record 


Hewlett-Packard Model 8660C Tests performed by 
Synthesized Signal Generator 


Sara! ING) Date 


Crystal Oscillator Aging Rate 
OPT 001 


Output Reference Level 


a 
4-3/4-4 


sane GE oouk wea 8.2 04 10 aod atl 
24C 


(0 he Oth eel ee ieee weary 


> abi SGRar ls — 


a ar 82 a0 lou | < <—-* © 


| ay rie 
- ‘ : > aa 
4 ' Re = 
3-4 p o ad oD e! at 1 a 
ligin al Le 
o—_— 


ae 


vrsysy, eerie =} weg fh 


cobpast'io 0 4A : 


7 ooum f [> <4 20 , &e = ae 
| worn TC) SVN RUURE adi 2s pe Ce 
io Gat Tt. 1é o (hea ae 


- 4 oe *T 1) 2@o) ined 6 gee hee velioiig’ 
2 ws 


jou, les oes ees |, be eee 


ae i a eS 


‘veg ele j wih 
tnt eisapel) 


. 
> 
ivthie y 
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SECTION V 
ADJUSTMENTS 


5-1. INTRODUCTION 


5-2. This section describes adjustments and checks 
required to return the Model 8660C to peak 
operating capability when repairs have been made. 
Included in this section are test setups and pro- 
cedures. 


5-3. Except for the power supply adjustment 
procedures, which should be performed before 
repairs are made to any part of the instrument, the 
adjustment procedures are arranged in the same 
sequence as the service sheets to which they refer. 


5-4. EQUIPMENT REQUIRED 


5-5. Each adjustment procedure in this section 
contains a list of test equipment and accessories 
required to perform the procedure. Each test setup 
identifies test equipment and accessories by call- 
outs. 


5-6. Minimum specifications for test equipment 


used in the adjustment procedures are detailed in- 


Table 1-2. Because the Model 8660C is an ex- 
tremely accurate instrument, minimum specifica- 
tions in Table 1-2 are particularly important in 
perfoming these adjustment procedures. 


5-7. ADJUSTMENT AIDS 


5-8. The HP 11672A Service Kit is an accessory 
item available from Hewlett-Packard for use in 
maintaining the Model 8660C Synthesized Signal 
Generator. Table 1-2 contains a detailed descrip- 
tion of the Service Kit. Any item in the kit may be 
ordered separately. 


5-9. FACTORY SELECTED COMPONENTS 


5-10. Some component values are selected at the 
time of final checkout at the factory. Usually these 
values are not extremely critical; they are selected 
to provide optimum compatibility with associated 
components. 


5-11. Factory selected components and suggested 
range of values are listed in Table 5-1. 


5-12. The recommended procedure for replacing a 
factory selected component is as follows: 


a. Try the original value, then perform the 
test specified in Section V of this manual for the 
circuit being repaired. 


b. If the specified test cannot be satisfactor- 
ily performed, try the typical value shown in the 
parts list and repeat the test. 


c. If the test results are still not satisfactory, 
substitute various values within the tolerances 
specified in Table 5-1 until the desired result is 
achieved. 


5-13. RELATED ADJUSTMENTS 


5-14. Most of the adjustments within any given 
phase lock loop are interrelated. This is especially 
true in digital-to-analog converters. Adjustments 
should be made in the order in which they appear 
for any given loop. 


5-15. Generally, it will not be necessary to adjust 
any of the phase lock loops except the one in 
which the component failure occurred. An excep- 
tion to this will be when adjustment to any phase 
lock loop has been attempted while the reference 
section is not functioning properly. 


5-16. ADJUSTMENT LOCATIONS 
5-17. Adjustment locations are identified pictor- 
ially on Section VIII foldout service sheets referred 


to in the individual procedures and in Figures listed 
in the individual procedures. 


5-18. CHECKS AND ADJUSTMENTS 


5-19. Data taken while following the adjustment 
procedures should be recorded in spaces provided. 
This information may then be used as reference in 
later tests. 
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Reference Loop 


To compensate for variations in the 350/450 MHz out- 
put level. Selected for a level of +10 to +13 dBm. 


Table 5-1. Factory Selected Components (1 of 2) 

A4A2C11 A variable 10 MHz signal (at —45 dB) is connected in 38 to 72 pF 

parallel with the 10 MHz reference signal to A4J5. The 

frequency is varied to show the 3 dB points. The capaci- 

tor is selected for the reference loop 3 dB bandwidth 

of 60 to 160 kHz (+30 to +80 kHz) measured at the 

100 MHz output. 
A4A41L12 Reference Loop To control output level of 100 MHz 0.34 to 1.0 uH 
A4A4R29 Reference VCO To compensate for variations in the 100 MHz reference 42.2 to 196 ohms 

and Divider output level. Selected for an output level of +11 to +13 

dBm into a 50 ohm load at the output of A4A8. 
A4A5R38, HF VCO See Note 1 
40, and 42 
(50 ohm pad) 
A4A5R37, HF Loop To compensate for variation in the 350/450 MHz output} See Note 1 
39, and 41 level to the @ detector. Selected for a level of +10 to 
(50 ohm pad) +12 dBm. 
A4A6R18 HF Loop To center range of associated potentiometer 100 to 200 ohms 
A4A6R19 HF Loop To center the travel of A4A6R20 Profile Adjust 287 to 422 ohms 
A4A6R26 HF Loop 60 to 250 ohms 
A4A6R33 HF Loop 100 to 300 ohms 
A4A6R38 HF Loop 100 to 500 ohms 
A4A6R43 HF Loop To center range of associated potentiometer 200 to 700 ohms 
A4A6R47 HF Loop 200 to 900 ohms 
A4A6R51 HF Loop 500 to 1500 ohms 
A4A6R55 HF Loop 1.2K to 3.1K 
A4A6R59 HF Loop 2K to 7K 
A4A4Q7 Reference Loop To optimize performance of 500 MHz tuned amplifier | 
A4A4Q8 Reference Loop To optimize performance of 100 MHz tuned amplifier SS 
A8R18 N3 Oscillator To aid in balancing Summing loop for Varactor tuning 19.6K to 25K 
A8R25 N3 Oscillator 4K to 6K 
A13R60 N2 VCO 68 to 120K ohms 

lected for an output at A2ZTP10 ¢ monitor of 0.000 

+0.350 Vde. 
A19R55 SL1 Oscillator To set the SL1 Oscillator output between —3 & —5 dBm. 681 to 1470 ohms 

A4A4C10 Reference VCO 15 to 56 pF 


To compensate for variations in the Varactor diode by 
reducing phase error output of the N2 assembly. Se- 


To set reference loop bandwidth and capture range. 
Interacts with A4A2C11. 
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Table 5-1. Factory Selected Components (2 of 2) 


A4A5C7, C8, HF Loop 
C13, C14, VCO 
C19, C20 


R37, R38 (R41, R42) 422 


NOTE 


a. In the following tests it is assumed 
that at the start of the test the output 
frequency is set to 0. 


b. An RF Section output plug-in section 
must be in place during the tests. 


c. A Modulator Section or an Auxiliary 
Section must be in place in the modula- 
tor compartment. 


d. All tests in which a counter is used 
should be made with the Model 8660C 
and the counter referenced to the same 
source. The Model 8660C internal re- 
ference may be used as the source. 


5-20. SAFETY CONSIDERATIONS 


5-21. Although this instrument has been designed 
in accordance with international safety standards, 
this manual contains information and warnings, 
which must be followed to ensure safe operation 
and to retain the instrument in a safe condition 
(see Section II). Service and adjustments should be 
performed only by qualified service personnel. 


WARNING 


Any interruption of the protective 
(grounding) conductor inside or outside 
the instrument or disconnection of the 
protective earth terminal is !ikely to 
make the apparatus dangerous. Inten- 
tional interruption is prohibited. — 


A4A6C6 HF Loop To ensure tuning range sufficient to trap the 10 MHz 
signal. 


7.5 to 24 pF 
quency harmonic spur will track the output signal. Reduce 
the drive to the overdriven stage by decreasing the value of 
the appropriate capacitor. After selecting a capacitor, be 
sure there is sufficient output to drive the amplifier. 


4 dB 5 dB 6 dB 7 dB 8 dB 
315 
23.7 28.7 34.8 46.4 51.1 


If one or more of the amplifiers in the 340 to 450 MHz 
tuned amplifier stages are overdriven, a one half fre- 


Note 1. Range of values 2dB 3dB 
287 
R39 (R40) 12.1 17.8 


16 to 24 pF 


178 147 133 115 


5.22. Any adjustment, maintenance, and repair of 
the opened instrument under voltage should be 
avoided as much as possible and, when inevitable, 
should be carried out only by a skilled person who 
is aware of the hazards involved. The opening of 
covers or removal of parts may expose live parts, 
and also accessible terminals may be live. 


5-23. Capacitors inside the instrument may still be 
charged even if the instrument has been discon- 
nected from its source of supply. 


5-24. Make sure that only fuses with the required 
rated current and of the specified type (normal 
blow, time delay, etc.) are used for replacement. 
The use of repaired fuses and the short-circuiting 
of fuseholders must be avoided. 


5-25. Whenever it is likely that the protection has 
been impaired, the instrument must be made inop- 
erative and be secured against any unintended 
operation. 


NOTE 


When repairs or adjustments to the in- 
strument are required, such work should 
not be performed, even by a skilled tech- 
nician, unless another person is in the 
same general area. This is not to be inter- 
preted to mean that two persons are re- 
quired to perform the necessary work, 
but only that another person should be 
available, should the need for assistance 
arise. 
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5-26. POWER SUPPLY 


REFERENCE: 
Service Sheet 41 


DESCRIPTION: 


The power supplies in the Model 8660C provide regulated outputs of +20V, +5.25V, —10V and —40V. Un- 
regulated supplies provide +30V, +21V, +4V and —21V. These checks verify proper operation of the power 


supply. 


AC VOLTMETER 


DIGITAL VOLTMETER 


VARIABLE 
VOLTAGE 
TRANSFORMER 


TO AC LINE 


TEST EQUIPMENT: 


Pupital Volimieter 0 secs ace bp) op coke ele ee ee HP 3465A 

AC Voliiieter - 0. ne ak el Sg es ee ee HP 400F 

Variable Voltage Transformer ............ General Radio WSMT3A 
PROCEDURE: 


1. Remove the top and bottom covers of the Model 8660C and connect the instrument to the ac line 
through the variable voltage transformer. 


2. Use the digital voltmeter and the ac microvoltmeter to check voltages, tolerances and ripple at A20 
test points specified in Table 5-2. Adjust the variable voltage transformer to check tolerance of the 
power supplies at +10% line voltage variations. 


3. Use the digital voltmeter and the ac microvoltmeter to check for voltages, tolerances and 120 Hz 
ripple at A5 test points specified in Table 5-3. Adjust the dc levels shown in Table 5-3 with controls 
specified in Table 5-3, then adjust the variable voltage transformer to check tolerance of the power 
supplies at + 10% of the normal line voltage. 
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ADJUSTMENTS 


5-26. POWER SUPPLY (Cont'd) 


Table 5-2. Unregulated Power Supplies 


Tolerance : 
Test Location co high to low line ee PEE 
at normal line : (at normal line) 
(from normal line) 
+ side of A20C7 Typical +3.67V Specified +0.6V Typical .31Vrms 


+ side of A20C4 Specified +2.4V Typical 1.1 Vrms 


Table 5-3. Regulated Power Supplies 


Adjust Voltage Tolerance RMS Ripple 
J at Normal Line | High to Low Line 120 Hz 
Specified Specified (Normal Line) 


[ast — [aot | a 


Test Poi 
st sont Control 


es ee ee 
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5-27. REFERENCE SECTION 

REFERENCE: 

Service Sheets 2 and 3. 

DESCRIPTION: 

The reference section contains a voltage controlled master oscillator from which all RF signals generated in 
the Model 8660C mainframe are derived. The master oscillator is phase locked to an internal temperature 
controlled crystal oscillator or to an external standard. The reference section provides outputs of 500 MHz, 


100 MHz, 20 MHz, 10 MHz, 2 MHz, 400 kHz and 100 kHz. These checks verify proper operation of the 
circuits within the reference section. 


OSCILLOSCOPE 


10 MHz 


REFERENCE 


OSCILLATOR ss STANDARD 


502 FEEDTHRU 
TERMINATION 
7 


Figure 5-2. Reference Accuracy Adjustment Test Setup 


EQUIPMENT: 
Frequency Stree a5 .e 6.65 ste Se oe Cie ee eee A ee HP 5065A 
Oscilloscope (with 10:1 divider probes) ............. HP 180A/1801A/1821A 
Spectrunt Analogues). a's. oe eee ee ce obo ale «ee HP 140/8554B/8552 
Prequency Coqisel ls. ..35 2s. Se ch ae oe ae HP 5328A Option 030 
50-Ghm Peedthru Termmation: . >=. 0. so orr Pr eerrrr ee seers HP 11048C 
PROCEDURE: 


1. Internal Reference Accuracy Adjustment (see Figure 5-2). (Allow adequate warmup time.) 


a. Use the signal source to trigger the oscilloscope at the SYNC INPUT and connect the 
reference output from the Model 8660C rear panel reference output to the oscilloscope vertical 
input. 


b. Observe the 10 MHz sine. wave on the oscilloscope and adjust the A21 oscillator until the 
oscilloscope display stops drifting. 


c. Set the oscilloscope to sweep at 0.1 uSec/Division and the sweep magnifier to X10. If drift is 
observed readjust the A21 oscillator. 
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5-27. REFERENCE SECTION (Cont'd) 


NOTE 
When the oscilloscope display drift is less than 1 division in 10 seconds the Model 


8660 reference oscillator is set within 1 part in 10° of the signal source. 
2. 100 MHz Output Adjustment. 


a. Connect the frequency counter to the 100 MHz output on the A4A4 assembly (see Figure 
5-3). 


b. If the internal reference is being used, place the rear panel INT/EXT switch in the EXT 
position to open the 100 MHz phase lock loop. (If an external reference is being used, disconnect 
the source.) 


ec. Allow at least 15 minutes warmup time for the oscillator to stabilize and adjust A4A4C2 fora 
counter readout of 100.000 MHz + 20 kHz. Disconnect the frequency counter. 


100 MHz FREQUENCY CCUNTER 


HP 8660C 


Figure 5-3. 100 MHz Adjustment Test Setup 


d. Connect the Spectrum Analyzer RF INPUT to the 100 MHz output of the A4A4 assembly 
and tune the Spectrum Analyzer CENTER FREQUENCY to 100 MHz. The 100 MHz signal should 
be >+10 dBm (see Figures 5-4 and 5-5). 


SPECTRUM ANALYZER 
ee 


INPUT 


Figure 5-4. RF Level Checks Test Setup 


or 
=] 
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5-27. REFERENCE SECTION (Cont'd) 


TYPICAL WAVEFORM 


Figure 5-5. RF Level Checks Typical Waveform 


- | 


e. Disconnect the Spectrum Analyzer and mF the 100 MHz phase lock loop be returning the 
INT/EXT switch to INT or by reconnecting the external standard. 


NOTE ° 


Steps f through p need to be performed only if the 100 MHz out- 
put signal is low or if the total harmonic distortion in the FM 
mode is > 1%. 


f. Use a standard flatblade screwdriver to loosen the fastener which locks the A4 assembly in 
place. Rotate A4 up and to the right until it locks into position. 


g. Disconnect W6 and A23W9 from the A4A8 100 MHz Band-pass Filter Assembly. Connect 
W6 to A23W9. . 
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5-27. REFERENCE SECTION (Cont'd) 


h. Set the Synthesized Signal Generator controls for a center frequency of 100 MHz at 


+10 dBm. 
i. Set the spectrum analyzer controls as follows: 
WenitersERequecncyy. Mia. tS OO. HE OR ORT 100 MHz 
Frequency:span Ler Division: 2). 2.00 08: 2.4... Wee. 5 MHz 
ResolutioneCpandwiGthe. 4.22. ne ee hee re eee ee ee 100 kHz 
AMO PUtONCLERMACIONG oo ei gss = ope Seapoucncts Sho bo de es < geile 20 dB 
Wertical Sensitivity Per Division\’.20 ., 2... -0.0.0% onl ls ae 10 dB 
GUENET NCS 1LEKES Bod gto otcig aoe or Onere ieee Cher nen nee anne +10 dBm 
SWeepelamerPersDIVISION =) .2)5 51 siemens, Sis Gis wince: SG se lelie eee oars 2 ms 
j. Connect the equipment as shown in Figure 5-6. If necessary, readjust the analyzer controls 


to center the 100 MHz signal on the display. 


TO A4A8 OUTPUT 


A4A8 ASSEMBLY 
<<a— A4 ASSEMBLY 


RF INPUT 
502 


HP 8660C 


Figure 5-6. 100 MHz Bana-pass Filter Adjustment Test Setup 


k. With a non-conducting alignment tool, adjust A4A8C1 and C2 for peak output at 100 MHz. 


iG Set the spectrum analyzer vertical sensitivity to 2 dB per division or linear. 
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5-27. REFERENCE SECTION (Cont'd) 


5-10 


m. Set the Synthesized Signal Generator sweep width to 50 MHz. 
n. Verify that the flatness is 3 dB for a bandwidth of >4 MHz. 


o. Check that the insertion loss is <1 dB. Bypass the 100 MHz Band-pass Filter and measure 
the output directly from the signal source. Compare the direct signal with the signal level through 
the filter. To achieve the 1 dB maximum insertion loss, flatness may be compromised slightly. 


p. Reconnect W6 to the A4A8 Assembly. Monitor the 100 MHz output level of the A4A8 
Assembly with the RF Voltmeter (into 500 ). 


q. Adjust A4C41 for the maximum output level. Verify that the level is between +11 and 
+13 dBm. 


r. If the level is incorrect, change A4R29 to a lower value (42.22 minimum) and peak the 
output level. Continue until one output level is 12 + 1 dBm. 


s. Reconnect A23W9 to the output of the A4A8 Assembly. Unlock A4 and return it to the 
original position. Lock A4 into place. 


500 MHz Output Adjustment 


a. Connect the Spectrum Analyzer RF INPUT to the 500 MHz output connector on the A4A4 
assembly and tune the analyzer to 500 MHz. Set the analyzer scan width to 50 MHz per 
division and other analyzer controls for a clear display (see Figure 5-5). 


b. Adjust A4A4C17, A4A4C23 and A4A4C31 for a peak amplitude of the 500 MHz signal. 
The 500 MHz signal amplitude should be >+3 dBm. The 400 MHz signal observed at the 
500 MHz output is typically <—10 dBm. The 600 MHz signal observed at the 500 MHz out- 
put is typically <—20 dBm. Disconnect the analyzer. 


500 MHz dBm 
400 MHz dBm 
600 MHz dBm 


a ee 
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5-27. REFERENCE SECTION (Cont'd) 
4. 20 MHz Output Check 
a. Connect the Spectrum Analyzer RF INPUT to the 20 MHz output on the A4A4 assembly and 


tune the analyzer to 20 MHz. The 20 MHz signal should be >—6 dBm and <—2 dBm. Disconnect 
the analyzer. 


20 MHz dBm 
5. Reference Section Outputs Not Previously Checked 


a. Check the outputs listed in Table 5-4 for the levels shown (see Figure 5-7). 


OSCILLOSCOPE 


Figure 5-7. Oscilloscope Level Checks Test Setup 


Table 5-4. Reference Section Output Levels 


Aad a 
A4J3 400 kHz >2.2 Vp-p <5.0V eee 


A4J2 100 kHz >2.2 Vp-p <5.0V 
A4Jd4 100 kHz >2.2 Vp-p <5.0V 
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5-28. 10 MHz BANDPASS FILTER ADJUSTMENT (AFTER REPAIR) 


NOTE 


It is necessary to remove this assembly from the mainframe in 
order to perform the adjustments. Therefore, this adjustment is to 
be performed ONLY if the Reference Assembly is repaired. 


DESCRIPTION: 
The 700 Hz sidebands are set at least 20 dB down from the 10 MHz reference oscillator signal. 


TEST EQUIPMENT: 


Synthesizers) + ee dek tes Oa. Oo Poe HP 8660 or HP 3320B 
BRE Voltmeter cov oscs voce aka eee eee ee HP 3400A 
BING Tee oso kin dcincad xe eas a eae UG 274B/U 
50-ohnmy Termination: "sc. 24 2 wae ee eee HP 11593A 


HP 8660C RF VOLTMETER 


+5.25Vde 


8660 
MAINFRAME 


50m LOAD 


Figure 5-8. A22A1 Adjustment Test Setup (After Repair) 


PROCEDURE: 


1. Connect equipment as shown in Figure 5-8. +5.25 Vdc must be connected to the junction of the 
inductor and feedthrough capacitor. The ground return must be connected to the chassis and the 
feedthrough capacitor. 

2. Release and rotate the A4 assembly up and out of the chassis. Locate A21 output cable J1 
(white) and disconnect from reference oscillator A21. Connect external synthesizer to cable. Set 
Reference Synthesizer to 10.000000 MHz, +13 dBm. 

3. Set the unit under test reference switch to INTERNAL. 

4. Adjust A22A1C3 for maximum RF Voltmeter reading (use a non-metallic adjustment tool). 

5. Adjust A22A1R2 for an RF Voltmeter reading of 270 mVrms. 

6. Set the Reference Synthesizer to 10.000700 MHz, record RF Voltmeter reading in dBm. 


7. Set the Reference Synthesizer to 0.999300 MHz; record RF Voltmeter reading in dBm. 


8. Establish the higher of the power levels in steps 6 and 7 as a reference. Reset the REference Syn- 
thesizer to 10.000000 MHz. Adjust A22A1R6 for a voltmeter reading 20 dB above the reference. 


5-12 


Model 8660C Adjustments 


ADJUSTMENTS 


5-28. 10 MHz BANDPASS FILTER ADJUSTMENT (AFTER REPAIR) (Cont'd) 


Example: Reference level —18 dBm 
+20 dBm 
+ 2dBm 


9. Reinstall the A22 Assembly. 


10. Perform the adjustments found in paragraph 5-29. 


5-29. 10 MHz BANDPASS FILTER ADJUSTMENT 
NOTE 


It is recommended that this procedure, along with the Reference 
Section procedure, be performed at least every six months. 
DESCRIPTION: 


The A22A1 sub-assembly is adjusted to the internal 10 MHz reference frequency. The assembly level is ad- 
justed for 270 mV into 50 ohms. 


TEST EQUIPMENT: 
EHV LO LEMRO LOT he eet ens cata et Bos usishee capce Gama) Salons HP 3400A 
RO CORO aes Mee ey eC Ny ME Sais sce seh, S4 Ss's aia UG 274B/U 
SHOROLATHe  ETTIA TIN AGIOS sch cies seas lalsy ole eyes vareee ne aoe) HP 11593A 
TO CABLE WHICH WAS CONNECTED TO A4J5 
RF VOLTMETER 
Figure 5-9. A22A1 Adjustment Test Setup 
PROCEDURE: 


1. Perform Test Procedure 5-27. 


2. Remove 8660 left side and top covers. Turn power ON and allow 8660 to operate for 2 hours to 
ensure reference stability. Set INT/EXT Reference switch to INT. 


3. Remove 10 MHz Reference input cable from A4J5. Connect the cable to the RF Voltmeter as 
shown in Figure 5-9. 


4. Adjust A22A1C3 (using a non-metallic tool) accessible through hole in A22 assembly for maxi- 
mum reading on the RF Voltmeter. 


5. Adjust A22A1R2 (accessible through a hole in the A22 assembly) for an RF Voltmeter reading 
of 270 mVrms. 


6. Reconnect the Reference Input cable to A4J5. 
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5-30. HIGH FREQUENCY SECTION 


REFERENCE: 

Service Sheets 4, 5, and 6. 

DESCRIPTION: 

The High Frequency Section contains a voltage controlled oscillator which provides eleven discrete output 
frequencies from 350 to 450 MHz in 10 MHz steps. The output of the voltage controlled oscillator is phase 
locked to a 10 MHz reference derived from the master oscillator in the reference section. The output from 


the HF section is used in the RF Section plug-in or in the internal frequency extension plug-in module. 
These checks verify proper operation of the High Frequency Section circuits. 


SPECTRUM ANALYZER PULSE GENERATOR 
——————s 


TYPICAL WAVEFORM 
met ) aR 


RF TEST POINTS 


Figure 5-10. Phase Detector Response Adjustment Test Setup 


TEST EQUIPMENT: 


Frequency Counter 9.0. 4.02.2 55.2 6s) eee eee HP 5328A Option 030 
Digital: Voltmeter wos 6 5k Sits, nhl le ee HP 3465A 
Pulse Generator os ea iss ee ak Bs el HP 8011A 
Speetram Analyzer’ = 8 oO G2" Sent Phe ees HP 140/8554B/8552/8553 
Oscilloscope (with 10:1 divider probes) ....... HP 180A/1801A/1821A 
Signal Generator/Sweeper . ..'4-V. 2, OLA Gainer HP 8601A 
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5-30. HIGH FREQUENCY SECTION (Cont'd) 


PROCEDURE: 


a: 


Phase Detector Response Adjustments (see Figure 5-10). 


a. Disconnect the coaxial cable from VCO INPUT A4J11. Connect the PULSE OUTPUT of the 
Pulse Generator to A4J11. Set the Pulse Generator for 100 kHz pulse rate, 0.035 uSec pulse width, 
0.5 volt amplitude and + polarity. 


b. Connect the Spectrum Analyzer RF INPUT to the “phase error’ signal at A4TP1 outside 
A4A6. Set the analyzer controls as follows: 


GENTERIEREQUENCY |. .A¢ASN46.%. 5 2. .). 2 40) oe coe ee 5 MHz 
SWANIWIDDPE PER DIVISION .2. <>. ..: ... .. et. oe ee 1 MHz 
SSANMINIE PER DIVISION 288PS8t 9) |. i... Pe. 1 ms 

GainvandpAtcenuarione't 21,05 (Oi R aes, BONG PL ds as required 


Adjust EFFiciency control A4A7R18 for a flat response te approximately 5 MHz with very 
slight peaking (1 dB + 1 dB). See the waveform in Figure 5-10 for typical response. 


d. Disconnect the Pulse Generator and the Spectrum Analyzer. 
Balance Adjustment 
a. Connect the digital voltmeter to ‘‘phase error’ TP. 


b. Adjust the BALance control (A4A7R22) for a reading of 0 volts + .05 volt. Disconnect the 
digital voltmeter. 


Voltage Controlled Oscillator Adjustment (see Figure 5-11). 

a. Remove the A4A6 cover. With the output cable of the A4A5 assembly disconnected from the 
VCO OUTPUT (A4J10), connect the Digital Voltmeter to the A4A6 FREQuency control output 
(white/black/violet lead). 


b. Adjust the A4A6 “0” control (A4A6R13) for a Digital Voltmeter reading of —34 volts 
(voltage should be adjustable from about —33 to —35 volts). 


c. Connect the Frequency Counter to the A4A5 voltage controlled oscillator output, A4J12. 
Replace the A4A6 assembly cover. 
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5-30. HIGH FREQUENCY SECTION (Cont'd) 


DIGITAL VOLTMETE 
= FREQUENCY COUNTER 


Figure 5-11. Voltage Controlled Oscillator Adjustments Test Setup 


d. The Counter should display 450 MHz + 1 MHz. If the correct reading is obtained proceed to 
step f. If the frequency reading is not correct, proceed to step e. 


e. Adjust A4A5C3 for a 450 MHz +1 MHz reading. 


f. Disconnect the frequency counter and reconnect the voltage controlled oscillator output to 
the phase detector. 


g. Connect the digital voltmeter to the “phase error” TP. Connect the frequency counter to 
A4J12 (350 — 450 MHz OUTPUT, white-yellow cable). 


h. Set the center frequencies as shown in Table 5-5 and set the digital to analog controls on the 
A4A6 assembly for 0 + 0.1 volt for each frequency listed. Note that the counter displays the 
output frequency listed for each center frequency setting. 
NOTE 

When the 86602 or 86603 is installed in the mainframe the 350 MHz output of 

the High Frequency Section is not used. When this situation exists, the adjustment 

procedure for A4A6R15 “10” is not valid and the following procedure should 

be substituted: 

1. Ground the collector for A4A6Q1. 

2. Adjust A4A6R15 “10” for 350 MHz. 


3. Remove the ground from the collector of A4A6Q1. 
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5-30. HIGH FREQUENCY SECTION (Cont'd) 


Table 5-5. Pretune Adjustments 


Center Frequency Adjust Control 


0 MHz A4A6R13 “0” 450.000000 MFiz 
10 MHz 


A4A6R60 “1” 440.000000 MHz 


20 MHz A4AG6R56 “2” 430.000000 MFiz 


30 MHz 
40 MHz 
50 MHz 


A4A6R52 “3” 420.000000 MHz 
410.000000 MHz 


400.000000 MHz 


A4AGR48 “4” 


A4AG6R44 “5” 


60 MHz 
70 MHz 
80 MHz 
90 MHz 
100 MHz 


A4A6R40 “6” 390.000000 MHz 


380.000000 MHz 


A4A6R35 “7” 
“3 
Sey? 


1g” 


A4A6R28 370.000000 MHz 
360.000000 MHz 


350.000000 MHz 


A4A6R22 


A4A6R15 


NOTE 


The adjustments shown in Table 5-5 should be made with the counter 
time base connected to the synthesizer REFERENCE OUTPUT. 


i. If any of the controls listed in Table 5-5 cannot be adjusted to Ovolts, adjust A4AGR20 
“profile” to obtain additional range. Repeat all pretune adjustments until satisfactory results are 
obtained. Disconnect the digital voltmeter and the frequency counter. 


4. Loop Gain Adjustment (see Figure 5-12). 


a. With the center frequency set to 0 MHz connect the Spectrum Analyzer RF INPUT to 
A4J12 (350 — 450 MHz OUTPUT) and set the analyzer controls as follows: 


CENTER FREQUENCY 
Se 2 SS ee ie ak a 30 kHz 
SCAN WIDTH PER DIVISION 
SCAN TIME PER DIVISION 


b. Disconnect the reference input to A4J13 and reconnect it together with the RF output of 
the Signal Generator/Sweeper. 


c. Set the Signal Generator/Sweeper to 11.5 MHz CW at —35 dBm and symmetrical sweep width 
to 3 MHz. The analyzer display should be approximately as shown in the typical waveform shown 
in Figure 5-12. Adjust the A4A6 GAIN control (A4A6R2) for the response shown. 


d. Disconnect the Analyzer and the Generator/Sweeper. Reconnect the reference signal to 
A4J13. 
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5-30. HIGH FREQUENCY SECTION (Cont'd) 
SPECTRUM ANALYZER 


GENERATOR/SWEEPER 


TEE CONNECTOR 


TYPICAL WAVEFORM 


Figure 5-12. Loop Gain Adjustment Test Setup 


5. 10MHz Trap Adjustment (see Figure 5-13). 


NOTE 
This adjustment is necessary only if the A4A6 10 MHz trap has been repaired. 


a. Disconnect the coaxial cable from A4J10 (350/450 MHz to @ detector). 


b. Disconnect the 10 MHz reference signal from A4J13 and reconnect it using a TEE connector. 
Connect the 10 MHz reference signal from the other TEE port to the @ input of the A4A6 
assembly (white wire from the A4A7 assembly). 


c. Connect the Spectrum Analyzer RF INPUT to the A4A6 FREQuency control output 
(white-black-violet wire). Set the analyzer controls as follows: 


CENTER FREQUENCY (io 3 suck 6 ys aero Gee 10 MHz 
BANDWIDTH »: Qlesiers Aon 41 Beles se ere = ee ee 30 kHz 
SCAN WIDTH PER DIVISION 2... 6 <3 «© = © eee ee ee ee 200 kHz 
VIDEO FILES 13 2403) fre SED Abie ci a ea i eee ee OFF 
INPUT, ATTENUATION...0, snow Jpeg. Ti ol gee aoe Se ee 0 dB 
SCAN ‘TIME PER DIVISION ws 2:4) 6s ck 0 aw 3 ee ee 1 Msec 
REP LEV Sb: 2 esc ep ee te ee —30 dBm 


d. Adjust A4A6C5 trap for minimum 10 MHz amplitude. 
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5-30. HIGH FREQUENCY SECTION (Cont'd) 
e. Reconnect 9 input to A4A6. 


f. Replace all High Frequency Section Covers. 


REFERENCE SIGNAL TEE CONNECTOR 


TO A4J13 


SPECTRUM ANALYZER 


Figure 5-13. 10 MHz Trap Adjustment Test Setup 


6. Output Frequency and Amplitude Check (see Figure 5-14). 
a. Set the 8660C CF to 6 MHz. 


b. Connect the Spectrum Analyzer RF INPUT to A4J12. Set the analyzer controls as required 
to view the 450 MHz signal. The output should be +13 dBm to +15 dBm. To increase or decrease 
output, change resistors A4A5R38, R40, R42. See Table 5-1 for suggested sets of values. 


dBm 


oe Switch digits 9 and 8 from 00 through 10. The frequency should decrease in 10 MHz steps 
(amplitude at +13 dBm minimum). 


440 MHz dBm 430 MHz dBm 420 MHz__ Cs dBm 
AnOQ ME. - dBm 400 MHz dBm SIO MME Zz dBm 
38Q'MHz'  ) dBm 370 MHz__ SC dBm 360 MHz__—C 0 Bm 
350 MHz dBm 
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5-30. HIGH FREQUENCY SECTION (Cont'd) 


SPECTRUM ANALYZER 


Figure 5-14. Output Amplitude Check Test Setup 


5-31. N1 PHASE LOCK LOOP 

REFERENCE: 

Service Sheets 7 and 8. 

DESCRIPTION: 

The N1 phase lock loop produces digitally controlled RF signals from 19.8 to 29.7 MHz in 100 kHz steps. 


The output frequency is selected by digits 6 and 7. These checks verify proper operation of the loop 
circuits. 


DIGITAL VOLTMETER 


INPUT 


A2TP18 


A4j3 


FREQUENCY COUNTER 


Figure 5-15. N1 Loop Test Setup 
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5-31. N1 PHASE LOCK LOOP (Cont'd) 
TEST EQUIPMENT: 
Boab WOlLINGcer =. 0. 5 ott re eee’ ses es ee ee ee el HP 3465A 
Erequency Counterobess seitigita... «|. yoni. tte HP 5328A Option 030 


PROCEDURE: (see Figure 5-15). 


1. Enter 0 MHz center frequency and ground motherboard test point A2TP16 with one of the 
jumper plugs provided. Connect the digital voltmeter to A2TP18. 


2. Adjust A17R31 or A17R28 for a voltmeter reading of —30 volts and disconnect the digital 
voltmeter. 


8. Connect the frequency counter to the N1 oscillator output on the A2 mother board and adjust 
A17C17 for a counter reading as close as possible to 29.7 MHz (must be within +200 kHz). 


4. Enter 500kHz center frequency and adjust A17R28 or A17R31 for a counter reading of 
29.2 MHz. 


5. Enter 9.5 MHz center frequency and record the counter readout. 
MHz 

6. Determine the frequency difference between the readout for step 5 and 20.2 MHz and record. 
MHz 

7. Enter 500 kHz center frequency. 


a. If the reading in step 5 was higher than 20.2 MHz adjust A17R28 for a counter readout of 
29.2 MHz plus the difference frequency recorded in step 6. 


b. If the reading in step 5 was lower than 20.2 MHz adjust A17R28 for a counter readout of 
29.2 MHz minus the difference frequency recorded in step 6. 


8. Adjust A17R31 for an output frequency readout of 29.2 MHz. 


9. Repeat steps 5 through 8 until the counter readout is 29.2 MHz +20 kHz for a 500 kHz center 
frequency and 20.2 MHz +20 kHz for a 9.5 MHz center frequency. 


10. Remove the ground jumper from A2TP16. 

11. Disconnect the 400 kHz reference signal by disconnecting the cable from A4J3 and connect the 
digital voltmeter to A2TP17. Adjust A16R38 for a digital voltmeter readout of OV + 10 mV. 
Reconnect the 400 kHz reference signal. 


12. Enter center frequencies shown in Table 5-6. The counter readings should be as shown in the table. 
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5-31. N1 PHASE LOCK LOOP (Cont'd) 


Table 5-6. N1 Loop Output Frequency Checks 


Center Frequency Counter Readout 


29.700000 MHz 
28.600000 MHz 
27.500000 MHz 
26.400000 MHz 
25.300000 MHz 
24.200000 MHz 
23.100000 MHz 
22.000000 MHz 
20.900000 MHz 
19.800000 MHz 


NOTE 


The adjustments shown in Table 5-6 should be made with the counter time base 
connected to the synthesizer REFERENCE OUTPUT. 


5-32. N2 PHASE LOCK LOOP 


NOTE 
Option 004 instruments use a different N2 programmable divider designated as 


N2a. In the following procedure the frequencies shown in parenthesis apply to 
N2a. 
REFERENCE: 
Service Sheets 9 and 10. 
DESCRIPTION: 
The N2 phase lock loop produces controlled RF signals from 19.80 to 29.79 MHz in 10 kHz increments. 


The output frequency selected by the 100 Hz, 1 kHz and 10 kHz steps. These checks verify proper 
operation of the loop circuits. 
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5-32. N2 PHASE LOCK LOOP (Cont'd) 


DIGITAL VOLTMETER 


INPUT 


FREQUENCY COUNTER 


Figure 5-16. N2 Loop Test Setup 


TEST EQUIPMENT: 
PM SILAIMVOILINELEIY Pater Pe... can Nts ak ee iets os ee wk oe ee ea HP 3465A 
RFEGUCN CY GOUnterams heii ens ole oye Sigs ss aes eens ces Le ars HP 5328A Option 030 


PROCEDURE: (see Figure 5-16). 


i. 


Set the center frequency to 0 MHz and ground A2TP12 on the mother board with one of the 
jumper plugs provided. 


Connect the digital voltmeter to A2TP9 and adjust A13R37 or A13R39 to —30 volts. Disconnect 
the digital voltmeter. 


Connect the frequency counter to the N2 oscillator output at XA13-1-4. Adjust A13C19 for a 
counter reading as close as possible to 29.79 MHz (N2a 30.00 MHz) must be within +200 kHz. 


Set the center frequency to 5.5 kHz. Adjust A13R37 or A13R39 for an output frequency reading 
of 29.240 MHz. (N2a 29.450 MHz.) 


Set the center freuqency to 95.5 kHz and record the counter readout. 
MHz 


Determine the frequency difference between step 5 and 20.240MHz (N2a 20.450 MHz) and 
record: 


MHz 
Set the center frequency to 5.5 kHz. 


a. If the reading in step 5 was more than 20.240 MHz (N2a 20.45 MHz) adjust A13R39 to 
29.240 MHz (N2a 29.45 MHz) plus the difference frequency recorded in step 6. 


5-23 


Adjustments 


5-32. N2 PHASE LOCK LOOP (Cont'd) 


ADJUSTMENTS 


Model 8660C 


b. If the reading in step 5 was less than 20.240 MHz (N2a 20.45 MHz) adjust A13R39 to 


29.240 MHz (N2a 29.45 MHz) minus the difference frequency recorded in step 6. 


8. Adjust A13R37 for an output frequency of 29.240 MHz (N2a 29.45 MHz). 


9. Repeat steps 4 through 7 until the counter readout is 29.240 MHz (N2a 29.45 MHz) +20 kHz 
for a center frequency of 5.5 kHz and 20.240 MHz (N2a 20.45 MHz) +20 kHz for a center fre- 


quency of 95.5 kHz. 


10. Remove the ground from A2TP12. 


11. Set center frequency as shown in Table 5-7. The counter readings should be as shown in the table. 


Table 5-7. N2 Oscillator Output Frequency Checks 


Center Frequency 


0 

11.1 kHz 
22.2 kHz 
33.3 kHz 
44.4 kHz 
55.5 kHz 
66.6 kHz 
77.7 kHz 
88.8 kHz 
99.9 kHz 


5-33. N3 PHASE LOCK LOOP 


Counter Readout N2 


29.790000 MHz 
28.680000 MHz 
27.570000 MHz 
26.460000 MHz 
25.350000 MHz 
24.240000 MHz 
23.130000 MHz 
22.020000 MHz 
20.910000 MHz 
19.800000 MHz 


NOTE 


Counter Readout N2a 


30.000000 MHz 
28.890000 MHz 
27.780000 MHz 
26.670000 MHz 
25.560000 MHz 
24.450000 MHz 
23.340000 MHz 
22.230000 MHz 
21.120000 MHz 
20.010000 MHz 


Option 004 instruments do not include the N3 loop. 
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5-33. N3 PHASE LOCK LOOP (Cont'd) 


REFERENCE: 
Service Sheets 11 and 12. 


DESCRIPTION: 


The N3 phase lock loop produces digitally controlled RF signals from 2.001 to 2.100 MHz in 1 kHz 
increments. The output frequency is selected by 1 Hz and 10 Hz steps. These checks verify proper 
operation of the loop circuits. 


DIGITAL VOLTMETER 
FREQUENCY COUNTER 


HP 8660C 


TEST EQUIPMENT: 
CP LQOTL VSL CU ae bre eto pve pa le ene eee a HP 3465A 
Dreucniey Countcraiie. Osseo ae can be wee SSL OS. HP 5328A Option 030 


PROCEDURE: (see Figure 5-17). 


1. Set center frequency to 0 MHz and ground A2TP4 on the mother board with one of the jumper 
plugs provided. 


2. Connect the counter to the N3 oscillator output at XA8-1-4 on the mother board. Adjust ASR26 
or A8R24 for a counter readout of 2.100 MHz. 


3. Set the center frequency to 5 Hz. Adjust A8R24 for a counter reading of 2.095 MHz. (must be 
within +20 kHz.) 


4. Set the center frequency to 95 Hz, and record the frequency displayed on the counter. 
MHz 
5. Determine the frequency difference between that recorded in step 4 and 2.005 MHz and record. 


MHz 
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5-33. N3 PHASE LOCK LOOP (Cont'd) 
6. Set the center frequency to 5 Hz. 


a. If the reading in step 4 was less than 2.005 MHz adjust A8R24 to 2.095 MHz minus the 
frequency difference recorded in step 5. 


b. If the reading in step 4 was more than 2.005 MHz adjust A8R24 to 2.095 MHz plus the 
frequency difference recorded in step 5. 


7. Adjust A8R26 for an output frequency of 2.095 MHz. 


8. Repeat steps 3 through 6 until the counter readout is 2.095 MHz + 20 kHz for a 5 Hz center 
frequency, and 2.005 MHz + 20 kHz for a 95 Hz center frequency. 


9. Remove the ground from A2TP4. 
10. Set center frequencies as shown in Table 5-8. The counter readings should be as shown in the 


table. 


Table 5-8. N3 Oscillator Output Frequency Checks 


Center Frequency Counter Readout 


2.1000000 MHz 
2.0890000 MHz 
2.0780000 MHz 
2.0670000 MHz 
2.0560000 MHz 
2.0450000 MHz 
2.0340000 MHz 
2.0230000 MHz 
2.0120000 MHz 
2.0010000 MHz 


5-34. SUMMING LOOP 2 (SL2) 


NOTE 
Option 004 instruments do not include SL2. 
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5-34. SUMMING LOOP 2 (SL2) (Cont'd) 

REFERENCE: 

Service Sheets 13 and 14. 

DESCRIPTION: 

SL2 is a phase lock loop that provides a digitally controlled RF output to Summing Loop 1. This output, 
which is from 20.0001 to 30.000 MHz in 100 Hz steps, is controlled by 100 Hz, 1 kHz and 10 kHz steps, it 


is also indirectly controlled by 1 Hz and 10 Hz steps. These checks verify proper operation of the loop 
circuits. 


OSCILLOSCOPE DIGITAL VOLTMETER 
ea 
INPUT 
RF TEST POINTS 
SPE Sioc SS HP 8660C FREQUENCY COUNTER 


= a 
4 jet Sie Se] Oo1wno 
Ses S| | Boke ||| See Cie) 00 ites 
a © 10 0° © 


INPUT 


TEST EQUIPMENT: 


PETRA ONLI E Fete ee Rib Nt) athe ALAM Na eR TEI Oe) on HP 3465A 
BrequencyiCountem s).4: 6 <1. be 8 ee ee ee HP 5328A Option 030 
Oscilloscope (with 10:1 divider probes) ....... HP 180A/1801A/1821A 


PROCEDURE: (see Figure 5-18). 
1. Set center frequency to 55.5 kHz. 


a. With the digital voltmeter connected to A2TP8, adjust A11R15 or A11R19 to 0.00 + 
10 millivolts. 


b. With the oscilloscope connected to A2ZTP7 adjust A12R37 for 50/50 symmetry. 
ce. Disconnect the digital voltmeter and the oscilloscope. 


2. Connect the digital voltmeter to varactor test point A2TP5, ground mother board test point 
A2TP8 with a clip lead, and set center frequency to 0 MHz. 
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5-34. SUMMING LOOP 2 (SL2) (Cont'd) 


a. Adjust A11R15 or A11R19 to read about —30 volts on the digital voltmeter and then discon- 
nect the digital voltmeter. 


b. Connect the counter to test point A2TP6 and adjust A11C17 for a counter readout as close 
to 30 MHz as possible (must be within +300 kHz). 


Set center frequency to 4.5kHz. Adjust A11R15 or A11R19 for a counter reading of 
29.550 MHz. 


Set center frequency to 94.5 kHz. Record the output at A2TP6 as read on the counter. 
MHz 
Determine the difference frequency between that recorded in step 4 and 20.5500 MHz and record. 


MHz 


a. Set center frequency to 4.5 kHz. 


b. If the frequency readout in step 4 was higher than 20.5500 MHz adjust A11R15 to 
29.550 MHz plus the difference frequency determined in step 5. 


c. If the frequency readout in step 4 was lower than 20.5500 MHz adjust A11R15 to 
29.550 MHz minus the difference frequency determined in step 5. 


Reset the frequency to 29.550 MHz with A11R19. 


Repeat steps 3, 4, 5 and 6 until the counter indicates 20.550 MHz + 20 kHz for a center frequency 
of 94.5 kHz and 29.550 MHz + 20 kHz for a center frequency of 4.5 kHz. 


Set center frequency as shown in Table 5-9. Adjust the controls listed for counter readouts shown. 


Table 5-9. SL2 Oscillator Output Frequency Adjustments 


84.5 kHz A11R39 “8” 21.55 MHz + 20 kHz 
74.5 kHz A11R54 “7” 22.55 MHz + 20 kHz 
64.5 kHz A11R60 “6” 23.55 MHz + 20 kHz 
54.5 kHz A11R67 “5” 24.55 MHz + 20 kHz 


44.5 kHz A11R73 “4” 25.55 MHz + 20 kHz 
34.5 kHz ALIRT7 “3” 26.55 MHz + 20 kHz 
24.5 kHz A11R83 “2” 27.55 MHz + 20 kHz 
14.5 kHz ATIESO “1” 28.55 MHz + 20 kHz 
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5-34. SUMMING LOOP 2 (SL2) (Cont’d) 
9. Disconnect the counter, remove the ground from A2TP8 and connect the oscilloscope to A2TP7. 


10. Set center frequencies as shown in Table 5-9 and adjust the associated potentiometers for 50/50 
symmetry as seen on the oscilloscope (all must be within 40/60). 


5-35. SUMMING LOOP 1 (SL1) 

REFERENCE: 

Service Sheets 15, 16 and 17. 

DESCRIPTION: 

SL1 is a phase lock loop that provides a digitally controlled RF output to the RF Section plug-in. This 
output, which is from 20.000001 to 30.000000 MHz in 1 Hz steps is pretuned by 1 MHz, 100 kHz and 


10 kHz steps and is also indirectly controlled by 1 kHz to 1 Hz steps. These checks verify proper operation 
of the loop circuits. 


NOTE 
In Option 004 instruments the SL1 output is 100 Hz steps. 


OSCILLOSCOPE DIGITAL VOLTMETER 
== A 
[ ctrnnc ere | 
INPUT 
RF TEST POINTS 
= HP 8660C FREQUENCY COUNTER 
VERT IN Se |e ae 
° oO lomo) otras 
- © |e 0 2) 
INPUT 
TEST EQUIPMENT: 
EEL CLETUS I oe es a ee HP 3465A 
SECTS COU HP 5328A Option 030 
Oscilloscope (with 10:1 divider probes) ....... HP 180A/1801A/1821A 
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5-35. SUMMING LOOP 1 (SL1) (Cont'd) 


PROCEDURE: (See Figure 5-19). 


ie 


5-30 


Set center frequency to 5.55 MHz. 


a. With the digital voltmeter connected to A2TP14, adjust A19R3 or A19R9 to 0.00 volt + 
10 millivolts. 


b. With the oscilloscope connected to A2TP13, adjust A15R14 for 50/50 symmetry. 
c. Disconnect the digital voltmeter and the oscilloscope. 


Connect the digital voltmeter to varactor test point A2TP2T1, ground mother board test point 
A2TP14 with the jumper provided, and set center frequency to 0. 


a. Adjust A19R3 or A19R9 to about —30 volts and disconnect the digital voltmeter. 


b. Connect the counter to SL1 OSC at XA19-1-2 and adjust A19C18 for a counter readout as 
close as possible to 30 MHz (must be within +300 kHz). 


Set center frequency to 450 kHz. Adjust A19R3 or A19R9 for a counter reading of 29.550 MHz. 
Set center frequency to 9.45 MHz. Record frequency of output at SL1 OSC at XA19-1-2. 
MHz 
Determine the difference frequency between that recorded in step 4 and 20.550 MHz and record: 
MHz 
a. Set center frequency to 450 kHz. 


b. If the frequency readout in step 4 was higher than 20.550 MHz adjust A19R3 to 29.550 MHz 
plus the difference frequency recorded in step 5. 


c. If the frequency readout in step 4 was lower than 20.550 MHz adjust A19R3 to 29.550 MHz 
minus the difference recorded in step 5. 


Reset the frequency to 29.550 MHz with A19R9. 


Repeat steps 3 through 6 until the counter indicates 20.550 MHz + 20 kHz for a center frequency 
of 9.45 MHz and 29.550 MHz + 20 kHz for a center frequency setting of 450 kHz. 


Set center frequency as shown in Table 5-10. Adjust controls listed for counter readouts shown. 


Disconnect the counter, remove the ground from A2TP14 and connect the oscilloscope to 
AZTRLS. 


Set center frequencies as shown in Table 5-10 and adjust the controls listed for 50/50 symmetry as 
seen on the oscilloscope. Disconnect the oscilloscope. (All settings must be within 40/60 


symmetry.) 


Model 8660C Adjustments 


ADJUSTMENTS 


5-35. SUMMING LOOP 1 (SL1) (Cont'd) 


Table 5-10. SL1 Oscillator Output Frequency Adjustments 


8.45 MHz A18R35 “8” 21.550 MHz + 20 kHz 
7.45 MHz A18R40 “7” 22.550 MHz + 20 kHz 
6.45 MHz A18R44 “6” 23.550 MHz + 20 kHz 
5.45 MHz A18R51 “5” 24.550 MHz + 20 kHz 


4.45 MHz A18R55 “4” 25.550 MHz + 20 kHz 
3.45 MHz A18R62 “3” 26.550 MHz + 20 kHz 
2.45 MHz A18R67 “2” 27.550 MHz + 20 kHz 
1.45 MHz A18R74 “1” 28.550 MHz + 20 kHz 


5-36. DCU SWEEP OUTPUT 
REFERENCE: 
Service Sheet 18. 
DESCRIPTION: 
The Model 8660C sweep output may be used to drive the horizontal sweep of an oscilloscope while the RF 
output is used to determine the characteristics of a device being tested. This procedure provides 
information required to properly adjust the sweep ramp. 
TEST EQUIPMENT: 
PENCAIMGNGIN CCCI tae tae ees als, 1s, ile Sng es 6 yee HP 3480B/3482 


1. Remove the top and bottom covers from the 8660C. Remove the four DCU retaining screws (one 
at each corner inside). 


2. With the 8660C inverted, gently slide the DCU out of the mainframe to the extent of connecting 
cables and connect the DVM to the 0 to +8V output. 


3. Enter 1.000500 MHz center frequency and 1 kHz sweep width. 


4. Set to manual sweep. 


5. Using the MANUAL SWEEP control set frequencies shown in Table 5-11 and make the indicated 
adjustments. All adjustments must be +1 millivolt. 


5-31 


Adjustments Model 8660C 


ADJUSTMENTS 


5-36. DCU SWEEP OUTPUT (Cont'd) 


Table 5-11. Adjustments 


ee Lemme [me 


1.000799 Note DVM output reading typical 6.392V 

1.000800 R29 for an output 8 mV greater than above 
reading is typically 6.4V 

1.000999 R11 for an output of 7.992V 


1.000000 R28 for an output of 0.000V 


Repeat steps 1 through 4 


1.001000 R30 for an output of 8.000V 


Table 5-12. Frequency Versus Exact Output Levels 


1.000000 MHz 
1.000799 MHz 
1.000800 MHz 
1.000999 MHz 
1.001000 MHz 


Nominal step size - 8 mV/Hz 
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SECTION VI 
REPLACEABLE PARTS 


6-1. INTRODUCTION 


6-2. This section contains information for ordering 
parts. Table 6-2 lists abbreviations used in the parts 
list and throughout the manual. Table 6-3 lists all 
replaceable parts in reference designator order. 
Table 6-4 contains the names and addresses that 
correspond to the manufacturer’s code numbers. 


6-3. EXCHANGE ASSEMBLIES 


6-4. Exchange assemblies are no longer available 
for the Model 8660C. 


6-5. ABBREVIATIONS 


6-6. Table 6-2 lists abbreviations used in the parts 
list, schematics and throughout the manual. In 
some cases, two forms of the abbreviation are used, 
one all in capital letters, and one partial or no 
capitals. This occurs because the abbreviations in 
the parts list are always all capitals. However, in 
the schematics and other parts of the manual, 
other abbreviation forms are used with both lower 
case and uuper case letters. 


6-7. REPLACEABLE PARTS LIST 


6-8. Table 6-3 is the list of replaceable parts and is 
organized as follows: 


a. Electrical assemblies and their compo- 
nents in alpha-numerical order by reference 
designation. 


b. Chassis-mounted parts in alpha-numerical 
order by reference designation. 


c. Miscellaneous parts. 
6-9. The information given for each part consists 
of the following: 

a. The Hewlett-Packard part number. 
b. Part number check digit (CD). 


io) 


The total quantity (Qty) in the instrument. 
The description of the part. 


= 


e. A typical manufacturer of the part in a 
five-digit code. 


f. The manufacturer’s number for the part. 


6-10. The total quantity for each part is given only 
once-—at the first appearance of the part number in 
the list. 


NOTE 


Total quantities for optional assemblies 
are totaled by assembly and not inte- 
grated into the standard list. 


6-11. ORDERING INFORMATION 


6-12. To order a part listed in the replaceable parts 
table, quote the Hewlett-Packard part number 
(with the check digit), indicate the quantity re- 
quired, and address the order to the nearest 
Hewlett-Packard office (see note below). The 
check digit well ensure accurate and timely process- 
ing of your order. 


6-13. To order a part that is not listed in the re- 
placeable parts table, include the instrument model 
number, instrument serial number, the description 
and function of the part, and the number of parts 
required. Address the order to the nearest Hewlett- 
Packard office. 


NOTE 


Within the USA, it is better to order 
directly from the HP Parts Center in Mt. 
View, California. Ask your nearest HP 
office for information and forms for the 
“Direct Mail Order System”’. 


6-14. SPARE PARTS KIT 


6-15. Stocking spare parts for an instrument is 
often done to insure quick return to service after a 
malfunction occurs. Hewlett-Packard has a “‘Spare 
Parts Kit’? available for this purpose. The kit 
consists of selected replaceable assemblies and 
components for this instrument. The contents of 
the kit and the ‘“‘Recommended Spares’’ list are 


6-1 


Replaceable Parts 


based on failure reports and repair data, and parts 
support for one year. A complimentary “Recom- 
mended Spares”’ list for this instrument may be 
obtained on request and the “Spare Parts Kit”’ may 
be ordered through your nearest Hewlett-Packard 
office. 


6-16. ILLUSTRATED PARTS BREAKDOWNS 


6-17. Figure 6-1 provides a breakdown of Cab- 
inet Parts. The parts are not identified by part 


Model 8660C 


numbers or descriptions. These parts are identi- 
fied by MP (miscellaneous part) numbers which 
are further identified in Table 6-3 of this 
section. 


6-18. Figure 6-2 provides a breakdown of DCU 
front panel parts. The parts are identified by 
MP numbers or assembly numbers’ which 
are further identified in Table 6-3 of _ this 
section. 


Model 8660C 


L 25 SSS eee ampere 
BO). alternating current 
ACCESS ..... accessory 
LNA)  @igiSGronere adjustment 
A/D .... analog-to-digital 
AB So cass audio frequency 
ENG eae automatic 
frequency control 
PGE = «+» automatic gain 
control 
NL a oaereoas aluminum 
2h Oe automatic level 
control 
AM. amplitude modula- 
tion 
2) |S) amplifier 
APC automatic phase 
control 
SSCS Sie eneaaeee assembly 
WES Gee Gie eEe auxihary 
I. ao te GRE SIe alee average 
AWG .. American wire 
gauge 
SPER eMee cl. fo. sis si,s, 38 balance 
BOUT... as binary coded 
decimal 
2D) oa eee en board 
BPICU, S65 6s 5 beryllium 
copper 
BRO ..... beat frequency 
oscillator . 
Tl ofa) Gieaeeene binder head 
BEDN .. 2... breakdown 
PY oo epee ee bandpass 
“ELE bandpass filter 
URS 6) 6 Sregeeee nee brass 
BWO os. backward-wave 
oscillator 
CAM ee ee calibrate 
ccw counter-clockwise 
CLES Se eee eae ceramic 
CETL ES) Se ae channel 
EEE ood) Guo oloso © centimeter 
CMO .. cabinet mount only 
ROCHA 85 a ee PS coaxial 


attenuator; isolator; 
termination 
fan; motor 
battery 
capacitor 
coupler 
diode; diode 
thyristor; varactor 
directional coupler 
delay line 
annunciator; 
signaling device 
(audible or visual); 
lamp; LED 


Table 6-1. Reference Designations 


miscellaneous 
electrical part 


circulator 
electrical connector 
(stationary portion); 


mechanical part 


electrical connector 
(movable portion); 
plug 
transistor: SCR; 
triode thyristor 
resistor 
thermistor 
switch 
transformer 
terminal board 
thermocouple 
test point 


Table 6-2. Abbreviations (1 of 2) 


COE ES WF s.cssucke coefficient 
COM(S ..& - uae common 
COMP. 2 ota composition 
COMPL 330. compiete 
CONN Gr 2 connector 
CR i orick cadmium plate 
CRT cathode-ray tube 
CTL complementary 
transistor logic 
GWore sens continuous wave 
CWT renee ire at clockwise 
CST Winns Sougtoiceoo centimeter 
D/A digital-to-analog 
(2) S ieee Aime erancrs decibel 
dBm decibel referred 
to 1 mW 
(0 ee Acie direct current 


deg .. degree (temperature 
interval or differ- 


5 ence) 
ie FS SAG degree (plane 
5 angle) 
Cres ete os degree Celsius 
5 (centigrade) 
of -.-.- degree Fahrenheit 
| 5 Geo scaring degree Kelvin 
DEPC . deposited carbon 
DET te eee: e>*ector 
Giam, 2.0 ss. ss diameter 
DIA diameter (used in 
parts list) 
DIFF AMPL... differential 
amplifier 
iV. Sb Se eect cece division 
DPDT 2.5 on. double-pole, 
double-throw 
jD) se ERee Ob ehicn CAG owe drive 
DSB double sideband 
DTL diode transistor 
logic 
DVM digital voltmeter 
ECL . emitter coupled 
logic 
EMF electromotive force 


NOTE 


EDP acre, «> electronic data 
Processing 
BGh CL electrolytic 
ENCAP encapsulated 
BEX eats, exeusyeuan external 
] SO RO CHC er oRe farad 
OT fe ous, cys sie field-effect 
transistor 
1 3/) Qe Rawerigeors Ores flip-flop 
1S (ena eens flat head 
RODD) ae fillister head 
FM. . frequency modulation 
12) DA ane o eaeeana front panel 
ERE Olerw-c-uce frequoncy 
OSD ere Wen strc s, sas. = fixed 
AS CRG EON IO nC ae gram 
GE anit cre te germanium 
GHZ iigeesa-porcesie gigahertz 
(CIOS. G Grou oatg: Geeaee ie glass 
GRID 25s 5 = s,: ground(ed) 
| 2 Rs OROLC ORONO NORE I CEaE henry 
[ ce ROR RCE OREN oe a es hour 
120 ON PRS a oro 6 cas heterodyne 
HE XE ines < hexagonal 
12 ll D)oraucpBeOl oe RO SCD Ee head 
END W ir ais cy eon sa- hard ware 
PR ontop. eye high frequency 
PE Gtgens pees cuss mercury 
ELD Weert hate sive se cane high 
HP ..... Hewlett-Packard 
HIP ore honk high pass filter 
HRP rc: hour (used in 
parts list) 
Vo crac user on high voltage 
PLR WAS cde: oun, Sieeee Hertz 
IC .... integrated circuit 
1) 2 apeeaeteee inside diameter 
Lids peareteieratts intermediate 
frequency 
IMPGiaes = Gee ; impregnated 
BEN rob cyodiatis: archer as inch 
IN@CDE ss esis incandescent 
TING Tp oo aie oo include(s) 
IN Rees eS) octets S input 
ENS! ORES src6o.0- 2 insulation 


All abbreviations in the parts list will be in upper-case. 


Replaceable Parts 


integrated circuit; 
microcircuit 
electron tube 
voltage regulator; 
breakdown diode 
cable; transmission 
path; wire 


crystal unit (piezo- 

electric or quartz) 

. tuned cavity; tuned 
circuit 


TUN a om cheese p.clas nies esas internal 
Se gets aueios: «= is kilogram 
MZ aeeroueeatisy cc ois, 2 kilohertz 
AO keeled. 5 eee kilohm 
KVM ote Tokay. cereus kilovolt 
WD iss eo cxjepisutstusy ous: 2a pound 
LU Oa orolorenala inductance- 
capacitance 
LED .. light-emitting diode 
TB cecmoee se low frequency 
1K Cn Sica onoeaeadcae Jong 
Ib) 5 bits) Galton ame left hand 
DVIS rete e seurtncase os als os limit 
LIN linear taper (used 
in parts list) 
It sane asa ee enaiainione linear 
LK WASH lock washer 
LO ... low; local oscillator 
LOG ... . logarithmic taper 
(used in parts list) 
ORS eee Si) case logrithm(ic) 
HAD Sogn 6 low pass filter 
EI Yous euegsneys low voltage 
fevord: ohonaee meter (distance) 
TIVAG ae cic) ces ers miilliampere 
WAR eee oe maximum 
INE) ee arg ee megohm 
MEG meg (08) (used 
in parts list) ; 
MET FLM metal film 
MET OX metallic oxide 
MF ... medium frequency; 
microfarad (used in 
Parts list) 
WHO SG So 4 manufacturer 
fe loro & olor Oeene milligram 
MHz 5% ies © megahertz 
MH geticnceee ess millihenry 
MOV enw oeeenee ess mho 
MIN? 00 3 3)5 eed minimum 
Peni ey Pec minute (time) 
Sat is IESE minute (plane 
angle) 
MINATY 6, 2.485 miniature 
BYAEE Ee ase, sete millimeter 
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modulator 

momentary 

metal-oxide 
semiconductor 

millisecond 

mounting 

meter (indicating 

device) 


millivolt, ac 
millivolt, dc 
millivolt, peak 
millivolt, peak- 
to-peak 
millivolt, rms 
milliwatt 
multiplex 
mylar 
microampere 
microfarad 
microhenry 
micromho 
microsecond 
microvolt 
microvolt, ac 
microvolt, dc 
microvolt, peak 
microvolt, peak- 
to-peak 
microvolt, rms 
micro watt 
nanoam pere 
no connection 
normally closed 
neon 
negative 
nanofarad 
nickel plate 
normally open 


negative-positive- 
negative 
. negative-positive 
zero (zero tempera- 
ture coefficient) 
. not recommended 
for field replace- 
ment 
not separately 
replaceable 
nanosecond 
nanowatt 
order by descrip- 
tion 


Table 6-2. Abbreviations (2 of 2) 


outside diameter 
oval head 
operational 


option 
oscillator 


peak (used in parts 
list) 
n Ppulse-amplitude 
modulation 
printed circuit 
Ppulse-code modula- 
tion; pulse-count 
modulation 
pulse-duration 
modulation 
Picofarad 
phosphor bronze 
Phillips 
positive-intrinsic- 
negative 
peak inverse 


phase modulation 
positive-negative- 
positive 


polystyrene 
porcelain 
. Positive; position(s) 
(used in parts list) 
position 
potentiometer 
peak-to-peak 
peak-to-peak (used 

in parts list) 
Pulse-position 

modulation 
PREAMPL ... preamplifier 
PRF ....  pulse-repetition 

frequency 

pulse repetition 


modulation 
pulse-width 
modulation 


peak working 


resistance- 
capacitance 

rectifier 

reference 

regulated 

replaceable 

radio frequency 

radio frequency 
interference 

round head; right 


resistance- 
inductance- 
capacitance 

. rack mount only 
root-mean-square 


read-only memory 
rack and panel 
reverse working 
voltage 
scattering parameter 
second (time) 
second (plane angle) 
slow-blow (fuse) 
(used in parts list) 
silicon controlled 
rectifier; screw 
selenium 
sections 
SEMICON semicon- 
ductor 
superhigh fre- 
quency 


. signal-to-noise ratio 
single-pole, 
double-throw 


single-pole, 
single-throw 

single sideband 

stainless steel 


standing-wave ratio 
synchronize 
T .. timed (slow-blow fuse) 


temperature 
compensating 


NOTE 


All abbreviations in the parts list will be in upper-case. 


MULTIPLIERS 


Abbreviation 


perso BREA coae re OF 


Prefix 


tera 
giga 
mega 
kilo 
deka 
deci 
centi 
milli 
micro 
nano 
pico 
femto 
atto 


Multiple 


Model 8660C 


time delay 
terminal 


television 
TVI _ television interference 
TWT .. traveling wave tube 
micro (10°) (used 

in parts list) 
. Microfarad (used in 

Parts list) 

. ultrahigh frequency 
unregulated 


volts, ac 
. voltage-controlled 


volts, de 
volts, dc, working 
(used in parts list) 
volts, filtered 
variable-frequency 
oscillator 
very-high fre- 
quency 
volts, peak 
volts, peak-to-peak 
volts, rms 
voltage standing 
wave ratio 
voltage-tuned 
oscillator 
vacuum-tube 
voltmeter 
volts, switched 


working inverse 


wirewound 
without 
yttrium-iron-garnet 
characteristic 
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Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 
Designation 


Description Mfr Part Number 


DIGITAL CONTROL ASSEMBLY 
DIGITAL CONTROL ASSEMBLY(OPT 004 ONLY) 


08660-60272 
08660-60304 


Al 08660-60272 
08660-60304 


A1C1 0160-3448 
aicat 0160-0127 


CAPACITOR-FXD 1000PF +-10% 1KVDC CER 
CAPACITOR-FXD 1UF +-20% 25VDC CER 


0160-3448 
0160-0127 


GW Wo 


Aisy1 1250-0118 CONNECTOR-RF BNC FEM SGL-HOLE-FR S0-OHM 1250-0118 


A1L1 9100-3354 


o 


COIL-FXD 4MH @ 0.5A:4V:800HZ:0.4 OHM 9100-3354 


A1S1 3101-1655 SWITCH-RKR SUBMIN SPDT SA 115VAC/DC PC 3101-1655 


AlWi 
A1w2 
AlwW3 
A1W4 
A1W5 


A1WS 
A1Wé P7 
A1W7 


A1A1 


A1A1 


A1A1C1 
A1A1C2 
A1A1C3 
A1A1C4 
€1A1C5 


A1A1C6 
A1A1C7 
A1A1CB 
41A1C9 


08660-60116 
08660-60117 
08660-60118 
08660-60118 
08660-60124 


08660-60126 
1251-1017 
08660-60129 


0900-0023 

08660-00069 
08660-00101 
08660-00103 
08660-00110 


08660-20121 
08660-20152 
08660-20160 
08660-20161 
08660-40105 


08660-40108 
08660-60200 


08660-60305 


0180-2206 
0160-3536 
0180-1714 
0180-0197 
0180-0197 


0180-0197 
0180-0197 
0180-0197 
0180-0197 


eoumN ANNU nN 


onwmun Wenn 


b Oo wu 


OOnNWS 


onnog 


CABLE ASSEMBLY, 
CABLE ASSEMBLY, 
CABLE ASSEMBLY, 
CABLE ASSEMBLY , 
CABLE, D/A OUTP 


WIRING HARNESS 
CONNECTOR 4-PI 


SWITCH 

KEYBOARD 

READOUT 

READOUT 
UT 


N WINCH JF 


CABLE ASSEMBLY, 4V FILTER 


A1 AI 


O-RING .239-IN-ID 


SHIELD, R.F.I. 


SCELLANEOUS 


SUPPORT, DIGITAL TOP 
SUPPORT, DIGITAL BOTTOM 
INSULATOR, INTERCONNECT 


SUB-PANEL, FRONT 


FRONT PANEL, K 
RETAINER, P.C. 
SPACER, ROD 


EYBOARD 
BOARD 


FREQUENCY RANGE INDICATOR 


PUSHBUTTON, RE 


ADOUT 


.07-IN-XSECT-DIA NTRL 


BOARD ASSEMBLY, SWITCH CONTROL 


(EXCEPT OPTI 


ON 004) 


BOARD ASSEMBLY, SWITCH CONTROL 


(OPTION 004 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


ONLY) 


60UF+-10% 6 
620PF +-5Z% 
S30UF+-10% 
2. 2UF+-10% 
2.2UF+-10% 


2,2UF+-10% 
2.2UF+-10% 
2.2UF+-10% 
2.2UF+-10% 


VDC TA 
100VDC MICA 
6VDC TA 
20VDC TA 
20VDC TA 


20VDC TA 
20VDC TA 
20VDC TA 
20VDC TA 


07322 
28480 
28480 
28480 
28480 


28480 
28480 
28480 
28480 
28480 


28480 
28480 


28480 


56289 
28480 
56289 
56289 
56289 


56289 
56289 
56289 
56289 


68660-60116 
08660-60117 
08660-60118 
08660-60118 
08660-60124 


08660-60126 
1251-1017 
08660-60129 


8010 

08660-00069 
08660-00101 
08660-00103 
08660-00110 


08660-20121 
08660-20152 
08660-20160 
08660-20161 
08660-40105 


08660-40108 
08660-60200 


08660-60305 


150D606x9006B2 
0160-3536 

150D337xX9006S2 
150D225x9020A2 
150D225x9020A2 


150D225x9020A2 
150D225x9620A2 
150D225x9020A2 
150D225x9020A2 


A1AICRI1 1901-0040 


i 


DIGDE-SWITCHING 30¥ SOMA 2NS DO-35 28480 1901-0040 
A1A1R1 
A1AIR2 
A1A1R3 
ALAIR4 
A1AIRS 


0698-7228 
0698-7272 
0698-7253 
0698-7253 
0698-7253 


RESISTOR 464 1% .05W F TC=0+-100 24546 
RESISTOR 31.6K 1% .05W F TC=0+-100 24546 
RESISTOR 5.11K 1% .05W F TC=0+-100 24546 
RESISTOR 5.11K 1% .05W F TC=0+-100 24546 
RESISTOR 5.11K 1% .05W F TC=0+-100 24546 


C3-1/8-T0-464R-G 
C3-1/8-T0-3162-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 


oaooen 


A1A1R6 
A1A1R7 
ALAIRS 
A1A1R? 
A1AIR10 


0698-7253 
0698-7253 
0698-7253 
0698-7253 
0698-7253 


RESISTOR 5.11K 1% .05W 
RESISTOR 5.11K 1% .05W 
RESISTOR 5.11K 1% .05W 
RESISTOR 5.11K 1% .05W 
RESISTOR 5.11K 1% .05W 


TC=0+-100 24546 
TC=0+-100 24546 
TC=0+-100 24546 
TC=0+-100 24546 
TC=0+-100 24546 


C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 


A1A1R11 
ALAIRI2 
A1A1R13 
A1A1IR14 
A1A1R15 


0698-7253 
0698-7253 
0698-7253 
0698-7222 
0698-7228 


RESISTOR 5.11K 1% .05W TC=0+-100 24546 
RESISTOR 5.11K 1% .05W TC=0+-100 24546 
RESISTOR 5.11K 1% .05W TC=0+-100 24546 
RESISTOR 261 1% .05W F TC=0+-100 24546 


RESISTOR 464 1% .05W F TC=0+-100 24546 


C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-261R-G 
C3-1/8-T0-464R-G 


Neoono onoao 
7manmn TMA T 


ALAIR16 
A1A1R17 
A1A1R18 
A1A1R19 
A1A1R20 


0698-7253 
0698-7253 
0698-7253 
0698-7253 
0698-7253 


RESISTOR 5.11K 1% .05W F TC=0+-100 24546 
RESISTOR 5.11K 1% .05W F TC=0+-100 24546 
RESISTOR 5.11K 1% .,O05W F TC=0+-100 24546 
RESISTOR 5.11K 1% .05W F TC=0+-100 24546 
RESISTOR 5.11K 1% .05W F TC=0+-100 24546 


C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 
C3-1/8-T0-5111-G 


A1A1R21 
A1AIR22 
A1A1R23 
A1AILR24 
Beato 


0698-7212 
0698-7212 
0698-7228 
0698-7228 
0698-7249 


RESISTOR 100 1% .05wW F TC=0+-100 24546 
RESISTOR 100 1% .05W F TC=0+-100 24546 
RESISTOR 464 1% .05W F TC=0+-100 24546 
RESISTOR 464 1% .05W F TC=0+-100 24546 
RESISTOR 3.48K 1% .05W F TC=0+-100 24546 


C3-1/8-T0-100R-G 
C3-1/8-T0-100R-G 
C3-1/8-T0-464R-G 
C3-1/8-T0-464R-G 
C3-1/8-T0-3481-G 


MNNOWOD ONMOOW 


See introduction to this section for ordering information 
*Indicates factory selected value 


Tt BACKDATING INFORMATION IN SECTION VII 6-5 


Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 


Designation Mfr Part Number 


Description 


A1A1TP1 0360-1514 
A1LAITP2 0360-1514 


TERMINAL-STUD SGL-PIN PRESS-MTG 
TERMINAL-STUD SGL-PIN PRESS-MTG 


0360-1514 
0360-1514 


A1A1U1 1820-1422 
A1A1U2 1820-0174 
A1A1U3 1820-0256 
A1A1U4 1820-1490 
A1A1US 1820-1490 


MY TTL LS MONOSTBL RETRIG SN74LS122N 
INV TTL HEX SN7404N 
BFR DTL NAND QUAD 2-INP SN15858N 
CNTR TTL LS DECD ASYNCHRO SN74LS90N 
CNTR TTL LS DECD ASYNCHRO SN74LS90N 


A1A1U6 1820-1490 
A1A1U7 1820-1490 
A1A1UB 1820-1490 
A1A1U9 1820-1490 
A1A1U10 1820-0054 


CNTR TTL LS DECD ASYNCHRO 
CNTR TTL LS DECD ASYNCHRO 
CNTR TTL LS DECD ASYNCHRO SN74LS90N 
CNTR TTL LS DECD ASYNCHRO SN74LS90N 
GATE TTL NAND QUAD 2-INP SN7400N 


SN74LS90N 
SN74LS90N 


A1A1U11 1820-1574 
AilAiu12 1820-0174 
A1A1U13 1820-0372 
A1A1U14 19820-1202 
A1A1U15 1820-1112 


FF TTL LS J-K PULSE CLEAR DUAL SN74LS73AN 
INV TTL HEX SN7404N 
GATE TTL H AND TPL 3-INP SN74H11N 
GATE TTL LS NAND TPL 3-INP SN74LS10N 
FF TTL LS D-TYPE POS-EDGE-TRIG SN74LS74AN 


@M@nNnocere Wun anwoow vv 


A1A1U16 
A1A1U17 


1820-1574 
1820-0174 
A1A1U18 1820-0054 
A1A1U19 1820-0374 
A1A1U20 1820-0511 


FF TTL LS J-K PULSE CLEAR DUAL SN74LS73AN 
INV TTL HEX SN7404N 
GATE TTL NAND QUAD 2-INP SN7400N 
GATE TTL H AND DUAL 4-INP SN74H21N 
GATE TTL AND QUAD 2-INP SN7408N 


A1A1U21 1820-0077 
A1A1U22 1820-1202 
A1A1U23 1820-1574 
A1A1U24 1820-0328 
41A1U25 1820-0054 


FF TTL D-TYPE POS-EDGE-TRIG CLEAR SN7474N 
GATE TTL LS NAND TPL 3-INP SN74LS10N 
FF TTL LS J-K PULSE CLEAR DUAL SN74LS73AN 
GATE TTL NOR QUAD 2-INP SN7402N 
GATE TTL NAND QUAD 2-INP SN7400N 


A1A1U26 1820-0495 
A1A1U27 1820-0054 
A1A1U28 1820-1112 
A1A1U29 1820-0077 
A1A1U30 1820-0661 


DCDR TTL 4-TO-16-LINE 4-INP SN74154N 
GATE TTL NAND QUAD 2-INP SN7400N 

FF TTL LS D-TYPE POS-EDGE-TRIG SN74LS74AN 
FF TTL D-TYPE POS-EDGE-TRIG CLEAR SN7474N 
GATE TTL OR QUAD 2-INP SN7432N 


OnN@UD WToNN WNMoe 


A1A1U31 1820-0054 
A1A1U32 1820-1112 
A1A1U33 1820-0511 


GATE TTL NAND QUAD 2-INP SN7400N 
FF TTL LS D-TYPE POS-EDGE-TRIG SN74LS74AN 
GATE TTL AND QUAD 2-INP SN7408N 


wou 


A1ALXAI 1200-0507 SOCKET-IC 16-CONT DIP-SLDR 1200-0507 


AlA2 08660-60176 08660-60176 


BOARD ASSEMBLY, KEY CONTROL 
(EXCEPT OPTION 004) 

BOARD ASSEMBLY, KEY CONTROL 
(OPTION 004 ONLY) 


A1lA2 08660-60161 08660-60161 


0160-0945 
0160-2204 
0160-0157 
DM15F241J0300WVICR 
150D225x9020A2 


CAPACITOR-FXD 910PF +-SX% 100VDC MICA 
CAPACITOR-FXD 100PF +-5S% 300VDC MICA 
CAPACITOR-FXD 4700PF +-10% 200VDC POLYE 
CAPACITOR-FXD 240PF +-5Z% 300VDC MICA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 


A1A2C1 0160-0945 
A1A2C2 0160-2204 
A1A2Cc3 0160-0157 
A1A2C4 0140-0199 
A1A2CS 0180-0197 


150D225x7020A2 
150D225x9020A2 
150D225x7020A2 
150D225x9020A2 
150D225x7020A2 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 


A1A2C6 0180-0197 2 
2 

CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
2 
2 


A1A2C7 0180-0197 
A1A2C8 0180-0197 
A1A2C9 0180-0197 
A1A2C10 0180-0197 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 


150D225x9020A2 
DM15F241J0300WVICR 
0160-3533 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 

CAPACITOR-FXD 240PF +-SZ% 300VDC MICA 

CAPACITOR-FXD 470PF +#-S% 300VDC MICA 
(OPTION 004 ONLY) 


€1A2C11 0180-0197 
A1A2C12 0140-0199 
A1A2C13 0160-3533 


ocom OMOMDOD Arwen 


A1A2C14 


A1A2CI5S 
A1A2C16 
A1A2C17 


A1A2Q1 


A1A2R1 
A1A2R2 
A1A2RS 
A1A2R4 
A1A2RS 


A1A2R6 
A1A2R7 
A1A2R8 
A1LA2R9 
A1A2R10 


A1A2R11 
A1A2R12 
A1A2R13 
A1A2R14 
A1A2R15 


0160-0161 


0160-0161 
0160-0161 
0180-0197 


1853-0020 


0757-0419 
0757-0428 
0698-0082 
0757-0280 
0698-3430 


0698-3430 
0757-0280 
0698-3430 
0698-3430 
0757-0280 


0757-0438 
0757-0395 
06978-3430 
0698-3160 
0698-3160 


> 


> Obs 


DOAK G WUNUGaA UAWNeo 


CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


TRANSISTOR PNP 
RESISTOR 681 1 


RESISTOR 1.62K 
RESISTOR 464 1 


.O1UF +-10% 200VDC POLYE 


.Q1UF #-10% 200YDC POLYE 
.O1UF +-10% 200VDC POLYE 
2.2UF+-10% 20YDC TA 


SI PD=300MW FT=150MHZ 
% .125W F TC=0+-100 


1% .125W F TC=0+-100 
% .125W F TC=0+-100 


RESISTOR 1K 1% .125W F TC=0+-100 


RESISTOR 21.5 


RESISTOR 21.5 
RESISTOR 1K 1% 
RESISTOR 21.5 
RESISTOR 21.5 
RESISTOR 1K 1% 


RESISTOR 5.11K 
RESISTOR 56.2 
RESISTOR 21.5 
RESISTOR 31.6K 
RESISTOR 31.6K 


1% .125W F TC=0+-100 


1% .125W F TC=0+-100 
-125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
-125W F TC=0+-100 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 

1% .125W F TC=0+-100 

1% .125W F TC=0+-100 


0160-0161 


0160-0161 
0160-0161 
150D225x9020A2 


1853-0020 


C4-1/8-T0-681R-F 
C4-1/8-T0-1621-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-1001-F 
PMESS-1/8-T0-21R5S-F 


PMESS-1/8-T0-21RS-F 
C4-1/8-T0-1001-F 
PMESS-1/8-T0-21RS-F 
PMESS-1/8-T0-21R5-F 
C4-1/8-T0-1001-F 


C4-1/8-T0-5111-F 
C4-1/8-T0-S6R2-F 
PMESS-1/8-T0-21R5-F 
C4-1/8-T0-3162-F 
C4-1/8-T0-3162-F 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C Replaceable Parts 


‘Table 6-3. Replaceable Parts 


Reference HP Part 


Designation | Number Description Mfr Part Number 


RESISTOR 21.5 1% .125W F TC=0+-100 PMESS-1/8-T0-21R5-F 
RESISTOR 26.1K 1% .125W F TC=0+-100 C4-1/8-T0-2612-F 
RESISTOR 26.1K 1% .125W F TC=0+-100 C4-1/8-T0-2612-F 
RESISTOR 5.11K 1% .125W F TC=0+-100 C4-1/8-T0-5111-F 
RESISTOR 261 1% .125W F TC=0+-100 C4-1/8-T0-2610-F 


A1A2R16 0698-3430 
A1A2R17 0698-3159 
A1A2R18 0698-3159 
A1A2R19 0757-0438 
A1A2R20 0698-3132 


RESISTOR 5.11K 1% .125W F TC=0+-100 C4-1/8-T0-5111-F 
RESISTOR 9.09K 1% .125W F TC=0+-100 MF 4C1/8-T0-9091-F 
RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
RESISTOR 261 1% .125W F TC=0+-100 C4-1/8-T0-2610-F 
RESISTOR 261 1% .125W F TC=0+-100 C4-1/8-T0-2610-F 


A1A2R21 0757-0438 
A1A2R22 0757-0288 
A1A2R23 0757-0280 
A1A2R24 0698-3132 
A1A2R25 0698-3132 


TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 
TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 


A1A2TP1 0360-1514 
A1A2TP2 0360-1514 


NN SPW" wW PUUUM 


A1A2U1 1820-0174 
AlaA2zu2 1820-0661 
A1A2U3 1820-0054 
A1A2U4 1820-0709 
A1A2US 1820-0659 


INV TTL HEX SN7404N 
GATE TTL OR QUAD 2-INP SN7432N 
GATE TTL NAND QUAD 2-INP SN7400N 
SHF-RGTR TTL L R-S SERIAL-IN 93L28PC 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 9S3LO0O0PC 


A1A2U6 1820-0709 
A1A2U7 1820-0281 
A1A2U8 1820-0511 
A1A2U9 1820-0054 
A1A2U10 1820-0511 


SHF-RGTR TTL L R-S SERIAL-IN 93L2BPC 
FF TTL J-K M/S PULSE CLEAR DUAL SN74107N 
GATE TTL AND QUAD 2-INP SN7408N 
GATE TTL NAND QUAD 2-INP SN7400N 
GATE TTL AND QUAD 2-INP SN7408N 


wuaAVvoN FNMoo 


A1A2U11 1820-0710 
A1A2U12 1820-0710 
A1A2U13 1820-0659 
A1A2U14 1820-0659 
A1A2U15 1820-0710 


MUXR/DATA-SEL TTL L 2-TO-1-LINE QUAD 93L22PC 
MUXR/DATA-SEL TTL L 2-TO-1-LINE QUAD 93L22PC 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT F3L00PC 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 93LO00PC 
MUXR/DATA-SEL TTL L 2-TO-1-LINE QUAD 93L22PC 


oononoo 


A1A2U16 1820-0054 
A1A2U17 1820-0596 
A1A2U18 1820-0174 
A1A2U19 1820-1422 
A1A2U20 1826-0055 


GATE TTL NAND QUAD 2-INP SN7400N 
FF TTL L D-TYPE POS-EDGE-TRIG DM74L74N 
INV TTL HEX SN7404N 
MV TTL LS MONOSTBL RETRIG SN74LS122N 
COMPARATOR GP DUAL 14-DIP-C PKG UA711DC 


A1A2U21 1820-0069 
A1A2U22 1820-0174 
A1A2U23 1820-0214 
A1A2U24 1820-0661 
A1A2U25 1820-0055 


GATE TTL NAND DUAL 4-INP SN7420N 
INV TTL HEX SN7404N 
DCDR TTL BCD-TO-DEC 4-TO-10-LINE SN7442AN 
GATE TTL OR QUAD 2-INP SN7432N 
CNTR TTL DECD SYNCHRO POS-EDGE-TRIG SN7490AN 


Ss 
0 
0 
3 
8 
2 
0 
9 
0 
6 
4 


A1A2U26 1820-0491 DCDR TTL BCD-TO-DEC 4-TO-10-LINE SN74145N 


A1AZ 08660-60191 


o 


BOARD ASSEMBLY, READOUT CONTROL 08660-60191 
(EXCEPT OPTION 004) 

BOARD ASSEMBLY, READOUT CONTROL 08660-60338 
(OPTION 004 ONLY) 


A1A3 08660-60338 


7] 


A1A3C1 0180-0197 
A1A3C2 0180-0197 
A1LAICS 0180-0197 
A1A3C4 0180-0197 
A1A3CS 0180-0197 


CAPACITOR-FXD 2,2UF+-10% 20VDC 150D225xX9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC 150D225xX9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC 150D225x97020A2 


A1A3C6 0180-0197 
A1A3C7 0180-0197 
A1A3CB8 0180-0197 
A1A3C9 0160-3534 
A1A3C10 0160-0161 


CAPACITOR-FXD 2.2UF+-10% 20VDC 150D225xX9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC 150D225xX9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC 150D225x9020A2 
CAPACITOR-FXD S10PF +-5S% 100V¥DC MICA 0160-3534 
CAPACITOR-FXD .01UF +-10% 200VDC POLYE 0160-0161 


A1A3C11* 0160-2208 
A1A3C12 0140-0196 


CAPACITOR-FXD 330PF +-5SZ% 3O0VDC MICA 0160-2208 
CAPACITOR-FXD 150PF +-5% 300VDC MICA DM1SF1IS1J0300WV1ICR 


GQre beFano Dodoo 


A1AZR1 0698-3447 
A1A3R2 0698-3447 
ALASRS 0698-3447 
A1ASR4 0698-3447 
A1LASRS 0698-3447 


RESISTOR 422 1% .125W 
RESISTOR 422 1% .125W 


F TC=0+-100 C4-1/8-T0-422R-F 
F TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 422 1% .125W F TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 422 1% .125W F TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 422 1% .125W F TC=0+-100 C4-1/8-T0-422R-F 

F 

F 

F 

F 


ALABRE 0698-3447 
A1A3R7 0698-3447 
ALAIRS 0698-3447 
ALAIRP 0698-3447 
A1A3BR10 0698-3447 


A1A3R11T 0698-3160 
A1A3R12 0757-0401 
ALA3R13 0698-3447 
A1A3R14 0757-0346 
A1A3R15 0757-0346 


RESISTOR 422 1% .125W 
RESISTOR 422 1% .125W 


TC=0+-100 C4-1/8-T0-422R-F 
TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 422 1% .125W TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 422 1% .125W TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 422 1% .125W F TC=0+-100 C4-1/8-T0-422R-F 


RESISTOR 31.6K 1% .125W F TC=0+-100 C4-1/8-T0-3162-F 
RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 
RESISTOR 422 1% .125W F TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 10 1% .125W F TC=0+-100 C4-1/8-T0-10R0-F 
RESISTOR 10 1% .125W F TC=0+-100 C4-1/8-T0-10R0-F 


NNPfFog br DDD rPbaDHDD 


A1A3U1 1820-0661 IC GATE TTL OR QUAD 2-INP SN7432N 

A1Asu2 NOT ASSIGNED 

A1A3U3 1820-0725 IC TTL 16-BIT RAM STAT 45-NS O-C SN741705 
A1A3U4 1820-0054 IC GATE TTL NAND QUAD 2-INP SN7400N 

A1A3US 1820-0054 IC GATE TTL NAND QUAD 2-INP SN7400N 


uan 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Replaceable Parts 


Reference 
Designation 


A1AZU6 
A1A3U7 
A1A3U8 
A1A3U9 
A1A3U10 


A1ASU11 
A1AasuU12 
A1A3U13 
A1A3U14 
A1ASUIS 


A1A3U16 
A1A3U17 
A1A3U18 
A1A3U19 
A1A3U20 


A1A3U21 
A1A3U22 
A1A3U23 
A1A3U24 
A1A3U25 


A1ABU26 
A1A3U27 
A1A3U28 
A1A3U29 
ALA3SUZ0 


A1A3US1 
A1A3U32 
A1AZUI3 
A1lASUS4 
A1ATUIS 


A1LA3SUS6 
A1A3U37 
A1A3U38 
A1A3SUS9 


A1lA4 


A1A4C1 
A1A4C2 
A1A4C3 
A1A4STS 
A1A4CS 


A1lA4CRI 


A1LA4DS1 
A1A4DS2 
A1A4D83 
A1A4DS4 
A1A4DS5 


A1A4DSE 
A1A4DS7 


AlA4SR1 
A1A4R2 
ALA4RS 
A1A4R4 
ALA4SRS 


A1A4RG 
A1A4R7 
A1A4RB 
A1A4SRP 
A1A4SR10 


A1A4R11 
A1A4R12 
A1A4R13 
A1A4R14 
A1A4R15 


A1A4R16 
A1A4R17 
A1A4R18 


A1A4S1 


ALA4STP1 
AlA4TP2 
ALA4TPS 
AlA4STP4S 
A1A4TPS 


HP Part 
Number 


1820-0174 
1820-0214 
1820-0659 
1820-0054 
1820-1422 


1820-0904 


1820-0328 
1820-1112 
1820-0054 


1820-0054 
1820-0710 
1820-0372 
1820-0328 
1820-0055 


1820-0661 
1820-0372 
1820-0661 
1820-0174 
1820-0511 


1820-0256 
1820-0659 
1820-1433 
1820-0065 
1820-0054 


1820-0174 
1820-0511 
1820-0069 
1820-0054 
1820-0068 


1820-1433 
1820-1433 
1820-1433 
1820-0659 


08660-60197 


0180-0197 
0180-0197 
0180-0197 
0180-0197 
0180-0197 


1901-0040 


1990-0326 
1990-0326 
1990-0326 
1990-0326 
1990-0326 


1990-0326 
1990-0326 


0698-3153 
0698-3445 
0698-3153 
0698-3153 
0698-3153 


0698-3445 
0698-3153 
0698-3445 
0698-3153 
0698-3445 


0698-3153 
0698-3445 
0698-3153 
0698-3445 
0698-3153 


0698-3445 
0698-3153 
06978-3445 


3101-0137 


0360-1514 
0360-1514 
0360-1514 
0360-1514 
0360-1514 
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NNNNN GW NWN VWNWNYD NVYNWN WKYWYND WW WBWWWW 


Ic 
Ic 
Ic 
Ic 
Ic 


Ic 


Table 6-3. Replaceable Parts 


Description 


INV TTL HEX 

DCDR TTL BCD-TO-DEC 4-TO-10-LINE 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
GATE TTL NAND QUAD 2-INP 

MY TTL LS MONOSTBL RETRIG 


COMPTR TTL L MAGTD S-BIT 


NOT ASSIGNED 


GATE TTL NOR QUAD 2-INP 
FF TTL LS D-TYPE POS-EDGE-TRIG 
GATE TTL NAND QUAD 2-INP 


GATE TTL NAND QUAD 2-INP 
MUXR/DATA-SEL TTL L 2-TO-1-LINE QUAD 
GATE TTL H AND TPL 3-INP 

GATE TTL NOR QUAD 2~-INP 

CNTR TTL DECD SYNCHRO POS-EDGE-TRIG 


GATE TTL OR QUAD 2-INP 
GATE TTL H AND TPL 3-INP 
GATE TTL OR QUAD 2-INP 
INV TTL HEX 

GATE TTL AND QUAD 2-INP 


BFR DTL NAND QUAD 2-INP 

SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
SHF-RGTR TTL LS R-S SERIAL-IN PRL-OUT 
FF TTL J-K POS-EDGE-TRIG CLEAR 

GATE TTL NAND QUAD 2-INP 


INV TTL HEX 

GATE TTL AND QUAD 2-INP 

GATE TTL NAND DUAL 4-INP 
GATE TTL NAND QUAD 2-INP 
GATE TTL NAND TPL 3~-INP 


SHF-RGTR TTL LS R-S SERIAL-IN PRL-OUT 
SHF-RGTR TTL LS R-S SERIAL-IN PRL-OUT 
SHF-RGTR TTL LS R-S SERIAL-IN PRL-OUT 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 


BOARD ASSEMBLY, 


CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 


DIODE-SWITCHING 


ROM INPU 


2.2UF+-10% 
2.2UF+-10% 
CAPACITOR-FXD 2. 
2 
2 


2UF+-10% 


.2UF+-10% 
. 2UF+-10% 


30y SOMA 


T 


20VDC TA 
20VDC TA 
20VDC TA 
20VDC TA 
20VDC TA 


2NS DO-35 


LED-VISIBLE 
LED-VISIBLE 
LED-VISIBLE 
LED-VISIBLE 
LED-VISIBLE 


LED-VISIBLE 
LED-VISIBLE 


LUM-INT=300UCD 
LUM-INT=300UCD 
LUM-INT=300UCD 
LUM-INT=300UCD 
LUM-INT=300UCD 


LUM-INT=300UCD 
LUM-INT=300UCD 


IF =SOMA-MAX 
IF=SOMA-MAX 
IF=SOMA-MAX 
IF=SOMA-MAX 
IF=SOMA-MAX 


IF=SO0MA-—MAX 
IF=SOMA-MAX 


RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


.125W F 


RESISTOR 3.83K 12% .125W 
RESISTOR 3.83K 1% .125W 
RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


1250 F 


RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


.125W F 


RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


.125W F 


RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


.125W F 


RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


.125W F 


RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


.125W F 


RESISTOR 3.83K 1% .125W 


RESISTOR 348 1% 


.125W F 


SWITCH-SENS SPDT SUBMIN 


F TC=0+-100 
TC=0+-100 

F TC=0+-100 
F TC=0+-100 
F TC=0+-100 


TC=0+-100 
F TC=0+-100 
TC=0+-100 
F TC=0+-100 
TC=0+-100 


F TC=0+-100 
TC=0+-100 
F TC=0+-100 
TC=0+-100 
F TC=0+-100 


TC=0+-100 
F TC=0+-100 
TC=0+-100 


SA 2BYDC 


TERMINAL-STUD SGL-PIN PRESS-MTG 
TERMINAL-STUD SGL-PIN PRESS-MTG 
TERMINAL-STUD SGL-PIN PRESS-MTG 
TERMINAL-STUD SGL-PIN PRESS-MTG 
TERMINAL-STUD SGL-PIN PRESS-MTG 


Model 8660C 


Mfr Part Number 


SN7404N 
SN7442AN 
93LO0PC 
SN7400N 
SN74LS122N 


93L24PC 


SN7402N 
SN74LS74AN 
SN7400N 


SN7400N 
93L22PC 
SN74H11N 
SN7402N 
SN7490AN 


SN7432N 
SN74H11N 
SN7432N 
SN7404N 
SN7408N 


SN15858N 
F3LO0PC 
SN74LS164N 
SN7470N 
SN7400N 


SN7404N 
SN7408N 
SN7420N 
SN7400N 
SN7410N 


SN74LS164N 
SN74LS164N 
SN74LS164N 
93L00PC 


08660-60197 


150D225x9020A2 
150D225x9020A2 
150D225x9020Aa2 
150D225x7020A2 
150D225x9020A2 


1901-0040 


5082-4444 
5082-4444 
5082-4444 
5082-4444 
5082-4444 


5082-4444 
5082-4444 


C4-1/8-T0-3831-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-3831-F 


C4-1/8-T0-348R-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-348R-F 


C4-1/8-T0-3831-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-3831-F 


C4-1/8-T0-348R-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-348R-F 


3101-0137 


0360-1514 
0360-1514 
0360-1514 
0360-1514 
0360-1514 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 


Designation Nareber Description Mfr Part Number 


TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 
TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 
TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 
TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 
TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 


ALA4TPS 0360-1514 
A1A4TP7 0360-1514 
A1A4TPS 0360-1514 
A1LA4TPP 0360-1514 
A1A4TP10 0360-1514 


A1A4U1 1820-0070 
A1A4U2 1820-0511 
A1A4US 1820-0174 
A1A4U4 1820-0076 
A1A4US 1820-0076 


IC GATE TTL NAND 8-INP SN7430N 
IC GATE TTL AND QUAD 2-INP SN7408N 
Ic INV TTL HEX SN7404N 
Ic FF TTL J-K PULSE PRESET/CLEAR DUAL SN7476N 
IC FF TTL J-K PULSE PRESET/CLEAR DUAL SN7476N 


mae owun NNNNN 


IC FF TTL J-K PULSE PRESET/CLEAR DUAL SN7476N 
Ic FF TTL J-K PULSE PRESET/CLEAR DUAL SN7476N 
IC GATE TTL NAND QUAD 2-INP SN7400N 
IC MUXR/DATA-SEL TTL 16-TO-1-LINE 16-INP SN74150N 
IC DCDR TTL BCD-TO-DEC 4-TO-10-LINE SN7442AN 


A1A4US 1820-0076 
A1A4U7 1820-0076 
A1A4U8 1820-0054 
A1A4U9 1820-0640 
A1A4U10 1820-0214 


A1A4uU11 08660-80020 
A1A4U12 08660-80021 
A1A4U13 1820-0174 
A1A4U14 1820-1574 
A1A4uU15 1820-1574 


IC,PROM MACH. STATE 08660-80020 
IC,PROM MACH. STATE 08660-80021 
IC INV TTL HEX SN7404N 

IC FF TTL LS J-K PULSE CLEAR DUAL SN74LS73AN 
IC FF TTL LS J-K PULSE CLEAR DUAL SN74LS73AN 


A1A4U16 1820-1731 
A1A4U17 08660-80022 
A1A4U18 1820-0640 
A1A4U19 1820-0640 
A1A4U20 1820-0640 


Ic FF TTL L J-K PULSE CLEAR DUAL SN74L73N 
IC, PROM OUTPUT INSTRUCTIONS 08660-80022 
IC MUXR/DATA-SEL TTL 16-TO-1-LINE 16-INP SN74150N 
IC MUXR/DATA-SEL TTL 16-TO-1-LINE 16-INP SN74150N 
IC MUXR/DATA-SEL TTL 16-TO-1-LINE 16-INP SN74150N 


A1A4U21 1820-0640 
A1A4U22 1820-0640 
A1A4U23 1820-0640 


IC MUXR/DATA-SEL TTL 16-TO-1-LINE 16—INP SN74156N 
IC MUXR/DATA-SEL TTL 16-TO-1-LINE 16-INP SN74150N 
IC MUXR/DATA-SEL TTL 16-TO-1-LINE 16—INP SN74150N 
A1AS 08660-60259 BOARD ASSEMBLY, ROM OUTPUT 08660-60259 
A1ASC1 0180-0197 
A1A5C2 0180-0197 
A1ASCS 0180-0197 
A1ASC4 0180-0197 
A1ASCS 0180-0197 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 150D225x9020A2 


A1ASC6 0180-0197 
A1A5C7 T 0160-2534 


CAPACITOR-FXD 
CAPACITOR-FXD 


»2UF+-10% 20VDC TA 150D225x9020A2 
QOPF +-1% 300VDC MICA 0160-2534 


On OMNMOmOno YN Kon WMP CooUn OU 


2 
2 
2 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 150D225x9020A2 
2 
3 


A1ASUI1 1820-0661 
A1asuU2 1820-0054 
A1ASUS 1820-0054 
A1ASU4 1820-0174 
A1ASUS 1820-0068 


IC GATE TTL OR QUAD 2-INP SN7432N 
IC GATE TTL NAND QUAD 2—INP SN7400N 
IC GATE TTL NAND QUAD 2-INP SN7400N 
Ic INV TTL HEX SN7404N 

GATE TTL NAND TPL 3-INP SN7410N 


Ke ouno 


A1ASU6 1820-0372 
A1ASU7 1820-0070 
A1A5uU8 1820-0495 
A1lASUP 1820-0068 
A1A5U10 1820-0174 


GATE TTL H AND TPL 3-INP SN74H11N 
GATE TTL NAND 8-INP SN7430N 
DCDR TTL 4-TO-16-LINE 4-INP SN74154N 
GATE TTL NAND TPL 3-INP SN7410N 
INV TTL HEX SN7404N 


orOUSO 


A1LASU11 1820-0511 
A1ASUI2 1820-0661 
A1A5U13 1820-0511 
A1A5U14 1820-0511 
A1A5U15 1820-0069 


GATE TTL AND QUAD 2-INP SN7408N 
GATE TTL OR QUAD 2-INP SN7432N 
GATE TTL AND QUAD 2-INP SN7408N 
GATE TTL AND QUAD 2-INP SN7408N 
GATE TTL NAND DUAL 4-INP SN7420N 


ALASU16 1820-0070 
A1ASU17 1820-0495 
A1A5U18 1820-0716 
ALASUIP 1820-0054 
A1A5U20 1820-1202 


GATE TTL NAND 8-INP SN7430N 
DCDR TTL 4-TO-16-LINE 4-INP SN74154N 
CNTR TTL BIN SYNCHRO POS-EDGE-TRIG SN74161N 
GATE TTL NAND QUAD 2-INP SN7400N 
GATE TTL LS NAND TPL 3-INP SN74LS10N 


A1A5U21 1820-1202 
A1ASU2Z2 1820-0511 
A1ASU23 1820-0069 
€1A5U24 1820-0070 
A1ASU25 1820-0495 


GATE TTL LS NAND TPL 3-INP SN74LS10N 
GATE TTL AND QUAD 2-INP SN7408N 

GATE TTL NAND DUAL 4-INP SN7420N 

GATE TTL NAND 8-INP SN7430N 

DCDR TTL 4-TO-16-LINE 4-INP SN74154N 
A1A6 08660-60198 BOARD ASSEMBLY, REGISTER 08660-60198 
A1A6C1 0180-0197 
A1A6C2] 0180-0197 
A1A6C3 0180-0197 
A1A6C4 0180-0197 
A1A6CS 0180-0197 


CAPACITOR-FXD 2.2UF+-10% 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 150D225x9020A2 
CAPACITOR-FXD 2,2UF+-10% 150D225x97020A2 

2 

7a! 

2 

2 


CAPACITOR-FXD 2,2UF+-10% 150D225x9020A2 


A1A6C6 0180-0197 
A1A6C7 0180-0197 
A1A6CB 0180-0197 
A1A6C9 0180-1735 
A1A6C10 0180-1735 


CAPACITOR-FXD 2.2UF+-10% 150D225x7020A2 
CAPACITOR-FXD 2.2UF+-10% 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 150D225x9020A2 
CAPACITOR-FXD .22UF+-10% 150D224x9035A2 


CAPACITOR-FXD ,.22UF+-10% 150D224xX9035A2 


NNOOOD ONNODO WH OWNVDN Nuconw nwwow 


See introduction to this section for ordering information 


*Indicates factory selected value 
+ BACKDATING INFORMATION IN SECTION VII 6-9 


Replaceable Parts 


Reference 
Designation 


A1ASR1 
A1A6R2 


A1A6U1 
A1A6U2 
A1A6US 
A1A6U4 
A1A6US 


A1A6U6 
A1A6U7 


A1A6UB 
ALA6U9 
A1A6U10 


A1A6U11 
A1A6U12 
A1A6U13 
A1A6U14 
A1A6U1I5 


A1A6U16 
A1A6U17 
4146U18 
A1AbU19 
AlA6U2z0 


A1A6U21 
A1lA6UZz2 
A1A6U23 
A1A6U24 
A1A6U25 


A1A6U26 
A1A6U27 
A1A6U28 
A1A6U29 
A1A6UT0 


A1A6US1 
A1A6US2 
A1TAGUTS 
A1AR6U34 
A1A6UT5 


A1A6U36 
A1A6U37 
A1A6U38 
A1A6US9 
A1A6U40 


A1A7 
A1A7 


A1A7C1 


HP Part 
Number 


0698-7236 
0698-7236 


1820-0379 
1820-1433 
1820-1433 
1820-0661 


1820-0328 
1820-0709 


1820-0709 
1820-0709 
1820-0372 


1820-0077 
1820-0903 
1820-0903 
1820-0328 
1820-0054 


1820-0709 
1820-0709 
1820-0789 
1820-0068 
1820-0054 


1820-0511 
1820-0372 
1820-0328 
1820-1197 
1820-0068 


1820-0659 
1820-0659 
1820-0659 
1820-0054 
1820-0054 


1820-0661 
1820-1197 
1820-1202 
1820-0054 
1820-0054 


1820-0659 
1820-0659 
1820-0659 
1820-0511 
1820-0174 


08660-60151 
08660-60184 


0180-0197 


oooeNn 
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Table 6-3. Replaceable Parts 


Description 


RESISTOR 1K 1% .05W F TC=0+-100 
RESISTOR 1K 1% .05W F TC=0+-100 


NOT ASSIGNED 


Ic 
Ic 
Ic 
Ic 


Ic 
Ic 


Ic 
Ic 
Ic 


Ic 
Ic 
Ic 
Ic 
Ic 


Ic 
Ic 
Ic 
Ic 
Ic 


Ic 
Ic 
Ic 
Ic 
Ic 


Ic 
Ic 
Ic 
1c 
Ic 


Ic 
Ic 
Ic 
Ic 
Ic 


Ic 
Ic 
Ic 
Ic 
Ic 


GATE TTL H AND-OR 

SHF-RGTR TTL LS R-S SERIAL-IN PRL-OUT 
SHF-RGTR TTL LS R-S SERIAL-IN PRL-OUT 
GATE TTL OR QUAD 2-INP 


GATE TTL NOR QUAD 2-INP 
SHF-RGTR TTL L R-S SERIAL-IN 


SHF-RGTR TTL L R-S SERIAL-IN 
SHF-RGTR TTL L R-S SERIAL-IN 
GATE TTL H AND TPL 3-INP 


FF TTL D-TYPE POS-EDGE-TRIG CLEAR 
SHF-RGTR TTL L R-S SERIAL-IN PRL-OUT 
SHF-RGTR TTL L R-S SERIAL-IN PRL-OUT 
GATE TTL NOR QUAD 2-INP 

GATE TTL NAND QUAD 2-INP 


SHF-RGTR TTL L R-S SERIAL-IN 
SHF-RGTR TTL L R-S SERIAL-IN 
SHF-RGTR TTL L R-S SERIAL-IN 
GATE TTL NAND TPL 3-INP 
GATE TTL NAND QUAD 2-INP 


GATE TTL AND QUAD 2-INP 
GATE TTL H AND TPL 3-INP 
GATE TTL NOR QUAD 2-INP 
GATE TTL LS NAND QUAD 2-INP 
GATE TTL NAND TPL 3~-INP 


SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
GATE TTL NAND QUAD 2-INP 
GATE TTL NAND QUAD 2-INP 


GATE TTL OR QUAD 2-INP 

GATE TTL LS NAND QUAD 2-INP 
GATE TTL LS NAND TPL 3-INP 
GATE TTL NAND QUAD 2-INP 
GATE TTL NAND QUAD 2~-INP 


SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 
GATE TTL AND QUAD 2-INP 

INV TTL HEX 


BOARD ASSEMBLY, ALU(EXCEPT OPTION 004) 


BOARD ASSEMBLY, 


CAPACITOR-FXD 2. 


ALUCOPTION 004 ONLY) 


2UF+-10% 20YDC TA 


Model 8660C 


Mfr Part Number 


C3-1/8-T0-1001-G 
C3-1/8-T0-1001-G 


SN74HS2N 
SN74LS164N 
SN74LS164N 
SN7432N 


SN7402N 
93L28PC 


93L28PC 
93L2BPC 
SN74H11N 


SN7474N 
SN74L164N 
SN74L164N 
SN7402N 
SN7400N 


93L26PC 
93L28PC 
93L2BPC 
SN7410N 
SN7400N 


SN7408N 
SN74H11N 
SN7402N 
SN74LSO00N 
SN7410N 


F3LOOPC 
V3LOOPC 
93LOOPC 
SN7400N 
SN7400N 


SN7432N 
SN74LSO00N 
SN74LS10N 
SN7400N 
SN7400N 


93LO0PC 
93LO0PC 
93LOOPC 
SN7408N 
SN7404N 


08660-60151 
08660-60184 


150D225x7020A2 


150D225x9020A2 
150D225x7020A2 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 


A1A7T2 
A1A7C3 


0180-0197 
0180-0197 


C4-1/8-T0-5111-F 
C4-1/8-T0-5111-F 
C4-1/8-T0-5111-F 
C4-1/8-T0-5111-F 
C4-1/8-T0-4640-F 


RESISTOR 5.11K 1% .125W F TC=0+-100 
RESISTOR 5.11K 1% .125W F TC=0+-100 
RESISTOR 5.11K 1% .125W F TC=0+-100 
RESISTOR 5.11K 1% .125W F TC=0+-100 
RESISTOR 464 1% .125W F TC=0+-100 


A1A7R1 
ALA7R2 
ALATRI 
ALA7RA 
ALA7TRS 


0757-0438 
0757-0438 
0757-0438 
0757-0438 
0698-0082 


N NGWUW DOD YO 


A1A7RE 0698-0082 RESISTOR 464 1% .125W F TC=0+-100 C4-1/6-T0-4640-F 
SN7404N 
93L16PC 
SN7410N 
SN7410N 


SN7483AN 


IC INV TTL HEX 

IC CNTR TTL L BIN SYNCHRO POS-EDGE-TRIG 
IC GATE TTL NAND TPL 3-INP 

IC GATE TTL NAND TPL 3-INP 

IC ADDR TTL FULL ADDER 4-BIT 


A1A7U1 
A1A7U2 
A1A7U3 
A1A7U4 
A1A7US 


1820-0174 
1820-0778 
1820-0068 
1820-0068 
1820-0305 


SN7483AN 

SN7408N i 

93L22PC 

08660-80019 | 

SN7400N | 
: 
‘ 


IC ADDR TTL FULL ADDER 4~-BIT 

IC GATE TTL AND QUAD 2-INP 

IC MUXR/DATA-SEL TTL L 2-TO-1-LINE QUAD 
IC, PROM MANUAL TUNING 

IC GATE TTL NAND QUAD 2-INP 


A1A7U6 
A1A7U7 
A1A7UB 
A1A7U9 
A1A7U10 


1820-0305 
1820-0511 
1820-0710 
08660-80019 
1820-0054 


uwoowvwo WKH oo 


SN7410N 
SN74H87N 
SN7432N 
SN7 4H87N 
SN7400N 


IC GATE TTL NAND TPL 3-INP 
IC MISC TTL H 4-BIT 

IC GATE TTL OR QUAD 2-INP 
IC MISC TTL H 4-BIT 

IC GATE TTL NAND QUAD 2-INP 


A1A7U11 
A1A7U12 
A1A7U13 
A1A7U14 
AIA7UIS 


1820-0068 
1820-0740 
1820-0661 
1820-0740 
1820-0054 


SN7400N 
SN7400N 
SN7410N 
SN7474N 
SN7400N 


A1A7U16 
A1A7U17 
A1A7U18 
A1A7U19 
A1A7U20 


IC GATE TTL NAND QUAD 2-INP 
IC GATE TTL NAND QUAD 2-INP 
IC GATE TTL NAND TPL 3-INP 
IC FF TTL D-TYPE POS-EDGE-TRIG CLEAR 
IC GATE TTL NAND QUAD 2~-INP 


1820-0054 
1820-0054 
1820-0068 
1820-0077 
1820-0054 


UuneKeuUG ATor- 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


A1A7XA1 
aiaay 


HP Part 
Number 


1200-0507 


08660-60353 


Table 6-3. Replaceable Parts 


Description 


SOCKET-IC 16-CONT 


DIP-SLDR 


BOARD ASSEMBLY, SWEEP COUNT 


Replaceable Parts 


Mfr Part Number 


1200-0507 


08660-60353 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD .15UF+-10% 35VDC TA 


150D225x9020A2 
150D225x9020Aa2 
150D154xX9035A2 


A1A8T1 0180-0197 
A1A8C2 0180-0197 
A1ABC3 0180-0218 


A1A8Q1 1854-0071 TRANSISTOR NPN SI PD=300MW FT=200MHZ 


N 


1854-0071 


A1ABR1 
A1LABR2 
A1ABRS 
A1ABR4 
A1ABRS 


A1ABR6 
A1ABR7 
A1ASRB 
A1ABRI 


0698-3154 
0698-3154 


0698-3154 
0757-0465 


6757-0472 
0698-6248 
0698-6248 
0698-3152 


RESISTOR 4.22K 1% 
RESISTOR 4.22K 1% 
NOT ASSIGNED 

RESISTOR 4.22K 1% 
RESISTOR 100K 1% 


RESISTOR 200K 1% 
RESISTOR 400K 1% 
RESISTOR 400K 1% 
RESISTOR 3.48K 1% 


.125W F TC=0+-100 
.125W F TC=0+-100 


.125W F TC=0+-100 
.-125W F TC=0+-100 


.125W F TC=0+-100 
:125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 


C4-1/8-T0-4221-F 
C4-1/8-T0-4221-F 


C4-1/8-T0-4221-F 
C4-1/8-T0-1003-F 


C4-1/8-T0-2003-F 
0698-6248 
0698-6248 
C4-1/8-T0-3481-F 


wsowvwun oo 


A1ABR10 0698-0084 RESISTOR 2.15K 1% .125W F TC=0+-100 C4-1/8-T0-2151-F 
RESISTOR-TRMR 500 10% C SIDE-ADJ 17-TRN 43P501 

RESISTOR 400K 1% .125W F TC=0+-100 0698-6248 
RESISTOR 750 1% .125W F TC=0+-100 C4-1/8-T0-751-F 
RESISTOR 1.21K 1% .125W F TC=0+-100 C4-1/8-TO-1211-F 
RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


A1ABR11 2100-3123 
A1ABR12 0698-6248 
A1ABR13 0757-0420 
A1ABR14 0757-0274 
ALABRIS 0757-0442 


WVUWDSO 


A1ABR16 0757-0449 
A1ABR17 0698-4008 
A1ABR18 0698-3201 
A1ABR19 0757-0280 
A1ABR20 0698-3154 


RESISTOR 20K 1% .125W F TC=0+-100 
RESISTOR 40K 1% .125W F TC=0+-100 
RESISTOR 80K 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 


C4-1/8-T0-2002-F 
C4-1/8-T0-4002-F 
C4-1/8-T0-8002-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-4221-F 


COW OUD 


A1ABR21 0757-0422 
A1ABR22 0757-0283 
A1ABR23 0698-5808 
A1ABR24 06978-3200 
A1ABR25 0757-0420 


RESISTOR 909 1% .125W F TC=0+-100 
RESISTOR 2K 1% .125W F TC=0+-100 
RESISTOR 4K 1% .125W F TC=0+-100 
RESISTOR 8K 1% .125W F TC=0+-100 
RESISTOR 750 1% .125W F TC=0+-100 


C4-1/8-T0-909R-F 
C4-1/8-T0-2001-F 
C4-1/8-T0-4001-F 
C4-1/8-T0-8001-F 
C4-1/8-T0-751-F 


QNuo UW 


ALABR26 0698-3154 
A1ABR27 0698-3154 
A1A8R28 2100-3122 
A1ABR29 2100-3122 
A1ABRI0 2100-3122 


A1ABR31 
A1ABR32 
A1A8U1 1826-0013 
A1A8U2 T 1820-1438 
A1ABUS 1820-1197 


A1ABU4 1820-0070 
A1A8US 1820-0546 


RESISTOR 4.22K 1% .125W F TC=0+-100 C4-1/8-T0-4221-F 
RESISTOR 4.22K 1% .125W F TC=0+-100 C4-1/8-T0-4221-F 
RESISTOR-TRMR 100 10% C SIDE-ADJ 17-TRN 43P101 
RESISTOR-TRMR 100 10% C SIDE-ADJ 17-TRN 43P101 
RESISTOR-TRMR 100 10% C SIDE-ADJ 17-TRN 43P101 


0757-0280 
0757-0280 


RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 


C4-1/8-T0-1001-F 
C4-1/8-T0-1001-F 


IC OP AMP LOW-NOISE TO-99 PKG 
IC MUXR/DATA-SEL TTL LS 2-TO-1-LINE QUAD SN74LS257AN 
IC GATE TTL LS NAND QUAD 2-INP SN74LS00N 
IC GATE TTL NAND 8-INP SN7430N 

IC CNTR TTL DECD UP/DOWN SYNCHRO SN74192N 


sss741CJ 


0 
0 
9 
oy 
</ 
3 
3 
8 
1 
9 
5 
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A1ABUB 1820-0068 
A1A8U7 1820-0577 
A1a8uUs 1820-1197 
A1ABUS 1820-0328 
A1A8U10 1820-0546 


IC GATE TTL NAND TPL 3-INP SN7410N 
IC INV TTL HEX 1-INP SN7416N 
IC GATE TTL LS NAND QUAD 2-INP SN74LSOON 
IC GATE TTL NOR QUAD 2-INP SN7402N 
IC CNTR TTL DECD UP/DOWN SYNCHRO SN74192N 


onwNe 


A1ABU11 1820-0577 
A1asui2 1820-0328 
A1ABUIS 1820-0577 


Ic INV TTL HEX 1-INP SN7416N 
IC GATE TTL NOR QUAD 2-INP SN7402N 
Ic INV TTL HEX 1-INP SN7416N 


NON 


A1A8 MISCELLANEOUS 


0360-0124 CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ RND 
0361-0251 EYELET 


0360-0124 
0361-0251 


> 


A1AP 08660-60199 BOARD ASSEMBLY, REGISTER "A" 08660-60199 
A1ASC1 0180-0197 
A1A9T2 0180-0197 
A1A9C3 0180-0197 


A1A9T4S 0180-0197 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20YDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 


150D225xX9020A2 
150D225x9020A2 
150D225x9020A2 
150D225x9020A2 


A1A9U1 1820-0709 
A1A9U2 1820-0709 
A1APUZ 1820-0659 
A1A9U4 1820-0659 
A1AIUS 1820-0659 


IC SHF-RGTR TTL L R-S SERIAL-IN 93L28PC 
IC SHF-RGTR TTL L R-S SERIAL-IN 93L2BPC 
IC SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 93LOOPC 
IC SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 9SLOOPC 
IC SHF-RGTR TTL L D-TYPE PRL-IN PRL-OUT 93L00PC 
L 
L 


A1APIUS 1820-0659 
A1LA9U7 1820-0659 
A1A9U8 1820-0710 
A1LAIUP 1820-0305 
AIAPUIN 1820-0054 


IC SHF-RGTR TTL D-TYPE PRL-IN PRL-OUT 93LO0PC 
IC SHF-RGTR TTL D-TYPE PRL-IN PRL-OUT 93L00PC 
IC MUXR/DATA-SEL TTL L 2-TO-1-LINE QUAD 93L22PC 
IC ADDR TTL FULL ADDER 4-BIT SN7483AN 
IC GATE TTL NAND QUAD 2-INP SN7400N 


U~s~oene SFoonn aAaOOD 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


Reference HP Part 


Designation | Number Description Mfr Part Number 


A1A9U11 1820-0372 
A1Agu12 1820-0372 
A1A9U13 1820-0054 
A1AIU14 1820-0054 
A1AVUIS 1820-0054 


IC GATE TTL H AND TPL 3-INP SN74H11N 
IC GATE TTL H AND TPL 3-INP SN74H11N 
IC GATE TTL NAND QUAD 2-INP SN7400N 
IC GATE TTL NAND QUAD 2-INP SN7400N 
IC GATE TTL NAND QUAD 2-INP SN7400N 


aauoeo 


A1A9U16 1820-0174 


o 


Ic INV TTL HEX SN7404N 


A1A10 08660-60128 BOARD ASSEMBLY, OUTPUT REGISTER 08660-60128 
A1A10C1 0180-0197 
a1a10C2 0140-0196 
A1A10C3 0180-0197 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 150D225x9020A2 
CAPACITOR-FXD 150PF +-Sx% 300VDC MICA DMISF1SiJO300WVICR 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 150D225x9020A2 


A1A10R1 0698-0082 
A1A10R2 0698-0082 


RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 
RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 


A1A10U1 1820-0627 
A1a10uU2 1820-0535 
A1A10U3 1820-0054 
A1A10U4 1820-0614 
A1A10US 1820-0614 


IC DCDR TTL L BCD-TO-DEC 4-TO-10-LINE F3LOIPC 
IC DRYR TTL AND DUAL 2-INP SN75451BP 
IC GATE TTL NAND QUAD 2-INP SN7400N 
IC LCH TTL L D-TYPE DUAL 4-BIT 93LO06PC 
IC LCH TTL L D-TYPE DUAL 4-BIT FS3LOBPC 


A1A10U6 1820-0614 
€1A10U7 1820-0614 
A1A10U8 1820-0614 


IC LCH TTL L D-TYPE DUAL 4-BIT FSLOBPC 
IC LCH TTL L D-TYPE DUAL 4-BIT 93LOBPC 
IC LCH TTL L D-TYPE DUAL 4-BIT 93L08PC 
Alail 08660-60257 BOARD ASSEMBLY, INTERCONNECT 08660-60257 
A1A11C1 0160-3452 


€1A11C2 0160-0575 
A1A11C3 0160-0575 


CAPACITOR-FXD .O2UF +-20% 100VDC CER 0160-3452 
CAPACITOR-FXD .047UF +-20% SOVDC CER 0160-0575 
CAPACITOR-FXD .047UF +-20X% SOVDC CER 0160-0575 


A1A1131 1200-0507 
AlaA11sJ2 1200-0507 
A1A11J3 1200-0507 
A1LA11I4 1250-1255 
A1a11I5 1251-2361 


SOCKET-IC 16-CONT DIP-SLDR 1200-0507 
SOCKET-IC 16-CONT DIP-SLDR 1200-0507 
SOCKET-IC 16-CONT DIP-SLDR 1200-0507 
CONNECTOR-RF SMB M PC 50-OHM 1250-1255 
CONTACT-CONN U/W-POST-TYPE MALE DPSLDR 1251-2361 


2-ov00 2s yu UWwH WBWHUND NN Ow ) 


A1A11I6 1251-2361 


b 


CONTACT-CONN U/W-POST-TYPE MALE DPSLDR 1251-2361 


ALALITPI 0360-1514 TERMINAL-STUD SGL-PIN PRESS-MTG 0360-1514 


N 


ALALIXA1OA 1251-2035 
A1A11XA10B 1251-2026 
A1A11XA1~-1 1251-2035 
A1A11XA1-2 1251-2026 
A1A11XA2-1 1251-2035 


CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 


ed 
8 
of 
8 
9 


CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 


A1A11XA2-2 1251-2026 
A1A11XA3-1 1251-2035 
A1A11KA3-2 1251-2026 
A1LA1L1XA4-1 1251-2035 
A1A11XA4-2 1251-2026 


CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS “1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 


A1A11XAS~-1 1251-2035 
A1A11XAS-2 1251-2026 
ATALIXAG6-1 1251-2035 
A1A11XA6-2 1251-2026 
ALAT1XA7-1 1251-2035 


CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2026 


A1A11XA7-2 1251-2026 
A1A11XA8-1 1251-2035 
A1A11XA8-2 1251-2026 
ALALIXA?-1 1251-2035 
A1A11XKA9-2 1251-2026 


AlA12 08660-60190 BOARD ASSEMBLY, NUMERIC READOUT 08660-60190 


CAPACITOR-FXD 22UF+-10% 15VDC TA 150D226xX9015B2 
CAPACITOR-FXD 330UF+-10% 6VDC TA 150D337x9006S2 
CAPACITOR-FXD .O01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 


A1A12C1 0180-0228 
€1A12C2 0180-1714 
€1A12C3 0160-2055 
A1A12C4 0160-2055 


LAMP-INCAND 683 SYDC 60MA T-1-BULB 683 
LAMP-INCAND 683 SYDC 60MA T-1-BULB 683 
LAMP-INCAND 683 SVDC 60MA T-1-BULB 683 
LAMP-INCAND 683 SVDC 60MA T-1-BULB 683 


A1A12DS1 2140-0016 
AlAl2DS2 2140-0016 
€1A12DS3 2140-0016 
A1A12DS4 2140-0016 


SOCKET-IC 16-CONT DIP-SLDR 1200-0507 
SOCKET-IC 16-CONT DIP-SLDR 1200-0507 


A1A12I1 1200-0507 
A1A1L2I2 1260-0507 


TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 


€1A12Q1 1854-0492 
A1A12Q2 1854-0492 
A1A12Q3 1854-0492 
A1A1204 1854-0492 
A1A1285 1854-0492 


TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 
TRANSISTOR NPN SI PD=350MW FT=250MHZ MPS3643 


A1A12Q6 1854-0492 
A1A12Q7 1854-0492 
A1A12Q8 1854-0492 
A1A12Q09 1854-0492 
A1A12Q10 1854-0492 


Seeeoer FeoeTer YOO OOOGD WWNer YW @O2vYDVOD WODWYOY DVODYOD 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 
Designation 


Description Mfr Part Number 


MPS3643 
MPS3643 
MPS3643 
MPS3643 
MPS3643 


1854-0492 
1854-0492 
1854-0492 
1854-0492 
1854-0492 


TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 


€1A12Q11 
A1a12Q12 
A1A12Q13 
A1A12Q14 
A1A12Q15 


Oornrnn 


MPS3643 
MPS3643 
MPS3643 
MPS3643 
MPS3643 


1854-0492 
1854-0492 
1854-0492 
1854-0492 
1854-0492 


TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 
TRANSISTOR NPN SI PD=350MW FT=250MHZ 


A1A12Q16 
A1A12Q17 
A1A12Q18 
A1A12Q19 
€1A12920 


0698-7208 
0698-7208 
0698-7208 
0698-7208 


RESISTOR 68.1 1% .05W F TC=0+-100 
RESISTOR 68.1 1% .05W F TC=0+-100 
RESISTOR 68.1 1% .05W F TC=0+-100 
RESISTOR 68.1 1% .05W F TC=0+-100 


C3-1/8-T00-68R1-G 
C3-1/8-T00-68R1-G 
C3-1/8-T00-68R1-G 
C3-1/8-T00-68R1-G 


A1A12R1 
A1A12R2 
A1A12R3 
A1A12R4 


3101-0137 
3101-0137 
3101-0137 


A1A12S1 
A1A12S2 
A1A12S3 


3101-0137 
3101-0137 
3101-0137 


SWITCH-SENS SPDT SUBMIN .S5A 28VDC 
SWITCH-SENS SPDT SUBMIN .5A 28VDC 
SWITCH-SENS SPDT SUBMIN .5A 28VDC 


AAW AWAW Foor 


A1A12U1 
A1A12U2 
A1A12U3 
A1A12U4 
A1A12US 


1820-0571 
1820-0571 
1990-0311 
1990-0311 
1820-1060 


IC TTL ROM CHAR GEN STAT 

IC TTL ROM CHAR GEN STAT 
DISPLAY-NUM-DOT MAT 6-CHAR .273-H 
DISPLAY-NUM-DOT MAT 6-CHAR .273-H 
IC SCNR TTL 


1820-0571 
1820-0571 
1990-0311 
1990-0311 
1820-1060 


A1A12xXU3 
A1A12XU4 


1200-0563 
1200-0563 
1251-1556 


SOCKET, IC 38-PIN 
SOCKET, IC 38-PIN 
CONNECTOR-SGL CONT SKT .018-IN-BSC-SZ 


1200-0563 
1200-0563 
1251-1556 


NNN Ao 


A1A13 08660-60159 BOARD ASSEMBLY, ANNUNCIATOR BLOCK 08660-60159 
ALALSTP1 
A1A1STP2 
ALAL3STPS 
A1LA13TP4 


ALA13STPS 


0362-0063 
0362-0063 
0362-0063 
0362-0063 
0362-0063 


CONNECTOR-SGL CONT QDISC-FEM 
CONNECTOR-SGL CONT QDISC-FEM 
CONNECTOR-SGL CONT QDISC-FEM 
CONNECTOR-SGL CONT QDISC-FEM 
CONNECTOR-SGL CONT QDISC-FEM 


0362-0063 
0362-0063 
0362-0063 
0362-0063 
0362-0063 
ALAL3TPS 0362-0063 


CONNECTOR-SGL CONT QDISC-FEM 0362-0063 


a WA WoW & 


A1A14 T 08660-60356 SWITCH ASSEMBLY, SWEEP MODE 08660-60356 


A1A14I1 1200-0507 SOCKET-IC 16-CONT DIP-SLDR 1200-0507 


A1A14R1 
A1A14R2 
A1A14RS 


0757-0438 
0757-0438 
0757-0438 


RESISTOR 5.11K 1% 
RESISTOR 5.11K 1% 
RESISTOR 5.11K 1% 


-125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 


C4-1/8-T0-5111-F 
C4-1/8-T0-5111-F 
C4-1/8-T0-5111-F 


A1A14U1 1820-1202 IC GATE TTL LS NAND TPL 3-INP SN74LS10N 


AIAIS 08660-60113 SWITCH ASSEMBLY, KEYBOARD 08660-60113 


3 nu ON HAW oO 


A1AISI1 1200-0507 SOCKET-IC 16-CONT DIP-SLDR 1200-0507 


A1A15 MISCELLANEOUS 


0570-0031 
5040-0364 
50601-0109 
3040-0365 
5040-0366 


SCREW-MACH 4-40 .5-IN-LG RD-HD-SLT ORDER BY DESCRIPTION 
UPPER DECK 5040-0364 
SPRING 5001-0109 
LOWER DECK 5040-0365 
FLIPPER 5040-0366 


Obbhe 


ft 


3040-0367 
5040-6901 
3040-6902 
5040-6903 
5040-6904 


Ly] 


a 


ACTUATOR 
KEY, DEC. POINT 
KEY NUMBER 
KEY NUMBER 
KEY NUMBER 


5040-0367 
5040-6901 
5040-6902 
5040-6903 
5040-6904 


5040-6905 
53040-6906 
3040-6907 
5040-6908 
5040-6909 


KEY NUMBER 
KEY NUMBER 
KEY NUMBER 
KEY NUMBER 
KEY NUMBER 


5040-6905 
5040-6906 
5040-6907 
3040-6908 
5040-6909 


ovo, Cura Ww Newon 


a 


5040-6910 
5040-6911 
5040-6912 
3040-6913 
5040-6914 


KEY NUMBER 
KEY NUMBER 
KEY, CLEAR KEYBOARD 
KEY, STEP UP 

KEY, STEP DOWN 


5040-6910 
5040-6911 
5040-6912 
5040-6913 
5040-6914 


ov ONGOUD WN 


eh et et 


5040-6915 
3040-6916 
5040-6917 
5040-6918 
5040-6919 


KEY, SWEEP WIDTH 

KEY, CONTROL FREQUENCY 
KEY, HZ 

KEY, MHZ 

KEY, KHZ 


5040-6915 
5040-6916 
5040-6917 
5040-6918 
5040-6919 


o Gneowo ONOUS 
ee as 


5040-6920 


_ 


KEY, GHZ 5040-6920 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


Reference HP Part 
Designation | Number 


Description Mfr Part Number 


A1A16 08660-60115 SWITCH ASSEMBLY, MANUAL MODE 08660-60115 


A1A16J1 1200-0507 SOCKET-IC 16-CONT DIP-SLDR 1200-0507 
0330-0187 TAPE-INDL 3-IN-W .0014-IN-T PLOYE-FLM PM-SO0-C 


A1A17 5060-0329 TUNER ASSEMBLY, MANUAL MODE 5060-0329 


A2 08660-60020 BOARD ASSEMBLY, INTERCONNECTION 08660-60020 


A2C1 0160-3456 
A2c2 0160-3456 
A2c3 0160-3456 
A2TC4 0160-3456 
A2C5 0160-3456 


CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KYVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10X% 1KYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 


Coeroeo 


A2C& 0160-3456 
A2C7 0160-3456 
A2ce 0160-3456 
a2c?e 0160-2055 
A2T10 0160-2055 


CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 
CAPACITOR-FXD .Q1UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 


worern 


A2C1i1 0160-2055 
A2C12 0160-2055 
a2ci3 0160-3456 
A2C14 0160-3456 
A2C15 0160-3456 


CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 


A2C16 0160-3456 
A2C17 0160-3456 
A2C18 0160-3456 
A2c19 0160-3456 
a2c20 0160-3456 


CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10X% IKYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 


A2C21 0160-2055 
A2Cc22 0160-2055 
A2C23 0160-2055 
a2c24 0160-2055 
A2C25 0160-3456 


CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .01UF *#80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .Q1UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .O1UF #80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 


CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A2C26 0160-3456 
A2C27 0160-3456 
A2C28 0160-2055 
A2Cc29 0160-2055 
A2T30 0160-2055 


CAPACITOR-FXD .O01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1IKVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 


A2ch1 0160-2055 
A2T32 0160-3456 
A2C33 0160-3456 
A2T34 0160-3456 
A2CI5 0160-3456 


CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KYDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 
CAPACITOR-FXD 1000PF +-10X% 1KYDC CER 0160-3456 


A2T36 0160-3456 
A2C37 0160-3456 
A2C38 0160-3456 
A2C39 0160-3456 
A2c40 0160-3456 


CAPACITOR-FXD .O01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .O1UF +#80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A2C41 0160-2055 
a2c42 0160-2055 
A2C43 0160-2055 
A2T44 0160-2055 


wood FFOROR FOoeFerD YWOWTeD FWWVOD FFOFHD Forwv 


CONNECTOR-RF SMB M PC 50-OHM 1250-1255 
CONNECTOR-RF SMB M PC S0-OHM 1250-1255 
CONNECTOR-RF SMB M PC S0-OHM 1250-1255 
CONNECTOR-RF SMB M PC S0-OHM 1250-1255 


A2T1 1250-1255 
A2T2 1250-1255 
A2I3 1250-1255 
A2T4 1250-1255 


oe 


CABLE ASSEMBLY, GRAY 08660-60083 
CABLE ASSEMBLY, GRAY 06660-60080 


A2W1 08660-60083 
A2w2 08660-60080 


CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 


A2XKAB-1 1251-2035 
A2XAB-2 1251-2035 
A2XAP-1 1251-2635 
A2XA10-1 1251-2035 
A2xA10-2 1251-2035 


CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 


A2XA11-1 1251-2035 
A2xA11-2 1251-2035 
A2XA12-1 1251-2035 
A2xa12-2 1251-2035 
A2KA13-1 1251-2035 


CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 1251-2035 


A2xKA13-2 1251-2035 
A2KA14-1 1251-2035 
A2xKA14-2 1251-2035 
A2XA15-1 1251-2035 
A2xA15-2 1251-2035 
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See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


A2XA16-1 
A2xA16-2 
A2XA17-1 
A2XA17-2 
A2XA1B8-1 


A2XA18-2 
A2XA19-1 
A2XA19-2 


azai T 


ASAIC1 
AZA1C2 
AZAICS 
A3A1C4 
ASAICS 


A3A1C6 
AZAIC7 


ASAICR1 
ASAICR2 


A3A1Q1 
A3A1Q2 
A3A1Q3 
AZA1Q4 


ASAIR1 
AZAIR2 
ASAIRS 
ABAIR4 
AZAIRS 


AZAIRS 
ASAIR7 
ASAIRS 
AZAIR?P 
AZAIR10 


AZAIR11 
AZAIRI2 
AZA1R13 
AZA1IR14 
ASAIRIS 


ABAIR16 


ASA1U1 
ASAIU2 
ASA1US 
AZA1LU4 
AZAIUS 


AZA1U6 
ASA1U7 
AZA1UB 
AZA1U9 
A3A1U10 


A3A1U11 
A3AIU12 
AZA1U1I3 


ASAIXA1 
AZATXA2 
AZAIXAS 
ASA1XA4S 
AZALXAS 


asa2T 


ASA2T1 
AZA2C?] 
AZA2CS 
AZA2C4 


A3A2Q1 
AZsA2Q2 


ABA2R1 
AZSAZR2 
AZAR 
ABA2R4 
ASAZRS 


HP Part 
Number 


1251-2035 
1251-2035 
1251-2035 
1251-2035 
1251-2035 


1251-2035 
1251-2035 
1251-2035 


08660-60351 


0160-0154 
0180-2208 
0180-1746 
0180-0373 
0180-0197 


0180-0197 
0180-0197 


1901-0539 
1901-0040 


1853-0020 
1854-0071 


1854-0071 


0698-3157 
0698-3157 
0757-0442 
0757-0442 
0757-0442 


0757-0442 
0757-0442 
0757-0399 
0757-0399 
0757-0399 


0757-0399 
0757-0399 
0757-0399 
0757-0399 
0757-0399 


0757-0399 


1820-0174 
1820-0077 
1820-0069 
1820-0054 
1820-0328 


1820-0065 
1820-0207 
1820-0072 
1820-0072 
1820-0214 


1820-0328 
1820-1056 
1820-0328 


1251-1626 
1251-2361 
1251-2663 
1251-1626 
1251-2663 


1251-2361 


08660-60029 


0180-0197 
0180-0197 
0180-0197 
0160-2219 


1854-0071 
1854-0071 


0757-0421 
0698-3445 
0757-0279 
0698-3445 
0698-3445 
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Table 6-3. Replaceable Parts 


Description 


CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 


CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 


ASSEMBLY, FRONT INTERFACE(EXCEPT OPT 005 


CAPACITOR-FXD 2200PF +-10% 200VDC POLYE 
CAPACITOR-FXD 220UF+-10% 10VDC TA 
CAPACITOR-FXD 15UF+-10% 20VDC TA 
CAPACITOR-FXD .68UF+-10% 35VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2,2UF+-10% 20VDC TA 


DIODE-SM SIG SCHOTTKY 
DIODE-SWITCHING 30V SOMA 2NS DO-35 


TRANSISTOR PNP SI PD=300MW FT=150MHZ 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 
NOT ASSIGNED 

TRANSISTOR NPN SI PD=300MW FT=200MHZ 


RESISTOR 19.6K 1% .125W F TC=0+-100 
RESISTOR 19.6K 1% ,125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 82.5 1% .125W TC=0+-100 
RESISTOR 82.5 1% .125W TC=0+-100 
RESISTOR 82.5 1% .125W TC=0+-100 


F 

F 

F 

RESISTOR 82.5 1% .125W F TC=0+-100 
RESISTOR 82.5 1% .125W F TC=0+-100 
RESISTOR 82.5 1% .125W F TC=0+-100 
RESISTOR 82.5 1% .125W F TC=0+-100 
RESISTOR 82.5 1% .125N F TC=0+-100 
RESISTOR 82.5 1% .125W F TC=0+-100 
IC INV TTL HEX 

IC FF TTL D-TYPE POS-EDGE-TRIG CLEAR 
IC GATE TTL NAND DUAL 4-INP 

IC GATE TTL NAND QUAD 2-INP 

IC GATE TTL NOR QUAD 2-INP 


IC FF TTL J-K POS-EDGE-TRIG CLEAR 
IC MV TTL MONOSTBL RETRIG/RESET 

IC GATE TTL AND-OR-INV DUAL 2-INP 
IC GATE TTL AND-OR-INV DUAL 2-INP 
Ic DCDR TTL BCD-TO-DEC 4-TO-10-LINE 


IC GATE TTL NOR QUAD 2-INP 
IC SCHMITT-TRIG TTL NAND QUAD 2-INP 
IC GATE TTL NOR QUAD 2-INP 


CONNECTOR-PC EDGE 12-CONT/ROW 2-ROWS 
CONTACT-CONN U/W-POST-TYPE MALE DPSLDR 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 12-CONT/ROW 2-ROWS 
CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 


A3A1 MISCELLANEOUS 
CONTACT-CONN U/W-POST-TYPE MALE DPSLDR 


BOARD ASSEMBLY, DIGITAL INTERFACE (REAR) 
(EXCEPT OPTION 005) 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 1100PF +-5% 300VDC MICA 


TRANSISTOR NPN SI PD=300MW FT=200MHZ 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 


RESISTOR 825 1% .125W F TC=0+-100 
RESISTOR 348 1% .125W F TC=0+-100 
RESISTOR 3.16K 1% .125W F TC=0+-100 
RESISTOR 348 1% .125W F TC=0+-100 
RESISTOR 348 1% .125W F TC=0+-100 


Replaceable Parts 


Mfr Part Number 


1251-2035 
1251-2035 
1251-2035 
1251-2035 
1251-2035 


1251-2035 
1251-2035 
1251-2035 


08660-60351 


0160-0154 
150D227x9010S2 
150D156x9020B2 


' 150D684xX9035A2 


150D225x9020A2 


150D225x9020A2 
150D225x970268A2 


1901-0539 
1901-0040 


1853-0020 
1854-0071 


1854-0071 


C4-1/8-T0-1962-F 
C4-1/8-T0-1962-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-82R5-F 
C4-1/8-T0-82R5-F 
C4-1/8-T0-82R5-F 


C4-1/8-T0-82R5-F 
C4-1/8-T0-82R5-F 
C4-1/8-T0-82R5-F 
C4-1/8-T0-82R5-F 
C4-1/8-T0-82R5-F 


C4-1/8-T0-82R5-F 


SN7404N 
SN7474N 
SN7420N 
SN7400N 
SN7402N 


SN7470N 
MC8601P 
SN7450N 
SN7450N 
SN7442AN 


SN7402N 
SN74132N 
8N7402N 


1251-1626 
1251-2361 
1251-2663 
1251-1626 
1251-2663 


1251-2361 


08660-60029 


150D225x9020A2 
150D225x9020A2 
150D225x9020A2 
0160-2219 


1854-0071 
1854-0071 


C4-1/8-T0-825R-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-348R-F 


See introduction to this section for ordering information 


*Indicates factory selected value 
4-BACKDATING INFORMATION IN SECTION VII 6-15 


Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 


Designation Description Mfr Part Number 


00 


ABA2RS 0698-3445 RESISTOR 348 1% .125W F TC=0+-100 C4-1/8-T0-348R-F 


ABA2R7 0698-3445 RESISTOR 348 1% .125W F TC=0+-100 C4-1/8-T0-348R-F 
ASA2RB 0757-0279 RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
ABA2RP 0757-0421 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 


AZA2R10 0757-0421 RESISTOR 825 1% .125W TC=0+-100 C4-1/8-T0-825R-F 


ABAZR11 0757-0421 RESISTOR 6825 1% .125W TC=0+-100 C4-1/8-T0-825R-F 


AsA2R12 0757-0421 RESISTOR 825 1% .125W TC=0+-100 C4-1/8-T0-825R-F 
ABA2R13 0698-3445 RESISTOR 348 1% .125W TC=0+-100 C4-1/8-T0-348R-F 
AZA2R14 0698-3445 RESISTOR 348 1% .125W TC=0+-100 C4-1/8-T0-348R-F 


ABA2R1S 0698-3445 


AZA2ZR16 0698-3445 RESISTOR 348 1% .125W TC=0+-100 C4-1/8-T0-348R-F 


SPreeren NNNSSF HBHONN 


F 
E 
F 
F 
F 

RESISTOR 348 1% .125W F TC=0+-100 C4-1/8-T0-348R-F 
F 
= 
F 
F 
F 


ABA2R17 0757-0421 RESISTOR 825 1% .125W TC=0+-100 C4-1/8-T0-825R-F 
AZA2R18 0757-0421 RESISTOR 825 1% .125W TC=0+-100 C4-1/8-T0-825R-F 
ABA2R19 0757-0421 RESISTOR 825 1X .125W TC=0+-100 C4-1/8-T0-825R-F 
ASA2R20 0757-0421 RESISTOR 825 1% .125W TC=0+-100 C4-1/8-T0-825R-F 


ABA2R21 0757-0416 RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-S11R-F 


AZSA2R22 0757-0279 RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
AZBA2R23 0757-0279 RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
AZA2R24 0757-0279 RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 


baooo,s 


ABA2R25 0757-0421 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 


ABSA2R26 0757-0421 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 


ABAZR27 0757-0279 RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
AZSA2R28 0757-0279 RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
ABA2R29 0698-3445 RESISTOR 348 1% .125W F TC=0+-100 C4-1/8-T0-348R-F 


ABASRID 06978-3445 RESISTOR 348 1% .125W F TC=0+-100 C4-1/8-T0-348R-F 


ASAZU1 
AZA2U2 
AZBA2UZ 
AZA2ZU4 


1820-0054 
1820-0301 
1820-0256 
1820-0301 


IC GATE TTL NAND QUAD 2-INP SN7400N 
IC LCH TTL D-TYPE 4-BIT SN7475N 
IC BFR DTL NAND QUAD 2-INP SN15858N 
IC LCH TTL D-TYPE 4-BIT 5N7475N 


ao weuam nNNoos 


AZAZ 08660-60025 


BOARD ASSEMBLY, DIGITAL INTERCONNECT 08660-60025 


CONNECTOR-RF SMB M PC S0-OHM 1250-1255 
CONNECTOR-RF SMB M PC S0-OHM 1250-1255 


AZASI1 
ABAII2 


1250-1255 
1250-1255 


_—— 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 
Designation | Number 


Description Mfr Part Number 


OPTION 005 ONLY 
ASAI 08660-60366 HP-IB OUTPUT ASSEMBLY 28480 08660-60366 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 56289 150D225x9020A2 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 56289 150D225xX9020A2 
CAPACITOR-FXD .012UF +-10% 200VDC POLYE 28480 0160-0301 
CAPACITOR-FXD 1.5UF+-10% 20VDC TA 56289 150D155x9020A2 
CAPACITOR-FXD 15UF+-10% 20VDC TA 56289 150D156x902082 


AZAIC1 0180-0197 
A3A1IC2 0180-0197 
AZA1ICS 0160-0301 
ASAIC4 0180-1745 
AZAICS 0180-1746 


ASAICE 0180-2208 
AZA1C7 0160-0572 


CAPACITOR-FXD 220UF+-10% 10VDC TA 56289 150D227X9010S2 
CAPACITOR-FXD 2200PF +-20% 100VDC CER 28480 0160-0572 


—~o Urb Ow N 


ABAICR1 1901-0040 
ASAICR2 1901-0539 
AZAICRS 1901-0040 


DIODE-SWITCHING 30V SOMA 2NS DO-35 28480 1901-0040 
DIODE-SM SIG SCHOTTKY 28480 1901-0539 
DIODE-SWITCHING 304 SOMA 2NS DO-35 28480 1901-0040 


Hoe 


A3A1Q1 1853-0020 TRANSISTOR PNP SI PD=300MW FT=150MHZ 28480 1853-0020 


> 


ASAIR1 0698-3160 
AZAIR2 0757-0442 
ABAIRS 0757-0442 
AZA1R4 0757-0442 
AZAIRS 0757-0442 


RESISTOR 31.6K 1% .125W F TC=0+-100 24546 C4-1/8-T0-3162-F 
RESISTOR 10K .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K -125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K .125W8 F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 


RESISTOR 10K .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 1.78K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1781-F 
RESISTOR 1.78K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1781-F 
RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 82.5 1% .125W TC=0+-100 24546 C4—1/8-T0-82R5-F 


AZA1RS 0757-0442 
AZAIR7 0757-0278 
AZAIRS 0757-0278 
ABAIR? 0757-0399 
ASAIR10 0757-0399 


AZAIR1I1 0757-0399 
ASA1IR1I2 0757-0399 
AZAIR13 0757-0399 
ASAIR14 0757-0399 
ABAIR15 0757-0399 


RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 


AZAIR16 0757-0399 
ABA1R17 0757-0399 
A3ZA1R18 0698-3447 


RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 82.5 1% .125W TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 422 1% ,125W F TC=0+-100 24546 C4-1/8-T0-422R-F 


AZAIUI 1820-0511 
A3A1U2 1820-0328 
ABSALUS 1820-0054 
AZA1U4 1820-0214 
AZALIUS 1820-0134 


GATE TTL AND QUAD 2-INP 01295 SN7408N 
GATE TTL NOR QUAD 2-INP 01295 SN7402N 
GATE TTL NAND QUAD 2-INP 01295 SN7400N 
DCDR TTL BCD-TO-DEC 4-TO-10-LINE 01295 SN7442AN 
SHF-RGTR TTL D-TYPE PRL-IN PRL-OUT 07263 9300PC 


AZA1U6 1820-0579 
ABA1U7 1820-0076 
A3A1UB 1820-0372 
ABSA1UP 1820-0054 
A3A1U10 1820-0174 


MY TTL MONOSTBL RETRIG DUAL 01295 SN74123N 
FF TTL J-K PULSE PRESET/CLEAR DUAL 01295 SN7476N 
GATE TTL H AND TPL 3-INP 01295 SN74H11N 
GATE TTL NAND QUAD 2-INP 01295 SN7400N 
INV TTL HEX 01295 SN7404N 


eomloer V0 NVMVMAGCDO SPU AUUo undawow wwuvua 


AZA1IU11 1820-0065 
A3A1U12 1820-0535 
AZAIUI3 1820-1056 


FF TTL J-K POS-EDGE-TRIG CLEAR 01295 SN7470N 

DRYR TTL AND DUAL 2-INP 01295 SN75451BP 
SCHMITT-TRIG TTL NAND QUAD 2-INP 01295 SN74132N 
ASA2 T 08660-60372 BOARD ASSY,HP-IB INPUT(OPTION 005 ONLY) 28480 08660-60372 
ABA2C1 0180-0197 
A3A2C2 0180-0197 
AZA2C3 0180-0197 
ASA2C4 0160-0157 
AZA2CS 0160-0157 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 56289 150D225x9020A2 
CAPACITOR-FXD 2,2UF+-10% 20VDC TA 56289 150D225x9020A2 
CAPACITOR-FXD 2,2UF+-10% 20VDC TA 56289 150D225x9020A2 
CAPACITOR-FXD 4700PF +-10% 200VDC POLYE 28480 0160-0157 

CAPACITOR-FXD 4700PF +-10% 200VDC POLYE 28480 0160-0157 

ASA2CSE 0160-0157 CAPACITOR-FXD 4700PF +-10% 200VDC POLYE 28480 0160-0157 
AZA2R1 0757-0278 
AZA2R2 1810-0136 
ABA2R3 0757-0403 
ASA2R4 0757-0403 
ABA2R5 0757-0403 


RESISTOR 1.78K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1781-F 
NETWORK-RES 10-SIP MULTI-VALUE 28480 1810-0136 

RESISTOR 121 1% .125W F TC=0+-100 24546 C4-1/8-T0-121R-F 
RESISTOR 121 1% .125W F TC=0+-100 24546 C4-1/8-T0-121R-F 
RESISTOR 121 1% .125W F TC=0+-100 24546 C4-1/8-T0-121R-F 


NNNWD oO DODDGe wm wo 


AZAZRG6 1810-0136 


Ol 


NETWORK-RES 10-SIP MULTI-VALUE 28480 1810-0136 


> 


ABA2S1 3101-2126 SWITCH-SL 5-SPDT-NS 28480 3101-2126 
ASA2ZU1 1820-0511 
ABA2U2 1820-0054 
ASA2US3 1820-0621 
ABAZU4 1820-0077 
AZA2US 1820-0070 


IC GATE TTL AND QUAD 2-INP 01295 SN7408N 
IC GATE TTL NAND QUAD 2-INP 01295 SN7400N 
BFR TTL NAND QUAD 2-INP 01295 SN7438N 
FF TTL D-TYPE POS-EDGE-TRIG CLEAR 01295 SN7474N 
GATE TTL NAND 8-INP 01295 SN7430N 


AZSA2ZU6 1820-0070 
AZA2U7 1820-0174 
AZA2Ua 1820-1053 
AZA2UP 1820-0511 
AZA2U10 1820-0077 


GATE TTL NAND 8-INP 01295 SN7430N 
INV TTL HEX 01295 SN7404N 
SCHMITT-TRIG TTL INV HEX 01295 SN7414N 
GATE TTL AND QUAD 2-INP 01295 SN7408N 
FF TTL D-TYPE POS-EDGE-TRIG CLEAR 01295 SN7474N 


VMwernon ANNU 


See introduction to this section for ordering information 


*Indicates factory selected value a 
PBACKDATING INFORMATION IN SECTION VII 6-17 


Replaceable Parts 


Reference 


Designation 


AZA2U1I1 
ABA2UI2 
AZA2U13 
ASA2UI4 


J3A1 

JIB3AIMP1 
J3A1MP2 
JBAIMPS 
J3A1MP4 
JS3AIMPS 


J3A1MPS 


6-18 


HP Part 
Number 


1820-0174 
1820-1053 
1820-0070 
1820-1053 


08660-60187 


0380-1036 
1251-0483 
1251-3283 
08660-00060 
08660-20165 


08660-20166 


Table 6-3. Replaceable Parts 


Description 


IC INV TTL HEX 

IC SCHMITT-TRIG TTL INV HEX 
IC GATE TTL NAND 8-INP 

IC SCHMITT-TRIG TTL INV HEX 


CABLE, ADAPTER, HP-IBCINCL. MP1 — MP6) 


STANDOFF-HEX .255-IN-LG 6-32THD 
CONNECTOR 36-PIN M MICRO RIBBON 
CONNECTOR 24-PIN F MICRORIBBON 

MOUNT, HPIB CONNECTOR 

COVER, HP-IB ADAPTER 


SPACER, CONNECTOR 


See introduction to this section for ordering information 
*Indicates factory selected value 


Model 8660C 


Mfr Part Number 


SN7404N 
SN7414N 
SN7430N 
SN7414N 


08660-60187 


ORDER BY DESCRIPTION 
1251-0483 

1251-3283 
08660-00060 
08660-20165 


08660-20166 


Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 


Designation | Number Description Mfr Part Number 


08660-60042 LOOP ASSEMBLY, H.F. 08660-60042 


0160-2437 CAPACITOR-FDTHRU SOO0PF +80 -20% 200V 0160-2437 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 


0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
0160-2437 CAPACITOR-FDTHRU SO8OPF +80 -20% 200V 0160-2437 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
0160-3744 CAPACITOR-FDTHRU 1000PF +80 -20% 200V 0160-3744 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 


0160-3744 CAPACITOR-FDTHRU 1000PF +80 -20% 200V 0160-3744 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20Z% 200V 0160-2437 
0160-3744 CAPACITOR-FDTHRU 1000PF +80 -20% 200V 0160-3744 
0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
0160-3744 CAPACITOR-FDTHRU 1000PF +80 -20% 200V 0160-3744 


CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
CAPACITOR-FDTHRU 1000PF +80 -20% 200V 0160-3744 
CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
CAPACITOR-FDTHRU 1000PF +80 -20% 200V 0160-3744 
CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 


0160-2437 
0160-3744 
0160-2437 
0160-3744 
0160-2437 


— Oe Oe 


0160-2437 
0160-2437 
0160-2437 


CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 


et et 


SGL-HOLE-FR 5S0-OHM 1250-0901 
SGL-HOLE-FR 50-OHM 1250-0901 
SGL-HOLE-FR 50-OHM 1250-0901 
SGL-HOLE-FR 50-OHM 1250-0901 
SGL-HOLE-FR S0-OHM 1250-0901 


1250-0901 
1250-0901 
1250-0901 
1250-0901 
1250-0901 


CONNECTOR-RF SMB 
CONNECTOR-RF SMB 
CONNECTOR-RF SMB 
CONNECTOR-RF SMB 
CONNECTOR-RF SMB 


SGL-HOLE-FR 50-OHM 1250-0901 
SGL-HOLE-FR 50-OHM 1250-0901 
SGL-HOLE-FR S0-OHM 1250-0901 
SGL-HOLE-FR 50-OHM 1250-0901 
SGL-HOLE-FR S0-OHM 1250-0901 


1256-0901 
1250-0901 
1250-0901 
1250-0901 
1250-0901 


CONNECTOR-RF SMB 
CONNECTOR-RF SMB 
CONNECTOR-RF SMB 
CONNECTOR-RF SMB 
CONNECTOR-RF SMB 


x SEEKEE FEEKIX 


CONNECTOR-RF SMB 

(PART OF A4W4) 
CONNECTOR-RF SMB M SGL-HOLE-FR S0-OHM 1250-0901 
CONNECTOR-RF SMB M SGL-HOLE-FR 50-OHM 1250-0901 


1250-0901 SGL-HOLE-FR 50-OHM 1250-0901 


1250-0901 
1250-0901 


2 
2 
2 
2 
2 
2 
2 
2 
2 
2 
2 
2 
2 


9140-0144 INDUCTOR RF-CH-MLD 4.7UH 10% .105DX.26LG 9140-0144 

08660-60080 CABLE ASSEMBLY, GRAY 08660-60080 
08660-60050 CABLE ASSEMBLY, GRAY 08660-60050 
08660-60063 CABLE ASSEMBLY, GRAY 08660-60063 
08660-60055 CABLE ASSEMBLY, GRAY 08660-60055 


A4 MISCELLANEOUS 


08660-00014 
08660-00015 
08660-00016 
08660-00017 
08660-00018 


COVER, REF. OSC. 08660-00014 
COVER, REF. DIVIDER 08660-00015 
COVER, REF. PHASE DETECTOR 08660-00016 
COVER, DIVIDE BY TWO 08660-00017 
COVER, PRETUNE 08660-00018 


ovonn 


08660-00019 
08660-00020 
08660-20063 


COVER, VCO 08660-00019 
COVER, PHASE DETECTOR 08660-00020 
HOUSING, H.F. LP 08660-20063 
A4A1 08660-60003 BOARD ASSEMBLY, REF. DIVIDER 08660-60003 
A4AICI1 0160-2201 
A4A1C2 0180-0116 
A4A1C3 0180-0229 
A4A1C4 0160-2199 
A4AICS 0160-0154 


CAPACITOR-FXD SiPF +-5S% 300VDC MICA 0160-2201 
CAPACITOR-FXD 6.8UF+-10% 35VDC TA 150D685X9035B2 
CAPACITOR-FXD 33UF+-10% 10VDC TA 150D336X9010B2 
CAPACITOR-FXD 30PF +-5% 300VDC MICA 0160-2199 
CAPACITOR-FXD 2200PF +-10% 200VDC POLYE 0160-0154 


A4A1C6 0160-0154 
A4A1C7 0160-0297 


CAPACITOR-FXD 2200PF +-10% 200VDC POLYE 0160-0154 
CAPACITOR-FXD 1200PF +-10% 200VDC POLYE 0160-0297 


Nu JNNeEYN OB NSH 


A4AICRI 1902-0048 


_ 


DIODE-ZNR 6.81V 5% DO-35 PD=.4W 1902-0048 


A4AIL1 9100-1642 INDUCTOR RF-CH-MLD 270UH 5% .2DX.45LG 9100-1642 
A4A1L2 9100-1642 INDUCTOR RF-CH-MLD 270UH SZ .2DX.45LG 9100-1642 
A4AILS 9140-0144 INDUCTOR RF-CH-MLD 4.7UH 10% .105DX.26LG 9140-0144 


A4A1Q1 1854-0019 TRANSISTOR NPN SI TO-18 PD=360MW 1854-0019 
A4A1Q2 1854-0019 TRANSISTOR NPN SI TO-18 PD=360MW 1854-0019 
A4A1Q3 1854-0045 TRANSISTOR NPN SI TO-18 PD=500MW 1854-0045 


See introduction to this section for ordering information 
*Indicatec factory selected value 
+ BACKDATING INFORMATION IN SECTION VII 6-19 


Replaceable Parts 


Reference 


Designation 


A4SAIRI1I 
A4SAIR? 
A4SAIRS 
A4AIRA 
A4AIRS 


ASAIRE 
A4AIR7 
A4AIRG 
A4AIRI 
A4AIRI0 


A4AIR11 
A4AIRI2 
A4A1R13 
A4SAIRI4 


A4A1U1 
A4A1U2 
A4A1U3 


A4R2 


A4A2C1 
A4A2C?! 
A4A2C3 
A4A2C4S 
A4A2CS 


A4A2CE 
A4A2C7 
A4A2CB 
A4A2CP9 
A4A2C10 


A4A2C11*% 
A4A2C1I2 
A4A2C13 
A4A2C14 
A4A2C15 


A4A2ZC16 
A4A2017 
4402018 
A4A2T19 
A4A2C20 


A4A2C21 
A4A2C22 


HP Part 
Number 


0757-0444 
0698-3622 
0698-0083 
0757-0280 
0757-0394 


0757-0280 
0698-0083 
0757-0280 
0757-0394 
0757-0280 


0698-3441 
0698-3441 
0698-3441 
0757-0401 


1820-0054 
1820-0055 
1820-0055 


08660-60002 


0180-0100 
0180-0116 
0180-0228 
0160-2055 
0180-1746 


0160-2055 
0160-2055 
0160-2055 
0180-0229 
0160-2055 


0140-0191 
0160-2308 
0160-2055 
0160-2055 
0160-2055 


0160-2055 
0160-2055 
0160-2055 
0160-2055 
0160-2204 


0160-2055 
0180-1743 


oWwone 
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Table 6-3. Replaceable Parts 


Description 


RESISTOR 12.1K 1% 


-125W F TC=0+-100 


RESISTOR 120 5X 2W MO TC=0+-200 


RESISTOR 1.96K 1% 


RESISTOR 1K 1% .1 
RESISTOR 51.1 1% 


RESISTOR 1K 1% .1 


RESISTOR 1.96K 1% 


RESISTOR 1K 1% .1 
RESISTOR 51.1 1% 
RESISTOR 1K 1% .1 


RESISTOR 215 1% 
RESISTOR 215 1% 
RESISTOR 215 1% 
RESISTOR 100 1% 


IC GATE TTL NAND 
IC CNTR TTL DECD 
Ic CNTR TTL DECD 


BOARD ASSEMBLY, R 


-125W F TC=0+-100 
25W F TC=0+-100 
-125W F TC=0+-100 


25W F TC=0+-100 
-125W F TC=0+-100 
25W F TC=0+-100 
-125W F TC=0+-100 
25W F TC=0+-100 


-125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 


QUAD 2-INP 
SYNCHRO POS-EDGE-TRIG 
SYNCHRO POS-EDGE-TRIG 


EF. PHASE DETECTOR 


CAPACITOR-FXD 4.7UF+-10% 35VDC TA 
CAPACITOR-FXD 6,.8UF+-10% 35VDC TA 
CAPACITOR-FXD 22UF+-10% 1S5VDC TA 


CAPACITOR-FXD .01 


UF +80-20% 100VDC 


CAPACITOR-FXD 15UF+-10% 20VDC TA 


CAPACITOR-FXD .O1UF +80-20% 100VDC 
CAPACITOR-FXD .01UF +80-20% 100VDC 
CAPACITOR-FXD .01UF +80-20% 100VDC 
CAPACITOR-FXD 33UF+-10% 10VDC TA 

CAPACITOR-FXD .O1UF #80-20% 100VDC 


CAPACITOR-FXD S6PF +-SX 300VDC MICA 


CAPACITOR-FXD 36P 


F +-5% 300VDC MICA 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD .O1UF +80-20% 100VDC CER 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 


CAPACITOR-FXD .O1UF +80-20% 100VDC CER 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD .O1UF *+80-20% 100VDC CER 


CAPACITOR-FXD .01 


UF +80-20% 100VDC CER 


CAPACITOR-FXD 100PF +-S% 300VDC MICA 


CAPACITOR-FXD .01 


UF +80-20% 100VDC CER 


CAPACITOR-FXD .1UF+-10% 35VDC TA 


Model 8660C 


Mfr Part Number 


C4-1/8-T0-1212-F 
0698-3622 

C4-1/8-T0-1961-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-S1R1-F 


C4-1/8-T0-1001-F 
C4-1/8-TO-1961-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-S1R1-F 
C4-1/8-T0-1001-F 


C4-1/8-T0-215R-F 
C4-1/8-T0-215R-F 
C4-1/8-T0-215R-F 
C4-1/8-T0-101-F 


SN7400N 
SN7490AN 
SN7490AN 


08660-60002 


150D475X9035B2 
150D685X9035B2 
150D226X9015B2 
0160-2055 

150D156x9020B2 


0160-2055 
0160-2055 
0160-2055 
150D336xX9010B2 
0160-2055 


DNISES60T0300WVICR 
0160-2308 
0160-2055 
0160-2055 
0160-2055 


0160-2055 
0160-2055 
0160-2055 
0160-2055 
0160-2204 


0160-2055 
150D104x9035A2 


A4A2C23 
A4A2C24 
A4A2C25 


0160-3537 
0160-2205 
0160-2218 


0160-3537 
0160-2205 
0160-2218 


CAPACITOR-FXD 680PF +-SX% 100VDC MICA 
CAPACITOR-FXD 120PF +-SX% 300VDC MICA 
CAPACITOR-FXD 1000PF +-SZ% 300VDC MICA 


A4A2C26 
A4A2C027 


0180-2205 
0160-2055 


CAPACITOR-FXD .33UF+-10% 3SVDC TA 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 


150D334X9035A2 
0160-2055 


ou CH enwv 


A4A2CRI 
A4A2CR2 
A4AZCRI 
A4A2CR4 
A4AZCRS 


1902-0041 
1901-0040 
1901-0040 
1901-0179 
1901-0179 


1902-0041 
1901-0040 
1901-0040 
1901-0179 
1901-0179 


DIODE-ZNR 5.11 SX DO-35 PD=.4W 

DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 
DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 
DIODE-SWITCHING 15V¥ SOMA 750PS DO-7 
DIODE-SWITCHING 15Y SOMA 750PS DO-7 


9100-1629 
9100-1629 
9100-2260 
9140-0129 
9140-0237 


A4A2L1 
A4A2L2 
A4A2L3 
A4A2L4 
A4A2L5 


9100-1629 
9100-1629 
9100-2260 
9140-0129 
9140-0237 


INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 1.8UH 10% .105DX.261G 
INDUCTOR RF-CH-MLD 220UH 5X .166DX.385LG 
INDUCTOR RF-CH-MLD 200UH 5% .166DX.385LG 


A4A2Q1 
A4A2zn2 
A4A2Q3 
A4A204 
A4A2Q5 


1854-0019 
1854-0019 
1854-0019 
1854-0019 
1853-0015 


1854-0019 
1854-0019 
1854-0019 
1854-0019 
1853-0015 


TRANSISTOR NPN SI TO-18 PD=360MW 
TRANSISTOR NPN SI TO-18 PD=360mMW 
TRANSISTOR NPN SI TO-18 PD=360MW 
TRANSISTOR NPN SI TO-18 PD=360MW 
TRANSISTOR PNP SI PD=200MW FT=S00MHZ 


1854-0019 
1853-0020 
1854-0071 
1854-0071 
1854-0071 


TRANSISTOR NPN SI TO-18 PD=360hW 

TRANSISTOR PNP SI PD=300MW FT=150MHZ 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 


A4A206 
A4A2Q7 
A4A208 
A4A2Q9 
A4A2Q10 


1854-0019 
1853-0020 
1854-0071 
1854-0071 
1854-0071 
A4A2Q11 1854-0019 


1854-0019 TRANSISTOR NPN SI TO-18 PD=360MW 


C4-1/8-T0-196R-F 
C4-1/8-T0-101-F 

C4-1/8-T0-1002-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-S11R-F 


A4A2QR1 
A4A2R2 
A4A2RS 
A4A2R4 
A4A2]R5S 


RESISTOR 196 1% .125W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 511 1% .125W F TC=0+-100 


0698-3440 
0757-0401 
0757-0442 
0757-0441 
0757-0416 
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C4-1/8-T0-1001-F 
C4-1/8-T0-101-F 

C4-1/8-T0-1961-F 
C4-1/8-T0-5111-F 
C4-1/8-T0-1472-F 


A4A2RE 
A4A2R7 
A4A2RB 
A4A2RP 
A4A2R10 


0757-0280 
0757-0401 
0698-0083 
0757-0438 
0698-3156 


RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 1.96K 1% .125W F TC=0+-100 
RESISTOR 5.11K 1% .125W F TC=0+-100 
RESISTOR 14.7K 1% .125W F TC=0+-100 


NADow 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


aaaeRri1t 
A4AZR12 
A4A2R13 
A4AZR14 
A4A2ZR15 


A4AZR16 
A4A2R17 
A4A2R18 
A4A2R19 
A4A2R20 


A4A2R21 
AAA2R22 
A4A2R23 
A4A2R24 
A4A2R25 


A4AZR26 
A4A2R27 
A4A2R28 
A4A2ZR29 
A4A2RST 


A4A2R31 
A4AZRI2 
A4A2R33 
A4A2RS4 
A4A2R3S 


A4AZRSE 
A4A2RI7 
A4A2R38 
A4A2R39 
A4A2R40 


A4A2R41 
A4A2R42 
A4A2R43 
A4A2ZR44 
A4A2R45 


A4A2R46 
A4A2R47 


A4A2T1 


HP Part 
Number 


0698-3628 
0757-0401 
0698-0083 
0757-0280 
0757-0401 


06978-0082 
0698-3441 
0698-0084 
0757-0280 
0698-3132 


0757-0441 
0757-0441 
0698-3438 
0757-0346 
0757-0346 


0698-3438 
0757-0418 
0698-3158 
0698-3154 
0698-3154 


0757-0442 
0757-0346 
0757-0346 
0698-3453 
0698-3260 


0757-0438 
0757-0290 
0698-3444 
0757-0438 
0698-3444 


0757-0288 
0757-0401 
0757-0420 
0757-0401 
0757-0419 


0757-0280 
0698-3446 


08660-60369 
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Table 6-3. Replaceable Parts 


Description 


RESISTOR 220 5% 2W MO TC=0+-200 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 1.96K 1% .125W F TC=0+-100 
RESISTOR 1K 1% 
RESISTOR 100 1% .125W F TC=0+-100 


.125W F TC=0+-100 


RESISTOR 464 1% .125W F TC=0+-100 
RESISTOR 215 1% .125W F TC=0+-100 
RESISTOR 2.15K 1% .125W F TC=0+-100 
RESISTOR 1K 1% 
RESISTOR 261 1% .125W F TC=0+-100 


-125W F TC=0+-100 


RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 147 1% .125W F TC=0+-100 

RESISTOR 10 1% 
RESISTOR 10 1% 


.-125W F TC=0+-100 
-125W F TC=0+-100 


RESISTOR 147 1% .125W F TC=0+-100 
RESISTOR 619 1% .125W F TC=0+-100 
RESISTOR 23.7K 1% .125W F TC=6+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 10 1% 
RESISTOR 10 1% 
RESISTOR 196K 1% .125W F TC=0+-100 
RESISTOR 464K 1% .125W F TC=0+-100 


.125W F TC=0+-100 
-125W F TC=0+-100 


RESISTOR 5.11K 1% .125W F TC=0+-100 
RESISTOR 6.19K 1% .125W F TC=0+-100 
RESISTOR 316 1% .125W F TC=0+-100 
RESISTOR 5.11K 1% .125W F TC=0+-100 
RESISTOR 316 1% .125W F TC=0+-100 


RESISTOR 9.09K 1% .125W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 750 1% .125W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 681 1% .125W F TC=0+-100 


RESISTOR 1K 1% 
RESISTOR 383 1% .125W F TC=0+-100 


-125W F TC=0+-100 


Replaceable Parts 


Mfr Part Number 


0698-3628 
C4-1/8-T0-101-F 
C4-1/8-T0-1961-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-101-F 


C4-1/8-T0-4640-F 
C4-1/8-T0-215R-F 
C4-1/8-T0-2151-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-2610-F 


C4-1/8-T0-8251-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-147R-F 
C4-1/8-T0-10R0-F 
C4-1/8-T0-10R0-F 


C4-1/8-T0-147R-F 
C4-1/8-T0-619R—-F 
C4-1/8-T0-2372-F 
C4-1/8-T0-4221-F 
C4-1/8-T0-4221-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-10R0-F 
C4-1/8-T0-10R0-F 
C4-1/8-T0-1963-F 
0698-3260 


C4-1/8-T0-5111-F 
MF4C1/8-T0-6191-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-5111-F 
C4-1/8-T0-316R-F 


MF 4C1/8-T0-9091-F 
C4-1/8-T0-101-F 
C4-1/8-1T0-751-F 
C4-1/8-T0-101-F 
C4-1/8-T0-681R-F 


C4-1/8-T0-1001-F 
C4-1/8-T0-383R-F 


08660-60369 


TRANSFORMER, RF, GREEN 


A4A2U1 1820-0370 


oO 


IC GATE TTL H NAND QUAD 2-INP SN74HOON 
A4A2 MISCELLANEOUS 


9170-0029 9170-0029 


Ol 


CORE-SHIELDING BEAD 


A4AZ 


A4A3C1 
A4A3TC2 
A4AICS 
A4A3T4 
A4ASTS 


A4A3TE 
A4AIC7 
A4A3CB 
A4AICI 
A4A3C10 


A4A3C11 
A4A3C12 
A4A3BC13 
A4A3C14 
A4AZC1I5 


A4a3c16F 
AAAZC17 
A4AZC1B 


08660-66004 


0160-2055 
0160-2204 
0160-2055 
0160-2204 
0160-2055 


0160-2055 
0160-2055 
0160-2055 
0160-2055 
0160-2055 


0160-0978 
0160-2534 
0160-2055 
0160-2055 
0160-2204 


0140-0210 
0140-0193 
0160-2055 


wwwoso Wowow o 


ouvvwe 


won 


BOARD ASSEMBLY, REF. DIVIDE BY TWO 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


-O1UF +80-20% 100VDC CER 
100PF +-5% 300VDC MICA 
-O1UF +80-20% 100VDC CER 
100PF +-5% 300VDC MICA 
»O1UF +80-20% 100VDC CER 


-OQ1UF +80-20% 100VDC CER 
.Q1UF +80-20% 100VDC CER 
-O1UF +80-20% 100VDC CER 
-Q1UF +80-20% 100VDC CER 
-Q1UF +80-20% 100VDC CER 


1S00PF +-1% SOOVDC MICA 
SOOPF +-1% 300VDC MICA 
-Q1UF +80-20% 100VDC CER 
-O1UF +80-20% 100VDC CER 
100PF +-5% 300VDC MICA 


270PF +-S5% 300VDC MICA 
82PF +-5% 300VDC MICA 
.01UF +80-20% 100VDC CER 


08660-60004 


0160-2055 
0160-2204 
0160-2055 
0160-2204 
0160-2055 


0160-2055 
0160-2055 
0160-2055 
0160-2055 
0160-2055 


0160-0978 
0160-2534 
0160-2055 
0160-2055 
0160-2204 


DM15F271J0300WV1ICR 
DM1ISEB20T0300WViCR 
0160-2055 


AAASCIIT NOT ASSIGNED 


A4AZCR1 
A4AIZCRE 


1902-0041 
1901-0025 


DIODE-ZNR 5.11V 5% DO-35 PD=. 4W 
DIODE-GEN PRP 100V 200MA DO-7 


1902-0041 
1901-0025 


A4ASL1 
A4AZL2 


9100-0348 
7100-0348 


INDUCTOR RF-CH-MLD 1UH 1% .166DX.385LG 
INDUCTOR RF-CH-MLD 1UH 1% ,166DX.385LG 


9100-0348 
9100-0348 


A4A3Q1 
A4A3Q2 
A4A3Q3 
A4A304 
A4A305 


1854-0019 
1854-0019 
1854-0019 
1854-0019 
1854-0345 


TRANSISTOR NPN SI TO-18 PD=360MW 
TRANSISTOR NPN SI TO-18 PD=360MW 
TRANSISTOR NPN SI TO-18 PD=360MW 
TRANSISTOR NPN SI TO-18 PD=360MW 
TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 


1854-0019 
1854-0019 
1854-0019 
1854-0019 
2N5179 


DAWHW NN ND 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 
Designation 


Description Mfr Part Number 


oo 


A4ABR1 0757-0401 RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 


A4SABR2] 0757-0444 RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
A4SASRS 0757-0441 RESISTOR 8.25K 1% .125W F TC=0+-100 C4-1/8-T0-8251-F 
A4AIR4 0757-0814 RESISTOR 511 1% .SW F TC=0+-100 0757-0814 


A4AZRS 0757-0416 RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-S11R-F 


A4AAZRE 0757-0420 RESISTOR 750 1% .125W F TC=0+-100 C4-1/8-T0-751-F 


A4ABR7 0757-0280 RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
A4AIRE 0698-0084 RESISTOR 2.15K 1% .125W F TC=0+-100 C4-1/8-T0-2151-F 
A4AIRIP 0757-0416 RESISTOR 511 1% .125W F TC=0+-100 C4—1/8-T0-S11R-F 


A4AIR10 0698-3434 RESISTOR 34.8 1% .125W F TC=0+-100 C4-1/8-T0-34R8-F 


A4ABR11 0757-0401 RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 


A4AIR12 0757-0444 RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
A4ARR13 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
A4SAIR14 0757-0394 RESISTOR 51.1 1% .125W F TC=0+-100 C4-1/8-TO-S1R1-F 
A4ABRIS 0757-0421 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 


A4AIR16 0698-3429 RESISTOR 19.6 1% .125W F TC=0+-100 PMESS-1/8-TO0-19R6-F 


A4ASZR17 0757-0401 RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 
A4A3RR18 0757-0444 RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
A4ABRIP 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


A4SAZR20 0698-3440 RESISTOR 196 1% .125W F TC=0+-100 C4-1/8-T0-196R-F 


A4ASBR21 0757-0418 RESISTOR 619 1% .125W F TC=0+-100 C4-1/8-T0-619R-F 


A4ATR22 0757-0401 RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 
A4ABR23 0757-0444 RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
A4AIR24 0757-0441 RESISTOR 8.25K 1% .125W F TC=0+-100 C4-1/8-T0-8251-F 


A4ABR25 0757-0397 RESISTOR 68.1 1% .125W F TC=0+-100 C4-1/8-T0-68R1-F 


AAAIBR26 0757-0418 RESISTOR 619 1% .125W F TC=0+-100 C4-1/8-T0-619R-F 


Ic FF TTL H J-K NEG-EDGE-TRIG SN74H102N 


A4A3U1 1820-0469 


A4A4 06660-60001 BOARD ASSEMBLY, REF. VCO 08660-60001 


A4A4C1 0160-3456 CAPACITOR-FXD 1000PF +-10% 1KVDC CER 0160-3456 


A4A4C?) 0121-0451 CAPACITOR-V TRMR-AIR 1.7-11PF 175V 187-0106-028 
A4A4C3 0180-0116 CAPACITOR-FXD 6.8UF+-10% 3S5SVDC TA 150D685X9035B2 
A4A4CS 0180-0228 CAPACITOR-FXD 22UF+-10% 15VDC TA 150D226x9015B2 


Oreuner N cr @ WOeKow NWR ON 2BOWHK SO VWNVWHW NWO 


A4A4CS 0160-0214 CAPACITOR-FXD 10PF +-S% SOOVDC CER 0160-0214 


CAPACITOR-FXD 24PF +-5SZ% SOOVDC CER 0+-30 0160-2266 


A4ASCE 0160-2266 


A4A4C7 0180-0116 CAPACITOR-FXD 6.8UF+-10% 35VDC TA 150D685X9035B2 
A4ASCE 0160-2055 CAPACITOR-FXD .O01UF +80-20% 100VDC CER 0160-2055 

A4A4TI 0160-2055 CAPACITOR-FXD .01UF #80-20% 100VDC CER 0160-2055 

A4Aaci owt 0160-2197 CAPACITOR-FXD 10PF +-S% 300VDC MICA 0160-2197 

A4A4C11 0140-0190 CAPACITOR-FXD 39PF +-SZ% 300VDC MICA DMI SESPOTOSOOWVICR 
A4A4C12 0180-0228 CAPACITOR-FXD 22UF+-10% 15VDC TA 150D226x9015B2 
A4A4C13 0160-2055 CAPACITOR-FXD .01UF +#80-20% 100VDC CER 0160-2055 

A4SA4C14 0160-2055 CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 


A4A4C15 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A4A4C16 0160-2055 CAPACITOR-FXD .O1UF +80-20% 100YDC CER 0160-2055 

A4A4T17 0121-0046 CAPACITOR-V TRMR-CER 9-35PF 200V PC-MTG 304322 9/35PF N6S50 
A4A4C18 0160-3879 CAPACITOR-FXD .Q1UF +-20% 100VDC CER * 0160-3879 

A4A4T19 0160-2327 CAPACITOR-FXD 1000PF +-20% 100VDC CER 150-110-X5R-102m 


A4A4C20 0140-0190 CAPACITOR-FXD 39PF +-SX% 300VDC MICA DM1ISES70TO3S00WVICR 


A4A4C21 0140-0190 CAPACITOR-FXD 39PF +-SX 300VDC MICA DMISES9OTO300WVICR 


A4A4C22 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A4A4C23 0121-0451 CAPACITOR-V TRMR-AIR 1.7-11PF 175V 187-0106-028 
A4A4T24 0160-2327 CAPACITOR-FXD 1000PF +-20% 100VDC CER 150-110-XSR-102m 


WMWON NONND WYWrV CWDS 


A4A4T25 0160-2055 CAPACITOR-FXD .01UF +*80-20% 100VDC CER 0160-2055 


A4A4T2Z6 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A4A4C27 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A4A4C28 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A4A4T29 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A4SA4CIO 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


CAPACITOR-V TRMR-AIR 1.7-11PF 175V 187-0106-028 


A4A4C31 0121-0451 


A4A4C32 0160-2327 CAPACITOR-FXD 1000PF +-20% 100VDC CER 150-110-XSR-102m 
A4A4TI3 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A4A4SCI4 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


NOWVOW Owovwv 


A4A4C35 0140-0190 CAPACITOR-FXD 39PF +-SZ% 300VDC MICA DMISES7OTOSO0WVICR 


CAPACITOR-FXD 47PF +-5S% 300VDC MICA 0160-2307 


A4AACIE 0160-2307 


A4A4C37 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A4A4C3IB 0160-2205 CAPACITOR-FXD 120PF +-5S% 300VDC MICA 0160-2205 
A4A4C39 0160-2205 CAPACITOR-FXD 120PF +-S% 300VDC MICA 0160-2205 


A4A4C4O 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


CAPACITOR-V TRMR-CER 2.5-SPF 63 PC-MTG 0121-0448 


A4A4C41 0121-0448 


DIODE-VVC 10PF 5% C2/C20-MIN=2 BYR=20V 0122-0287 
DIODE-ZNR 5.11¥ 5% DO-35 PD=.4W 1902-0041 


0122-0287 
1902-0041 


A4A4CRI 
A4SA4CRO 


ou ono OHO 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference 
Designation 


Description Mfr Part Number 


INDUCTOR RF-CH-MLD 27UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR 
INDUCTOR 


9100-1623 
9100-1629 
9100-1629 
08660-80002 
08660-80009 


9100-1623 
9100-1629 
9100-1629 
08660-80002 
08660-80009 


A4A4L1 
A4A4L2 
A4A4LE 
A4A4L4A 
A4A4LS 


INDUCTOR RF-CH-MLD 100NH 10% .105DX.26LG 
INDUCTOR RF-CH-MLD 100NH 10% .105DX,.26LG 
PART OF PRINTED CIRCUIT BOARD 
PART OF PRINTED CIRCUIT BOARD 
INDUCTOR RF-CH-MLD 100NH 10% .105DX,26LG 


9100-2247 
9100-2247 


A4A4L6 
A4A4L7 
A4A4LB 
ASA4LP 
A4A4L10 


9100-2247 
9100-2247 


9100-2247 9100-2247 


> 


INDUCTOR RF-CH-MLD 1UH 10% .105DX.26LG 
INDUCTOR RF-CH-MLD 390NH 10% .105DX.26LG 


9140-0158 
9100-2254 


A4A4L11 
A4A4L128 


9140-0158 
9100-2254 


TRANSISTOR NPN SI TO-18 PD=360MW 

TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 
TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 
TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 
TRANSISTOR NPN SI TO-72 PD=200MW FT=1GHZ 


- 1854-0019 
2N5179 
2N5179 
2N5179 
MMB006 


1854-0019 
1854-0345 
1854-0345 
1854-0431 
1854-0540 


A4A4Q1 
A4A4Q2 
A4A4Q3 
A4A4Q4 
A4A4Q5 


A4A406 
A4A4Q7# 
A4A4Q8e 
A4A4Q9 


1954-0540 
1854-0540 
1854-0431 
1854-0484 


TRANSISTOR NPN SI TO-72 PD=200MW FT=1GHZ 
TRANSISTOR NPN SI TO-72 PD=200MW FT=1GHZ 
TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 
TRANSISTOR NPN SI TO-18 PD=360MW 


MM8006 
MMB006 
2N5179 
1854-0404 


odnnt NWN oOOwW Wo 


A4SA4R1 
A4A4R2 


0757-0442 
0757-0401 
0757-0418 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 


C4-1/8-T0-1002-F 
C4-1/8-T0-101-F 


A4A4RS 
A4A4RS 
A4AARS 


A4A4RS 
A4A4R7 
A4A4RS 
A4SAARD 
A4A4R10 


A4A4R1I1 
A4A4R12 
A4A4R13 
A4SA4R14 
A4A4R15 


ASA4R16 
A4A4R17 
A4A4R18 
A4AAR1I9P 
A4A4R20 


A4A4R21 
A4A4R22 
A4A4R23 
A4A4SR24 
A4A4R25 


ASA4R26 
A4A4R27 
A4A4R28 
A4A4R29% 
A4A4SR3I0 


A4SA4RS1 
A4A4RI2 


A4A4U1 


A4AS 


0757-0394 
0757-0416 


0757-0394 
0698-0082 
0757-0278 
0757-0441 
0698-3153 


0757-0442 
0757-0442 
06978-3440 
0698-0083 
0757-0422 


0757-0401 
0757-1094 
0698-3434 
0757-0398 
0764-0033 


0757-0441 
0698-3153 
0698-3440 
0757-0441 
0698-3153 


0757-0394 
0698-3155 
0698-3155 
0698-7212 
0757-0401 


0757-0422 
0698-7195 


1820-0714 


08660-20181 
08660-60005 


Nowow 


“donws wWwOwNo 


owreKt So VONWO WUbwuwo 


Nu 


> 


RESISTOR 619 1% .125W F TC=0+-100 
RESISTOR 51.1 1% .125W F TC=0+-100 
RESISTOR 511 1% .125W F TC=0+-100 


RESISTOR 51.1 1% .125W F TC=0+-100 
RESISTOR 464 1% .125W F TC=0+-100 

RESISTOR 1.78K 1% .125W F TC=0+-100 
RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 3.83K 1% .125W F TC=0+-100 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 
RESISTOR 1.96K 1% .125W F TC=0+-100 
RESISTOR 909 1% .125W F TC=0+-100 


RESISTOR 100 1% .125W F TC=0+-100 

RESISTOR 1.47K 1% .125W F TC=0+-100 
RESISTOR 34.8 1% .125W F TC=0+-100 
RESISTOR 75 1% 
RESISTOR 33 5% 


.125W F TC=0+-100 
2W MO TC=0+-200 


RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 3.83K 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 

RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 3.83K 1% .125W F TC=0+-100 


RESISTOR 51.1 1% .125W F TC=0+-100 
RESISTOR 4.64K 1% .125W F TC=0+-100 
RESISTOR 4.64K 1% .125W F TC=0+-100 
RESISTOR 100 1% .05W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 


RESISTOR 909 1% .125W F TC=0+-100 
RESISTOR 19.6 1% .05W F TC=0+-100 


IC PRESCR ECL 


A4A4 MISCELLANEOUS 


COIL FORM 


BOARD ASSEMBLY, VCO & AMPLIFIERS 


C4-1/8-T0-619R-F 
C4-1/8-T0-S1R1-F 
C4-1/8-T0-511R-F 


C4-1/8-T0-51R1-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-1781-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-3831-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-196R-F 
C4-1/8-TO-1961-F 
C4-1/8-T0-909R-F 


C4-1/8-T0-101-F 
C4-1/8-T0-1471-F 
C4-1/8-T0-34RB-F 
C4-1/8-T0-75R0-F 
0764-0033 


C4-1/8-T0-8251-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-S1R1-F 
C4-1/8-T0-4641-F 
C4-1/8-T0-4641-F 
C3-1/8-TO0-100R-G 
C4-1/8-T0-101-F 


C4-1/8-T0-909R-F 
C3-1/8-T00-19R6-G 


1820-0714 


08660-20181 
08660-60005 


A4ASCI 
A4ASC2 
A4ASCI 


0160-3878 
0160-3878 
0121-0452 


CAPACITOR-FXD 1000PF +-20% 100VDC CER 
CAPACITOR-FXD 1000PF +-20% 100VDC CER 
CAPACITOR-V TRMR-AIR 1.3-5.4PF 175V 


0160-3878 
0160-3878 


A4ASC4 
A4ASCS 


A4ASCE 
A4ASC7 ® 
A4SASCBe 
A4ASCI 
A4A5C10 


A4ASC11 
A4A5C12 
A4ASCIS# 
A4SAST14s 
A4ASC15 


0160-3878 
0160-3878 


0160-2250 
0160-2266 
0160-2266 
0160-3878 
0160-3878 


0160-3878 
0160-3878 
0160-2266 
0160-2266 
0160-3878 


Coben TOPO 


obroOn 


CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
TAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


See introduction to this section for ordering information 


1000PF +-20% 100VDC CER 
1000PF +-20% 100VDC CER 


S.1PF +-.25PF S00VDC CER 
24PF +-5S% SOOVDC CER 0+-30 
24PF +-5S% SOOVDC CER 0+-30 
1000PF +-20% 100VDC CER 
1000PF +-20% 100VDC CER 


1000PF +-20% 100VDC CER 
1000PF +-20% 100VDC CER 
24PF +-5% SOOVDC CER 0+-30 
24PF +-5% SOOVDC CER 0+-30 
1000PF +-20% 100VDC CER 


*Indicates factory selected value 


187-0103-028 
0160-3878 
0160-3878 


0160-2250 
0160-2266 
0160-2266 
0160-3878 
0160-3878 


0160-3878 
0160-3878 
0160-2266 
0160-2266 
0160-3878 
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Replaceable Parts 


Reference 
Designation 


A4ASC16F 
A4ASC17 
A4ASC18 
A4ASC19# 
A4A5C208 


A4ASC21 
A4AST22 
A4ASC23 
A4A5C24 


A4SASCR1 
A4ASCR2 


AAASFLI 
ASASFL2T 


A4ASLI 
A4ASL2 
A4ASLS 
A4ASL4 
A4ASLS 


A4ASLE 
A4ASL7 
A4ASLB 
A4ASLO 
A4ASLIOT 


A4ASL11 
A4AS5L12 
A4ASLIS 
A4ASL14 


A4ASQI 
A4asQ2 
A4ASQIZ 
A4A5QO4 
A4A5Q5 


A4ASQ6 
A4A5Q7 


A4ASR1 
A4ASR2 
A4ASRS 
AAASR4S 
A4ASRS 


AAASRE 
A4ASR7 
AAASRS 
A4ASRI 
A4ASR10 


A4ASR11 
A4ASR12 
A4ASR13 
A4ASR1I4 
A4SASR15 


A4ASRI6 
A4ASR17 
A4ASRIB 
A4ASRIP 
A4ASR20 


A4ASR21 
A4ASR22 
A4ASR23 
A4ASR24 
A4ASR25 


A4ASR26 
A4ASR27 
A4ASR2B 
A4ASROP 
A4ASRIO 


A4ASRS1 
AAASRS2 
A4SASRII 
ASASRI4 
A4SASRIS 


A4ASRI6 
A4SASRI7* 
AA4ASRIS* 


HP Part 
Number 


0160-0576 
0160-3878 
0160-3878 
0160-2266 
0160-2266 


0160-3878 
0160-0576 
0160-3878 
0160-3878 


0122-0248 
1901-1034 


08660-20038 
08660-20370 


9100-2250 
08660-88006 
08660-80006 
9100-2250 


9100-2250 
08660-80006 
08660-80006 
9100-2250 
9140-0143 


08660-80009 
08660-80009 
9100-2250 
9100-2250 


1854-0431 
1854-0540 
1854-0540 
1854-0540 
1854-0540 


1854-0540 
1854-0431 


0698-0084 
0698-0084 
0757-0260 
0757-1094 
0698-7205 


0757-0346 
0698-7205 
0757-0346 
0757-0416 
0757-0416 


0757-0439 
0757-0279 
0757-0439 
0757-0279 
0698-3442 


0698-3442 
0698-3428 
0698-3445 
0698-3428 
0698-3445 


0757-0439 
0757-0279 
0757-0439 
0757-0279 
0698-3440 


06978-3440 
0698-3428 
0698-3444 
0698-3428 
0698-3444 


0757-0439 
0757-0279 
0757-0439 
0757-0279 
0698-3438 


0698-3438 
0698-3439 
0698-3441 
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Table 6-3. Replaceable Parts 


Description 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


DIODE-VVC 1N51 
DIODE-STABISTO 


FELTERGI LAPS 6 
FILTER, HP 300 


PART OF PRINTE 
INDUCTOR RF-CH 
INDUCTOR 
INDUCTOR 
INDUCTOR RF-CH 


INDUCTOR RF-CH 
INDUCTOR 
INDUCTOR 
INDUCTOR RF-CH 
INDUCTOR RF-CH 


INDUCTOR 
INDUCTOR 
INDUCTOR RF-CH 


-1UF +-20% SOVDC CER 
1000PF +-20% 100VDC CER 
1000PF +-20% 100YDC CER 
24PF +-SX% SOOVDC CER 0+-30 
24PF +-SZ% SOOVDC CER 0+-30 


1000PF +-20% 100VDC CER 
-1UF +-20% SOVDC CER 

1000PF +-20% 100YDC CER 
1000PF +-20% 100VDC CER 


40A 10PF SX C4/C60-MIN=2.8 
R 90V DO-34 


00 MHZ 
MHZ 


D CIRCUIT BOARD 

—-MLD 1680NH 10% .105Dx. 
-MLD 180NH 10% .105DX. 
—-MLD 180NH 10% .105DXx. 


-ALD 180NH -105Dx. 
-MLD 3.3UH -105Dx. 


—-MLD 180NH 10% .105DX.26LG 


INDUCTOR RF-CH-MLD 180NH 10% .105DX.26LG 


TRANSISTOR NPN 
TRANSISTOR NPN 
TRANSISTOR NPN 
TRANSISTOR NPN 
TRANSISTOR NPN 


TRANSISTOR NPN 
TRANSISTOR NPN 


RESISTOR 2.15K 
RESISTOR 2.15K 
RESISTOR 1K 1% 
RESISTOR 1.47K 
RESISTOR 51.1 


RESISTOR 10 1% 
RESISTOR 51.1 
RESISTOR 10 1% 


2N5179 SI TO-72 PD=200MW 
SI TO-72 PD=200MW FT=1GHZ 
SI TO-72 PD=200MW FT=1GHZ 
SI TO-72 PD=200MW FT=1GHZ 
SI TO-72 PD=200MW FT=1GHZ 


SI TO-72 PD=200MW FT=1GHZ 
2N5179 SI TO-72 PD=200MW 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
-125W F TC=0+-100 

1% .125W F TC=0+-100 
1% .05W F TC=0+-100 


.125W F TC=0+-100 
1% .05W F TC=0+-100 
-125W F TC=0+-100 


RESISTOR 511 1% .125W F TC=0+-100 
RESISTOR 511 1% .125W F TC=0+-100 


RESISTOR 6.81K 
RESISTOR 3.16K 
RESISTOR 6.81K 
RESISTOR 3.16K 
RESISTOR 237 1 


1% .125W F TC=0+-100 

1% .125W F TC=0+-100 

1% .125W F TC=0+-100 

1% .125W F TC=#0+-100 
xX .125W F TC=0+-100 


RESISTOR 237 1% .125W F TC=0+-100 


RESISTOR 14.7 


1% .125W F TC=0+-100 


RESISTOR 348 1% .125W F TC=0+-100 


RESISTOR 14.7 


1% .125W F TC=0+-100 


RESISTOR 348 1% .125W F TC=0+-100 


RESISTOR 6.81K 
RESISTOR 3.16K 
RESISTOR 6.81K 
RESISTOR 3.16K 
RESISTOR 196 1 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 


x .125W F 


RESISTOR 196 1% .125W F 


RESISTOR 14.7 


1% .125W F 


RESISTOR 316 1% .125W F 


RESISTOR 14.7 


1% .125W F 


RESISTOR 316 1% .125W F 


RESISTOR 6.81K 
RESISTOR 3.16K 
RESISTOR 6.81K 
RESISTOR 3.16K 
RESISTOR 147 1 


RESISTOR 147 1 
RESISTOR 178 1 
RESISTOR 215 1 


1% .125W 
1% .125W 
1% .125W 
1% .125W 
x .125W F 


x .125W F 
x .125W F 
x .125W F 


TC=0+-100 


TC=0+-100 
TC=0+-100 

TC=0+-100 
TC=0+-100 

TC=0+-100 


F TC=0+-100 
F TC=0+-100 
F TC=0+-100 
F TC=0+-100 
TC=0+-100 


TC=0+-100 
TC=0+-100 
TC=0+-100 


Model 8660C 


Mfr Part Number 


0160-0576 
0160-3878 
0160-3878 
0160-2266 
0160-2266 


0160-3878 
0160-0576 
0160-3878 
0160-3878 


1INS140A 
MPD400 


08660-20038 
08660-20370 


9100-2250 
08660-80006 
08660-80006 
9100-2250 


9100-2250 
08660-80006 
08660-80006 
9100-2250 
9140-0143 


08660-80009 
08660-80009 
9100-2250 
9100-2250 


2n5179 
MMS8006 
MMB006 
MMNB006 
MMEB006 


MMB006 
2N5179 


C4-1/8-T0-2151-F 
C4-1/8-T0-2151-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-1471-F 


C3-1/8-T00-S1R1-G 


C4-1/8-T0-10R0-F 


C3-1/8-T00-S1R1-G 


C4-1/8-T0-10R0-F 
C4-1/8-T0-S11R-F 
C4-1/8-T0-S11R-F 


C4-1/8-T0-6811-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-6811-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-237R-F 


C4-1/8-T0-237R-F 


PMESS-1/8-T0-14R7-F 


C4-1/8-T0-348R-F 


PMESS-—1/8-T0-14R7-F 


C4-1/8-T0-348R-F 


C4-1/8-T0-6811-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-6811-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-196R-F 


C4-1/8-T0-196R-F 


PMESS-1/8-T0-14R7-F 


C4-1/8-T0-316R-F 


PMESS-1/8-T0-14R7-F 


C4-1/8-T0-316R-F 


C4-1/8-T0-6811-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-6811-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-147R-F 


C4-1/8-T0-147R-F 
C4-1/8-T0-178R-F 
C4-1/8-T0-215R-F 


PMESS-1/8-T0-2BR7-F 
PMESS-1/8-T0-23R7-F 


A4ASRIV® 
A4ASR40% 


0698-3433 
0698-3431 


RESISTOR 28.7 1% .125W F TC=0+-100 
RESISTOR 23.7 1% .125W F TC=0+-100 


Coodes.n Woseros 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


A4ASR41% 
A4ASR42% 


A4ASTI 
A4AS 


A4A6C1 
A4A6C2 
A4AGCS 
A4A6C4S 
A4A6C5S 


A4A6CE® 
A4A6C7 
A4A6C8 
A4AGCI 
A4A6C10 


A4A6C11 
A4A6CRI1 


A4AGL1 
A4A6L2 


A4A6Q1 
A4A6Q2 
A4ASQSZ 
A4A6R4 
A4A6Q5 


A4A6Q6 
A4A6Q7 
A4A6Q8 
A4A6Q9 
44A6Q10 


A4A6Q11 
A4A6Q12 
A4A6Q13 
A4A6Q14 


A4SAGR1 
ASAER2 
A4ABRS 
A4SABR4S 
A4AERS 


A4ABRE 
A4SAER7 
A4AGRB 
A4ABRP 
A4AGR10 


A4AGR11 
A4A6R12 
A4ABR13 
A4A6R14 
A4A6R15 


A4AGR16 
A4AGR17 
A4AGR1B% 
A4ABR19* 
A4A6R20 


A4SAGBR21 
A4A6R22 
A4ABR2S 
A4AGR24 
A4ABR25 


A4ASR2Ee 
A4ABR27 
A4A6R28 
A4ABR2P 
A4AGRS0 


A4AGRI1 
A4AGRI2 
A4SAGRIZ# 
ASABR34 
A4SABRSS 


A4ASR36 
A4A6R37 
A4AGRIB# 
A4AERS9 
A4SABR40 


HP Part 
Number 


0698-3439 
0698-3441 


08660-80003 
08660-60007 


0160-2055 
0180-0183 
0180-0183 
0180-0141 
0121-0452 


0160-2263 
0160-0174 
0180-0197 
0160-3878 
0180-0183 


0160-3537 
1901-0033 


9140-0178 
9100-1643 


1854-0071 
1853-0007 
1853-0007 
1853-0007 
1853-0007 


1853-0007 
1853-0007 
1853-0007 
1853-0007 
1853-0007 


1853-0007 
1853-0007 
1853-0007 
1854-0071 


0757-0346 
2100-3818 
0757-0418 
0757-0280 
0757-0442 


0757-0416 
0757-0280 
0757-1094 
0757-0441 
0757-0405 


0698-3444 
0757-1094 
2100-3817 
0757-0200 
2100-3822 


0698-3439 
0757-0428 
0757-0405 
0698-3443 
2100-3822 


0698-3409 
2100-3822 
0757-0401 
0698-3440 
0757-0278 


0698-3438 
0757-0346 
2100-3821 
0757-0836 
0757-0394 


0698-3441 
0698-0083 
0698-3440 
0757-0346 
2100-3820 


0698-3442 
0698-0084 
0698-3441 
0757-0440 
2100-3820 
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Table 6-3. Replaceable Parts 


Description 


RESISTOR 178 1% .125W F TC=0+-100 
RESISTOR 215 1% .125W F TC=0+-100 


TRANSFORMER, ISOLATOR 
BOARD ASSEMBLY, PRETUNE 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD 10UF+75-10% SOVDC AL 
CAPACITOR-FXD 10UF+75-10% SOVDC AL 
CAPACITOR-FXD SOUF+75-10% SOVDC AL 
CAPACITOR-V TRMR-AIR 1.3-5.4PF 175V 


CAPACITOR-FXD 18PF +-5% SOOVDC CER 0+-30 
CAPACITOR-FXD .47UF +80-20% 25VDC CER 
CAPACITOR-FXD 2,.2UF+-10% 20VDC TA 


CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 


DIOQDE-GEN PRP 


1000PF +-20% 100VDC CER 
10UF+75-10% SOVDC AL 


680PF +-5% 100VDC MICA 


180Y 200MA DO-7 


INDUCTOR RF-CH-MLD 12UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 300UH 5% .2DX.45LG 


TRANSISTOR NPN SI PD=300MW FT=200MHZ 

TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=3460MW 


TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=3460MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 


TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3251 SI TO-18 PD=360MW 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 


RESISTOR 10 1% .125W F TC=0+-100 
RESISTOR-TRMR SK 10% C TOP-ADJ 10-TRN 
RESISTOR 619 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 16K 1% .125W F TC=0+-100 


RESISTOR 511 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 1.47K 1% .125W F TC=0+-100 
RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 162 1% .125W F TC=0+-100 


RESISTOR 316 1% .125W F TC=0+-100 
RESISTOR 1.47K 1% .125W F TC=0+-100 
RESISTOR-TRMR 2K 10% C TOP-ADJ 10-TRN 
RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR-TRMR 100 10% C TOP-ADJ 10-TRN 


RESISTOR 178 1% .125W F TC=0+-100 
RESISTOR 1.62K 1% .125W F TC=0+-100 
RESISTOR 162 1% .125W F TC=0+-100 
RESISTOR 287 1% .125W F TC=0+-100 
RESISTOR-TRMR 100 10% C TOP-ADJ 10-TRN 


RESISTOR 2.37K 1% .SW F TC=0+-100 
RESISTOR-TRMR 100 10% C TOP-ADJ 10-TRN 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 
RESISTOR 1.78K 1% .125W F TC=0+-100 


RESISTOR 147 1% .125W F TC=0+-100 
RESISTOR 10 1% .125W F TC=0+-100 
RESISTOR-TRMR 200 10% C TOP-ADJ 10-TRN 
RESISTOR 7.5K 1% .5W F TC=0+-100 
RESISTOR 51.1 1% .125W F TC=0+-100 


RESISTOR 215 1% .125W F TC=0+-100 
RESISTOR 1.96K 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 
RESISTOR 10 1% .125W F TC=0+-100 
RESISTOR-TRMR 500 10% C TOP-ADJ 10-TRN 


RESISTOR 237 1% .125W F TC=0+-100 
RESISTOR 2.15K 1% .125W F TC=0+-100 
RESISTOR 215 1% .125wW F TC=0+-100 
RESISTOR 7.5K 1% .125W F TC=0+-100 
RESISTOR-TRMR 500 10% C TOP-ADJ 10-TRN 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Replaceable Parts 


Mfr Part Number 


C4-1/8-T0-178R-F 
C4-1/8-T0-215R-F 


08660-80003 
08660-60007 


0160-2055 
30D106G050CB2 
30D106G050CB2 
3oD506G050DD2 
187-0103-028 


0160-2263 
0160-0174 
150D225x9020A2 
0160-3878 
30D106G050CB2 


0160-3537 
1901-0033 


9140-0178 
9100-1643 


1854-6071 
2N3251 
2N3251 
2N3251 
2N3251 


2N3251 
2@NS251 
2N3251 
2N3251 
2N3251 


2N3251 
2N3251 
2N3251 
1854-0071 


C4-1/8-T0-10R0-F 
3262W-1-S02 

C4-1/8-TO-619R-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-511R-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-1471-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-162R-F 


C4-1/8-T0-316R-F 
C4-1/8-T0-1471-F 
3262W-1-202 
C4-1/8-T0-5621-F 
3262W-1-101 


C4-1/8-T0-178R-F 
C4-1/8-T0-1621-F 
C4-1/8-T0-162R-F 
C4-1/8-T0-287R-F 
3262W-1-101 


0698-3409 
3262W-1-101 
C4-1/8-T0-101-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-1781-F 


C4-1/8-T0-147R-F 
C4-1/8-T0-10R0-F 
3262W-1-201 
0757-0836 
C4-1/8-T0-S51R1-F 


C4-1/8-T0-215R-F 
C4-1/8-T0-1961-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-10R0-F 
3262W-1-501 


C4-1/8-T0-237R-F 
C4-1/8-T0-2151-F 
C4-1/8-T0-215R-F 
C4-1/8-T0-7501-F 
3262W-1-501 
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Replaceable Parts 


Reference 
Designation 


A4AGR41 
A4ABR 42 
A4A6R43* 
A4AGR44 
A4A6R4S 


A4ABR46 
A4AGR47* 
A4AGR4B 
A4ABR4D 
A4AGRSO 


A4ABRS1* 
A4AGRS2 
A4ABRSS 
A4AGRS4 
A4AGRSS* 


A4ABRSS 
A4SAGRS7 
A4AGRSS 
A4ABRS9* 
A4SABREOD 


A4SAGRG1 
A4AGRE2? 
A4AGRES 


HP Part 
Number 


0698-3132 
0698-3150 
0698-0082 
2100-3820 
0698-3443 


7 ae 


0698-0085 
0757-0417 
2100-3819 
0698-3444 
0698-3151 


0757-0280 
2100-3817 
0698-3445 
0757-0279 
0757-1094 


wonvw Ne-+@oo 


2100-3818 
0698-3446 
0698-3152 
0698-3155 
2100-3816 


0757-0447 
0698-3442 
0757-0442 


Table 6-3. Replaceable Parts 


Description 


RESISTOR 261 1% .125W F 
RESISTOR 2.37K 1% .125W 


RESISTOR 464 1% .125W F 


RESISTOR-TRMR S500 10% C 
RESISTOR 287 1% .125W F 


RESISTOR 2.61K 1% .125W 
RESISTOR 562 1% .125W F 


TC=0+-100 

F TC=0+-100 
TC=0+-100 
TOP-ADJ 10-TRN 
TC=0+-100 


F TC=0+-100 
TC=0+-100 


RESISTOR-TRMR 1K 10% C TOP-ADJ 10-TRN 


RESISTOR 316 1% .125W F 
RESISTOR 2.87K 1% .125W 


TC=0+-100 
F TC=0+-100 


RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR-TRMR 2K 10% C TOP-ADJ 10-TRN 


RESISTOR 348 1% .125W F 
RESISTOR 3.16K 1% .125W 
RESISTOR 1.47K 1% .125W 


TC=0+-100 
F TC=0+-100 
F TC=0+-100 


RESISTOR-TRMR SK 10% C TOP-ADJ 10-TRN 


RESISTOR 383 1% .125W F 
RESISTOR 3.48K 1% .125W 
RESISTOR 4.64K 1% .125W 
RESISTOR-TRMR 10K 10% C 


RESISTOR 16.2K 1% .125W 
RESISTOR 237 1% .125W F 
RESISTOR 10K 1% .125W F 


TC=0+-100 

F TC=0+-100 

F TC=0+-100 
TOP-ADJ 10-TRN 


F TC=0+-100 
TC=0+-100 
TC=0+-100 


Model 8660C 


Mfr Part Number 


C4-1/8-T0-2610-F 
C4-1/8-T0-2371-F 
C4-1/8-T0-4640-F 


3262W-1-501 


C4-1/8-T0-287R-F 


C4-1/8-T0-2611-F 
C4-1/8-T0-S62R-F 


3262W-1-102 


C4-1/8-T0-316R-F 
C4-1/8-T0-2871-F 


C4-1/8-T0-1001-F 


3262W-1-202 


C4-1/8-T0-348R-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-1471-F 


3262W-1-502 


C4-1/8-T0-383R-F 
C4-1/8-T0-3481-F 
C4-1/8-T0-4641-F 


3262W-1-103 


C4-1/8-T0-1622-F 
C4-1/8-T0-237R-F 
C4-1/8-T0-1002-F 


AAAERE4 
A4AGRES 


0698-0084 
0698-7284 


RESISTOR 2.15K 1% .125W F TC=0+-100 
RESISTOR 100K 1% .05W F TC=0+-100 


C4-1/8-T0-2151-F 
C3-1/8-T0-1003-G 


AAABUI 1820-2082 IC DCDR TTL BCD 4-TO-10-LINE SNS442AT 


nN ua uv~wvs OeDwco 


A4A7 08660-60006 BOARD ASSEMBLY ,PHASE DETECTOR 08660-60006 
AAA7C1 
A4A7C2!) 
A4A7CS 
A4A7C4 


A4A7TCS 


0160-3878 
0160-3878 
0180-2214 
0160-3879 
0160-3878 


CAPACITOR-FXD 1000PF +-20% 100VDC CER 
CAPACITOR-FXD 1000PF +-20% 100VDC CER 
CAPACITOR-FXD 9OUF+75-10% 16VDC AL 

CAPACITOR-FXD .01UF +-20% 100VDC CER 
CAPACITOR-FXD 1000PF +-20% 100VDC CER 


0160-3878 
0160-3878 
30D906G016CC2 
0160-3879 
0160-3878 


30D906G016CC2 
30D206G050CC2 
0160-3878 
0160-0839 
0160-3064 


A4A7CE 
A4A7C7 
A4A7TB 
A4A7TCP 
A4A7C10 


0180-2214 
0180-0049 
0160-3878 
0160-0839 
0160-3064 


CAPACITOR-FXD 9OUF+75-10% 16VDC AL 
CAPACITOR-FXD 20UF+75-10% SOVDC AL 
CAPACITOR-FXD 1000PF +-20% 100VDC CER 
CAPACITOR-FXD 110PF +-1X% 300VDC MICA 
CAPACITOR-FXD 1000PF +-S% 300VDC MICA 


A4A7C11 
A4A7C12 
A4A7C13 
A4A7C14 
A4A7CIS 


0160-0162 
0160-0182 
0160-2250 
0160-2266 
0180-1745 


CAPACITOR-FXD 47PF +-SX% 300VDC MICA 
CAPACITOR-FXD 47PF +-S% 300VDC MICA 
CAPACITOR-FXD 5,.1PF +-.25PF SOOVDC CER 
CAPACITOR-FXD 24PF +-SX% SOOVDC CER 0+-30 
CAPACITOR-FXD 1.5UF+-10% 20VDC TA 


0160-0182 
0160-0182 
0160-2250 
0160-2266 
150D155x7020a2 


Peervo NWeWs FTNSOD 


0160-2266 
0160-2264 
150D105x9035A2 
150D105x9035A2 
150D105x97035A2 


CAPACITOR-FXD 24PF +-S% SOOVDC CER 0+-30 
CAPACITOR-FXD 20PF +-S% SOOVDC CER 0+-30 
CAPACITOR-FXD 1UF+-10% 35VDC TA 
CAPACITOR-FXD 1UF+-10% 35VDC TA 
CAPACITOR-FXD 1UF+-10% 35VDC TA 


A4A7C16 
A4A7C17 
A4A7C18 
A4A7C19 
A4A7T20 


0160-2266 
0160-2264 
0180-0291 
0180-02971 
0180-0291 


150D225x9020A2 
150D105x9035A2 
150D225x7020A2 
150D105x9035A2 
30D106G0S50CB2 


CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 1UF+-10% 35VDC TA 
CAPACITOR-FXD 2.2UF+-10% 20VDC TA 
CAPACITOR-FXD 1UF+-10% 35VDC TA 
CAPACITOR-FXD 10UF+75-10% SOVDC AL 


A4A7C21 
A4A7C22 
A4A7C23 
A4A7C24 
A4A7C25 


0180-0197 
0180-0291 
0180-0197 
0180-0291 
0180-0183 
A4A7C26 0160-2266 CAPACITOR-FXD 24PF +-S% SOOVDC CER 0160-2266 
1901-0189 
1906-0098 
1906-0098 
1906-0098 
1906-0098 


A4A7TCRI 
A4A7CRO 
A4A7TCRE 
A4ATCR4 
A4ATCRS 


1901-0189 
1906-0098 
1906-0098 
1906-0098 
1906-0098 


DIODE-STEP RECOVERY 
DIODE-MATCHED 1V 
DIODE-MATCHED 1¥V 
DIODE-MATCHED 1V 
DIODE-MATCHED 1V 


1902-0041 
1902-0041 
1902-0041 
1902-0041 
1901-0033 


A4A7TCRE 
A4A7TCR7 
A4A7CRB 
AAA7TCRI 
A4A7CR1I0 


1902-0041 
1902-0041 
1902-0041 
1902-0041 
1901-0033 


DIODE-ZNR 5.11V SX DO-35 PD=.4W 
DIODE-ZNR 5.11V 5% DO-35 PD=.4W 
DIODE-ZNR 5.11 5X DO-35 PD=.4W 
DIODE-ZNR 5.11Y 5% DO-35 PD=.4W 
DIODE-GEN PRP 180V 200MA DO-7 


N NPFSFS YWVWYVWOYO > NWOWwD WAUans 


AAAT7II1 1250-0836 CONNECTOR-RF SMC M PC 50-OHM 1250-0836 
9140-0144 
9140-0210 
9140-0210 
9100-2260 


9100-2254 


INDUCTOR RF-CH-MLD 4.7UH 10% .105DX.26LG 
INDUCTOR RF-CH-MLD 100UH SZ .166DX.385LG 
INDUCTOR RF-CH-MLD 100UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 1.8UH 10% .105DX.26LG 
INDUCTOR RF-CH-MLD 390NH 10% .105DX.26LG 


A4A7L1 
AAA7TL2 
A4SA7TLE 
A4A7L4 
A4A7LS 


9140-0144 
9140-0210 
9140-0210 
7100-2260 
9100-2254 


Wee oOo 


08660-80005 
08660-80005 


AAATLE 
A4A7L7 


08660-80005 | 3 
08660-80005 | 3 


INDUCTOR 
INDUCTOR 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


A4A7Q1 
A4A7Q2 
A4A7Q3 
A4A7O4 
A4A7Q5 


A4A7Q6 


A4ATR1 
A4A7R2 
A4A7RS 
A4A7TR4A 
A4A7TRS 


A4A7TRS 
A4A7R7 
A4A7RSE 
A4A7RO 
A4A7R10 


A4A7R11 
A4A7R12 
A4A7R13 
A4A7TR14 
ASA7R15 


A4A7R16 
A4A7R17 
A4A7R18 
A4A7R19 
A4SA7R20 


A4A7R21 
A4A7R22 
A4A7R23 
A4A7TR24 
A4A7R25 


A4A7R26 
A4A7R27 
A4A7R28 
A4SA7R29P 
A4A7R30 


A4A7R31 
A4SA7RI2 
A4A7R33 
A4SA7TRS4 


1854-0019 
1854-0019 
1853-0034 
1855-0049 
1853-0007 


1854-0023 


0757-0398 
0698-0084 
0757-0280 
0698-3440 
0757-0346 


0698-3437 
0698-3443 
0757-0346 
0698-0084 
0757-0280 


0757-0276 
0698-3438 
0757-0394 
0757-0394 
0757-0394 


0757-0280 
0757-0280 
2100-1986 
0757-0394 
0757-0394 


0757-0442 
2100-1986 
0757-0442 
0757-0401 
0757-0442 


0757-1094 
0757-0394 
0757-0401 
0698-3445 
0757-0394 


0698-3445 
0698-3101 
0757-0416 
0757-0394 


NNGWOhP OD Neos 


coouwn GQwunon 


sovuwu 


OoONooD wowvv 


2 
a 
7, 
0 


Table 6-3. Replaceable Parts 


Description 


TRANSISTOR NPN 
TRANSISTOR NPN 
TRANSISTOR PNP 
TRANSISTOR-JFE 
TRANSISTOR PNP 


TRANSISTOR NPN 


RESISTOR 75 1% 
RESISTOR 2.15K 
RESISTOR 1K 1% 
RESISTOR 196 1 
RESISTOR 10 1% 


RESISTOR 133 1 
RESISTOR 287 1 
RESISTOR 10 1% 
RESISTOR 2.15K 
RESISTOR 1K 1% 


SI TO-18 PD=360MW 

SI TO-18 PD=360MU 

SI TO-18 PD=360MW 
T DUAL N-CHAN D-MODE SI 
2N3251 SI TO-18 PD=360MW 


SI TO-18 PD=360MW 


.125W F TC=0+-100 
1% .125W F TC=0+-100 
-125W F TC=0+-100 

% .125W F TC=0+-100 
-125W F TC=0+-100 


% .125W F TC=0+-100 

% .125W F TC=0+-100 
11256 F TC=0+-100 
1% .125W F TC=0+-100 
:125W F TC=0+-100 


RESISTOR 61.9 1% 
RESISTOR 147 1% 

RESISTOR 51.1 1% 
RESISTOR 51.1 1% 
RESISTOR 51.1 1% 


.125W F TC=0+-100 
125W F TC=0+-100 

-1258 F TC=0+-100 
.125W F TC=0+-160 
:125W F TC=0+-100 


RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 


RESISTOR-TRMR 1K 
RESISTOR 51.1 1% 
RESISTOR 51.1 1% 


RESISTOR 10K 1% 
RESISTOR-TRMR 1K 
RESISTOR 10K 1% 
RESISTOR 100 1% 
RESISTOR 10K 1% 


RESISTOR 1.47K 1% 


RESISTOR 51.1 1% 
RESISTOR 100 1% 
RESISTOR 348 1% 
RESISTOR 51.1 1% 


RESISTOR 348 1% 


RESISTOR 2.87K 1% 


RESISTOR 511 1% 
RESISTOR 51.1 1% 


10% C TOP-ADJ 1-TRN 
-125W F TC=0+-100 
.125W F TC=0+-100 


-125W F TC=0+-100 


10% C TOP-ADJ 1-TRN 


»125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 


.125W F TC=0+-100 
-125W F TC=0+-100 
125W F TC=0+-100 
125W F TC=0+-100 
.125W F TC=0+-100 


1256 F TC=0+-100 

.o@ F TC=0+-100 
125W F TC=0+-100 
-125W F TC=0+-100 


28480 
28480 
28480 
28480 
04713 


28480 


24546 
243546 
24546 
24546 
24546 


24546 
24546 
24546 
24546 
24546 


24546 
24546 
24546 
24546 
24546 


24546 
24546 
73138 
24546 
24546 


24546 
73138 
24546 
24546 
24546 


24546 
24546 
24546 
24546 
24546 


24546 
28480 
24546 
24546 


Replaceable Parts 


Mfr Part Number 


1854-0019 
1854-0019 
1853-0034 
1855-0049 
2N3251 


1854-0023 


C4-1/8-T0-75R 0-F 
C4-1/8-T0-2151-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-10R0-F 


C4-1/8-T0-133R-F 
C4-1/8-T0-287R-F 
C4-1/8-T0-10R0-F 
C4-1/8-T0-2151-F 
C4-1/8-T0-1001-F 


C4-1/8-T0-6192-F 
C4-1/8-T0-147R-F 
C4-1/8-T0-S1R1-F 
C4-1/8-T0-S51R1-F 
C4-1/8-T0-S1R1-F 


C4-1/8-T0-1001-F 
C4-1/8-T0-1001-F 
B2PR1K 

C4-1/8-T0-51R1-F 
C4-1/8-T0-S1R1-F 


C4-1/8-T0-1002-F 
B2PR1K 
C4-1/8-T0-1002-F 
C4-1/8-T0-101-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-1471-F 
C4-1/8-T0-51R1-F 
C4-1/8-T0-101-F 

C4-1/8-T0-348R-F 
C4-1/8-T0-S1R1-F 


C4-1/8-T0-348R-F 
0698-3101 

C4-1/8-T0-511R-F 
C4-1/8-T0-51R1-F 


A4A7T1 
A4A7T2 


08660-80011 
08660-80010 


TRANSFORMER, TRIFILAR 
TRANSFORMER, BIFILAR 


28480 
28480 


08660-80011 
08660-80016 


ou 


08660-60325 


o 


a4aa t 100 MHZ BAND PASS FILTER 28480 08660-60325 


As 08660-60327 


i—] 


BOARD ASSEMBLY, REGULATOR 28486 08660-60327 


0180-0291 
0180-0291 
0180-0291 
0180-0291 
0160-2207 


0180-1704 
0180-0183 
0180-0291 
0160-2208 
0180-1704 


0160-2226 
0180-0291 
0180-2207 
0180-0269 


0160-2218 
0180-0269 
0180-0141 


1962-3104 


1853-0213 
1853-0451 


UPSanw wow w 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


NOT ASSIGNED 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


NOT ASSIGNED 

CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
DIODE-ZNR 5.62 


TRANSISTOR PNP 


1UF+-10% 35VDC TA 
1UF+-10% 35VDC TA 
1UF+-10% 35VDC TA 
1UF+-10% 35VDC TA 
SOOPF +-5% 300VDC 


47UF+-10% 6VDC TA 
10UF+75-10% SOVDC 
1UF+-10% 35VDC TA 
S30PF +-5% 300VDC 
47UF+-10% 6VDC TA 


2200PF +-SZ 300VDC MICA 
1UF+-10% 35VDC TA 
100UF+-10% 10VDC TA 
1UF+50-10% 150VDC AL 


1000PF +-5Z% 300VDC MICA 
1UF+50-10% 150VDC AL 
SOUF+75-10% SOVDC AL 

VY 5X DO-35 PD=.4W 


2N4236 SI TO-S PD=1W 


56289 
56289 
56289 
56289 
28480 


56289 
56289 
36289 
28480 
56289 


28480 
56289 
36289 
56289 


28480 
56289 
56289 
28480 


04713 


150D105xX9035A2 
150D105X9035A2 
150D105x9035A2 
150D105xX9035A2 
0160-2207 


150D476X97006B2 
30b106G050CK2 
150D105x9035A2 
0160-2208 
150D476x9006B2 


0160-2226 
150D105x9035A2 
150D107X9010R2 
30D1056150BA2 


0160-2218 
30D105G6150BA2 
30D5066050DD2 
1902-3104 


2N4236 


TRANSISTOR PNP 2N3799 SI TO-18 PD=360HW 
TRANSISTOR PNP 2N4236 SI TO-S PD=1W 
HEAT SINK TO-5S/TO-39-CS 

TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 


01295 
04713 
28480 
01295 


2N3799 
2N4236 
1205-0011 
2N3799 


1853-0213 
1205-0011 
1853-0451 


1853-0213 
1205-0011 
1853-0326 


TRANSISTOR PNP 2N4236 SI TO-S PD=1W 
HEAT SINK TO-5S/T0-39-CS 
TRANSISTOR PNP SI PD=1W FT=S0MHZ 


04713 
28480 
04713 


2N4236 
1205-0011 
MPS-US1 


Won WGFoOonugdyn F&F NUG 


See introduction to this section for ordering information 


*Indicates factory selected value 
+ BACKDATING INFORMATION IN SECTION VII 
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Replaceable Parts 


Reference 
Designation 


ASR1 
ASR2 
ASRI 
ASR4 
ASRS 


ASRS 
ASR7 
ASRS 
ASRI 
ASR10-F 


ASR11 
ASR12 
ASR13 
ASR14 
ASR15 


ASR16 
ASR17 
ASR18 
ASR19 
ASR20 


ASR21 
ASR22 
ASR23 
ASR24 
ASR25 


ASR26 
ASR27 
ASR28 
ASR29 


ASU1 
ASU2 
ASUS 
ant 


Ab 
A66 


A6Q1 
A6Q2 
A6Q3 
A6Q4 
AGQ5 


A6Q6 
A6Q7 
Aé6a8 
A6Q? 
A6Q10 


AbRI Tt 


AGAI 


AbAICI 
AGAIC!] 
AbAICS 
AG6AICS 
A6AICS 


A6AICE 
Ab6A1C7 
A6AICB 
AbAICP i 


AGAICRI T 
ABAICR2 
ASAICRS 


A6A1Q1 
AbAIQ2 
A6A1Q3 
A6A104 
AbA1QS 


A6A1Q6 
A6A107 
A6A108 
AbA1NI + 


ABAIRI 
AbA1R2 
AGAIRS 
AGAIR4 
AGAIRS 
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Table 6-3. Replaceable Parts 


HP Part 


Number Description 


0757-0397 
0757-0346 
0698-3132 
0757-0397 
0757-0397 


RESISTOR 68.1 1% .125W F TC=0+-100 
RESISTOR 10 1% .125W F TC=0+-100 

RESISTOR 261 1% .125W F TC=0+-100 
RESISTOR 68.1 1% .125W F TC=0+-100 
RESISTOR 68.1 1% .125W F TC=0+-100 


0757-0398 
0757-0280 
0757-0401 
0757-0397 
0698-3446 


RESISTOR 75 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 68.1 1% .125W F TC=0+-100 
RESISTOR 383 1% .125W F TC=0+-100 


0757-0442 
0757-0280 
0757-0394 
0698-3161 
0757-0424 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 51.1 1% .125W F TC=0+-100 
RESISTOR 38.3K 1% .125W F TC=0+-100 
RESISTOR 1.1K 1% .125W F TC=0+-100 


RESISTOR 51.1 1% .125W F TC=0+-100 
RESISTOR 2.37K 1% .125W F TC=0+-100 
RESISTOR 2.37K 1% .125W F TC=0+-100 
RESISTOR 17.8K 1% .125W F TC=0+-100 
RESISTOR 1.47K 1% .125W F TC=0+-100 


0757-0394 
0698-3150 
0698-3150 
06978-3136 
0757-1094 


OODGCtTo NWOWD WWOWe. WUrnuw 


2100-1973 
0757-0278 
06978-3152 
2100-1799 
0757-0428 


RESISTOR-TRMR 200 10% WW TOP-ADJ 20-TRN 
RESISTOR 1.78K 1% .125W F TC=0+-100 
RESISTOR 3.48K 1% .125W F TC=0+-100 
RESISTOR-TRMR S00 10% Ww SIDE-ADJ 20-TRN 
RESISTOR 1.62K 1% .125W F TC=0+-100 


“NDOsS 


RESISTOR-TRMR 1K 10% WW SIDE-ADJ 20-TRN 
RESISTOR 4.64K 1% .125W F TC=0+-100 
RESISTOR-TRMR SK 10% WW SIDE-ADJ 20-TRN 
RESISTOR 17.8K 1% .125W F TC=0+-100 


2100-2852 
0698-3155 
2100-1739 
0698-3136 


Doro 


IC 204 V RGLTR TO-100 
IC 304 V RGLTR TO-100 
IC V RGLTR TO-99 
IC V RGLTR TO-99 


1826-0016 
1826-0004 
1826-0017 
1820-0247 


Onn 


08660-60276 
08660-60275 


FAN ASSEMBLY, 400 HZ (OPTION 003 ONLY) 
FAN ASSEMBLY, 60 HZ (EXCEPT OPTION 003) 


TRANSISTOR NPN 2N3054 SI TO-66 PD=25W 
TRANSISTOR PNP 2N3740 SI TO-66 PD=25W 
NOT ASSIGNED 

TRANSISTOR NPN 2N3055 SI TO-3 PD=115W 
TRANSISTOR PNP 2N3791 SI TO-3 PD=150W 


1854-0072 
1853-0052 


1854-0063 
1853-0059 


NOT ASSIGNED 
TRANSISTOR NPN 2N3055 SI TO-3 PD=115W 
TRANSISTOR NPN 2N3055 SI TO-3 PD=115W 
NOT ASSIGNED 
TRANSISTOR NPN 2N3771 SI TO-3 PD=150W 


1854-0063 
1854-0063 


1854-0313 


0811-3410 RESISTOR .165 1% 25W PW TC=0+-90 


08660-60333 BOARD ASSEMBLY, PRE-REGULATOR 
CAPACITOR-FXD SOUF+75-10% SOVDC AL 
CAPACITOR-FXD SOUF+75-10% SOVDC AL 
CAPACITOR-FXD 10UF+50-10% 150YDC AL 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 


0180-0141 
0180-0141 
0180-0089 
0150-0121 
0150-0121 


CAPACITOR-FXD .1UF +-10% 100VDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .1UF +-10% 100VDC CER 


0160-3094 
0150-0121 
0150-0121 
0160-3094 


DIODE-ZNR 24.9 2% DO-35 PD=.4W 
DIODE-ZNR 14.7V 5% DO-35 PD=.4W 
DIODE-ZNR 46.4V 5% DO-35 PD=.4W 


1902-3263 
1902-3203 
1902-3333 


aGrod DuUuDod WUNNN DO Ww 


NOT ASSIGNED 
NOT ASSIGNED 
TRANSISTOR PNP 2N4236 SI TO-S PD=1W 
NOT ASSIGNED 
NOT ASSIGNED 


1853-0213 


TRANSISTOR PNP 2N4236 SI TO-S PD=1W 
NOT ASSIGNED 
NOT ASSIGNED 
TRANSISTOR NPN 2N4239 SI TO-S PD=6W 


1853-0213 


1854-0361 


RESISTOR 422 1% .125W F TC=0+-100 
RESISTOR 261 1% .125W F TC=0+-100 
RESISTOR 1.21K 1% .125W F TC=0+-100 
RESISTOR 422 1% .125W F TC=0+-100 
RESISTOR 261 1% .125W F TC=0+-100 


0698-3447 
0698-3132 
0757-0274 
0698-3447 
0698-3132 


See introduction to this section for ordering information 


*Indicates factory selected value 
+ BACKDATING INFORMATION IN SECTION VII 


Model 8660C 


Mfr Part Number 


C4-1/8-T0-68R1-F 
C4-1/8-T0-10R0-F 
C4-1/8-T0-2610-F 
C4-1/8-T0-68R1-F 
C4-1/8-T0-68R1-F 


C4-1/8-T0-75R0-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-101-F 

C4-1/8-T0-68R1-F 
C4-1/8-T0-383R-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-1001-F 
C4-1/8-TO0-S1R1-F 
C4-1/8-T0-3832-F 
C4-1/8-T0-1101-F 


C4-1/8-T0-S1R1-F 
C4-1/8-T0-2371-F 
C4-1/8-T0-2371-F 
C4-1/8-T0-1782-F 
C4-1/8-T0-1471-F 


3810P-201 
C4-1/8-T0-1781-F 
C4-1/8-T0-3481-F 
3610P-501 
C4-1/8-T0-1621-F 


3810P-102 
C4-1/8-T0-4641-F 
3810P-S02 
C4-1/8-T0-1782-F 


MLM204G 
UA304HC 
LM205H 
LM305H 


08660-60276 
08660-60275 


2N3054 
2N3740 


2N3055 
2N3791 


2n3055 
2N3055 


2N3771 
0811-3410 
08660-60333 


30D506G050DD2 
3oDS06CG0S50DD2 
30D106F150DD2 
0150-0121 
0150-0121 


0160-3094 
0150-0121 
0150-0121 
0160-3094 


1902-3263 
1902-3203 
1902-3333 


2N4236 


2N4236 


2N4239 


C4-1/8-T0-422R-F 
C4-1/8-T0-2610-F 
C4-1/8-T0-1211-F 
C4-1/8-T0-422R-F 
C4-1/8-T0-2610-F 


Model 8660C 


Reference 
Designation 


AGAIRE 
A6A1R7 


AGAIRA ° 
AGAIRP 
AbAIR1 
ASAIRI1 


A6A1XA2Z0-1 


AbAS 


AbASC1> 


AGASKIT 


AGABRIT 


A7 


0757-0274 
0757-0795 
0812-0020 
0811-1670 


1251-2035 


1200-0043 
0340-0162 
08660-20173 


3160-0056 


3160-0087 


08660-00063 
08660-00064 
0403-0026 


08660-60336 


0160-3679 


0490-0643 


0698-3629 


0960-0443 


0160-4065 
2110-0365 
2110-0303 


0839-0006 


08660-60014 


0180-0058 
0180-1704 
0180-0228 
0180-0049 
0150-0121 


0160-3459 
0150-0121 
0150-0121 
0160-3459 
0160-0174 


0160-2055 
0160-0386 
0160-2204 
0160-4084 


0160-0386 
0160-0386 
0160-2055 
0160-2055 
0160-2055 


0160-2055 
0160-2055 


1901-0040 
1901-0040 
0122-0299 


0490-0643 


DBouwv wound Wwvuouo 


‘Table 6-3. Replaceable Parts 


Description 


RESISTOR 1.21K 1% .125W F TC=0+-100 
RESISTOR 75 1% .5W F TC=0+-100 

NOT ASSIGNED 

NOT ASSIGNED 

RESISTOR .39 5% 3W PW TC=0+-90 


RESISTOR 2.2 5% 2W PW TC=0+-400 
CONNECTOR-PC EDGE 15-CONT/ROW 2-ROWS 
A6A1 MISCELLANEOUS 
INSULATOR-XSTR ALUMINUM 
INSULATOR-XSTR ALUMINUM 
HEAT SINK 
FAN-TBAX 115-CFM 115V 50/60-HZ 
(EXCEPT OPTION 003) 
FAN-TBAX 95-CFM 95-128V 47-440-HZ 
(OPTION 003 ONLY) 
AbA2 MISCELLANEOUS 
FAN, SHIELD 


HEAT SINK COVER 
GLIDE NYLON FITS 0.192 HOLD 0.156HI 


FAN RELAY ASSEMBLY (DOES NOT INCL.A6A3C1) 


CAPACITOR-FXD 1UF +-10% 220VAC(RMS) 
(OPTION 003 ONLY) 


RELAY 1C 24VDC-COIL 2A 220VAC 


RESISTOR 270 5% 2W MO TC=0+-200 


POWER LINE MODULE/FILTER 
(DOES NOT INCL A7F1) 


CAPACITOR-FXD .1UF +-20% 250VAC(RMS) 


FUSE 4A 250V TD 1.25X.25 
(FOR 100-120 OPERATION) 
FUSE 2A 250V TD 1.25X.25 UL 
(FOR 220-240V OPERATION) 


THERMISTOR DISC 10-OHM TC=-3.8%/C-DEG 


BOARD ASSEMBLY, N3 OSCILLATOR 
(EXCEPT OPTION 004) 


CAPACITOR-FXD SOUF+75-10% 25VDC AL 
CAPACITOR-FXD 47UF+-10% 6VDC TA 
CAPACITOR-FXD 22UF+-10% 15VDC TA 
CAPACITOR-FXD 20UF+75-10% SOVDC AL 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 


CAPACITOR-FXD .02UF +-20% 100VDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .02UF +-20% 100VDC CER 
CAPACITOR-FXD .47UF +80-20% 25VDC CER 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD 3,.3PF +-,.25PF SO00VDC CER 
CAPACITOR-FXD 100PF +-5% 300VDC MICA 
CAPACITOR-FXD .1UF +-20% SOVDC CER 

NOT ASSIGNED 


CAPACITOR-FXD 3.3PF +-.25PF S00VDC 
CAPACITOR-FXD 3.3PF +-.25PF S00VDC 
CAPACITOR-FXD .01UF +80-20% 100VDC 
CAPACITOR-FXD .01UF +80-20% 100VDC 
CAPACITOR-FXD .01UF +80-20% 100VDC 


CAPACITOR-FXD .01UF +80-20% 100VDC 
CAPACITOR-FXD .O01UF +80-20% 100VDC 


DIODE-SWITCHING 30V SOMA 2NS DO-35 
DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 
DIODE-VVC 82PF 5% C2/C20-MIN=2 BYR=20V 


RELAY 1C 24VDC-COIL 2A 220VAC 


Replaceable Parts 


Mfr Part Number 


C4-1/8-TO-1211-F 
MF-1/2-T0-75R0-F 


CW2B1-3-T2-39/100-J 


BWH2-2R2-J 


1251-2035 


1200-0043 
0340-0162 
08660-20173 


3160-0056 


3160-0087 


08660-00063 
08660-00064 
0403-0026 


08660-60336 


0160-3679 


0490-0643 


0698-3629 


0960-0443 


0160-4065 
2110-0365 


2110-0303 


0839-0006 


08660-60014 


30D506G025CC2 
150D476X7006B2 
150D226X9015R2 
30D206G050CC2 
0150-0121 


0160-3459 
0150-0121 
0150-0121 
0160-3459 
0160-0174 


0160-2055 
0160-0386 
0160-2204 
0160-4084 


0160-0386 
0160-0386 
0160-2055 
0160-2055 
0160-2055 


0160-2055 
0160-2055 


1901-0040 
1901-0040 
0122-0299 


0490-0643 


9100-1629 INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
9140-0114 INDUCTOR RF-CH-MLD 10UH 10% .166DX.385LG 9140-0114 
9100-1629 INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
9100-1629 INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
08660-80025 COIL-—650NH 08660-80025 


See introduction to this section for ordering information 
*Indicates factory selected value 
PBACKDATING INFORMATION IN SECTION VII 6-29 


Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 
Designation 


Description Mfr Part Number 


ABL& 9140-0179 
ASL7 9140-0179 


INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 


9140-0179 
9140-0179 


oe 


aba1 1854-0092 
asQe 1854-0345 
ABas 1853-0451 
As8Q4 1853-0451 
Asas 1853-0451 


TRANSISTOR NPN SI PD=200MW FT=600MHZ 

TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 


1854-0092 
2N5179 
2N3799 
2N3799 
2N3799 


Asge 1854-0087 
A8Q7 1855-0081 


asas 1853-0036 
ABQ? 1853-0036 
asaidt 1853-0036 
asqiit 1853-0036 
agai2 1854-0087 


TRANSISTOR NPN SI PD=360MW FT=7SMHZ 
TRANSISTOR J-FET N-CHAN D-MODE SI 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 


1854-0087 
1855-0081 
1853-0036 
1853-0036 
1853-0036 


TRANSISTOR PNP SI PD=310%W FT=250MHZ 
TRANSISTOR NPN SI PD=360MW FT=75MHZ 


1853-0036 
1854-0087 


An NNNHKA BwUnaon 


ABR1 NOT ASSIGNED 


ABR2 
ABRS 
ABR4 
ABRS 


ABR6E 
ABR7 
ABRB 
ABR? 
ABR10 


ABR11 
ABR12 
ABR13 
ABR14 
ABRIS 


ABR1I6 
ABR17 
ABR1S* 
ABR19 
ABR20 


ABR21 
ABR22 
ABR23 
ASR24 
ABR25* 


ABR26 
ABR27 
ABR28 
ABR29 
ABRI0 


ABRS1 
ABRI2 
ABR33 
ABR34 
ABRIS 


ABRI6 
ABR37 
ABRIB 


0757-0428 
0757-0428 
0757-0428 
0757-0428 


tt 


0757-0442 
0757-0442 
0757-0442 
0757-0442 
0757-0479 


nwovwov 


0757-0472 
0757-0465 
0698-3228 


oru 


0698-3155 


_ 


0757-0442 
0698-3151 
0698-3157 
0757-0200 
0757-0199 


0698-0085 
0757-0421 
0698-4037 
2100-1760 
0698-4002 


weNobro WNUAand 


2100-1759 
0698-3157 
0698-3158 


bur 


0698-3156 


0757-0441 
0757-0279 
0698-0082 
0757-0443 
0757-0199 


~ WeNow Nn 


0757-0442 


0757-0401 


RESISTOR 1.62K 1% 
RESISTOR 1.62K 1% 
RESISTOR 1.62K 1% 
RESISTOR 1.62K 1% 


RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 392K 1% 


RESISTOR 200K 1% 
RESISTOR 100K 1% 
RESISTOR 49.9K 1% 
NOT ASSIGNED 
RESISTOR 4.64K 1% 


RESISTOR 10K 1%. 
RESISTOR 2.87K 1% 
RESISTOR 19.6K 1% 
RESISTOR 5.62K 1% 
RESISTOR 21.5K 1% 


RESISTOR 2.61K 1% 
RESISTOR 6825 1% . 
RESISTOR 46.4 1% 


.125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 
.125W F TC=0+-100 


-125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 


.125W F TC=0+-100 


-125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 


-125W F TC=0+-100 


125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 


-125W F TC=0+-100 
125W F TC=0+-100 
-125W F TC=0+-100 


RESISTOR-TRMR SK SX WW SIDE-ADJ 1-TRN 
-125W F TC=0+-100 


RESISTOR 


SK 1% 


RESISTOR-TRMR 2K SX WW SIDE-ADJ 1-TRN 
-125W F TC=0+-100 
-125W F TC=0+-100 


RESISTOR 
RESISTOR 


19.6K 
23.7K 


NOT ASSIGNED 


RESISTOR 


RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 


RESISTOR 


14.7K 


8.25K 
3.16K 
464 1% 
11K 1% 
21.5K 


10K 1% 


NOT ASSIGNED 


RESISTOR 


100 1% 


1% 
1% 


1% 
1% 
1% 


1% 


.125W F TC=0+-100 


-125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 


-125W F TC=0+-100 


-125W F TC=0+-100 


C4-1/8-T0-1621-F 
C4-1/8-T0-1621-F 
C4-1/8-T0-1621-F 
C4-1/8-T0-1621-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 


MF 4C1/8-T0-3923-F 


C4-1/8-T0-2003-F 
C4-1/8-T0-1003-F 
0698-3228 


C4-1/8-T0-4641-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-2871-F 
C4-1/8-T0-1962-F 
C4-1/8-T0-5621-F 
C4-1/8-T0-2152-F 


C4-1/8-T0-2611-F 
C4-1/8-T0-825R-F 
C4-1/8-T0-46R4-F 
2100-1760 

C4-1/8-T0-5001-F 


2100-1759 
C4-1/8-T0-1962-F 
C4-1/8-T0-2372-F 


C4-1/8-T0-1472-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-4640-F 
C4~-1/8-T0-1102-F 
C4-1/8-T0-2152-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-101-F 


CBe245 
C4-1/8-T0-1783-F 


RESISTOR 820K 5% .25W FC TC=-800/+900 
RESISTOR 178K 1% .125W F TC=0+-100 


ABRII 0683-8245 
ABR40 0698-3243 


C4-1/8-T0-1002-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-5621-F 
C4-1/8-T0-4221-F 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 
RESISTOR 464 1% .125W F TC=0+-100 
RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 


ABR41 0757-0442 
ABR42 0698-3440 
ABRAS 0698-0082 
ABR44 0757-0200 
ABR4S 0698-3154 


ONNN YO DWC 


C4-1/8-T0-348R-F 
C4-1/8-T0-121R-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-147R-F 


RESISTOR 348 .125W F TC=0+-100 
RESISTOR 121 -125W F TC=0+-100 
RESISTOR 316 .125W F TC=0+-100 
RESISTOR 348 -125W F TC=0+-100 
RESISTOR 147 .125W F TC=0+-100 


ABR46 0698-3445 
ABR47 0757-0403 
ABR48 0698-3444 
ABR49 0698-3445 


ASRSO 0698-3438 


SN7400N 
SN7400N 
N8290N 


IC GATE TTL NAND QUAD 2-INP 
IC GATE TTL NAND QUAD 2-INP 
IC CNTR TTL DECD NEG-EDGE-TRIG 


AsuU1 1820-0054 
ase 1820-0054 
ABUS 1820-0450 


anu anew 


08660-60045 


Aa? 08660-60045 CABLE ASSEMBLY, LOOP BOX 


8120-1614 CABLE-FL-RBN 28AWG 28-CNDCT GRA-JKT 8120-1614 


08660-60037 | 9 BOARD ASSEMBLY, DIGITAL PROGRAM 08660-60037 


See introduction to this section for ordering information 
*Indicates factory selected value 
BACKDATING INFORMATION IN SECTION VII. 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 


Designation Mfr Part Number 


Description 


AVAIE1 0360-1636 CABLE TRANSITION 34-TERM INSUL DSPL TYPE 0360-1636 
TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 


APAIR1I 0698-7210 
AVAIR2 0698-7210 
AVAIRS 0698-7210 
APAIR4A 0698-7210 
APAIRS 0698-7210 


RESISTOR 82.5 1% .05wW 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 


C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 


C3-—1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 


RESISTOR 82.5 1% .05w 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 


TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 


APAIRS 0698-7210 
AVAIR7 0698-7210 
APAIRS 0698-7210 
APALRP 0698-7210 
APA1R10 0698-7210 


NNNNN NNNNN of 
7TH TATA 


APVAIRI1 0698-7210 
APAIR12 0698-7210 
APVAIR13 0698-7210 
AVAIR14 0698-7210 
APVAIRIS 0698-7210 


RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 


TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 


C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 


APAIRI6 0698-7210 
APAIRI7 0698-7210 
AVA1R18 0698-7210 
APAIRI9 0698-7210 
AVA1R20 0698-7210 


RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05wW 


TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 


C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 


NNNNN NNNNN 
mam. .AT 7A 


APAIR21 0698-7210 
AVAIR22 0698-7210 
APAIR23 0698-7210 
APAIR24 0698-7210 
AVAIR25 0698-7210 


RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05W 


TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 


C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 


APAIR26 0698-7210 
AVAIR27 0698-7210 
AVAIR28 0698-7210 


RESISTOR 82.5 1% .05W 
RESISTOR 82.5 1% .05wW 
RESISTOR 82.5 1% .05W 


TC=0+-100 
TC=0+-100 
TC=0+-100 


C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 
C3-1/8-T00-82R5-G 


NNN NNNNN 
7am 7TATATHT 


A10 08660-60013 BOARD ASSEMBLY, N3 PHASE DETECTOR 


(EXCEPT OPTION 004) 


08660-60013 


0160-2055 
0160-2055 
30D506G6025CC2 


€10C1 0160-2055 
A10C2 0160-2055 
A10C3 0180-0058 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD SOUF+75-10% 25VDC AL 


A10C4 
A10C5 


A10Cé 


0180-2206 
0180-0228 


0150-0121 


CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 


60UF+-10% 6VDC TA 
22UF+-10% 15VDC TA 


-1UF +80-20% SOVDC CER 


150D606X9006B2 
150D226X9015B2 


0150-0121 


€10C7 0150-0121 
A10C8 0160-0157 
€10C9 0160-2055 
A10C10 0150-0121 


CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD 4700PF +-10% 200VDC POLYE 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 


0150-0121 
0160-0157 
0160-2055 
0150-0121 


A10C11 0150-0121 
a10ci2 0160-2055 
€10C13 0140-0172 
A10C14 0180-0229 
€10C15 0160-2055 


CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD 3000PF +-1% 100VDC MICA 
CAPACITOR-FXD 33UF+-10% 10VDC TA 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 


0150-0121 
0160-2055 
DM19F302F0100WV1CR 
150D336x9010B2 
0160-2055 


A10C16 0150-0121 
A10C17 0150-0121 
A10C18 0150-0121 
A10C019 0160-2055 
A10C20 0160-2055 


CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 


0150-0121 
0150-0121 
0150-0121 
0160-2055 
0160-2055 


9 
9 
0 
4 
& 
5 
5 
8 
9 
5 
i) 
9 
5S 
7 
9 
3 
5 
=] 
9 
9 


€10C21 0160-2055 
A10C22 0160-3539 
A10C23 0160-2453 
A10C24 0170-0040 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 
CAPACITOR-FXD 820PF +-5% 100VDC MICA 
CAPACITOR-FXD .22UF +-10% 80VDC POLYE 
CAPACITOR-FXD .047UF +-10% 200VDC POLYE 


0160-2055 
0160-3539 
0160-2453 
292P 47392 


weow 


A10CR1i 1901-0040 
A10CR2 1701-0040 
A10CR3 1901-0179 
A10CR4 1901-0179 


DIODE-SWITCHING 30V SOMA 2NS DO-35 
DIODE-SWITCHING 30V SOMA 2NS DO-35 
DIODE-SWITCHING 15¥ S0MA 750PS DO-7 
DIQDE-SWITCHING 15¥ 50MA 750PS DO-7 


1901-0040 
1901-0040 
1901-0179 
1901-0179 


NAB 


A10L1 9100-1629 
A10L2 9140-0114 
A10L3 9100-1629 
A1OL4 9140-0179 
A10L5 9100-1650 


INDUCTOR RF-CH-MLD 47UH 5% .166DX,.385LG 

INDUCTOR RF-CH-MLD 10UH 10% .166DX,385LG 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 

INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 680UH 5% .2DX.45LG 


9100-1629 
9140-0114 
9100-1629 
9140-0179 
9100-1650 


He DDD 


A10L6 9140-0114 
A10L7 9100-1652 


INDUCTOR RF-CH-MLD 10UH 10% .166DX,385LG 
INDUCTOR RF-CH-MLD 820UH 5% .2DX.45LG 


9140-0114 
9100-1652 


Ab 


A10Q1 1853-0034 
€1092 1853-0034 
A10Q3 1853-0034 
A10Q4 1855-0049 
a10a5 1854-0045 


TRANSISTCR PNP SI TO-18 PD=360MW 
TRANSISTOR PNP SI TO-18 PD=360MW 
TRANSISTOR PNP SI TO-18 PD=360MW 
TRANSISTOR-JFET DUAL N-CHAN D-MODE SI 
TRANSISTOR NPN SI TO-18 PD=500MW 


1853-0034 
1853-0034 
1853-0034 
1855-0049 
1854-0045 


Ueoes 


See introduction to this section for ordering information 


*Indicates factory selected value 6-31 


Replaceable Parts 


Reference 


Designation 


A10Q6 
A10Q7 


A10R1 
A10R2 
A10R3 
A10R4 
A10RS 


A10R6 
A10R7 
A10RE 
A10R9 
€10R10 


A10R11 
A10R12 
A10R13 
A10R14 
A10R15 


A10R16 
A10R17 
A10R18 
A10R19 
A10R20 


A10R21 
A10R22 
A10R23 
A10R24 
A10R25 


A10R26 
A10R27 
A10R28 
A10R29 
A10R30 


A10R31 
A10R32 
A10R33 
A10R34 
A10R35 


A10R36 
A10T1 


A10uU1 
A10v2 
A10U3 
A10U4 
A10US 


A10U6 
A10U7 


All 


All 


€11C1 
A11C2 
A11C3 
A11C4 
€11C5 


A11C6& 
A11C7 
€11C8 
A11C9 
A11C10 


€11C11 
€11C12 
A11C13 
€11C14 
€11C15 


A11C16 
A11C17 
€11C18 
€11C19 
€11C20 


€11C21 
A11C22 
€11C23 
A11C24 
A11C25 


HP Part 
Number 


1853-0015 
1854-0092 


0698-0082 
0757-0289 
0757-0439 
0698-0085 
0757-0416 


0698-3446 
0757-0424 
0757-0416 
0757-0442 
0757-0442 


0698-3450 
0757-0447 
0757-0424 
0757-0416 
0757-0421 


0757-0424 
0698-3430 
0698-3447 
0757-0279 
0757-0421 


0757-0442 
0757-0279 
0757-0279 
0698-3153 
0757-0394 


0757-0394 
0757-0416 
0757-0416 
0757-0442 
0757-0200 


0757-0424 
0757-0438 
0757-0444 
0757-0424 
0757-0444 


0757-0280 
08660-80001 


1820-1213 
1820-1213 
1820-1203 
1820-0751 
1820-0751 


1820-0751 
1820-0054 


08660-60019 


08660-60040 


0150-0121 
0180-0058 
0180-1704 
0180-2214 
0150-0121 


0160-0174 
0180-0049 
0160-0174 
0180-0116 
0180-2210 


0150-0121 
0180-0374 
0160-2055 
0160-0386 
0160-4084 


0160-4084 
0121-0059 
0160-2204 
0160-0386 
0160-0386 


0160-2055 
0160-2055 
0160-2055 
0160-2055 
0180-0228 
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Table 6-3. Replaceable Parts 


Description 


TRANSISTOR PNP 


SI PD=200MW FT=SO0MHZ 


TRANSISTOR NPN SI PD=200MW FT=600MHZ 


RESISTOR 464 1 
RESISTOR 13.3K 
RESISTOR 6.81K 
RESISTOR 2.61K 
RESISTOR 511 1 


RESISTOR 383 1 
RESISTOR 1.1K 
RESISTOR 511 1 
RESISTOR 10K 1 
RESISTOR 10K 1 


RESISTOR 42.2K 
RESISTOR 16.2K 
RESISTOR 1.1K 
RESISTOR 511 1 
RESISTOR 825 1 


RESISTOR 1.1K 
RESISTOR 21.5 
RESISTOR 422 1 
RESISTOR 3.16K 
RESISTOR 625 1 


RESISTOR 10K 1 
RESISTOR 3.16K 
RESISTOR 3.16K 
RESISTOR 3.83K 
RESISTOR 51.1 


RESISTOR 51.1 

RESISTOR 511 1 
RESISTOR 511 1 
RESISTOR 10K 1 
RESISTOR 5.62K 


RESISTOR 1.1K 
RESISTOR 5.11K 
RESISTOR 12.1K 
RESISTOR 1.1K 
RESISTOR 12.1K 


RESISTOR 1K 1% 


TRANSFORMER, S 


FF TTL LS J 


x .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 

xX .125W F TC=0+-100 


xX .125W F TC=0+-100 
1X .125W F TC=0+-100 
X .125W F TC=0+-100 
X% .125W F TC=0+-100 
x .125W F TC=0+-100 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
% .125W F TC=0+-100 
xX .125W F TC=0+-100 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
x% .125W F TC=0+-100 

1% .125W F TC=0+-100 
xX .125W F TC=0+-100 


% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 

1% .125W F TC=0+-100 


1% .125W F TC=0+-100 

x .125W F TC=0+-100 

x .125W F TC=0+-100 

xX .125W F TC=0+-100 
1% .125W F TC=0+-100 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 

1X .125W F TC=0+-100 
1% .125W F TC=0+-100 
.125W F TC=0+-100 

AMPLER 


-K NEG-EDGE-TRIG PRESET 


FF TTL LS 


GATE 
CNTR 
CNTR 


CNTR 
GATE 


TTL 
TTL 
TTL 


TTL 
TTL 


J-K NEG-EDCE-TRIG PRESET 
LS AND TPL 3-INP 
DECD NEG-EDGE-TRIG PRESET 
DECD NEG-EDGE-TRIG PRESET 


DECD NEG-EDGE-TRIG PRESET 
NAND QUAD 2-INP 


BOARD ASSEMBLY 
(EXCEPT OPTI 
BOARD ASSEMBLY 
(OPTION 004 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-V TR 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


» SL2 OSCILLATOR 

ON 004) 

» N2 LOOP-SL1 LOOP COUPLER 
ONLY) 


.1UF +80-20% SOVDC CER 
SOUF+75-10% 25VDC AL 
47UF+-10% 6VDC TA 
90UF+75-10% 16VDC AL 
-1UF +80-20% SOVDC CER 


-47UF +80-20% 25VDC CER 
20UF+75-10% SOVDC AL 
.47UF +80-20% 25VDC CER 
6.8UF+-10% 35VDC TA 
2UF+50-10% 1S50VDC AL 


.-1UF +80-20% SOVDC CER 
10UF+-10% 20YDC TA 

-O1UF +80-20% 100VDC CER 
3.3PF +-.25PF SOOVDC CER 
.1UF +-20% SOVDC CER 


.1UF +#-20% SOVDC CER 
MR-CER 2-8PF 350Y PC-MTG 
100PF +-5% 300VDC MICA 
3.3PF +-.25PF SOOVDC CER 
3.3PF +-.25PF SOOVDC CER 


.-01UF +80-20% 100VDC CER 
-O1UF +80-20% 100VDC CER 
.O1UF +80-20% 100Y¥DC CER 
-O1UF +80-20% 100VDC CER 
22UF+-10% 15VDC TA 


Model 8660C 


Mfr Part Number 


1853-0015 
1854-0092 


C4-1/8-T0-4640-F 
MF 4C1/8-T0-1332- 
C4-1/8-T0-6811-F 
C4-1/8-T0-2611-F 
C4-1/8-TO0-S11R-F 


C4-1/8-T0-383R-F 
C4-1/8-T0-1101-F 
C4-1/8-T0-S11R-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-4222-F 
C4-1/8-T0-1622-F 
C4-1/8-T0-1101-F 
C4-1/8-T0-S11R-F 
C4-1/8-T0-825R-F 


C4-1/8-T0-1101-F 
PMESS-1/8-TO0-21R 
C4-1/8-T0-422R-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-825R-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-S1Rk1-F 


C4-1/8-TO-S1R1-F 
C4-1/8-T0-S11R-F 
C4-1/8-TO0-S11R-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-5621-F 


C4-1/8-T0-1101-F 
C4-1/8-TO0-S111-F 
C4-1/8-T0-1212-F 
C4-1/8-T0-1101-F 
C4-1/8-T0-1212-F 


C4-1/8-T0-1001-F 
08660-80001 


SN74LS113AN 
SN74LS113AN 
SN74LS11N 
SN74196N 
SN74196N 


SN74196N 
SN7400N 


08660-60019 


08660-60040 


0150-0121 
JopS06G025cC2 
150D476X9006B2 
30D906G016CC2 
0150-0121 


0160-0174 
30p206G050CC2 
0160-0174 
150D685X9035B2 
30D205F150BB2 


0150-0121 
150D106x9020B2 
0160-2055 
0160-0386 
0160-4084 


0160-4084 
304324 2/8PF NPO 
0160-2204 
0160-0386 
0160-0386 


0160-2055 
0160-2055 
0160-2055 
0160-2055 
150D226X9015B2 


F 


S-F 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 
Designation Number 


Description Mfr Part Number 


A11C26 0180-2207 CAPACITOR-FXD 100UF+-10% 10VDC TA 36289 150D107X9010R2 
A11C27 0180-0116 CAPACITOR-FXD 6,8UF+-10% 35VDC TA 56289 150D4685X9035B2 
€11C28 0160-2228 8 CAPACITOR-FXD 2700PF +-5% 300VDC MICA 28480 0160-2228 


A11CR1 1901-0040 
A11CR2 1901-0040 
A11CR3 1901-0040 
A11CR4 1901-0040 
A1L1CRS 1901-0040 


DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30V SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30Y¥ SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30V SOMA 2NS DO-35 28480 1901-0040 


tt et 


A11CR6& 1901-0040 
A11CR7 1901-0040 
A11CRB8 1901-0040 
A11CR9 1901-0040 
A11CR10 1901-0040 


DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 28480 1701-0040 
DIODE-SWITCHING 30¥ SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30¥ SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30V SOMA 2NS DO-35 28480 1901-0040 


a as 


A11CR11 1901-0040 
A11CR12 1901-0040 
A11CR13 0122-0264 
A11CR14 0122-0262 
A11CR15 1901-0040 


DIODE-SWITCHING 30V SOMA 2NS DO-35 28480 1901-0040 
DIODE-SWITCHING 30V SOMA 2NS DO-35 28480 1901-0040 
DIODE-VVC 1N5148A 47PF 5% C4/C60-MIN=3.2 04713 1NS148A 
DIODE-VVC 1N5147A 39PF 5% C4/C60-MIN=3.2 04713 1N5147A 
DIODE-SWITCHING 30V¥ SOMA 2NS DQ-35 28480 1901-0040 


Hoot 


A11CR16 1901-0518 DIODE-SM SIG SCHOTTKY 28480 1901-0518 
A11L1 9100-1629 
A11L2 9140-0114 
A11L3 9100-1629 
A11L4 9100-1629 
A11L5 9140-0179 


INDUCTOR RF-CH-MLD 47UH S% .166DX.385LG 28480 9100-1629 
INDUCTOR RF-CH-MLD 10UH 10% .166DX.385LG 28480 9140-0114 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 28480 9100-1629 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 28480 9100-1629 
INDUCTOR RF-CH-MLD 22UH 10% .166DX,385LG 28480 9140-0179 


“bDpPdDr> oO 


A11L6 9140-0179 
A11L7 9100-1629 
A11L8F 08660-80025 
A11L9 9140-0179 
A11L10 9140-0179 


INDUCTOR RF-CH-MLD 22UH 10% .166DX,385LG 28480 9140-0179 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 28480 9100-1629 
COIL-650NH 28480 08660-80025 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 28480 9140-0179 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG6 28480 9140-0179 


thea Modan 


A11L11 9140-0129 
€11L12 9100-0368 


INDUCTOR RF-CH-MLD 220UH 5% .166DX.385LG 28480 9140-0129 
INDUCTOR RF-CH-MLD 330NH 10% .105DX,26LG 28480 9100-0368 


€11Q1 1854-0092 
A112 1855-0081 
411Q3 1854-0345 
A114 1853-0451 
A11Q5 1853-0451 


TRANSISTOR NPN SI PD=200MW FT=600MHZ 28480 1854-0092 
TRANSISTOR J-FET N-CHAN D-MODE SI 28480 1855-0081 
TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 04713 2N5179 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 01295 2N3799 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 01295 2N3799 


A116 1854-0087 
A1107F 1853-0036 
41198 1853-0036 
1199 1853-0036 
A11Q10 1853-0036 


TRANSISTOR NPN SI PD=360MW FT=7S5SMHZ 28480 1854-0087 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 


A11Q11 1853-0036 
411Q12 1853-0036 
A11Q13 1853-0036 
A11Q14°F 1853-0036 
411915 1853-0451 


TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 01295 2N3799 


A11Q16 1853-0036 
€11Q1 1853-0036 
A11Q18 1853-0036 
A11Q1 1853-0036 
411920 1853-0036 


TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 28480 1853-0036 


A11R1 0698-0083 
A11R2 0698-0083 
A11R3 0698-0083 
A11R4 0698-0083 
A11R5 0757-0442 


RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-TO-1961-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0O-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 


A11R6 0757-0442 
A11R7 0757-0442 
A11R8 0757-0442 
A1LIRP 0757-0479 
A11R10 0757-0472 


RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 392K 1% .125W F TC=0+-100 19701 MF 4C1/8-T0-3923-F 
RESISTOR 200K 1% .125W F TC=0+-100 24546 C4-1/8-T0-2003-F 


A11R11 0757-0465 
A11R12 0698-3228 
A11R13 0757-0274 
A11R14 0757-0460 
A11R15 2100-1760 


RESISTOR 100K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1003-F 
RESISTOR 49.9K 1% .125W F TC=0+-100 28480 0698-3228 
RESISTOR 1.21K 1% .125W F TC=0+-100 24546 C4-1/8-TO-1211-F 
RESISTOR 61.9K 1% .125W F TC=0+-100 24546 C4-1/8-T0-6192-F 
RESISTOR-TRMR SK S% WW SIDE-ADJ 1-TRN 28480 2100-1760 


A11R16 0698-3156 
A11R17 0698-0083 
€11R18 0757-0442 
A11R19 2100-1759 
A11R20 0757-0439 


RESISTOR 14.7K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1472-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR 2K S% WW SIDE-ADJ 1-TRN 28480 2100-1759 

RESISTOR 6.81K 1% .125W F TC=0+-100 24546 C4-1/8-T0-6811-F 


A11R21 0757-0200 
A11R22 0757-0442 
A11R23 0698-3440 
A11R24 0698-3154 
A11R25 0698-0083 


RESISTOR 5.62K 1% ,125W F TC=0+-100 24546 C4-1/8-T0-5621-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 196 1% .125W F TC=0+-100 24546 C4-1/8-T0-196R-F 
RESISTOR 4.22K 1% .125W F TC=0+-100 24546 C4-1/8-T0-4221-F 
RESISTOR 1.96K 1% ,125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
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See introduction to this section for ordering information 
*Indicates factory selected value 
+ BACKDATING INFORMATION IN SECTION VII 6-33 


Replaceable Parts 


Reference 
Designation 


A11R26 


A11R30 


A11R31 


A11R35 


A11IRI6 


A11R40 


A11R41 


AL1IR4S 


A11R46 


A11R50 


A11R51 


A11R55 


A11R56 


A11R60 


A11R61 


A11R65 


A11IR66 


A11R70 


A11R71 


A11R76 


€11R80 


A11R81 


A11R85 


A11R86 


A11R90 


A11R91 


A11R9S 


A11IR96 


A11R100 


Number 


HP Part 


oe) 


0757-0442 


0757-0467 


0757-0466 


0698-3266 


0698-3459 


—-AeoD WUOODN WUANYND 


0698-3155 


0698-0083 


-nwvo 


0757-0405 


0698-3439 


0698-3445 


0698-3447 


UANNS Nosrvys 


0698-3258 


0698-3132 


2100-2633 


0757-0290 


ovwvomauw UWwOws 


0757-0279 


0757-0442 


0698-0083 


0757-0442 


0757-0442 


0757-0442 


0683-8245 


0698-3440 


0698-0082 


—“NWON NOWOW WMeKod Derowwo DOenuuv 


2100-2522 


0757-0123 


0698-0085 


0757-0402 


0757-0395 


Table 6-3. Replaceable Parts 


Description 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 121K 1% .125W TC=0+-100 
RESISTOR 110K 1% .125W TC=0+-100 


RESISTOR 237K 1% .125W 


F 
F 
F 

RESISTOR 178K 1% .125W F TC=0+-100 
F 
F TC=0+-100 
F 


RESISTOR 383K 1% .125W TC=0+-100 


RESISTOR 4.64K 1% F TC=0+-100 
RESISTOR 1.96K 1% F TC=0+-100 
RESISTOR 162 1% TC=0+-100 
RESISTOR 178 1% TC=0+-100 


F 

F 

‘ F 

RESISTOR 287 : F TC=0+-100 

RESISTOR 348 F TC=0+-100 
F 


RESISTOR 422 TC=0+-100 


RESISTOR 5.36K 1% .125W F TC=0+-100 
RESISTOR 261 1% .125W F TC=0+-100 


RESISTOR-TRMR 1K 10% C SIDE-ADJ 1-TRN 


RESISTOR 6.19K 1% .125W F TC=0+-100 


RESISTOR 3.16K 1% .125W F TC=0+-100 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 1.96K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 820K 5X .25W FC TC=-800/+900 


RESISTOR 196 1% .125W F TC=0+-100 


RESISTOR 464 1% .125W F TC=0+-100 


RESISTOR-TRMR 10K 10% C SIDE-ADJ 1-TRN 


RESISTOR 34.8K 1% .125W F TC=0+-100 


RESISTOR 2.61K 1% .125W F TC=0+-100 
RESISTOR 110 1% .125W F TC=0+-100 


RESISTOR 56.2 1% .125W F TC=0+-100 


Model 8660C 


Mfr Part Number 


C4-1/8-T0-1002-F 


A11R27 0757-0458 RESISTOR 51.1K 1% .125W F TC=0+-100 C4-1/8-T0-5112-F 
A11R28 0757-0461 RESISTOR 68.1K 1% .125W F TC=0+-100 C4-1/8-T0-6812-F 
A11R29 0757-0464 RESISTOR 90.9K 1% .125W F TC=0+-100 C4-1/8-T0-9092-F 


C4-1/8-T0-1213-F 
C4-1/8-T0-1103-F 


A11R32 0698-3243 RESISTOR 178K 1% .125W TC=0+-100 C4-1/8-T0-1783-F 
A11R33 0698-3243 C4-1/8-T0-1783-F 
A11RI4 0698-3266 RESISTOR 237K 1% .125W TC=0+-100 C4-1/8-T0-2373-F 


C4-1/8-T0-2373-F 


0698-3459 


A11R37 0698-3162 RESISTOR 46.4K 1% .125W F TC=0+-100 C4-1/8-T0-4642-F 
A11R38 0698-3155 RESISTOR 4.64K 1% .125W F TC=0+-100 C4-1/8-T0-4641-F 
A11R39 2100-2574 RESISTOR-TRMR SOO 10% C SIDE-ADJ 1-TRN ETSOXxS01 


C4-1/8-T0-4641-F 


C4-1/8-T0-1961-F 


A11R42 0757-0442 RESISTOR 10K 1% TC=0+-100 C4-1/8-T0-1002-F 
A11R43 0698-3442 RESISTOR 237 1% TC=0+-100 C4-1/8-T0-237R-F 
A11R44 0698-3437 RESISTOR 133 1% TC=0+-100 C4-1/8-T0-133R-F 


C4-1/8-T0-162R-F 


C4-1/8-T0-178R-F 


A11R47 0698-3440 RESISTOR 196 1% TC=0+-100 C4-1/8-T0-196R-F 
A11R48 0698-3132 RESISTOR 261 TC=0+-100 C4-1/8-T0-2610-F 
A11R49 0698-3443 C4-1/8-T0-287R-F 


C4-1/8-T0-348R-F 


C4~-1/8-T0-422R-F 


A11R52 0698-0082 RESISTOR 464 ' F TC=0+-100 C4-1/8-T0-4640-F 
A1LIRSS 0757-0317 RESISTOR 1.33K 1% .125W F TC=0+-100 C4-1/8-T0-1331-F 
A11R54 2100-2574 RESISTOR-TRMR S00 10% C SIDE-ADJ 1-TRN ETSOx501 


C4-1/8-T0-5361-F 


C4-1/8-T0-2610-F 


A11R57 0757-0834 RESISTOR 5.62K 1% .SW F TC=0+-100 0757-0834 
A11R58 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-TO-1961-F 
A1LIRS? 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


ETSox102 
MF 4C1/8-T0-6191-F 


A11R62 0757-0441 RESISTOR 8.25K 1% .125W F TC=0+-100 C4-1/8-T0-8251-F 
A11R63 06978-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-TO-1961-F 
A11R64 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


C4-1/8-T0-3161-F 


C4-1/8-T0-1002-F 


A11R67 2100-2633 RESISTOR-TRMR 1K 10% C SIDE-ADJ 1-TRN ETS0x102 
A11R68 0757-0440 RESISTOR 7.5K 1% .125W F TC=0+-100 C4-1/8-T0-7501-F 
A11R69 0757-0444 RESISTOR 12,1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 


C4-1/8-TO-1961-F 


C4-1/8-T0-1002-F 


A11R72 0698-3157 RESISTOR 19.6K 1% .125W F TC=0+-100 C4-1/8-T0-1962-F 
A11R73 2100-2521 RESISTOR-TRMR 2K 10% C SIDE-ADJ 1-TRN ETSox202 

A11R74 0757-0288 RESISTOR 7.09K 1% .125W F TC=0+-100 MF 4C1/8-T0-9091-F 
A11R75 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-T0-1961-F 


C4-1/8-T0-1002-F 


A11R77 2100-2521 RESISTOR-TRMR 2K 10% C SIDE-ADJ 1-TRN ETS0x202 
A11R78 0757-0444 RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
A1IRIP 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-TO-1961-F 


C4-1/8-T0-1002-F 
CB8245 


A11RB2 0698-3243 RESISTOR 178K 1% .125W F TC=0+-100 C4-1/8-T0-1783-F 
A11R83 2100-2489 RESISTOR-TRMR SK 10% C SIDE-ADJ 1-TRN ETSOxS02 
A11R84 0698-3136 RESISTOR 17.8K 1% .125W F TC=0+-100 C4-1/8-T0-1782-F 


C4-1/8-T0-196R-F 


C4-1/8-T0-4640-F 


A11R87 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-T0-1961-F 
A11R88 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
A11R89 0757-0200 RESISTOR 5.62K 1% .125W F TC=0+-100 C4-1/8-T0-5621-F 


ETS0x103 
0757-0123 


3 
A11R92 0757-0403 2 RESISTOR 121 1% .125W F TC=0+-100 C4-1/8-T0-121R-F 
A11R93 0698-3154 0 RESISTOR 4.22K 1% .125W F TC=0+-100 C4-1/8-T0-4221-F 
A11R94 0698-3444 1 RESISTOR 316 1% .125W F TC=0+-100 C4-1/8-T0-316R-F 
0 


C4-1/8-T0-2611-F 


C4-1/8-T0-111-F 


1 
A11R97 0757-0288 1 RESISTOR 9.09K 1% .125W F TC=0+-100 MF 4C1/8-T0-9091-F 
A11R98 0698-0085 0 RESISTOR 2.61K 1% ,125W F TC=0+-100 C4-1/8-T0-2611-F 
A11R99 0757-0421 4 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 
1 


C4-1/8-T0-S6R2-F 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


€11R101 
€11R102 
A11R103 
A11R104 
A11R105 


A11R106 
A11R107 


€11U1 
€11U2 
A€11U3 


A12C1 
A12C2 
A12C3 
A12C4 
412C5 


412C6 
A12C7 
412C8 
A12C9 
€12T10 


€12C11 
Ai2ci2 
A12C13 
A12C014 
€12C15 


A12C16 
A12C17 
€12C18 
€12C19 
A12C20 


€A12C21 
A12C22 
Al2C23 
A12C24 
412025 


A12E1 


Ai2.1 
Al2L2 
A12L3 
A12L4 
A12L5 


Al2L6 
A12L7 


A12Q1 
a1292 
A123 
A12Q4 
41285 


A126 
€12Q7 
A12Q) 

A12a9 
A12Q1 


a12Q11f 
A12Q12 


A12R1 
A12R2 
A12R3 
A12R4 
A12R5 


A12R6 
A12R7 
A12R8 
A12R9 
A12R10 


A12R11 


HP Part 
Number 


0698-3439 
0698-3444 
0698-3438 
06978-0082 
0757-0442 


0698-3441 
0757-0280 


1820-0054 
1820-0214 
1820-0054 


08660-60018 


08660-60040 


0160-0174 
0180-2207 
0160-0174 
0160-0174 
0160-0174 


0180-0058 
0160-2055 
0150-0121 
0160-0361 
0160-2055 


0160-0301 
0160-2261 
0160-2261 
0160-0174 
0180-2141 


0160-2055 
0180-0058 
0160-0299 
0160-0939 
0160-0174 


0160-0299 
0180-0291 
0160-2055 
0160-3534 
0180-0291 


10534C 


9140-0179 
9140-0114 
9140-0179 
9100-1621 
9140-0179 


9140-0179 
9100-1658 


1853-0015 
1854-0092 
1854-0092 
1854-0092 
1854-0092 


1854-0092 
1854-0092 
1853-0036 
1853-0036 
1853-0036 


1853-0036 
1854-0092 


0757-0399 
0757-0400 
0757-0399 
0698-3151 
0698-3151 


0698-3445 
0757-0416 
0757-0441 
0757-0279 
0757-0420 


0698-3442 


usu Wao WNW db 


wo OuUs 


oO We ows wrpwucowd FUP wPrudo 


ts oe a 


‘Table 6- 


3. Replaceable Parts 


Description 


RESISTOR 178 
RESISTOR 316 
RESISTOR 147 
RESISTOR 464 
RESISTOR 10K 


RESISTOR 215 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 

F 


1% .125W TC=0+-100 


RESISTOR 1K 1% .125W F TC=0+-100 


IC GATE TTL NAND QUAD 2-INP 
IC DCDR TTL BCD-TO-DEC 4-TO-10-LINE 
IC GATE TTL NAND QUAD 2-INP 


BOARD ASSEMBLY, SL2 DETECTOR 
(EXCEPT OPTION 004) 
BOARD ASSEMBLY, N2 LOOP-SL1 LOOP COUPLER 


(OPTION 004 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


ONLY?) 


-47UF +80-20% 25VDC CER 
100UF+-10% 10VDC TA 

-47UF +80-20% 25VDC CER 
-47UF +80-20% 25VDC CER 
»-47UF +80-20% 25VDC CER 


SOUF+75-10% 25VDC AL 
.Q1UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 
-Q12UF +-10% 200VDC POLYE 
-O1UF +80-20% 100VDC CER 


.012UF +-10% 200VDC POLYE 
15PF +-5% SOOVDC CER 0+-30 
1SPF +-5% SOOVDC CER 0+-30 
-47UF +80-20% 25VDC CER 
3.3UF+-10% SOVDC TA 


-O1UF +80-20% 100VDC CER 
SOUF+75-10% 25VDC AL 
1800PF +-10% 200VDC POLYE 
430PF +-5% 300VDC MICA 
-47UF +80-20% 25VDC CER 


1800PF +-10% 200VDC POLYE 
1UF+-10% 35VDC TA 

-O1UF +80-20% 100VDC CER 
S10PF +-5% 100VDC MICA 
1UF+-10% 35VDC TA 


MIXER, 200 7HZ 


INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 10UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 18UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 


INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 1.6MH 5% .23DX.57LG 


TRANSISTOR PNP SI PD=200MW FT=S00MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 


TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 


TRANSISTOR PNP SI PD=310MW FT=250MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 


RESISTOR 82.5 
RESISTOR 90.9 
RESISTOR 82.5 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 


RESISTOR 2.87K 1% .125W F TC=0+-100 
RESISTOR 2.87K 1% .125W F TC=0+-100 


RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 


RESISTOR 


348 1% .125W F 


511 1% .125wW 


F 


8.25K 1% .125W 


3.16K 1% .125 
750 1% .125W 


237 1% .125W 


W 
= 


F 


TC=0+-100 
TC=0+-100 
F TC=0+-100 
F TC=0+-100 
TC=0+-100 


TC=0+-100 


Replaceable Parts 


Mfr Part Number 


C4-1/8-T0-178R-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-147R-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-215R-F 
C4-1/8-T0-1001-F 


SN7400N 
SN7442AN 
SN7400N 


08660-60018 


08660-60040 


0160-0174 
150D107X9010R2 
0160-0174 
0160-0174 
0160-0174 


30D506G6025CC2 
0160-2055 
0150-0121 
0160-0301 
0160-2055 


0160-0301 
0160-2261 
0160-2261 
0160-0174 
150D335x9050B2 


0160-2055 
30D5066025CC2 
0160-0299 
0160-0939 
0160-0174 


0160-0299 
150D105x9035a2 
0160-2055 
0160-3534 
150D105x9e35A2 


10534C 


9140-0179 
9140-0114 
9140-0179 
9100-1621 
9140-0179 


9140-0179 
9100-1658 


1853-0015 
1854-0092 
1854-0092 
1854-0092 
1854-0092 


1854-0092 
1854-0092 
1853-0036 
1853-0036 
1853-0036 


1853-0036 
1854-0092 


C4-1/8-T0-82R5-F 
C4-1/8-T0-90R9-F 
C4-1/8-T0-82R5-F 
C4-1/8-T0-2871-F 
C4-1/8-T0-2871-F 


C4-1/8-T0-348R-F 
C4-1/8-T0-511R-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-751-F 


C4-1/8-T0-237R-F 


A12R12 0757-0440 RESISTOR 7.5K 1% .125W F TC=0+-100 
A12R13 0757-0394 RESISTOR 51.1 1% .125W F TC=0+-100 
A12R14 NOT ASSIGNED 

A12R15 0757-0294 RESISTOR 17.8 1% .125W F TC=0+-100 


C4-1/8-T0-7501-F 
C4-1/8-T0-S1R1-F 


oNwW WoONN NNUYVU NN NNNMNMY NNNYMN De 


) 


MF 4C01/8-T0-17R8-F 


See introduction to this section for ordering information 


*Indicates factory selected value 
a a INFORMATION IN SECTION VII 6-35 


Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


Reference HP Part 


Designation 


Description Mfr Part Number 


oo 


0757-0280 RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 


A12R16 


A12R17 0757-0280 RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
A12R18 0757-0421 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 
A12R19 0757-0280 RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 


A12R20 0757-0421 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 


A12R21 0698-0082 RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 


A12R22 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-TO-1961-F 
A12R23 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-T0-1961-F 
A12R24 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-TO-1961-F 


A12R25 0698-0083 RESISTOR 1.96K 1% .125W F TC=0+-100 C4-1/8-TO-1961-F 


A12R26 0698-0082 RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 


A12R27 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
A12R28 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
A12R29 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
A12R30 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


A12R31 0683-3955 RESISTOR 3.9M SX .25W FC TC=-900/+1100 CB3955 


A12R32 0683-2055 RESISTOR 2M SX .25W FC TC=-900/+1100 cB2055 
A12R33 0683-1055 RESISTOR 1M 5X .25W FC TC=-800/+900 CB1055 
A12R34 0698-3263 RESISTOR SO00K 1% .125W F TC=0+-100 0698-3263 


A12R35 0757-0200 RESISTOR 5.62K 1% .125W F TC=0+-100 C4-1/8-T0-5621-F 


A12R36 0698-3441 RESISTOR 215 1% .125W F TC=0+-100 C4-1/8-T0-215R-F 


A12R37 2100-2633 RESISTOR-TRMR 1K 10% C SIDE-ADJ 1-TRN ETSO0x102 
A12R38 0757-0200 RESISTOR 5.62K 1% .125W F TC=0+-100 C4-1/8-T0-5621-F 
A12R39 0698-3150 RESISTOR 2.37K 1% .125W F TC=0+-100 C4-1/8-T0-2371-F 


SCFNUD NNUND CWWWVWON AMDADYN #SWEeWW 


A12R40 0757-0418 RESISTOR 619 1% .125W F TC=0+-100 C4-1/8-T0-619R-F 


A12R41 0698-3155 RESISTOR 4.64K 1% .125W F TC=0+-100 C4-1/8-T0-4641-F 


A12R42 0757-0280 RESISTOR 1K 1% .125W F TC=0+-100 C4~-1/8-T0-1001-F 
A12R43 0757-0421 RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 
A12R44 0698-3443 RESISTOR 287 1% .125W F TC=0+-100 C4~-1/8-T0-287R-F 


A12R45 0698-3151 RESISTOR 2.87K 1% .125W F TC=0+-100 C4-1/8-T0-2871-F 


A12R46 0698-0084 RESISTOR 2.15K 1% .125W F TC=0+-100 C4-1/8-T0-2151-F 


eonNWUW No SsU~ 


A12R47 0757-0280 RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
A12R48 0757-0280 RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
A12R49 0698-0082 RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 
A12R50 0757-0401 RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 


RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 


0757-0280 


A12R51 


A12u1 1820-0054 IC GATE TTL NAND QUAD 2-INP SN7400N 
A12U2 1820-0077 IC FF TTL D-TYPE POS-EDGE-TRIG CLEAR SN7474N 
A12U3 1820-0054 IC GATE TTL NAND QUAD 2-INP SN7400N 
A12U4 1820-0054 IC GATE TTL NAND QUAD 2-INP SN7400N 


—-cnaanun Ww 


€12U5 1820-0068 IC GATE TTL NAND TPL 3-INP SN7410N 


IC GATE TTL NAND QUAD 2-INP SN7400N 
IC GATE TTL NAND QUAD 2-INP SN7400N 
IC GATE TTL NAND QUAD 2-INP SN7400N 
IC CNTR TTL DECD NEG-EDGE-TRIG PRESET SN74196N 


A12U6 
A12U7 
A12u8 
A12u9 


1820-0054 
1820-0054 
1820-0054 
1820-0751 


ounu 


BOARD ASSEMBLY, N2 OSCILLATOR r 08660-60012 
(EXCEPT OPTION 004) 

BOARD ASSEMBLY, N2 OSCILLATOR 08660-60339 
(OPTION 004 ONLY) 


08660-60012 


Als 


08660-60339 


Als 


A13C1 0180-0058 CAPACITOR-FXD SOUF+75-10% 25VDC AL 30D506G02S5CC2 


A13C2 0180-0228 CAPACITOR-FXD 22UF+-10% 1S5VDC TA 150D226X9015B2 
A13C3 0180-0049 CAPACITOR-FXD 20UF+75-10% SOVDC AL 30D206G050CC2 
A13C4 0180-2207 CAPACITOR-FXD 100UF+-10% 10VDC TA 150D107xX9010R2 


A13C5 0150-0121 CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 


0150-0121 CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 


A13C6 


oun Uunwero 


A13C7 0150-0121 CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
413C8 0160-3459 CAPACITOR-FXD .02UF +-20% 100VDC CER 0160-3459 
A13C9 NOT ASSIGNED 


A13C10 0180-0228 CAPACITOR-FXD 22UF+-10% 15VDC TA 150D226x9015B2 


ec 


A€13C11 0180-0116 CAPACITOR-FXD 6.8UF+-10% 35VDC TA 150D685X9035B2 


A13C12 0180-0228 CAPACITOR-FXD 22UF+-10% 15VDC TA 150D226x9015B2 
A13C13 0180-2210 CAPACITOR-FXD 2UF+50-10% 150VDC AL 30D205F1S50BB2 
A13C14 0180-0374 CAPACITOR-FXD 10UF+-10% 20VDC TA 150D106x7020B2 


A13C15 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


N@Oouw wuotr- 


A13C16 0160-0386 CAPACITOR-FXD 3.3PF +-—.25PF SOOVDC CER 0160-0386 
€13C17 0160-2204 CAPACITOR-FXD 100PF +-S5SX% 300¥DC MICA 0160-2204 
A13C18 0160-4084 CAPACITOR-FXD .1UF +-20% SOVDC CER 0160-4084 
€13C019 0121-0059 CAPACITOR-V TRMR-CER 2-8PF 350 PC-MTG 304324 2/8PF NPO 


A€13C20 NOT ASSIGNED 


0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A13C21 


A13C22 0160-0386 CAPACITOR-FXD 3.3PF +-.25PF SOOVDC CER 0160-0386 
A13C23 0160-0386 CAPACITOR-FXD 3.3PF +-.25PF SOOVDC CER 0160-0386 
A13C24 0160-2655 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A13C25 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 
Designation | Number 


Description Mfr Part Number 


A13C26 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
€13C€27 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A13C28 0160-3459 CAPACITOR-FXD .02UF +-20% 100VDC CER 0160-3459 
€13C29 0160-0163 CAPACITOR-FXD .033UF +-10% 200VDC POLYE 0160-0163 


A13CR1 1901-0040 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
A13CR2 NOT ASSIGNED 

A13CR3 1901-0040 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
A13CR4 1901-0040 1 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 
A13CRS 1901-0040 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 


A13CR6 1901-0040 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 
A13CR7 1901-0040 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
A13CR8 0122-0264 DIODE-VVC 1N5148A 47PF 5% C4/C60-MIN=3.2 1N5148A 
A1SCR9 0122-0262 DIODE-VVC 1N5147A 39PF SX C4/C60-MIN=3.2 1N5147A 
A13CR10 NOT ASSIGNED 


A13CR11 1901-0040 DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 1901-0040 
€13CR12 1901-0040 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
A13CR13 1901-0040 DIODE-SWITCHING 30Y SOMA 2NS DO-35 1901-0040 
A13CR14 1901-0040 DIODE-SWITCHING 30¥ SOMA 2NS DQ-35 1901-0040 
A13CR15 1901-0040 DIODE-SWITCHING 30Y SOMA 2NS DO-35 1901-0040 


A13CR16 1901-0040 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 


A13L1 9100-1629 
A13L2 9100-1629 
A13L3 9100-1629 
A13L4 . 9100-1629 
AISLS F 08660-80025 


INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
INDUCTOR RF-CH-MLD 47UH 5% .166DX,.385LG 9100-1629 
COIL-650NH 08660-80025 


NDdDpDd SD 


A13L6 9140-0179 
A13L7 9140-0179 
AIS8 9100-1674 


INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 9140-0179 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 9140-0179 
INDUCTOR RF-CH-MLD 7.5MH 5% .25DX.75LG 9100-1674 


TRANSISTOR NPN SI PD=200MW FT=600MHZ 1854-0092 
TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 2N5179 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 2N3799 
TRANSISTOR NPN SI PD=360MW FT=75MHZ 1854-0087 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 


A131 1854-0092 
A13q2 1854-0345 
A13Q3 1853-0451 
A1304 1854-0087 
A1saSy 1853-0036 


TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
TRANSISTOR J-FET N-CHAN D-MODE SI 1855-0081 
TRANSISTOR NPN SI PD=360MW FT=75MHZ 1854-0087 


A136 1853-0036 
A13Q7 1853-0036 
4138 1853-0036 
A1389 1855-0081 
413910 1854-0087 


TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 2N3799 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 2N3799 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 


A13Q11 1853-0451 
€13a12 1853-0451 
413913 1853-0036 
€13Q14 1853-0036 
413Q15 1853-0036 


N NNNUYW OeENNN NUMUWOH Yee 


a13q16F 1853-0036 TRANSISTOR PD=310MW FT=250MHZ 1853-0036 


RESISTOR 1 »125W F TC=0+-100 C4-1/8-T0-1621-F 
RESISTOR 1 .125W F TC=0+-100 C4-1/8-T0-1621-F 
RESISTOR 1. .125W F TC=0+-100 C4-1/8-T0-1621-F 
RESISTOR 1 .125W F TC=0+-100 C4-1/8-T0-1621-F 

1 F 

FE 

F 


A13R1 0757-0428 
A13R2 0757-0428 
A13SR3 0757-0428 
A13R4 0757-0428 
A1SRS 0757-0428 


ll ill 


RESISTOR -125W TC=0+-100 C4-1/8-T0-1621-F 
A13R6 0757-0428 
A13R7 0757-0428 
A13R8 0757-0428 
ALIBRP 0757-0442 
A13R10 0757-0442 


RESISTOR TC=0+-100 C4-1/8-T0-1621-F 
RESISTOR TC=0+-100 C4-1/8-T0-1621-F 
RESISTOR 1. . F TC=0+-100 C4-1/8-T0-1621-F 
RESISTOR . TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR 5 TC=0+-100 C4-1/8-T0-1002-F 


A13R11 0757-0442 
A13R12 0757-0442 
A13R13 0757-0442 
A13R14 0757-0442 
A13R15 0757-0442 


RESISTOR . TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR . TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR 5 TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR 1%. TC=0+-100 C4-1/8-T0-1002-F 


wouvndwo VU 


A13R16 0757-0442 
A13R17 0757-0479 
413R18 0757-0472 
A13R19 0757-0465 
A13R20 0698-3228 


RESISTOR 1% TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR 392K 1% .125W F TC=0+-100 MF4C01/8-T0-3923-F 
RESISTOR 200K 1% .125W F TC=0+-100 C4-1/8-T0-2003-F 
RESISTOR 100K 1% .125W F TC=0+-100 C4-1/8-T0-1003-F 
RESISTOR 49.9K 1% ,125W F TC=0+-100 0698-3228 


A13R21 0757-0124 
A13R22 0757-0449 
A13R23 0757-0442 
A13R24 0698-4002 
A13R25 0757-0442 


RESISTOR 39.2K 1% .125W F TC=0+-100 0757-0124 

RESISTOR 20K 1% .125W F TC=0+-100 C4-1/8-T0-2002-F 
RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR SK 1% .125W F TC=0+-100 C4-1/8-T0-5001-F 
RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


woeuTpb OoUNsd 


A13R26 0698-0085 
A13R27 0757-0274 
A13R28 0757-0200 
A13R29 0757-0199 
A13R30 0757-0439 


RESISTOR 2.61K 1% .125W F TC=0+-100 C4-1/8-T0-2611-F 
RESISTOR 1.21K 1% .125W F TC=0+-100 C4-1/8-TO-1211-F 
RESISTOR 5.62K 1% .125W F TC=0+-100 C4-1/8-T0-5621-F 
RESISTOR 21.5K 1% .125W F TC=0+-100 C4-1/8-T0-2152-F 
RESISTOR 6.81K 1% .125W F TC=0+-100 C4-1/8-T0-6811-F 


Prunus 


See introduction to this section for ordering information 
*Indicates factory selected value 
“f BACKDATING INFORMATION IN SECTION VII 6-37 


Replaceable Parts 


Reference HP Part 


Designation 


oo 


A13R31 0698-3162 0 
A13R32 0698-3155 1 
A13R33 0698-0085 0 
A13R34 0757-0421 4 
A1LIRIS 0698-4037 0 


A13R36 0698-3156 


>n 


A13R37 2100-1759 
A13R38 
ALIRIP 2100-1760 


on 


A13R40 0757-0441 


0757-0279 


A13R41 


A13R42 0757-0317 
A13R43 0757-0199 
A13R44 0757-0442 


A13R4S 0757-0834 


A13R46 0698-3459 


A13R47 0698-0082 
A13R48 0698-3441 
A1LIRAP 0698-3266 


Suan o wwunc 


A13RS50 0698-3447 


A13RS1 


A1l3BRS2 0757-0443 
A13R5S3 0698-3266 
A13R54 0698-3445 


A13R55 0698-3243 


A1SRS6 0698-3443 


A13R57 0757-0401 
A13R58 0698-3243 
A13R59 0698-3132 


A13R60*" 0757-0466 


A13RS1 0698-3440 
A13R62 0683-8245 
A1LIRSS 0698-3243 
A1IR64 0757-0442 


A13R65 0757-0467 


A13BR66 0698-3439 


A13R67 0698-3440 
A13R6B8 0698-0082 
A1LIREP 0757-0464 


A13R70 0757-0405 


0757-0461 


A1IR71 


A13R72 0698-3437 
A1IR73 0757-0200 
A13R74 0698-3154 


A13R75 0698-3445 


A13R76 0757-0403 


A1LIR77 0698-3444 
A13R78 0757-0458 
A13R79 0698-3442 


2onen Nonnn Punne Dwvovwn Nemoo ONUS 


A13R80 0698-3132 


0698-3442 
0757-0400 
0698-3438 


A13RB1 
A13R82 
A1I3RES 


A13R84 0698-3441 


A13RB5 0698-3441 


1820-0054 
1820-0054 
1820-0054 


A13u1 
A1l3su2 
A13U3 


aan o o www 


08660-60011 


A14 


08660-60039 


Al4 


A14C1 0160-2055 


A14C2 
A14C3 0180-0058 
€14C4 01860-2206 


A14C5 0180-0228 


0150-0121 


A14C6 


A14C7 0180-0229 
€14C8 0150-0121 
A14C9 0160-0157 


COUNU Feo 


A14C10 0160-2055 
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Table 6-3. Replaceable Parts 


Qty 


Description 


RESISTOR 46.4K 1% .125W F TC=0+-100 
RESISTOR 4,.64K 1% .125W F TC=0+-100 


RESISTOR 2.61K 


1% .125W F TC=0+-100 


RESISTOR 825 1% .125W F TC=0+-100 


RESISTOR 46.4 


1% .125W F TC=0+-100 


RESISTOR 14.7K 1% .125W F TC=0+-100 


RESISTOR-TRMR 
NOT ASSIGNED 
RESISTOR-TRMR 


2k SX Ww SIDE-ADJ 1-TRN 


SK 5X WW SIDE-ADJ 1-TRN 


RESISTOR 8.25K 1% .125W F TC=0+-100 


RESISTOR 3.16K 1% .125W F TC=0+-100 
RESISTOR 1.33K 1% .125W F TC=0+-100 


RESISTOR 21.5K 


1% .125W F TC=0+-100 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 5.62K 1% .SW F TC=0+-100 


RESISTOR 383K 


RESISTOR 464 1% 
RESISTOR 215 1% 


RESISTOR 237K 


RESISTOR 422 1% 


NOT ASSIGNED 


RESISTOR 11K 1% 


RESISTOR 237K 


RESISTOR 348 1% 


RESISTOR 178K 


RESISTOR 287 1% 
RESISTOR 100 1% 


RESISTOR 178K 


RESISTOR 261 1% 


RESISTOR 110K 


RESISTOR 196 1% 


RESISTOR 820K 
RESISTOR 178K 


RESISTOR 10K 1% 


RESISTOR 121K 


RESISTOR 178 1% 
RESISTOR 196 1% 


1% .125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
1X .125W F TC=0+-100 
-125W F TC=0+-100 


-125W F TC=0+-100 
1% .125W F TC=0+-100 
-125W F TC=0+-100 
1% .125W F TC=0+-100 


-125W F TC=0+-100 
-125W F TC=0+-100 
1X .125W F TC=0+-100 
.125W F TC=0+-100 
1% .125W F TC=0+-100 


.125W F TC=0+-100 
SX .25W FC TC=-800/+900 
1% .125W F TC=0+-100 
-125W F TC=0+-100 
1% .125W F TC=0+-100 


1256 F TC=#0+-100 
.125W F TC=0+-100 


RESISTOR 464 1% .125W F TC=0+-100 
RESISTOR 90.9K 1% .125W F TC=0+-100 
RESISTOR 162 1% .125W F TC=0+-100 


RESISTOR 68.1K 1% .125W F TC=0+-100 
RESISTOR 133 1% .125W F TC=0+-100 
RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 348 1% .125W F TC=0+-100 


RESISTOR 121 1% .125W F TC=0+-100 
RESISTOR 316 1% .125W F TC=0+-100 
RESISTOR 51.1K 1% .125W F TC=0+-100 


RESISTOR 237 1% 
RESISTOR 261 12% 


RESISTOR 237 12% 


RESISTOR 90.9 


RESISTOR 147 1% 


.125W F TC=0+-100 
-125W F TC=0+-100 


.125W F TC=0+-100 
1% .125W F TC=0+-100 
.125W F TC=0+-100 


(EXCEPT OPTION 004) 


RESISTOR 215 1% 
RESISTOR 215 1% 


-125W F TC=0+-100 
-125W F TC=0+-100 


IC GATE TTL NAND QUAD 2-INP 
IC GATE TTL NAND QUAD 2-INP 
IC GATE TTL NAND QUAD 2-INP 


BOARD ASSEMBLY, N2 PHASE DETECTOR 
(EXCEPT OPTION 004) 
BOARD ASSEMBLY, N2 PHASE DETECTOR 


(OPTION 004 


CAPACITOR-FXD 
NOT ASSIGNED 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


See introduction to this section for ordering information 


ONLY) 
.01UF +80-20% 100VDC CER 


SOUF+75-10% 25VDC AL 
60UF+-10% 6YVDC TA 
22UF+-10% 15VDC TA 


.1UF +80-20% SOVDC CER 
33UF+-10% 10VDC TA 

.1UF +80-20% SOVDC CER 
4700PF +-10% 200VDC POLYE 
.O1UF +80-20% 100YDC CER 


*Indicates factory selected value 


Model 8660C 


Mfr Part Number 


C4-1/8-T0-4642-F 
C4-1/8-T0-4641-F 
C4-1/8-T0-2611-F 
C4-1/8-T0-825R-F 
C4-1/8-T0-46R4-F 


C4-1/8-T0-1472-F 
2100-1759 


2100-1760 
C4-1/8-T0-8251-F 


C4-1/8-T0-3161-F 
C4-1/8-T0-1331-F 
C4-1/8-T0-2152-F 
C4-1/8-T0-1002-F 
0757-0834 


0698-3459 

C4-1/8-T0-4640-F 
C4-1/8-T0-215R-F 
C4-1/8-T0-2373-F 
C4-1/8-T0-422R-F 


C4-1/8-T0-1102-F 
C4-1/8-T0-2373-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-1783-F 


C4-1/8-T0-287R-F 
C4-1/8-T0-101-F 

C4-1/8-T0-1783-F 
C4-1/8-T0-2610-F 
C4-1/8-T0-1103-F 


C4-1/8-T0-196R-F 
CBB245 

C4-1/8-T0-1783-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1213-F 


C4-1/8-T0-178R-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-9092-F 
C4-1/8-T0-162R-F 


C4-1/8-T0-6812-F 
C4-1/8-T0-133R-F 
C4-1/8-T0-5621-F 
C4-1/8-T0-4221-F 
C4-1/8-T0-348R-F 


C4-1/8-T0-121R-F 
C4-1/8-TO0-316R-F 


' C4-1/8-T0-5112-F 


C4-1/8-T0-237R-F 
C4-1/8-T0-2610-F 


C4-1/8-T0-237R-F 
C4-1/8-T0-90R9-F 
C4-1/8-T0-147R-F 


C4-1/8-T0-215R-F 
C4-1/8-T0-215R-F 
SN7400N 

SN7400N 

SN7400N 
08660-60011 


08660-60039 


0160-2055 


30D506G02SCC2 
150D606x97006B2 
150D226X9015B2 


0150-0121 
150D336X9010B2 
0150-0121 
0160-0157 
0160-2055 


Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 
Designation | Number 


Description Mfr Part Number 


CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD 3000PF +-1% 100VDC MICA DM19F302F0100WV1ICR 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A14C11 0150-0121 
A14C12 0150-0121 
A14C13 0160-2055 
A14C14 0140-0172 
€14C15 0160-2055 


A14C16 0150-0121 
€14C17 0150-0121 
€14C18 0150-0121 
A14C19 0160-2055 
€14C20 0160-2055 


CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD 820PF +-5% 100VDC MICA 0160-3539 
CAPACITOR-FXD .22UF +-10% 80VDC POLYE 0160-2453 
CAPACITOR-FXD .047UF +-10% 200VDC POLYE 292P 47392 
CAPACITOR-FXD 33UF+-10% 10VDC TA 150D336X9010B2 


A14C21 0160-2055 
a14c22 0160-3539 
A14023 0160-2453 
A14c24 0170-0040 
A14C25 0180-0229 


NMOe ow Owanun wuwunw 


A14C26 0180-0374 


ie 


CAPACITOR-FXD 10UF+-10% 20VDC TA 150D106xX9020B2 


A14CR1 1901-0040 
A14CR2 1901-0040 
A14CR3 1901-1066 
A14CR4 1901-1066 


DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 1901-0040 
DIODE-SWITCHING 15V SOMA 750PS DO-7 1901-1066 
DIODE-SWITCHING 15V SOMA 750PS DO-7 1901-1066 


A14L1 9100-1629 
A14L2 9140-0114 
A14L3 9100-1629 
A14L4 9140-0179 
A14L5 97140-0114 


INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
INDUCTOR RF-CH-MLD 10UH 10% .166DX.385LG 9140-0114 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 9140-0179 
INDUCTOR RF-CH-MLD 10UH 10% .166DX.385LG 9140-0114 


bebDD Got 


A14L6 9100-1614 
A14L7 9100-1650 
A14L8 9100-1652 


INDUCTOR RF-CH-MLD 820NH 10% 9100-1614 
INDUCTOR RF-CH-MLD 680UH 5% .2DX.45LG 9100-1650 
INDUCTOR RF-CH-MLD 820UH 5% .2DX.45LG 9100-1652 


| 


TRANSISTOR PNP SI TO-18 PD=360MW 1853-0034 
TRANSISTOR PNP SI TO-18 PD=360MW 1853-0034 
TRANSISTOR PNP SI TO-18 PD=360MW 1853-0034 
TRANSISTOR-JFET DUAL N-CHAN D-MODE SI 1855-0049 
TRANSISTOR NPN SI TO-18 PD=500MW 1854-0045 


A14Q1 1853-0034 
A14@2 1853-0034 
A143 1853-0034 
A14Q4 1855-0049 
41485 1854-0045 


A14Q6 1853-0015 
A14Q7 1854-0092 


TRANSISTOR PNP SI PD=200MW FT=S00MHZ 1853-0015 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 1854-0092 


A14R1 0757-0289 
A14R2 0698-0082 
AL4RS 0757-0439 
A14R4 0698-0085 
AL4RS 0757-0416 


RESISTOR 13.3K 1% .125W F TC=0+-100 MF 4C1/8-T0-1332-F 
RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 
RESISTOR 6.81K 1% .125W F TC=0+-100 C4-1/8-T0-6811-F 
RESISTOR 2.61K 1% .125W F TC=0+-100 C4-1/8-T0-2611-F 
RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-S11R-F 


A14R6 0757-0416 
A14R7 0757-0442 
A14R8 0698-3446 
ALAR 0757-0424 
A14R10 0757-0442 


RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-S11R-F 
RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR 383 1% .125W F TC=0+-100 C4-1/8-T0-383R-F 
RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 
RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


A14R11 0757-0424 
A14R12 0757-0416 
A14R13 0698-3450 
A14R14 0757-0447 
A14R15 0698-3430 


RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 
RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-511R-F 
RESISTOR 42.2K 1% .125W F TC=0+-100 C4-1/8-T0-4222-F 
RESISTOR 16.2K 1% .125W F TC=0+-100 C4-1/8-T0-1622-F 
RESISTOR 21.5 1% .125W F TC=0+-100 PMESS-1/8-T0-21R5-F 


A14R16 0757-0424 
A14R17 0757-0421 
A14R18 0698-3447 
A14R19 0757-0279 
A14R20 0757-0279 


RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 
RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 
RESISTOR 422 1% .125W F TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
RESISTOR 3.16K 1% .125W TC=0+-100 C4-1/8-T0-3161-F 


oobpt, udponn wNWVON Not vunm NN ueoos 


A14R21 0757-0279 
A14R22 0698-3155 
A14R23 0757-0290 
A14R24 0698-3150 
A14R25 0757-0394 


F 
RESISTOR 3.146K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
RESISTOR 4.64K 1% .125W F TC=0+-100 C4-1/8-T0-4641-F 
RESISTOR 6.19K 1% .125W F TC=0+-100 MF 4C1/8-T0-6191-F 
RESISTOR 2.37K 1% .125W F TC=0+-100 C4-1/8-T0-2371-F 
RESISTOR 51.1 1% .125W F TC=0+-100 C4-1/8-T0-S1R1-F 


oeuNeHo 


A14R26 0757-0394 
A14R27 0757-0416 
A14R28 0757-0442 
A14R29 0757-0200 
€14R30 0757-0424 


RESISTOR 51.1 1% .125W F TC=0+-100 C4-1/8-T0-S1R1-F 
RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-511R-F 
RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
RESISTOR 5.62K 1% .125W F TC=0+-100 C4-1/8-T0-5621-F 
RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 


NN WN o 


A14R31 0757-0438 
A14R32 0757-0444 
A14R33 0757-0444 
A14R34 0757-0424 
A14R35 0757-1094 


RESISTOR 5.11K 1% .125W F TC=0+-100 C4-1/8-T0-5111-F 
RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 
RESISTOR 1.47K 1% ,125W F TC=0+-100 C4-1/8-T0-1471-F 


N WN ol 


A14R36 0757-0416 RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-511R-F 


A14T1 08660-80001 


a 


TRANSFORMER, SAMPLER 08660-80001 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


ee [6] | _sCemetoo_ [io | en 


Reference 
Designation 


1820-1213 FF TTL LS J-K NEG-EDGE-TRIG PRESET SN74LS113AN 
1820-1203 © GATE TTL LS AND TPL 3-INP SN74LS11N 
1820-0469 FF TTL H J-K NEG-EDGE-TRIG SN74H102N 
1820-1213 FF TTL LS J-K NEG-EDGE-TRIG PRESET SN74LS113AN 


1820-0751 CNTR TTL DECD NEG-EDGE-TRIG PRESET SN74196N 


CNTR TTL DECD NEG-EDGE-TRIG PRESET SN74196N 
CNTR TTL DECD NEG-EDGE-TRIG PRESET SN74196N 
GATE TTL NAND QUAD 2-INP SN7400N 


1820-0751 
1820-0751 
1820-0054 


“uowo0 woaegdo 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


A1l4 


A14C1 
A14C2 
A14C3 
A14C4 
A14C5 


A14C6 
A14C7 
€14C8 
A14C9 
€14C10 


A14C11 
A14€12 
A14C13 
A14C14 
A14C15 


A14C16 
A14C17 
€14C18 
A14C19 
A14€20 


A14C21 
A14C22 
A14C23 
A14C24 
A14C25 


A14C26 


A14CR1 
A14ER2 
A14CR3 


A14L1 
A1l4L2 
A14L3 
A14L4 
A14L5 


A14L6 


A14Q1 
A14Q92 
A14Q3 
A14Q4 
A145 


A14Q6 
A14Q7 


A14R1 
A14R2 
A14R3 
A14R4 
A14RS 


A14RS& 
A14R7 
A14R8 
A14R9 
A14R10 


A14R11 
A14R12 
A14R13 
A14R14 
A14R15 


A14R16 
A14R17 
A14R18 
A14R19 
A14R20 


€14R21 
A14R22 
A14R23 
A14R24 
A14R25 


HP Part 
Number 


08660-60039 


0160-2055 
0180-0058 
0180-2206 
0180-0228 
0150-0121 


0160-2055 
0150-0121 
0150-0121 
0160-0157 
0160-2055 


0150-0121 
0150-0121 
0150-0121 
0160-2055 
0140-0172 


0180-0229 
0160-2055 
0150-0121 
0180-0374 
0160-2055 


0160-2055 
0180-0229 
0160-3539 
0160-2453 
0170-0040 


0160-2055 


1901-0040 
1901-0179 
1901-0179 


9100-1629 
9140-0114 
9100-1629 
9100-1650 
9100-1652 


9140-0114 


1853-0034 
1854-0210 
1853-0034 
1853-0015 
1854-0210 


1853-0034 
1855-0049 


0757-0440 
0757-0421 
0737-0280 
0757-0280 
0757-0442 


0698-3446 
0698-0082 
0757-0289 
0757-0439 
0757-0280 


0757-0442 
0757-0424 
0757-0416 
0757-0424 
6698-3430 


0757-0424 
0698-3450 
0757-0447 
0757-0421 
0698-3447 


0757-0279 
0698-3155 
0757-0290 
0757-0279 
0757-0279 


Oo CGEFOnV YWWUVN “VUUHM wounud utsow 
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Table 6-3. Replaceable Parts 


Description 


BOARD ASSY, N2 
(OPT 004 ONL 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 


DIOQDE-SWITCHIN 
DIODE-SWITCHIN 
DIODE-SWITCHIN 


INDUCTOR RF-CH 
INDUCTOR RF-CH 
INDUCTOR RF-CH 
INDUCTOR RF-CH 
INDUCTOR RF-CH 


INDUCTOR RF-CH 


TRANSISTOR PNP 
TRANSISTOR NPN 
TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR NPN 


TRANSISTOR PNP 
TRANSISTOR-JFE 


RESISTOR 7.5K 

RESISTOR 825 1 
RESISTOR 1K 1% 
RESISTOR 1K 1% 
RESISTOR 10K 1 


RESISTOR 383 1 
RESISTOR 464 1 
RESISTOR 13.3K 
RESISTOR 6.81K 
RESISTOR 1K 1% 


RESISTOR 10K 1 
RESISTOR 1.1K 
RESISTOR 511 1 
RESISTOR 1.1K 
RESISTOR 21.5 


RESISTOR 1.1K 

RESISTOR 42.2K 
RESISTOR 16.2K 
RESISTOR 825 1 
RESISTOR 422 1 


RESISTOR 3.16K 
RESISTOR 4.64K 
RESISTOR 6.19K 
RESISTOR 3.16K 
RESISTOR 3.16K 


A PHASE DETECTOR 
Y) 


.O1UF +80-20% 100VDC CER 
SOUF+75-10% 25VDC AL 
60UF+-10% 6VDC TA 
22UF+-10% 15VDC TA 

-1UF +80-20% SOVDC CER 


»O1UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 
-1UF +80-20% SOVDC CER 
4700PF +-10% 200VDC POLYE 
.Q1UF +80-20% 100VDC CER 


-1UF +86-20% SOVDC CER 
»1UF +80-20% SOVDC CER 
-1UF +80-20% SOVDC CER 
-Q1UF +80-20% 100YDC CER 
SOO0PF +-1% 100VDC MICA 


S33UF+-10% 10VDC TA 

-01UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 
10UF+-10% 20VDC TA 

.O1UF +80-20% 100VDC CER 


-O1UF +80-20% 100VDC CER 
S3UF+-10% 10VDC TA 

B20PF +-5% 100VDC MICA 
-22UF +-10% 80VDC POLYE 
-047UF +-10% 200VDC POLYE 


.O1UF +80-20% 100V¥DC CER 


G 30¥ SOMA 2NS DO-35 
G 15V¥ SOMA 750PS DO-7 
G 15V SOMA 750PS DO-7 


-MLD 47UH SX _ .166DX.385LG 
-MLD 10UH. 10% .166DX.385L6 
-MLD 47UH SX .166DX.385LG 
—MLD 6B80UH SZ .2DX.45LG 
—MLD 820UH 5% .2DX.45LG 


—-MLD 10UH 10% .166DX.385LG 


SI 10-18 PD=360MW 

2N2@222 SI TO-18 PD=S00MW 
SI TO-18 PD=360MW 

SI PD=200MW FT=S00MHZ 
2N2222 SI TO-18 PD=S00MW 


SI TO-18 PD=360MW 
T DUAL N-CHAN D-MODE SI 


1% .125W F TC=0+-100 
% .125W F TC=0+-100 
:125W F TC=0+-100 
-125W F TC=0+-100 
% .125W F TC=0+-100 


% .125W F TC=0+-100 

% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
.125W F TC=0+-100 


% .125W F TC=0+-100 
1% .125W F TC=0+-100 
% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 


1% .125W F TC=0+-100 
1% .125W F TC=0+-100 
1% .125W F TC=0+-100 

% .125W F TC=0+-100 

% .125W F TC=0+-100 


1% .125W 
1% .125W 
1% .125W 
1X .125W 
1% .125W 


TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 
TC=0+-100 


Replaceable Parts 


Mfr Part Number 


08660-60039 


0160-2055 
30D506G025CC2 
150D606X9006B2 
150D226x9015B2 
0150-0121 


0160-2055 
0150-0121 
0150-0121 
0160-0157 
0160-2055 


0150-0121 
0150-0121 
0150-0121 
0160-2055 
DM19F302F0100WVICR 


150D336X9010B2 
0160-2055 
0150-0121 
150D106x9020B2 
0160-2055 


0160-2055 
150D336X9010B2 
0160-3539 
0160-2453 
292P 47392 


0160-2055 


1901-0040 
1901-0179 
1901-0179 


9100-1629 
9140-0114 
9100-1629 
9100-1650 
9100-1652 


9140-0114 


1853-0034 
2N2222 
1853-0034 
1853-0015 
2Nn2222 


1853-0034 
1855-0049 


C4-1/8-T0-7501-F 
C4-1/8-T0-825R-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-383R-F 
C4-1/8-T0-4640-F 
MF 4C1/8-T0-1332-F 
C4-1/8-T0-6811-F 
C4-1/8-T0-1001-F 


C4-1/8-T0-1002-F 
C4-1/8-T0-1101-F 
C4-1/8-T0-S11R-F 
C4-1/8-T0-1101-F 
PMESS-1/8-T0-21R5-F 


C4-1/8-T0-1101-F 
C4-1/8-T0-4222-F 
C4-1/8-T0-1622-F 
C4-1/8-T0-825R-F 
C4-1/8-T0-422R-F 


C4-1/8-T0-3161-F 
C4-1/8-T0-4641-F 
MF4C1/8-T0-6191-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-3161-F 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


RESISTOR 2.37K 1% .125W F TC=0+-100 C4-1/8-T0-2371-F 


HP Part 
Number 


Reference 
Designation 


00 


0698-3150 


A14R26 


A14R27 0757-1094 RESISTOR 1.47K 1% .125W F TC=0+-100 C4-1/8-T0-1471-F 
A14R28 0757-0394 RESISTOR 51.1 1% .125W F TC=0+-100 C4-1/8-T0-S1R1-F 
A14R29 0757-0394 RESISTOR 51.1 1% .125W F TC=0+-100 C4-1/8-T0-S1R1-F 


A14R30 0757-0416 RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-S11R-F 


0757-0416 RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-S11R-F 


A14RS1 


A14R32 0757-0438 RESISTOR 5.11K 1% .125W F TC=0+-100 C4-1/8-T0-S111-F 
A14RI3 0757-0200 RESISTOR 5.62K 1% .125W F TC=0+-100 C4-1/8-T0-5621-F 
A14R34 0757-0278 RESISTOR 1.78K 1% .125W F TC=0+-100 C4-1/8-T0-1781-F 


WWNWN Noowe 


A14R35 0757-0442 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


A14R36 0757-0444 RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 


A14R37 0757-0424 RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 
A14R38 0757-0444 RESISTOR 12.1K 1% .125W F TC=0+-100 C4-1/8-T0-1212-F 
AL4R39 0698-0085 RESISTOR 2.61K 1% .125W F TC=0+-100 C4-1/8-T0-2611-F 


NoewN- 


A14R40 0757-0416 RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-S11R-F 


A14R41 0698-3155 RESISTOR 4.64K 1% .125W F TC=0+-100 C4-1/8-T0-4641-F 


08660-80001 


A14T1 TRANSFORMER, SAMPLER 08660-80001 


A14u1 1820-1213 Ic FF TTL LS J-K NEG-EDGE-TRIG PRESET SN74LS113AN 


A14uU2 1820-1213 Ic FF TTL LS J-K NEG-EDGE-TRIG PRESET . SN74LS113AN 
A14uU3 1820-1263 IC GATE TTL LS AND TPL 3-INP '}| ) SN74LS11N 
A1l4U4 1820-0751 IC CNTR TTL DECD NEG-EDGE-TRIG PRESET N74196N 


A14US 1820-0751 IC CNTR TTL DECD NEG-EDGE-TRIG PRESET 


A14U6 
A14U7 


1820-0751 
1828-0374 


IC CNTR TTL DECD NEG-EDGE-TRIG PRESET 
IC GATE TTL H AND DUAL 4-INP 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C 


Reference 
Designation 


A1s 


A15C1 
A15c2 
A15C3 
A15C4 
A15C5 


A1S5C& 
A15C7 
A15c8 
A15C9 
€15C10 


€15C11 
A15c12 
A15€13 
A15014 
€15C15 


€15C16 
€15€17 
A15C18 
A15C19 
A15C20 


€15C21 
A15C22 


HP Part 
Number 


08660-60016 


0160-2055 
0150-0121 
0160-0174 
0150-0121 
0160-2055 


0160-3456 
0180-0058 
0180-2207 
0180-0058 
0160-2261 


0160-2261 
0160-2055 
0160-2204 
0160-2055 
0160-0298 


0150-0121 
0160-0298 
0150-0121 
0180-0291 
0160-2055 


0160-2208 
0160-0174 


> 
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Table 6-3. Replaceable Parts 


Description 


BOARD ASSEMBLY 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 


» SL1 DETECTOR 


.O1UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 
-47UF +80-20% 25VDC CER 
.1UF +80-20% SOVDC CER 
-O1UF +80-20% 100VDC CER 


1000PF +-10% 1KVDC CER 
SOUF+75-10% 25VDC AL 
100UF+-10% 10VDC TA 
SOUF+75-10% 25VDC AL 

15PF +-5% SOOVDC CER 0+-30 


15PF +-5% SOOVDC CER 0+-30 
.01UF +80-20% 100VDC CER 
1Q0PF +-S% 300VDC MICA 
.O1UF +80-20% 100VDC CER 
1S00PF +-10% 200VDC POLYE 


.-1UF +80-20Z% SOVDC CER 
1500PF +-10% 200VDC POLYE 
.1UF +80-20% SOVDC CER 
1UF+-10% 35VDC TA 

-O1UF +80-20Z% 100VDC CER 


S330PF +-5% 300VDC MICA 


»47UF +80-20% 


25VDC CER 


Replaceable Parts 


Mfr Part Number 


08660-60016 


0160-2055 
0150-0121 
0160-0174 
0150-0121 
0160-2055 


0160-3456 
30D5066025CC2 
150D107X9010R2 
30D506G025CC2 
0160-2261 


0160-2261 
0160-2055 
0160-2204 
0160-2055 
0160-0298 


0150-0121 
0160-0298 
0150-0121 
150D105xX9035Aa2 
0160-2055 


0160-2208 
0160-0174 


A15L1 
A1S5L2 
A1SL3 
A1SL4 
A15L5 


9140-0179 
9140-0179 
9140-0114 
9140-0179 


INDUCTOR RF-CH-MLD 22UH 10% 
INDUCTOR RF-CH-MLD 22UH 10% 
INDUCTOR RF-CH-MLD 10UH 10% 
INDUCTOR RF-CH-MLD 22UH 10% 
NOT ASSIGNED 


-166DX.385LG 
-166DX. 385LG 
-166DX,385LG 
-166DX,.385LG6 


9140-0179 
9140-0179 
9140-0114 
9140-0179 


— Det et 


9140-0179 
9100-1659 
9140-0179 


A1SL6 
A15L7 
A1SL8 


9140-0179 
9100-1659 
9140-0179 


INDUCTOR RF-CH-MLD 22UH 10% 
INDUCTOR RF-CH-MLD 1.8MH 5% 
INDUCTOR RF-CH-MLD 22UH 10% 


-166DX.385LG6 
.23DX.57LG 
-166DX.385LG6 


a 


A15Q1 
A15Q2 
A15a3 
A15@4 
A155 


A15Q6 


A15R1 
A1SR2 
A15R3 
A1SR4 
A1SRS 


A1SR6& 
A15R7 
A15R8 
A1SRP 
A15R10 


A1SR11 
A15R12 
A1SR13 
A15R14 
A15R15 


A15R16 
A15R17 
A15R18 
A1SR19 
A15R20 


A15R21 
A15R22 
A1SR23 
A15R24 
A15R25 


A15R26 
A15R27 


A15uU1 
A1S5u2 
A15u3 
A15U4 
A15U5 


1854-0092 
1853-0015 
1854-0092 
1854-0092 
1854-0092 


1854-0092 


0698-3156 
0698-0082 
0757-0379 


0757-0280 


0757-0280 
0757-0421 
0757-0421 
0698-0082 
0698-0082 


0757-0280 
0757-0200 
0698-3441 
2100-2633 
0757-0200 


0698-3150 
0757-0280 
0698-3155 
0757-0280 
0757-0424 


0757-0417 
0698-3151 
0757-0280 
0698-0084 
0757-0401 


0698-7236 
0757-0416 


1820-0054 
1820-0077 
1820-0054 
1820-0054 
1820-0751 


fu Nunn 


=I 


NUONG NNPDSHW 


SoMWND NWP Wo 
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TRANSISTOR NPN 
TRANSISTOR PNP 
TRANSISTOR NPN 
TRANSISTOR NPN 
TRANSISTOR NPN 


TRANSISTOR NPN 


RESISTOR 14.7K 
RESISTOR 464 1% 
RESISTOR 12.1 1 
NOT ASSIGNED 
RESISTOR 1K 1% 


RESISTOR 1K 1% 

RESISTOR 825 1% 
RESISTOR 825 1% 
RESISTOR 464 1% 
RESISTOR 464 1% 


RESISTOR 1K 1% 
RESISTOR 5.62K 
RESISTOR 215 1% 
RESISTOR-TRMR 1 
RESISTOR 5.62K 


RESISTOR 2.37K 
RESISTOR 1K 1% 
RESISTOR 4.64K 
RESISTOR 1K 1% 
RESISTOR 1.1K 1 


RESISTOR 562 1% 
RESISTOR 2.87K 
RESISTOR 1K 1% 
RESISTOR 2.15K 
RESISTOR 100 1% 


RESISTOR 1K 1% 
RESISTOR 511 1% 


IC GATE TTL NAN 
Ic FF TTL D-TYPE 
IC GATE TTL NAND 
IC GATE TTL NAND 
IC CNTR TTL DECD 


SI PD=200MW FT=600MHZ 
SI PD=200MW FT=S00MHZ 
SI PD=200MW FT=600MHZ 
SI PD=200MW FT=600MHZ 
SI PD=200MW FT=600MHZ 


SI PD=200MW FT=600MHZ 


1% .125W F TC=0+-100 
.125W F TC=0+-100 
% .125W F TC=0+-100 


-125W F TC=0+-100 


.125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 
-1258 F TC=0+-100 
.125W F TC=0+-100 


-125W F TC=0+-100 

1% .125W F TC=0+-100 
.125W F TC=0+-100 

K 10% C SIDE-ADJ 1-TRN 

1% .125W F TC=0+-100 


1% .125W F TC=0+-100 
-125W F TC=0+-100 

1% .125W F TC=0+-100 
-125W F TC=0+-100 

% .125W F TC=0+-100 


-125W F TC=0+-100 
1% .125W F TC=0+-100 
-125W F TC=0+-100 
1% .125W F TC=0+-100 

.125W F TC=0+-100 


.O5W F TC=0+-100 
»125W F TC=0+-100 


D QUAD 2-INP 
POS-EDGE-TRIG CLEAR 
QUAD 2-INP 

QUAD 2-INP 
NEG-EDGE-TRIG PRESET 


24546 
24546 
24546 
24546 
24546 


24546 
24546 
24546 
30983 
24546 


24546 
24546 
24546 
24546 
24546 


24546 
24546 
24546 
24546 
24546 


24546 
24546 


01295 
01295 
01295 
01295 
01295 


See introduction to this section for ordering information 
*Indicates factory selected value 


1854-0092 
1853-0015 
1854-0092 
1854-0092 
1854-0092 


1854-0092 


C4-1/8-T0-1472-F 
C4-1/8-T0-4640-F 
MF4C1/8-T0-12R1-F 


C4-1/8-T0-1001-F 


C4-1/8-T0-1001-F 
C4-1/8-T0-825R—-F 
C4-1/8-T0-825R-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-4640-F 


C4-1/8-T0-1001-F 
C4-1/8-T0-5621-F 
C4-1/8-T0-215R-F 
ETS0X102 

C4-1/8-T0-5621-F 


C4-1/8-T0-2371-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-4641-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-1101-F 


C4-1/8-T0-S62R-F 
C4-1/8-T0-2871-F 
C4-1/8-T0-1001-F 
C4-1/8-T0-2151-F 
C4-1/8-T0-101-F 


C3-1/8-T0-1001-G 
C4-1/8-T0-511R-F 


SN7400N 
SN7474N 
SN7400N 
SN7400N 
SN74196N 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 
Designation 


Description Mfr Part Number 


A15U6 1820-0751 IC CNTR TTL DECD NEG-EDGE-TRIG PRESET 
A15U7 1820-0068 IC GATE TTL NAND TPL 3-INP 
€15uU8 1820-0054 IC GATE TTL NAND QUAD 2-INP 
A15u9 1820-0054 IC GATE TTL NAND QUAD 2-INP 
€15U10 1820-0054 IC GATE TTL NAND QUAD 2-INP 


SN74196N 
SN7410N 
SN7400N 
SN7400N 
SN7400N 


A16 


A16C1 
A16C2 
A16C3 
A16C4 
A16C5 


A16C6 
A16C7 
A16C8 
A16C9 
A16C10 


€16C11 
A16C12 
€16C13 
€16C14 
A16C15 


A16C16 
A16C17 
€A16C18 
A16C019 
A16C20 


A16C21 
A16C22 
A16C23 
€16C24 
A16C25 


A16C26 
A16C27 
A16C28 
A16C29 
A16C30 


A16C31 


A16CR1 
A16CR2 
A16CR3 
A16CR4 
A16CRS 


08660-60009 


0160-2055 
0180-0058 
0180-2206 
0180-0228 
0150-0121 


0160-2055 
0150-0121 
0160-0297 
0160-2055 
0150-0121 


0150-0121 
0160-2055 
0160-0937 
0160-3459 
0150-0121 


0180-0197 
0160-2055 
0150-0121 
0180-0228 
0160-2055 


0160-2055 
0160-3539 
0180-1746 
0180-0229 
0160-3459 


0180-0229 
0160-0134 
0160-0134 
0160-0302 
0160-0945 


0140-0200 


1902-3104 
1901-0040 
1901-0040 
1901-0179 
1901-0179 


NUeFKN VYVNUTDOD OWEFUVWVO WWNVDU WAWNuUD Ut&seow WwW 


BOARD ASSEMBLY, Ni PHASE DETECTOR 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 


-O1UF +80-20% 100VDC CER 
SOUF+75-10% 25VDC AL 
60UF+-10% 6YDC TA 
22UF+-10% 1SVDC TA 

-1UF +80-20% SOVDC CER 


.O1UF +80-20% 100VDC CER 
.1UF +80-20% SOVDC CER 
1200PF +-10% 200V¥DC POLYE 
-O1UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 


-1UF +80-20% SOVDC CER 
-O1UF +#80-20% 100VDC CER 
1000PF +-2% 300VDC MICA 
-O2UF +-20% 100VDC CER 
-1UF +80-20% SOVDC CER 


2.2UF+-10% 20VDC TA 
-O1UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 
22UF+-10% 1S5VDC TA 

-O1UF +80-20% 100VDC CER 


.O1UF +80-20% 100VDC CER 
B20PF +-SX 100VDC MICA 
15UF+-10% 20VDC TA 
33UF+-10% 10VDC TA 

-O2UF +-20% 100VDC CER 


33UF+-10% 10VDC TA 

220PF +-SX% 300VDC MICA 
220PF +-SX 300VDC MICA 
.018UF +-10% 200VDC POLYE 
91OPF +-SZ% 100VDC MICA 


390PF +-SX 300VDC MICA 


DIODE-ZNR 5.62V 5% DO-35 
DIODE-SWITCHING 30 SOMA 
DIODE-SWITCHING 30V SOMA 
DIODE-SWITCHING 15 SOMA 
DIODE-SWITCHING 15V SOMA 


PD=.4W 

2NS DO-35 
2NS DO-35 
7S50PS DO-7 
750PS DO-7 


08660-60009 


0160-2055 
30D506G025CC2 
150D606X9006B2 
150D226X9015B2 
0150-0121 


0160-2055 
0150-0121 
0160-0297 
0160-2055 
0150-0121 


0150-0121 
0160-2055 
0160-0937 
0160-3459 
0150-0121 


150D225x7020A2 
0160-2055 
0150-0121 
150D226X9015B2 
0160-2055 


0160-2055 
0160-3539 
150D156x9020B2 
150D336x9010B2 
0160-3459 


150D336x9010B2 
0160-0134 
0160-0134 
0160-0302 
0160-0945 


DM1ISF391J0300WV1ICR 


1902-3104 
1901-0040 
1901-0040 
1901-0179 
1901-0179 


> NN =o 


A16CRE 1902-0025 DIODE-ZNR 10V S% DO-35 PD=.4W TC=+, 06% 1902-0025 
9100-1629 
9140-0114 
9100-1629 
9100-1614 


08660-80017 


A16L1 9100-1629 
Alé6L2 9140-0114 
A16L3 9100-1629 
A1l6L4 9100-1614 
A16LS 06660-80017 


INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 10UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD B20NH 10% 

INDUCTOR ASSEMBLY 


N NN SSS 


A16L6 08660-80017 INDUCTOR ASSEMBLY 08660-80017 
1853-0034 
1853-0034 
1855-0082 
1854-0092 


1853-0015 


TRANSISTOR PNP SI TO-18 PD=360MW 
TRANSISTOR PNP SI TO-18 PD=360MW 
TRANSISTOR J-FET P-CHAN D-MODE SI 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR PNP SI PD=200MW FT=SOOMHZ 


A16Q1 1853-0034 
A16@2 1853-0034 
€1603 1855-0082 
A164 1854-0092 
A165 1853-0015 


u NnNNose 


A16Q6 1854-0045 TRANSISTOR NPN SI TO-18 PD=S00MW 1854-0045 
C4-1/8-T0-4641-F 
C4-1/8-T0-825R-F 
C4-1/8-T0-4641-F 
C4-1/8-T0-4640-F 
0757-1092 


RESISTOR 4.64K 1% .125W F TC=0+-100 
RESISTOR 825 1% .125W F TC=0+-100 
RESISTOR 4.64K 1% .125W F TC=0+-100 
RESISTOR 464 1% .125W F TC=0+-100 
RESISTOR 287 1% .5W F TC=0+-100 


A16R1 0698-3155 
A16R2 0757-0421 
A16R3 0698-3155 
A16R4 0698-0082 
A16RS 0757-1092 


MF 4C1/8-T0-1332-F 
C4-1/8-T0-6811-F 
C4-1/8-T0-S11R-F 
C4-1/8-T0-751-F 

C4-1/8-T0-2611-F 


RESISTOR 13.3K 1% .125W F TC=0+-100 
RESISTOR 6.81K 1% .125W F TC=0+-100 
RESISTOR 511 1% ,125W F TC=0+-100 
RESISTOR 750 1% .125W F TC=0+-100 
RESISTOR 2.61K 1% .125W F TC=0+-100 


A16R6E 0757-0289 
A16R7 0757-0439 
A16R8 0757-0416 
A1ORP 0757-0420 
A16R10 0698-0085 


eScUN DSN NN Se 


C4-1/8-T0-S11R-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-383R-F 
C4-1/8-T0-1101-F 
C4-1/8-T0-1002-F 


RESISTOR 511 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 383 1% .125W F TC=0+-100 
RESISTOR 1.1K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 


A16R11 0757-0416 
A16R12 0757-0442 
A16R13 0698-3446 
A16R14 0757-0424 
A16R15 0757-0442 


ONUWON 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 
Designation | Number 


Description Mfr Part Number 


A16R16 0757-0424 
A16R17 0757-0416 
A16R18 0698-3450 
A16R19 0757-0447 
A16R20 0698-3430 


RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 
RESISTOR 511 1% .125W F TC=0+-100 C4-1/8-T0-511R-F 
RESISTOR 42.2K 1% .125W F TC=0+-100 C4-1/8-T0-4222-F 
RESISTOR 16.2K 1% ,125W F TC=0+-100 C4-1/8-T0-1622-F 
RESISTOR 21.5 1% .125W F TC=0+-100 PMESS-1/8-T0-21R5-F 


A16R21 0757-0424 
A16R22 0757-0421 
A16R23 0698-3447 
A16R24 0757-0279 
A16R25 0698-3153 


RESISTOR 1.1K 1% .125W F TC=0+-100 C4-1/8-T0-1101-F 
RESISTOR 825 1% .125W F TC=0+-100 C4-1/8-T0-825R-F 
RESISTOR 422 1% .125W F TC=0+-100 C4-1/8-T0-422R-F 
RESISTOR 3.16K 1% .125W F TC=0+-100 C4-1/8-T0-3161-F 
RESISTOR 3.83K .125W TC=0+-100 C4-1/8-T0-3831-F 


wosryu UWALPWNN 


A16R26 0757-0279 
A16R27 0757-0279 
A16R28 0698-0084 
A16R29 0757-0200 
A16R30 0757-0394 


F 
RESISTOR 3.16K .125W F TC=0+-100 C4-1/8-T0-3161-F 
RESISTOR 3.16K -125W F TC=0+-100 C4-1/8-T0-3161-F 
RESISTOR 2.15K -125W F TC=0+-100 C4-1/8-T0-2151-F 
RESISTOR 5.62K .125W F TC=0+-100 C4-1/8-T0-5621-F 
RESISTOR 51.1 1% .125W F TC=0+-100 Ss C4-1/8-T0-S1iR1-F 


— i i 


A16R31 0757-0394 
A16R32 0757-0280 
A16R33 0698-3162 
A16R34 0698-3450 
A16R35 0757-0420 


RESISTOR 51.1 1% .125W F TC=0+-100 C4-1/8-T0-S1R1-F 
RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
RESISTOR 46.4K 1% .125W F TC=0+-100 C4-1/8-T0-4642-F 
RESISTOR 42.2K 1% .125W F TC=0+-100 C4-1/8-T0-4222-F 
RESISTOR 750 1% .125W F TC=0+-100 C4-1/8-T0-751-F 


A16R36 0698-3156 
A16R37 0757-0289 
A16R38 2100-1760 
A16R39 0757-0280 
A16R40 0757-0274 


RESISTOR 14.7K 1% .125W F TC=0+-100 C4-1/8-T0-1472-F 
RESISTOR 13.3K 1% .125W F TC=0+-100 MF4C1/8-T0-1332-F 
RESISTOR-TRMR SK SZ WW SIDE-ADJ 1-TRN 2100-1760 
RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
RESISTOR 1.21K 1% .125W F TC=0+-100 C4-1/8-T0-1211-F 


A16R41 0698-3156 
A16R42 0757-1094 
A16R43 0698-3158 
A16R44 . 0757-0394 
A16R45 0757-0420 


RESISTOR 14.7K 1% .125W F TC=0+-100 C4-1/8-T0-1472-F 
RESISTOR 1.47K 1% .125W F TC=0+-100 C4-1/8-T0-1471-F 
RESISTOR 23.7K 1% .125W F TC=0+-100 C4-1/8-T0-2372-F 
RESISTOR 51.1 1% .125W F TC=0+-100 C4-1/8-T0-S1R1-F 
RESISTOR 750 1% .125W F TC=0+-100 C4-1/8-T0-751-F 


A16R46 0757-0440 
A16R47 0757-0441 


RESISTOR 7.5K 1% .125W F TC=0+-100 C4-1/8-T0-7501-F 
RESISTOR 8.25K 1% .125W F TC=0+-100 C4-1/8-T0-8251-F 
A16T1 08660-80001 TRANSFORMER. SAMPLER 08660-80001 
A16TP1 0360-0124 
A16TP2 0360-0124 
A16TPS 0360-0124 
A16TP4 0360-0124 
A16TPS 0360-0124 


CONNECTOR-SGL CONT PIN ,04-IN-BSC-SZ 0360-0124 
CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ 0360-0124 
CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ 0360-0124 
CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ 0360-0124 
CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ 0360-0124 


A1L6TPS6 0360-0124 
A1L6TP7 0360-0124 
A16TPS 0360-0124 


CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ 0360-0124 
CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ 0360-0124 
CONNECTOR-SGL CONT PIN .04-IN-BSC-SZ 0360-0124 


A16U1 1820-0058 
€16U2 1820-1213 
A16U3 1820-1213 
A16U4 1820-0469 
A16US 1820-0751 


Ic OP AMP GP TO-99 PKG TOA 2709V 
IC FF TTL LS J-K NEG-EDGE-TRIG PRESET SN74LS113AN 
Ic FF TTL LS J-K NEG-EDGE-TRIG PRESET SN74LS113AN 
IC FF TTL H J-K NEG-EDGE-TRIG SN74H102N 
IC CNTR TTL DECD NEG-EDGE-TRIG PRESET SN74196N 


A16U6 1820-0751 
A16U7 1820-1203 


IC CNTR TTL DECD NEG-EDGE-TRIG PRESET SN74196N 
IC GATE TTL LS AND TPL 3-INP SN74LS11N 


os wOoOsoogd AWW WWW © ON WOSWN AWNNN WWoWo 


A16 MISCELLANEOUS 


08660-20155 SHIELD, INDUCTOR 08660-20155 
08660-20155 SHIELD, INDUCTOR 08660-20155 


A17 08660-60010 BOARD ASSY, Ni OSCILLATOR 08660-60010 
A17C1 40180-0058 
A17C2 0180-2215 
A17C3 0180-0049 
A17C4 0180-1704 
a17C5 0150-0121 


40180-0058 
CAPACITOR-FXD 170UF+75-10% 15VDC AL 30D177G015DD2 
CAPACITOR-FXD 20UF+75-10% SOVDC AL 30D206G6050CC2 
CAPACITOR-FXD 47UF+-10% 6VDC TA 150D476xX9006R2 
CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 


A17C6 0150-0121 
€17C7 0160-2055 
A17C8 0180-0229 
A17C9 0180-0228 
A17C10 0180-0229 


CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD 33UF+-10% 10VDC TA 150D336X9010H2 
CAPACITOR-FXD 22UF+-10% 15VDC TA 150D226X9015B2 
CAPACITOR-FXD 33UF+-10% 10VDC TA 150D336X9010R2 


A17C11 0180-0183 
A17C12 0180-0374 
€17C13 0160-2055 
A17C14 0160-3047 
A17015 0160-0386 


CAPACITOR-FXD 10UF+75-10% SOVDC AL 30D106G050CB2 
CAPACITOR-FXD 10UF+-10% 20VDC TA 150D106x9020R2 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD 3280PF +-1% 100VDC MICA 0160-3047 
CAPACITOR-FXD 3.3PF +-,25PF SOQO0VDC CER 0160-0386 


CAPACITOR-FXD .01UF +-20% 100VDC CER 0160-3879 
CAPACITOR-V TRMR-CER 2-8PF 350 PC-MTG 304324 2/8PF NPO 
CAPACITOR-FXD 100PF +-S% 300VDC MICA 0160-2204 
CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
CAPACITOR-FXD .012UF +-10% 200VDC POLYE 0160-0301 


A17C16F 0160-3879 
A17C17 0121-0059 
A17C18 0160-2204 
A17C19 0160-2055 
A17C20 0160-0301 


PYOONN UH VaNn NOV Wuwoun oO 


See introduction to this section for ordering information 


*Indicates factory selected value 
‘fF BACKDATING INFORMATION IN SECTION VIT 6-45 


Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


Reference HP Part we Mfr 
Description Cotte 


Designation | Number Mfr Part Number 


oie) 


CAPACITOR-FXD 1600PF +-1% 100VDC MICA 0160-3092 


NOT ASSIGNED 


€17C21 0160-3092 


€17C22 
A17C23 0160-0386 CAPACITOR-FXD 3.3PF +-.25PF SOOVDC CER 0160-0386 
A17C24 0160-0386 CAPACITOR-FXD 3.3PF +-.25PF SOOVDC CER 0160-0386 


0160-2055 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 


0160-2055 


€17C25 


0160-2055 


CAPACITOR-FXD .O1UF +80-20% 100VDC CER 


A17C26 0160-2055 


A17C27 0160-2055 CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 
€17C28 0160-2055 CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 
A17C29 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


CAPACITOR-FXD .G1UF +80-20% 100VDC CER 0160-2055 


0160-2055 


A17C30 


0160-2055 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 


0160-2055 


A17C31 


A17C32 0150-0121 CAPACITOR-FXD .1UF +80-20% SOVDE CER 0150-0121 
A17C33 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A17C34 0160-2055 CAPACITOR-FXD .O1UF +80-20% 100YDC CER 0160-2055 


0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A17C35 


0160-2055 


.O1UF +80-20% 100VDC CER 


wnuo wewuWw YWwwwo wuUwn 


A17C36 0160-2055 CAPACITOR-FXD 

417037 0160-0162 CAPACITOR-FXD .022UF +-10% 200VDC POLYE 0160-0162 

A17C38 0140-0210 CAPACITOR-FXD 270PF +-S% 300VDC MICA DM15F271J0300WV1ICR 
A17C39 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A17CR1 1901-0040 1 DIODE-SWITCHING 30Y SOMA 2NS DO-35 1901-0040 
A17CR2 1901-0040 1 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
A17CR3 1901-0040 1 DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 1901-0040 
A17CR4 1901-0040 1 DIODE-SWITCHING 30Y¥ SOMA 2NS DO-35 1901-0040 
A17CRS 1901-0040 1 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 


1N5148A 


A17CRE 0122-0264 8 DIODE-VVC 1N5148A 47PF SX C4/C60-MIN=3.2 

A17CR7 0122-0262 6 DIODE-VVC 1N5147A 39PF SX C4/C60-MIN=3.2 1N5147A 
A17CRB 1901-0040 1 DIODE-SWITCHING 30 SOMA 2NS DO-35 1901-0040 
A17CRP 1901-0040 1 DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 1901-0040 
A17CR10 1901-0040 1 DIODE-SWITCHING 30Y SOMA 2NS DO-35 1901-0040 


DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 


1901-0040 


A17CR11 


1 
A17CR12 1901-0040 1 DIODE-SWITCHING 30Y SOMA 2NS DO-35 1901-0040 
A17CR13 1901-0040 1 DIODE-SWITCHING 30 SOMA 2NS DO-35 1901-0040 
A17CR14 1901-0040 1 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
A17CR15 1901-0040 1 DIODE-SWITCHING 30 SOMA 2NS DO-35 1901-0040 


1901-0040 
1901-0040 


DIODE-SWITCHING 304 SOMA 2NS DO-35 
DIODE-SWITCHING 30 SOMA 2NS DO-35 


1901-0040 
1901-0040 


A17CR16 
A17CR17 


~_— 


9100-1629 


A17L1 9100-1629 4 INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 

A17L2 9100-2562 6 INDUCTOR RF-CH-MLD 100UH 10% 9100-2562 
AI7L3 9100-1629 4 INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
A17L4 9100-1629 4 INDUCTOR RF-CH-MLD 47UH 5Z% .166DX.385LG 9100-1629 
AI7LS 9140-0179 1 INDUCTOR RF-CH-MLD 22UH 102% .166DX.385LG 9140-0179 


08660-80025 


A17L6 F 08660-80025 COIL-650NH 
A17L7 9100-1652 INDUCTOR RF-CH-MLD 820UH SX .2DX.45LG 9100-1652 
A17L8 9100-2566 INDUCTOR RF-CH-MLD 270UH 10% 9100-2566 


9100-2568 


INDUCTOR RF-CH-MLD 390UH 10% 


AIL7L9 9100-2568 


1854-0092 
2N3799 


NPN SI PD=200MW FT=600MHZ 


TRANSISTOR 


1854-0092 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360hW 


A17Q1 


-uamuan Nown 


A17@2 1853-0451 

A17Q3 1854-0345 TRANSISTOR NPN 2NS5179 SI TO-72 PD=200KW 2N5179 

41784 1853-0451 TRANSISTOR PNP 2N3799 SI TO-18 PD=360KW 2N3799 
1855-0081 TRANSISTOR J-FET N-CHAN D-MODE SI 1855-0081 


A175 


A17Q6 1854-0087 TRANSISTOR NPN SI PD=360MW FT=7S5MHZ 1854-0087 
€17Q7 1853-0451 TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 2N3799 

A17a88 1854-0092 TRANSISTOR NPN SI PD=200MW FT=600MHZ 1854-0092 
A17Q9 1854-0087 TRANSISTOR NPN SI PD=360MW FT=7SMHZ 1854-0087 


1854-0092 


TRANSISTOR NPN SI PD=200MW FT=600MHZ 


1854-0092 


A17Q10 


18653-0036 


PD=310MW FT=250MHZ 


TRANSISTOR PNP SI 


€17Q11 1853-0036 

417912 1853-0036 TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
A17Q1 1853-0036 TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
A17Q1 1853-0036 TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
€17Q15 1854-0092 TRANSISTOR NPN SI PD=200MW FT=600MHZ 1854-0092 


NNNN NNNNN NUN 


A17Q916 1853-0036 TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
A17Q1 1853-0036 TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
A17Q1 1853-0036 TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 
A17Q1 1853-0036 TRANSISTOR PNP SI PD=310MW FT=250MHZ 1853-0036 


C4-1/8-T0-1621-F 


TC=0+-100 C4-1/8-T0-1621-F 


A17R1 0757-0428 1 RESISTOR 1.62K 1% .125W F TC=0+-100 
A17R2 0757-0428 1 RESISTOR 1.62K 1% .125W F TC=0+-100 C4-1/8-T0-1621-F 
A17R3 0757-0428 1 RESISTOR 1.62K 1% .125W F TC=0+-100 C4-1/8-T0-1621-F 
A17R4 0757-0428 1 RESISTOR 1.62K 1% .125W F TC=0+-100 C4-1/8-T0-1621-F 
A17RS 0757-0428 1 RESISTOR 1.62K 1% .125W F TC=0+-100 C4-1/8-T0-1621-F 
F 
F 


A17R6 0757-0428 1 RESISTOR 1.62K 1% .125W 

A17R7 0757-0428 1 RESISTOR 1.62K 1% .125W TC=0+-100 C4-1/8-T0-1621-F 
A17R8 0757-0428 1 RESISTOR 1.62K 1% .125W F TC=0+-100 C4-1/8-T0-1621-F 
ALTRI 0757-0442 9 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 
A17R10 0757-0442 7 RESISTOR 10K 1% .125W F TC=0+-100 C4-1/8-T0-1002-F 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 


Description Mfr Part Number 


Designation 


A17R11 
A17R12 
A17R13 
A17R14 
A17R15 


A17R16 
A17R17 
A17R18 
A17R19 
A17R20 


A17R21 
A17R22 
A17R23 
A17R24 
A17R25 


A17R26 
A17R27 
A17R28 
A17R29 
A17R30 


A17R31 
A17R32 
A17R33 
A17R34 
A17R35 


A17R36 
A17R37 
A17R38 
A17R39 
A17R40 


A17R41 
A17R42 
A17R43 
A17R44 
A17R45 


A17R46 
A17R47 
A17R48 
A1L7R49 
A17R50 


A17R51 
AI7RS2 
A17R53 
A17R54 
A17RSS 


A17R56 
A17R57 
A17R58 
A17R59 
A17R60 


A17R61 
A17R62 
A17R63 
A17R64 
A17R65 


A17R66 
A17R67 
A17R68 
A17R69 
A17R70 


A17R71 
A17R72 
A17R73 
A17R74 
A17R75 


A17R76 
A17R77 
A17R78 
A17R79 
A17R80 


A17R81 
A17R82 
A17R83 
A17R84 
A17R85 


0757-0442 
0757-0442 
0757-0442 
0757-0442 
0757-0442 


0757-0442 
0757-0479 
0757-0472 
0757-0465 
0698-3228 


0757-0124 
0757-0449 
0757-0442 
0698-4002 
0757-0442 


0698-3441 
0698-0085 
2100-1760 
9698-3156 
0757-0274 


2100-1759 
0757-0290 
0757-0200 
0757-0199 
0698-0085 


0757-0421 
0698-4037 
0698-3162 
0698-3155 
0757-0441 


0757-0279 
0757-0834 
0757-0317 
0757-0199 
0757-0442 


0698-3441 
0698-3459 
0698-0082 
0757-0835 
0698-3266 


0698-3440 
0698-3447 
0698-3266 
0698-3445 
0698-3243 


0698-3443 
0698-3243 
0698-3132 
0757-0466 
0683-8245 


0698-3243 
0698-3440 
0698-3440 
0698-0082 
0757-0467 


0698-3439 
0757-0200 
0698-3154 
0757-0464 
0698-3445 


0757-0405 
0757-0461 
0757-0403 
0698-3444 
0698-3437 


0757-0458 
0698-3442 
0757-0401 
0757-0200 
0757-0280 


0698-3154 
0757-0401 
0698-3132 
0698-3444 
0698-3444 


UNNSCD OWOWNeor WoUND Vuouvws 
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RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 


RESISTOR 10K 1% 
RESISTOR 392K 1% 
RESISTOR 200K 1% 
RESISTOR 100K 1% 


.125W F TC=0+-100 
.125W F TC=0+-100 
.125W F TC=0+-100 
.125W F TC=0+-100 
F 
F 


.125 TC=0+-100 


.125W TC=0+-100 
.125W F TC=0+-100 
.125W F TC=0+-100 
.125W F TC=0+-100 


RESISTOR 49.9K 1% .125W F TC=0+-100 


RESISTOR 39.2K 1% .125W F TC=0+-100 


RESISTOR 20K 1% 
RESISTOR 10K 1% 


-125W F TC=0+-100 
.125W F TC=0+-100 


RESISTOR SK 1% .125W F TC=0+-100 


RESISTOR 10K 1% 
RESISTOR 215 1% 


.125W F TC=0+-100 


-125W F TC=0+-100 


RESISTOR 2.61K 1% .125W F TC=0+-100 


RESISTOR-TRMR SK 


S% Ww SIDE-ADJ 1-TRN 


RESISTOR 14.7K 1% .125W F TC=0+-100 
RESISTOR 1.21K 1% .125W F TC=0+-100 


RESISTOR-TRMR 2K 


5% WW SIDE-ADJ 1-TRN 


RESISTOR 6.19K 1% .125W F TC=0+-100 
RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 21.5K 1% .125W F TC=0+-100 
RESISTOR 2.61K 1% .125W F TC=0+-100 


RESISTOR 825 1% 
RESISTOR 46.4 1% 


»125W F TC=0+-100 
.125W F TC=0+-100 


RESISTOR 46.4K 1% .125W F TC=0+-100 
RESISTOR 4.64K 1% .125W F TC=0+-100 


RESISTOR 8.25K 


RESISTOR 3.16K 
RESISTOR 5.62K 
RESISTOR 1.33K 
RESISTOR 21.5K 
RESISTOR 10K 1% 


RESISTOR 215 1% 
RESISTOR 383K 1% 
RESISTOR 464 1% 


-125W F TC=0+-100 


.125W F TC=0+-100 
.SW F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 


1258 F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 


RESISTOR 6.81K 1% .S5W F TC=0+-100 


RESISTOR 237K 1% 


RESISTOR 196 1% 
RESISTOR 422 1% 
RESISTOR 237K 1% 
RESISTOR 348 1% 
RESISTOR 178K 1% 


RESISTOR 287 1% 
RESISTOR 178K 12% 
RESISTOR 261 1% 
RESISTOR 110K 1% 
RESISTOR 820K SZ 


RESISTOR 178K 1% 
RESISTOR 196 1% 
RESISTOR 1976 1% 
RESISTOR 464 1% 
RESISTOR 121K 1% 


RESISTOR 178 1% 


.125 F TC=0+-100 


-125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
.125W F TC=0+-100 


.-125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
.-125W F TC=0+-100 
.25W FC TC=-800/+900 


-125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 

.125W F TC=0+-100 


-125W F TC=0+-100 


RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 90.9K 1% .125W F TC=0+-100 


RESISTOR 348 1% 
RESISTOR 162 1% 


-125W F TC=0+-100 


1256 F TC=0+-100 


RESISTOR 68.1K 1% .125W F TC=0+-100 


RESISTOR 121 1% 
RESISTOR 316 1% 
RESISTOR 133 1% 


.125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 


RESISTOR 51.1K 1% .125W F TC=0+-100 


RESISTOR 237 1% 
RESISTOR 100 1% 


-125W F TC=0+-100 
-125W F TC=0+-100 


RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 


RESISTOR 4.22K 1% .125W F TC=0+-100 


RESISTOR 100, 1% 
RESISTOR 261 1% 
RESISTOR 316 1% 
RESISTOR 316 1% 


See introduction to this section for ordering information 


-125W F TC=0+-100 
.125W F TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 


*Indicates factory selected value 


C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-1002-F 
MF 4C1/8-T0-3923-F 
C4-1/8-T0-2003-F 
C4-1/8-T0-1003-F 
0698-3228 


0757-0124 

C4-1/8-T0-2002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-5001-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-215R-F 
C4-1/8-T0-2611-F 
2100-1760 

C4-1/8-T0-1472-F 
€4-1/8-TO-1211-F 


2100-1759 

MF 4C1/8-T0-6191-F 
C4-1/8-T0-5621-F 
C4-1/8-T0-2152-F 
C4-1/8-T0-2611-F 


C4-1/8-T0-825R-F 
C4-1/8-T0-46R4-F 
C4-1/8-T0-4642-F 
C4-1/8-T0-4641-F 
C4-1/8-T0-8251-F 


C4-1/8-T0-3161-F 
0757-0834 

C4-1/8-T0-1331-F 
C4-1/8-T0-2152-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-215R-F 
0698-3459 
C4-1/8-T0-4640-F 
0757-0835 
C4-1/8-T0-2373-F 


C4-1/8-T0-196R-F 
C4-1/8-T0-422R-F 
C4-1/8-T0-2373-F 
C4-1/8-T0-348R-F 
C4-1/8-T0-1783-F 


C4-1/8-T0-287R-F 
C4-1/8-T0-1783-F 
C4-1/8-T0-2610-F 
C4-1/8-T0-1103-F 
CBB245 


C4-1/8-T0-1783-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-1213-F 


C4-1/8-T0-178R-F 
C4-1/8-T0-5621-F 
C4-1/8-T0-4221-F 
C4-1/8-T0-9092-F 
C4-1/8-T0-348R-F 


C4-1/8-T0-162R-F 
C4-1/8-T0-6812-F 
C4-1/8-T0-121R-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-133R-F 


C4-1/8-T0-5112-F 
C4-1/8-T0-237R-F 
C4-1/8-T0-101-F 

C4-1/8-T0-5621-F 
C4-1/8-T0-1001-F 


C4-1/8-T0-4221-F 
C4-1/8-T0-101-F 

C4-1/8-T0-2610-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-316R-F 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 


Mfr Part Number 


Description 


oe) 


Designation 


A17R86 
A17R87 
A17R88 
A17RB9 
A17R90 


0757-0200 
0698-3154 
0698-3444 
0698-3444 
0698-3444 


RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 316 1% .125W F TC=0+-100 
RESISTOR 316 1% .125W F TC=0+-100 
RESISTOR 316 1% .125W F TC=0+-100 


C4-1/8-T0-5621-F 
C4-1/8-T0-4221-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-316R-F 


~~ eon 


A17R91 
A17R92 
AI7TRIS 
A17R94 
AL7ZRIS 


0698-3433 
0698-3432 
0698-3433 
0698-3154 
0698-0084 


RESISTOR 28.7 1% .125W F TC=0+-100 
RESISTOR 26.1 1% .125W F TC=0+-100 
RESISTOR 28.7 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 2.15K 1% .125W F TC=0+-100 


PMES5S-1/8-T0-2BR7-F 
PMESS-1/8-T0-26R1-F 
PMESS-1/8-T0-2BR7-F 
C4-1/8-T0-4221-F 
C4-1/8-T0-2151-F 


A17R96 
A17R97 
A17R98 
A17RIP 


0757-0280 
0698-3153 
0757-0442 
0698-3441 


RESISTOR 1K 1% .125W F TC=0+-100 
RESISTOR 3.83K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 215 1% .125W F TC=0+-100 


C4-1/8-T0-1001-F 
C4-1/8-T0-3831-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-215R-F 


€17U1 
A17U2 


1820-0054 
1820-0054 


IC GATE TTL NAND QUAD 2-INP 
IC GATE TTL NAND QUAD 2-INP 


SN7400N 
SN7400N 


un ga~wvwu wooara 


A18 08660-60015 BOARD ASSY, SLi MIXER 08660-60015 


A18C1 
A18C2 
A18C3 
A18C4 
A18C5 


A18C6 
A18C7 
a1sces 
A18C? 
418010 


A18C11 
A18C12 
A18C13 
A18C14 
€18C15 


A18C16 
€18C17 
A18C18 
A18C19 
A18C20 


A18C21 
A18C22 


A18CR1 
A1BCR2 


A18E1 


A18L1 
A18L2 
A18L3 
A18L4 
A1BLS 


A18L6 


A16Q1 
a18Q2 
A18Q3 
A18Q4 
alsast 


A18Q6 
A18Q7 
41898 
41889 
€18Q10 


a1gq@ii 
a1sqi2 
a1sQi3t 
a18Q14 
A18Q15 


A16Q16 
A18Q17 
€18918 
A18@1 


€18920 


a18g2 
A18Q2 
A18Q2 
A18924 


6-48 


0180-1704 
0150-0121 


0160-0174 


0160-2055 
0150-0121 
0160-2055 
0160-0301 


0160-0301 
0160-0174 
0160-2055 
0160-2055 
0150-0121 


0180-2214 
0160-2327 


0160-2055 
0180-0141 


0180-1819 
0180-0141 


1901-0040 
1901-0518 


10534C 


9100-1629 
9140-0114 
9140-0179 
9140-0179 
9100-1621 


9140-0179 


1854-0092 
1854-0092 
1853-0451 
1854-0087 
1853-0036 


1853-0036 
1853-0036 
1853-0036 
1853-0036 
1853-0036 


1853-0036 
1853-0036 
1853-0036 
1854-0092 
1854-0092 


1853-0036 
1853-0036 
1854-0092 
1853-0036 
1853-0036 


1853-0036 
1853-0036 
1853-0036 
1853-0036 


-ouw 
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CAPACITOR-FXD 
NOT ASSIGNED 
CAPACITOR-FXD 
NOT ASSIGNED 
CAPACITOR-FXD 


NOT ASSIGNED 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
NOT ASSIGNED 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 


47UF+-10% 6VDC TA 
-1UF +80-20% SOVDC CER 
-47UF +80-20% 25VDC CER 


-O1UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 
-Q1UF +80-20% 100VDC CER 
-012UF +-10% 200VDC POLYE 


-Q12UF +-10% 200VDC POLYE 
-47UF +80-20% 25VDC CER 
-O1UF +80-20% 100VDC CER 
-O1UF +80-20% 100VDC CER 
-1UF +80-20% SOVDC CER 


9OUF+75-10% 16VDC AL 
1000PF +-20% 100VDC CER 


.O1UF #80-20% 100VDC CER 
SOUF+75-10% SOVDC AL 


100UF+75-10% SOVDC AL 
SOUF+75-10% SOVDC AL 


DIODE-SWITCHING 30V SOMA 2NS DO-35 


DIODE-SM SIG S 
MIXER, 200 MHZ 


INDUCTOR RF-CH 
INDUCTOR RF-CH 
INDUCTOR RF-CH 
INDUCTOR RF-CH 
INDUCTOR RF-CH 


INDUCTOR RF-CH 


TRANSISTOR NPN 
TRANSISTOR NPN 
TRANSISTOR PNP 
TRANSISTOR NPN 
TRANSISTOR PNP 


TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR PNP 


TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR NPN 
TRANSISTOR NPN 


TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR NPN 
TRANSISTOR PNP 
TRANSISTOR PNP 


TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR PNP 
TRANSISTOR PNP 


See introduction to this section for ordering information 


CHOTTKY 


-MLD 47UH 5Z% .166DX.385LG 
-MLD 10UH 10% .166DX,385LCG 
-MLD 22UH 10% .166DxX.385LG 
-MLD 22UH 10% .166DX.385LG 
-MLD 18UH 10% .166DxX.385LG 
-MLD 22UH 10% .166DX.385LG 
SI PD=200MW FT=600MHZ 
SI PD=200MW FT=600MHZ 
2N3799 SI TO-18 PD=360mMW 
SI PD=360MW FT=7SMHZ 
SI PD=310MW FT=250MHZ 


SI PD=310MW FT=2S50MHZ 
SI PD=310MW FT=2S50MHZ 
SI PD=310MW FT=250MHZ 
SI PD=310MW FT=2S50MHZ 
SI PD=310MW FT=250MHZ 


SI PD=310MW FT=250MHZ 
SI PD=310MW FT=250MHZ 
SI PD=310MW FT=2S50MHZ 
SI PD=200MW FT=600MHZ 
SI PD=200MW FT=600MHZ 


SI PD=310MW FT=250MHZ 
SI PD=310MW FT=250MHZ 
SI PD=200MW FT=600MHZ 
PD=310MW FT=250MHZ 
PD=310MW FT=250MHZ 


PD=310MW FT=250MHZ 
PD=310MW FT=250MHZ 
PD=310MW FT=250MHZ 
PD=310MW FT=250MHZ 


*Indicates factory selected value 


150D476xX9006B2 
0150-0121 


0160-0174 


0160-2055 
0150-0121 
0160-2055 
0160-0301 


0160-0301 
0160-0174 
0160-2055 
0160-2055 
0150-0121 


30D906G016CC2 
150-110-XSR-102m 


0160-2055 
30pS06C050DD2 


30D107G050DH2 
3oDS06GOS50DD2 


1901-0040 
1901-0518 


10534C 


9100-1629 
9140-0114 
9140-0179 
9140-0179 
9100-1621 


9140-0179 


1854-0092 
1854-0092 
2N3799 

1854-0087 
1853-0036 


1853-0036 
1853-0036 
1853-0036 
1653-0036 
1853-0036 


1853-0036 
1853-0036 
1853-0036 
1854-0092 
1854-0092 


1853-0036 
1853-0036 
1854-0092 
1853-0036 
1853-0036 


1853-0036 
1853-0036 
1853-0036 
1853-0036 


Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference 
Designation 


Description Mfr Part Number 


A1S8R1 0698-0083 
A18R2 0698-0083 
A1BRS 0698-0083 
A1BR4 0698-0083 
A18R5 0698-0083 


RESISTOR 1.976K .125W F TC=0+-100 24546 C4-1/8-TO-1961-F 
RESISTOR 1.96K -125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 1.96K .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 1.96K .125W F TC=0+-100 24546 C4-1/8-TO-1961-F 

F 

F 

F 


RESISTOR 1.96K .125W TC=0+-100 24546 C4-1/8-T0-1961-F 


A1BR6 0698-0083 
A18R7 0698-0083 
A18R8 0698-0083 
A1BRI 0757-0442 
A18R10 0757-0442 


RESISTOR 1.96K .125W TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 1.96K .125W TC=0+-100 24546 C4-1/8-TO-1961-F 
RESISTOR 1.96K »125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K 1% .125W TC=0+-100 24546 C4-1/8-T0-1002-F 


A18R11 0757-0442 
A18R12 0757-0442 
A18R13 0757-0442 
A18R14 0757-0442 
A18R15 0757-0442 


F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 10K 1% .,125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
F 


A18R16 0757-0442 
A18R17 0757-0479 
A18R18 0757-0472 
A18R19 0757-0465 
A18R20 0698-3228 


RESISTOR 10K 1% .125W TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 392K 1% .125W F TC=0+-100 19701 MF 401/8-T0-3923-F 
RESISTOR 200K 1% .125W F TC=0+-100 24546 C4-1/8-T0-2003-F 
RESISTOR 100K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1003-F 
RESISTOR 49,.9K 1% .125W F TC=0+-100 28480 0698-3228 


A18R21 0683-3955 
A18R22 0683-2055 
A18R23 0683-1055 
A1BR24 0698-3263 
A18R25 0698-0083 


RESISTOR 3.9M 5% .25W FC TC=-900/+1100 01121 CB3955 

RESISTOR 2M 5% .25W FC TC=-900/+1100 01121 cB2055 

RESISTOR 1M SX .25W FC TC=-800/+900 01121 CB1055 

RESISTOR SOOK 1% .125W F TC=0+-100 28480 0698-3263 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 


A18R26 0757-0442 
A18R27 0757-0200 
A18R28 0698-3154 
A18R29 0698-3440 
A18R30 0698-3154 


RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR 5.62K 1% .125W F TC=0+-100 24546 C4-1/8-T0-5621-F 
RESISTOR 4.22K 1% .125W F TC=0+-100 24546 C4-1/8-T0-4221-F 
RESISTOR 196 1% .125W F TC=0+-100 24546 C4-1/8-T0-196R-F 
RESISTOR 4.22K 1% .125W F TC=0+-100 24546 C4-1/8-T0-4221-F 


SoNoONDUW ONUND wrunwo wvovwso wVNoDn DoMOD 


A18R31 0698-3444 
A18R32 0698-3444 
A18R33 0698-0083 
A1BR34 0757-0442 
A18R35 2100-2574 


RESISTOR 316 1% .125W F TC=0+-100 24546 C4-1/8-T0-316R-F 
RESISTOR 316 1% .125W F TC=0+-100 24546 C4-1/8-T0-316R-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-TO-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR 500 10% C SIDE-ADJ 1-TRN 30983 ETSOXx5S01 


Gworee 


A1BR36 0698-3155 
A18R37 0698-0082 
A18R38 0698-0083 
A1BR39 0757-0442 
A18R40 2100-2574 


RESISTOR 4.64K 1% .125W F TC=0+-100 24546 C4-1/8-T0-4641-F 
RESISTOR 464 1% .125W F TC=0+-100 24546 C4-1/8-T8-4640-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-TO0-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR S500 10% C SIDE-ADJ 1-TRN 30983 ETS0x501 


A18R41 0698-3258 
A1BR42 0698-0083 
A1BR43 0757-0442 
A1BR44 2100-2633 
A18R45 0757-0290 


RESISTOR 5.36K 1% .125W F TC=0+-100 24546 C4-1/8-T0-5361-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-TO-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR 1K 10% C SIDE-ADJ 1-TRN 30983 ETS0x102 

RESISTOR 6.19K 1% .125W F TC=0+-100 19701 MF 4C1/8-T0-6191-F 


A1BR46 0757-0399 
A18R47 0757-0400 
A1BR48 0757-0399 
A1B8R49 0698-0083 
A18R50 0757-0442 


RESISTOR 82.5 1% .125W F TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 90.9 1% .125W F TC=0+-100 24546 C4-1/8-T0-90R9-F 
RESISTOR 82.5 1% .125W F TC=0+-100 24546 C4-1/8-T0-82R5-F 
RESISTOR 1.96K 1% .,125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 


A18R51 2100-2633 
A18R52 0757-0440 
A18RS3 0698-0083 
A1BRS4 0757-0442 
A18R55 2100-2521 


RESISTOR-TRMR 1K 10% C SIDE-ADJ 1-TRN 30983 ETS0x102 
RESISTOR 7.5K 1% .125W F TC=0+-100 24546 C4-1/8-T0-7501-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR 2K 10% C SIDE-ADJ 1-TRN 30983 ETS0x202 
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A1BRS56 0757-0288 
A18R57 0757-0394 
A1BRSB 0698-3151 
A18R59 0698-3151 
A18R60 0698-0083 


RESISTOR 9.09K 1% .125W F TC=0+-100 19701 MF 4C1/8-T0-9091-F 
RESISTOR 51.1 1% .125W F TC=0+-100 24546 C4-1/8-T0-S1R1-F 
RESISTOR 2.87K 1% .125W F TC=0+-100 24546 C4-1/8-T0-2871-F 
RESISTOR 2.87K 1% .125W F TC=0+-100 24546 C4-1/8-T0-2871-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 


A18R61 0757-0442 
A1BR62 2100-2521 
A18R63 0757-0444 
A18R64 0698-3445 
A18R65 0757-0416 


RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR 2K 10% C SIDE-ADJ 1-TRN 30983 ETS0x202 

RESISTOR 12.1K 1% ,125W F TC=0+-100 24546 C4-1/8-T0-1212-F 
RESISTOR 348 1% .125W F TC=0+-100 24546 C4-1/8-T0-348R-F 
RESISTOR 511 1% .125W F TC=0+-100 24546 C4-1/8-T0-S11R-F 


A1BR66 0698-0083 
A18R67 0757-0442 
A18R68 2160-2489 
A18R69 0698-3136 
A18R70 0757-0441 


RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR SK 10% C SIDE-ADJ 1-TRN 30983 ETSOx502 

RESISTOR 17.8K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1782-F 
RESISTOR 8.25K 1% .125W F TC=0+-100 24546 C4-1/8-T0-8251-F 
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A18R71 0757-0279 
A18R72 0698-0083 
A18R73 0757-0442 
A18R74 2100-2522 
A18R75 0757-0123 


RESISTOR 3.16K 1% ,125W F TC=0+-100 24546 C4-1/8-T0-3161-F 
RESISTOR 1.96K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1961-F 
RESISTOR 10K 1% .125W F TC=0+-100 24546 C4-1/8-T0-1002-F 
RESISTOR-TRMR 10K 10% C SIDE-ADJ 1-TRN 30983 ETS0X103 
RESISTOR 34.8K 1% .125W F TC=0+-100 28480 0757-0123 


Gewooo 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


HP Part 
Number 


Reference 
Designation 


Description Mfr Part Number 


oo 


0757-0420 RESISTOR 750 1% .125W F TC=0+-100 C4-1/8-T0-751-F 


A18R76 


A18R77 0698-3442 RESISTOR 237 1% .125W F TC=0+-100 C4-1/8-T0-237R-F 
A18R78 0698-0085 RESISTOR 2.61K 1% .125W F TC=0+-100 C4-1/8-T0-2611-F 
A1BR79 0698-3442 RESISTOR 237 1% .125W F TC=0+-100 C4-1/8-T0-237R-F 


A18R80 0757-0288 RESISTOR 9.09K 1% .125W F TC=0+-100 MF 4C1/8-T0-9091-F 


A18R81 06978-0082 


RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 


A1BRB2 0698-0085 RESISTOR 2.61K 1% ,125W F TC=0+-100 C4-1/8-T0-2611-F 
A1BRBS 0698-0082 RESISTOR 464 1% .125W F TC=0+-100 C4-1/8-T0-4640-F 
A1BR84 0698-3440 RESISTOR 196 1% .125W F TC=0+-100 C4-1/8-T0-196R-F 


A18R85 0698-3441 RESISTOR 215 1% .125W F TC=0+-100 C4-1/8-T0-215R-F 


A1BR86 
A18R87 


0757-0280 
0757-0401 


RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 


418u1 
A1su2 
A18U3 


1820-0054 
1820-0054 
1820-0214 


IC GATE TTL NAND QUAD 2-INP SN7400N 
IC GATE TTL NAND QUAD 2-INP SN7400N 
IC DCDR TTL BCD-TO-DEC 4~-TO-10-LINE SN7442AN 


A19 08660-60017 


u 


BOARD ASSY, SL1 OSCILLATOR 08660-60017 


A19C1 0180-0049 CAPACITOR-FXD 20UF+75-10% SOVDC AL 30D206G050CC2 


A19C2 0180-0058 CAPACITOR-FXD SOUF+75-10% 25VDC AL 30D506G025CC2 
A19C3 0150-0121 CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 
A19C4 0180-0228 CAPACITOR-FXD 22UF+-10% 15VDC TA 150D226X9015B2 


A19CS 0160-0945 CAPACITOR-FXD 910PF +-5X 100VDC MICA 0160-0945 


A19C6& 0150-0121 CAPACITOR-FXD .1UF +80-20% SOVDC CER 0150-0121 


A19C7 0180-2214 CAPACITOR-FXD 9OUF+75-10% 16VDC AL 30D906G016CC2 
A19C8 0160-0174 CAPACITOR-FXD .47UF +80-20% 25VDC CER 0160-0174 
A19C9 0160-2055 CAPACITOR-FXD .01UF +80-20% 100YDC CER 0160-2055 


-oworu NoUow 


A19C10 0160-0161 CAPACITOR-FXD .01UF +-10% 200VDC POLYE 0160-0161 


A19C11 0160-2220 CAPACITOR-FXD 1200PF +-SX 300VDC MICA 0160-2220 


A19C12 0160-0161 CAPACITOR-FXD .O1UF +-10% 200VDC POLYE 0160-0161 
€19C13 0160-0386 CAPACITOR-FXD 3,3PF +-,.25PF SOOVDC CER 0160-0386 
aisciat 0170-0082 CAPACITOR-FXD .01UF +-20% SOVDC POLYE 601PE1030R5W1 


A19C15 0180-0049 CAPACITOR-FXD 20UF+75-10% SOVDC AL 30D2066050CC2 


A19C16 0180-0183 CAPACITOR-FXD 10UF+#75-10% SOVDC AL 30D1 06G0S50CB2 


A19C17 0170-0062 CAPACITOR-FXD .O01UF +-20% SOVDC POLYE 601PE1030RSu1 
A19C18 0121-0059 CAPACITOR-V TRMR-CER 2-8PF 350V PC-MTG 304324 2/8PF NPO 
A19C19 0160-2204 CAPACITOR-FXD 100PF +-SX% 300VDC MICA 0160-2204 


A19C20 0160-0386 CAPACITOR-FXD 3,.3PF +-.25PF SOOVDC CER 0160-0386 


A19€21 0160-0386 CAPACITOR-FXD 3.3PF +-.2S5PF SOOVDC CER 0160-0386 


A19C22 0160-2055 CAPACITOR-FXD .01UF +80-20% 100YDC CER 0160-2055 
A19C23 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A19C24 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A19C25 0160-2055 CAPACITOR-FXD .01UF *+80-20% 100VDC CER 0160-2055 


A19C26 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A19C27 0160-2055 CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 
A19C28 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A19C29 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


wooo owwvwouw wmcoyuwn wwUso 


A19C30 0160-2055 CAPACITOR-FXD .01UF *80-20% 100VDC CER 0160-2055 


CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A19C31 0160-2055 


A19C32 0140-0195 CAPACITOR-FXD 130PF +-5% 300VDC MICA DM1SF131J0300WV1ICR 
A19C33 0160-2055 CAPACITOR-FXD .O1UF +80-20% 100VDC CER 0160-2055 
A19C34 0160-2202 CAPACITOR-FXD 7S5SPF +-SX% 300VDC MICA 0160-2202 


A19C35 0160-2200 CAPACITOR-FXD 43PF +-SX 300VDC MICA 0160-2200 


CAPACITOR-FXD 33UF+-10Z% 10VDC TA 150D336X9010B2 
CAPACITOR-FXD 4700PF +-10% 200VDC POLYE 0160-0157 
CAPACITOR-FXD .039UF +-10% 200VDC POLYE 0160-0164 
CAPACITOR-FXD 100PF +-5% 300VDC MICA 0160-2204 


A19C36 
A19C37 
€19C38 
A19C39 


0180-0229 
0160-0157 
0160-0164 
0160-2204 


SOoNON FOwWwnv 


A19CR1 1901-0040 DIODE-SWITCHING 30Y¥ SOMA 2NS DO-35 1901-0040 


1 
A19CR2 1901-0040 1 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 
A1ICRS 1901-0040 1 DIODE-SWITCHING 30 SOMA 2NS DO-35 1901-0040 
A19CR4A 1901-0040 1 DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 1901-0040 
1 


AIICRS 1901-0040 DIODE-SWITCHING 30Y¥ SOMA 2NS DO-35 1901-0040 


DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 


ALICRE 19701-0040 


A19CR7 1901-0040 DIODE-SWITCHING 30Y SOMA 2NS DO-35 19701-0040 
A19CRB 1901-0040 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 
A19CRI 1901-0040 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 


et 


A19CR10 1901-0040 DIODE-SWITCHING 304 SOMA 2NS DO-35 1901-0040 


A19CR11 1901-0040 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 


A19CR1I2 0122-0264 DIODE-VVC 1N5148A 47PF 5% C4/C60-MIN=3.2 1N5148A 
A19TR13 0122-0262 DIODE-VV¥C 1N5147A 39PF SX C4/C60-MIN=3.2 1N5147A 
A19CR1I4 1901-0040 DIODE-SWITCHING 30V SOMA 2NS DO-35 1901-0040 


“SOO 


A19CRIS 1901-0040 DIODE-SWITCHING 30Y SOMA 2NS DO-35 1901-0040 


A19CRI6 1701-0040 DIODE-SWITCHING 30¥ SOMA 2NS DO-35 1901-0040 


- 


See introduction to this section for ordering information 


*Indicates factory selected value 
6-50 4PBACKDATING INFORMATION IN SECTION VII 


Model 8660C 


Reference 
Designation 


A19L1 
A19L2 
A19L3 
A19L4 
A19LS 


A19L6 
A19L7 t 
A19L8 
AI9SL?P 
A19L10 


A191 
A192 
A19Q3 
A1984 
€1985 


A19Q6 
A19Q7 
€1998 
A199 
A19Q10 


A19R1 
A19R2 
A19RS 
A19R4 
A19RS 


A19R6 
A19R7 
ALPRE 
A19R9 
A19R10 


A19R11 
A19R12 
A19R13 
A19R14 
A19R15 


A19R16 
A19R17 
A19R18 
A19R19 
A19R20 


A19R21 
A19R22 
A19R23 
A19R24 
A19R25 


A19R26 
A19R27 
A19R28 
A19R29 
A19RI0 


A19R31 
A19RI2 
A19RI3 
A19RI4 
A19RIS 


A19RI6 
A19R37 
A19RIB 
A19RIP 
A19R40 


A19R41 
A19R42 
ALPR4S 
A19R44 
A19R45 


A1IPR46 
A19R47 
A19R48 
A19R4AP 
A19RSO 


A19R5S1 
A1L9IRS2 
A19RSS 
A19RS4 
A1LPRSS* 


Table 6-3. Replaceable Parts 


HP Part 


Number Description 


INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 100UH 10% 
INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 
INDUCTOR RF-CH-MLD 47UH 5% .166DX,.385LG 
INDUCTOR RF-CH-MLD 820UH 10% 


9100-1629 
9100-2562 
9100-1629 
9100-1629 
9100-2572 


08660-80025 
9140-0179 
9140-0179 
9100-1611 
9100-1611 


COIL-650NH 

INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG 
INDUCTOR RF-CH-MLD 22UH 10% .166DX.385LG6 
INDUCTOR RF-CH-MLD 220NH 20% 

INDUCTOR RF-CH-MLD 220NH 20% 


TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI PD=200MW FT=S00MHZ 
TRANSISTOR J-FET N-CHAN D-MODE SI 
TRANSISTOR NPN 2N5179 SI TO-72 PD=200MW 


1854-0092 
1854-0092 
1854-0092 
1855-0081 
1854-0345 


TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 
TRANSISTOR PNP 2N3799 SI TO-18 PD=360MW 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI PD=200MW FT=600MHZ 
TRANSISTOR NPN SI TO-39 PD=700MW 


1853-0451 
1853-0451 
1854-0092 
1854-0092 
1854-0022 


0698-3132 
0698-3442 
2100-1760 
0757-0458 
0698-3437 


RESISTOR 261 1% .125W F TC=0+-100 
RESISTOR 237 1% .125W F TC=0+-100 
RESISTOR-TRMR SK SZ Ww SIDE-ADJ 1-TRN 
RESISTOR 51.1K 1% .125W F TC=0+-100 
RESISTOR 133 1% .125W F TC=0+-100 


NNNGS DNNUUYN DK¥NNN FbHKHKHN DP SHD 


0757-0460 


_ 


RESISTOR 61.9K 1% .125W F TC=0+-100 
NOT ASSIGNED 

RESISTOR 68.1K 1% .125W F TC=0+-100 
RESISTOR-TRMR 2K SX WW SIDE-ADJ 1-TRN 
RESISTOR 6.81K 1% .125W F TC=0+-100 


0757-0461 
2100-1759 
0757-0439 


RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 162 1% .125W F TC=0+-100 
RESISTOR 90.9K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 178 1% .125W F TC=0+-100 


0757-0200 
0757-0405 
0757-0464 
0757-0442 
0698-3439 


0757-0467 
0698-3440 
0757-0466 
0757-0834 
0698-3132 


RESISTOR 121K 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 
RESISTOR 110K 1% .125W F TC=0+-100 
RESISTOR 5.62K 1% .SW F TC=0+-100 
RESISTOR 261 1% .125W F TC=0+-100 


RESISTOR 178K 1% .125W F TC=0+-100 
RESISTOR 287 1% .125W F TC=0+-100 
RESISTOR 8.25K 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 
RESISTOR 178K 1% .125W F TC=0+-100 


0698-3243 
0698-3443 
0757-0441 
0698-3440 
0698-3243 


0698-3445 
0757-0279 
0698-3266 
0757-0442 
0698-3447 


RESISTOR 348 1% .125W F TC=0+-100 
RESISTOR 3.16K 1% .125W F TC=0+-100 
RESISTOR 237K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 422 1% .125W F TC=0+-100 


0698-3266 
0698-0082 
0757-0444 
0698-3459 
0698-3162 


RESISTOR 237K 1% .125W F TC=0+-100 
RESISTOR 464 1% .125W F TC=0+-100 
RESISTOR 12.1K 1% .125W F TC=0+-100 
RESISTOR 383K 1% .125W F TC=0+-100 
RESISTOR 46.4K 1% .125W F TC=0+-100 


coOerNu FPWMWoNM ONDCMD PWNND SWOUSN PSM 


0698-3157 
0757-0288 
0698-3155 
0757-0317 
0757-0442 


RESISTOR 19.6K 1% .125W F TC=0+-100 
RESISTOR 9.09K 1% .125W F TC=0+-100 
RESISTOR 4.64K 1% .125W F TC=0+-100 
RESISTOR 1.33K 1% .125W F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 


0683-8245 
0698-3243 
0698-3446 
0698-0082 
0757-0200 


RESISTOR 820K 5% .25W FC TC=-800/+900 
RESISTOR 178K 1% .125W F TC=0+-100 
RESISTOR 383 1% .125W F TC=0+-100 
RESISTOR 464 1% .125W F TC=0+-100 
RESISTOR 5.62K 1% .125W F TC=0+-100 


NNGODOO WN eK 


0698-3154 
0698-3441 
0698-3444 
0757-0401 
0698-3440 


RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 215 1% .125W F TC=0+-100 
RESISTOR 316 1% .125W F TC=0+-100 
RESISTOR 100 1% .125W F TC=0+-100 
RESISTOR 196 1% .125W F TC=0+-100 


0757-0200 
0698-3154 
0757-0200 
0698-3154 
0757-0280 


RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 5.62K 1% .125W F TC=0+-100 
RESISTOR 4.22K 1% .125W F TC=0+-100 
RESISTOR 1K 1% .125W F TC=0+-100 


WoOonNoN Noerao 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Replaceable Parts 


Mfr Part Number 


9100-1629 
9100-2562 
9100-1629 
9100-1629 
9100-2572 


08660-80025 
9140-0179 
9140-0179 
9100-1611 
9100-1611 


1854-0092 
1854-0092 
1854-0092 
1855-0081 
2N5179 


2N3799 
2N3799 
1854-0092 
1854-0092 
$17843 


C4-1/8-T0-261 0-F 
C4-1/8-T0-237R-F 
2100-1760 

C4-1/8-T0-5112-F 
C4-1/8-T0-133R-F 


C4-1/8-T0-6192-F 


C4-1/8-T0-6812-F 
2100-1759 
C4-1/8-T0-6811-F 


C4-1/8-T0-5621-F 
C4-1/8-T0-162R-F 
C4-1/8-T0-9092-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-178R-F 


C4-1/8-T0-1213-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-1103-F 
0757-0834 

C4-1/8-T0-2610-F 


C4-1/8-T0-1783-F 
C4-1/8-T0-287R-F 
C4-1/8-T0-8251-F 
C4-1/8-T0-196R-F 
C4-1/8-T0-1783-F 


C4-1/8-T0-348R-F 
C4-1/8-T0-3161-F 
C4-1/8-T0-2373-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-422R-F 


C4-1/8-T0-2373-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-1212-F 
0698-3459 

C4-1/8-T0-4642-F 


C4-1/8-T0-1962-F 
MF4C1/8-T0-9091-F 
C4-1/8-T0-4641-F 
C4-1/8-T0-1331-F 
C4-1/8-T0-1002-F 


CB8245 

C4-1/8-T0-1783-F 
C4-1/8-T0-383R-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-5621-F 


C4-1/8-T0-4221-F 
C4-1/8-T0-215R-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-101-F 

C4-1/8-T0-196R-F 


C4-1/8-T0-5621-F 
C4-1/8-T0-4221-F 
C4-1/8-T0-5621-F 
C4-1/8-T0-4221-F 
C4-1/8-T0-1001-F 


6-51 


Replaceable Parts 


Reference 
Designation 


A1IRS6 
A19R5S7 
A19RSB 
ALIRSP 
A1LIREO 


A19R61 
A19RE2 
A19R6ES 
A1LIRE4 
A19R6ES 


ALPRES 
A19R67 
A19REB 
A19REP 
A19R70 


A19R71 
A19R72 


A20F 


a20 


€20C1 
a20ce 
A20C3 
A20C4 
a2o0cs 


A20Cé& 
A20C7 
a20cs 
A20C9 
A20C10 


A20C11 


HP Part 
Number 


0698-3447 
0698-3447 
0698-0082 
0698-3444 
0698-0082 


0698-0082 
0698-0082 
0757-0180 
0757-0401 
0698-3443 


0757-0294 
0698-3443 
0757-0289 
0757-0274 
0757-0401 


0698-3153 
0757-0401 


08660-60364 


08660-60335 


0180-2530 
0180-2397 
0180-2369 
0180-2486 
0180-2486 


0180-2334 
0180-2154 
0180-0058 
0180-0229 
0180-0228 


0180-0049 


SONNN NeYNS dS 


eceunow 


° ow 


© FNorwD NNOCSN 


Table 6-3. Replaceable Parts 


Description 


RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 


RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 
RESISTOR 


RESISTOR 17.8 


-125W F TC=0+-100 

.125W F TC=0+-100 

.125W F TC=0+-100 

-125W F TC=0+-100 

.125W F TC=0+-100 
F 


1250 TC=0+-100 
.125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 
-125W F TC=0+-100 


1% .125W F TC=0+-100 


RESISTOR 287 1% .125W F TC=0+-100 
RESISTOR 13.3K 1% .125W F TC=0+-10 
RESISTOR 1.21K 1% .125W F TC=0+-10 
RESISTOR 100 1% .125W F TC=0+-100 


RESISTOR 3.83K 1% .125W F TC=0+-10 
RESISTOR 100 1% .125W F TC=0+-100 


RECTIFIER ASSEMBLY (INCLUDES ALL A20 
PARTS EXCEPT C1,C2,C3,K1,K2 AND 


MISCELLANEOUS PARTS NOT PERMANENTLY 


ATTACHED TO 


RECTIFIER ASSEMBLY( INCLUDES CR2 AND CR3) 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 
CAPACITOR-FXD 


CAPACITOR-FXD 


THE CIRCUIT BOARD) 


3900UF+75-10% SOVDC 


AL 


-018F+75-10% 25VDC AL 


3600UF+75-10% 40VDC 
470UF+-20% 30VDC TA 
470UF+-20% 30VDC TA 


3900UF+75-10% 75VDC 
1900UF+75-10% 15VDC 
SOUF+75-10% 25VDC AL 
S3UF+-10% 10VDC TA 
22UF+-10% 15VDC TA 


20UF+75-10% SOVDC AL 


AL 


Model 8660C 


Mfr Part Number 


C4-1/8-T0-422R-F 
C4-1/8-T0-422R-F 
C4-1/8-T0-4640-F 
C4-1/8-T0-316R-F 
C4-1/8-T0-4640-F 


C4-1/8-T0-4640-F 
C4-1/8-T0-4640-F 
0757-0180 
C4-1/8-T0-101-F 
C4-1/8-T0-287R-F 


MF 4C1/8-T0-17R8-F 
C4-1/8-T0-287R-F 
MF 4C1/8-T0-1332-F 
C4-1/8-T0-1211-F 
C4-1/8-T0-101-F 


C4-1/8-T0-3831-F 
C4-1/8-T0-101-F 


08660-60364 


08660-60335 


0180-2530 
36D183G025BR2B 
500362U040AB2B 
69FSERIES 
69FSERIES 


36D392F 075BB2B 
39D198G6015GL2-DSB 
30D506G025CC2 
150D336xX9010B2 
150D226xX9015B2 


30D206G050CC2 


A20CR1 NOT ASSIGNED 
A20CR2 NOT ASSIGNED 
A20CR3 NOT ASSIGNED 
A20CR4 1901-0638 DIODE-FW BRDG 100V 4A 
1251-2772 CONNECTOR-SGL CONT SKT .052-IN-BSC-SZ 


MDA-970-2 
1251-2772 


“Ga 


MDA-970-2 
MDA-970-2 
1251-2772 
1884-0024 
1901-0050 


DIODE-FW BRDG 100V 4A 

DIODE-FW BRDG 100V 4A 

CONNECTOR-SGL CONT SKT .052-IN-BSC-SZ 
THYRISTOR-SCR VRRM=200 
DIODE-SWITCHING 80Y 200MA 2NS DO-35 


A20cRst 1901-0638 
AZ0CR6 1901-0638 

1251-2772 
AZ0CR7 1884-0024 
azocreyt 1901-0050 


FUSE 10A 32V NTD 1.25X.25 311010 

FUSEHOLDER-CLIP TYPE .25D-FUSE 2110-0269 
FUSE 3A 125V .25X.27 2110-0332 
FUSE 3A 125V .25X.27 2110-0332 
FUSE 3A 125V .25X.27 2110-0332 


A20F1 2110-0523 

2110-0269 
A20F2 2110-0332 
A20F3 2110-0332 
A20F4 2110-0332 


2110-0332 
2110-0332 
2110-0332 
2110-0332 


A20FS 2110-0332 
A20F6 2110-0332 
A20F7 2110-0332 
A20F8 2110-0332 


FUSE 3A 125V .25X.27 
FUSE 3A 125V .25xX.27 
FUSE 3A 125V .25X.27 
FUSE 3A 125V .25xX.27 


MMOD OMMewoD WWeww 


0490-0559 
0490-0861 
0490-0907 
0490-0559 
0490-0861 
0490-0907 


A20KTT 0490-0559 


0490-0861 
Az0K2y 


RELAY 4C 24VDC-COIL 7.5A 115VAC 
RELAY RETAINER SST 

SOCKET-RLY 15-CONT DIP-SLDR 
RELAY 4C 24VDC-COIL 7.5A 115VAC 
RELAY RETAINER SST 

SOCKET-RLY 15-CONT DIP-SLDR 


0490-0907 
0490-0559 
0490-0861 
0490-0907 


oe ucwuow 


CONNECTOR-SGL CONT SKT .04-IN-BSC-SZ RND 1251-2313 


(PART OF A20F2 THRU FB; 2 EACH) 


A20MP1 1251-2313 


C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-1002-F 


RESISTOR 10K 1% .125W TC=0+-100 
RESISTOR 10K 1% .125W TC=0+-100 


A20R1 0757-0442 F 
F 

RESISTOR 10K 1% .125W F TC=0+-100 
F 
F 


A20R2 0757-0442 
A2ZO0RS 0757-0442 
A20R4 0757-0442 
AZORS 0757-0442 


RESISTOR 10K 1% .125W TC=0+-100 
RESISTOR 10K 1% .125W TC=0+-100 


C4-1/8-T0-1002-F 
MF-1/2-T0-75R0-F 
C4-1/8-T0-1002-F 


RESISTOR 10K 1% .125W F TC=0+-100 
RESISTOR 75 1% .SW F TC=0+-100 
RESISTOR 10K 1% .125W F TC=0+-100 


AZ0R& 0757-0442 
AZOR7T 0757-0795 
AZ0RB 0757-0442 


nN wuow CDovwow 


A2Z0XAS 1251-1626 CONNECTOR-PC EDGE 12-CONT/ROW 2-ROWS 1251-1626 


A20 MISCELLANEOUS 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Model 8660C Replaceable Parts 


Table 6-3. Replaceable Parts 


Reference HP Part 


Designation Nuvaber Description Mfr Part Number 


0360-0007 TERMINAL-SLDR LUG PL-MTG FOR-#10-SCR 0360-0007 
0360-0009 TERMINAL-SLDR LUG PL-MTG FOR-#6-SCR 0360-0009 
1251-0600 CONNECTOR-SGL CONT PIN 1.14-MM-BSC-SZ SQ 1251-0600 
4040-0554 COVER, CAPACITOR 4040-0554 


0960-0151 OSCILLATOR-CRYSTAL 10 MHZ: STABILITY 0960-0151 
(EXCEPT OPT’S 001 AND 002) 

0960-0150 OSCILLATOR-CRYSTAL 10 MHZ: STABILITY 0960-0150 
(OPT 001 ONLY?) 
(OMIT A21 ASSY FOR OPT 002) 


08660-60320 SWITCH ASSY, REFERENCE 08660-60320 
08660-20051 HOUSING, REF. SWITCH 08660-20051 


0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 
NOT ASSIGNED 

0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 

0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 

0160-2437 CAPACITOR-FDTHRU SOO0OPF +80 -20% 200V 0160-2437 


0160-2437 CAPACITOR-FDTHRU SOOOPF +80 -20% 200V 0160-2437 


1250-0901 CONNECTOR-RF SMB M SGL-HOLE-FR 50-OHM 1250-0901 

1250-0901 CONNECTOR-RF SMB M SGL-HOLE-FR 50-OHM 1250-0901 
NOT ASSIGNED 

1250-0901 CONNECTOR-RF SMB M SGL-HOLE-FR 50-OHM 1250-0901 


08660-60323 10 MHZ FILTER ASSEMBLY 08660-60323 
08660-60319 10 MHZ FILTER BOARD ASSEMBLY (INCLUDES 08660-60319 
ALL A22A1 PARTS EXCEPT Wi, Y1, AND 

1200-0173) 


A22A101 0160-0575 
A22A1C2 0160-2264 
A22A1C3 0121-0446 
A22A1C4 0160-0575 
A22A1CS 0160-0575 


CAPACITOR-FXD .047UF +-20% SOVDC CER 0160-0575 
CAPACITOR-FXD 20PF +-5% SOOVDC CER 0+-30 0160-2264 
CAPACITOR-V TRMR-CER 4.5-20PF 160V 0121-0446 
CAPACITOR-FXD .047UF +-20% SOVDC CER 0160-0575 
CAPACITOR-FXD .047UF +-20% SOVDC CER 0160-0575 


Poon 


A22A1C6 0180-2207 
A22A1C7 0160-0575 
A22A1T8 0160-0575 
A22A1C9 0160-0575 


CAPACITOR-FXD 100UF+-10% 10VDC TA 150D107X9010R2 
CAPACITOR-FXD .047UF +-20% SOVDC CER 0160-0575 
CAPACITOR-FXD .047UF +-20% SOVDC CER 0160-0575 
CAPACITOR-FXD .047UF +-20% SOVDC CER 0160-0575 


A22A1K1 0490-0916 
A22A1K2 0490-0916 
A22A1K3 0490-0916 


RELAY-REED 1A S00MA 100VDC SVDC-COIL 0490-0916 
RELAY-REED 1A SOOMA 100VDC SVDC-COIL 0490-0916 
RELAY-REED 1A SOOMA 100VDC SYDC-COIL 0490-0916 


Ss 
4 
4 
4 
6 
6 
6 


A22A1L1 9100-1629 
A22A1L2 9140-0237 


INDUCTOR RF-CH-MLD 47UH 5% .166DX.385LG 9100-1629 
INDUCTOR RF-CH-MLD 200UH 5% .166DX.385LG 9140-0237 


A22A1Q1 1854-0019 
A22A1R2 1854-0019 


TRANSISTOR NPN SI TO-18 PD=360MW 1854-0019 
TRANSISTOR NPN SI TO-18 PD=360MW 1854-0019 


A22A1R1 0698-3438 
A22A1R2 2100-3053 
A22A1RS 0757-0280 
A22A1R4 0757-0317 
A2Z2A1R5 0757-0401 


RESISTOR 147 1% .125W F TC=0+-100 C4-1/8-T0-147R-F 
RESISTOR-TRMR 20 20% C SIDE-ADJ 17-TRN 43P200 

RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 
RESISTOR 1.33K 1% .125W F TC=0+-100 C4-1/8-T0-1331-F 
RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 


SONGUA Wu NS 


A22A1R6 2100-2010 
A22A1R7 0757-0401 
A22A1R8 0757-0317 
A22A1R9 0757-0280 


RESISTOR-TRMR 10 20% C TOP-ADJ 1-TRN B2PR10 

RESISTOR 100 1% .125W F TC=0+-100 C4-1/8-T0-101-F 
RESISTOR 1.33K 1% .125W F TC=0+-100 C4-1/8-T0-1331-F 
RESISTOR 1K 1% .125W F TC=0+-100 C4-1/8-T0-1001-F 


uo WANON 


A22A1W1 08660-60083 CABLE ASSEMBLY, COAX, GRAY 08660-60083 


A22A1Y1 0410-0423 


to 


CRYSTAL-QUARTZ 10.000 MHZ 0410-0423 


A22A1Z1 9170-0029 
A22A1Z2 9170-0029 


CORE-SHIELDING BEAD 9170-0029 
CORE-SHIELDING BEAD 9170-0029 


Gol 


A22A1 MISCELLANEOUS 
1200-0173 INSULATOR-XSTR DAP-GL 1200-0173 
1251-2194 CONNECTOR-SGL CONT SKT .021-IN-BSC-SZ 1251-2194 


A22A2 08660-60026 BOARD ASSY, REFERENCE AMPLIFIER SWITCH 08660-60026 


A22A2C1 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A22A2C2 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A22A2C3 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A22A2C4 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 
A22A2C5 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC CER 0160-2055 


A22A2C6 0180-0291 CAPACITOR-FXD 1UF+-10% 35VDC TA 150D105xX9035Aa2 
A22A2C7 0180-0291 CAPACITOR-FXD 1UF+-10% 35VDC TA 150D105x9035A2 
A22A2C8 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC 0160-2055 
A22A2C9 0160-2055 CAPACITOR-FXD .01UF +80-20% 100VDC 0160-2055 


See introduction to this section for ordering information 
*Indicates factory selected value 
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Replaceable Parts Model 8660C 7 


Table 6-3. Replaceable Parts 


crc [6% | _Peeriton_| Se |__ Mitre 


1901-0040 DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 1901-0040 
19701-0040 DIODE-SWITCHING 30V¥ SOMA 2NS DO-35 1901-0040 


Reference 
Designation 


A22A2CR1 
A2Z2A2CR2 


- 


RELAY-REED 1A SOOMA 100VDC SVDC-COIL 0490-0916 
RELAY-REED 1A SOOMA 100VDC SVDC-COIL 0490-0916 
RELAY-REED 1A SOOMA 100VDC SYDC-COIL 0490-0916 


0490-0916 
04970-09716 
0490-0916 


A22A2K1 
A22A2K2 
A2Z2A2K3 


INDUCTOR RF-CH-MLD SOOUH S% .2DX.45LG 9140-0118 
INDUCTOR RF-CH-MLD 4.7UH 10% .105DX.26LG 9140-0144 


A22A2L1 
A22A2L2 


9140-0118 
9140-0144 


om ooo 


TRANSISTOR NPN SI PD=300MW FT=200MHZ 1854-0071 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 1854-0071 
TRANSISTOR PNP SI PD=300MW FT=150MHZ 1853-0020 


1854-0071 
1854-0071 
1853-0020 


A22A2Q1 
A22A282 
A22A2Q3 


Pun 


A22A2R1 0698-7227 RESISTOR 422 1X .05W F TC=0+-100 C3-1/8-T0-422R-G 


A22A2R2 0698-7222 RESISTOR 261 1% .05W F TC=0+-100 C3-1/8-T0-261R-G 
A22A2R3 0698-7240 RESISTOR 1.47K 1% .05W F TC=0+-100 C3-1/8-T0-1471-G 
AZ2A2R4 0698-7248 RESISTOR 3.16K 1% .05W F TC=0+-100 C3-1/8-T0-3161-G 


“We oO 


A22A2R5 0698-7222 RESISTOR 261 1% .05W F TC=0+-100 C3-1/8-T0-261R-G 


AZ2A2R6 0698-7212 9 RESISTOR 100 1% .05W F TC=0+-100 C3-1/8-TO-100R-G 
A22A2R7 0698-7229 8 RESISTOR 511 1% .05W F TC=0+-100 C3-1/8-T0-S11R-G 
A2Z2A2RB 0698-7188 8 RESISTOR 10 1% .0SW F TC=0+-100 C3-1/8-T00-10R-G 
A2Z2ZA2RP 0698-7188 8 RESISTOR 10 1% .05W F TC=0+-100 C3-1/8-T00-10R-G 


A23 08660-60044 WIRING HARNESS, MAIN 08660-60044 


A23I3 NOT ASSIGNED 


A23I3 1251-0085 CONNECTOR 36-PIN F MICRO RIBBON 1251-0085 
A23I3 1251-1908 CONTACT-CONN U/W-RECT MALE CRP 1251-1908 
A23I3 1251-0545 COAX ASSEMBLY MALE FOR RECT SERIES; USED 1251-0545 
A2z3I4 1251-2663 CONNECTOR-PC EDGE 18-CONT/ROW 2-ROWS 1251-2663 


A23I4 1251-0544 CONNECTOR 42-PIN M RECTANGULAR 1251-0544 


CONNECTOR 42-PIN M RECTANGULAR 1251-0544 
CONNECTOR 66-PIN M RECTANGULAR 1251-0547 
CONNECTOR 4-PIN WINCH JF 1251-1017 


A23IS 
A23I6 
A23I7 


1251-0544 
1251-0547 
1251-1017 


MISCELLANEOUS A23. 


08660-20052 


PIN, GUIDE 08660-20052 


A24 NOT ASSIGNED 


A2sTt 08660-60350 +30V REGULATOR ASSEMBLY 08660-60350 


A25C1 


0160-4084 CAPACITOR-FXD .1UF +-20% SOVDC CER 0160-4084 


DIODE-ZNR 1N5363B 30V S% PD=SwW TC=+29KV 1902-0644 


A2SCR1 1902-0644 


a2sai tT 1854-0766 TRANSISTOR NPN 2N5428 SI TO-66 PD=40W 2nN5428 
1205-0085 HEAT SINK TO-66-CS 1205-0085 
0340-0162 INSULATOR, TRANSISTOR, ALUMINUM 0340-0162 

A25R1 0757-0794 RESISTOR 68.1 1% .SW F TC=0+-100 0757-0794 


NS NOn WwW D9 Ww 


A2SR2 0757-0198 RESISTOR 100 1% .Sw F TC=0+-100 0757-0198 


A25 MISCELLANEOUS 


STANDOFF-RVT-ON .25-IN-LG 6-32THD ORDER BY DESCRIPTION 
WASHER-LK HLCL NO. 6 .141-IN-ID 2190-0006 

SCREW-MACH 6-32 .438-IN-LG PAN-HD-POZI ORDER BY DESCRIPTION 
NUT-HEX-DBL-CHAM 6-32-THD .094-IN-THK ORDER BY DESCRIPTION 


0380-0111 
2190-0006 
2360-0119 
2420-0003 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Model 8660C 


Reference 


Designation 


Table 6-3. Replaceable Parts 


Description 


CHASSIS PARTS 


Replaceable Parts 


Mfr Part Number 


1901-1001 DIODE-CT-RECT SOV 10A 1901-1001 
(PART OF T1) 
1906-0065 DIODE-FW BRDG 100V 10A 1906-0065 
1906-0065 DIODE-FW BRDG 100V 10A 1906-0065 
PART A7 (PRIMARY FUSE) 
PART A20 
PART A20 
PART A20 
PART A20 
PART A20 
9170-0499 CORE-TOROID AL=2135-NH/T 9170-0499 
3101-1235 SWITCH-SL DPDT STD 1.5A 125VAC SLDR-LUG 3101-1235 
CINT/EXT REFERENCE SWITCH) 
9100-3543 TRANSFORMER-POWER 100/120/220/240V 9100-3543 


08660-60061 
08660-60062 
08660-60054 
08660-60046 
08660-60065 


08660-60326 
08660-60058 
08660-60057 
08660-60071 
08660-60052 


08660-60053 
08660-60075 
08660-60067 
08660-60066 
08660-60059 


08660-60081 
08660-60074 
08660-60072 
08660-60073 
11661-60026 


11661-60028 
08660-60061 
08660-60060 
08660-60093 
08660-60094 


08660-60095 
08660-60175 


0380-0643 
8120-1378 
0960-0411 
8150-0082 


08660-00003 
08660-00004 
08660-00005 
08660-20167 
08660-00007 


08660-00027 
08660-20207 
08660-00029 
08660-00030 
08660-00031 


08660-00032 
08660-00058 
08660-00033 
08660-00034 
08660-00035 


08660-00036 
08660-00037 
08660-00038 
08660-00041 
08660-00042 


OeuUr wo Wooos 


9 
) 
5 
4 
5 
3 
4 
2 
3 
4 
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(INCLUDES CR1) 


CABLE ASSY, WHITE 
CABLE ASSEMBLY, WHITE 
CABLE ASSEMBLY, WHITE 
CABLE ASSY, INTERFACE 
CABLE ASSY, ORANGE 


CABLE ASSY100MHZ,BAND PASS FILTER INPUT 
CABLE ASSY, WHITE/RED 

CABLE ASSY, WHITE/GREEN 

CABLE ASSY, WHITE/BROWN 

CABLE ASSY, RED 


CABLE ASSY, BROWN 

CABLE ASSY, GREEN 

CABLE ASSY, WHITE/RED 
CABLE ASSY, WHITE/BLUE 
CABLE ASSY, WHITE/YELLOW 


CABLE ASSY, WHITE/RED 
CABLE ASSY, WHITE/BROWN 
CABLE ASSY, WHITE/ORANGE 
CABLE ASSY, WHITE/YELLOW 
CABLE ASSY, BLUE/GRAY 


CABLE ASSEMBLY ,GRAY 
CABLE ASSEMBLY, WHITE 
CABLE ASSY, WHITE/ORANGE 
CABLE ASSY 

CABLE ASSY 


CABLE: ASSY 
CABLE, VIOLET 


MISCELLANEOUS PARTS 
STANDOFF-HEX .255-IN-LG 6-32THD 
CABLE ASSY 18AWG 3-CNDCT JGK-JKT 
CONDUCTOR ASSEMBLY, PLUG-IN JUMPER 
WIRE 18AWG R 600V PVC 19X30 105C 


SUPPORT, 66-PIN CONNECTOR 
SUPPORT, 42 PIN CONNECTOR 
BRACKET, LEFT INTERFACE 
BRACKET, INTERFACE, RIGHT 
SUPPORT, REFERENCE OSCILLATOR 


SUPPORT, LOOP BOX, REAR 
BRACKET, P/O SUPPORT LOOP BOX 
BRACKET, L.P. BOX, LT SD 
COVER, SLi OSCILLATOR 

COVER, SL1 PHASE DETECTOR 


COVER, Ni 

GASKET, SL1-N1i 

COVER, N2 (EXCEPT OPT 004) 
COVER, N3 (EXCEPT OPT 004) 
COVER, SL2 (OPT 004) 


SUPPORT, H.F. LOW PASS BOX 
COVER, BOTTOM 1.3GHZ MOD. 
LATCH, H.F. LOW PASS BOX 
COVER, WIRING HARNESS 
COVER, N2A (OPT 004) 


08660-60061 
08660-60062 
08660-60054 
08660-60046 
08660-60065 


08660-60326 
08660-60058 
08660-60057 
08660-60071 
08660-60052 


08660-60053 
08660-60075 
08660-60067 
08660-60066 
08660-60059 


08660-60081 
08660-60074 
08660-60072 
08660-60073 
11661-60026 


11661-60028 
08660-60061 
08660-60060 
08660-60093 
08660-60094 


08660-60095 
08660-60175 


ORDER BY DESCRIPTION 
8120-1378 
ORDER BY DESCRIPTION 
8150-0082 


08660-00003 
08660-00004 
08660-00005 
08660-20167 
08660-00007 


08660-00027 
08660-20207 
08660-00029 
08660-00030 
08660-00031 


08660-00032 
08660-00058 
08660-00033 
08660-00034 
08660-00035 


08660-00036 
08660-00037 
08660-00038 
08660-00041 
08660-00042 


See introduction to this section for ordering information 


*Indicates factory selected value 
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Replaceable Parts Model 8660C 


Table 6-3. Replaceable Parts 


Reference HP Part 
Designation | Number 


Mfr Part Number 


Qty Description 


08660-00043 
08660-00044 
08660-20040 
08660-20050 
08660-20175 
08660-00100 


08660-00085 
08660-00086 
08660-20052 
08660-20054 
08660-20055 


08660-20056 
08660-20062 
08660-20170 
08660-20183 
08660-60080 


08660-60083 
1251-0084 
1250-0780 
5020-7623 
5020-7624 


5060-0256 
5060-0258 
5060-0277 
05580-2042 
08660-00065 


08660-20168 
08660-20169 
08660-20203 
5060-0276 


NOUspun NNNOCD NOSnH H$NNON 


Ne oOae 


uneu 


COVER, COUPLING BOARD (OPT 004) 
COVER, BLANK (OPT 004) 

BOARD, P.C. (OPT 004) 

HEAT SINK 

PC BOARD SUPPORT 

DAMPING PAD, FOAM 


PLATE, OSCILLATOR, TOP 
PLATE, OSCILLATOR, BOTTOM 
PIN, LATCH 

PIN, PIVOT 

SCREW, SHOULDER 


END PLATE, L.P. BOX 
EXTRACTOR, SHIELD 
HEAT SINK, .75 X .18" 
HEAT SINK, .75 X .35" 
CABLE ASSY, GRAY 


CABLE ASSY, GRAY 

CONNECTOR 36-PIN M MICRO RIBBON 
ADAPTER-COAX F-BNC M-N 
BRACKET:7H L.H. RACK MOUNT 
BRACKET:7H R.H. RACK MOUNT 


EXT. BOARD ASSY:20 CONTACT 
EXT. BOARD ASSY:24 CONTACT 
EXT. BOARD ASSY:18 PIN 
STRIP, FILLER 

CORK, PAD 


HEAT SINK, .62 X .75" 
HEAT SINK, .75 X .38" 
PLATE, OSCILLATOR, BOTTOM 
EXT. BOARD ASSY:15 PIN 


08660-00043 
08660-00044 
08660-20040 
08660-20050 
08660-20175 
08660-00100 


08660-00085 
08660-00086 
08660-20052 
06660-20054 
08660-20055 


08660-20056 
08660-20062 
08660-20170 
08660-20183 
08660-60080 


08660-60083 
1251-0084 
1250-0780 
5020-7623 
5020-7624 


5060-0256 
5060-0258 
5060-0277 
05580-2042 
08660-00065 


08660-20168 
08660-20169 
08660-20203 
5060-0276 


See introduction to this section for ordering information 
*Indicates factory selected value 
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/Model 8660C 


1 
2 
3 
4 
3S 
6 
7 
8 
bd 


Reference 
Designation 


NOT AS SHOWN 


HP Part 
Number 


08660-00024 
2360-0198 


08660-00026 
08660-00001 
2510-0099 
5060-0222 
08660-20057 


08660-20058 
08660-20061 
08660-20076 
2360-0190 
2200-0164 


5060-0767 
1490-0036 
2510-0050 
2360-0111 
5060-8735 


2510-0101 
08660-60347 
08660-00025 
08660-20172 
5000-0052 


Go 
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on 
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Table 6-3. Replaceable Parts 


Description 


CABINET PARTS 


COVER, SIDE 
SCREW-MACH 6-32 .438-IN-LG 100 DEG 


COVER, TOP 
PANEL, REAR 

SCREW-MACH 8-32 .25-IN-LG PAN-HD-POZI 
HANDLE ASSY:5H SIDE 

GUIDE, MODULE PLUG IN 


GUIDE, RF PLUG-IN 
FRAME, FRONT 

FRAME, SIDE 

SCREW-MACH 6-32 .188-IN-LG 100 DEG 
SCREW-MACH 4-40 .188-IN-LG UNCT 82 DEG 


FOOT ASSY:FM 

TILT STAND 3-IN-W 13.75-IN-OA-LG SST 
SCREW-MACH 8-32 .S-IN-LG 82 DEG 
SCREW-MACH 6-32 .188-IN-LG PAN-HD-POZI 
RETAINER HANDLE ASSY:OLIVE GRAY(STD) 


SCREW-MACH 8-32 .312-IN-LG PAN-HD-POZI 
KIT, RACK MOUNT 

COVER, BOTTOM 

FOOT, EXTRUDED, REAR 

PLATE:FLUTED ALUMINUM 


Figure 6-1. Cabinet Parts 


Replaceable Parts 


Mfr Part Number 


08660-00024 
ORDER BY DESCRIPTION 


08660-00026 
08660-00001 

ORDER BY DESCRIPTION 
5060-0222 
08660-20057 


08660-20058 
08660-20061 
08660-20076 
ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 


5060-0767 
1490-0030 
ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 
5060-8735 


ORDER BY DESCRIPTION 
08660-60347 
08660-00025 
08660-20172 
5000-0052 


6-57 


Replaceable Parts 


Reference 
Designation 


6-58 


HP Part 
Number 


0370-1131 
0370-2193 
2950-0043 
1250-0118 


0370-2194 
0370-1303 
08660-20101 
2190-0016 
08660-60115 


5060-0329 
08660-20154 
0520-0129 
08660-60113 
08660-20153 


9100-3354 
2200-0105 
2200-0141 
2190-0019 
3050-0023 


3050-0016 
08660-60111 
0520-0174 
3101-1655 
08660-60114 


08660-40107 
0360-1190 

08660-00106 
08660-20177 
08660-00102 


08660-40004 
08660-60159 
0510-1149 
2140-0356 
08660-40108 
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Table 6-3. Replaceable Parts 


Description 


DCU FRONT PANEL PARTS 
KNOB-CONC-PTR-AND-BAR 1/72 JGK .125-IN-ID 
KNOB-BASE-SKT 1/2 JGK .25-IN-ID 
NUT—-HEX-DBL-CHAM 3/8-32-THD .094-IN-THK 
CONNECTOR-RF BNC FEM SGL-HOLE-FR 50-OHM 


KNOB-BASE-CONC-SKT 1/2 JGK .25-IN-ID 
KNOB-BASE 1-1/8 JGK .25-IN-ID 

FRONT PANEL FRAME 

WASHER-LK INTL T 3/8 IN .377-IN-ID 
SWITCH ASSY, MANUAL MODE (A16) 


TUNER ASSY, MANUAL MODE (A17) 

RETAINER 

SCREW-MACH 2-56 .312-IN-LG PAN-HD-POZI 
SWITCH ASSY, KEYBOARD (A1A15) 
RETAINER, BRACKET 


COIL-FXD 4MH @ 0.5A:4V:800HZ:0.4 OHM 
SCREW-MACH 4-40 .312-IN-LG PAN-HD-POZI 
SCREW-MACH 4-40 .312-IN-LG PAN-HD-POZI 
WASHER-LK HLCL NO. 4 .115-IN-ID 
WASHER-FL NM NO. 6 .144-IN-ID .25-IN-OD 


WASHER-FL MTLC NO. 6 .147-IN-ID 

BOARD ASSY, NUMERAL READOUT (A1A12) 
SCREW-MACH 2-56 .25-IN-LG PAN-HD-POZI 
SWITCH-RKR SUBMIN SPDT SA 115VAC/DC PC 
SWITCH ASSY, SWEEP MODE (A15) 


SINGLE SWEEP PUSHBUTTON 
TERMINAL-SLDR LUG PL-MTG FOR-@3/8-SCR 
FRONT PANEL, LEFT SIDE 

WINDOW, FRONT 

FRONT PANEL, RIGHT SIDE 


ANNUNCIATOR BLOCK 

ANNUNCIATOR CIRCUIT BOARD 
RETAINER-PUSH ON KB-TO-SHFT EXT 
LAMP-INCAND 7683 SYDC 60MA T-1-BULB 
PUSHBUTTON, READOUT 


Figure 6-2. DCU Front Panel Parts 


Model 86600 


Mfr Part Number 


0370-1131 
0370-2193 


ORDER BY DESCRIPTION 


1250-0118 


0370-2194 
0370-1303 
08660-20101 
2190-0016 
08660-60115 


5060-0329 
08660-20154 


ORDER BY DESCRIPTION 


08660-60113 
08660-20153 


9100-3354 


ORDER BY DESCRIPTION 
ORDER BY DESCRIPTION 


2190-0019 
3050-0023 


3050-0016 
08660-60111 


ORDER BY DESCRIPTION 


3101-1655 
08660-60114 


08660-40107 
0360-1190 

08660-00106 
08660-20177 
08660-00102 


08660-40004 
08660-60159 
0510-1149 
7683 
08660-40108 


7 


Table 6-4. Code List of Manufacturers 


Manufacturer Name 


GTE SYLVANIA MINIATURE LT PROD 
ANY SATISFACTORY SUPPLIER 
SANGAMO ELEC CO S CAROLINA DIV 
ALLEN-BRADLEY CO 

TRW INC SEMICONDUCTOR DIV 

TEXAS INSTR INC SEMICOND CMPNT DIV 
MABI CO THE 

RCA CORP SOLID STATE DIV 
SPECTROL ELECTRONICS CORP 
BUNKER RAMO CORP AMPHENOL CONN DIV 
GE CO SEMICONDUCTOR PROD DEPT 
KDI PYROFILM CORP 

MOTOROLA SEMICONDUCTOR PRODUCTS 
GE CO ELEK CAP & BAT PROD DEPT 
PRECISION MONOLITHICS INC 
FAIRCHILD SEMICONDUCTOR DIV 
MINNESOTA RUBBER CO 

PRECISION LAMP INC 

SIGNETICS CORP 

MEPCO/ELECTRA CORP 

TRANSITRON ELECTRONIC CORP 
CORNING GLASS WORKS (BRADFORD) 
NATIONAL SEMICONDUCTOR CORP 
HEWLETT-PACKARD CO CORPORATE HQ 
MEPCO/ELECTRA CORP 

BOURNS INC TRIMPOT PROD DIV 
CENTRE ENGINEERING INC 
STETTNER-TRUSH INC 

SPRAGUE ELECTRIC CO 

ELECTRO MOTIVE CORP SUB IEC 
BECKMAN INSTRUMENTS INC HELIPOT DIV 
JOHNSON E F CO 

TRW INC PHILADELPHIA DIV 
LITTELFUSE INC 

TRW CAPACITOR DIV 

DALE ELECTRONICS INC 


Address 


HILLSBORO 


PICKENS 
MILWAUKEE 
LAWNDALE 
DALLAS 

MENLO PARK 
SOMERVILLE 
CITY OF IND 
BROADVILLE 
SYRACUSE 
WHIPPANY 
PHOENIX 

IRMO 

SANTA CLARA 
MOUNTAIN VIEW 
MINNEAPOLIS 
MOUNTAIN VIEW 
SUNNY VALE 
MINERAL WELLS 
WAKEFIELD 
BRADFORD 
SANTA CLARA 
PALO ALTO 

SAN DIEGO 
RIVERSIDE 
STATE COLLEGE 
CAZENOVIA 
NORTH ADAMS 
WILLIMANTIC 
FULLERTON 
WASECA 
PHILADELPHIA 
DES PLAINES 
OGALLALA 
COLUMBUS 


Replaceable Parts 


6-59/6-60 


Model 8660C 


Manual Changes 


SECTION VII 
MANUAL CHANGES 


7-1. INTRODUCTION 


7-2. This section contains manual change instruc- 
tions for backdating this manual for HP Model 
8660C Synthesized Signal Generators that have 
serial number prefixes that are lower than the pre- 
fix listed on the title page. This section also con- 
tains instrument modification suggestions and pro- 
cedures that are recommended to improve the per- 
formance and reliability of the generator. 


7-3. MANUAL CHANGES 


7-4. To adapt this manual to your instrument, re- 


fer to Table 7-1 and make all of the manual changes 
listed opposite your serial number. Perform these 
changes in the sequence listed. Table 7-2 is a sum- 
mary of changes by component. 


7-5. If your instrument serial number is not listed 
on the title page of this manual or in Table 7-1 be- 
low, it may be documented in a yellow MANUAL 
CHANGES supplement. For additional important 
information about serial number coverage refer to 
INSTRUMENTS COVERED BY MANUAL in Sec- 
tion I. 


Table 7-1. Manual Changes by Serial Number 


Serial Prefix Make Manual Changes Serial Prefix Make Manual Changes 


AC through A 
AC through B 
AC through C 
AC through D 
AC through E 
AC through F 
AC through G 


AC through H 
AC through I 

AC through J 

AC through K 
AC through L 
AC through M 
AC through N 
AC through O 


AC through P 
AC through Q 
AC through R 
AC through S 
AC through T 
AC through U 
AC through V 
AC through W 
AC through X 
AC through Y 
AC through Z 
AC through AA 
AC, AB 

AC 


7-1 


Manual Changes Model 86600 


Table 7-2. Summary of Changes by Component (1 cE 2) 


Parts List CR1,2,3, 
Assy Te 
Part No. 


A6C6 C7, 14, |A3K1, 
19 


} Ag 


Al11C2, | Al1J3 
C3 
Al Assy 
Part No. 


Al Assy 
Part No. 


CR8 


Parts List 
Assy Part 
No. 


mee oe 
mee oe Res 
A8U2, 
A8R3, 
R31,R32 
Al Assy 
Py No. 


A14 Assy 
Part No. 


Model 8660C Manual Changes 


Table 7-2. Summary of Changes by Component (2 of 2) 


Q7— = 
Q14, Q1l 


Q20 


7-3 


Manual Changes Model 8660 


MANUAL CHANGES 


7-6. MANUAL CHANGE INSTRUCTIONS 


CHANGE A 


Page 6-52, Table 6-3: 
Change the parts list for the A22 Assembly as shown by the following information and the table. 
Add A22C2 0160-2437 CAPACITOR FXD 5000 pF +80—20% 200 WVDC CER. 
Add A22J3 1250-0901 CONNECTOR-RF SMB M SGL HOLE FR 


Page 8-95, Figure 8-18, Service Sheet 2: 
Change the diagram as shown on the partial schematic below. 


A22 REFERENCE SWITCH ASSY 08660-60043 


A21 REF OSC ASSY 0960-0151 


olin t-oalien | 


CN 


| REFERENCE 
INPUT 


REFERENCE DESIGNATIONS WITHIN OUTLINED 
ASSEMBLIES ARE ABBREVIATED FULL DE 
CLUDES ASSEMBLY NUMBER: eg, RI OF | 
1S AIRI DESIGNATIONS OF OTHER COMP 
COMPLETE AS SHOWN 


B6G0C PHASE DETECTOR ASSY AND REFERENCE SWITCH ASSY 14164 


Figure 7-1. Reference Circuit Schematic Backdating (Partial Diagram, Part of Change A) 
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Model 8660C 


MANUAL CHANGES 


Manual Changes 


CHANGE A (Cont'd) 


Table 7-3. Replaceable Parts Backdating (Part of Change A) 


Reference 
Designation 


A422 08649-69043 
0 8660-20051 


A22C1 0160-2437 
£22C2 0160-2437 
£22C3 9160-2437 
422C4 0160-2437 
422C5 0160-2437 


A22Cé 0160-2437 


A22J1 1250-0901 
A22J52 1250-0901 
A22J3 1250-0901 
42254 1250-0901 


422.l 9100-1648 
A22Al 02660-60027 


A22A1C1 9160-2055 
#22A1C2 0160-2055 
A2241C3 0160-2055 
A22A1C4 0160-2055 


A22A1K1 0490-0916 
A22A1K2 0490-0916 
A22A1K3 0490-0916 


A22A2 08660-60026 


A2242C1 0160-2055 
A2242C2 0160-2055 
A22A2C3 0160-2055 
A22A2C4 0160-2055 
A22A2C5 0160-2055 


£22A2C6 0180-0291 
A22A2C7 0180-0291 
A2242C8 0160-2055 
&22A2C9 0160-2055 


A22A2CR1 1901-0040 
A22A2CR2 1901-0040 


A22A2K1 0490-0916 
A22A2K2 0490-0916 
A22A2K3 0490-0916 


A22A2L1 9140-0118 
A22A42L2 9140-0144 


A22A201 1854-0071 
A22A202 1854-0071 
4224203 1853-0020 


A22A2R1 0698-7227 
A22A2R2 0698-7222 
A22A2R3 0698-7240 
A22A2R4 0698-7248 
A22A2R5 0698-7222 


A22A2R6 0698-7212 
A22A2RT7 0698-7229 


A22A2R8 0698-7188 
A22A2R9 0698-7188 


CHANGE B 
Page 6-52, Table 6-3: 


Description 


SWITCH ASSY, REFFQENCE 


HOUSING, FFF. 


CAPACI TOR-FXD 
CAPACI TOR-FXD 
CAPACTTINP-FXO 
CAPACTTAOR=FXD 
CAPACTTOR=-FXN 


CAPACI TOR-FXN 


SWITCH 


S000PF #80-20% 200WVDC 
SOOOPF +80-202 200WVDC 
5N00PF +80-207% 200WV0C 
SOOOPF +30-20% 200WVDC 
5000PF +80-20" 200WVODC 


5O000PF +80-20% 200WV0C 


CONNEC TOR—RF SMB M SGL HOLE FR 
CONNECTOR-RF SMB M SGL HOLE FP 
CINNECTOR-RF SMR M SSL HOLE FA 
CONNFECTOR=RF SMB M SGt HOLE FR 


COIL$ FXO; MOLDED RF CHOKE$ S60UH 5z 


BOARD ASSY, REFERENCE SWITCH 


CAPACI TOR-FXN 
CAPACTTOR=FXD 
CAPACTTOP=FXN 
CAPACTTNR=FXD 


eOlUF #80-20% 100WVOC CER 
eO1LUF #80-20% 1LOOWVDC CER 
eOLUF +£0—202% 1N0WVDC CER 
eO1UF +80-202% LOOWVOC CER 


RELAY; REED; 1A -5A SOV CONT: SV COIL 
RELAY: PEEDs 1A «5A SOV CONTS SV COIL 
RELAY; REFD$; LA .5A SOV CONT; 5V COIL 


BOARD ASSY, REFERENCE AMPLIFIER SWITCH 


CAPACI TOR-FXD 
CAPACI TOR=FXD 
CAPACTTOR=FXD 
CAPACY TOR=FXD 
CAPACI TOR=FXD 


CAPACI TOR=FXO; 
CAPACI TOR=FXD3 
CAPACITOQR-FXO 
CAPACI TCR=FXD 


eO1lUF #80-20% 1NOWVDC CFR 
eO1UF #80-202% LOOWVDC CER 
eO1UF +80-20% 1NOWVNC CER 
eO1lUS +80-20% 1LOOWVDC CER 
eM1UF +80-20% 100WVNC CER 


LUF+=-102 35V9C TA=SOLID 
1LUF+-102 35VDC TA=-SOLID 
eOlUF +80=-20% 100WVNC CER 
eO1lUF +80-20% 1LOOWVDC CFR 


OINDE-SWITCHING 2NS 30V 50MA 
DIODE-SWITCHING 2"S 30V 50MA 


RELAY; REEDS 
RELAYS REEDS 
RELAY; REEDS 


COILs FXD$3 MOL 


e5A 5O0V CONT; 5V COIL 
25A 50V CONT: SV COIL 
25A 50V CONTs 5V COIL 


DED RF CHOKEs 5SOOUH 5% 


COIL$ FXDs MOLDFO RF CHOKE; 4.7'H 10% 


TRANSTSTOR NPN SI PN=300MW FT=200MHZ 
TRANSISTOR NPN SI PD=300MW FT=200MHZ 
TRANSTSTOR PNP ST CHIP PN=300MW 


RESISTOR 422 OHM 2% .O5W F TUBULAR 
RESISTOR 261 OHM 2% .05W F TUBULAR 
RESISTOR 1.47K 2% -05W F TUBULAR 
RESISTOR 3.16K 2% .O05W F TURULAR 
RESISTOR 261 OHM 2% .05W F TURULAR 


RESISTOR 100 OHM 22% .O5W F TUBULAR 
RESISTOR 511 OHM 22% .O5W F TUBULAR 
RESISTOR 19 OHM 2% .O5W F TUBULAR 
RESISTOR 10 OHM 22 .O05W F TURULAR 


Mfr Part Number 


08£60-50943 
08560-20051 


0160-2437 
0160-2437 
0160-2437 
01450-2437 
0160-2437 


0160-2437 


700166 
700166 
700166 
700166 


19/563 
08660-60027 


0160-2955 
0160-2955 
0160-2055 
0160-2955 


0490-0916 
0490-0915 
0490-0915 


08660-60026 


0160-2055 
0150-2055 
0160-2055 
0160-2055 
0160-2055 


1500105X903542 
150D1 05 X903542 
0160-2055 
0160-2055 


1901-0040 
1901-0040 


0490-0916 
0490-0914 
0490-0916 


19/593 
10/471 


1854-0071 
1854-0071 
1853-0020 


C3-1/8-T0-422R-G 
C3=1/8-T0=-261R-G 
C3=1/ 8- TO-1471-G 
C3-1/8-T0-3161-G 
C3-1/8-T0=-2612-G 


€3-1/8-TO-100R-G 
C3=-1/8-TO-$511R-G 
C 3-1/8-TOO-108-G 
C3-1/8-T00-10R-G 


Change A20K1 and K2 to 0490-0908, RELAY 24 Vdc CONT 5A 115 VAC FOAM 4C, 28480. 


Change A20R7 to 0757-0198, RESISTOR 1002, 1% .5W F TUBULAR. 


Page 6-56, Table 6-3: 


Delete 08660-00100, 4, DAMPING PAD, FOAM. 


Delete 08660-00085, 1, Plate Oscillator Top, 28480, 08660-00085. 


Manual Changes Model 8660C 


MANUAL CHANGES 


CHANGE B (Cont'd) 

Page 6-56, Table 6-3: (Cont’d) 
Delete 08660-00086, 1, Plate Oscillator Bottom, 28480, 08660-00086. 
Add 08660-00028, CLAMP, REF. OSC. (Opt. 002). 


Page 6-56, Table 6-3: 
Delete 08660-20208, 1, Plate Oscillator Bottom, 28480; 08660-20203. 


CHANGE C 


Page 6-19, Table 6-3: 
Change the description of A4J11 to ““RF Connector (part of A4W4).” 
Add A4J14, 1250-0901 CONNECTOR-RF SMB M SGL HOLE FR. 


Page 6-27, Table 6-3: 
Delete A4A8, 08660-60325, 100 MHz Band Pass Filter, 28480, 08660-60325. 


Page 6-55, Table 6-3: 
Delete W6, 08660-60326, Cable Assembly 100 MHz Band Pass Filter Input, 28480, 08660-60326. 


Page 8-97, Figure 8-21 (Service Sheet 3): 
Change the diagram as shown in the partial schematic. 


100 MHz AMPLIFIER 


T0J5 
PIN B 


Figure 7-2. Reference VCO and Divider Schematic Backdating 
(Partial Diagram, Part of Change C) 


Model 8660C Manual Changes 


MANUAL CHANGES 


CHANGE D 
Pages 6-27 and 6-28, Table 6-3: 
Change A5Q1, Q3, and Q5 to 1853-0037, TRANSISTOR PNP 2N4236 SI TO-5 PD=1W. 
Change A5R10, 0698-0082, RESISTOR-FXD 464 OHMS 1% .125W F TC=0+100. 
Change A5U8 to 1820-0247, IC LM305 RGLTR. 
Delete immediately after A5Q3 and A5Q5, 1205-0011, HEAT DISSIPATOR SGL TO-5/TO-39 PKG. 
Delete A6R1, 0811-3410, RESISTOR .165 1% 25W PW TC=0+90. 


Pages 6-28 and 6-29, Table 6-3: 
Change A6A1CR1 to 1902-3262, DIODE-ZNR 24.9V 5% DO-7 PD=0.4W TC=+0.081%. 
Change A6A1Q3 and A6A1Q6 to 1853-0037, TRANSISTOR PNP SI TO-39 PD=1W. 
Change A6A1Q9 to 1854-0003, TRANSISTOR NPN SI TO-39 PD=800 MW. 
Add A6A1R8 and R9 0812-0019 RESISTOR .33 OHM 5% 3W PW TUBULAR. 


Page 6-52, Table 6-3: 
Change the A20 Assembly parts list as shown by Table 7-4 below. 


Page 6-55, Table 6-3: 
Delete CR1, 1901-1001, DIODE MULT SILICON DUAL (P/O T1). 
Delete CR2 and CR3, 1906-0065, DIODE-FW BRDG 100V 10A. 
Change the description of T1 to COIL FXD. 
Add T1CR1 1901-1001 DIODE, MULT. SILICON DUAL. 


Page 8-175, Figure 8-107 (Service Sheet 41): 
Change the diagram as shown in a partial schematic found in this section (Figure 7-3). 
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Manual Changes Model 866 


Table 7-4. Replaceable Parts Backdating (Part of Change D) 


Reference HP Part Oty 
Designation Number 


Description Mfr Part Number 


£20 08669-60021 BOAR ASSY, RECTIFIEP 08660-60021 


A20C1 0180-2365 CAPACTTOR-FXN3 360OUF*75-1L0O% 4OVDC AL 36N362G040AB28 
A20C2 0180-1968 CAPACITOP-FXNS LBOOOUF+75-10¥% 15VO0C AL 0180-1°43 

420C3 0180-2369 CAPACITOR-FXOD; 3600UF*75-10% 4OVDC AL 369362350604R28 
A20C4 0180-0094 CAPACTITNG-FXN; LOOUF+75-102 25V0C AL 3091075025002 
A20C5 0180-0094 CAPACTTOR-FXD;3 LOOUF+75-10% 25V0C AL 3001976025002 


£20C6 0180-2334 CAPACI TOP—FXD; 3900UF*75-10% 75VNC AL 36D 392° 0758828 
£20C7 9180-2154 CAPACITOR-FXD; LOOCOUF+75—-LOF LSVDC AL 390198501 5GL4 
4£20C8 0180-0058 CAPACI TORP-FXD; SOUF*+75-10% 25V0C AL 3005065025°C2 
A20C9 0180-022° CAPACITOR-FXO; 33U5#-10? LOVOC TA-SOLID 1500336X201082 
#20C10 0180-0228 CAPACITOR-FXD; 22UF*#-10% 15V0C TA-SOLID 1500226X901582 


£20C11 0180-0049 CAPACI TOP-FXO; 20UF*¢75—-10% SOVOC AL 3002065 050062 


A20C°1 1501-0638 OIODEs MULT: FULL WAVE BRIDGE RECTIFIER 1901-0638 
£20€22 NOT ASSIGNED 

&20C€°3 1501-06 38 OIODEs MULT SULL WAVE SRIDGE RECTIFIER 1901-0638 
£200°4 1901-0638 DIODES MULT; FULL WAVE BRIDGE RECTIFIER 1901-0638 
#20C°5 1901-0364 OILOOE-MULT FULL WAVE BRIOGE PECTIFIER SD4 10185-4 


A20CR6 1901-0638 DIODES MULTS FULL WAVE RBRTOGE RECTIFIER 1901-0633 
L20C°7 1884-0024 THYRISTOR: SC® 1884-0024 


#20F1 2110-0051 FUSE 104 250V 2110-0051 
A20F2 2110-0332 FUSF 3A 125V Gew 3 

420F3 2110-0047 FUSE LA 125V TYPE GMW-1/2 
A20F4 2110-0047 FUSF 1A 125V TYPE GMW-1/2 
&20F5 2110-0047 FUSE 1A 125V TYPE GMwW-1/2 


A20K1 0490-0908 RELAY, 24V0C~ CONT 5A LISVAC FORM 4C PR 40-5 1-X4-VB00 
£20K2 0490-0908 RELAY, 24VDC,. CONT SA LISVAC FORM 4C ®40-£1-x4-Vve00 


A20MPL 9490-9861 SPRING RLY RTNR 2031-00 SST 
420MP2 0490-0861 SPRING PLY RTNR .031-"N SST 
220MP3 4040-0554 COVER, CAPACTTOP 


A20R1 0757-0442 RESISTOR LOK 1% .125W F TUBULAR C4-1/8-T0-1002-F 
A20R2 0757-0442 RESISTOR 10K 12 .125W F TUSULAR C4-1/8-T0-1002-F 
£20R3 0757-0442 RESISTOR 10K 1% .125W F TUBULAR C4-1/8-TO0-1002-F 
£20P4 0757-0442 RESTSTO? 10K 12% .125wW F TUBULAR C4-1/A-T0-1 002-F 
A20R5 0757-0442 RESISTO® 10K 1% .125W F TUBULAR C4-1/8-TO-1002-F 


£20P6 0757-0442 RESISTOR LOK 1% .125W F TUBULAR C4-1/8-TO-1 002-F 
A20R7 0757-0198 RESISTOR 100 OHM 1% .5W F TURULA® MF7C1/2-TO-1O1-F 


A20KA1L 1281-2313 CONNECTORS1-CONT SKT 2.04 OFA 3-332070-5 
A20KA5 1251-1626 CONNECTOR; PC ENGEs 12-CONT; DIP SOLDER 2£2-12-30-300 
A20KAKL 0490-0997 SOCKET$ ELFCs RELAY 15-CONT DIP SLOR 0490-0907 
A20XAK2 0490-0907 SOCKFT; ELEC: RELAY 15-CONT DIP SLOP 04°0-0°07 


LINE VOLTAGE 100, 

120, 220, 240 VAC 

+5% 10% 50-60 Hz 
(50-400 Hz - OPTION 003) 


P/O A6Al 


r 


A7 LINE MODULE (5069-9409) 


| 
| 
| 
| 
| 
| 
| 


LINE 
VOLTAGE 
SELECTOR 
CARD 


A20 RECTIFIER BOARD ASSY 08660-60021 


A) 2 T0 oven 


AS REGULATOR ASSY 08660-60023 


ip! 


an) B 
yy SEE NOTE 3 ie ! 


a7 


Manual Changes 


PIN IDENTIFICATION 


OmDUVZS-ACIAMOOWF 


K1,K2 BOTTOM VIEW 


} Be 10 2 le 7e 04 
de ell 03 ge 05 


le e12 Je 06 


| NOTES 


1, REFER TO TABLE 8-3 FOR EXPLANATION 
OF SYMBOLS 
. INTEGRATED CIRCUIT GATE INTERNAL 
LOGIC 1S SHOWN IN FIGURE 8-6 
3, EACH REGULATOR CIRCUIT ON A5 
HAS ITS OWN GROUND. THESE 


nN 


© 


| GROUNDS ARE NOT COMMON ON 
| THE A5 ASSEMBLY, 


REFERENCE DESIGNATIONS WITHIN OUTLINED (—— - - ——) 


| 
cRd 
| 1901-0638 q 


ASSEMBLIES ARE ABBREVIATED. FULL DESIGNATION IN- 
CLUDES ASSEMBLY NUMBER; e.g, RI OF ASSEMBLY Al 
IS AIR]. DESIGNATIONS OF OTHER COMPONENTS ARE 
COMPLETE AS SHOWN 


REFERENCE DESIGNATIONS 


‘S650C: POWER SUPPLY: 14164 


CHASSIS | AOAL 
Tl cl-10 
CRI-3 
| eicis 
cl-19 RI-ll 
CRI —=_ 
Ql-6 Al 
R1-29 A20 
ues cl-ll 
CRI-7 
Fl 
Kl, 2 
R17 


41 


Figure 7-3. Power Supply Schematic (P/O Change D) 
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Manual Changes Model 866( 


MANUAL CHANGES 


CHANGE E 


Page 5-2, Table 5-1: 
Delete A4A4C10, Reference VCO Assembly, to set the reference loop bandwidth and capture range (in- 
teracts with A4A2C11). Range of values 10 to 56 pF. 


Page 6-22, Table 6-3: 
Change A4A4C10 to A4A4C10*, 0160-2197 CAPACITOR-FXD 10 pF +5% 500 WVDC CER (FACTOR 
SELECTED PART). 


Page 8-97, Figure 8-21 (Service Sheet 3): 
Change A4A4C10 to A4A4C10*, 


CHANGE F 


Page 5-2, Table 5-1: 
Delete A4A6C6, HF Loop, to ensure tuning range sufficient to trap the 10 MHz signal, 16 to 24 pF. 


Page 6-25, Table 6-3: 
Change A4A6C6 to A4A6C6*; add a note in the description “‘(*Factory Selected Part)’. 


Pages 6-27 and 6-28, Table 6-3: 
Change A5 to 08660-60023. 
Change A5C7 to 0180-0374. 
Change A5C14 to 0180-1704. 
Change A5C19 to 0180-0058. 
Change A6A1 to 08660-60024. 


Pages 6-28 and 6-29, Table 6-3: 
Delete A6A3, 1, 08660-60336, Fan Relay Assembly (Does not incl. A6A3C1). 
Delete A6A3K1, 1, 0490-06438, RELAY 1C 24 VDC—COIL 2A 220 VAC. 
Delete A6A8R1, 1, 0698-3629, RESISTOR 270 5% 2W MO TC=0+ 200. 
Change A6A1C10 to A6A8Cl1. 
Change A6A1C6 and C9 to 0150-0121. 
Change A7 to 5060-9409. 
Add A6A2C1, 0160-3679 CAPACITOR-FXD 1 UF +10% 220 WVAC MET (OPT 003 ONLY). 


Page 8-99, Figure 8-23 (Service Sheet 4): 
Change A4A6C6 to A4A6CE6*. 


Page 8-175, Figure 8-107 (Service Sheet 41): 
Change the schematic as shown in the partial schematic found in this section (Figure 7-4). 


Manual Changes 


ICHANGE F (Cont'd) 
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Manual Changes Model 8660¢ 


MANUAL CHANGES 


CHANGE G 


Page 6-21, Table 6-3: 
Change A4A2R11 to 0757-1090, RESISTOR 261 1% .5W F TUBULAR. 


Page 6-36, Table 6-3: 
Delete A13, 08660-60339, N2 Oscillator Assy (Option 004 ONLY). 
Change the description of A13, 08660-60012 to include ‘“‘(except Option 004)”’. 


Page 6-38, Table 6-3: 
Delete from the description of A13R83 “‘(except Option 004)”’. 


Page 8-95, Figure 8-18 (Service Sheet 2): 
Change the value of A4A2R11 to 2612. 


Page 8-113, Figure 8-39 (Service Sheet 10): 
Delete “NOTE 5” after R83. 
Delete ‘““NOTE 5” “‘R83 not used in Option 004 instruments”’. 


CHANGE H 
Page 6-12, Table 6-3: 
Change A1A11C2 and C3 to 0160-3879, CAPACITOR-FXD 0.01 pF +20% 100 WVDC CER. 


Page 6-17, Table 6-3: 
Delete A3A1J3, 1251-2194, CONNECTOR; 1-CONT SKT .021 DIA. 


Page 6-45, Table 6-3: 
Change A17C16 to 0170-0082, CAPACITOR-FXD .01 +20% 50 WVDC POLYE. 


Page 8-173, Figure 8-103 (Service Sheet 40): 
Change the diagram as shown in the schematic (Part of Change H). 


7-12 


Manual Changes 


(H asunyg fo png “winssn1q [oy.oq) Funopyoog ojnwuayog <jquassy 1ndinO qI-dH “G-L ansiyg 


7-13 


odel 8660C 


T HYay 97 “T 


“MI MOLLYMOISA0 TINd GalViIAaNesY Juv Sal TeWassv 


[ Ha ‘vols | a4 “YOLS 


<> 


(ow ] 
1 


oo 
ol 


SNOLLVNOIS30 
JONIWAY 


Manual Changes Model 8660 


MANUAL CHANGES 


CHANGE | 


Page 6-17, Table 6-3: 
Replace the A3A1 Assembly parts list with the table (part of Change I). 


Page 8-173, Figure 8-103 (Service Sheet 40): 


Replace the A3A1 Assembly Schematic with the new diagram (part of Change I). 


Reference 
Designation 


AZAL 


AZA1C1 
A3A1C2 
A3A1C3 
AAA1C4S 
AZA1C5 


A3A1C6 


ABAICRI 
AZA1CR2 


AZALJ1L 
A3A1S2 


AZAL0L 
430102 


AZAIR1 
AZA1R2 
AZAIRZ 
AJAIRG 
AZA1P5 


AZA1RG 
AZA1R7 
A3A1R8 
AZA1R9 
AZALR10 


AZAIRIL 
ABAIRL2 
AZAIR13 
AZAIRIG 
ABZALRIS 


AZAIRI6 
AZA1R17 
AZA1R18 


AZALUL 
A3A1U2 
AZA1LU3 
A3ALUS 
AZALUS 


AZ3A1U6 
A3L1UT 
A3A1U8 
A3ZA1LU9 
AZALULO 
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Table 7-5. Replaceable Parts Backdating (Part of Change I) 


08660-60188 


0 180-0373 
0180-1746 
0180-0197 
9180-0197 
0130-0197 


0160-0301 


1901-0040 
1902-3059 


1251-2194 
1251-2194 


1353-0020 
1854-0071 


0757-0442 
0757-0442 
0757-0442 
0757-0442 
0757-0279 


0757-0394 
0698-7210 
0698-7210 
0498-7210 
9698-7210 


0698-7210 
0757-0278 
0698-3435 
0698-7210 
0698-7210 


0698-7210 
0698-7210 
0698-3160 


1820-0511 
1820-0134 
1820-0054 
1820-0214 
1820-0328 


1820-0579 
1820-0076 
1820-0372 
1820-0054 
1820-0174 


Description 


BOAQN ASSY, H© 1B OUTPUT 


CAPACITOR=FXN; .68US4#=-1L0% 35VDC TA 
CAPACTTOR=<FXD; LSUF+-10% 29VNC TA-SOLI9D 
CAPACTTOR=FX9; 2.2UF¢-10% 20V0C TA 
CAPACTTNR=FXN; 2.2UF4¢-10% 20VO0C TA 
CAPACITOR<FXO; 2.2UF#-10% 20VNC TA 


CAPACTTOR=FXOD .912US #-1LO® 200WVNC POLYE 


DIOQDE=SWITCHING 2NS 30V SOMA 
OINOE-ZNR 3.83V SZ 10-7 PO=.4W TCH 


CONNECTORS 1=CONT SKY 2021 OTS 
CONNECTC®31-CONT SKT .021 DIA 


TRANSISTOR ONP ST CHIP PO=300MW 
TRANSTSTO2 NPN SI PO=300MW FT=200MHZ 


RESTSTOR 10K o125W F TUBULAR 
RESISTOR 10K «125W F TUBULAR 
RESISTOR 10K o125wW F TUBULAR 
RESTSTOR 10K o125W F TUBULAP 
RESISTOR 3.16K 1% .125W F TUBULAR 


RESISTOR 51.1 OHM o125wW F TUBUL AR 
RESISTOR 82.5 OHM -O5W F TURIILA® 
RESISTOR 92.5 OHM 205W F TUBULAR 
RESISTOR 82.5 OHM -O05W F TUBULAR 
RESISTMR &2.5 OHM -O5W © TUBULAR 


RESISTOR 82.5 OHM -OS5W F TUBULAR 
RESISTOR 1.78K 1% TUBULAR 

RESISTOR 38.3 ~125W F TUBULAR 
RESISTOR 62.5 -05W F TUBULAR 
RESISTO® 82.5 -O5W F TUBULAR 


RESISTOR #2.5 C -O5W F TUBULAR 
RESTSTOR 82.5 -05W F TUBULAR 
RESTSTOR 31.6% 1% .125W F TUBULAR 


IC OGTL SN74% oe8 N GATE 

IC OGTL REGISTER 

IC OGTL SN74 00 GATE 

IC OGTL SN74 42 OFCODER 
IC OGTL SNT4 02 N GATE 


IC OGTL SN7& 123 MULTIVIB?4TOR 
I¢ OGTL SN74 76 FLIP-FLOP 

IC OGTL SN74H 11 GATE 

IC DGTL SNTS oo GATE 

IC OGTL SN74% 04 INVFRTES 


Mfr Part Number 


£8649-591 8A 


1500634 X9035A2 
1500155 X902082 
1509225x9020A2 
1509225xX902042 
1509225x90204? 


292P12392 


1901-0040 
SZ 10939-62 


3-331272-0 
3-331272-0 


1853-0020 
1954-0071 


€4-1/8-70-1002-F 
€4-1/8-T0-1002-F 
C4-1/38-T0-1 002-F 
C4-1/8-T0-1002-F 
C4-1/8-T0-3161-F 


£4-1/8-TO-5121-F 

C2-1/8-T90- 8285-6 
C3-1/8-TO0-82°5-65 
€3-1/8-TO0- 8225-6 
C3-1/8-TO00-82R5-G 


C3-1/8-T00-8225-G 
€41/8-TO-1781-F 
C4=1/8- 10-3 38 3-F 
C3-1/8-T00-82R5-G 
C3-1/8-TO0- 8285-6 


€3-1/6-TO0-82°5-6 
C3-1/8-T90-8225-G 
€4-1/8-T0-3162-F 


SN7408N 
9300NC 

SN7400N 
SN7442N 
SN7402N 


SN7&123N 
SNT476N 
SN74H11N 
SN7400N 
SNT404N 


del 8660C Manual Changes 


Figure 7-6. Option 005 A3A1 Component Locations Backdating (Part of Change I) 
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A3A1 P/O HP-1B 08660-60188 FRONT BOARD OPT 005 ONLY 


ie) 
_ 
E 
> 
~ 
co Mm [I~ Im 


—- Wy 
| C3 


= 10 
Im = "Ai ENSL-H NC 


DCU XA2y 39 -PICK=L 


ni XAly gB LCL ee 


jl =< D_ DCR-L 


ADR-H 
ea, 
| “fae 
I 
D1 XAly C _DATA-H tia, 

| Te ee 
JsY xAB 15 __FLAG-L BUSY 


| 
; ae s 2. Busy ENABLE 
| 


Figure 7-7. HP-IB Output Assembly Backdating Schematic (P/O Change I) 
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Model 8660C Manual Changes 


MANUAL CHANGES 


HANGE J 


Page 6-15, Table 6-3: 
Change the A3A1 Assembly parts list as shown in the table (part of Change J). 


Page 8-167, Figure 8-97 (Service Sheet 37): 
Change the schematic diagram as shown (part of Change J). 


Table 7-6. Replaceable Parts Backdating (Part of Change J) 


Reference 
Designation 


Description Mfr Part Number 


A3A1 08660-60028 BOARD ASSY, DIGITAL INTERFACE( FRONT) 08660-60928 
AZA1C1 0160-0154 


CAPACI TOR-FXN 2200PF +-10% 200WVOC POLY 292P22292 
43a1C2 0180-0197 \ 


CAPACITOR=FXDs 2.2UF+-10% 20VNC TA 1509225xX9020A2 


A3A1C3 
436104 
43A1C5 


A3A1C6 


AZAICRI 
ABA1CR2 


AZAL01L 
K3A102 
A3A193 
A3A104 


AZA1R1L 
AZA1R2 
A3A1R3 
AZAIR4 
A3ZA1R5 


ABAIRE 
AJA1RT 
AZAIRB 
A3A1R9 
AZA1R10 


AZA1R11 
A3AIR12 
AZAIR13 
AZA1R 14 
ABZAIR15 


AZAIR1G 
AZA1R17 
ABAIRIB 
AZAIRIO 
43A1P20 


AZALUL 
A3A1U2 
A3A1U3 
AZALU4 
A3A1U5 


A3A1U6 
A3A1U7 
AZAlU8 
AZA1U9 
AJALULO 


AZA1KAL 
AZA1LXA2 


ABZA1XA3 
ABAIXA4 


ABBYXAS 


0180-0197 
9180-0197 
0180-1746 


0180-0373 


1902-3059 
1901-0040 


1853-0020 
1854-0071 
1854-0071 
1854-0071 


0698-3157 
0698-3157 
0698-3435 
0757-0394 
0757-0279 


0757-0442 
0757-0442 
0757-0442 
0757-0442 
0757-0442 


0757-0399 
0757-0399 
0757-0399 
0757-0399 
0757-0399 


0757-0399 
0757-0399 
0757-0399 
0757-0399 
0757-0278 


1820-0174 
1820-0077 
1820-0069 
1820-0054 
1820-0214 


1829-09328 
1820-0323 
1820-0207 
1820-0072 
1820-0072 


1251-1625 
1251-2361 


1251-2663 
1251-1626 


1251-2663 


CAPACI TOR—FXD3 
CAPACTTOR=FXN; 
CAPACT TOR=FXD$ 


CAPACI TOR=FXD3 


2e2UF¢=10% 20VDC TA 
2e2UF#-10% 20VNC TA 
15UF+-10% 20VDC TA-SOLID 


-68UF+-10% 35V9C TA 


DIODE-ZNR 3.83V 5% DO-7 PD=.4W TC= 
DIODF—SWITCHING 2NS 30V SOMA 


TRANSISTOR PNP 
TRANSTSTOR NPN 
TRANSTSTO® NPN 
TRANSTSTOR NPN 


RESISTOR 19.6K 
RESTSTOR 19.6K 
RESISTOR 38.3 0 
RESISTOR 51.1 O 
RESISTOR 2.16K 


RESISTOR 1OK 12% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 12% 


RESISTOR 82.5 9 


RESISTOR 82.5 OHM 12% .125W 


RFSISTOR 82.5 1 


RESISTOR 82.5 OHM 1% .125W 


RESTSTOR 82.5 9 


RESTSTOR 82.5 O 
RESISTOR 82.5 O 
RESISTOR 82.5 O 
RESISTOR 82.5 O 
RESISTOR 1.-78K 


TC DGTL SNT4& 
IC OGTL SN74& 
IC DGTL SN74 
IC DGTL SN74 
IC DGTL SNT4 


TC DGTL SNT4 
IC DGTL SNT4 
IC DGTL MULTIVI 
IC OGTL SN74 
IC OGTL SN74 


CONNECTOR: PC E 


ST CHIP PD=300MW 
SI PD=300MW FT=200MHZ 
ST PD=300MW —T=200MHZ 
SI PN=300MW FT=200MHZ 


1% .125W © TUBULAR 
1% .125W F TUBULAR 
HM 1% .125W F TUBULAR 
HM 1% 2125W F TUBULAR 
1% .125W F TUBULAR 


eL25W F TUBULAR 
2125W F TUBULAR 
el25W F TUBULAR 
e125wW F TUBULAR 
2125W F TUBULAR 
HM 1% 21254 F TUBULAR 
F TUBULAR 
HM 17 .125W F TUBULAR 
F TUBULAR 
HM 1% .125W F TUBULAR 
HM 1% .125W F TUBULAR 
HM 1% .125W F TUBULAR 
HM 1% .125W F TUBULAR 
HM 1% .125W F TUBULAR 
1% .125W F TUBULAR 


04 INVERTER 
14 FLIP-FLOP 
GATE 
GATE 

DECODER 


N GATE 
N GATE 
RRATOR 
50 N GATE 
50 N GATE 


OGE; 1L2-CONT; DIO SOLDER 


CONTACT, CONN» U/W POST TYPE SER, MALE 


(40 CONTACTS) 
CONNECTOR; PC EF 
CONNECTOR: PC F 


CONNECTORs PC E 


OGE; 18-CONT; SOLDER EYE 
DGEs 12-CONT; DIP SOLDER 


OGEs 18-CONT; SOLDER EYE 


1500225X9020A2 
1509225X9020A2 
15001 56X9020R2 


1509684 X9035A2 


SZ 10939-62 
1901-0040 


1853-0020 
1854-0071 
1354-0071 
1854-0071 


C4-1/8-10-1962-F 
C4=1/8-T0=1952-" 
C4=1/8-T0-3823-F 
C4=1/8-T0-51°1-£ 
C4-1/8-T0-3161-F 


C4-1/8-T0-1002-F 
C4-1/8-T0=-1002-5 
C4-1/8-T0-1002-F 
C4-1/3-T9-1002-F 
C4-1/8-T0-1002-F 


C4-1/8-T0-82F 5-F 
C4-1/8-TO-8225-F 
£4-1/8-T0-8225-© 
C4-1/8-T0=8225-F 
C4-1/8-T0-825 5-F 


C4-1/8-T0-8295-F 
C4-1/8-T9-82R5-F 
C4=-1/8-T0-82°5-F 
C4-1/8-T0-P2R5-F 
C4-1/8-TO-1781-F 


SN7£04N 
SN7474N 
SN7420N 
SN7400N 
SN7G42N 


SN7402N 
SNT7402N 
QEOLPC 

SN7450N 
SN74&50N 


252-12-30-300 
&6091-2 


3VH1LE/1 INS 
252-12-30-300 


3VH1B/1JN5 
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Figure 7-8. A3A1 Front Interface Board Component Locations Backdating (Part of Change J) 
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MANUAL CHANGES i 


CHANGE K 


Page 6-52, Table 6-3: 
Delete A2Z0CR8, 1901-0050, DIODE-SWITCHING 80V 200 NA 2 NS DO-7. 


Page 8-175, Figure 8-107 (Service Sheet 41): 
Delete diode A20CR8 with cathode connected to A20K1 and K2 pins 2 and anode connected to A20K1 
and K2 pins 1. 


CHANGE L 
Page 6-11, Table 6-3: 
Delete A1A8C4, 0140-0196, CAPACITOR-FXD 150 pF +5% 300 WVDC MICA, 72136, 
DM15F151JO300WVI1CR. 


Page 8-159, Figure 8-87 (Service Sheet 33): 
Delete A1A8C4 150 pF from pin 5 of U10 to ground. 


CHANGE M 
Page 6-54, Table 6-3: 
Delete A25, 08660-60350, +30V Regulator Assembly 

A25C1, 0160-4084, CAPACITOR-FXD 0.1 nF +20% 50 VDC CER. 
A25CR1, 1902-0644, DIODE-ZNR IN53638B 30V 5% PD = 5W TC = +29 mV. 
A25Q1, 1854-0766, TRANSISTOR NPN 2N5428 SI TO-66 PD = 40W. 
A25Q1MP1, 0340-0162, INSULATOR-XSTR ALUMINUM. 
A25Q1MP2, 1205-0085, HEAT SINK TO-66 PKG. 
A25R1, 0757-0794, RESISTOR-FXD 68.192 1% .5W F TC = 0+100. 
A25R2, 0757-0198, RESISTOR-FXD 1002 1% .5W F TC = 0+100. 


Delete A25 MISCELLANEOUS 


0380-0111 STANDOFF-RVT-ON .25 LG 6-32 THD .25 OD BRS. 
2190-0006 WASHER-LK HLCL NO. 6 .141-IN-ID. 

2360-0119 SCREW-MACH 6—32 .438-IN-LG PAN-HD-POZI. 
2420-0003 NUT-HEX-DBL-CHAM 6—32 THD .094-IN-THK. 


Page 8-175, Figure 8-107, Power Supply Schematic (Service Sheet 41): 
Refer to Change D of this Manual Changes Section. Delete at top, near center, of page, the attached sche- 


matic for the A25 Assembly (part of Change M). 


A20 RECTIFIER BOARD ASSY 08660-60021 


T] 


Figure 7-10. Power Supply Schematic Backdating (Part of Change M) 
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MANUAL CHANGES 


a 


CHANGE N 


Page 6-24, Table 6-3: . 
Change A4A5C16 and C22 to 0160-3878 CAPACITOR-FXD 1000 pF +20% 100 WVDC CER. 
Change A4A5L10 to 9100-2250 COIL MLD .18 wH 10% Q=34 0.095D x 0.25 LG. 


Page 8-103, Figure 8-29 (Service Sheet 6): 
Change A4A5C16 and C22 to 1000. 
Change A4A5L10 to .18. 


CHANGE O 


Page 6-11, Table 6-3 and Figure 8-87 (Service Sheet 33): 
Add A1A8C4, 0140-0196, CAPACITOR-FXD 150 pF +5% 300 WVDC MICA, 72136, 
DM15F151JO300WVI1CR, from pin 5 of U10 to ground. 
Change A1A8 to 08660-60180. 
Add A1A8R3, 0757-1100 RESISTOR 600 OHM 1% .125W F TUBULAR. 
Delete A1A8R31 0757-0280 RESISTOR 1000 1% 0.125W F TC=0+100. 
Delete A1A8R32 0757-0280 RESISTOR 1000 1% 0.125W F TC=0+100. 
Change A1A8U2 1820-0583 IC DGTL DM746 OON GATE. 
Delete Miscellaneous A1A8. 
0360-0124 TERMINAL STUD. 
0361-0251 EYELET 0.059 O.D. 0.102 LG. 0.006 THK. 


Page 8-159, Figure 8-87 (Service Sheet 33): 
Replace the A1A8 schematic diagram as shown (part of CHANGE O). 


Figure 7-11. A1A8 Sweep Count Assembly Component Locations Backdating (Part of Change O) 
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REFERENCE 
DESIGNATIONS 


1 REFER TO TABLE 8-3 FOR EXPLANATION OF SYMBOLS 
2. INTEGRATED CIRCUIT GATES INTERNAL LOGIC IS 


3, REFER TO FIGURE 8-4 FOR INFORMATION RELATIVE 
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Model 8660C Manual Changes 


MANUAL CHANGES 
eC nn — — — — — —_eeEeEeEeECO—_e eee 
CHANGE P 


Page 6-17, Table 6-3: 
Replace the A3A1 Assembly parts list with the table (part of Change P). 


Page 8-173, Figure 8-103 (Service Sheet 40): 
Replace the A3A1 Assembly Schematic with the new diagram (part of Change P). 


Figure 7-13. Front Output Interface Board Component Location Backdating (Part of Change P) 
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Manual Changes 


Table 7-7. Replaceable Parts Backdating (Part of Change P) 


Reference HP Part nee 
Designation Number escription 


A3A1 08660-60340 ASSEMBLY, FRONT INTERFACE (EXCEPT OPTION 005) 


A3A1C1 0160-0154 
A3A1C2 0180-2208 
A3A1C3 0180-1746 
A3A1C4 0180-0373 
A3A1C5 0180-0197 
A3A1C6 0180-0197 
A3A1C7 0180-0197 


CAPACITOR-FXD; 2200 pF +—10% 200 WVDC POLYE 
CAPACITOR-FXD; 220 UF +—10% 10 VDC TA 
CAPACITOR-FXD; 15 UF +—10% 20 VDC TA-SOLID 
CAPACITOR-FXD; 0.68 UF +—10% 35 VDC TA 
CAPACITOR-FXD; 2.2 UF +—10% 20 VDC TA 
CAPACITOR-FXD; 2.2 UF +—10% 20 VDC TA 
CAPACITOR-FXD; 2.2 UF +—10% 20 VDC TA 


A3A1CR1 1901-0539 
A3A1CR2 1901-0040 


DIODE-SCHOTTKY 
DIODE-SWITCHING 30V 50 NA 2 NS 00-35 


A3A101 1853-0020 TRANSISTOR PNP SI PD=30 MW FT=150 MHZ 
A3A102 1854-0071 TRANSISTOR NPN SI PD=300 MW FT=200 MHZ 
A3A103 NOT ASSIGNED 

A3A104 1854-0071 TRANSISTOR NPN SI PD=300 MW FT=200 MHZ 


A3A1R1 0698-3157 
A3A1R2 0698-3157 


RESISTOR 19.6K 1% .125W F TC=0+—100 
RESISTOR 19.6K 1% .125W F TC=0+—100 
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A3A1R3 
A3A1R4 
A3A1R5 


A3A1R6 
A3A1R7 
A3A1R8 
A3A1R9 
A3A1R10 


A3A1R11 
A3A1R12 
A3A1R13 
A3A1R14 
A3A1R15 
A3A1R16 


A3A1U1 
A3A1U2 
A3A1U3 
A3A1U4 
A3A1U5 
A3A1U6 


A3A1U7 
A3A1U8 
A3A1U9 
A3A1U10 
A3A1U11 
A3A1U12 


0757-0442 
0757-0442 
0757-0442 


0757-0442 
0757-0442 
0757-0399 
0757-0399 
0757-0399 


0757-0399 
0757-0399 
0757-0399 
0757-0399 
0757-0399 
0757-0399 


1820-0174 
1820-0077 
1820-0069 
1820-0054 
1820-0328 
1820-0065 


1820-0207 
1820-0072 
1820-0072 
1820-0214 
1820-0328 
1820-1056 


1251-2361 


RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 10K 1% 


RESISTOR 10K 1% 
RESISTOR 10K 1% 
RESISTOR 82.5 1% 
RESISTOR 82.5 1% 
RESISTOR 82.5 1% 


RESISTOR 82.5 1% 
RESISTOR 82.5 1% 
RESISTOR 82.5 1% 
RESISTOR 82.5 1% 
RESISTOR 82.5 1% 
RESISTOR 82.5 1% 


IC SN74 04 N INV 


.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 


.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 


.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 
.125W F TC=0+—100 


IC SN74 74 N FLIP-FLOP 


IC SN74 20 N GATE 
IC SN74 00 N GATE 
IC SN74 02 N GATE 
IC SN74 70 N FLIP-FLOP 


IC MV 

IC SN74 50 N GATE 

IC SN74 50 N GATE 

IC SN74 42 N DECODER 
IC SN74 02 N GATE 

IC SN74 132 N COUNTER 


A3A1 MISCELLANEOUS 
CONN-PC 


Manual Changes 


Model 8660C 


(q asunyg {Oo JAvg) BuljOpyovg ojnowuayog pavog aovjiajzuy JUOLY “PT -Z aUnsy 


YICH) 90008 OWWON JOVI IAMI INOW) O98 


20 ees ~ v= ] 
GOD <-> 4D 
LE ~ ; oe 7 8E0 Twi CG TVXEV a vXEV CUE et 
rr] wo COED < <> 5 V) BLO 0s <a WHEY 217 7H e 
a3 * stu BLOT < Ga exe? wr Ost 
o w-9F mw = a ? AV) 820>-00< Soa EvXeV ? T-oav (106 )ol-9F 
89-pf : G20: avKey 
1y.9¢ QDs Gia? DNV) Mh CB Ah) =< si0al 
ck at) o Foto © Seavey é I 0 
D vor COaD< SG one >aD 4] KEV - 9 Cit , Sith : Swi ©s8e 


CHANGE P (Cont'd) 


Som 


eWXeV SI? Wo we A-Sf 


¥ 820-281 
WW 8EO-7 se TvxXev o( acn f Con 


(ONEL 


6900-0281 19 v 
oe Foy 8EOrm wu TWXev 


me ia vit0-0z8t In | 
i > >FaIa0 


6u MMOHS SV 2121409 
AMV SLNJHOMMOD MAHAO 40 SHOLLVHOIS@G = LMIY SI 


ae: 
$900 bv] 

| 4 

ne 

“16 


eto Q 


ie 


oi a? 7A 2 2 
TVX€¥| YOXVOD 
02 
h) 
q 


® CE 
x 
2-91 BOX S995? Le ” AOL 1100-68 >) wy bf a d 
91 6X SzaG9? ce uo aC) U oc : Ose 
56-91 DORK Sara > ee 1 Wey 
$-st ‘0-9 BO GK <q 6e i AT 
re 
291 CO7< aay? 1D LE 
bp CORK ar z Os Cai [Lea ea 
91 BD aX aw? ce 2 a Ivxev OF 
ust ‘62-9 UD aX <4qq TAC eke 
v1d le ® ace Ns+—> >—-sr 
v0 COOK para? FN op a wat 
4-S0'82-91 (BS aX me, 7] <D 62 © yaas < a ZVXEV 
lp OK Ge J Oo a1 9 UWXEV 
N-Sf 12-91 DX 45> 7D | 
“EVXEV-2VXEV v2-9f < Gr >i O 
IVEY Old OOiw aE TWxev 20 
Afe_2] at ; 
6-8 IUNDI4 @O—5-< : 
tae ot NI NMOHS $1.91907 TWNUSINI A-st (926 Qing -< STevxew wavs? rr @ 
steel st S31V9 SLINOYID O3VYOUNI 2 Wi-W¥ | Twxev p? 7 2-20 
"SWOBWAS JO NOI , >a 
yoo -YNV1dX3 OJ 2-8 378V1 01 Y3439 T n-s| +O wrwvs ST evxcv wav D rir OD BE 
X-Sf ‘02-9 Anas 
wey S310N T-1duMd S Nov evXev ] TXEV >a ® 
ies] o1 220 v0 OVREY wmv 20 O 
Aperels ; 6 CO) 
thee] e a Esl Wo wis STC evKeV nw pi @O 
Hlee|Z 0 62 
feet 9 ZK? 7 -HOld 
ife es Gav 
Glerely . sald wav? v0 O Be 
oe s}e SNOLLVNDIS30 30N9U3434 ee a 7 ® 
Ble ez yiwe Zxev IVXEV 8 1 
vies} y ora" 
BOLD Es INGO) | een eer oe 1600 NOI1d0 1430Xa OvE09-099R0) JOG ‘ASSV JOVINJINI INdiNnO INOW IVEV 


7-25 


Manual Changes Model 86600 


MANUAL CHANGES 


CHANGE OQ 
Page 6-5, Table 6-3: 
Delete A1LA1R25, 0698-7249, RESISTOR 3.48K 2% .05W F TC = 0+ 100. 


Page 8-131, Figure 8-57 (Service Sheet 19): 
Delete R25. 


CHANGE R 
Page 6-13, Table 6-3: 
Delete A1A14R1, R2, R3 and U1. 
Change A1A14 to 08660-60114. | 


CHANGE S$ ) 
Table 6-3: | 
Change A5C12 to 0160-2218 CAPACITOR FXD 1000 PF + 5% 300 VDC. 
Figure 8-107 (Service Sheet 41): 
Change A5C12 to .001. 


CHANGE T 
No change is necessary. 


CHANGE U 
Table 6-3: 

Change A1A3R11 to 0698-3159 RESISTOR 26.1K 1% .125W F TC = 0+ 100. 
Figure 8-69 (Service Sheet 24): 

Change A1A8R11 to 26.1K. 


CHANGE V 

Instruments with serial prefix 1810A and below were manufactured with transistor part number 
1853-0007, however, the manual reflects the reeommended replacement. The parts involved 
are A8Q8 through A8Q11, A11Q7 through A11Q14, A11Q16 through A11Q20, A12Q8 through 
A12Q11, A13Q5 through A13Q8, A13Q13 through A13Q16, A17Q11 through A17Q14, A17Q16 
through A17Q19, A18Q5 through A18Q13, A18Q16, A18Q17, and A18Q19 through A18Q24. 


CHANGE W 

Table 6-3: 
Change A20 to 08660-60316 Rectifier Assembly 
Change A20CR5 to 1901-0364 Diode — FW BRDG 200V 1A. 
Delete under CHASSIS PARTS Ll. 


CHANGE X 
Table 6-3: 
Delete A1C2 
~ Change to the A3A1 Option 005 and A3A2 Option 005 replaceable parts list provided in 
Table 7-8 (Part of Change X). 
Figure 8-100: 
Change to Figure 7-15 provided as (Part of Change X). 
Figure 8-101 (Service Sheet 39): 
Change to Figure 7-16 provided as (Part of Change X). 


Continued... . 
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Table 7-8. Replaceable Parts Backdating (Part of Change X) 


HP Part a Mir 


OPTION 00S ONLY 


Reference 
Designation 


asaity 08660260341 HpelB OUTPUT ASSEMBLY 08460260341 
aAgyaics 018020197 CAPACITOR@FXD 2,2UFee10K 20VDC TA 159Da25x902082 
AgAIC2 018020197 CAPACITOR@PXD 2,2UFeejOX% 20vOe TA 1$9D@25x9020A2 
Agaics 016000301 CAPACITOR®PXD ,OL2UF sef{0x% 200V0C 292P12392 
Ayaica 018020373 CAPACITOR=FXD ,G8UF+e10% SS5VDC TA 1390684x9035a2 
Ayaics 018001746 CAPACITOR@PXD 15UF#=10% 20VDC TA 1$901$6x9020B2 
ayaice 018002208 CAPACITOR©FKD 220UP+e10% OVO TA 1590227x901082 
ADAICRA 190120040 DIODEsSWITCHING 30V SOMA 2N8 D0=35 199100040 
ASA{CR2 190100829 DrODE*Fw BROG B000V 1A 199120829 
agai 128102194 CONNECTOR|8GL CONT SKT ,02i=INeoBgCu8z 3033127200 
A3AiJ2 128102194 CONNECTOR@SGL CONT SKT ,02ieIN=88Ce8Z Jox3127220 
ASALJ3 128122194 CONNECTOR@SGL CONT 8KT ,OfielN=88Ce8Z Jezdj27200 
ASALQL i NOT ASSIGNED 3 
A3A1G2 185300020 TRANSISTOR PNP SI PDBSOOMW FPT8{SOMHZ 1865320020 
AJAIRI 069803160 RESISTOR $i,6k 1% ,125W F TCBOFe100 C4c1/BoT0a3{620F 
AJAIR2 07S 700442 RESISTOR 10K 1% ,1254 F TCB0e=100 C.1/8eT0010020F 
ASAIRG 078720442 RESISTOR 10K 1% ,125W F TEB0e"100 COal/BeT0el002=F 
Againa O78 7e04a2 RESISTOR 10K 1% ,125W F TCB0e"100 Coal /BeT 0210020 
AJAIRS 0757=0442 RESISTOR 10K 1% ,125w F Tos0e=100 C41 /BeT0-10020F 
ADAIRG o787-0442 RESISTOR 10K 1% ,125W F TemO+el00 C4oi/BeT0el002eF 
AJALR? 07700278 RESISTOR 1,78K 1% ,125W F TCB0+e100 Cust sSeT0“1 781 =F 
AJA(RE 0787e0278 RESISTOR 1,78K 1% ,125W F TEMOe~l00 CUel/BaT001 781 oF 
ASAIRG 078720399 RESISTOR 82.5 1% ,{25W F TCB0s=100 CUa1/8eT0e8aRSaF 
AJAIRIO 075720399 RESTSTOR 82.5 1% ,125W F TCmO+e100 CUal/BeT0e8aRSaF 
ASAIRAL 075720399 RESISTOR 82,5 1x ,125W F TOM0+"100 C4n1/8T0eB2RSaF 
ASAIRI2 078720399 RESISTOR 82,5 1% ,125W F TCHOe=100 C451 /8oT0-b2RSaF 
AdAIRIS 075720399 RESISTOR 82,5 1% ,125W F TCB0e=100 CUs1/8eT0982RSaF 
ASAIRIG 975720399 RESISTOR 82,5 1% ,125H.F TCB0e=100 C4ol/BeT0eB2RSaF 
ASAIRIS 075720399 RESISTOR 82.5 1% ,i25W PB TC#0%~100 CG51/82T0e82RS5aP 
AJAIRI16 075720399 RESISTOR 62,5 1X ph2e5W F TOB0e"100 C4r1/8eT0SB2RSoF 
ADAIR? 078720399 RESISTOR 82,5 1% ,125WoF TCBO+=100 COl1/BeT0e82RSoF 
AJALUL 182000811 € GATE TTL AND QUAD 2eTNP 7U98PC 
AyALUa {82000328 GATE TTL NOR Quad Qerne 740aPC 
AyALUS 182020084 GATE TTL NAND QUAD @mqNP 7490RC 
Agaiua 182000214 DECOR TIL BCDeTOSDEC Yet O~10eLINE DM74UaN 
A3ALUS 182000134 SHPORGTR TTL DeTYPE PRLeIN PRL OUT 9300PC 
ASALU6 1820-0579 MV TTL MONOST8L RETRIG DUAL SW74423N 
AdaAiU? 182020076 FF TTL JeK PULSE PRESET/CLEAR DUAL 7470PC 
A3SALUB 182000372 GATE TTL)H AND TPL S3eINP 7OHL1PC 
AJALU9 182000054 GATE TTL NAND QUAD 2aINP 7490PC 
A3ALULO 182000174 NV TTL HEX 1eINP 7494PC 
AdAtULI 182020065 C PF TTL JeK POgeEDGE=TRIG CLEAR QN7470N 
A¥ALUL2 1820-0538 ORVR TTL AND DUAL 2eINP LM7SUS1AN 
Agaiuss 182001086 SCHMITTeTRIG TTL NAND QUAD 2eINP SN74132N 
, AJA1 MISCELLANEOUS 
125im2iou CONNECTOR|8GL CONT SKT ,021eINoBSCo8Z 3033127200 
125102361 CONTACTeCONN MALE DPSLDR 609192 
AyA2 08660060198) BOARD ASSY,HPeIB INPUT(OPTION 008 ONLY) 08660260192 
ASARCL 018000197 CAPACITOR@PXD 2,2UFse10% 20V0C TA 159D228x9020A2 
Asa2ce 018020197 CAPACITOR@FXD 2,2UFse{0X% 2OVOC TA 1S90z22SxX9020A2 
A3A2C3 018000197 CAPACITOR=FXD 2,2UF+¢e{0% 20VOC TA 159D225x9020A2 
Asa2ca 016090157 CAPACITOR@FXD 4700PF eei0x% 200V0C 292P47292 
aza2cs 016020187 CAPACITOR=PXD 4700PF eef{0% 200V0C 29aP47292 
2 
A3A2CO 016000157 CAPACITOR=FXD 4700PF ee10X% 200VDC 299747292 
Asean 075720403 RESISTOR 121 1% ,125W F TCB0se100 C4si/BoT0a121ReF 
a 075720403 RESISTOR 121 1% ,125W F Tem0se100 C41 /BeT0eL21ROF 
3A2R3 078720403 RESTSTOR 121 1% ,125W F TCBOeel100 COai/BeTOei2iRaF 
pe = 182020054 € GATE TTL NAND QUAD 2eINP 7400PC 
PER 182000621 BFR TTL NAND QUAD 2eINP 703aPC 
Aaa 182000811 GATE TTL AND QUAD 2eINP 7U08PC 
7 _ 182020070 GATE TTL NAND BeaINP 7ax0PC 
342U5 182020070 GATE TTL NAND SefNP 7430PC 
A3A2U6 182000174 INV TTL HEX 1@INP ; 
s = 74 ape 
Reel 1820-1083 SCHMITTSTRIG TTL HEX JeINP $N7416N 
aad u 181080436 NETWORK®RES 10=PIN@SIP ,iePIN@SPCG 184020136 
AaaeE 182000077 1¢ FF TTL DeTYPE POSeEDGEeTRIG CLEAR 7a74PC 
10 1820=0814 Te GATE TTL AND QUAD 2eINP 7498PC 


See introduction to this section for ordering information 
7 FOR BACKDATING, SEE TABLE 7-1. 
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Table 7-8. Replaceable Parts Backdating (Part of Change X) 


ASA2UIL 182000174 T¢ INV TTL HEX LeINP 74q4PC 


AyA2ui2 182020070 1¢ GATE TTL NAND BeINP 7Ux0PC 
Aya2ui3 182051083 Te SCHMITTSTRIG TTL HEX JoINP SNF4LAN 
AyA2uIG 181000136 NETWORK*RES 10ePIN@BIP ,iePIN@SPCG 181090136 


J3At 08660960187 CABLE, ADAPTER, HPeIBCINCL, MP1 = MPO) 08660"60167 


J3AIMPI 0380~1036 STANDOFFeHEX ,255LG be32THD ,Si2asF BTL O3Sa0#1036 
J3AiMP2 125150483 CONNECTOR 3oePIN * MICRO RIBBON 575103600375 
Jyaimes 125103283 CONNECTOR 24=PIN F MICRORIBBON 12gi93283 
J3saimeag 08660200060 MOUNT, MPIB CONNECTOR 08660200060 
J3AIMPS 0866020165 COVER, HPeIB ADAPTER 0846020105 


JIAIMPS 0866020166 SPACER, CONNECTOR OBg00"R01b6 


-_ 


Aen. eee o 


See introduction to this section for ordering information 
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Figure 7-17. Option 005 A3A1 Component Locations Backdating (Part of Change X) 
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MANUAL CHANGES 


HANGE X (Cont'd) 


igure 8-102: 

Change to Figure 7-17 provided as (Part of Change X). 
igure 8-103 (Service Sheet 40): 

Change to Figure 7-18 provided as (Part of Change X). 
igure 8-109 (Service Sheet 42): 

Delete A1C2 1 uF capacitor. 


HANGE Y 
able 6-3 and Figure 8-77 (Service Sheet 28): 
Delete A1A5C7 


HANGE Z 
able 6-3 and Figure 8-29 (Service Sheet 6): 
Delete A4A5FL2. 


HANGE AA 


able 6-3 and Service Sheets 8, 10, 12,14, 17: 
NOTE 


The parts originally used in these instruments are as 
follows. However, the parts already listed in Table 6-3 
are recommended if replacement is needed. There- 
fore, no manual change is recommended. 

A8L5 9100-2815 

A11L8 9100-2815 

A13L5 9100-2815 

A17L6 9100-2815 

A19L6 9100-2815 


age 6-17, Table 6-3: 


Change A8A2 to 08660-60367 CD8 (same description). 
Delete A3A2S1. 


age 8-171, Figure 8-100: 
Replace Figure 8-100 with Figure 7-19, A3A2 Component Locations, on next page. 


Page 8-171, Figure 8-101 (Service Sheet 39): 


Remove S1 Designator. Replace solid line switch connections with dashed line wire jumper connections. 
Add notation: WIRE JUMPER SELECT ADDRESS. 
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TO A3XA5 


Figure 7-19. Option 005 A3A2 Component Locations Backdating 
(Part of Change AB) 


7-34 


odel 8660C Manual Changes 


HANGE AC 
NOTE 

The parts originally used in these instruments are listed 
below. However, changing all four parts to those listed 
in Table 6-3 may result in better capture range of the 
100 MHz reference loop. 

4A2R42 100 to 316 Ohms 

4A3C16 180pF 

4A3C17_ 100 pF 

4A3C19 110 pF 


Gontinued|. . . - 


Manual Changes 


INSTRUMENT MODIFICATIONS 


7-7. INSTRUMENT IMPROVEMENT 
MODIFICATIONS 


7-8. Hewlett-Packard has developed certain recom- 
mended instrument modifications that can be used 
to improve the performance and reliability of 
earlier versions of the 8660C. In some cases, replac- 
ing certain parts requires a modification to make 
these instruments compatible with parts now in use 
(if the original part is no longer available). These 
modifications are outlined in the following proce- 
dures and are keyed to instruments by serial num- 
ber prefix. 


7-9. Improvement in Filtering of Reference Signal 
From Crystal Oscillator is Added to the A22 
Reference Switch Assembly (Serial Prefixes 
1416) 


7-10. In instruments with serial prefix 1416, a fil- 
ter for the crystal reference oscillator must be 
added. Mechanical vibrations cause spurious signals 
at 600 to 800 Hz away from the carrier and are fil- 
tered with the addition of this change. 


7-11. Addition of Shock Mounting for the A21 
Reference Oscillator Assembly (Serial Pre- 
fixes 1504 and below) 


7-12. In instruments with serial prefix 1504 or be- 
low a shock mounting pad is added to the Refer- 
ence Oscillator Assembly. A foam pad is added to 
reduce mechanical fan vibration from reaching the 
Reference Oscillator Assembly. 


7-13. Improvement in FM Distortion While in FM 
MODE with the Addition of A4A8 (Serial 


Prefixes 1508 and below) 


7-14. In instruments with serial prefix 1508 or be- 
low a reduction in spurious output from the 100 
MHz VCO reference is necessary. In the FM mode 
this spurious causes FM distortion. A bandpass fil- 
ter, A4A8, is added to the 100 MHz HF-VCO Ref- 
erence output causing added attenuation to the 
20 MHz sidebands out of the VCO. 


7-15. Improvement in Reliability of Power Supply 
Assemblies Under all Environmental Condi- 


tions (Serial Prefixes 1520 and below) 


7-16. In instruments with serial prefix 1520 or be- 
low, modifications to the power supply assemblies 


must be added. A redesign of the rectifier bo 
A20 plus component modifications on the pre 
regulator A6A1, regulator A5 and fan assemblie 
was made for optimum reliability. Use A20 Re 


fier Assembly HP part number 08660-60335. 


7-17. Improvement in the Adjustment of R 
ence Loop Bandwidth and Capture Ra 
(Serial Prefixes 1538 and below) 


7-18. In instruments with serial prefix 1538 or be 
low, add a factory selected component (star valu 
A4A4C10. Capacitor is selected to compensate 
parameter variations in A4A4Q3 , the reference 
VCO transistor. The reference loop bandwidth a 
capture range can be brought into tolerance will 
the selection of this capacitor. A4A2C11 interaets 
with A4A4C10 and also affects the bandwidth and 
capture range. 


= 


7-19. Improvement in Tuning the 10 MHz Trap on 
the @ Error Line and Changing Current Limit 
of the +5.25V Power Supply (Serial Prefixes 


1542 and below) 


ar ee + ee 


7-20. In instruments with serial prefix 1542 or be- | 
low, add changes to power supply regulator and 4 
fan relay assemblies. To tune the A4A6 10 MHz | 
trap A4A6C6 is assigned as a starred factory se 
lected value with a range of values from 16 to 
24 pF. 


7-21. Improvement in Reliability with Higher 
Wattage Resistor (Serial Prefixes 1548 and 
below) . 


7-22. In instruments with serial prefix 1548 or be- | 
low, add a higher wattage resistor A4A2R11. The 
resistor dissipates .9W and the new part is rated for 
2wW. 


{ 
| 
7-23. Improvement in Reduction of Spur (Serial | 

Prefixes 1615 and below) | 
7-24. In instruments with serial prefix 1615 or be ( 
low, change A1A11 C2 and C3 to .047 uF. t 
larger capacitance will decrease a 2 MHz spur H 
ciated with the mainframe. | 


7-25. Improvement in Power Detect ciety 
(Serial Prefixes 1629 and below) | 


7-26. In Option 005 instruments with serial pref 
1629 or below, add new Front Interface Board 
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INSTRUMENT MODIFICATIONS 


mbly. Due to variances in the circuit, the power 
stect often releases the power detect line before 
»ltages are at an acceptable level to power the in- 
grated circuits on the DCU. The new assembly 
as power detect circuitry that is time dependent 
ther than voltage sensing. 


27. Improvement in Power Detect Circuitry 
(Serial Prefixes 1633 and below) 


28. In instruments with serial prefix 1638 or be- 
»w, add new Front Interface Board Assembly. The 
ew board replaces a voltage sensing circuit with a 
ming circuit allowing an additional second for 
ower to reach the necessary level before the 
ower detect line releases. 


-29. Elimination of Voltage Spikes (Serial Pre- 
fixes 1636 and below) 


-30. In instruments with serial prefix 1636 or be- 
pw add diode A20CR8 to prevent voltage spikes 
aused by relays A20K1 and K2. 


-31. Elimination of Race Condition (Serial Pre- 
fixes 1638 and below) 


/-32. In instruments with serial prefix 1638 or 
below, add Al1A8C4 to eliminate a race condi- 
ion. There are a few nanoseconds when both 
2100-H and U13 pin 12 are low, causing a pulse 
bn U10 pins 4 and 5 simultaneously. This il- 
egal condition propagates to pins 12 and 13 and 
imilarly through U5 causing U3C/U8D flip-flop 
O set. 


7-33. Regulation of the +30V Supply to the Ref- 
ference Oscillator Oven (Serial Prefixes 1643 
and below) 


7-34. In instruments with serial prefix 1643 or be- 
ow, add a 30V Regulator Board Assembly, A25. 
Service Kit 08660-60354 has required parts for 
harge. The unregulated 30V output of the A20 
Rectifier Board Assembly is used directly as the 
0 volt supply for the oven of the A21 Reference 
Oscillator Assembly. When the 8660 is in standby, 
he voltage on this line can rise as high as 39 volts. 
he input voltage for the supply should not go 
above 33 volts and adding the regulator controls 
this voltage. 


7-35. Improvement in Filtering of the —10V Sup- 
ply (Serial Prefixes 1702 and below) 


7-36. In instruments with serial prefix 1702 or be- 
low, changing A4A5C16 and C22 (Service Sheet 6) 
will help filter the 1 and 2 MHz noise from the 
DCU clock signals on the —10V power supply. 
This filtering reduces the 1 and 2 MHz spurs that 
are present at the 350/450 VCO output. 


7-37. Elimination of a Race Condition on the 
A1A8 Sweep Control Assembly (Serial Pre- 
fixes 1707 and below) 


7-38. In instruments with serial prefix 1707 or be- 
low, a race condition may exist in the sweep con- 
trol. To eliminate this race condition a new A1A8 
Sweep Control Board Assembly has been designed. 
The race condition exists when Q100-H is high; the 
count down and count up inputs of U10 are nor- 
mally high. When Q100-H goes low there is a delay 
before U13F pin 12 goes high. This causes a mo- 
mentary low on both the count up and count 
down inputs of U10. This simultaneous count 
down and count up pulse is an illegal input which 
causes the BOR and CAR outputs to go simultan- 
eously low. This applies a simultaneous count up 
and down to U5 and its CAR output sets the U8C, 
U3D latch. The elimination of the race condition 
is accomplished by changing U2 to a multiplexer 
which is strobed only when CKA-H and CKB-H are 
high. 


7-39. Improvement in Data Transfer on A3A1 
Front Interface Board Assembly (Serial Pre- 
fixes 1709 and below) 


7-40. In instruments with serial prefix 1709 or be- 
low a change in the time at which U6 is loaded. 


U6 is loaded on the leading edge of the CMND 
pulse. This does not allow the data sufficient time 
to get to the J and K inputs of U6. Changing the 
polarity of the clock pulse causes U6 to be loaded 
on the trailing edge of the CMND signal. U13 is 
also being added to this assembly to generate the 
RF FCTN signal. The new board assembly will be 
compatible with the 8660A Options H23- and H24 
— eliminating the need for 08660-60028. 


7-37 


Manual Changes Model | 


INSTRUMENT MODIFICATIONS 


7-41. Improvement in Turn-on Status of A1A1 
Switch Control Assembly (Serial Prefixes 
1722 and below) 


7-42. In instruments with serial prefix 1722 or be- 
low, the state of U16A at power on is undefined. 
The addition of a pull-up resistor R25 at U16 pin 2 
ensures that U16 initializes to the reset state. See 
Service Sheet 20. 
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-1. INTRODUCTION 


-2. This section of the manual is designed to aid 
he technician in returning the instrument to 
roper operating condition in the shortest time 
ossible should a malfunction occur in any of the 
perating circuits. 


-3. PRINCIPLES OF OPERATION 


-4. Operation of the various circuits within the 
660C mainframe are explained beginning with 
aragraph 8-87. Each of the phase locked loops, 
he interface circuits and the Digital Control Unit 
e briefly explained. These circuits are also graphi- 
ally shown in the System Block Diagram and 
ervice Sheet 1. 


-5. TROUBLESHOOTING 


8-6. In general, this section is designed to aid in 
isolating the assembly, circuit, or Plug-in Section 
which is causing faulty operation, by a series of 
tables identified in Table 8-1. The tables listed in 
Table 8-1 identify the source of trouble and also 
provide information relative to the schematic (Ser- 
vice Sheet, abbreviated SS) of the defective circuit. 
These Service Sheets provide the schematic, a 
pictorial display of component locations, and 
technical data about the circuits in the assembly. 


8-7. Due to the digital design of the Model 8660C, 
two major troubleshooting aids in this manual 
are an ASM diagram (Algorithmic State Machine, 
sometimes called a flow chart) located near the 
end of this manual and a system of mnemonics 
(basically a system of abbreviated terms) which 
serve to reduce clutter in the ASM diagram and 
in the circuits of the Digital Control Unit (DCU) 
and interface units. The basic principles of ASM 
diagrams and an exampie of ASM diagram appears 
beginning in paragraph 8-36. Figure 8-5 illustrates 
a basic ASM diagram (actually a part of the Model 
8660C ASM diagram) and describes the use of an 
ASM diagram in isolating the cause of a malfunc- 
tion. Mnemonics are described beginning with 
paragraph 8-71 and listed in Table 8-4. An explan- 
ation of the use of mnemonics is included in the 
first part of Table 8-4. 
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SERVICE 


Table 8-1. 8660C Troubleshooting Tables 


No. 


8-6 
8-7 
8-8 
8-9 
8-10 
8-11 
8-12 
8-13 
8-14 


8-15 
8-16 
8-17 


8-18 
8-19 
8-20 


8-21 
8-22 
8-23 
8-24 
8-25 
8-26 
8-27 
8-28 
8-29 
8-30 
8-31 
8-32 


8-33 
8-34 
8-35 
8-36 
8-37 
8-38 
8-39 
8-40 
8-41 


Title 


Power Supply Troubleshooting 

Troubleshooting DCU by Assembly Replacement 
DCU and Interface Troubleshooting Guide 
Incorrect Initial Readout 

Center Frequency Readout Faulty 

BCD Data to Mainframe Incorrect 

Readout is Partially Displayed or Incorrect 

Only 1 or 2 Half-Digits Displayed 

Center Frequency Readout Does Not Justify 
Correctly 

Readout Does Not Justify with only One Units Key 
Either STEP + or STEP | Operation Defective 


Both STEP t and STEP | Defective at the 
RF Output 


Manual STEP Defective 
Manual Tune Mode Inoperative 


Manual Tune Defective on One Range, Fine, 
Medium, or Coarse 


Either Up or Down Manual Tune Defective 
Auto Sweep Defective at all Sweep Rates 
Auto Sweep Defective at One Rate 

Single Sweep Defective 

Manual Sweep Defective 

Out-of-Range Indicator Inoperative 

KYBD Pushbutton Readout Defective 
STEP Pushbutton Readout Defective 
Sweep Width Pushbutton Readout Defective 
Remote Control Problems 

Harmonics Excessive Below 1.3 GHz 


Output Frequency is Half Indicated Frequency 
Above 1.3 GHz 


Troubleshooting Option 005 Interface Problems 
Troubleshooting the Reference Section 


High Frequency Loop Troubleshooting 
Summing Loop 1 Troubleshooting 
Summing Loop 2 Troubleshooting 

N3 Loop Troubleshooting 

N2 Loop Troubleshooting 

N1 Loop Troubleshooting 


Low Frequency Loops Notes 
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8-8. RECOMMENDED TEST EQUIPMENT 


8-9. Test equipment and accessories required to 
maintain the Model 8660C are listed in Table 1-2. 
If the equipment listed is not available, equipment 
that meets the minimum specifications shown may 
be substituted. 


8-10. Also listed in Table 1-2 is Service Kit HP 
Model 11672A. This kit consists of extension 
cables, cable adapters and an alignment tool. The 
items within the kit are listed individually in Table 
1-2. The entire kit, or any part within the kit may 
be ordered separately. 


8-11. 
8-12. 


8-13. Some component values are selected at the 
time of final checkout at the factory (see Table 
5-1). Usually these values are not extremely criti- 
cal, they are selected to provide optimum compati- 
bility with associated components. These compo- 
nents are identified on individual schematics by an 
asterisk (*). The recommended procedure for 
replacing a factory-selected component is shown in 
Section V of this manual. 


REPAIR 
Factory Selected Components 


8-14. Board Repair. 


8-15. Etched Circuits. The etched circuit boards in 
the Synthesized Signal Generator are of the plated- 
through type consisting of metallic conductors 
bonded to both sides of insulating material. The 
metallic conductors are extended through the 
component mounting holes by a plating process. 
Soldering can be done from either side of the 
board with equally good results. Table 8-2 lists 
recommendations and precautions pertinent to 
etched circuit repair work. 


a. Avoid unnecessary component substitu- 
tion; it can result in damage to the circuit board 
and/or adjacent components. 


b. Do not use a high-power soldering iron on 
etched boards. Excessive heat may lift a conductor 
or damage the board. 


c. Use a suction device (Table 8-2) or 
wooden toothpick to remove solder from compo- 
nent mounting holes. DO NOT USE A SHARP 
METAL OBJECT SUCH AS AN AWL OR TWIST 
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DRILL FOR THIS PURPOSE. SHARP OBJECT, 
MAY DAMAGE THE PLATED-THROUGH 
CONDUCTOR. 


d. After soldering, remove excess flux from 
the soldered areas and apply a protective coating to 
prevent contamination and corrosion. (Avoid 
getting flux remover on the printed circuit board 
extractors.) See Table 8-2 for reeommendations. — 


8-16. Etched Conductor Repair. A broken or 
burned section of conductor can be repaired by 
bridging the damaged section with a length of 
tinned copper wire. Allow adequate overlay and 
remove any varnish from etched conductor before 
soldering wire into place. 


8-17. Component Replacement. Remove defective 
component from board. } 


NOTE 


Although not recommended on boards 
with high-frequency signals or where both 
sides of a board are accessible, axial lead 
components, such as resistors and tubular 
capacitors, can be replaced without un- 
soldering. Clip leads neare body of defec- f 
tive component, remove component and ) 
straighten leads left in board. Wrap leads | 
of replacement component one turn ; 
around original leads. Solder wrap connec- ; 
tion and clip off excess lead. | 
h 


8-18. If component was unsoldered, remove so 
from mounting holes, and position component as | 
original was positioned. DO NOT FORCE LEADS | 
INTO MOUNTING HOLES: sharp lead ends may 
damage plated-through conductor. 4 | 
a) 


8-19. Transistor Replacement. Transistors al 
packaged in many physical forms. This sometimes 
results in confusion as to which lead is the collec- 
tor, which is the emitter, and which is the base. 
Figure 8-1 shows typical epoxy and metal cas 
transistors and the means of identifying the leads 


8-20. To replace a transistor, proceed as follo 


a. Do not apply excessive heat; see Table 8-2 
for reeommended soldering tools. 


b. If possible, use long-nose pliers betw 
transistor and hot soldering tools. 
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c. When installing replacement transistors, 
nsure sufficient lead length to dissipate soldering 
eat by using about the same length of exposed 
ad as used for the original transistor. 


d. Integrated circuit replacement instruc- 
ions are the same as for transistors. 


-21. Some transistors are mounted on heat sinks 
or good heat dissipation. This requires good 
hermal contact with mounting surfaces. To assure 
ood thermal contact for a replacement transistor, 
oat both sides with Dow Corning No. 5 silicone 
ompound or equivalent before fastening the tran- 
istor to the chassis. Dow Corning No. 5 compound 
s available in 8 oz. tubes from HP; order HP Part 
o. 9500-0059. 


-22. Diode Replacement. Solid state diodes have 
any different physical forms. This sometimes 
esults in confusion as to which lead is the anode 
positive), since all diodes are not marked with the 
tandard symbols. Figure 8-1 shows examples of 
ome diode marking methods. If doubt exists as to 
olarity, an ohmmeter may be used to determine 
he proper connection. It is necessary to know the 
olarity of the ohms lead for the ohmmeter used. 
For the HP Model 410B Vacuum Tube Voltmeter, 
he ohms lead is negative with respect to the 
ommon; for the HP Model 412A DC Vacuum 
be Voltmeter, the ohms lead is positive with 
espect to the common.) When the ohmmeter 
indicates the least diode resistance, the cathode of 
he diode is connected to the ohmmeter lead which 
is negative with respect to the other lead. 


NOTE 


Replacement instructions for diodes are 
the same as those listed for transistors. 


8-23. Illustrated Parts Breakdown (IPB’s). Figure 
6-1 and Figure 6-2 show IPB’s for the Cabinet Parts 
and the inside of the DCU front panel. 


8-24. MODULE EXCHANGE 


8-25. Assemblies are no longer available on an 
exchange-for-credit basis. 


8-26. SAFETY REQUIREMENTS 
8-27. Safety requirements are listed on page vil 


(directly preceding Section I). They are also called 
out where required in the Manual. 
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8-28. SERVICE AIDS 


8-29. Posidriv Scredrivers. Many of the screws in 
the instrument appear to be Phillips, but are not. 
To avoid damage to the screw slots, Pozidriv screw- 
drivers should be used. 


8-30. Extender Boards. Extender boards are fur- 
nished (accessory part number 08660-60070). 
These boards and other furnished assemblies are 
listed in Section I of this Manual. The extender 
boards may be used to extend any plug-in board 
free of the chassis for maintenance. Figure 8-3 
shows a typical use of the extender board for 
maintenance purposes. 


8-31. Part Locator Aids. The locations of chassis 
mounted parts and assemblies are shown in Figure 
8-131. The locations of individual components 
mounted on printed circuit boards or other 
assemblies are shown on the appropriate schematic 
page or the page opposing it. The part reference 
designator is the assembly number followed by the 
schematic reference designator (for example, A6R9 
is RY on the A6 assembly). For specific component 
description and ordering information refer to the 
parts list in Section VI. 


8-32. Assembly Adjustment Locations. Near the 
rear cover of this Manual is a series of Figures 
which locate the adjustments for all assemblies. 
These Figures are referred to in each of the adjus- 
ment procedures in Section V. 


8-33. Servicing Aids on Printed Circuit Boards. 
The servicing aids include test points, transistor 
and integrated circuit designations, adjustment call- 
outs and assembly stock numbers. 


8-34. Table 8-3 (two sheets) Schematic Diagram 
Notes, provides information relative to symbols 
and values shown on the schematic diagrams. 


8-35. Figures 8-3 and 8-4 illustrate the method 
used to number the connectors used on the printed 
circuit boards. 


8-36. ALGORITHMIC STATE MACHINES 
(ASM’s) 


8-37. ASM diagrams, sometimes called flow 
graphs, are the most practical approach to under- 
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FIELD EFFECT TRANSISTORS 


BLACK EPOXY 
METAL CASE META 
: (PLASTIC) Fish Eors 


BI-POLAR TRANSISTORS 


BLACK EPOXY (PLASTIC) TRANSISTORS 


DIODES 


DIODE SYMBOL 
ANODE ——*+—— CATHODE 


CONICAL 
END 


METAL CASE TRANSISTORS 


OUAL 


Figure 8-1. Examples of Diode and Transistor Marking Methods 
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Table 8-2. Etched Circuit Soldering Equipment 


Wattage: 35W Ungar No. 135 8690-0167 


Tip Temp.: 390°-440°C Ungar Division 
8690-0007 


Soldering, 
Heat Staking 


Soldering Tool 


(735°-825°F) Eldon Ind. Corp. 
Compton, CA 90220 


*Shape: Chisel *Ungar PL113 


Soldering, 
Unsoldering 


Soldering Tip 


HP 5020-8160 or modified 5020-8160 


Ungar PL111 


Soldapullt by Edsyn Co., 8690-0060 
Van Nuys, CA 91406 


¥ 
ae ae 


X25 Rosin Core DIVCO 233 8090-0022 
Division Lead Co. 
Summit, IL 60501 


*For working on circuit boards; for general purpose work, use No. 555 Handle (8690-0261) and No. 4037 Heating Unit 471/2 - 561/2 W (HP 
8690-0006); tip temperature of 850° - 900°F; and Ungar No. PL113 1/g” chisel tip. 


Soldering Tip Heat Staking Shape: Cupped 


To remove Suction Device 
molten solder 


from connection 


DeSoldering 
| Aid 


Must not dissolve etched 
circuit base board 


To remove 
excess flux from 
soldered area 
before applica- 
tion of protective 
coating 


Rosin (flux) 
Solvent 


Rosin (flux) core, high 
tin content (63/37 
tin/lead), 18 gauge 
(SWG) 0.048 in. diameter 
preferred. 


Component 
replacement; 

Circuit Board 
repair wiring 


Silver Solder Mono-block 


replacement 


Rosin (flux) core, silver 
saturated tin/lead alloy 
0.031 in. diameter. 
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Figure 8-2. Model 8660C With Circuit Board Extended for Maintenance 
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Table 8-3. Schematic Diagram Notes (1 of 2) 


SCHEMATIC DIAGRAM NOTES 


Inductance is in microhenries, Resistance is in ohms and Capacitance is in 
microfarads unless otherwise noted. 


part of 

Screwdriver Adjustment O Panel Control 
Encloses Front Panel r---n7 Encloses Rear Panel 
designations ai designations 


Circuit assembly borderline 
Other assembly borderline 


Wiper moves toward CW with clockwise rotation of control as viewed from 
shaft or knob. 


Numbers in stars on circuit assemblies show locations of test points. 


Encloses wire color code. Code used (MIL-STD-681) is the same as the re- 
sistor color code. First number identifies the base color, second number the 


wider stripe, and the third number the narrower stripe. Example: de- 


notes white base, yellow wide stripe, violet narrow stripe. 


Indicates an output from a schematic that goes to an input identified as A) 
on Service Sheet 2. 


Indicates an input to a schematic that comes from an output identified as Kk) 
on Service Sheet 6. 


NOTE 


When the above two symbols appear within the 
borderline of a schematic, they indicate a con- 
nection within the borderline of the referenced 
schematic. 


Indicates circuit ground. 


Backdating information in Section VII. 
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Table 8-3. Schematic Diagram Notes (2 of 2) 


Interconnection informatio 


Circled letter indicates circu 

Star shown electrically con- path continues on another 

nected to circuit signifies meas- schematic diagram. Look fo 

uring aid (metal post, circuit same circled letter on service 

pad, etc.) provided. sheet indicated by adjacent 
bold number (3, in this 
example). 


Test point symbols. Stars are numbered or lettered for easy correlation 
of schematic diagrams, procedures, and locator illustrations. 


Arrow connecting star to meas- 
urement point signifies no 
measuring aid provided. 


Plug-in connection information. 


Assembly part number 
Socket designation for A2 assembly. 


Number indicates 
pin of socket (XA2). 


Assembly name 


Assembly designation 


Stage pe 


Re —ra_ess=——O_OoOe—weeees=s| 
A2 DC REGULATOR ASSY (08708-60007) 


J3 not moun 


REFERENCE DESIGNATIONS 


Circuit board common. 


Conducting connection 
to chassis or frame. 


Value selected for best operation. 
Value shown is average or most 
commonly selected value. 


Wire color code. Code used (MIL-STD-681) is the 
same as the resistor color code. First number iden- 
tifies the base color, second number the wider stripe, 
and the third number the narrower stripe. Example, 
denotes white base, yellow wide stripe, 
violet narrow stripe. 


Connector symbols within the 
borderlines of circuit assemb- 

lies signify connections to the 
assembly which are separate from 
those made through the integral 
plug part of the assembly. 


Reference designators deleted 
by circuit changes are listed 
here. 


List of all the reference desig- 
nations on the diagram. 


Assembly reference desi 


Large numbers in lower right 
corners of schematic diagrams 
are service sheet numbers, 
They are provided for con- 
venience in tracing inter- 
connections, 


»del 8660C Service 


Figure 8-3. Printed Circuit Board Connector Identification, Component Side 


CIRCUIT SIDE 


Figure 8-4. Printed Circuit Board Connector Identification, Circuit Side 
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standing circuitry as complex as that in the Model 
8660C DCU. 


DEFINITIONS: 


Algorithm: A fixed step-by-step procedure 
for finding the solution to a problem. 


State: A condition, or a set of conditions 
which exist at a given point in time. 


8-38. ASM diagrams are particularly valuable in 
servicing the Model 8660C because built-in test 
features permit the technician to set the DCU to 
any state. Seven LED’s verify or deny that the 
DCU is in the state selected. The DCU may be held 
in the selected state, manually stepped to succeed- 
ing states or reset to any other state. This is 
accomplished by temporarily grounding selected 
Test Points or operating the MAN SW in the 
self-test facilities. 


8-39. Figure 8-5 represents a portion of the overall 
DCU ASM which is shown in its entirety in Figure 
8-112. The following description of the informa- 
tion shown in Figure 8-5 is equally applicable to 
the overall ASM diagram. 


8-40. The mnemonics (Table 8-4) in the state 
(rectangular) boxes and the qualifier (diamond 
shaped) boxes are not truly representative of 
specific electrical points in the circuit; the function 
represented by the mnemonic may appear at many 
points in the DCU. Table 8-4, mnemonics informa- 
tion, will enable the technician to quickly locate 
the points in the DCU where the function appears. 
The —H (>+2.8V) or the —L (<+0.8V) following 
the mnemonics indicates that the function is High 
or Low in the assertive (active) state. 


8-41. The lines connecting the qualifiers and the 
states are not representative of electrical connec- 
tions. Their purpose is to provide information as to 
what the next state will be. Usually the qualifier 
determines which of two states is next. In some 
cases however, the qualifier holds the present 
machine state for a predetermined period of time. 


8-42. In the Model 8660C there are about 112 
machine states. Some of these states are used in 
many operations (see Table 8-4 and the overall 
ASM diagram). Seven ‘“‘state”’ flip-flops determine 
present machine state by their logic conditions. 
The outputs of these flip-flops are designated as A 
through Ag and their binary weighting determines 
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the state number. Take, for instance, the state o 
5/11; Ag and Aq, with weighting of 4 and 
provides the binary number 5, or BCD 1 01 f 
the first part of the number and Ag Aj and 
with weighting of 8, 2 and 1 provide the bins 
number of 11 or BCD 1 0 1 1 for the second pay 
of the number. Breaking the number into two part 
is for convenience only — it is shown in bot 
numerals and BCD format for each state in the bo: 
(in the example it would be 5-11-101 1011) 


8-43. Refer to Figure 8-5. The starting point for 
this ASM diagram is in the upper left hand corner. 


8-44. State 7/15 is an invalid state. It is repre 
sentative of ROM addresses which are not normally 
addressable. There is a remote possibility that one 
of these addresses might be randomly selected at 
initial turn on, in which case state 7/15 would 
force the machine state to 0/0, the normal starting — 
point. 


8-45. Figure 8-5 illustrates the state path for 
entry of a number or a decimal point. It also 
illustrates the start of the state path for justificae © 
tion (decimal point placement) when a decimal | 
point is entered. 


NOTE 


The seven “‘state’’ LED’s, test points and 
the stepping microswitch (MAN SW) are 
shown in Figure 8-124. Refer to ASM 
flow charts while going through the state 
sequences. 


8-46. Numeral Entry State Path (heavy line 
When the first entry is made with the keyboard 
(JF10)—L (J input to flip-flop 10 goes low) is 
active. Qualifier F10 goes high and the next stateis — 
4/10. (JSW1)—L is a sweep function and has | 

effect on entries other than sweep functions. 


8-47. To follow the state path through the DC! 
for a numerical entry, remove the cabinet botton 
cover and temporarily ground the MAN. TP. Alla 
the LED’s should be extinguished, indicating stat 
0/0 (if they are not, temporarily ground th — 
STATE 0/0 TP). f 


8-48. Press and hold in a numeric keyboard ke 
until state 4/10 is reached. Note that pressing 
numeric key does not (by itself) cause a change 
state. The MAN. TP. must be pressed each tim 
state is changed for any operation. 
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{49. In order to reach state 4/0 or any other 
ieceeding state, it is necessary to press the MAN. 
. microswitch. (It is suggested that the MAN. 
. be pressed with the eraser end of a pencil. This 
witch is very sensitive and the least amount of 
iprvousness may cause a progression through more 
jan one state.) 


150. Qualifier F7-H is active only in sweep func- 
jons so pressing the MAN. TP. when the instru- 
jent is in state 4/40 should cause the next state to 
p 5/0. 


51. Qualifier DP-L is active only when a decimal 
int has been entered, so pressing the MAN. TP.. 
e time when in state 5/0 should cause the next 
te to be 6/0. 


52. Qualifier NUM-H is active when a numeric 
try is made. Pressing the MAN. TP. one time 
hen the state is at 6/0 should cause the next state 
be 6/1. 


53. Qualifier F2-H is active for only the first key 
try of any new keyboard entry. In this case the 
t entry is a numeral, so pressing the MAN. TP. 
ne time should cause the next machine state to be 
/5. State 1/5 includes instructions (RF2, 
JCT)-L. 


-54. Qualifier NUM-H following state 1/5 is 
tive, so pressing the MAN. TP. one time should 
ause the next state to be 0/2 which contains 
truction ETK9-L. This instruction causes the 
umber BCD (format) to be stored in a 1 digit shift 
gister KO. 


-55. Pressing the MAN. TP. one time now causes 
e next state to be 0/3 which contains instruc- 
ions KOTK-L and CK10. Qualifier CKB-H is low 
d the state remains at 0/3 until the BCD data 
rom the KM register is clocked into the least 
ignificant digit of the keyboard shift register (10 
lock pulses). 


-56. When CKB-H again goes high the path is 
irectly through states 6/14, 1/1, 4/1, 1/9 and 4/9 
o state 4/10. (Once again, the MAN TP must be 
ressed one time for each state progression.) 


-57. Qualifier KDN-H is active only when a key- 
oard key is pressed. Since it takes only a few 
croseconds to reach state 4/0, KDN-H is active 
d the high output holds the machine state in 


tate 4/10 until the key is released and KDN-H 
oes low. | 
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8-58. When KDN-H goes low (and the MAN. TP. is 
pressed), the next state is 5/10. Since this is a local 
operation, RMT-H is low and the next state, when 
the MAN. TP. is pressed, is 0/0. The instrument is 
now ready for the next keyboard entry. 


8-59. Decimal Entry State Path 


8-60. Note that for a decimal entry in the manual 
step mode the decimal point key must remain 
pressed in and the MAN. TP. must be pressed one 
time for each state change. 


8-61. When a decimal point is entered on the 
keyboard, the path is the same as the numeral path 
until state 5/0 is reached. Since DP-L is now active, 
the next state is 5/1. 


8-62. If the decimal point is the first keyboard 
entry, qualifier F2-H following state 5/1 is active 
and the next state is 1/5. 


8-63. State 1/5, which contains instructions 
RF2-L, RKB-L and RJCT-L is followed by 
NUM-H. Since the entry was not a number, the 
next state is 3/5 which contains instruction 
SJCT-L. The state path from this point back to 
state 0/0 is the same as it was for a numeric entry. 


8-64. If the decimal point was not the first entry, 
qualifier F2-H following state 5/1 is low and state 
1/5 is bypassed. 


8-65. Units Entry State Path. 


8-66. As with a numeric or decimal entry, the 
keyboard key for the unit selected (Hz, kHz, MHz, 
or GHz) must remain pressed in and the MAN. TP. 
must be pressed one time for each state change. 


8-67. When a units key (Hz, kHz, MHz, or GHz) is 
pressed the state path is the same as it is for a 
numeral until state 6/0 is reached. When state 6/0 is 
reached, qualifier NUM-H is low and the next state 
is 0/4. 


8-68. State 0/4 which contains instruction RKO-L 
is followed by qualifier QU1-H. Since a units entry 
has been made, QU1-H is active and the next state 
re 1/533 


8-69. State 1/6 which contains instructions JUS-L, 
JF2-L, KF3-L and a clock, CK10J, is followed by 
qualifier QJO-H. QJO-H is active until the key- 
board entry is justified (decimal point is positioned 
properly for the units selected). 
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(8) 


L H 
(JFI0)-L eaee (50) MO} 1010 Gn) 001 0001 
- KF10-H, RKD2-H 


(3) 


0110101 


(16) ~ 001 0110 
CK10J 


Figure 8-5. Part of the Algorithmic State Machine for Model 8660C DCU 
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-70. When QJO-H goes low the remaining state 
ath is the same as it was for a numeric or decimal 
oint entry until state 0/0 is again reached. 


-71. MNEMONICS 


-72. Many of the terms used to describe func- 
ions of the DCU, ASM and interface circuits 
ould take up entirely too much room if they 
ere spelled out each time they were used. Most of 
ese terms are abbreviated by the use of 
nemonics and shown in Table 8-4. Also shown in 
he mnemonics table is a definition of such terms, 
ocations where the terms are used, the point of 
rigination of the terms, and information as to 
hether the mnemonics are high or low in the 
sertive (active) state (illustrated by an H or an L 
hat follows the mnemonics). 


-73. Note that the mnemonics do not follow 
ormal dictionary type identifications, but are 
dentified by function. 


-74. LOGIC SYMBOLS AND DESCRIPTIONS 


-75. Table 8-5 shows some of the “basic building 
locks” of logic symbols with the equivalent elec- 
ronics circuits. 


-76. Figure 8-6 illustrates gates and inverters 
hich are used throughout the instrument. These 
tegrated circuits are shown to avoid repeating 
etails on each schematic. 


8-77. Other, more complex, integrated circuits are 
xplained in the supporting text for the schematic 
on which they appear. 


8-78. TROUBLESHOOTING 


8-79. Mnemonics. Before proceeding with trouble- 
shooting this instrument the’ technician should 
become familiar with the use and meaning of 
mnemonic terms. These terms appear throughout 
the Algorithmic State Machine (flow graph) and 
the schematics. The terms are defined in Table 8-4. 


8-80. Algorithmic State Machine (ASM). The ASM 
which appears on a foldout page (Figure 8-112) 
covers all of the functions of the DCU within the 
instrument. A partial ASM for the DCU appears in 
Figure 8-5. The following paragraphs provide in- 
formation relative to the basic use of the ASM in 
troubleshooting the instrument. 
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8-81. Troubleshooting Procedures. Basically there 
are three troubleshooting methods defined in this 
manual. They are: 


a. A logical procedure for replacement of 
circuit boards in the Digital Control Unit for those 
who have a spare set of assemblies on hand. This 
procedure is to be followed in the sequence shown 
when a malfunction has been traced to the DCU. 
Some of these assemblies are available on an 
exchange basis (see Section VI for more informa- 
tion regarding this procedure. 


b. Repair to the assembly level. With this 
procedure, assemblies are ordered to replace the 
known defective assembly. This procedure elimin- 
ates the requirement to repair to the component 
level. Information is provided in tabular format to 
assist the technician in locating the cause of the 
malfunction. 


c. Repair to the component level. In this 
procedure, the cause of a malfunction is localized 
to an assembly and reference is then made to the 
applicable Service Sheet to provide additional 
information required to repair to the component 
level. 


8-82. The troubleshooting tables which follow 
serve a dual purpose. These tables identify the 
circuit board or assembly which is the cause of the 
malfunction; if it is not desired to make repairs to 
the component level, a replacement assembly may 
be ordered from the part numbers which appear in 
Section VI of this manual. If repairs are to be made 
to the component level, the tables also refer to the 
appropriate schematic diagram and _ additional 
technical data to aid the technician in making such 
repairs. 


NOTE 


If symptoms of the cause of the malfunc- 
tion indicate that the trouble is in a given 
assembly or circuit, the technician may 
proceed directly to the applicable table, 
and perform the specified tests without 
going through the preceding tests. Each 
table refers to the assembly and_ the 
Service Sheet for the assembly which is 
most likely to be causing the malfunction. 


8-83. The troubleshooting tables are arranged in 
the most likely cause of the malfunction order. 
This order is as follows: 
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a. Table 8-6, Power Supply Troubleshooting. 


b. Table 8-7, DCU Repair by Replacement. 
(To be used only if DCU trouble is suspected and a 
spare ‘set of compatible assemblies are on hand. 


c. Table 8-8 is a guide designed to lead the 
technician to the defective assembly within the 
DCU. 


d. Table 8-9 through Table 8-30, DCU and 
interface troubleshooting tables. 


e. Table 8-31 through 8-40, Mainframe RF 
loops troubleshooting. 


NOTE 


When a malfunction has been found and 
corrected in any circuit containing adjust- 
able components, the adjustment proce- 
dures specified in Section V_ of this 
manual for the repaired circuit should be 
performed. 


8-84. Each of the troubleshooting tables list the 
test equipment required to perform the tests in the 
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Table and refer the technician to the appropri: 
Service Sheet which contains additional infom 
tion about the circuit. 


8-85. In Table 8-8, , the steps referred to in tt 
prior steps column must have been observed ¢ 
found to be operating properly before proceedi 
to the next function of any step. 


8-86. The following notes apply to all of t 
troubleshooting Tables: 


a. Always check qualifiers or instructions | 
the machine state with which they are listed. _ 


b. Refer to Table 8-4 for descriptions ¢ 
mnemonics and ‘‘where used” information. 


c. When an instruction or qualifier whi 
should be high is found to be low, the source 
listed as the faulty assembly. However, it is fp 
sible that the load may be shorted to a low leve 
Circuit trace and isolate before ordering a replace- 
ment assembly. 
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Table 8-4. Mnemonics Information (1 of 13) 


How to use this table: 


When the mnemonic has been found and identified, the remaining three columns provide the follow- 
ing information: 


The Assy No. column identifies the assembly where the mnemonics appear. The * indicates the as- 
sembly where the mnemonic originates. 


The ‘‘Where Used SS No.” column identifies the Service Sheet(s) on which the mnemonic appears. 
The * identifies the Service Sheet on which the mnemonic originates. 


Prefix all assembly numbers with Al except those which are prefixed in the assembly number column 
as A38A(x). 


The ASM State column indicates the state(s) in which the mnemonics appear. When followed by a 
“Q” the mnemonic is a qualifier following the state shown. 


The mnemonics are also used on all DCU Service Sheets(SS), the Interface Service Sheets and the 
ASM, Figure 8-112. 


a6 Where Used 
Description Assy No. (A1) SS. No. 


100KCK 
13GL-L 
16LIM-L 
AQ 


A2 


+20V regulated 
+4V unregulated 


+5V regulated 


—10V regulated 


Note: All voltages generated in main- 
frame power supply. 


100 kHz Clock to keyboard 
1.3 GHz select for 86602 
160 MHz limits (special only) 
State flip-flop AQ output 
State flip-flop A2 output 

A2 register to A bus 


State flip-flop A3 output 


A8, All, A2 
Al12 

Al, A2, A3, A4 
Ad, A6, A7, A8, 
A9, A10, A12, 
A3Al1, A3A2, 
A38A1-a,A3A2-a 


A8, A2, All 


Al*, A2 
A7T*, A6 
A7*, AG 
A4*, Al, Ad 
A4*, Al, AS 
Ad5*, AY 


A4*, Al, AS 


36 
19, 20, 22, 24, 
25, 27, 30, 32, 


33, 34, 35, 36, 
37, 38, 39, 40 


21, 33 


7A Pail 
32*, 31 
32*, 31 
26*, 19, 25,28 
26% 1925526 
27*, 34 


26*, 19,25, 28 


A3 register to A bus A5*, AQ 28*, 34 2/13, 2/12, 


3/0 
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A4*, A5 26*, 25, 27 


State flip-flop A4 output 


State flip-flop A5 output 


A4*, A5 26*, 25, 27 


State flip-flop A6 output A4*, Al, Ad 26*, 19, 25, 28 


Add command to ALU 


A5*, A7 28*, 32 2/12, 3/0, 
3/1,2/1,1/15, 


3/4 


Subtract command to ALU 


28*, 32 2,0,2/13, 1/14, | 


2/15 


ALU clock control A6*, A3, A7 29*, 24, 32 


Add offset (special) A3A1*, A5 


37, 28 3/2, 2/6, 1/10, | 


1/7 


ALU1 


ALU1 Binary 1 


ALU2 ALU Binary 2 


ALU4 ALU Binary 4 


ALU8 ALU Binary 8 


AREGCK-H A register clock 


ATR-H A register to R bus 3/2, 2/15, 2/6, © 


3/7, 3/4, 0/9 


A9*, A10 


A Register to output 1 34*, 35 


A Register to output 2 A9*, A10 34*, 35 


A9*, A10 


A Register to output 4 34*, 35 


A Register to output 8 A9*, A10 34*, 35 


A5*, A3, AY 27*, 23, 34 


9 clock gate signal 


Brightness control of readout A3*, A12 24*, 36 


[See (KIUP-CDN-L] 


6/8Q, 4/3Q, 
6/3Q, 6/10Q 


Center Frequency 


Center Frequency Readout 6/6Q, 6/15Q 


q 
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ee om [RE [i 


1 MHz System Clock Al1*, A2, A3, 20*, 22, 24 
A4, Ad, A6, 26, 27, 29, 32, 
AT, A8, AQ, 33, 34, 35, 37, 


A10, A3Al1 39 


A4*, AS, A6 


Clock 10. Instruction for ten clock AK, PX XY) 


pulses. 


2/13, 3/2, 2/12, 
3/0, 3/1, 2/15, 
2/9, 2/1, 1/15, 
2/0, 0/9, 1/13, 
1/14, 2/7, 1/12, 
3/8, 2/5, 2/6, 

0/3, 1/11, 3/7, 
1/2, 1/3, 1/4, 

3/4, 1/8, 0/1, 

1/7, 1/10 


CK10CK-H Gated control for chain of 10 clock 


pulses 


CK10J-L Decimal point justification clock A3*, A5, A6 Pass FA 5 2XY) 1/6 


CK1213-L 
(CK12-L) 
(CK13-L) 
CKA-H 


Instruction for 12 or 13 clock pulse 
train 


Ad*, A6 7A 745) 2/13, 2/12, 3/0, 


3/1 


Clock A ANDED with CKB, signi- 
fies completion of 12 or 13 clock 
pulses 


Ad*, A4, A6, 
A8 


21*, 25, 29) 
33 


2/13Q, 2/12Q, 
3/0Q, 3/1Q 


Clock B, signifies completion of A5*, A4, A3, IE, PAD), H7B\ 3/2Q, 2/13Q, 
10 clock pulses A6, A8 29, 33 2/12Q, 3/0Q, 
3/1Q, 2/15Q, 
1/15Q, 2/1Q, 


2/9Q, 2/0Q, 
0/9Q, 1/13Q, 
1/14Q, 2/7Q, 
0/1Q, 1/4Q, 
3/4Q, 

1/12Q, 3/8Q, 
2/5Q, 0/3Q, 
1/11Q, 2/6Q, 
3/7Q, 1/2Q, 
1/3Q, 1/8Q, 
1/10Q, 1/7Q 


Permanent command from external 
programming interface 


A3A1*, A2 37*, 40*, 21 
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CMND T-L 


CNT1 


CNT2 


CNT4 


CNT8 


COAXCK 
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Where Used 


Description 
Aerie, [S.No 


Temporary command from external A3A1*, A2 Sikes | 
programming interface 


Parallel dump count, binary 1 A5*, A10 2735 
Parallel dump count, binary 2 A5*, A10 OH (eames 13 
Parallel dump count, binary 4 A5*, A10 27*, 35 
Parallel dump count, binary 8 A5*, A10 PAE lasses 19" 


2 MHz clock input from interface Al, A4A1*, 2*, 20, 37, 40 
board A3Al1 


These are bias levels that are used to A6*, A3A1 31*, 37 
aid in leveling the output of the RF 
Section. See RF Section Manual. 


Center Frequency register to R bus 
Center Frequency register to T bus 


Count up instruction to sweep 


Digit 1 BCD 1 
Digit 1 BCD 2 
Digit 1 BCD 4 
Digit 1 BCD 8 


Note 


Repeat for digits 2 through 9. Note 
that digits proceed in numerical 
sequency from right to left. 


Digit 10 BCD 1 


Note 
Digit 10 BCD 2, 4 and 8 are not used. 


Digital to Analog output A8*, J1 
(sweep ramp) 


Double Frequency Output A6*, A3, AQ, 31*, 24, 34, 
A3Al1 37, 40 


Decimal point qualifier A2*, A4 21*, 25 


ASM State - 


2/1, 2/0,1/7 
1/15, 1/14 


2/9, 2/7, 3/8, 
1/8 


2/12, 3/0, 3/1 
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Where Used 


Descripti 
a oi a a 


Readout decimal points. A3*, A1l2 
Numbered from right to left. 


Encoder to K@ register Al*, A2 


Frequency Limits. Out of range Al1*, A3A1 
annunciator. 


Interrupt sweep for new entry, Al1*, A4 3/12Q, 1/1Q 
flip-flop. 


Keyboard initial entry, flip-flop. A4*, A3 5/1Q, 6/1Q 


Prevents entry of information before A2*, A4 5/6Q, 6/9Q 
justification, flip-flop. 


Sweep function flip-flop (also func- 2/8Q, 2/4Q, 
tions as plug-in remote flip-flop). 2/3Q, 4/0Q 


Sweep ramp flip-flop 6/11Q, 4/11Q 
Start flip-flop 0/0Q 


Lights FM MODE lamp in 
annunciator 


Frequency modulation instruction MOD*A1, A3Al1 19, 37 
Causes sweep width register data to Al*, A3 Oe 2320 
be displayed on center frequency A4 


readout 


Sweep width register to S bus A5*, A7 28*, 32 2/13, 2/112, 3/0, 
3/1, 2/15, 1/3 


Gate 2 to Code Qinstruction Ad5*, Al Pats, NG) 
selector 


Hertz A2*, A3 2h 20 
Inhibit down A4* 26*, 25 4/12Q 


Incremental step A2*, A4 21*, 25 5/9Q 


Causes STEP register data to be dis- Al1*, A3, A4 19%) 23, 25 5/4Q 
played on center frequency readout 


Increment (step) register to S bus Ad*, A7 28*, 32 1/15, 1/14, 1/2 
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| 
: 
Where Used 
Description - | 
sores [sme [sae | 
A4* 


Inhibit up 

See KPBR-JOFR-L 
J input to FF1 Ai* 19" 0/10 

J input to flip-flop 2 Al*, A4 19%, 26 0/7, 1/6 


J input to flip-flop 3 A5*, A2 28*, 21 1/0, 1/11, 1/10 
1/13 


(JF7A, J input to flip-flop 7, and Input A1*, A4, A8 19*, 26, 33 0/13 
ILD)-L Load (presets swp counter) 


JF7B-L Jinput to flip-flop 7 A2*, A4 21*, 26 


(JF8, J input to flip-flop 8, and input A5*, A8, 28*, 33, 26 0/13, 2/15, 2/9 
IRS)-L reset to sweep increment counter A4 0/0 


JF9-H J input to flip-flop 9, speed FF Al1* 19*, 20 0/14, 0/15 
JF10-L I input to flip-flop 10, start FF Al* 19*, 20 0/0 
JIDN-L J input inhibit down flip-flop A5*, A4 28*, 26 yy fla! 
JIUP-L J input inhibit up flip-flop A5*, A4 28*, 26 2/10 


(JUS, KF3, Justification (DP justify), K input A5*, Al, Al 28*, 19, 21, 1/6 
(JF2)-L to flip-flop 3, J input to flip-flop 2 A2, A3 23 


JSW1-L J input to SW1 flip-flop 19*, 20 0/0, 0/8 
KQ- K9 Keyboard key pairs A1*, A15*, A2 PAL lh 

KQTK-L KO to Keyboard Register Al*, A2, A3 19, 22, 23 

KA Keyboard register output A BCD 1 A2*, A6 22*, 29 

KB Keyboard register output B BCD 2 A2*, A6 22*, 29 

KC Keyboard register output C BCD 4 A2*, A6 22*, 29 

KD Keyboard register output D BCD 8 A2*, A6 22*, 29 


K input to Center Frequency Read- A5*, Al 28*, 19 
out flip-flop 


Keyboard register clock A3*, A2 23*, 22 
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Where Used 
Description 
ee 


Keydown 4/10Q 


Keydown 2 


K input to flip-flop 1 0/5 
See (JUS, KF3, JF2)-L 1/6 
K input to flip-flop 7 2/9,1/0 
See (RQ55, KF8, RSW1)-H 2/9 
0/0 
See (RKD2, KF10) -H 1/1, 1/0, 3/6 
Kilohertz A2*, A3 21% 223 
K input to inhibit down flip-flop A5*, A4 28*, 26 


K input of increment up flip-flop A5*, A4, A8 28* , 26, 33 
Count down instruction to sweep 


Causes keyboard register data to be Al1*, A3, A4 19*, 23, 25 
displayed on center frequency 
readout 


(KPBR, K input to pushbutton readout 
JCFR)-L flip-flop, J input to center fre- 
quency readout flip-flop 


KSW1-H 0/10 


(KTR, AD5*, AG, AT 28*, 29, 32 1/10 
OTS)-H 


KTT-H Keyboard register to T bus A5*, A6 28*, 29 IAPS By 
1/11, 1/4, 1/13 


KYBCK1 These are separate keyboard strobe 
KYBCK2 lines which join at a common point 
in the A2 assy. 


LCL-H Local/remote input A3A1*, Al, 39*, 37, 20, 
A2, A3 21623 


Load resets the A2 and A3 registers A8*, AQ 33*, 34 
on the AQ assy. 
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OVRNG-L 


PBCOM-L 


PBF-L 


PBI-L 


PBK-L 


PD-H 


PDN-L 


PDS-L 


Pil 
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Description 


Megahertz 


Manual entry 


Manual tune increment n to S bus 
Numeral 


Offset frequency (special) 


Output plug-in digit 1 BCD 1 


Output plug-in digit 2 BCD 2 
Output plug-in digit 4 BCD 4 


Option reset. 
Option 004-100 Hz resolution. 


Option readout. 
Option 004 - 100 Hz resolution 


Offset frequency to S bus 


Oven signal (oven not at temperature 


when lamp is lit). (Annunciator) 


Pushbutton common 


Sweep width readout pushbutton 


Increment (step) readout pushbutton 


Keyboard readout pushbutton 


Parallel dump 


Parallel dump sweep 


Data to plug-in section, binary 1 


J6 pin 33*, 
A6, A7 


J6 pin 34*, AT 


J6 pin 35*, A7 


A5*, A3 


Al*, A3 


A5d*, A7 


A21*, A3A2 


Al*, Al2 
Ai* 
Al* 
AL* 


A5*, A10 


Al*, A5, AY 


A6*, A3A1 


Where Used 


Taam] sm | A 


3/13Q, 6/136 
1/9Q, 5/14Q. 


2/1, 2/0 
6/0Q, 1/5Q 


4/2Q, 5/5Q, 
5/7Q, 3/3Q 


37*, 32 


37*, 32 
37*, 32 


27*, 24 


19*, 24 


28*, 32 2/6, 1/7, 3/2 


2*, 19, 38, 39 


19, *20, 36 
i 
19* 
i 


28*, 35 


19*, 27, 34 


29*, 37,40 


Model 8660C 


PI2 
PI4. 
PI8 


PICK-L 


PILIM-L 
PLS-H 


PRDT-L 


PWRDT-L 


Q100-H 
QA-H 
QAD-H 


QB-H 


QCTM-H 


QCTZ-H 


QEI-H 


QJ0 -H 


QMSW-H 


QSP-H 
QSS-H 


QU1-H 


RBUS Al 
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Description 


Data to plug-in sections, binary 2 
Data to plug-in sections, binary 4 
Data to plug-in sections, binary 8 


Plug-in clock for remote data 
transfer 


110 MHz limit select for 86601A 
Plus (manual tune sense) 


Power detect (DCU) 


Power detect from mainframe 


Qualifier 100 (100 step sweep) 


Qualifier A. Frequency above limits. 


Qualifier add 


Qualifier B. Frequency below limits. 


Qualifier count maximum. Sweep 
Count. 


Qualifier count zero. Sweep 
count. 


Qualifier enter 1 (any entry key) 
Justification operation 


Qualifier, manual sweep 


Qualifier sweep pulse 


Qualifier single sweep 


Qualifier units 1 (any units key) 


A register to R bus BCD 1 


A6*, A3A1 
AG6*, A3A1 
A6*, A3A1 


A6*, A3A1 


A7*, A6, Al 
Al*, A4 


A2*, Al, A4, 
A6 


A3Al1*, A3A2, 
A2 

A1*, A4, A8 
A6*, A4 

A2*, A4 


A7T*, A4 


Where Used 


29*,37,40 
29*, 37, 40 
29*, 37,40 


29*, 40 


32*, 31, 20 
20*, 25 


22*, 20, 
26, 29 


40* 39,37 ,22 
20*, 25, 33 
31*, 25 

21*, 25 


32*, 25 


Service 


0/12Q, 5/15Q 


5/12Q 


2/2Q 


5/13Q 


4/13Q, 6/7Q, 


4/15Q, 5/2Q, 


4/14Q,5/11Q 


4/7Q 


4/9Q,4/4Q 


1/6Q 


0/15Q, 5/8Q, 
0/11Q, 0/14Q 


0/10Q 
3/15Q 


0/4Q 
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Where Used 
Description 


RBUS A2 A register to R bus BCD 2 

RBUS A4 A register to R bus BCD 4 

RBUS A8 A register to R bus BCD 8 

RBUS Cl CF register to R bus BCD 1 

RBUS C2 CF register to R bus BCD 2 

RBUS C4 CF register to R bus BCD 4 

RBUS C8 CF register to R bus BCD 8 

RBUS K1 M register to R bus BCD 1 

RBUS K2 M register to R bus BCD 2 

RBUS K4 M register to R bus BCD 4 

RBUS K8 M register to R bus BCD 8 

RENC-H Reset encode counter 2/8, 3/4, 2/4, 
2/3, 1/9, 3/3 

RERR-L 0/4 

RF1-L 0/8 


(RF2, Reset flip-flop 2 and reset 1/5 
RJCT)-L justification counter. 


RF9-L 0/9 
RKB-L Reset keyboard register A5*, A2 Dato 1/5, 1/0 


(RKD2, Reset keydown flip-flop 2, and Ab*A2 Ad 28*, 21.19 3/6, 1/1, 1/0 
KF19)-H K input to flip-flop 10. 


RKO-L Reset KO register A3*, A2 23*, 22 


RMT STEP | Remote step down (increment) A3A1*, A2 37*; 21 
DN-L 


RMT STEP t¢ Remote step up (increment) A3A1*, A2 37%, 21 
UP-L 


RMT-H Remote Qualifier A3*, A4 23*; 25 


Model 8660C 


RMT1-L 
RMT2-L 
RMT4-L 
RMT8-L 
RMTCF-L 
RMTL-L 
ROCK 
ROGHZ-L 
ROMHZ-L 
ROKHZ-L 
ROHZ-L 
ROI-L 
ROM Al 
ROM A2 
ROM A4 
ROM A8 
ROM B1 
ROM B2 
ROM B4 
ROM B8 

| ROBL 
RQSP-L 
(RQSS, 
KF8, 
RSW1)-H 
RSCAN-H 


RSWON-L 


RZER-L 
$1, 82 


Service 
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Remote data input binary 1 
Remote data input binary 2 
Remote data input binary 4 
Remote data input binary 8 
Remote center frequency command 
Readout remote lamp (annunciator) 
Readout clock (10 kHz) 

Readout GHz 

Readout MHz 

Readout kHz 

Readout Hertz 

Readout inhibit (option 004) 


To read-only-memory A on A1A12. 
Controls readout digits 7, 8 and 9. 


To read-only-memory B on A1A12. 
Controls readout digits 1 thru 6. 
Digit 1 is least significant digit. 


Reset qualifier B flip-flop in ALU 


Reset QSS flip-flop, K input to 


flip-flop 8, reset SW1 flip-flop. 


Reset readout scanner circuit 


Reset zero flip-flop 


Sense lines from keyboard 


Where Used 


A3A1*, A2 
A3A1*, A2 
A38A1*, A2 
A3A1*, A2 
A3A1*, AZ 
A1*, lamp 
A1*, A12 
A3*, A12 
A38*, A12 
A3*, A12 
A3*, A12 
A1*, A3 


A3*, A12 


A3*, A12 


Ad*, A4, Al 


A3*, Al2 


A5d*, A7 


A15*, A2 


40*, 37, 22 
40*, 37, 22 
40*, 37, 22 
40*, 37, 22 
37*, 40*, 21 
20* 

20*, 36 
23*, 36 
23*, 36 
23*, 36 
23*, 36 
19*, 24 


24*, 36 


2/8, 2/2 
0/11, 0/9 


28*, 26, 20 0/7 


0/8 


2/2, 2/12 
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‘Where Used 
Description 
norte [sme |S 


SBUS F1 Sweep register to S bus BCD 1 
SBUS F2 Sweep register to S bus BCD 2 
SBUS F4 Sweep register to S bus BCD 4 
SBUS F8 Sweep register to S bus BCD 8 
SBUS [11 Step register to S bus BCD 1 
SBUS 12 Step register to S bus BCD 2 
SBUS I4 Step register to S bus BCD 4 
SBUS I8 Step register to S bus BCD 8 
SCAN CK 5 kHz clock to readout control 


SCDP-L Set center frequency decimal point 
(Stores DP) 


(SFDP, Set sweep width decimal point A5*, A3, A6 28*, 23, 30 
TTF)-L (stores DP), T bus to sweep width 


register 


(SIDP, Set step decimal point (stores DP) A5*, A3, A6 28*, 23, 30 1/13 
TTI)-L T bus to step register 


SIND1-L Set error lamp driver F : 2/8, 2/3 
SIND2-L 
SJCT-L Set justification counter 


SQB-H Set qualifier B flip-flop 


1/14, 2/6 


Machine state 0/1 
Machine state 0/4 
Manual tune switch to A1A4 A : 5/3Q, 4/8¢ f 


Sweep 1 qualifier flip-flop 


Sweep lamp (annunciator) 
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Where Used 


Description 


Sweep on 

Set zero flip-flop 
T bus BCD 1 

T bus BCD 2 

T bus BCD 4 

T bus BCD 8 


Tuning Range zero 


Tuning range 1 coarse 
Tuning range 2 medium 
Tuning range 3 fine 


T bus to A register 


T bus to center frequency 
register 


See (SFDP, TTF)-L 
See (SIDP, TTI)-L 


T bus to M register 


T bus to readout register 


ALU to T bus 


Exclusive OR; ALU does not change 


data 
Zero qualifier flip-flop 


Al*, A4 


Ao*, A7 


A6*, A3, AY, 
A6 


Al*, A2, A3 
A7 


A1*, AT 
A1*, AT 
A1*, AT 


A4*, AY 


SS No. 
19*, 25 


28*, 32 


29*, 24, 34, 
30, 31 


20*, 21, 23, 
32 


20*, 32 
20*, 32 
20*, 32 


26*, 34 


Service 


ASM State 
3/9Q, 4/6Q 


2/14 


2/13, 2/12, 3/0. 
3/1, 2/15, 2/9, 
2/7, 2/5, 2/6 


1/14, 2/0, 
2/1, 2/5, 1/15, 


1/11 
1/13 


2/13, 2/12, 3/0, 
1/15, 3/1, 2/1, 
2/15, 2/0, 1/14, 
1/12, 3/8, 1/10, 
1/7, 2/9 


3/2, 2/9, 2/7, 
2/5, 1/4, 1/2, 
3/4, 1/8, 1/3 


2/13, 3/2, 2/12, 
1/10, 3/0, 3/1, 
2/15, 2/1, 1/15, 
2/0, 0/9, 1/14, 
2/6, 1/7, 3/7, 
1/3, 3/4, 1/2 


1/2, 1/3 


6/5Q 


Service 
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AND 


Yoo 4B 4A 4Y 3B 3A 


1B 1Y 2A 2B 2Y GND 1B 1Y 2A 2B 2Y GND 
1820-0583, 
1820-0511 AND 1820-0141 1820-0370 AND 1820-0054 


OR 


Voc 4B 4A 4Y 3B 3A 3Y 


IA 1B 1Y 2A 2B 2Y GND 1B 2Y 2A 2B GND 


1820-0661 Meg eee 


INVERTER 


6A 6Y SA 5Y 4A 4Y 


1820-0174 AND 1820-0577 


Figure 8-6. Common Gates and Inverters Used in the Model 8660C 
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Table 8-6. Power Supply Troubleshooting (1 of 3) 


Test Equipment Required: 


Voltmeter 
AC Microvoltmeter 
Variable Voltage Transformer 


Fan does not come on. 


Replace the fuse if defective. If fuse is good, proceed 
to next step. 


Unplug the instrument and check the main 
fuse (A7F1) 


With the instrument unplugged, remove the Proceed to Step 1c. 
mainframe bottom cover and check the de 
resistance from tie point SW/9 (located close 


to the front of the A20 assembly). 


The ohmmeter should read 0 ohms. If it does not, 
A1S1 or an associated component is probably defec- 
tive. Refer to Service Sheet 41 and make necessary 

tests. Proceed to Step 1d. 


With the instrument unplugged, check the de 
resistance with the LINE switch ON. 


The ohmmeter should read a charging capacitor with 
an ultimate value of about 10K ohms. If it does not, — 
refer to Service Sheet 41 and make necessary repairs. 


With the instrument unplugged, check the de 
resistance with the LINE switch in the STBY 
position. 


Check the voltage applied to the fan motor 
(should be 115 Vac). 


If the voltage is present, but fan does not work, check . 
the fan. 


Check A20K1, then refer to Service Sheet 41 and 
repair as required. 


If the voltage is not present at the fan: 


OVEN light does not illuminate when instru- Refer to step 2a. 


ment is first turned on. 


Proceed to step 2b. 


Turn off and unplug the instrument for 
10 minutes. 


Measure the resistance from A21 tie point 6 to ground, 
The resistance should be 0 ohms. If it is, proceed to 
step 2d, if not, proceed to step 2c. 


Remove the mainframe top cover, raise the 
A4 assembly and disconnect the wire from 
tie point 6 on A21. 


The lamp is good and A21, the interface board, inter- r 
connecting wiring may be defective. Refer to Service ’ 
sheet 41 and locate the cause of trouble. 


If the de resistance from A21 is about 
50 ohms. 


If lamp does not extinguish as it should, refer to { 
Service Sheet 41 and repair as required. \ 


Reconnect wire to A21. Plug in and turn on 
instrument. OVEN lamp should extinguish 
after 10-15 minutes. 


Note: If conditions are not as shown, refer 
to Service Sheet 41. 
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Table 8-6. Power Supply Troubleshooting (2 of 3) 


Take the following action or proceed to step shown 


All supplies defective, fan does not come on. Check line module, power cord, T1,CR1 and line fuse. 


The instrument is inoperative, but fan 
operates. 


Instrument appears inoperative, fan does 
not work but oven supply is OK. 


All regulated supplies are inoperative, but 
unregulated supplies are OK. 


Regulated supplies are OK but unregulated 
supplies are inoperative and fan does not 


work. 


+20V power inoperative. 


+5.25V power inoperative. 


+5.25V supply low but not inoperative. 


+5.25V supply is noisy but not inoperative. 


+20V supply low, noisy, or unregulated. 


—10V supply inoperative. 


—10V supply low, noisy or unregulated. 


—40V supply inoperative. 


—40V supply low, noisy, or unregulated. 


Check A20K2 


Check A20K1, A20K2, A1S1 and associated wiring. 


Check A20K2. 


Check A20K1 


Check A5Q5, A5U3, AGA1Q7, A6A1Q8, A20K1, 
A20 CR1 and T1. 


Check A20F1*, A6A1Q10*, A20K2, A5Q6, A5U4, 
and A20C2 (*common failure mode). 


A5R24 defective or incorrectly adjusted (do not readjust 
until it is clear that something else is not pulling the 
supply down). 


Output load resistance is too low — should be 6 ohms 
or greater. Check line module and T1. Check A6A1Q10 
for collector to emitter short. 


Check line module for dirty or intermittent contacts, 
check A20C2, A5U4, and A6A1Q10. 


Check line module for dirty or intermittent contacts. 
Check A20C1, A6CR1, A5U3, A6A1C1, A6Q5, A6A1R1, 
A6A1Q9, and A6A1Q8. 


Check A20CR3, A6A1Q5, A6A1Q4, A10C3, T1, A20K2. 
Load should be nominally 60 ohms. 


Check line module, A5U2, A6A1Q6, A6A1Q4, A5Q3, 
A6A1Q5 and A6A4. 


Check A20CR5 (nominally 570 ohms), A6A1Q1, 
A6A1Q2, A20C11, A6C15, and A20K2. 


Check A6A1CR3, line module, A5U1, A5Q1, A5Q2, 
A6A1R3, and A20C6. 
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Table 8-6. Power Supply Troubleshooting (3 of 3) 


Take the following action or proceed to step shown 


Check A20CR4, A20F4 and A20F3, T1, 
A20C4 and A20C5. 


+21 and —21V supplies inoperative. 


Check A20C4 and A20F4. 


+21V supply inoperative but —21V 
supply OK. 


—21V supply inoperative but +21V Check A20C5 and A20F3. 


supply OK. 


Table 8-7. DCU Troubleshooting by Replacement (1 of 3) 


Note: Where the procedure column lists several assemblies, replace them in the order shown. 


Procedure 


Check the 2 MHz and power supply in- 
puts to the DCU. If present, proceed 
to step l-a. 


Readout does not display 1.000000 
MHz. 


Perform operator’s checks 1 
through 1-c. 


Trouble is in A3 interface assembly. 
A2, Al, A7, A4, A5, A6, Al12. 


Readout displays 1.000000 MHz. 
Readout display is not correct. 


Ground the connector pin 
labeled PWR DET on the 
mother board. 


A9, A10, Al, A5, A4, A7. 


Readout correct. (It has been deter- 
mined that the data out of the DCU 
is incorrect 


Enter a center frequency 
(within the limits of the RF 
Section in use) in Hz. With 
the 86603A RF Section set 
to 1300 MHz the DCU out- 
put data is 2 the RO. 
DBL-L on A146 pin Ic is 
also activated. 


or 
Readout incorrect, but RF output 
is correct.) 


A3, A2, Al, A12. 


A3, A2, check wiring from the key- 
board to the A1A11 mother board. 


Enter center frequencies in Readout is not positioned properly. 
GH, MHz, kHz (stay within 
limits of the RF Section in 


use). 


A3, A2, check wiring from the key- 
board to the A1A11 mother board. 


Readout is not positioned properly. 


Perform operator’s checks 
2-a and 2-b. 


Perform operator’s check 2-c. | Readout incorrect. Al, A4, Ad. 


A2, check wiring between keyboard 
and A1A11 mother board. 


Readout isn’t all zeroes when 
CLEAR KYBD is pressed. 


Perform operator’s checks 
2-d and 2-e. 


A2, A4, A5, A6, A7, check wiring 
between keyboard and A1A11 mother 
board. 


STEP + operation does not func- 
tion properly. 


Perform operator’s check 
3-a with 86601A ; 4-a with 
866024; 5-a with the 

86603A. 


Model 8660C Service 


Table 8-7. DCU Troubleshooting by Replacement (2 of 3) 


7-a. Check STEP J operation. STEP | operation does not function Same as step 7. 
properly. 


STEP readout incorrect. Al, A4, Ad, A7, check STEP push- 


button switch and wiring. 


Perform operator’s check 
3-b with 86601A; 4-b with 
86602A; 5-b with the 
86603A. 


OUT OF RNG light does not flash. A6, Al, light bulb, A4, A5, A7. Check 
OPID lines as follows: Extend the 
A1A7 assembly and check the follow- 


ing lines on connector —1. 


RF Sec. 86601 86602 86603 


Pin 3 H L H 
Pin C H H L 
Pin B H H H 
Pin 2 not used (open) line on A1A7. 


NOTE 
If proper levels are present, trouble is in 
the A1A7 assembly or associated wiring. 
If proper levels are not present, trouble 

is in the cabling to the plug-in unit. 


Perform operator’s checks 
3-c and 3-d with the 86601A, 
and 4-d with the 86602A; 

5-d with 86603A. 


Al, A4, Ad, A6, A7. Check MANUAL 
switch and wiring. Check TUNING con- 
trol and wiring. Extend the A1A1 assy 
on two extender boards and use an oscil- 
loscope to check for pulses at A1A1U12 
pins 4 and 5. If pulses are present, the 
A1A1 assembly is probably defective. If 
the pulses are not present the TUNING 
control, A1A17, is probably defective. 


Readout does not decrease in 
111111 Hz steps. 


Perform operator’s check 
3-e with the 866014; 
4-e with the 86602A; 
5-e with the 86603A. 


Perform operator’s check 
3-f with 866014; 4-f with 
5-f with the 86603A. 


OUT OF RNG light doesn’t stay 
on below lower frequency limit. 


A6, Al lightbulb, A4, A5, A7. Check 
OPID lines on the A1A7 assembly as 
shown in step 9. Results are the same. 


Perform operator’s checks 
6-a through 6-d. 


Manual tune mode not operating 
properly 


Al, A4, A5, A6, A7. Check MANUAL 
switch A1A17 TUNING CONTROL. 
Extend the A1A1 assembly on two ex- 
tender boards and check as in step 10. 
Results are the same. 


Perform operator’s checks 
7-a through 7-c for 86601A. 
8-a thru 8-c with the 86602A 
or 86603A. 


Does not perform as specified in 
Table 3-5. 


A4, A5, A6, A7, A8, Al, A9, A10, A12. 
Check lightbulbs, sweep switches and 
wiring. 
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Table 8-7. DCU Troubleshooting by Replacement (3 of 3) 


Al, A4, AS, A6, A7, A8, A9, A10, A12. 
Check sweep switches and TUNING con- 
trol. Extend the A1A1 Assembly on 
two extender boards and check as in 
step 10. Results are the same. 


i sr 


14. Perform operator’s check Readout and/or output is incorrect. 


9-a. 


A4, AS, A6, A7, A8, Al, A9, A10, A12. 
Check SINGLE switch and wiring. 


15. Perform operator’s check Incorrect output. 


9b through 9f. 


Table 8-8. DCU and Interface Troubleshooting Guide (1 of 3) 


NOTES 
L: The steps referred to in the Prior Steps Required column must have been ) 
observed and found to be operating properly before proceeding to the 
table referred to in any step. 


2) The following notes apply to all of the troubleshooting tables: 


a. Always check qualifiers or instructions in the machine state with 
which they are listed. 


b. Refer to Table 8-4 for descriptions of mnemonics and “‘where used” 
information. 


c. When an instruction or qualifier which should be high is found to be 
low, the source is listed as a faulty assembly. However, it is possible 
that the load may be shorted to a low level. Circuit trace and isolate 
before ordering a replacement assembly. 


Instruction or Fault Prior Steps © 

Req‘d 
When the power is turned on the CENTER FREQUENCY readout should display 1.000000 MHz. | 
If the readout is correct proceed to step 2. If the readout is not correct, refer to Table 8-9. ! 
Enter a new frequency with the keyboard. The CENTER FREQUENCY readout should display 1 ff 
the selected frequency; if it does, proceed to step 3, if it does not, refer to Table 8-10. 
If the CENTER FREQUENCY readout is correct, but BCD data to the mainframe is not, refer i 


Table 8-11. If both are correct, proceed to step 4. If the selected frequency is above 1.3 GHz, 
the BCD output will be one-half that shown on the readout. 


NOTE 


The BCD data to the mainframe may be checked at several points. The most 
readily accessible is at the top of the DCU at connectors A1A11XA11-1 and 
A1A11XA11-2. See Service Sheet 42 for pin number identification. The logic 
at these pins is positive HIGH=1, LOW =0. 
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Table 8-8. DCU and Interface Troubleshooting Guide (2 of 3) 


Instruction or Fault: Prior Steps Required 


Enter a CENTER FREQUENCY in Hz. The CENTER FREQUENCY readout 
should display the selected frequency; if it does proceed to step 5. If it does 
not, refer to Table 8-10. At frequencies above 1.3 GHz the least significant 
digit is always even. 


If the CENTER FREQUENCY readout displays only one or two half-digits 
(other digits are blank) refer to Table 8-12. Otherwise, proceed to step 6. 


If CENTER FREQUENCY readout is not properly positioned when units (decimal 
point not properly placed) of GHz, MHz, kHz or Hz are entered, and/or associated 
annunciator lamp does not light, refer to Table 7-14. If only one entry is not 

properly positioned, proceed to step 7. 


If CENTER FREQUENCY readout does not position properly for only one units 
entry (GHz, MHz, kHz, or Hz), refer to Table 8-15. Otherwise, proceed to step 8. 


If STEP t or STEP { do not function properly, refer to Table 8-16. If both 
STEP t and STEP | do not function properly, proceed to step 9. If both are 
functioning properly, proceed to step 10. At frequencies above 1.3 GHz, the 
STEP is also divided by two. 


STEP t and STEP | are both defective, refer to Table 8-17. If both function 
properly, proceed to step 10. 


Manual step does not function properly. If true, refer to Table 8-18. If manual 
step functions properly proceed to step 11. At frequencies above 1.3 GHz the 
manual step is divided by two. 


1-9,11,12 


If all manual tune ranges do not function properly refer to Table 8-19. If only 
one range COARSE, MED or FINE does not function properly, proceed to 
step 12. 


If only one RESOLUTION range (COARSE, MED, or FINE) is defective in the 
MANUAL MODE refer to Table 8-20. If the frequency can be set only in one 
direction (up or down) proceed to step 13. 


Set the MANUAL MODE switch to COARSE, MED, FINE or STEP. Rotating 
the TUNING control clockwise should cause an increase in frequency; counter- 
clockwise rotation should cause a decrease in frequency. If the frequency does 


now change in one direction refer to Table 8-21. If operation is normal proceed 
to step 14. 


Set the SWEEP MODE switch to AUTO. If all rates (SLO, MED and FAST) are 
defective refer to Table 8-22. If only one rate is defective proceed to step 15. 


If only one sweep rate in the auto sweep mode is defective proceed to Table 
8-23. If all sweep rates function properly, proceed to step 16. 
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Table 8-8. DCU and Interface Troubleshooting Guide (3 of 3) 


| step Instruction or Fault Prior Steps Required} — 


16 If only single sweep is defective in the sweep mode refer to Table 8-24. If single 
sweep is not defective proceed to step 17. 


If only the manual sweep mode is defective refer to Table 8-25. At frequencies 
above 1.3 GHz manual sweep is divided by two. If manual sweep functions nor- 
mally proceed to step 18. 


D/A sweep ramp output is defective. Repair or replace the A1A8 assembly. For 
repair information see Service Sheet 33. 


If the out of range lamp does not function correctly refer to Table 8-26. If lamp 
does not function at all proceed to step 20. 


If code 1 or Code 2 information to the RF section is not correct repair or replace 
the A1A6 assembly. For repair information see Service Sheet 31. 


Press the KYBD pushbutton. The CENTER FREQUENCY readout should dis- 
play the information stored in the keyboard register. If the display is correct, 
proceed to step 22. If the display is not correct refer to Table 8-27. Leading 
zeros should not be blanked. 


Press the STEP pushbutton. The CENTER FREQUENCY readout should dis- 
play the information stored in the step register. If the display is correct, proceed 
to step 23. If the display is not correct refer to Table 8-28. Check the DBL-L 

line on SS31 when using the 86603 RF Section. 


Press the SWP WIDTH pushbutton. The CENTER FREQUENCY readout 
display should display the information stored in the sweep register. If the dis- 
play is correct proceed to step 24. If the display is not correct refer to 

Table 8-29. 


CENTER FREQUENCY readout visible but dim. Check the mainframe +4V 
supply. 


Some CENTER FREQUENCY readout digits not complete or a random display 
appears. Repair or replace A1A12 assembly. For repair information see Service 
Sheet 36. 


Remote operation is defective. All local functions are correct. Refer to 
Table 8-30. 


Harmonics excessive below 1.3 GHz or output frequency is twice that pro- 
grammed. If true, refer to Table 8-31. 


Output frequency is half that programmed when operating above 1.3 GHz. If 
true, refer to Table 8-32. 
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Service 


Table 8-33. Troubleshooting Option 005 Interface Circuits (1 of 2) 


—————— Take the following action or proceed to step shown 


Check the instrument in the LOCAL mode as shown 
in Section III. 


Check LCL/RMT line on A3A2U9 pin 9. 
Check REN-H at A3XA5 pin 5. 
Check +5V at A3XA4 pin L. 


Check the 2 MHz input clock on A3A1. 


Check Center Frequency programming for both the 
mainframe and Plug-in. 


Check to see if only Plug-in programming is 
defective. 


Check PICK-L on A3A1U5 pin 8 for a burst of 
clock pulses when the Plug-in is addressed. 


If only CF is defective, program a CF and check 
RMT CF-L at A3A1U4 pin 10. 


If only CF is defective program a CF Step t 
and check level at A3A1U4 pin 3. 


Program a CF Step | and check level at 
A3A10U4 pin 2. 


Check the output clocks to the plug-ins. A burst 
of clock pulses should appear on A3A1U5 pins 
as listed below: 

U5 pinl0 — FMCAL 

Ud pinl3 — AM/FM% 

US pin4d — AM/FM Function 

US pinl — RF Attenuator 


If all programming modes are defective, remove the 
A3A2 assy and check the jumper pins for the follow- 
ing configuration: 

iL = "Tel 


Normal 
Code for 
8640 
(HP-IB) 


If the instrument does not operate properly proceed to 
Step 2. If the instrument operates properly proceed to 
Step 4. 


If the level is high refer to the RF Section Trouble- 
shooting. If level is low proceed to Step 3. 


If the level is high A3A2 is defective. If the level is 
low check the external controller or cabling. 


If the voltage is not correct, refer to Table 8-6. If the 
voltage is correct proceed to Step 5. 


If the 2 MHz clock is not present refer to the reference 
section troubleshooting tables. If the clock is present 
proceed to Step 6. 


If just Plug-in programming is defective, proceed to 
Step 7. If all programming modes are defective, 
proceed to Step 8. 


If just Plug-in programming is bad proceed to Step 7-a. 
Otherwise proceed to Step 7-b, then Step 7-c. 


If the clock pulses are present proceed to Step 7-d. 
If the clock pulses are not present, trouble is in the 
DCU. 


If RMT CF-L steps low, trouble is in the DCU. If 
RMT CF-L does not step low, A3A1 is defective. 


If Step t goes low, continue with test. If Step 7-c 
does not go low, A3A1 is defective. 


If Step { goes low, trouble is in the DCU. If Step 7-c 
does not go low, trouble is in A3A1 assembly. 


If any of the clocks do not appear verify that pro- 
gramming is correct. 


If the burst of address pulses does not appear for any 
function, A3A1 is defective. 


If jumper pins are not as shown repair and replace the 
A38A2 Assy. 


If the jumper pins are correctly placed proceed to 
Step 9. 
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Table 8-33. Troubleshooting Option 005 Interface Circuits (2 of 2) 


| Stops]: oom Pakeeny mena altel Ss el Take the following action or proceed to step shown | 


If the circuit does not function properly, A3A2 is 
defective. If the circuit functions properly proceed 
to Step 10. 


With an external controller enter a correct call-up 
address. Check A3A2U12 pin 8 MLA-L for 
correct action (Refer to SS 39). 


If the address flip-flop is not functioning properly 
check A3A2U9 pin 13-H. If A3A2U9 pin 13 is high 
proceed to Step 10-a, if low, proceed to step 10-b. 


With an external controller program the 8660 to 
unlisten. Make the following checks on A3A2U9: 

Address F/F pin 9 — H 
pin 8—L 


If checks are OK proceed to Step 11 


Remote F/F pin 5 — RMT-H 
pin 6 — RMT-L 


Check A3A2U3 pins 4, 5-H. If pin 5 is low, A3A1 is defective. 


If the Remote F/F is not functioning properly in 
Step 10, or if Step 10-a pin 4 is not functioning 
properly, A3A2 or the EOP-L input from the con- 
troller is defective. 


Same as 10-a. 


If the tests in Step 10 are as shown, check A3A2 U2 


Same as Step 10 ) 
pin 6-L and pin 11-H. If either or both checks are 
| 
| 
| 
| 


bad, proceed to Step 11-a. If both checks are good 
proceed to Step 11-b. 

Check A3A2U38 pin 3 (ADR-H). It should go If ADR-H does not go high, A3A2 is defective. 
high after the Synthesizer address command. 


If INSL-L does not go high when it should, A3A2 is ; 
defective. 
If INSL-L functions properly, proceed to Step 12. 


If Step 11-a checks properly check A3A2U1 
pin 3 (INSL-L). It should go high during Synthe- 
sizer address and data commands. 


If this point does not switch low, A3A1 is defective. 


Check A3A10U9 pin 6 CMDT-L. It should go low 
If it does switch low, proceed to Step 12-b. 


during the data transfer address command. 


If this point does not switch low, A3A11 is defective. 


Check A3A1U4 pin 10 for the RMT CF-L when 
If it does switch low, trouble is in the DCU. 


CF is addressed and during the transfer 
command. 
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Table 8-34. Troubleshooting the Reference Section (1 of 2) 


Test Equipment Required: 
Oscilloscope (with 10:1 divider probes) . . . HP180A/1801A/1821A 
RETRO mw oe wp HBP LITA 
Spectrum Analyzer . . . . . . . . . . HP 140/8554L/8552 


Electronic Counter 


PROCEDURE: 

1. Internal Reference Accuracy Adjustment (see Figure 5-3) , (allow adequate warmup time). 

2. Use the Digital Voltmeter to verify the presence of de operating voltages at all assemblies before beginning 
tests. Proceed to next step. 

3. Disconnect the REF INPUT cable from A4A2. Use the Spectrum Analyzer and the counter to verify the 
presence of the reference signal at the cable output (10 MHz, at least +5 dBm). 

| 4. Set the rear panel REFERENCE switch to EXT and apply a 1 Vrms 10 MHz signal to the reference INPUT. 
Recheck the signal at the end of the cable to the A4A2 assembly. 

5. Signal is present — A22 assembly is defective. Order replacement or refer to Service Sheet and repair as 
necessary. 

6. Set the rear panel REFERENCE switch to INT and check the output of the A21 reference oscillator — 
signal is present (check cable to A21) — signal is not present — A21 is defective. Order a replacement unit. 

7. Use the Spectrum Analyzer and the Counter to verify the presence of the 100 MHz signal at the A4Q4 
100 MHz output. Should be exactly 100 MHz, at least +10 dBm. Amplitude not as specified, A4A4 Assembly 
is defective. Order replacement assembly or refer to Service Sheet 3 and repair as required. 

7-a. Frequency is not as specified. Remove the covers from A4A3 and A4A2. Use an oscilloscope and a Counter 
to verify the presence of the 20 MHz input to A4A3. Should be 20 MHz + 1 MHz and at least 300 mV p-p. 
A4A4 assembly is defective. Order replacement assembly or refer to Service Sheet 3 and repair as required. 

7-b. Use an oscilloscope and a counter to verify the presence of the 20 MHz output from the A4A3 assembly. 
Should be 20 MHz + 1 MHz and at least 2V p-p — frequency or level is not as specified. A4A3 assembly is 
defective. Order a replacement assembly or refer to Service Sheet 3 and repair as required. 

T-c. Connect the oscilloscope to A4TP1. The oscilloscope should display a 20 nanosecond pulse at least 2V p-p. 
Pulse is present as specified. 

7-d. Use the DVM to check the dc level at the A4A2 “VCO” lead. Voltage should be about +12 to +14 volts. 
Voltage is as specified. 

7-e. Connect the counter to the 20 MHz OUTPUT from the A4A4 assembly. Verify that A4A4C2 can be adjusted 
to 20 MHz + 5 kHz. 

NOTE 
If the outputs from the A4A2 assemblies as specified in 7-c, 7-d and 7-e are not as 
specified, order replacement assemblies or refer to Service Sheet 3 and repair as 
required. 

7-£. 


Adjustment called for in step 7-e cannot be made as per specifications called for in test 7-e— A4A4 assembly 
is defective. Order replacement assembly or refer to Service Sheet 3 and repair as required. 
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8-a. 


8-b. 


8-d. 


8-f. 


8-g. 
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Table 8-34. Troubleshooting the Reference Section (2 of 2) 


If the amplitude and frequency are as specified in test 7 use the Spectrum Analyzer and the Counter to check 
the 500 MHz output from the A4A4 assembly. Should be exactly 500 MHz and at least +3 dBm. 

— Frequency or level is not as specified. A4A4 assembly is defective. Order an A4A4 assembly or refer 

to Service Sheet 3 and repair as required. 


If the signal is as specified in step 8-a, use the Spectrum Analyzer and the Counter to check the 20 MHz 
output from the A4A4 assembly. Should be exactly 20 MHz and at a level between —3 and —6 dBm. 


Frequency or level is not as specified. A4A4 assembly is defective. Order a replacement assembly or refer 
to Service Sheet 3 and repair as required. 


If the signal is as specified use the Oscilloscope to check the 10 MHz output from the A4A4 assembly. 
Level should be greater than 1.5 V p-p. Use the counter to check the frequency. Frequency should be 
exactly 10 MHz. If frequency or level is not as specified, A4A3 assembly is defective. Order a replacement 
assembly or refer to Service Sheet 3 and repair as required. . 


If the signal is as specified in 8-d, use the oscilloscope and counter to check the reference outputs from the 
A4A1 assembly. The 2 MHz, 400 kHz, and both 100 kHz signals should be greater than 2V p-p. } 


Frequency or level is not as specified. Use an oscilloscope to check 10 MHz input to the A4A1 assembly 
from the A4A3 assembly. Level should be greater than 1.5V p-p. Signal is not as specified — A4A3 assembly . 
is defective. Order replacement assembly or refer to Service Sheet 4 and repair as required. Signal is defective -| 
order replacement assembly or refer to Service Sheet 2 and repair as required. . 


All signals from A4A1 assembly are correct. Reference loop is functioning properly. ) 


NOTE | 


If a malfunction is found and corrected in the Reference Section, 
perform all of the alignment instructions for the Reference Section I 
which appear in Section V. 
| 
| 
{ 


Table 8-35. High Frequency Loop Troubleshooting (1 of 3) 


Test Equipment Required: 


Frequency Counter 
Digital Voltmeter 
Pulse Generator 
Spectrum Analyzer 
Signal Generator/Sweeper ) 
Oscilloscope (with 10:1 divider probes) 
Logic Analyzer 


NOTE 


The HP Analyzer may not be readily available. If it is not, other instruments 
may be substituted from Table 1-2 at the expense of additional funds and 
“‘out-of-service”’ time. 


Model 8660C Service 


Table 8-35. High Frequency Loop Troubleshooting (2 of 3) 


PROCEDURE: 


4 


Check that keyboard digit information is reaching the remote input and the HF Loop input. The MAN TP. 
should be grounded to enable using a single clock pulse until KDN-H is released. This enables the KDN-H 
to be held until adequate time has elapsed to complete the specified test. 


Use the Spectrum Analyzer and a Counter to verify that the output at the rear (remote) connector of the 
A4A5 assembly is about +13 to +15 dBm at the frequencies shown. 


Center Frequency Center Output Input Logic Level 
Settting in MHz MHz EDCBA pins 
000 450.000000 00000 
Opt» 0 440.000000 00001 
020 430.000000 00010 
030 420.000000 00011 
040 410.000000 00100 
B5...0 400.000000 00101 
060 390.000000 00110 
a7 0 380.000000 00111 
080 370.000000 01000 
090 360.000000 01001 
100 *350.000000 10000 


*This frequency not used when RF Section with 
>110 MHz maximum Center Frequency is used. 


If the frequencies are not correct use the DVM to check the logic levels at the A4A6 “‘A”’, “*B”’, “‘C’’, “D” 
and “E” inputs. For frequencies shown in this Table logic levels should be as shown in the level column. 
1 = high, about +3V. 


All frequencies and levels are as specified. HF Loop is functioning properly. 


Output is low or there is no output. A4A5 is defective. Order replacement assembly or refer to Service 
Sheet 3 and repair as required. 


Input logic levels are not as specified. Check interconnections to the interface circuit. If connections are 
good, trouble is in the interface circuits of the DCU. Refer to Table 8-8. 


Levels are as specified in test 1 but frequencies are not. Use the Oscilloscope and Counter to check the 
10 MHz input to the A4A7 assembly. Should be greater than 1-5V p-p. If all frequencies and levels are 
as specified in Test 1 the HP Loop circuits are functioning properly. Proceed to Table 8-35. 


If frequencies or levels are not as specified, trouble is in the Reference Section or cable A4W2. Check the 
cable, then return to the beginning of this test. If the cable is good, recheck the Reference Section. 


If frequency and level is as specified, open the HF phase lock loop by removing the cable from the A4A5 
350-450 MHz VCO OUTPUT. Use the Oscilloscope or the DVM to check the dc level on the lead marked 
® between the A4A6 and A4A7 assemblies, the level should be OV + 0.1V. Ifthe dc level is not as specified, 


the A4A7 assembly is defective. Order a replacement assembly or refer to Service Sheet 5 and repair as 
required. 


If de level is as specified, refer to the first step in the HF Loop procedure and repeat the frequency portion 
of the test. Frequencies shown should be within + 500 kHz. If the frequencies are not as specified, use 
the DVM to check the de on the lead marked “freq” between the A4A5 and A4A6 assemblies. With 
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Table 8-35. High Frequency Loop Troubleshooting (3 of 3) 


center frequencies at 0 MHz reading should be —34 Vde. At 100 MHz it should be approximately —7 Vde. | 
If levels are not as specified, refer to Section V and perform the adjustment procedure. 


If the adjustment procedure does not correct the problem, use the DVM to measure the lead “comp” in 
the A4A6 assembly. Should be about —37V to —38V. 


If the levels are correct from test 8 or the voltage is not as specified in 8-a, the A4A5 assembly is defective. 
Order a replacement assembly or refer to Service Sheet 6 and repair as required. 


If the voltage is as specified in 8-a the A4A6 assembly is defective. Order a replacement assembly or refer 
to Service Sheet 4 and repair as required. 


9. Frequencies are as specified in test 8. Close the HF Loop by reconnecting the cable between the A4A6 
and A4A7 assemblies. Use the Oscilloscope to check 2 to 3V p-p beat note at the lead labeled 9 on the 
A4A7 assembly. 


NOTE 
The beat frequency depends on how far the high frequency is out of 
lock. 


9-a. The beat note is present. The A4A6 assembly is defective. Order a replacement assembly or refer to . 
Service Sheet 5 and repair as required. | 


9-b. The beat note is present. The A4A7 assembly is defective. Order a replacement assembly or refer to ; 
Service Sheet 5 and repair as required. 


NOTE 


If repairs are required in any portion of the HF Loop perform the adjust- 
ment procedures outlined in Section V of this manual. 


NOTES 


1. The following five troubleshooting tables are arranged in the sequence of the 
output to the RF Section back to the inputs from the Reference Section. 
These Loops are commonly referred to as the LF (Low Frequency) Loops; 
all are physically mounted on the A2 Mother Board Assembly. 


i] 
| 
‘ 
! 


2. Since some of these notes are used in several places, they appear in Table 8-39 
to avoid repetition. 


3. Locations of the assemblies within these loops are shown in Figure 8-114. ) 
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Table 8-36. Summing Loop 1 Troubleshooting 
Reference: Service Sheets 15, 16 and 17. 


Test Equipment Required (from Table 1-2): 
Digital Voltmeter 
Oscilloscope (with 10:1 probes) 
Frequency Counter 


Take the following action or proceed to step shown 


Use the Oscilloscope and the Frequency If the frequency is not as specified see Note 2 of 
Counter to check the N1 output at A2XA17-1 Table 8-39 and proceed to Step 2. If the frequency 
pin 2. Level should be greater than 0.4V p-p. and level are as specified, proceed to Step 3. 

For formula to calculate frequency see 

Note 5 of Table 8-39. 


Proceed to Table 8-38 N1 Loop Trouble- Perform tests shown in Table 8-38. 
shooting. 


Use the plug provided to ground A2TP14. See Note 6 of Table 8-41 to calculate frequency out- 

Use the Frequency Counter to check the put. Frequency should be as calculated, + 150 kHz. 

SL1 output at A2TP22. If frequency is not as calculated, proceed to Step 4 
(also see Note 2 of Table 8-39). If frequency is as 
calculated, proceed to Step 5. 


Use the DVM to check the dc levels at If the level is not as specified the A18 assembly is 
A2XA18-2 pin R. The level is controlled by defective. Order a replacement assembly or refer to 
digits 5,6 and 7. With the digits set to 000, Service Sheet 16 and repair as required. If the levels 
the level should be —25.5V (typical). are as specified the A19 assembly is defective. Order 
With the digits set to 999, the level should a replacement or refer to Service Sheet 16 and repair 
be about —5.4V. Intermediate steps should as required. 

be about .02V. 


Use the Frequency Counter to check the fre- If frequency is not as calculated the A19 assembly is 

quency at A2XA19 —1 pin 2. The frequency defective. Order a replacement or refer to Service 

should be as calculated for Step 3. Sheet 17 and repair as required. If the frequency is 
correct, proceed to Step 6. 


Use the Frequency Counter to check the fre- If the frequency is not as specified the A18 assembly 
quency at A2TP19. The frequency should be is defective. Order a replacement or refer to Service 
the difference frequency between the N1 and Sheet 16 and repair as required. If the frequency is 
SL1 outputs. If the frequency is as specified, as specified, the A15 assembly is defective. Order 


trouble is in the Frequency Extension Module a replacement or refer to Service Sheet 15 and repair 
or the RF Section. as required. 


Service 


Table 8-37. Summing Loop 2 Troubleshooting 


Reference: Service Sheets 13 and 14 


Test Equipment Required (from Table 1-2): 
Oscilloscope (with 10:1 probes) 
Frequency Counter 


7 
Take the following action or proceed to step shown 


Use the Oscilloscope and the Frequency 
Counter to check the SL2 output at A2TP6. 
Level should be greater than 1V p-p. For the 
formula to calculate frequency see Note 1 

of Table 8-39. 


Use the Oscilloscope and the Frequency 
Counter to check the N2 output at A2XA13-1 
pin 4. Level should be greater than 275 mV 
p-p. Refer to Note 3 of Table 8-39 for form- 
ula to calculate frequency. 


Use the Oscilloscope and the Frequency 
Counter to check the N3 output at A2XA8-1 
pin 4. Level should be greater than 2V p-p. 
Refer to note 4 of Table 8-39 for formula 

to calculate frequency. 


Use the plug provided to ground A2TP8. 
Use the Frequency Counter to check the 
SL2 output at A2XA11-1 pin 2. Refer to 
Note 1 of Table 8-39 for formula to calcu- 


late frequency. Should be + 150 kHz. 


Use the Frequency Counter to check the 
output at A2TP6. 


Remove the A1l2 assembly and repeat the 
test. The frequency should be the same as 
that calculated for Step 4. 


Model 


If the frequency and level are as specified, recheck 
Summing Loop 1 (Table 8-34). If the frequency and 
level are correct proceed to Step 2. 


If the frequency and level are not as specified, proceed 
to the N2 Loop Troubleshooting, Table 8-37. If the 
frequency and level are as specified, proceed to Step 3. 


If the frequency and level are not as specified, proceed 
to the N3 Loop Troubleshooting, Table 8-38. If the 
frequency and level are as specified proceed to Step 4. 


If the frequency is as specified the Al2 assembly is 
defective. Order a replacement assembly or refer to 
Service Sheet 13 and repair as required. If the fre- 
quency is not correct proceed to Step 5. 


If the frequency is as specified in Step 4 the All assem- 
bly is defective. 


If the frequency is not as specified in Step 4 proceed 
to Step 6. 


If the frequency is as specified the Al2 assembly is 
defective. Order a replacement assembly or refer to 
Service Sheet 13 and repair as required. If the fre- 
quency is not as specified the Al1 assembly is defec- 
tive. Order a replacement assembly or refer to Service 
Sheet 14 and repair as required. 
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Table 8-38. N3 Loop Troubleshooting 


Reference: Service Sheets 11 and 12. 


Test Equipment Required (from Table 1-2): 
Oscilloscope (with 10:1 probes) 


Frequency Counter 
Step Take the following action or proceed to step shown 


1 Use the Oscilloscope and the Frequency If the frequency and level are as specified, the A8 assem- 
Counter to check the N3 output at A2XA8-1 bly is defective. Order a new assembly or refer to 
pin 6. The level should be greater than 0.5V Service Sheet 12 and repair as required. If the frequency 
p-p. Frequency should be the same as that is not as specified, proceed to step 2. 
in Table 8-35 X 10. 

2 Use the plug provided to ground A2TP4. Use If the frequency is not as specified the A8 assembly is 
Frequency Counter to check the frequency at defective. Order a replacement or refer to Service 
A2XA8-1 pin 6. The frequency should be the Sheet 12 and repair as required. If the frequency is as 
same as Step 1 + 250 kHz. Remove the specified proceed to Step 3. 
ground plug. 

3 Use the Oscilloscope and the Frequency If the frequency is not as specified check the intercon- 


Counter to check the 100 kHz input at 
A2XA10-1 pin 2. The signal should be 
exactly 100 kHz at about 2.5V p-p. 


nection to the reference section. If the frequency is as 
specified the A10 assembly is defective. Order a replace- 
ment assembly or refer to Service Sheet 11 and repair 

as required. 


Table 8-39. N2 Loop Troubleshooting (1 of 2) 


Reference: Service Sheets 9 and 10. 


Test Equipment Required (from Table 1-2): 
Oscilloscope (with 10:1 probes) 
Frequency Counter 


Cc Ee Take the following action or proceed to step shown 


1 If the frequency was not as specified in Step 2 If the frequency is not as specified the A13 assembly is 
of Table 8-35 use the plug provided to ground defective. Order a replacement assembly or refer to 
A2TP12 and use the Frequency Counter to Service Sheet 10 and repair as required. If the frequency 
check the N2 output at A2XA13-1 pin 4. is as specified proceed to Step 2. 

The frequency should be as specified in the 
step shown above + 250 kHz. 


Use the Oscilloscope and the Frequency Counter If the frequency is not as specified the A13 assembly is 
to check the frequency and level at A2XA13-1 defective. Order a replacement assembly or refer to 

pin 6. The frequency should be as shown for Service Sheet 10 and repair as required. If the frequency 
step 1. The level should be about 0.4V p-p. is as specified proceed to Step 3. 
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Table 8-39. N2 Loop Troubleshooting (2 of 2) 


| sep] Procedure Take the following action or proceed to step shown 


Use the Oscilloscope and the Frequency If the frequency is not as specified check the inter- 
Counter to check the frequency and level connection wiring to the reference section. If the 

at A2XA14-1 pin 2. The frequency frequency and level are as specified the Al4 assembly 
should be exactly 100 kHz and the level is defective. Order a new assembly or refer to Service 
should be about 2V p-p. Sheet 9 and repair as required. 


Table 8-40. N1 Loop Troubleshooting 


Reference: Service Sheets 7 and 8. 


Test Equipment Required (from Table 1-2): 
Oscilloscope (with 10:1 probes) 
Frequency Counter 


step | Procedure Take the following action or proceed to step shown 


If the frequency was not as calculated in If the frequency is not as specified the A17 assembly is 
Step 1 of Table 8-34 use the Frequency defective. Order a replacement assembly or refer to 
Counter to check the output at A2XA17-1 Service Sheet 8 and repair as required. If the frequency 
pin 2. Frequency should be as calculated in is correct proceed to Step 2. 


Step 1 of Table 8-34 + 250 kHz. 


Use the Frequency Counter to check the If frequency is not as specified the Al7 assembly is 

frequency at A2XA17-1 pin D. Should be defective. Order a replacement assembly or refer to 

the same as calculated for Step 1. Service Sheet 8 and repair as required. If the frequency 
is as specified proceed to Step 3. 


Use the Oscilloscope and the Frequency If the frequency is not as specified check the intercon- 

Counter to check the input at A2XA16-1 nection wiring to the reference section. If the signal is 

pin 2. The input should be exactly 400 kHz as specified the A16 assembly is defective. Order a 

at about 2.5V p-p. replacement assembly or refer to Service Sheet 7 and 
repair as required. 


Table 8-41. Low Frequency Loops Notes (1 of 2) 


The output frequency of the SL2 loop may be determined by adding the N2 output frequency to the divider- 
by-ten output of the N3 loop assembly. EXAMPLE: Programmed frequency is 107.654321 MHz. 24.36 + 
0.2079 = 24.5679. Output frequency is 24.5679 MHz. 


2: If there is no RF output, or if the RF level is low, the trouble is in the circuit board containing the voltage 
controlled oscillator and output circuits. 


3. The output frequency of the N2 loop is equal to 29.79 MHz less the setting of center frequency digits 5, 4, 
and 3. EXAMPLE: center frequency set to 107.654321 MHz, 29.79 — 5.43 = 24.36. Output frequency is 
24.36 MHz. 


8-80 


Mpdel 8660C 


Service 


Table 8-41. Low Frequency Loops Notes (2 of 2) 


4. The output frequency of the N3 loop is equal to 2.100 MHz less the setting of center frequency digits 2 
and 1. EXAMPLE: center frequency set to 107.654321 MHz (2.100 — .021 = 2.079). Output frequency 


is 2.079 MHz. 


5. The output frequency of the N1 loop is equal to 29.7 MHz less the setting of center frequency digits 7 and 
6. EXAMPLE: center frequency set to 107.654321 MHz, 29.7 — 7.6 = 22.1. Output frequency is 


22.1 MHz. 


6. The output frequency of the SL1 loop is equal to 30 MHz less the last seven digits of the programmed 
frequency. (30.000000 — 7.654321 = 22.345679. Output frequency is 22.345679 MHz.) 


Table 8-42. Index to Assembly Illustrations (1 of 2) 


Digital Control Unit 

P/O Switch Control Assy (1 of 2) 
P/O Switch Control’ Assy (2 of 2) 
P/O Key Control Assy (1 of 2) 

P/O Key Control Assy (2 of 2) 

P/O Readout Control Assy (1 of 2) 
P/O Readout Control Assy (2 of 2) 
P/O ROM Input Assy (1 of 2) 

P/O ROM Input Assy (2 of 2) 

P/O ROM Output Assy (1 of 2) 
P/O ROM Output Assy (2 of 2) 
P/O Register Assy (1 of 3) 

P/O Register Assy (2 of 3) 

P/O Register Assy (3 of 3) 
Arithmetic Logic Unit 


Sweep Count Assy 

A Register Assy 
Output Register Assy 
DCU Mother Board 
Numeric Readout Assy 

Board Assy Annunciator Block 
Switch Assy Sweep 

Switch Assy Keyboard 

Switch Assy Manual Mode 
Tuner Assy Manual Mode 


Board Assy Interconnection 


18 thru 36 
19 
20 
Zi 
22 
23 
24 
25 
26 
27 
28 
29 
30 
31 
32 
33 
34 
35 


36 


Various 


Various 
21 
20 
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Table 8-42. Index to Assembly Illustrations (2 of 2) 


Front Output Interface Assembly 37, 40 


Rear Input Interface Assembly 38, 39 


Loop Assembly RF 2, 3, 4, 5,6 


Reference Divider Assembly 
Reference Phase Detector 
Reference Divide-by-Two 
Reference VCO Assembly 
VCO and Amplifiers 
Pretuning Assembly 

Phase Detector Assembly 
100 MHz Bandpass Filter 
Board Assembly Rectifier 
Fan Assembly, 400 Hz (Opt. 003) 
Fan Assembly, 60 Hz STD 
Pre-Regulator Assembly 
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Fan Relay Assembly 

Power Line Module/ Filter 

N83 Oscillator Assembly (except Opt 004) 

Cable Assembly Loop Box 

N3 Phase Detector 

SL2 Oscillator Assembly 

SL2 Detector 

N2 Oscillator 

N2 Phase Detector 

SL1 Detector 

N1 Phase Detector 

N1 Oscillator 

SL1 Mixer 

SL1 Oscillator 

Rectifier Assembly 

Crystal Oscillator 

Switch Assembly Reference 

Wiring Harness Various 
+30V Regulator 41 
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837. PRINCIPLES OF OPERATION 


888. The following discussion illustrates the basic 
plnciples of operation of the Model 8660 System. 
re detailed information about principles of 
cleration for the phase lock loops and the Digital 
Cntrol Unit appears on Service Sheets 1 and 18 
rhpectively. In addition, detailed information to 
te circuit level is provided on individual Service 


£89. General. The Model 8660 was designed to 
yjovide precise digitally controlled output fre- 
ciencies utilizing indirect synthesizer techniques. 
thlike conventional signal generators, the output 
fpquency is not + some percentage factor: the 
«itput frequency of the Model 8660 is exactly 
lat selected (the only factor which must be 
onsidered here is the accuracy and stability of the 
ference source). The output frequency range is 
termined by the RF Section plug-in being used. 


(90. All of the phase lock loops are phase locked, 
rectly or indirectly, to a very stable temperature 
ntrolled internal 10 MHz source or to an 
kternal reference source. (The term “‘indirect 
nthesis’”’ as used in paragraph 8-89 refers to a 
nthesizer that derives all frequencies from a 
gle source, as opposed to a “direct synthesizer”’ 
hich uses different crystal oscillators for each 
equency generated.) 


91. Reference Section. A 100 MHz voltage 
ntrolled oscillator which is phase locked to an 
ternal reference, or to an external reference 
urce, serves as a master oscillator. The internal 
ference is a 10 MHz standard temperature con- 
olled crystal oscillator. The external reference 
urce may be 4 or 10 MHz at 0.2 to 2V rms. All 
f the outputs from the reference section are 
erived from the 100 MHz master oscillator. 


-92. The reference section provides the following 
utputs: 


a. 500 MHz to the RF Output Section. 


b. 100 MHz to the RF Output Section. This 


00 MHz is coupled out of the RF Section for use 
n other circuits. 


c 20 MHz to the Modulator Section. This 
0 MHz is coupled out of the Modulator Section 


or use in the RF Section and the Frequency 
xtension Module. 
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d. 10 MHz to the High Frequency Loop 
phase detector for use as a reference signal. 


e. 2 MHz to the Digital Control Unit to be 
used as a clock. 


f. 400 kHz to the N1 loop for a reference 
signal. 


g. Separate 100 kHz signals to the N2 and 
N3 loops for reference signals. 


NOTE 


In the following discussion the terms digit 
1, digit 2, through digit 10 are used to 
refer to the 10 digits of frequency 
selection. Digit 1 refers to the least 
significant digit (1 Hz increments). Digit 
numbers progress from right to left until 
digit 10 refers to the most significant digit 
(1 GHz increments). 


8-93. High Frequency Loop. The HF loop con- 
tains a voltage controlled oscillator which provides 
eleven discrete outputs between 350 and 450 MHz 
in 10 MHz increments when the Model 86601A RF 
Section is used. When other RF Sections are used 
the output of the HF loop will still step in 10 MHz 
increments, but there will be more than, or less 
than, eleven steps. 


8-94. Pretuning tunes the voltage controlled oscil- 
lator to a point within the capture range of the 
phase lock loop and the phase detector then causes 
the loop to be phase locked to the 10 MHz 
reference signal at the exact frequency selected. 


8-95. When a 0.01 to 110 MHz RF Section such as 
the HP Model 86601A is used, the output of the 
HF loop is applied to the RF Section. When a 
higher frequency RF Section is used, the output of 
the HF loop is applied to the Frequency Extension 
Module. 


8-96. N1 Phase Lock Loop. The N1 loop provides 
an output to Summing Loop 1 (SL1) that is 
between 19.8 and 29.7 MHz in 100 kHz steps. The 
N1 voltage controlled oscillator is roughly pre- 
tuned by a digital to analog converter which is 
controlled by digits 6 and 7. 


8-97. The N1 sampling phase detector is driven by 
pulses derived from the N1 voltage controlled 
oscillator through a programmable divider and a 
pulse shaper. The programmable divider is con- 
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trolled by digits 6 and 7. When the loop is phase 
locked the 400 kHz reference input is sampled at a 
100 kHz rate. The error voltage from the phase 
detector is summed with the digital to analog 
converter output to precisely control the voltage 
controlled oscillator frequency. 


NOTE 


In Option 004 instruments the N2A 
programmable divider is used. The N2 
loop output is then between 20.01 and 
30.00 MHz. 


8-98. N2 Phase Lock Loop. The N2 loop provides 
an output to Summing Loop 2 (SL2) that is 
between 19.80 and 29.79 MHz in 10 kHz steps. 
The N2 voltage controlled oscillator is roughly 
pretuned by a digital to analog converter which is 
controlled by digits 4 and 5. 


8-99. The N2 sampling phase detector is driven by 
pulses derived from the N2 voltage controlled 
oscillator through a programmable divider and a 
pulse shaper. The programmable divider is con- 
trolled by digits 3, 4, and 5. When the loop is phase 
locked the 100 kHz reference signal input is 
sampled at a 10 kHz rate. The error voltage from 
the phase detector is summed with the digital to 
analog converter output to precisely control the 
voltage controlled oscillator. 


8-100. N3 Phase Lock Loop. The N3 loop pro- 
vides an output to Summing Loop 2 (SL2) that is 
between 2.001 and 2.100 MHz in 1 kHz steps. The 
N3 voltage controlled oscillator is roughly pre- 
tuned by a digital to analog converter which is 
controlled by digit 2. 


8-101. The N3 sampling phase detector is driven 
by pulses derived from the N3 voltage controlled 
oscillator through a programmable divider and a 
pulse shaper. The programmable divider is con- 
trolled by digits 1 and 2. When the loop is phase 
locked the 100 kHz reference signal is sampled at a 
10 kHz rate. The error voltage from the phase 
detector is summed with the digital to analog 
converter output to precisely control the voltage 
controlled oscillator frequency. 


NOTE 


In Option 004 instruments Summing 
Loop 2 (SL2) is not used. 


8-102. Summing Loop 2. SL2 provides an output 
to SL1 that is between 20.0001 and 30.0000 MHz 
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in 100 Hz steps. The SL2 voltage contre l 
oscillator is roughly pretuned by a digital-to 
converter which is controlled by digits 3, 4, 


# 
8-103. The output from the SL2 voltage con. 
trolled oscillator is also applied to a mixer where it _ 
is mixed with the output of the N2 loop. | 
output of this mixer is applied to one input ofa 
digital phase detector through a pulse shaper. The 
other input to the digital phase detector is the 
divided by ten output of the N3 loop assembly in 
pulse form. When SL2 is phase locked the fre. 
quency ratio of the two inputs to the phase 
detector is always 1:1; the mixer output frequency 
must exactly match the divided by ten output of 
the N2 loop assembly (the pulses are received 
alternately). v 
NOTE ! 

In Option 004 instruments the Summing 
Loop 1 output is from 20.0001 to 30° 
MHz. : 


, 
! 


8-104. Summing Loop 1. SL1 provides an output’ 
to the RF Section that is between 20.000001 and 
30 MHz in 1 Hz steps. The SL1 voltage controlled 
oscillator is roughly pretuned by a digital to on 
converter which is controlled by digits 5, 6, and 7. 
8-105. The output from the SL1 voltage con-, 
trolled oscillator is also applied to a mixer where it 
is mixed with the output of the N1 loop. the 
output of this mixer is applied to one input of a 
digital phase detector through a pulse shaper. The 
other input to the digital phase detector is the 
divided-by-one hundred output of the SL2 voltage 
controlled oscillator in pulse form. When sits 
phase locked the frequency ratio of the two inpu 
to the phase detector is 1:1; the mixer ie 
frequency must exactly match the divided by 
hundred output of the SL2 voltage controlled 


oscillator (the pulses are received alternately). | 


8-106. Digital Control Unit (DCU). In the loce 
mode all functions of the Model 8660 are con 
trolled by the DCU. These functions are itemizec_ 
and described in Section III of this manual. ] 

» | 


8-107. Digital Control Unit Troubleshooting 


8-108. The Digital Control Unit (DCU) porta 
the 8660C must be considered by itself. Under 
standing and troubleshooting the DCU involve 

g 
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chcepts and techniques which are not used in 
oher parts of the instrument. The best way to 
thubleshoot is to understand the functional opera- 
t\n of the DCU included here and then use the 
tbubleshooting flow charts in DCU section. 


sL09. The DCU can be thought of as having two 
rirts, a controller part and a data handling part. It 
necessary to understand both parts and how they 
-eract in order to understand and troubleshoot 
DCU. The controller is really the heart of the 
IDU and will be described first. 


s110. Refer to Figure 8-55, Service Sheet 18, 
iCU Block Diagram. The controller consists of the 
and A5 assemblies. This controller uses a form 
«| sequential state logic and is called an Algorith- 
tic State Machine (ASM). The ASM operates by 
jjoving through a series of states, where each state 
jks a unique state number and a unique set of out- 
jit instructions. These output instructions cause 
itions to take place in the data handling part of 
ite DCU. The series of states which the ASM as- 
mes is determined by qualifier signals. Qualifiers 
ie signals from the data handling part of the DCU 
» the controller. They define the state of some 
ocess or condition. When the ASM is in a parti- 
ilar state, it can go to one of two possible next 
jates. For every state a particular qualifier is ex- 
ined and the state of this qualifier and the cur- 
nt state number determine the next state. 


111. Figure 8-7 is a block diagram of the ASM. 
he output of the state flip-flops is a 7 bit binary 
mber representing the present state of the ASM. 
or convenience this binary number can be de- 
ded as two decimal numbers by grouping to- 
ther the right 4 bits and left 3 bits (101 1011 
ould be 5/11). Assume the present state is 0/0 
hich is the condition at power turm-on. The out- 
ut of the state flip-flops would be 0/0 and this 
umber is input to the decoder block. If there are 
y instructions required to be active during this 
ate, the decoder would make these active. The 
OM has 8 address bits and 7 of these are the out- 
uts of the state flip-flops. The state flip-flops also 
ddress the multiplexer. For every state number 
e multiplexer selects one of the 34 qualifiers to 
ppear at its output. The output of the multiplexer 
upplies one address bit to the ROM. Thus the out- 
ut of the ROM is determined by the present state 
7 bits) and a qualifier (1 bit). There are 12 output 
its from the ROM, 5 are output instructions and 
are the next state that the ASM will assume. The 
tate flip-flops are clocked at a 1 MHz rate, and 
hen they are clocked, the next state inputs be- 
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come the present state. Thus part of the ROM out- 
puts are latched into the state flip-flops and be- 
come the new ROM inputs. 


8-112. The operation of the ASM can best be de- 
scribed by the use of a flow chart. An example is 
shown in Figure 8-8. Each state is represented by a 
rectangular box. The state number is on the upper 
left hand corner of the box. The mnemonics of 
instructions which are active during that state are 
listed inside the box. All menmonics in the DCU 
end in —H or —L which signifies whether the active 
state of the signal is high or low. In Figure 8-8 
during state 0/4 the instrucitons MNE1-H is active 
which for this signal is high. All other signals ere 
inactive. The diamond shaped symbol is a decision 
block and the mnemonic inside is a qualifier. The 
state of the qualifier determines which branch 
from the decision block will be taken. If the quali- 
fier is high, state 1/6 is the next state but if the 
qualifier is low, state 4/4 is the next state. In state 
4/4 there are two instructions which are active, one 
signal is high when active and the other is low. In 
state 1/6 there are no active instructions. 


8-113. It should be possible now to see the rela- 
tionship between the flow chart and block diagram. 
In state 0/4 the state flip-flops are outputting this 
code. When the multiplexer receives the 0/4 state 
number, qualifier QUAL which is one of the 34 
inputs is switched to the output of the multiplexer 
and goes to one address input of the ROM. When 
QUAL is low, this bit combined with the 7 bits of 
the present state code form a unique address to the 
ROM. With this address the next state outputs of 
the ROM are 4/4 which go to the input of the state 
flip-flops. The output of the flip-flops will not 
change until the next clock signal. MNE1-H is the 
only signal active during state 4/4. This signal will 
be generated by the ROM or decoder circuitry. If 
QUAL had been high, the ROM address would be 
different by one bit and the next state outputs 
would be 1/6. In state 4/4 there are two instruc- 
tions which are active. In state 1/6 no instructions 
are active. 


8-114. Refer again to the block diagram, Figure 
8-55, Service Sheet 18. All keyboard eatries are 
detected on the A2 assembly. The keyboard itself 
has no switch contacts. Pushing a key lowers a 
metal disk over a transformer made of printed cir- 
cuit board traces. The metal disk increases the 
coupling between the primary and secondary of 
the transformer. Figure 8-9 shows the concept used 
in the keyboard. There are 10 pairs of keys like 
those showin in the figure. All the primaries are 
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PRESENT STATE 


NEXT STATE 
OUTPUT 
INSTRUCTIONS 


STATE 
FLIP-FLOPS 
CLK 


7 


34 QUALIFIER 
INPUTS 


Figure 8-7. ASM Block Diagram 


Figure 8-8. Sample Flow Chart 
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SECONDARIES 


100 kHz 
PULSE 
GENERATOR 


PRIMARIES 


DECODER 


DECADE 
COUNTER 


Figure 8-9. 8660C Keyboard Simplified Diagram 


yiven by 100 kHz pulses, however, a ground re- 
iin is provided for only one pair of the primaries 
)} a time so current flows in only one pair at a 
ime. A decade counter drives a decoder which 
fovides the ground return. A signal is coupled to 
tke secondary only when a key is pressed. One of 
je keys in the pair produces a positive signal and 
ne other key a negative signal. Comparators detect 
hen a key is pressed and which key of the pair 
as pressed. The count in the decade counter when 
1e key which is pressed is detected, is the BCD 
ode for the key. One key in each pair is a numeric 
ey and the other key is a units key or entry key. 
/hen a numeric key is pressed, it is detected on 
e A2 board and latched into the KO register (see 
igure 8-55). It is then shifted into the Keyboard 
hift Register (KSR). This register is clocked 10 

nes which shifts the digit from the KO register to 
e right end of the KSR. Any data which was al- 
2ady in the KSR is shifted out the end and back 
to the input through MPX1 and KO. The result 
s that any digits already in the shift register are 
¢ oved one place to the left. This is done so the last 
igit entered is always in the right end of the KSR. 


3-115. If a units key is pressed, the key is decoded 
yn A2 but the information then is latched on the 
\3 board. If an entry key is pressed, the key is 


decoded on A2 and this information goes to the 
A4 board where it becomes an ASM qualifier. The 
Readout control pushbuttons, the manual tune 
control and range select, and the sweep select and 
range switches are all input to the Al board. These 
switch settings are decoded on Al and qualifier 
signals are generated which go to A4. Al also con- 
tains circuitry which divides the 2 MHz clock signal 
down for use at various places in the DCU. 


8-116. The A6 board contains registers in which 
center frequency (CF), step and sweep width data 
is stored. The M Register on A6 is used to store 
frequency data for checking limits. Data is shifted 
in and out of these registers one digit at a time. As 
an example consider moving data from the KSR on 
A2 to the CF Register on A6. The signal KTT-H is 
made active which places the digit at the output of 
the KSR at the input to the CF Register. The KBR 
and CF Registers are both clocked which shifts the 
first digit into the CF Register and shifts the KSR 
right one digit. The digits shifted out of the KSR 
are shifted back into the input of the KSR through 
MPX III and MPX II. After 10 clock pulses the 10 
digits from the KSR are now in the CF Register 
and the KSR has the same data it started with. The 
inputs to all the registers on A6, A Register on AQ, 
and Readout Register on A3 are connected together. 
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This common connection to the register inputs is 
called the T Bus. 


8-117. The A7 assembly contains the Arithmetic 
Logic Unit (ALU). This assembly can perform the 
following functions: 


1. Pass data without changing it. 

2. Add or subtract data from two of the 
registers. 

3. Add or subtract data from ROM #4 and 
one of the registers. 


8-118. The output of the ALU goes to the T Bus 
and can be shifted into any of the registers driven 
by this bus. 


8-119. The A Register on the A9 Assembly is used 
to hold data before being shifted into the A10 Out- 
put Register. The A Register is really in three sec- 
tions. The registers called A2 and A3 on the dia- 
gram are used during sweep mode. The A10 Output 
Register drives the Phase Lock Loops. Thus the 
contents of A10 determine the RF output fre- 
quency of the 8660. Data can be changed around 
in all the other registers in the DCU, but the RF 
output frequency will not change until the data in 
A10 changes. 


8-120. The A8 Sweep Count Assembly keeps track 
of where the output RF frequency is when in 
sweep mode. It does this by counting the number 
of steps up and down that the output frequency 
has moved. It generates two qualifiers to tell the 
ASM when the maximum count is reached (QCTM) 
and when the minimum count is reached (QCTZ). 
There is a D/A converter which provides an output 
voltage proportional to where the output RF fre- 
quency is within the sweep range. 


8-121. The front panel display (A12) is driven by 
the Readout Register on A3. The display is multi- 
plexed by shifting the data around the Readout 
Shift Register. The BCD data from the Readout 
Register drives two ROM’s on A12. The ROM’s 
output the actual dot pattern to the LED displays. 
A half digit at a time in each of the two display 
sections is activated. The display is scanned at a 
10 kHz rate so the readout appears continuous. 


8-122. All the shifting around of data happens 
because instrucitons from the controller are issued 
to enable certain registers and shift data. Now that 
the controller and data handling parts of the in- 
strument have been discussed separately we can 
look at how they interact. The best way to do this 
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is to look at the flow chart for one operation 
the DCU performs. Figure 8-10 is the ASM 
chart for the operation of pressing a numeric k 
This flow chart is annotated to provide a narrat 
description of the instructions and qualifiers. The 
ASM is always in state 0/0 when it is not perform 
ing some function. State 0/0 is in the upper left 
hand corner of the flow chart. The qualifier which 
determines what the next state will be is F10- 
which is the output of a flip-flop on the Al board, 
Notice that when F10-H is low (inactive), the nex 
state is 0/0. Thus the ASM stays in state 0/0. This 
is often called a ‘‘wait loop” since the ASM is | 
‘waiting’ until F10-H becomes high before it 
leaves state 0/0. When one of the keys on the key . 
board is pressed, the BCD code for the key is gen. \ 
erated on A2 and the Al F10 flip-flop is set whiel 
makes F10-H active. With F10-H high the - 
moves to state 4/0 when the next clock pul 
occurs. In state 4/0 there are no instructions active 
and F7-H is the qualifier which determines what ' 
the next state will be. This flow chart is dra 
showing only one exit from most of the : a | 
symbols. This is because for the operation th 
chart is describing these qualifiers must be in the — 
state shown on the chart. In state 4/0 the | 
signal must be low unless the instrument is 
sweep mode or remote mode, neither of which 

the operation the chart is describing. The AS 
thus moves from state 4/0 to 5/0 and because 
decimal point key is not pressed it moves to 
6/0. The qualifier examined in state 6/0 is : 
which is active when one of the numeric keys 
the keyboard is pressed. Since this is the condi 
the flow chart is describing, NUM-H must be \ 
and the ASM moves to state 6/1. F2-L is active and 
the ASM reaches state 1/5 where several instruc | 
tions which initialize certain parts of the DCU be — 
come active. Qualifier NUM-H is examined again 
and the ASM moves to state 0/2 where the 
instruction which moves data is issued. Instru 
ETKO latches the data from the keyboard into the 
KO register which is shown on the block diagram 
in A2. There is no qualifier which determines wha 
the next state is after 0/2. State 0/3 always follows 
0/2. During state 0/3 the digit in the KO register is 
shifted 10 places to the right to the end of the 
KSR. It takes 10 clock pulses to shift the data so 
the ASM must stay in state 0/3 for 10 clock pulses. 
Qualifier CKB-H stays low until 10 clock puls 
have occurred which keeps the ASM in state 0/ 
When CKB-H goes high, the ASM will move to 
state 6/14. Once the ASM leaves state 0/3 the data 
movement is complete. All the remaining stat 
that the ASM passes through are just to get back t 
state 0/0. State 4/10 prevents the ASM from 1 
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PUSHING ANY KEY ON THE KEYBOARD 
CAUSES THE F10-H SIGNAL TO BECOME 
ACTIVE. THIS SIGNAL STAYS ACTIVE AS 
LONG AS THE KEY IS HELD DOWN. 


> 

=> 

o 
=x 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 
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on 
=~ 
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DP-L 1S ACTIVE WHEN THE DECIMAL POINT 


(a2 >Ad) KEY IS BEING HELD DOWN. 


o 
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NUM-H IS ACTIVE WHEN A NUMERIC KEY 
IS HELD DOWN. 


al 


i-2) 
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F2-L IS ACTIVE THE FIRST TIME A KEY IS 
PRESSED FOLLOWING A PREVIOUS ENTRY 
OPERATION OR FOLLOWING POWER 
TURN-ON 


val 


1/5 


RF. - 
Pe CTL FLIP-FLOP F2 (A4U16B), KEYBOARD AND 
JUSTIFICATION FLIP-FLOP (A3U14A) 


ARE RESET. 


RKB-L 
(A5 >A2) 


NUWN-H IS ACTIVE WHEN A NUMERIC KEY IS 
HELD DOWN. 


o 
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DATA REPRESENTING THE KEY PRESSED IS 


UA SA0) LATCHED INTO THE KO REGISTER ON Az. 


THE KO REGISTER AND KEYBOARD SHIFT 
REGISTER ARE SHIFTED BY 10 CLOCK 
PULSES. THIS PUTS THE DATA THAT WAS IN 
KO INTO THE RIGHT END OF THE SHIFT 
REGISTER. 


KOTK-L 
(A2) 


CKIOL 
(A4 >A5, A6) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS THE DATA ONE PLACE TO 
THE RIGHT. 
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KPB-L IS ACTIVE ONLY IF THE KYBD 
PUSHBUTTON IS PRESSED. 


F1-H CAN BE ACTIVE ONLY IN SWEEP MODE. 


SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATION. 


THIS SIGNAL IS ACTIVE WHEN THE TURN- 
ING KNOB IS TURNED IN MANUAL MODE 
OR MANUAL SWEEP. 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
IS PRESSED. 


KDN-H IS ACTIVE AS LONG ASA KEY IS 
PRESSED. WHEN SINGLE -STEPPING 
THROUGH THIS CHART, RELEASE THE 
KEY TO CONTINUE. 


RMT-H IS ACTIVE ONLY IN THE REMOTE 
MODE. 


Figure 8-10. ASM Troubleshooting Flow Chart for Numeric Key Pressed 
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turning to state 0/0 until the key is released. In 
state 4/10 the qualifier KDN-H is active (high) as 
long as the key is depressed. This keeps the ASM in 
state 4/10. When the key is released, KDN-H goes 
low which causes the ASM to go to state 5/10. The 
ASM is driven by a 1 MHz clock so in about 20 
microseconds the ASM will go from state 0/0 to 
state 4/10. A person pressing a key could hold it 
down for several seconds. If the ASM returned to 
state 0/0 and found the key pressed, it wouldn’t 
know if the key was pressed for a new entry or 
hadn’t been released from the previous entry. Thus 
the ASM is allowed to return to state 0/0 only 
after the key is released. 


8-123. From the preceding description some ac- 
tions take place independently of the ASM such as 
the keyboard generating the BCD code to identify 
which key is pressed. The action of moving data 
into the KO register and into the KSR happens 
under control of the ASM. Throughout the DCU 
there are things happening independently of the 
ASM and other things which are completely under 
ASM control. There are no hard and fast rules to 
determine which is which. All processes must be 
examined to determine how much control the 
ASM has on the process. 


8-124. DCU Repair 


8-125. The most important thing in troubleshoot- 
ing the DCU is to isolate the problem to a small 
area. To do this you have to understand the DCU 
block diagram and use the trouble symptoms to 
narrow down where the problem could be. One of 
the best ways to do this is to use the troubleshoot- 
ing flow charts which appear in this section imme- 
diately following SERVICE SHEET 42. These 
charts provide a lot of details about the movement 
of data between registers and the specific ASM 
sequence to perform DCU functions. This manual 
also contains information about how to use the 
flow charts for troubleshooting. 
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8-126. Interface Circuits. The interface 
provide the capability of operating the Mod 
with the front panel controls (local mode), 
remote programming device via a rear pan 
nector (remote mode). 


8-127. RF Section. An RF Section plug-i 
quired to produce a useable rf output. Figu 
shows a block diagram of the Model 86 
plug-in sections are covered by separate m 


8-128. Modulation Section. If a modulati 
tion is not available, it will be necessary to | 
auxiliary section in the modulator compartn 
complete necessary connections. 


INTEGRATED CIRCUITS 
(PLASTIC AND METAL CASE) 


14 PIN 
DUAL-IN-LINE 


48 8 PIN TO-5 
3(°)7 «OR TO-99 . i 
7s 

BOTTOM 

VIEW 8 


Figure 8-11. Integrated Circuit Packagin 
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Table 8-43. 8660 System 


Mainframes 
8660A Thumbwheel Frequency Control — Fully Programmable 
8660B/C Keyboard Frequency Control — Fully Programmable 
| 
Modulation Sections 
E 
86631 External AM and Pulse 
86632 AM/FM — Fully Programmable 
86633 AM/FM (Phase-Locked FM Carrier) — Fully Programmable 
86634 Phase Modulation — High Rates to 10 MHz 
86635 Phase Modulation/FM — Fully Programmable 
RF Sections 
86601 10 kHz to 110 MHz +13 dBm 
86602 1 MHz to 1300 MHz +10 dBm 
86603 1 MHz to 2600 MHz +7 dBm 
Frequency Extension Module 
11661 Required for operation of the 86602 and 86603 RF Sections. 
Is installed internally in the mainframe. 
(Mainframe Option 100) 
NOTE 
This table and Figure 8-12 do not cover the entire 8660 
system. The intent is to cover only the general capabil- 
ities of the system 
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Figure 8-12. Model 8660C System Block Diagram 
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BLOCK DIAGRAM 


General 


The Hewlett-Packard Model 8660C is a signal generator which 
utilizes synthesizer techniques to produce precise RF output signals. 
These signals may be selected in increments as small as one Hz. 


Each step in the generation of the output frequency is controlled by 
phase lock loops. This ensures that the output frequency is exactly 
that selected by front panel (or remote) controls. 


All of the seven phase lock loops (five loops in option 004) are 
referenced to a single source. This source may be the internal 
temperature controlled crystal oscillator or an external frequency 
standard of 5 or 10 MHz. 


The Model 8660C mainframe does not provide a direct RF output, 
except for the reference signal which may be used as a time base for 
external equipment. The signals generated within the mainframe are 
used in plug-in modules which utilize mixing techniques to provide 
the selected output RF signals. 


Reference Loop 


The reference loop consists of four circuit boards mounted in the A4 
assembly. Schematics, a more comprehensive circuit analysis, and 
troubleshooting information are provided by Service Sheets 2 and 3. 


All of the signals generated within the Model 8660C mainframe are 
derived from the 100 MHz master oscillator in the reference loop. 
The master oscillator is a voltage controlled oscillator which is phase 
locked to a stable reference (the 10 MHz INT or an EXT standard). 
The 100 MHz oscillator is located in the A4A4 assembly. 


Also included in the A4A4 assembly are divide-by-five and 
multiply-by-five circuits. The outputs from the A4A4 assembly are 
500 MHz, 100 MHz, and 20 MHz. The 20 MHz output from the 
A4A4 assembly is sampled in the reference loop phase detector to 
provide a phase correction signal to the master oscillator. The 20 
MHz signal is also applied to the A4A3 assembly where it is divided 
by two to provide a 10 MHz signal for use in the A4A1 reference 
dividers and in the high frequency phase lock loop. 


The reference loop input circuit (A4A2) converts the signal from the 
reference oscillator into sharp short-duration pulses to open a 
sampler gate which samples the 20 MHz signal from the A4A4 
assembly. The sampled signal is used to generate an error signal 
which biases the varactor in the 100 MHz voltage controlled 
oscillator in the A4A4 assembly to maintain the phase locked 
condition. 
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The A4A1 assembly divides the 10 MHz input from the A4A3 
assembly by five to provide a 2 MHz clock for the digital control 
unit. The 2 MHz signal is divided by five to provide a 400 kHz signal 
to the phase detector in the N1 loop. The 400 kHz is twice divided 
by two to provide 100 kHz signals to the phase detectors in the N2 
and N38 loops. 


High Frequency Loop 


The HF loop consists of three circuit boards mounted in the A4 
assembly. Schematics, a more comprehensive circuit analysis, and 
troubleshooting information are provided by Service Sheets 4, 5 and 
6. 


The HF loop provides digitally controlled RF signals between 350 and 
450 MHz in precisely selected 10 MHz increments. 


The sampling phase detector (A4A7) compares the voltage controlled 
oscillator (A4A5) output to a 10 MHz signal from the reference loop 
and provides an output to phase lock the voltage controlled oscillator 
to the reference signal. The phase detector assembly contains a pulse 
generator, a sampler and a signal processing circuit. 


The frequency of the voltage controlled oscillator (A4A5) is roughly 
pretuned by a digital to analog converter located in the A4A6 
assembly. The error signal from the A4A7 assembly is summed with 
the output of the digital to analog converter to maintain the phase 
locked condition. The A4A5 assembly also contains two identical 
three-stage amplifiers. These amplifiers serve as buffers to isolate any 
extraneous signals at their outputs from the oscillator. One of the 
amplifiers provides an output to the RF plug-in; the other output 
goes to the HF loop sampling phase detector. 


The A4A6 pretuning circuit consists of a digital to analog converter 
which roughly pretunes the voltage controlled oscillator to the 10 
MHz increment between 350 and 450 MHz selected by CF digits 8 
and 9 of the front panel (or remote) controls. The pretuning cannot, 
by itself, set the voltage controlled oscillator frequency accurately; it 
does set the frequency within the capture range of the loop. 


The A4A6 assembly also contains a summing circuit which sums the 
negative dc level from the digital to analog converter with the current 
from a +20 volt source and the output of the phase detector. The 
output from the summing circuit precisely controls the frequency of 
the voltage controlled oscillator. 


Divide By N Loop N1 
The purpose of the N1 loop is to generate digitally controlled RF 


signals in the range of 19.8 to 29.7 MHz in selectable 100 kHz 
increments. The voltage controlled oscillator is phase locked to a 400 
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kHz reference signal which is derived from the master oscillator in 
the reference loop. The output of the N1 loop is applied to summing 
loop 1. 


The N1 loop circuits are mounted on two circuit boards, A16 and 
A17. Schematics, a more comprehensive circuit analysis, and 
troubleshooting information are provided by Service Sheets 7 and 8. 


The A16 phase detector assembly contains a programmable divider, a 
sampling phase detector and a signal processing circuit. 


The programmable divider divides by a number determined by CF 
digits 6 and 7 of the front panel (or remote) controls. The terminal 
count of the programmable divider is always 297. The actual number 
of cycles counted is determined by the count programmed into the 
divider prior to the start of each count cycle. The output of the 
programmable divider is always 100 kHz when the loop is locked. 


The output frequency of the N1 loop may be determined by 
subtracting the CF digits 7 and 6 information from 29.7 MHz. As an 
example, if CF digits 7 and 6 are set for 3.4 MHz, the N1 output 
frequency will be 26.3 MHz (29.7 - 3.4). 


The sampling phase detector uses the 100 kHz pulses from the 
programmable divider to sample the 400 kHz reference signal and 
provides an error output to the summing circuit in the A17 assembly. 


The signal processing circuit consists of an operational amplifier with 
lead and lag compensation. 


The A17 assembly contains a digital to analog converter, a voltage 
controlled oscillator and a summing circuit. 


The digital to analog converter converts the digital inputs from CF 
digits 6 and 7 to a de level which roughly pretunes the voltage 
controlled oscillator to a frequency within the capture range of the 
loop. 


The summing circuit sums the current from the negative digital to 
analog converter source with current from a +20 volt source and the 
error signal from the phase detector to precisely control the voltage 
controlled oscillator frequency. 


Divide By N Loop N2 


The purpose of the N2 loop is to generate digitally controlled RF 
signals in the range of 19.80 to 29.79 MHz in selected 10 kHz 
increments. 


NOTE 


In option 004 instruments the N2 loop output is from 
20.01 to 30.00 MHz in 10 kHz increments. 


The voltage controlled oscillator is phase locked to a 100 kHz 
reference which is derived from the master oscillator in the reference 
section. The output of the N2 loop is applied to summing loop 2 
(summing loop 1 in option 004 instrument). 
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The N2 loop circuits are mounted on two circuit boards, A13 and 
Al14. Schematics, a more comprehensive circuit analysis, and 
troubleshooting information are provided by Service Sheets 9 (9A 
for option 004 instruments) and 10. 


Operation of the N2 loop is virtually the same as operation of the N1 
loop. The reference input is 100 kHz and the output of the 
programmable divider is always 10 kHz when the loop is locked. The 
digital inputs are from CF digits 3, 4 and 5 (or remote controls) and 
range from 000 to 999. 


The programmable divider count always terminates in a count of 
2979 (3000 in option 004 instruments). The output frequency in 
MHz of the oscillator may be calculated by subtracting the 
programmed digital input from CF digits 5, 4 and 3 from 2979 (3000 
for option 004 instruments) and dividing the results by 100. 
Example: with CF digits 5, 4 and 3 set to 222 the output frequency 


will be 27.57 MHz (ee eee), (Option 004 8000-222 = 27.78 MHz.) 


Divide By N Loop N3 


NOTE 
The N38 loop is not included in option 004 instruments. 


The purpose of the N3 loop is to generate digitally controlled RF 
signals in the range of 20.01 to 21.00 MHz in selectable 10 kHz 
increments. The voltage controlled oscillator is phase locked to a 100 
kHz reference which is derived from the master oscillator in the 
reference section. The output from the N3 phase lock loop is divided 
by ten and the resulting 2.001 to 2.100 MHz (1 kHz steps) signal is 
applied to summing loop 2. 


The N38 loop circuit is mounted on 2 circuit boards, A8 and A10. 
Schematics, a more comprehensive circuit analysis, and 
troubleshooting information are provided by Service Sheets 11 and 
12: 


Operation of the N3 loop is virtually identical to operation of the N1 
and N2 loops. The reference signal is 100 kHz and the output of the 
programmable divider is always 10 kHz when the loop is phase 
locked. The digital inputs are from CF digits 1 and 2, and range from 
00 to 99. 


The programmable divider count always terminates in a count of 
2100. The output frequency in MHz of the voltage controlled 
oscillator may be calculated by subtracting the programmed digital 
input from CF digits 2 and 1 from 2100 and dividing the result by 
100. Example; with CF digits 2 and 1 set to 34, the output 
frequency of the voltage controlled oscillator will be 20.66 MHz 


2100-34 
(F009 ): Since the voltage controlled oscillator output is divided 


by 10, the output to summing loop 2 will be 2.066 MHz. 
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Summing Loop 2 


NOTE 


Summing Loop 2 is not included in option 004 
instruments, 


The purpose of SL2 is to generate digitally controlled RF signals in 
the range of 20.0001 to 30.0000 MHz in selectable 100 Hz incre- 
ments. The output frequency of the SL2 voltage controlled oscillator 
is equal to the sum of the N2 output and the divided-by-ten output of 
the N38 assembly. The inputs to the digital phase detector are the 
divided-by-ten output of the N3 assembly and the output from a 
mixer which detects the difference frequency of the N2 output and 
the SL2 voltage controlled oscillator. The output of SL2 is applied to 
SL1. 


The SL2 circuits are mounted on two circuit boards, All and A12. 
Schematics, a more comprehensive circuit analysis, and trouble- 
shooting information are provided by Service Sheets 13 and 14. 


The SL2 phase detector A12 is completely digital; it compares the 
relative positions (in time) of two sets of pulses and provides an error 
signal to correct phase errors or a dc level to correct frequency 
errors. One of the inputs to the phase detector is the divided by ten 
output of the N3 A8 assembly. The other input to the phase detector 
is the difference frequency between the N2 loop output and the SL2 
voltage controlled oscillator output. When the loop is locked, both 
phase detector input signals are at the same frequency (1:1 ratio). 
When the ratio between the two signals is not 1:1 the difference is 
detected by a sense circuit which disables the phase detector. The 
phase detector output goes low if the SL2 voltage controlled 
oscillator frequency is low; the output goes high if the SL2 voltage 
controlled oscillator frequency is high. The pretuning circuit and the 
voltage controlled oscillator are contained in the All assembly. 


The pretuning circuit is a digital to analog converter controlled by 
CF digits 3, 4 and 5. The digital to analog converter for the CF digit 
three is physically located on the A12 assembly. The pretuning 
circuit roughly presets the voltage controlled oscillator to a 
frequency within the capture range of the loop. A summing circuit 
sums the negative current from the digital to analog converter circuit 
with a current from a +20 volt source and the output of the SL2 
digital phase detector to precisely set the output frequency of the 
voltage controlled oscillator. The output from the voltage controlled 
oscillator is applied to SL1 and to'a mixer in the A12 assembly. 


The output frequency of SL2 is equal to the N2 frequency plus the 
divided by ten input from the N38 circuit. 
Summing Loop 1 


The purpose of SL1 is to generate digitally controlled RF signals in the 
range of 20.000001 to 30.0 MHz in selectable increments as small as 
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1 Hz. The output frequency of the SL1 voltage controlled oscillator is equal to the sum of 
the N1 output and the divided-by-one hundred output of SL2. The inputs to the digital 
phase detector are the divided-by-one hundred output of the SL2 assembly and the output 
from a mixer which detects the difference frequency of the N1 output and the SL1 voltage 
controlled oscillator. The output of SL1 is applied to the RF Section plug-in. 


NOTE 


In option 004 instruments the output is from 20.0001 to 30.0 MHz in 
selectable increments as low as 100 Hz. The voltage controlled oscillator is 
phase locked to the divided by one hundred output of the N2 loop. 


The SLI circuits are mounted on three circuit boards, Al5, A18 and A19. Schematics, a 
more comprehensive circuit analysis, and troubleshooting information are provided on 
Service Sheets 15, 16 and 17. 


Operation of SL1 is the same as operation of SL2 except that the phase detector inputs are 
the divided by one hundred output of SL2 and the difference frequency between the output 


of N1 and the SL1 oscillator. The output frequency is equal to N1 +S. N1 22 NO . 


NOTE 


In option 004 instruments the phase detector inputs are the divided by one 
hundred output of N2 and the difference frequency between the N1 output 
and the frequency of the SL1 voltage controlled oscillator output. The output 
frequency is equal to N1+N2. 

100 


RF Section 


The RF Section plug-in processes the outputs from the mainframe to provide the desired 
output frequency. 


Information relative to operation and service of the RF Section is provided in a separate 
manual. 


Digital Control Unit 


Service Sheet 18 provides a logic diagram of the digital control unit. 
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PART OF REFERENCE LOOP CIRCUITS 


Normally, causes of malfunctions in the Model 8660C will be 
isolated to a circuit board or assembly as a result of performing the 
tests specified in the troubleshooting trees. 


When repairing the reference loop only one of the four covers should 
be removed at any given time. Operating the instrument with the 
voltage controlled oscillator cover removed may cause faulty or 
erratic performance after required repairs have been completed. 


NOTE 


After making repairs in any part of the reference loop 
circuits the adjustment procedures specified in Section 
V paragraph 5-27 should be performed to ensure proper 
operation of the instrument 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Digital Voltmeter 
Test Oscillator 


10:1 Oscilloscope probes (2) 
Oscilloscope 
Frequency Counter 


REFERENCE LOOP GENERAL 


The reference loop consists of four circuit boards located in the A4 
assembly. This service sheet provides information about circuit 
operation and test procedures for the reference oscillator, reference 
amplifier and relays, the phase detector and the divide-by-five and 
divide-by-two circuits. Schematic diagrams, text and troubleshooting 
information for the voltage controlled oscillator and divide-by-two 
circuits appear on Service Sheet 3. 


The accuracy and stability of all the signals generated in the Model 
8660C mainframe are traceable to the reference loop outputs. 


The reference loop provides output frequencies of 500 MHz, 100 
MHz, 20 MHz, 10 MHz, 2 MHz, 400 kHz, and 100 kHz. These signals 
are used in other circuits in the mainframe and in the plug-in 
sections. All of the reference section outputs are derived from a 100 
MHz master oscillator which is phase locked to a stable reference 
source. The reference signal may be supplied by the internal 
reference oscillator or by an external reference standard. The 
reference signal may be 5 or 10 MHz at a level of 0.2 to 2 volts rms. 


BRREFERENCE OSCILLATOR, AMPLIFIER AND RELAYS 


The Model 8660C (except for option 002 instruments) contains a 10 
MHz temperature controlled crystal oscillator which is used as a 
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reference source. Also included are switching relays and a buffer 
amplifier. The buffer amplifier serves to isolate the reference 
oscillator when its output is used as a reference source for external 
equipment. 


TEST PROCEDURE § 


Test 1-a. Connect the oscilloscope to the Model 8660C rear panel 
REFERENCE OUTPUT connector. If the internal reference is being 
used the oscilloscope should display a 10 MHz signal at about 4 volts 
peak to peak. If an external reference is used the oscilloscope should 
display the reference frequency at about the same level as the 
reference signal input. 


If the signal is present proceed to test 1-b. If the signal is not present 
proceed to test 1-c. 


Test 1-b. Disconnect the coaxial cable from A4J5 (REF INPUT) and 
connect the oscilloscope to the end of the cable. If the internal 
reference is being used the oscilloscope should display a 10 MHz 
signal at about 5 volts peak to peak. If an external reference is used 
the oscilloscope should display the input reference signal. 


If the signal appeared in test 1-a, but does not appear in test 1-b, the 
cable between the A4A2 assembly and the reference relay/amplifier 
is probably defective. 


If the correct_signal is observed in test 1-b, proceed to TEST 
PROCEDURE [g. 


Test 1-c. If the signal was not present in test 1-a, tilt the A4 
assembly out of the frame, disconnect the coaxial cable from the 
reference oscillator assembly and connect the reference oscillator 
output to the oscilloscope. The oscilloscope should display a 10 MHz 
signal at about 7 volts peak to peak. 


If the signal is not present, check for de levels as follows: terminal 1, 
+20 volts, terminal 2, +35 volts (oven voltage) and terminal 6, +5.2 
volts (when present indicates thermostat is open, temperature 
stabilized). If the voltages are correct the reference oscillator 
assembly (A21) is defective. 


NOTE 


The reference oscillator assembly is not considered a 
field repairable unit. Replacement is recommended. 


If the signal is present at the reference oscillator output check the 
SELECTOR switch, the relay assembly (A22A1) and the reference 
amplifier (A22A2). 
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PHASE DETECTOR ASSEMBLY (A4A2) GENERAL: 


The phase detector consists of three basic circuits; a pulse generator, 
a sampler and a circuit to process the error signal. 


The pulse generator converts the reference signal to very sharp, short 
duration pulses. These pulses are used to forward bias the sampler 
gate diodes. 


The sampler gate provides a means of comparing the pulses generated 
from the reference signal to the 20 MHz signal from the A4A3 
assembly. An error signal is developed to control the voltage 
controlled oscillator in the A4A4 assembly when a phase error exists. 


PULSE GENERATOR 


The pulse generator consists of Ql through Q5, Ul, T1 and 
associated components. 


The reference input to Q1 may be 5 or 10 MHz. Q1 and Q2 act as an 
amplifier for low level signals and as a limiter for high level signals. 
Q3 acts as a limiter to ensure that the input to NAND gate U1A is 
always the same when the input reference signal is 0.2 to 2 volts rms. 
The output from Q3 is essentially a square wave with a slow rise time 
and a fast fall time; it is clipped, top and bottom, and it is 
approximately 5 volts peak to peak. 


U1, C11 and R20 are used as a pulse shaper. The output of U1LA is 
differentiated by C11 and R20 and inverted by U1B. The sharp 
pulses (20 to 25 nanoseconds) are inverted by U1D to provide 
positive-going pulses to drive Q4/Q5. 


Q4/Q5 comprise a complementary emitter-follower pair; its purpose 
is to provide a low impedance drive to T1. 


TEST PROCEDURE [J 


Test 2-a. Composite waveform SS2-1 and trace 2 of composite 
waveform SS$2-2 illustrate the development of the 10 MHz pulses 
derived from the internal reference signal. These pulses are used to 
drive the sampling phase detector diode gates. Observing the 
individual waveforms on an oscilloscope should enable the technician 
to quickly isolate a malfunction in the circuit to an individual stage 
or to the reference oscillator/switching circuits. 


There are no loops or feedback circuits in the pulse generator circuit. 
It is safe to assume when a correct waveform is observed that all 
preceding portions of the circuit are operating properly. 
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Ei savecer 


Sampler diodes CR4 and CR5 are normally reverse biased. When the 
sampling pulse appears across the secondary of T1 it is coupled 
through C18 and C19 to forward bias CR4 and CR5. Since the gate 
pulses are equal in amplitude but opposite in polarity, they will 
cancel at the junction of R32, R33, R34, and C20. 


VAVAVAVAVAVAV AU AWA 10 MHz reference input 
about 5 volts 

AP... LINKIN IIS Q1-c about 5 volts 

TAWAS AD AUAWAD ALATA A: Q2-3 about 3 volts 

1 Wecca AAAS Q3-c about 5 volts 

Joa) al} Fa) | an) a) Oe) Neo) U1D pin 11 about 5 volts 


Composite Waveform SS2-1 


AV AVAVAVAVAVAVAVAVAVAVAVAVAVAVAYAVANAUA! 20 MHz input about 5 volts 


Niel oN of Neha aks TP1 about 5 volts 


No Neh Ne Nhe h 
V\ \\ W WW WW WN WN V Ay TP3 about 7 volts 


TP4 about 7 volts 


AN N\ ANN, " 


V 


Composite Waveform SS2-2 


While CR4 and CR5 are forward biased the sampling gate is open and 
the 20 MHz signal from the A4A3 assembly is sampled. If the 20 
MHz input from the A4A3 assembly is not phase locked to the pulses 
derived from the reference signal an ac signal will appear on the base 
of Q7. The polarity of the signal at any given time depends on the 
polarity of the 20 MHz signal from the A4A3 assembly when the last 
sample was taken. The amplitude of the ac signal at any given time 
depends on what portion of the 20 MHz sine wave the last sample 
was taken from. 


Each time CR4 and CR5 are forward biased the charge on C20 will 
change unless the phase relationship is the same as it was in the 
previous sample. The time constant of C20 and R34 is long and since 
the time between samples is never more than one microsecond, C20 
cannot discharge appreciably between sampling pulses. 


The reverse bias levels for CR4 and CR5 are maintained at the same 
levels (opposite polarities) by voltage divider networks. 
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TEST PROCEDURE 


Test 3-a. An oscilloscope loads the sampling circuit at TP3 and TP4 | 


to a point where accurate analysis of the signal is not possible. 
However, observing the waveforms and comparing them to the 
typical waveforms shown in composite waveform SS2-2 will provide 
an adequate indication that the circuit is, or is not, functioning 
properly. The important points to observe are the two-to-one 
frequency ratio between the 20 MHz signal and the pulses, and the 
time coincidence of the positive-going and negative-going pulses at 
TP3 and TP4 with the pulses at TP1. 


EERROR SIGNAL AMPLIFIER 


When a phase difference between the reference signal and the 20 
MHz input exists, a signal appears on C20. This signal is amplified 
and used to correct the frequency of the voltage controlled oscillator 
in the A4A4 assembly. 


Q7 and Q9 provide a high impedance input for the sampler output. 
Q8 and Q10 comprise a differential amplifier. Emitter-follower Q11 
provides the output to the A4A4 assembly. 


TEST PROCEDURE 


Test 4-a. Connect an oscilloscope to the A4A2 output labeled VCO. 
With the input 10 MHz reference disconnected from A4J5, (REF 
INPUT) connect a test oscillator (output 0 dBm, 3 kHz) to 
A4A2TP2. (The exact frequency is unimportant - 3 kHz was chosen 
arbitrarily.) 


Vary the output level of the test oscillator and note that the A4A2 
output level displayed on the oscilloscope varies. 


NOTE 


If the A4A2 output does not vary when the test 
oscillator output is varied, use the oscilloscope to 
check back through the stages for a point in the 
circuit where the level does change with a change 
in the output level of the test oscillator. The following 
stage is probably defective. 


REFERENCE DIVIDE-BY-FIVE AND DIVIDE-BY-TWO 
ASSEMBLY A4A1 


The A4A1 assembly divides the 10 MHz input from the A4A3 
assembly four times; two times by five and two times by two. The 
assembly provides a 2 MHz clock signal to the digital control unit, 
100 kHz signals to the N2 and N38 loops and 400 kHz to the N1 loop. 


Block Diagram 
SERVICE SHEET 1 


Service Model 8660C 


SERVICE SHEET 2 (Cont’d) 


Q3 and CR1 reduce the +20 volt input to +5 volts for operation of all circuits in the 
assembly. This method of providing power is used to minimize the effect of ac ripple on the 
power supply. 


Q1 isolates the circuit from the 10 MHz source. Q2 amplifies the 10 MHz input and NAND 
gate U1A shapes it into pulses to drive U2. U2 provides a divided-by-five 2 MHz output at 
pin 8 which is used as a clock signal in the digital control unit. The 2 MHz output is also 
available at pin 11 of U2 and is used to drive U3. 


U8 divides the 2 MHz input from pin 11 of U2 by five and provides outputs of 400 kHz at 
pins 8 and 11. The 400 kHz output at U3 pin 8 is used as the phase detector reference in the 
N1 loop. The 400 kHz at pin 11 of U3 is coupled to U3 pin 14 and divided by two. The 200 
kHz output of U3 at pin 12 is coupled back to U2 pin 14 through NAND gate U1C and 
again divided by two. The 100 kHz output from U2 pin 12 is coupled through NAND gate 
U1B to the phase detector in the N3 loop. The 100 kHz signal is also coupled through 
NAND gate U1D to the phase detector in the N2 loop. 


TEST PROCEDURE [J 


Composite waveform SS2-3 illustrates the development of pulses from the 10 MHz reference 
input and the 2 MHz clock output to the digital control unit. 


Composite waveform SS2-4 illustrates the development of the 400 kHz and 100 kHz N loop 
reference signals from the 2 MHz clock signals. 


10 MHz input about 4 volts 


tte tO "1 


Q1-c about 4 volts 
An Nn alee Weiss ay sas 
LAANANANAANNANS Q2-c about 4 volts 
ie At )\ feat Toa AYP 
| } \ \ U 
Py UV J Wieew Ul ¥ | 2 pin 1 about 5 volts 


2 MHz clock about 5 volts 


Composite Waveform SS2-3 
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2 MHz clock about 5 volts 
PPPPPPPEPPPEPEPPPPPP PPP PPP PPP 


400 kHz to Ni about 3 volts 


200 kHz U2 pin 14 
about 5 volts 


100 kHz to N2 about 4 volts 


100 kHz to N3 about 4 volts 


Composite Waveform SS2-4 


There are no loops or feed back paths in the circuit. It is safe to assume that when the 
proper waveform is observed at any point that preceding stages are functioning properly. 


Observing the waveforms at the test points specified should enable the technician to quickly 
isolate the cause of a malfunction to a specific stage or component. 
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Model 8660C 


Figure 8-14. A21 Reference Oscillator Assembly 


Figure 8-15. A22 Assembly Component Locations 


Figure 8-17. A4A1 Reference Divider Component Locations 
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REFER TO TABLE 8-3 FOR EXPLANATION OF 
SYMBOLS 


INTEGRATED CIRCUIT GATES INTERNAL 
LOGIC 1S SHOWN IN FIGURE 8-6 


L1 1S PART OF THE A22 ASSY. 


BACKDATING INFORMATION IN SECTION VII 


Figure 8-18. Reference Circuit Schematics 
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SERVICE SHEET 3 
PART OF REFERENCE LOOP CIRCUITS 


Normally, causes of malfunctions in the Model 8660C will be 
isolated to a circuit board or assembly as a result of performing the 
tests specified in the troubleshooting trees. 


When repairing the reference loop only one of the four covers should 
be removed at any given time. Operation of the instrument with the 
voltage controlled oscillator cover removed may cause faulty or 
erratic performance after required repairs have been completed. 


NOTE 


After making repairs in any part of the reference 
loop circuits the adjustment procedures specified 
in Section V paragraph 5-27 should be performed 
to ensure proper operation of the instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Digital Voltmeter 
Oscilloscope 

Frequency Counter 

10:1 Oscilloscope probes (2) 


REFERENCE LOOP GENERAL 


The reference loop consists of four circuit boards located in the A4 
assembly. Service Sheet 2 provides information about circuit 
operation and test procedures for the reference oscillator, reference 
amplifier and relays, the phase detector and the divide-by-five and 
divide-by-two circuits. Schematic diagrams, text and troubleshooting 
information for the voltage controlled oscillator and divide-by-two 
circuits appear on this service sheet. 


The accuracy and stability of all the signals generated in the Model 
8660C mainframe are traceable to the reference loop circuits. 


The reference loop provides output frequencies of 500 MHz, 100 
MHz, 20 MHz, 10 MHz, 2 MHz, 400 kHz, and 100 kHz. These signals 
are used in other circuits in the mainframe and in the plug-in 
sections. All of the reference section outputs are derived from a 100 
MHz master oscillator which is phase locked to a stable reference 
source. The reference signal may be supplied by the internal 
reference oscillator or by an external reference standard. The 
reference signal may be 5 or 10 MHz at a level of 0.2 to 2 volts rms. 


BBOsciLLAToR, POWER SPLITTER, 500 MHz AMP and 
100 MHz AMP 


Q3 and associated components comprise a 100 MHz voltage 
controlled oscillator. Varactor CR1 is biased by the output of the 
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A4A2 phase detector to assure that the oscillator is phase locked to 
the reference signal at 100 MHz. 


The oscillator output is capacitively coupled to the base of Q4 which 
functions as a power splitter. 


Q9 and associated components provide isolation from the +20 volt 
power supply for the oscillator and power splitter to minimize 
effects of ac power supply ripple or line variations. 


The collector output of Q4 is capacitively coupled to A8, a 100 MHz 
tuned amplifier which functions as a buffer stage. The times five 
function is accomplished by Q7 which is tuned to 500 MHz. The 500 
MHz output from the Q7 tank circuit is capacitively coupled to Q6, 
another 500 MHz tuned amplifier which also provides isolation. 


The emitter output of Q4 is capacitively coupled to the base of Q5 
which functions as a 100 MHz tuned amplifier buffer stage. This 
output is used in the Frequency Extension Module (accessory 
number 116614). 


TEST PROCEDURE ff 


NOTE 


If the signal frequency is close to that specified in 
the following tests but is erratic, or not exact, the 
trouble is probably in the Phase Detector circuit. 
Refer to Service Sheet 2. 


Test 1-a. With the A4A4 assembly cover removed use the counter 
and spectrum analyzer (separately) to check the 500 MHz output. 
The counter should indicate exactly 500 MHz and the oscilloscope 
should display a sine wave at about > +3 dBm. 


If the signal is present proceed _to test 1-d. If the signal is not present 
proceed to test 1-b. 


Test 1-b. Connect the oscilloscope and the counter (separately) to 
Q4-c. The counter should indicate exactly 100 MHz and the 
oscilloscope should display a sine wave at about 2.5V p-p. 


If the signal is present, but was not present in test 1-a, check Q6, Q7, 
Q8 and associated components. If the signal is not present, proceed 
to test 1-c. 


Test 1-c. Connect the oscilloscope and the counter (separately) to 
Q4-b. The counter should indicate exactly 100 MHz and the scope 
should display a sine wave at about 0.4 volts. 
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If the signal is present, but was not present in previous tests, Q4 is 
probably defective. If the signal is not present check Q3, Q9 and 
associated components. 


Test 1-d. Use the oscilloscope and the counter (separately) to check 
the 100 MHz output. The counter should indicate exactly 100 MHz 
and the oscilloscope should display a sine wave at about 0.5 volts. 


If the signal is not present, but was present in test 1-a, check Q5 and 
associated components. If the signal is present, proceed to Test 
Procedure G. 


20 MHz OUTPUTS 


A third 100 MHz signal is capacitively coupled from the oscillator 
tank circuit to the base of 100 MHz tuned amplifier Q2. The output 
of Q2 is used to drive a divide-by-five circuit (U1) whith provides the 
20 MHz output. The 20 MHz output is used to drive the 
divide-by-two circuit in the A4A3 assembly. The 20 MHz signal is 
also coupled to 20 MHz tuned amplifier Q1 for use in circuits 
external to the reference loop. 


TEST PROCEDURE 


Test 2-a. Connect the oscilloscope to the 20 MHz output from Q1. 
The display should be similar to that shown in the center.trace of 
composite waveform SS3-1. Proceed to test 2-b. 


Test 2-b. Connect the oscilloscope to the 20 MHz output which goes 
to the A4A3 assembly. The display should be similar to that shown 
in the lower trace of composite waveform SS3-1. 


If the correct signal is present, but was not present in test 2-a, check 
Q1 and associated components. 


If the signal is not present proceed to test 2-c. 


Test 2-c. Connect the oscilloscope to Q2-c. The oscilloscope display 
should be similar to the top trace in composite waveform SS3-1. If 
the signal is present, but was not present in test 2-b, U1 is probably 
defective. 


If the signal is not present at Q2-c, Q2 is probably defective. 
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| 100 MHz about 1 volt 


20 MHz about 0.4 volt 


20 MHz about 0.7 volt 


Composite Waveform SS3-1 


3 | DIVIDE-BY-TWO CIRCUIT A4A3 


The A4A3 assembly provides 10 MHz outputs to the HF Loop 
(A4A7) phase detector, and to the divide-by-five and divide-by-two 
circuits (A4A1). It also provides a 20 MHz output for use in the 
reference loop phase detector A4A2. 


Q1 and Q2 amplify the 20 MHz signal from the A4A4 assembly and 
applies it to Ul which divides by two. The +5 volts required for 
operation of U1 is derived from the +20 volt supply by R4 and CR1 
to minimize effects of power supply ac ripple and line variations. 


The output from U1 is capacitively coupled out to the HF loop as a 
reference signal. It is also coupled through Q3 to 10 MHz tuned 
amplifier Q5. The 10 MHz output from the Q6 is used in the divide- 
by-five and divide-by-two circuits (A4A1). 


The 20 MHz output of Q2 is also coupled through tuned amplifier 
Q4 to the A4A2 phase detector assembly. 


TEST PROCEDURE 


Test 3-a. Connect the oscilloscope to the 10 MHz output to the 
A4A1 assembly. The oscilloscope display should be about as shown 
in the bottom trace of composite waveform SS3-2. Verify that the 
frequency is exactly 10 MHz with the counter. 


If the signal is not present proceed to test 3-b. If the signal is present, 
proceed to test 3-d. 


Test 3-b. Connect the oscilloscope to the 10 MHz output which goes 
to the A4A4 assembly. The oscilloscope display should be about as 
shown in the next-to-the-bottom trace of composite waveform 
SS3-2. Verify that the frequency is exactly 10 MHz with the counter. 


If the signal is present, but was not present in test 3-a, check Q3, Q5 
and associated components. If the signal is not present proceed to 
test 3-c. 
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IIS SIS IV) ee 
about 4 volts 


U1 pin 12 20 MHz 
about 3 volts 


eV fo ve Ame ho tS 10 MHz out to A4A4 
about 3 volts 
NO AN a Mare Mie \0 MHz out to ASAI 


about 3 volts 


Composite Waveform SS3-2 


Test 3-c. Connect the oscilloscope to U1 pin 12. The oscilloscope display should be similar 
to the second from the top trace in composite waveform SS3-2. 


NOTE 


The counter may be used to verify that the frequency is approximately 
20 MHz. However, this point in the circuit is critical; the additional load 
on the circuit will probably disturb the phase lock loop balance. 


If the display is correct, but was not correct in previous tests, Ul is probably defective. If 
the display is not correct, check Q1, Q2 and associated components. 


Test 3-d. Connect the oscilloscope and the counter (separately) to the 20 MHz output to 
the A4A2 assembly. The oscilloscope display should be similar to that shown in the top 
trace of composite waveform SS3-2. The counter readout should be exactly 20 MHz. 


If the correct signal is not present check Q4 and associated components. 


8-96 


Model 8660C 


| 
| C3 
| Q6 632 
C15 

_ Ro C5) cp Cates C31 R23 
39 C22 LB rs Q R21. R22 
Ri¢ 62 R12 L10 €26.. 627 
ui C30 R11 ci “A Ri9 
= ee 
| R30 “C40 R16 RG R32 «L748 
R31 C25 RIT C28 Q3 cz 818, aglisects 
| R27 R3 cg R13 
R28 R20 ut R2 R7 4 R10 


Figure 8-19. A4A4 Reference VCO Component Locations 
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Figure 8-20. A4A3 Reference Divide-by-Two Component Locations 
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Figure 8-21. Reference VCO and Divider Schematics 
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SERVICE SHEET 4 
PRETUNING ASSEMBLY (A4A6) 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A4A6 assembly, a part of the three-assembly High Frequency Loop, is shown 
schematically and described on this service sheet. The other two assemblies, A4A5 
and A4A7, are shown schematically and described on Service Sheets 5 and 6. 


NOTE 


After making repairs in any parts of the HF Loop circuits the 
adjustment procedure specified in Section V paragraph 5-28 
should be performed to ensure proper operation of the 
instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 
Digital Voltmeter 


HIGH FREQUENCY LOOP GENERAL INFORMATION 


The purpose of the HF loop is to provide a precise digitally controlled output 
frequency between 350 and 450 MHz in 10 MHz increments. This output is used 
in the internal extension module and in the plug-in RF Sections to provide the 
desired output signal. 


Gi PRETUNING CIRCUIT 


Q1 through Q11, U1 and associated components comprise a digital to analog 
converter which pretunes the A4A5 voltage controlled oscillator. The pretuning 
circuit cannot, by itself, set the oscillator frequency precisely; it does set the 
frequency within the capture range of the loop. 


Integrated circuit U1 is a decoder which converts the BCD input from CF digit 8 
to individual select lines which turn on one of nine transistors connected in a 
resistive network. The transistor which is turned on effectively grounds one point 
in the resistive network. The voltage level output to the voltage controlled 
oscillator depends on which transistor is turned on. The voltage varies from about 
—7 volts (350 MHz) to about —34 volts (450 MHz). 


A single input line, representative of BCD ‘1’ from CF digit 9 drives Q1 to turn on 
Q11. Q11, the tenth transistor switch in the pretuning network, grounds the 
lowest resistance point in the network; it pretunes the voltage controlled 
oscillator to 350 MHz. 


TEST PROCEDURE [J 


Test 1-a. With the digital voltmeter connected to the junction of R15, R18 and 
R19 set the CF as shownin Table 8-44, The voltages shown in the table are typical; 
the actual voltage levels will depend on the characteristics of the varactor used in 
the voltage controlled oscillator. 


If changing the setting of CF digit 8 through its range does not result in a change 
in the de level at the junction of R15, R18 and R19, U1 may be defective. 


Test 1-b. Use the digital voltmeter to check the A, B, C and D inputs to U1 from 
CF digit 8. These inputs are binary 1 2 4 8 positive true logic. (Example: with CF 
digit 8 set to a 3, Ul pins 15 and 14 should be high, about +4 volts, and pins 12 


Reference Loop VCO 
SERVICE SHEET 3 


Service 


SERVICE SHEET 4 (Cont'd) 


and 13 should be low, about 0.3 volt). If the A, B, C and D inputs to U1 are correct, use the 
digital voltmeter to check the U1 output. (Example: if thumbwheel digit 8 is set to a 3, 
Inputs A and B will be high and U1 pin 4 will go low.) 


Operation of transistors Q2 through Q11 may be checked by checking the dc level at their 
collectors which are connected to the transistor shell. The numbers plated on the circuit 
board next to the potentiometers correspond to CF digits 8 and 9. CF digit 8 controls Q2 
through Q10 and CF digit 9 drives Q1 to control Q11. The metallic shell (collector) of the 
transistor selected goes low (0.1 volt or less). 


SUMMING CIRCUIT 


Common base current source Q13 sums the output of the digital to analog converter, 
current from a +20 volt source (R13) and the error signal from the A4A7 sampling phase 
detector. The output of the digital to analog converter is partially controlled by common 
base current source Q14. Conduction of Q14 is controlled by a temperature sensitive 
stabistor diode on the voltage controlled oscillator circuit board. The current from Q14 is 
injected into the pretuning network to provide correct compensation for the voltage 
controlled oscillator drift characteristics. Q12 provides a means of coupling the error signal 
from the phase detector through C7 to the voltage controlled oscillator in the A4A5 
assembly. 


TEST PROCEDURE 


Test 2-a. Connect the digital voltmeter to the A4A6 output labeled FREQ on the circuit 
board. Set the CF digits as shown in Table 8-44. The voltages shown are typical; actual 
voltage levels depend on the characteristics of the varactor in the voltage controlled 
oscillator. 


If the voltages were correct in test l-a, but are not in test 2-a, check Q12, Q13 and 
associated components. 


Table 8-44. Pretuning DC Levels 


Test 1-a DC Level Test 2-a DC Level 


Center Frequency 


0000.010000 —34.7 volts —34.5 volts 


0010.010000 —28.3 volts —29.3 volts 


0020.010000 —23.1 volts —25.0 volts 


0030.010000 —18.7 volts —21.4 volts 


0040.010000 —14.9 volts —18.4 volts 


0050.010000 —11.6 volts —15.7 volts 


0060.010000 —8.9 volts —13.5 volts 


0070.010000 —6.5 volts —11.6 volts 


0080.010000 —4.5 volts —9.9 volts 


0090.010000 —2.6 volts —8.4 volts 


0100.010000 —1.1 volts —7.2 volts 
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SERVICE SHEET 5 
SAMPLING PHASE DETECTOR (A4A7) 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A4A7 assembly, a part of the three-assembly High Frequency Loop, is shown 
schematically and described on this service sheet. The other two assemblies, A4A5 
and A4A6, are shown schematically and described on Service Sheets 4 and 6. 


NOTE 


After making repairs in any part of the HF Loop circuits the 
adjustment procedure specified in Section V paragraph 5-28 
should be performed to ensure proper operation of the 
instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Test Oscillator 
Digital Voltmeter 


HIGH FREQUENCY LOOP GENERAL INFORMATION 


The purpose of the HF loop is to provide a precise digitally controlled output 
frequency between 350 and 450 MHz in 10 MHz increments. This output is used 
in the internal extension module and in the plug-in RF Sections to provide the 
desired output signal. 


The sampling phase detector compares the voltage controlled oscillator output to 
a 10 MHz signal from the reference section. The output of the phase detector 
circuit is a beat note or a varying dc level. The phase detector assembly contains a 
pulse generator, a sampler, and a signal processing circuit. 


fj PULSE GENERATOR 


Q1 and Q2 comprise a non-saturating, limiting amplifier. It provides a constant 
amplitude square wave (about 6 volts) derived from the 10 MHz reference signal. 
The circuit is designed to minimize the sensitivity of the output ac swing to power 


supply ripple. 


The output of Q2 is applied to Q3 which converts the signal to a stable current 
waveform. A two-to-one stepdown transformer (T1) is used in conjunction with 
Q3 to provide the additional current required to drive the step-recovery diode 
CR1. 


When Q3 conducts heavily CR1 is reverse biased by the signal which appears 
across the secondary winding of Tl. When Q3 is turned off the collapsing 
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inductive field of the T1 primary winding and the resonant circuit of L5 and C10 
cause a flyback action which drives CR1 into conduction. L4 and C9 also enhance 
the flyback action. 


NOTE 


One of the characteristics of a step-recovery diode, also called 
a charge-storage diode, is that the junction transition capaci- 
tance accumulates a charge while the diode is forward biased. 


When the pulse which forward biased CR1 has ended, CR1 is again reverse biased; 
however, current will flow in the reverse direction until the charge stored in CR1 
is depleted. When the charge stored in CR1 is depleted current flow stops 
abruptly; the sharp current transition causes L6 and L7 to develop large narrow 
voltages spikes of about 6 volts amplitude and one nanosecond in duration. The 
pulse is positive-going at L7 and negative-going at L6. These pulses are coupled 
through C10, C11 and balun T2 to forward bias the diodes in the sampler bridge. 
Balun T2 improves amplitude balance of the pulses. 


TEST PROCEDURE (i 


Test 1-a. Composite waveform SS5-1 illustrates the correct waveforms for the 
three stages of the pulse generator. 


Be sian ee ce SS ao se 10 MHz input 4 volts p-p 
TAS NA Re Q1-c 10 MHz 9 volts p-p 
RFR Se Q2-c 10 MHz 9 volts p-p 


PES Q3-c 10 MHz 5 volts p-p 


Composite Waveform SS5-1 


NOTE 


Since an oscilloscope would load the remainder of the pulse 
generator circuit, and due to the short duration of the gate 
pulse, waveform analysis is not practicable. If the waveforms 
are as shown in SS5-1 and the loop does not phase lock, 
proceed to test procedure - 


Eisawpcer AND SIGNAL PROCESSOR 


The sampler is a matched quad diode gate which is normally reverse biased. When 
the step-recovery diode generates the gate pulse all four of the sampler gate diodes 
are simultaneously forward biased. When the sampler gate diodes are forward 
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biased a sample of the signal from the A4A5 voltage controlled oscillator is taken and stored 
in C13. 


Q4 and Q5 comprise a differential amplifier. The non-inverting input (G2) is derived from 
the sampling circuit. The output is applied to emitter-follower Q6 which provides a low 
impedance phase error output. The output of Q6 is also fed back to the differential 
amplifier inverting input (G1) to close the loop at unity gain. The holding capacitor, C13 is 
connected directly between the two inputs to Q4; this bootstraps C13 to extend the sam- 
pler’s frequency response. 


CR8 and CR9 provide reverse bias voltages for the sampling gate diodes. These bias voltages 
are balanced and centered on the output signal to improve sampler efficiency. 


R18 controls the response of the sampler by varying the amount of back-bias for the bridge; 
it is adjusted for maximum frequency response with minimum peaking. 


R22 controls the quiescent output level to the summing circuit in A4A6; it should be 
adjusted for zero output with the input from the voltage controlled oscillator disconnected. 


If the voltage controlled oscillator output is harmonically related to the reference signal the 
output of the phase detector is proportional to the sine of the difference in phase of the two 
signals. If the voltage controlled oscillator frequency is not harmonically related to the 
reference signal, the output of the phase detector is a beat note at the difference frequency. 


TEST PROCEDURE 


Test 2-a. Disconnect the input to the sampler gate from the A4A5 voltage controlled 
oscillator and substitute a 1 MHz, 10 dBm signal from the test oscillator. Connect the 
oscilloscope to the phase error output (labeled Q on the circuit board). Varying the output 
level of the test oscillator should cause the oscilloscope display to follow the amplitude 
change. 


If the oscilloscope display is not as specified proceed to test 2-b. 
If the display is correct and the display for test 1-b was correct, check the step-recovery 


diode and associated components. 


Test 2-b. With the oscilloscope connected as it was in test 2-a, inject the 1 MHz signal at 
Q4-G2. If the signal is now displayed on the oscilloscope and varies as the output of the test 
oscillator is varied, check the step-recovery diode, the sampler gate diodes and associated 
components. 


If the signal is not displayed check Q4, Q5, Q6 and associated components. 
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Figure 8-24. A4A7 HF Loop Phase Detector Component Locations 
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Figure 8-25. Sampling Phase Detector Schematic 
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SERVICE SHEET 6 
VCO AND AMPLIFIERS (A4A5) 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A4A5 assembly, a part of the three-assembly HF Loop, is shown 
schematically and described on this service sheet. The other two assemblies, A4A6 
and A4A7, are shown schematically and described on Service Sheets 4 and 5. 


NOTE 


After making repairs to any part of the HF Loop circuits the 
adjustment procedures specified in Section V paragraph 5-28 
should be performed to ensure proper operation of the 
instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Digital Voltmeter 
Spectrum Analyzer 
Frequency Counter 


BR HIGH FREQUENCY LOOP GENERAL INFORMATION 


The purpose of the HF Loop is to provide a precise digitally controlled output 
frequency between 350 and 450 MHz in 10 MHz increments. This output is used 
in the Frequency Extension Module and in the plug-in RF Section to provide the 
desired output signal. 


VCO AND AMPLIFIERS 


Transistor A4 and associated components comprise a voltage controlled oscillator. 
The output frequency, when the loop is phase locked, is always a 10 MHz 
harmonic between 350 and 450 MHz. C3 is adjusted to set the high frequency end 
of the band. C1 is part of the loop filter in the control path and also provides an 
ac ground for the varactor at the bias point. 


The oscillator output (about .5 volts rms) is coupled through an isolation 
transformer to two identical three-stage buffer amplifiers. The isolation 
transformer splits the power equally to the two amplifiers and also eliminates 
feedthrough of extraneous signals from one amplifier to the other. The amplifiers 
provide outputs that are about 1 volt rms into 50 ohms. 


Additional isolation from extraneous signals is provided by separate power supply 
inputs to the two amplifiers, extensive decoupling between stages, multiple 
grounding points for individual stages and separation of ground planes for 
individual stages. 


CR2 is a stabistor used for temperature compensation for the voltage controlled 
oscillator. The forward voltage drop of the stabistor changes with the voltage 
controlled oscillator temperature and controls a current source (A4A6Q14) in the 
pretuning assembly. 
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Figure 8-26. A445 HF Loop VCO Component Locations 


Model 8660C 


Model 8660C 


A4 TOP VIEW 


Figure 8-27. A4 Assembly Top View 


A4 BOTTOM VIEW 


Figure 8-28. A4 Assembly Bottom View 
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Figure 8-29. VCO and Amplifiers Schematic 
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SERVICE SHEET 7 
N1 PHASE DETECTOR ASSEMBLY A16 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit board or 
assembly as a result of performing the tests specified in the troubleshooting trees. 


The A16 assembly, a part of the two-assembly N1 phase lock loop is shown schematically 
and described on this service sheet. The N1 Oscillator assembly, A17, is shown schematically 
and described on Service Sheet 8. 

When trouble has been isolated to the A16 assembly it should be removed and reinstalled 
using two extender boards. This will provide easy access to test points and components. 


NOTE 


After making repairs in any part of the N1 loop circuits the adjustment 
-edures specified in Section V paragraph 5-29 should be performed 
9 ensure proper operation of the instrument. 


TEST EQUIPMENT REQUIRED (see Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 
Frequency Counter 


N1 LOOP GENERAL INFORMATION 


The purpose of the N1 loop is to generate digitally controlled RF signals in the range of 19.8 
to 29.7 MHz in selectable 100 kHz increments. The voltage controlled oscillator is phase 
locked to a 400 kHz reference which is derived from the master oscillator in the reference 
section. The RF output from the N1 loop is applied to Summing Loop 1. 


fi PROGRAMMABLE DIVIDER CIRCUIT 


The integrated circuits in the A16 assembly, except for U1, are all used to count down the 
input from the N1 voltage controlled oscillator. When there is no BCD input (all inputs low) 
and the loop is locked, the input from the voltage controlled oscillator will be 29.7 MHz; 
the programmable divider will divide by 297 and provide a 100 kHz output at TP3. U5 and 
U6 are preset by CF digits 6 and 7 and programmed to vary between start counts of 00 to 
99. Operation of the circuit is as follows: 


Assume that initially there are no BCD input to decade dividers U5 and U6 and they have 
been preset to zero. Assume also that U2A pin 6 (Q) and U2B pin 8 (Q) are both low. U4 
pin 6 (Q), U3A pin 6 (Q) and USB pin 8 (Q) are all high. 


AND gate U7A functions as a Schmitt trigger to change the incoming positive half cycles of 
the sine wave from the voltage controlled oscillator to positive-going pulses. These pulses 
clock U5 when AND gate U7B is enabled. U5 pin 12 provides a divided-by-ten output to 
clock U6 and also provides A and B (BCD 1 and 2) outputs. The A and B outputs of U5 
have no effect on U4 until AND gate U7C pin 8 goes high (AND gate U7C will be discussed 
later in this text) 


U6 pin 12 provides a divided-by-one hundred output to clock U2A and also provides A and 
D (BCD 1 and 8) outputs to AND gate U7C. The A and D outputs have no effect on AND 
gate U7C until after U2B pin 8 (Q) goes high at the count of 200. 


The D output of U6 (pin 12) goes high on the count of 8 (80 input pulses to U5). This 
output has no effect on U2A because U2A is clocked on negative-going pulses only. 


The D output of U6 (pin 12) goes low at the count of 10 (100 input pulses to U5) and 
clocks U2A. This causes U2A pin 6 (Q) to go high. When the D output of U6 (pin 12) again 
goes low at the count of 10 (200 input pulses to U5), U2A is again clocked and the Q 
output goes low to clock U2B. When U2B pin 8 (Q) goes high it provides a high input to 
AND gate U7C pin 11. 
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Ninety input cycles after U2B pin 8 (Q) goes high (290 input cycles), 
U6 A and D outputs (BCD 1 and 8) go high and enable AND gate 
U7C and provide a high to J input 3 of U4, U4 still cannot be 
clocked because U4 J pins 4 and 5 are still low. 


Three input cycles after U4 pin 3 goes high (293 input cycles), the A 
and B outputs of U5 (BCD 1 and 2) go high and enable the J input to 
J-K flip-flop U4. 


The 294th input cycle will clock U4 at pin 12 because all J and K 
inputs are high. When clocked, U4 Q goes low and AND gate U7B is 
no longer enabled; the count, as far as U5, U6 and U2 are concerned, 
is ended. When U4 Q goes low it also sets U3A and U3B; the Q 
outputs go low and the Q outputs go high. When USA pin 6 (Q) goes 
low it is used to preset U5 and U6 to the start count programmed by 
CF digits 6 and 7 or by remote control; U2A and U2B Q outputs are 
set low. When U5, U6, U2A and U2B are preset the J input to U4 is 
no longer enabled since the count is no longer at the ‘sense’ count of 
293. 


When U8B pin 9 (Q) goes high the leading edge is used to generate 
the sampling pulse. The first pulse to the sampling phase detector is 
initiated by the 294th input cycle. Since three more cycles are 
required to restart the count cycle, following sampler pulses are 297 
cycles apart. 


The 295th input cycle will clock U4 and since U4 K is high, U4 Q 
will go high. This Q high is applied to the K input of U3A (pin 2) and 
to pin 4 of AND gate U7B. AND gate U7B will not be enabled 
because U3B pin 8 (Q) is holding AND gate U7B pin 5 low. 


The 296th input cycle will clock U3A because the K input is now 
high. U3A pin 6 (Q) will go high. This high Q output is applied to 
AND gate U7B pin 5 and the next count cycle is enabled through 
AND gate U7B. 


When there is a preset input programmed into U5 and U6 pins 3, 4, 
10 and 11 the terminal count is still 297. However, the count starts 
at the number programmed into the BCD inputs. As an example, if 
the BCD input into U5 and U6 is 99, the first cycle would cause the 
same digital circuit changes that the 100th cycle caused in the 
discussion above (U2A would be clocked). The frequency division 
would be 297 - 99, equal to division by 198. The phase lock loop 
operation would result in an input frequency to the programmable 
divider of 19.8 MHz. When divided by 198, the divider output at TP3 
would again be 100 kHz. 


The output from U3B at TP3 is always 100 kHz when the voltage 
controlled oscillator is phase locked to the reference signal. 


Q6 and CR1 provide Vcc to U3 to minimize the effect of power 
supply ac ripple and line variations. 


TEST PROCEDURE §@ 


Composite waveform SS7-1 illustrates the proper timing relationship 
between the 400 kHz reference input, the pulse output from the 
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pulse generator and the sampling point on the 400 kHz reference 
signal when the loop is phase locked. 


oe ; é 400 kz input 4 vats 
ee ne 
TP4 100 kHz pulses 7 volts 


Juntion C20, R24 &T1 
400 kHz with sampling pulses 


Composite Waveform SS7-1 


NOTE 


In the following tests the CF is set to 0 unless 
otherwise noted. 


Test 1-a. Use the frequency counter to check for 400.000 kHz at 
TP5. 


If the 400.000 kHz signal is displayed on the counter, verify that the 
sine wave at TP5 is as shown in trace 2 of composite waveform 
SS7-1. If the signal is as shown proceed to test 1-b. 


If the 400 kHz signal cannot be counted or does not appear as shown 
on the composite waveform for TP5, check the reference input at 
XA16-1-2. The reference input signal should be about 4 volts 
peak-to-peak and 400 kHz as shown in trace 1 of composite 
waveform SS7-1. If the correct waveform is observed, but was not 
observed at TP5, check Q1, Q2 and associated components. If the 
correct waveform is not present, check the cabling to the reference 
loop and, if necessary, the reference loop (See Service Sheet 3). 


If trouble is found and corrected, perform the adjustment procedures 
specified in paragraph 5-16 to verify proper operation of the loop. 


Test 1-b. Connect one oscilloscope channel and the counter to TP4 
and the other oscilloscope channel to the junction of C20, R24 and 
T1. If the loop is locked the waveforms will be as shown in traces 3 
and 4 of composite waveform SS7-1 and the counter will display 
100.000 kHz. 


Note that the waveform shown by trace 3 of the composite 
waveform may appear as shown even if the counter does not indicate 
100.000 kHz. This is because the frequency sensitivity of the 
oscilloscope is not as exacting as the frequency sensitivity of the 
counter. 


If the programmable divider and the pulse shaper are working 
properly but the loop is not locked, trace 4 as shown in composite 
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waveform SS7-1 may still show the pulses, but the signal between the 
pulses will be erratic. 


Test 1-c. If the pulses are not present at TP4 or the junction of C20, 
R24 and T1 and the counter counts randomly or not at all, connect 
the oscilloscope to TP3. The oscilloscope should display a waveform 
similar to that shown in trace 3 of the composite waveform SS7-1 at 
about half the amplitude. 


If the pulses are not present at TP3 proceed to test 1-d. 


If the pulses are present at TP3 but were not present at TP4, check 
Q4, Q5 and associated components. After repairs are made recheck 
test procedure 1-b. 


If the pulses are now present at TP4 and the junction of C20, R24 
and T1, but the four-cycle sine wave is not present as shown in trace 
4 of composite waveform SS7-1, rotate R38 through its range to see 
if the proper waveform can be obtained. If the frequency displayed 
on the counter does change as R38 is rotated but phase lock cannot 
be achieved, check Q8, the sampling diodes and associated 
components. 


Test 1-d. If the pulse is not present at TP3 in test 1-c connect the 
oscilloscope to AND gate U7B pin 6. The waveform should be as 
shown in the top trace of composite waveform SS7-2. If the correct 
signal is observed proceed to test 1-e. 


If the correct signal is not observed connect the oscilloscope to TP1. 
The waveform should be as shown in the center trace of composite 
waveform SS7-2. If the signal is present, but was not present at AND 
gate U7B pin 6, use the digital voltmeter to check the voltage at pins 
4 and 5 of AND gate U7B. The digital voltmeter should indicate 
about 4 volts. If the voltages are present AND gate U7B is defective. 


TP1 approx 4.5 volts 


XA16-2-15 approx 1.5 volts 


Composite Waveform SS7-2 


If the voltages are not present at AND gate U7B pins 4 and 5, ground 
pin 2 of U4. If the signal now appears at AND gate U7B pin 6, U3 
and U7B are functioning properly. The trouble is probably in the 
gating circuit to U4. Proceed to test 1-e. 


If the signal is not present at TP1, use the oscilloscope to check the 
input from the voltage controlled oscillator at XA16-2-15. The signal 
should be as shown in the lower trace in composite waveform SS7-2. 
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If the signal is present AND gate U7A is probably defective. If the 
signal is not present, the A17 assembly or interconnections are 
defective. 


Test 1-e. It is assumed in this test that the signal from the N1 voltage 
controlled oscillator is present at U5 pin 8. Composite waveform 
SS7-3 illustrates the correct waveforms at the points shown. All 
signals are about 4.5 volts. 


Composite Waveform SS7-3 


If none of the waveforms are present, U5 is probably defective. 
Note that the reset pulse in trace 5 is in time coincidence with the 


‘missing’ pulse in trace 1 and that the reset pulse resets traces 2 and 


Test 1-f. Composite waveform SS7-4 illustrates the correct 
waveforms at the points shown. All signals are about 4.5 volts in 
amplitude. Sync the oscilloscope to TP3 for this test. 


U4 pin3 


A U4 pin 4 


U4 pin 5 


U4 pin 8 


Composite Waveform SS7-4 


Note that U4 pin 8 goes high only when all of the J inputs (U4 pins 
8, 4 and 5) are high. 


If the waveforms for traces 2 and/or 3 are not present, U5 is 
probably defective. 


If the waveforms for traces 1, 4 and 5 are not present, proceed to 
test 1-g. 


Test 1-g. Composite waveform SS7-5 illustrates the correct 
waveforms at the points shown. All signals are about 4.5 volts in 
amplitude. Sync the oscilloscope to TP3 for this test. 
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U7 pin 10 


U7 pin 11 


U7 pin8 


Composite Waveform SS7-5 


If the inputs to AND gate U7C are not as shown, U6 or U2 may be defective. 
If the inputs are as shown but there is no output at AND gate U7C pin 8, U7 is defective. 


PULSE AMPLIFIER 


The positive-going output from U8B pin 9 is used to generate the pulse required to open the sampler gate. 
Common base amplifier Q5 and emitter follower Q4 amplifies and couples the pulse to T1. CR2 and CR3 
are used to minimize flyback action. CR3 also bypasses the negative-going pulse around the transformer 
primary to ensure that only the positive-going pulse is coupled to the transformer secondary. 


A 400 kHz signal from the reference loop is applied to the secondary center tap of T1. L5 and C8 (along 
with C7 in the reference loop A4A1 assembly) comprise a low pass filter with a cut off frequency of about 
500 MHz. The TTL input from the reference loop is reshaped into a sine wave by the low pass filter. L6 and 
C13 comprise a tuned circuit which bypasses unwanted signals and further filters the sine wave. 


Sampler diodes CR4 and CR5 are normally reverse biased. When the sampling pulse appears across the 
secondary of T1 it is coupled through C20 and C21 to forward bias CR4 and CR5. Since the gate pulses are 
equal in amplitude but opposite in polarity, they will cancel at TP6. 


While CR4 and CR5 are forward biased the sampling gate is open and the 400 kHz reference signal is 
sampled. 


This type of sampling phase detector may be phase locked at virtually any point on the sine wave curve. 
Ideally, the zero crossover point of the sine wave should be used to improve the lock and hold-in capability 
of the loop. 


If the divided down output of the voltage controlled oscillator in the A17 assembly (100 kHz pulses) is not 
phase locked to the 400 kHz reference signal an ac signal is developed at TP6. The polarity of the signal at 
any given time depends on the polarity of the 400 kHz reference signal at the time the last sample was 
taken. The amplitude of the signal at any given time depends on what portion of the sine wave the last 
sample was taken from. Each time CR4 and CR5 are forward biased the signal derived from the 400 kHz 
a signal at Tl terminals 4 and 6 are coupled through the sampling gate to control the charge on 


When the sampling gate pulse ends, CR4 and CR5 are again reverse biased and the sampling gate is closed. 
Since Q3 isa high impedance device, the charge will remain on C22 until the next sampling pulse. The error 
signal from Q3 is applied to the summing amplifier in the A17 assembly through operational amplifier U1. 


Test point 8 may be grounded to open the phase lock loop. Since the emitter of A17Q4 in the A17 


assembly is also almost exactly at de ground level, grounding this test point will not affect the pretuning 
circuit. With the loop open both the pretuning and the error signal may be checked. 
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TEST PROCEDURE 


Test 2-a. Connect the oscilloscope to TP6. If the 400 kHz signal is present one of the sampling gate diodes 
©R4 or CR5) is probably shorted. If the gate pulses are present one of the sampling gate diodes is probably 
1 (negative-going pulses CR5, positive-going pulses, CR4). Proceed to test 2-b. 


Test 2-b. With the oscilloscope connected to TP6, ground TP8. The signal displayed should be similar to 
shown in waveform SS7-6, at about 3 volts. The frequency of the signal will be determined by the 
difference detected by the sampling gate (typically 200 to 400 Hz). 


f the signal is present at U1 pin 6 the error amplifier and the sampling circuits are functioning properly. 


e as that shown for TP6 except that the sampling points will not be as obvious. 
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Figure 8-31. N1 Phase Detector Schematic 
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Figure 8-30. A16 N1 Phase Detector Component Locations 
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N1 PRETUNING AND OSCILLATOR ASSEMBLY A17 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A17 assembly, a part of the two-assembly N1 phase lock loop is shown 
schematically and described on this service sheet. The N1 Phase Detector 
Assembly, A16, is shown schematically and described on Service Sheet 7. 


When trouble has been isolated to the Al7 assembly it should be removed and 
reinstalled using two extender boards. This will provide easy access to test points 
and components. 


NOTE 


After making repairs in any part of the N1 loop circuits the 
adjustment procedures specified in Section V paragraph 5-29 
should be performed to ensure proper operation of the 
instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Digital Voltmeter 
Frequency Counter 
Oscilloscope (with 10:1 divider probes) 


N1 LOOP GENERAL INFORMATION 


The purpose of the N1 loop is to generate digitally controlled RF signals in the 
range of 19.8 to 29.7 MHz in selectable 100 kHz increments. The voltage 
controlled oscillator is phase locked to a 400 kHz reference which is derived from 
the master oscillator in the reference section. The RF output from the N1 loop is 
applied to Summing Loop 1. 


VOLTAGE CONTROLLED OSCILLATOR 


Q3, Q5 and associated components comprise a voltage controlled oscillator. Two 
varactors (CR6 and CR7) are used in parallel to provide a high Q as well as the 
wide capacitance range required. 


FET Q5 acts as a source follower in the feedback circuit; it provides high 
impedance at the gate and a low impedance at the source. The gain of the FET is 
held at less than unity to minimize the Miller effect which might reflect 
capacitance back into the oscillator tank circuit. 


Q1 amplifies the signal from the FET and applies it to two separate amplifiers. 
Q10 and Q15 provide the output to drive the SL1 mixer and Q8 drives the 
programmable divider in the A16 assembly. 
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TEST PROCEDURE 


Test 1-a. Connect the frequency counter to XA17-1-2 and set CF as shown in 
table 8-4. The counter readout should be as shown in the table. (Make allowances 
for counter accuracy). 


If the counter does not display a frequency at, or close to, that specified, connect 
the oscilloscope to TP3. The oscilloscope should display a sine wave at about .3 
volts peak-to-peak. If the sine wave is present at TP3 but there is no signal at 
XA17-1-2, check Q10, Q15 and associated components. 


If there is no signal at TP3 check the bias level at TP2. The bias level should be 
about as shown in Table 8-4 for the front panel frequency setting. If the bias level 
is within the range of approximately —3.4 to —30 volts, and there is no signal at 
TP3 check Q1, Q3, Q5 and associated components. If the bias voltage is not 
within the range shown, proceed to 2-b. 


If the counter displays the correct readout for some, but not all, of the front 
panel settings, proceed to 2-a. 


PRETUNING CIRCUIT 


The frequency of the voltage controlled oscillator is roughly preset by the digital 
to analog converter (U1, U2, Q11 through Q14 and Q16 through Q19). The 
digital to analog converter cannot, by itself, set the oscillator frequency precisely; 
it does set the frequency within the capture range of the phase lock loop, The 
inputs to U1 and U2 are BCD bits coded 8, 4, 2 and 1. When any of the BCD 
inputs are high they cause the output of the NAND gate to which they are 
connected to go low; the transistor connected to the NAND gate output is 
switched on. 


When all of the BCD inputs are low Q9 is biased to provide approximately —25 
volts at TP1 (Q7-e). With this dc level at TP1 the oscillator is roughly preset to 
29.7 MHz. 


When any one or more of the BCD inputs go high the transistor associated with it 
saturates and the current through Q9 is reduced. The reduction in current flow 
through Q9 changes the bias on Q7 and causes the voltage at TP1 to go less 
negative (closer to de ground level). Finally, when the BCD input is 99, the 
voltage at TP1 is approximately —5.2 volts and the oscillator frequency is roughly 
preset to 19.8 MHz. 


Q4 is a summing amplifier which combines the output of the digital to analog 
converter and the signal from the N1 phase detector. The summing point (Q4-e) 
sums the current from three sources; a current source from the +20 volts supply 
through R31, R32 and R33, a negative source from the digital to analog converter 
(TP1) and the error signal from the N1 phase detector. The voltage at the 
summing point is always zero volts. 


When TP1 is at approximately —25 volts (all inputs low), most of the current 
from the +20 volts source flows through Q7; very little current flows through Q4. 
Under these conditions the voltage at Q4-c is about —30 volts. As the voltage at 
TP1 decreases (gets closer to de ground level), less current flows through Q7, 
more current flows through Q4, and the Q4 collector voltage goes less negative. 
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CR3 through CR5, CR8 through CR15 and associated resistors are used to shape 
the voltage applied to the voltage controlled oscillator so that the frequency will 
be linear with the applied voltage. When all BCD inputs are low, Q4-c is at about 
—30 volts, the junction of R43 R48 is about —27.5 volts and all of the diodes in 
the resistive network are reverse biased. As the voltage at TP1 decreases (gets 
closer to —5.2 volts), current through Q4 increases and the Q4 collector voltage 
goes less negative. As the Q4 collector voltage decreases first CR3, then CR4 etc. 
are forward biased. As the diodes are forward biased resistors are added in parallel 
with R38 and R39 to shape the rate at which the voltage decreases at Q4-c. 


Q2 and Q5 are emitter followers which couple the output of Q4 to the varactors. 
Q2 provides a high impedance for the output of the summing amplifier collector. 
R46, L7 and C14 comprise a 400 kHz trap to attenuate (15 to 20 dB) any 400 
kHz ripple which may be present from the reference signal used in the phase 
detector. R51, L8, C20 and C21 comprise a low pass filter with a cutoff 
frequency of about 200 kHz. 


TEST PROCEDURE 


Table 8-45 represents typical voltage levels for test points 1 and 2 and exact 
frequencies at XA17-1-2 for given settings of CF digits six and seven when the 
loop is locked. 


NOTE 


While the voltages shown for TP2 are typical (they will vary 
from instrument to instrument due to differences in varactor 
characteristics), they are representative of normal ratio of TP2 
to TP1 voltages. 


Test 2-a. With the digital voltmeter connected to TP1 select CF’s shown in Table 
8-45. The voltage level should approximately follow those shown in Table 8-45. 


If the voltage at TP1 does not vary at all, first verify the presence of input digital 
information to the NAND gates, then check Q7, Q9 and associated components. 


If the voltage at TP1 does not vary as shown, or some CF (or CF’s) do not 
produce a change, first verify the presence of the input to the NAND 
gate/transistor combination affected, then check the NAND gate and the 
transistor. 


If the voltages at TP1 are approximately as shown in Table 8-45 proceed to Test 
2-b. 


Test 2-b. Connect the digital voltmeter to TP2 and the counter to XA17-1-2. If 
the voltage at TP2 does not change about as shown in Table 8-45 for specified 
CF’s, or does not change at all, check Q2, Q4, Q6 and associated components. 


If the voltage at TP2 varies approximately as shown in Table 8-45, but the 
frequency at XA17-12 does not step (or there is no RF output), refer to Test 
Procedure 1 and check the oscillator circuits. 
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If the voltage at TP2 varies approximately as shown in Table 8-45 and the 
frequency readout of the counter approximately follows the table (+ 20-30 kHz) 
check Q8 and associated components. 


Table 8-45. N1 Oscillator Test Point Measurements 


0006.000000 


0007.000000 


0008.000000 


0009.000000 
0009.900000 


8-106 


23700.000 


22700.000 


21700.000 


Center Frequency Voltage at Voltage at 
Frequency MHz At TP3 kHz TP1 TP2 
0000.100000 29600.000 —25.2v —29.2v 
0000.100000 29600.000 —25.0v —28.7v 
0000.200000 29500.000 —24.8v —28.2v 
0000.300000 29400.000 —24.6v =21V 
0000.400000 29300.000 —24.4v —2i.1y 
0000.500000 29200.000 —24.2v —26.6v 
0000.600000 29100.000 —24.0v —26.2v 
0000.700000 29000.000 —23.8v —25.7v 
0000.800000 28900.000 —23.6v —25.2v 
0000.900000 28800.000 —23.4v —24.7v 
0001.000000 28700.000 —23.2v —24.3v 
0002.000000 27700.000 21 2, —20.2v 
0003,000000 26700.000 —19.2v —16.6v 
0004,000000 25700.000 LT .2v —13.6v 
0005.000000 24700.000 —15.2v —11.9v 


—13.2v 
=11.2v 
9 2v 


—8.9v 


=T AN. 


—5.6v 


20700.000 


19800.000 


UGLY 


—5.3v 


—4.3v 


—3.4v 
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N2 PHASE DETECTOR ASSEMBLY A14 
Normally 


assembly as 


The 


s of malfunctions in the Model 8660C will be isolated to a circuit board or 
esult of performing the tests specified in the troubleshooting trees. 


a part of the two-assembly N2 phase lock loop is shown schematically 
s Service Sheet. The N2 Oscillator assembly, A13, is shown schematically 


2S e Sheet 10 
e has been isolated to the Al4 assembly it should be removed and reinstalled 
g xte s. This will provide easy access to test points and components. 
NOTE 
4 z pairs in any part of the N2 loop circuits the adjustment 


graph 5-30 should be performed 


1 Section V para 


ensure proper operation of the instrument 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


th 10:1 divider probes) 


t quency Counter 
N2 LOOP GENERAL INFORMATION 
Th rpose of the N2 loo; ligitally controlled RF signals in the range of 
e 10 z increments. The voltage controlled oscillator is 
rence which is derived from the master oscillator in the re- 


from the N2 loop is applied to Summing Loop 2. 


S to gen 


i PROGRAMMABLE DIVIDER CIRCUIT 


the Al4 assembly are used to count down the input from 


d oscillator. 


t to U5, U6 and U7 (all inputs low) the input from the oscillator 
rogrammable divider will divide by 2979 to provide a 10 kHz 
y be preset by CF digits 3, 4 and 5 and programmed to vary 
2979. Operation of the circuit is as follows: 


Assume that initially there are no BCD inputs to U5, U6 and U7 (divide-by-ten decades) and 
they have all been preset to zero. 


e start of every count cycle, regardless of the BCD input, U1A pin 6 (Q) and U1B pin 8 
both low; I n 6 (Q), U4A pin 6 (Q) and U4B pin 8 (Q) are all high. 


> U8C functions as a Schmitt trigger and provides pulses derived from the N2 
illator output to clock U7 when AND gate U2B is enabled. U7 
tput to clock U6 and also provides A and C (binary 1 and 4) 
-flop U3. The A and C outputs have no effect on U3 until the 


U6 provides a divide-by-ten output to clock U5 and also provides A, B and C (binary 1,2 
and 4) outputs to AND gates U2A and U2C. The A, B and C outputs have no effect on the 
circuit until the count down of 2970 is reached. 


U5 provides a divide-by-ten output to clock U1A and also provides A and D outputs to 
NAND gate U8A. The A and D (binary 1 and 8) outputs have no effect on the circuit until 
the count down has reached 2900. 

The D output of U5 (pin 12) goes low on the 1000th pulse input to U7 pin 8 and clocks 
U1A. One thousand input cycles later U1A is again clocked and the negative-going Q output 
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of U1A (pin 6) clocks U1B. When U1B Q goes high it provides a high 
to AND gate U2A. The count down has reached 2000. 


When the count down reaches 2900,U5 A and D outputs are high. 
NAND gate U8A pin 3 goes low and NAND gate U8B pin 6 goes 
high. 


When the count down reaches 2970, U6 A, B and C outputs are high. 
The B and C outputs are applied to AND gate U2C pins 10 and 11, 
and since U2C pin 9 has been high sirice the count of 2900, U2C pin 
8 goes high. The U6A output is applied to AND gate U2A, and since 
the other two inputs to U2A are high, U2A pin 12 goes high and is 
applied to U3 J input pin 3. 


When the count down reaches 2975, U7 A and C high outputs are 
applied to U3 J input pins 4 and 5. Since U3 J pin 3 is now held 
high, the next input pulse from U8C will clock U3. Count 
coincidence at 2975 cycles has been achieved. 


When the count down reaches 2976, U3 is clocked and the U3 Q 
output goes low. When U3 Q goes low, AND gate U2B is no longer 
enabled; the count, as far as U7, U6, U5 and U1 are concerned is 
ended. When U3 Q goes low it also sets U4A and U4B; the Q outputs 
go low and the Q outputs go high. When the Q output of U4B goes 
low it presets U7, U6, U5 and Ul. When U7, U6, U5 and U1 are 
preset the J inputs to U3 are inhibited since the count is no longer at 
the coincident count of 2975. 


When the U4B Q output goes high the leading edge of the pulse is 
used to generate the sampler pulse. The first pulse to the sampling 
phase detector is initiated by the 2976th input cycle. Since three 
more cycles are required to restart the count cycle, following sampler 
pulses will be 2979 cycles apart. 


When the count down reaches 2977, U3 is again clocked and since 
the K input is high and the J input is low, Q will go high. This Q high 
is applied to the K input of U4A and to pin 4 of AND gate U2B. 
U2B will not be enabled because U4B Q is holding AND gate U2B 
pin 5 low. 


When the count down reaches 2978 U4A is clocked because the K 
input is high. U4A Q goes high and is applied to the K input of U4B. 


On the 2979th input cycle, U4B is clocked and theQ output goes 
high. When U4B Q goes high the preset pulse is ended and AND gate 
U2B is enabled. The next input cycle will initiate the count cycle. 


When there is a preset input programmed into U7, U6 and U5, the 
terminal count is still 2979. However, the count down starts at the 
number programmed into the BCD inputs.-As an example, if the 
binary input to U7, U6 and U5 is 999, the first input cycle would 
cause the same digital circuit changes that the 1000th input cycle 
caused in the discussion above (U1A would be clocked for the first 
time). The frequency division would be 2979 minus 999, equal to 
division by 1980. The phase lock loop operation would result in an 
input frequency to the programmable divider of 19.80 MHz. When 
the 19.80 MHz is divided by 1980 the divider output would again be 
10 kHz. 


The output from U4B is always 10 kHz when the oscillator is phase 
locked. 
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Composite Waveform SS9-1 illustrates the proper timing relationship 
between the 100 kHz reference input, the pulse output from the 
pulse generator and the sampling point on the 100 kHz reference 
signal when the loop is phase locked. 


NOTE 


Center frequency is initially set to zero. 


Test 1-a. Use the counter and the oscilloscope to check for a 100.000 
kHz sine wave at approximately 5 volts p/p at TP5. The display should 
be similar to that shown in the second trace from the top in composite 
waveform SS9-1. 


If the correct signal is present, proceed to test 1-b. 


If the counter readout is 100.000 kHz but the sine wave is distorted, 
check Q1, Q2 and associated components. 


If the signal is not present, connect the counter and the oscilloscope 
to XA14-1-2. The counter readout should be 100.000 kHz and the 
oscilloscope display should be similar to that shown in the top trace 
of composite waveform SS9-1. 


If the correct signal is observed but was not observed at TP5, check 
Q1, Q2 and associated components. 


If the signal is not present at XA14-1-2 check interconnections to the 
reference loop and, if necessary, the reference loop. 


XA14-1-2 about 4 Vp-p 
TPS5 about 2.75V p-p 
TP4 about 7 Vp-p 
€20-R19 Junction 


about 10V peak of pulse 
to bottom of sine wave 


WWW) 


Composite Waveform SS9-1 


Test 1-b. Connect the oscilloscope and the counter to TP4. The 
counter readout should be 10.000 kHz and the oscilloscope should 
display positive-going pulses as shown in composite waveform SS9-1 
at about 7 volts amplitude. 
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If the signal is not present proceed to test 1-c. If the signal is present, 
connect the oscilloscope to the junction of R19 and C21. The 
oscilloscope display should be similar to that shown in the lower 
trace of composite waveform SS9-1. 


If the programmable divider and the pulse generator are working 
properly but the loop is not phase locked, the oscilloscope may still 
show the signals, but the relationship between the pulses and the sine 
wave will not be the same as shown in composite waveform SS9-1. If 
the voltage controlled oscillator and the summing circuits in the A13 
assembly are known to be functioning properly proceed to test 
procedure ff . 


Test 1-c. If the pulses are not present at TP5, and the counter counts 
randomly or not at all, connect the oscilloscope to TP3. The 
oscilloscope should display pulses at approximately 10 kHz and 
about 3.5 v p/p. 


If the pulses are present at TP3, but were not present at TP4, check 
Q6, Q7 and associated components. 


If the pulses are not present at TP3 proceed to test 1-d. 


Test 1-d. If the pulse is not present at TP3 connect the oscilloscope 
to U2B pin 6. The waveform should be similar to that shown in the 
top trace of composite waveform SS9-2. If the signal is as shown 
proceed to test 1-e. 


If there is no signal present at AND gate U2B pin 6 connect the 
oscilloscope to TP1. The waveform should be similar to that shown 
in the center trace of composite waveform SS9-2. If the signal is now 
present, use the digital voltmeter to check the voltage at AND gate 
U2B pins 4 and 5. The digital voltmeter should indicate about +3.7 
volts; if it does, U2B is defective. 


If the voltages are not present at AND gate U2B pins 4 and 5, ground 
U3B pin 2. If the voltages now appear at AND gate U2B pins 4 and 5 
and the signal appears at U2B pin 6, U2B is functioning properly; the 
trouble is probably in the gating circuits to U3. 


If the voltage is present at AND gate U2B pin 4 with U3 pin 2 
grounded, but is not present at U2B pin 5, U4 is probably defective. 


If the voltages are not present at AND gate U2B pins 4 or 5 with U3 
pin 2 grounded, U3 is probably defective. 


If the signal is not present at TP1, use the oscilloscope to check the 
voltage controlled oscillator input at XA14-2-15. The display should 
be similar to the lower trace in composite waveform SS9-2. If the 
signal is present NAND gate U8C is probably defective. If the signal 
is not present check interconnections to the A13 assembly and, if 
necessary, the A13 assembly. 
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TP1 about 3.2V p-p 


U2 pin 6 about 4V p-p 


XA14-2-15 about 1 Vp-p 


Composite Waveform SS9-2 


Test 1-e. It is assumed in this test that the signal input is present at 
U7 pin 8 only because U3 pin 2 is grounded. Composite waveforms 
SS9-3 through SS9-7 illustrate the correct waveforms for the 
integrated circuits in the programmable divider loop. All waveforms 
are about 4.5 volts in amplitude. Follow the numerical sequence of 
the waveforms; when an IC output is missing the trouble is found. 
Replace the defective component, remove the ground from U3 pin 2, 
and repeat test 1-b. 


Composite waveform SS9-8 illustrates the proper waveforms for U3 
under normal operating conditions. 


NOTE 


Composite waveforms SS9-7 and SS9-8 waveform 
pictures were taken with the oscilloscope being 
triggered from TP3 and the oscilloscope sweep 
magnified X10. 


TP1 


U7 pind 


U7 pin2 


U7 pin 12 


Composite Waveform SS9-3 
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U6 pin 12 


Composite Waveform SS9-4 


U5 pin 8 
U5 pin 5 
U5 pin 12 


U1 pin6 


U1 pin’ 


Composite Waveform SS9-5 


U8 pin 2 
U8 pin 1 
U8 pin 6 
U2 pin 10 
U2 pin 11 


U2 pins 


Composite Waveform SS9-6 
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Figure 8-34. A14 N2 Phase Detector Component Locations 
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Figure 8-35. N2 Phase Detector Schematic 
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Composite Waveform SS9-7 


U3 pin 3 
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Composite Waveform SS9-8 


U3 pin 5 


U3 pin 8 


SAMPLING PHASE DETECTOR 


The positive-going output from U4B pin 9 is used to generate the pulse required 
to open the sampler gate. Common base amplifier Q6 and emitter follower Q7 
amplifies and couples the pulse to T1. CR1 and CR2 are used to minimize 
transformer flyback action. CR2 also bypasses the negative-going pulse around the 
transformer primary to ensure that only the positive-going pulse is coupled to the 
transformer secondary. 


A 100 kHz signal from the reference loop is applied to the secondary center tap 
of T1. L7 and C9 (along with C3 in the reference loop A4A1 assembly) comprise 
a low pass filter; it has an impedance of about 450 ohms and a cutoff frequency 
of about 150 kHz. The TTL input from the reference loop is reshaped into a sine 
wave by the low pass filter. L8 and C14 comprise a tuned circuit which bypasses 
unwanted high frequency signals and further filters the sine wave. 


Sampler diodes CR3 and CR4 are normally reverse biased. When the sampling 
pulse appears across the secondary of T1 it is coupled through C20 and C21 to 
forward bias CR3 and CR4. Since the gate pulses are equal in amplitude but 
opposite in polarity, they will cancel at TP6. 


While CR3 and CR4 are forward biased the sampling gate is open and the 100 kHz 
reference signal is sampled. 
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This type of sampling phase detector may be phase locked at virtually any point on the sine wave curve. 
Ideally, the zero volt crossover point of the sine wave should be used to improve the lock and hold in 
capability of the loop. 


If the divided down output of the voltage controlled oscillator in the A13 assembly (10 kHz pulses) is not 
phase locked to the 100 kHz reference signal an ac signal is developed at TP6. The polarity of the signal at 
any given time depends on the polarity of the 100 kHz sine wave at the time the last sample was taken. The 
amplitude of the signal at any given time depends on what portion of the sine wave the last sample was 
taken from. Each time CR3 and CR4 are forward biased the signal derived from the 100 kHz reference 
signal at T1 terminals 4 and 6 are coupled through the sampling gate to control the charge on C22. 


When the sampling gate pulse ends, CR3 and CR4 are again reverse biased and the sampling gate is closed. 
Since Q4 is a high input impedance device, the charge will remain in C22 until the next sampling pulse. The 
error signal from Q4 is applied to the summing amplifier in the A13 assembly through emitter followers Q3 
and Q5. 


Test Point 8 may be grounded to open the phase lock loop. Since the emitter of A13Q12 in the A13 
assembly is also exactly at de ground level, grounding this test point will not affect the pretuning circuit. 
With the loop open both the pretuning and the error signal may be checked. 


TEST PROCEDURE 


Test 2-a. Connect the oscilloscope to TP6. If the 100 kHz reference signal is present one of the sampling 
gate diodes (CR3 or CR4) is probably shorted. If the gate pulses are present one of the sampling gate diodes 
is probably open (Negative-going pulses CR4 - positive going pulses CR3). Proceed to test 2-b. 


Test 2-b. With the oscilloscope connected to TP6, ground TP8. The signal displayed should be similar to 
that shown in Composite Waveform SS9-9, at about 4 volts. The frequency of the signal will be determined 
by the frequency difference detected by the sampling gate (typically 200 to 400 Hz). 


If the signal is present at TP6, connect the oscilloscope to Q5-e. The sine wave should be about the same as 
that shown for TP6 except that the sampling points will not be as obvious. 


If the signal is present at Q5-e the error amplifier and the sampling circuits are functioning properly. 


If the signal is not present at Q5-e and was present at TP6, check Q3, Q4, Q5 and associated components. 
After repairs are made repeat the test and remove the ground from TP8. 


NOTE 


Operation of the circuit shown on Service Sheet 9-a is essentially the same as that shown 
on Service Sheet 9, Reference designations differ. The count down is always 3000. 


Waveform SS9-9 
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N2 OSCILLATOR ASSEMBLY A13 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A13 assembly, a part of the two-assembly N2 phase lock loop is shown 
schematically and described on this service sheet. The N2 Phase Detector 
assembly, A14, is shown schematically and described on Service Sheet 9. 


When trouble has been isolated to the A13 assembly it should be removed and 
reinstalled using two extender boards. This will provide easy access to test points 
and components. 


NOTE 


After making repairs to any part of the N2 loop circuits the 
adjustment procedures specified in Section V paragraph 5-30 
should be performed to ensure proper operation of the 
instrument, 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Digital Voltmeter 
Frequency Counter 


N2 LOOP GENERAL INFORMATION 


The purpose of the N2 loop is to generate digitally controlled RF signals in the 
range of 19.80 to 29.79 MHz in selectable 10 kHz increments. The voltage 
controlled oscillator is phase locked to a 100 kHz reference which is derived from 
the master oscillator in the reference section. The RF output of the N2 loop is 
applied to Summing Loop 2. 


| VOLTAGE CONTROLLED OSCILLATOR 


Varactors CR8 and CR9, transistors Q2 and Q9 and associated components 
comprise a voltage controlled oscillator. Two varactors are used in parallel to 
provide high Q as well as the wide capacitance range required. C18 provides 
isolation for the de levels required to bias the varactors. C17 provides the 
feedback required to sustain oscillation. The resonant tank circuit is coupled to 
Q9 by means of capacitive divider C22 and C23. The FET acts as a source 
follower in the feedback circuit; it provides a high impedance at the gate and a 
low impedance at the source. The gain of the FET amplifier for the output signal 
is less than one; this minimizes the Miller effect which might otherwise reflect 
capacitance back into the oscillator tank circuit. 


Q1 amplifies the signal and applies it to U1A which functions as a Schmitt trigger. 
U1D inverts the output from U1A and applies it to the programmable divider in 
the Al14 assembly. UIC inverts the output from U1A and applies it to the 
divide-by-one hundred circuit in Summing Loop 2. 


TEST PROCEDURE J 


NOTE 
Do not use long coax leads from the counter to TP3. The 
capacitive loading may attenuate the signal below a useable 
level, 
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Test 1-a. Connect the counter to TP3 and set Center Frequencies as shown in 
Table 8-46, The counter readout should be as shown in the table. (Make allowances 
for counter accuracy.) 


NOTE 


If the frequency readouts listed in Table 8-46 are not 
approximately as shown check the voltage levels shown for 
TP2 in Table 8-46. If the voltage levels are incorrect proceed 
to test procedure 


If the signal is present use the oscilloscope to check the outputs at XA13-1 pins 4 
and 6 with center frequency set to zero. The signal at XA13-1-4 should be about 
0.8 volt p/p and the signal at XA13-1-6 should be about 0.3 volt. 


If the signal is present at TP3 but is not present at XA13-1 pins 4 and 6 check U1. 


Test 1-b. If the signal is not present at TP3 use the oscilloscope to check the 
signal at the collector of Q1. The signal should be about 1 volt in amplitude. 


If the signal is not present at Ql-c use the oscilloscope to check the signal at the 
Q1 base. If the signal is now present (about 0.3 volt), Q1 is probably defective. 


If the signal is not present at Q1- base, check Q2, Q9 and associated components. 
PRETUNING CIRCUIT 


The frequency of the voltage controlled oscillator is roughly preset by the digital 
to analog converter (U2, U3, transistors connected to the outputs of the NAND 
gates and associated components). The digital to analog converter cannot, by 
itself, set the oscillator frequency precisely; it does set the frequency within the 
capture range of the loop. The inputs to U2 and U3 are BCD bits coded 8, 4, 2 
and 1. When any of the BCD inputs are high they cause the output of the NAND 
gate with which they are associated to go low; the transistor associated with the 
NAND gate is switched on. 


When all of the BCD inputs are low Q4 is biased to provide approximately —25 
volts at TP1 (Q3-e). With this de level at TP1 the oscillator is roughly preset to 
29.79 MHz. 


When any one or more of the BCD inputs go high the transistor associated with it 
saturates and draws current through R34 and R35. The change in bias for Q4 
causes the voltage at TP1 to go less negative (closer to ground level). Finally when 
the binary input is 99, the voltage at TP1 is approximately —5.2 volts and the 
oscillator frequency is roughly preset to 19.80 MHz. 


Q12 is a summing amplifier which combines the output of the digital to analog 
converter and the signal from the N2 phase detector. The summing point (Q12-e) 
sums the current from three sources; a current source from the +20 volt supply 
through R28, R30 and R37, a negative source from the digital to analog converter 
(TP1) and the signal from the N2 phase detector. The voltage at the summing 
point is always zero volts. 


When TP1 is at approximately —25 volts (no BCD input), most of the current 
from the +20 volt supply flows through Q4 and Q3; very little flows through Q12. 
Under these conditions the voltage at Q12-c is about —30 volts. As the voltage at 
TP1 decreases (gets closer to ground level) less current flows through Q4 and Q3, 
more current flows through Q12, and the Q12 collector voltage decreases. 
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CR4 through CR7, CR11 through CR16 and associated resistors are used to shape 
the voltage applied to the varactors in the voltage controlled oscillator circuit so 
that the frequency will be linear with the voltage change. The voltage at the 
junction of R42 and R47 is about —27.5 volts. When there is no BCD input 
(Q12-c is about —30 volts) all of the diodes in the shaper are reverse biased. As 
the voltage at TP1 decreases (gets closer to —5.2 volts) current through Q12 
increases and the Q12 collector voltage also decreases. As the -Q12-c voltage 
decreases first CR4, then CR5, etc. are forward biased. As the diodes are forward 
biased resistors are added in parallel with R31 and R32 to shape the voltage curve 
to the varactors. 


Q11 and Q10 are emitter followers which couple the output of Q12 to the 
varactors. Q11 provides a high impedance for the output of the summing 
amplifier, Q12. 


TEST PROCEDURE 


Test 2-a. Use the digital voltmeter to check the voltages at TP1 and TP2. These 
dc levels should be about as shown in Table 8-46 for the center frequencies shown. 


If the voltages at TP1 are about right, but those at TP2 are not, check Q12, Q11, 
Q10 and associated components. 


If the voltages at TP1 are not approximately as shown in Table 8-46, check the 
components in the digital to analog converter. 


NOTE 


Also check the BCD input lines for the correct levels. With CF 
digits 4 and 5 set to a zero all eight input lines should be low. 
With CF digits 4 and 5 set to a 1 inputs at XA13-2 pins 11 
and 9 should be high, etc. 


Table 8-46. N2 Frequency Versus Voltage Chart 


Center Frequency 


Counter Readout | TP1 Volts TP2 Volts 


00000 Hz 29.790000 MHz 
11100 Hz 28.680000 MHz 
22200 Hz 27.570000 MHz 
33300 Hz 26.460000 MHz 
44400 Hz 25.350000 MHz 


55500 Hz 24.240000 MHz 


66600 Hz 23.130000 MHz 
77700 Hz 22.020000 MHz 
88800 Hz 20.910000 MHz 
99900 Hz 19.800000 MHz 
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Figure 8-39. N2 VCO Schematic 


Figure 8-38. A13 N2 VCO Component Locations 
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N3 PHASE DETECTOR ASSEMBLY A10 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit board or 
assembly as a result of performing the tests specified in the troubleshooting trees. 


The Al10 assembly, a part of the two-assembly N3 phase lock loop is shown schematically 
and described on this service sheet. The N3 oscillator assembly, A8, is shown schematically 
and described on Service Sheet 12. 


When trouble has been isolated to the A10 assembly it should be removed and reinstalled 
using two extender boards. This will provide easy access to test points and components. 


NOTE 
After making repairs to any part of the N3 loop circuits the adjustment 
procedures specified in Section V paragraph 5-31 should be performed to 
ensure proper operation of the instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 
Frequency Counter 


N3 LOOP GENERAL INFORMATION 


The purpose of the N3 loop is to generate digitally controlled RF signals in the range of 20.01 
to 21.00 MHz in selectable 10 kHz increments. The voltage controlled oscillator is phase 
locked to a 100 kHz reference which is derived from the master oscillator in the reference 
section. 


The RF output of the N3 voltage controlled oscillator is divided by ten before being applied 
to the SL2 assembly. The output to SL2 is 2.001 to 2.100 MHz in 1 kHz increments. 


1 | N3 PROGRAMMABLE DIVIDER CIRCUIT 


All of the integrated circuits in the A10 assembly are used to count down the input from 
the N3 voltage controlled oscillator. 


When there are no BCD inputs to U5 and U6 (all inputs low), the input from the oscillator 
will be 21.00 MHz when the oscillator is phase locked; the programmable divider will divide 
by 2100 to provide a 10 kHz output at TP3. U5 and U6 are preset by CF digits 1 and 2 and 
programmed to vary between start counts of 00 and 99. Operation of the circuit is as 
follows: 


Assume that initially all BCD inputs are low and U4, U5 and U6 have been preset to zero. 
Assume also that U2A pin 6 (Q) and U2B pin 8 (Q) are both low. U1B pin 8 (Q) and U1A 
pin 6 (Q) are both high. 

NAND gate U7C couples the input from the N3 oscillator to the clock input of U5. U5 


provides a divided-by-ten output to clock U6 and also provides A, B and C (BCD 1, 2 and 4) 
outputs. The A, B and C outputs are not used until the count of 2097 has been reached. 


U6 provides a divided-by-ten output to clock U4 and also provides A and D (BCD 1 and 8) 
outputs to AND gates U3A and U8C. The A and D outputs are not used until the count has 
reached 2090. 


U4 provides a divided-by-ten output to clock U2A. At the count of 1000 U4 clocks U2A 
and the U2A Q output at pin 6 goes high. At the count of 2000 U4 again clocks U2A and 
the negative-going Q output at pin 6 clocks U2B. When U2B is clocked Q at pin 8 goes high 


and is applied to pins 2 and 13 of AND gate U3A. 


At the count of 2090 the high A and D outputs of U6 are applied to AND gates U3A and 
U3C. Since U3A pins 2 and 13 are both high, U3A is enabled and it places a high on pin 11 
of AND gate U3C. 
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At the count of 2097 the high A, B and C outputs of U5 are applied 
to AND gates U3B and USC to provide a high at the J input of U1B 
at pin 11. 


At the count of 2098 U1B is clocked, U1B Q (pin 8) goes low and 
sets U1A. U1A Q (pin 6) goes low and presets U2, U4, U5 and U6; 
they are held in preset until the count is completed. 


When U1A is set Q (pin 5) goes high and initiates the sampling pulse. 
The first pulse to the sampling phase detector is initiated by the 
2098th input cycle. Since two more cycles are required to restart the 
count cycle, following sampler pulses are 2100 cycles apart when 
there is no BCD input. 


At the count of 2099 U1B is again clocked and Q (pin 8) goes high. 
The high at pin 8 is applied to the K input of U1A (pin 2). 


At the count of 2100 U1A is clocked and pin 6 Q goes high to end 
the preset pulse. The next input to US initiates the next count cycle. 


When there is a BCD input programmed into U5 and U6 pins 3, 4, 10 
and 11 the terminal count is still 2100. However, the count starts at 
the number programmed into the BCD inputs. As an example, if the 
BCD input to U5 and U6 is 99, the first input cycle would cause the 
same digital circuit changes that the 100th input cycle caused in the 
discussion above (U4 would be clocked). The frequency division 
would be 2100-99, equal to division by 2001. The phase lock loop 
operation would result in an input frequency to the programmable 
divider of 20.01 MHz. When divided by 2001, the divider output at 
TP3 would again be 10 kHz. 


The output from U1A pin 5 is always 10 kHz when the oscillator is 
phase locked regardless of the oscillator frequency. 


TEST PROCEDURE 


Composite Waveform SS11-1 illustrates the proper timing 
relationship between the 100 kHz reference input, the pulse output 
from the pulse generator and the sampling point on the 100 kHz 
reference signal when the loop is locked. 


NOTE 
Center Frequency is initially set to zero. 


Test 1-a. Use the counter and the oscilloscope to check for a 
100.000 kHz sine wave at approximately 5 volts p/p at TP5. The 
display should be similar to that shown in the second trace from the 
top of composite waveform SS11-1. 


: q : : j j } : j : | j j ; Dips 
pe a he 

TP4 about 7V 
eA u Junction of R19-C20 about 9V 


from top ot pulse to bottom 
of sine wave 


Composite Waveform SS11-1 


SERVICE SHEET 11 (Cont'd) 


If the counter readout is 100,000 kHz but the sine wave is distorted, 
check Q1, Q2 and associated components. 


If the signal is not present, connect the counter and the oscilloscope 
to XA10-1-2. The counter readout should be 100.000 kHz and the 
oscilloscope display should be similar to that shown in the top trace 
of composite waveform SS11-1. 


If the correct signal is present at XA10-1-2, but was not present at 
TP5, check Q1, Q2 and associated components. 


If the signal is not present at XA10-1-2 check interconnections to the 
reference loop and, if necessary, the reference loop. 


Test 1-b. Connect the oscilloscope and the counter to TP4. The 
counter readout should be 100.000 kHz and the oscilloscope should 
display positive-going pulses as shown in composite waveform SS11-1 
at about 7 volts amplitude. If the signal is not present, proceed to 
test 1-c. 


If the signal is present, connect the oscilloscope to the junction of 
R19 and C20. The oscilloscope display should be similar to that 
shown in the lowest trace of composite waveform SS11-1. 


If the programmable divider and the pulse generator are working 
properly but the loop is not phase locked, the oscilloscope may still 
display the signals at the junction of R19 and C20, but the 
relationship between the pulses and the sine wave will not be the 
same as shown in composite waveform SS11-1. If the voltage 
controlled oscillator and the summing circuit in the A8 assembly are 
known to be functioning properly, proceed to test procedure [RM . 


Test 1-c. If the pulses are not present at TP4, and the counter counts 
randomly or not at all, connect the oscilloscope to TP3. The 
oscilloscope display should be a series of pulses at approximately 10 
kHz and about 4 volts in amplitude. 


If the pulses are present at TP3, but were not present at TP4, check 
Q6, Q7 and associated components. 


If the pulses are not present at TP3, proceed to test 1-d. 


Test 1-d. If the pulse is not present at TP3 connect the oscilloscope 
to NAND gate U7C pin 8. The oscilloscope should display a slightly 
distorted sine wave at about 21 MHz and about 3 volts in amplitude. 


If the signal is not present at U7C pin 8, connect the oscilloscope to 
XA10-2-15. The 21 MHz signal should be about 0.06 volt in 
amplitude. If the signal is present, U7 is probably defective. If the 
signal is not present check interconnections to the A8 assembly and, 
if necessary the A8 assembly. 


Test 1-e. It is assumed in this test that the signal input is present at 
U5 pin 8. Composite waveforms SS11-2 through SS11-6 illustrate the 
correct waveforms for the integrated circuit points shown. 


NOTE 


These waveforms were taken with the oscilloscope 
triggered from TP3. 
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Follow the numerical sequence of the waveforms shown; when an IC 
output is missing the trouble is found. Replace the defective 
component and repeat test 1-b. 


NOTE 


If the output from U6 is not present proceed to 
test 1-f before replacing U5. 


Test 1-f. Composite waveform SS11-7 illustrates correct waveforms 
for a properly operating U1. In this test the oscilloscope was again 
triggered by TP3 and the sweep delay of the oscilloscope was used to 
center the pulses shown. 


If the waveforms in composite waveform SS11-7 cannot be observed 
(because an adequate oscilloscope is not available or other reasons) 
measure the voltage at U1 pin 6, it should be about +3.7 volts; U1 
pin 5 should be at about +100 millivolts. If the voltages are not as 
specified, ground U1 pin 10. The voltages should then be; U1 pin 6 
about +130 millivolts and U1 pin 5 about +3.8 volts. If the voltages 
are as specified in either case and there is no output from U5, U5 is 
probably defective. 


If there is no change in the dc levels at Ul pins 5 and 6 with U1 pin 
10 grounded U1 is probably defective. 


VN) Us pin 8 about 3.8V 

U5 pin 5 about 4.5V 
tay HTT... 
U5 pin 2 about 4.5V 


U5 pin 12 about 4.5V 


Composite Waveform SS11-2 


U6 pin 8 about 4.5V 


U6 pin 5 about 4.5V 


U6 pin 12 about 4.5V 


Composite Waveform SS11-3 
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aie ie ee ee U4 pin 8 about 4.5V 


U4 pin 5 about 4.5V 


U4 pin 12 about 4.5V 


Composite Waveform SS11-4 


U2 pinl about 4.5V 
U2 pin 6 about 4.5V 
U2 pin 8 about 4.5V 


U3 pin 1 about 4.5V 


U3 pin 12 about 4.5V 


Composite Waveform SS11-5 


U3C pin 8 about 5.3V 


U3C pin 9 about 4.5V 


U3C pin 10 about 4.5V 


U3C pin 11 about 4.5V 


Composite Waveform SS11-6 
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TP1 about 4.5V 


U1 pin 11 about 5.2V 


U1 pin 9 about 4.5V 


U1 pin 5 about 4.5V 


Composite Waveform SS11-7 


SAMPLING PHASE DETECTOR 


The positive-going output from U1A Q (pin 5) is used to generate the pulse required to open the sampler 
gate. Common base amplifier Q6 and emitter follower Q7 amplifies and couples the pulse to T1. CR1 and 
CR2 are used to minimize transformer flyback action. CR2 also bypasses the negative-going pulse around 
the transformer primary to ensure that only the positive-going pulse is coupled to the transformer 
secondary. 


A 100 kHz signal from the reference loop is applied through Q2 and Q1 to the secondary center tap of T1. 
L5 and C8 (along with C4 in the reference loop A4A1 assembly) comprise a low pass filter; it has an 
impedance of about 450 ohms and a cutoff frequency of about 150 kHz. The TTL input from the reference 
loop is reshaped into a sine wave by the low pass filter. Q2 and Q1 amplify the signal to the level required 
in the sampling phase detector. L7 and C13 comprise a tuned circuit which bypasses unwanted high 
frequency signals and further filters the sine wave. 


Sampler diodes CR3 and CR4 are normally reverse biased. When the sampling pulse appears across the 
secondary of T1 it is coupled through C20 and C21 to forward bias CR3 and CR4. Since the gate pulses are 
equal in amplitude but opposite in polarity, they will cancel at TP6. 


While CR3 and CR4 are forward biased the sampling gate is open and the 100 kHz reference input signal is 
sampled. 


This type of sampling phase detector may be phase locked to virtually any point on the sine wave slope. 
Ideally, the zero crossover point of the sine wave should be used to improve the lock and lock hold 
capabilities of the loop. 


If the divided down output of the voltage controlled oscillator (10 kHz pulses) is not phase locked to the 
100 kHz reference signal an ac error signal will be developed at TP6. The polarity of the error signal at any 
given point in time depends on the polarity of the 100 kHz reference signal at the time the last sample was 
taken. The amplitude of the error signal at any given time depends on what part of the sine wave the last 
sample was taken from. Each time CR3 and CR4 are forward biased the 100 kHz reference signal at T1 
terminals 4 and 6 are coupled through the sampling gate to control the charge on C22. 


When the sampling gate pulse ends CR3 and CR4 are again reverse biased and the sampling gate is closed. 
Since Q4 is a high impedance input device, the charge will remain on C22 until the next sampling pulse. The 
current through Q4 is controlled by the difference in Gate-source voltage of the lower FET. Operation of 
the dual FET sets the output level at the lower FET drain to exactly the level at the upper FET gate. The 
output is coupled through two emitter followers to the summing amplifier in the A8 assembly. 
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Model 8660C 


Service 
A10 N3 PHASE DETECTOR ASSY (08660-60013) 
SERVICE SHEET 11 (Cont’d) 
TEST PROCEDURE PIN 
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SERVICE SHEET 12 
N3 OSCILLATOR ASSEMBLY A8 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A8 assembly, a part of the two-assembly N3 phase lock loop is shown 
schematically and described on this service sheet. The N3 Phase Detector 
assembly, A10, is shown schematically and described on Service Sheet 11. 


When trouble has been isolated to the A8 assembly it should be removed and 
reinstalled using two extender boards. This will provide easy access to test points 
and components. 


NOTE 


After making repairs to any part of the N83 loop circuits the 
adjustment procedures specified in Section V paragraph 5-31 
should be performed to ensure proper operation of the 
instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Digital Voltmeter 
Frequency Counter 


N3 LOOP GENERAL INFORMATION 


The purpose of the N38 loop is to generate digitally controlled RF signals in the 
range of 20.01 to 21.00 MHz in selectable 10 kHz increments. The voltage 
controlled oscillator is phase locked to a 100 kHz reference which is derived from 
the master oscillator in the reference section. The RF output of the N3 voltage 
controlled oscillator is divided by ten before it is applied to summing Loop 2. The 
output from the N3 assembly to SL2 is 2.001 to 2.100 MHz in selectable 1 kHz 
increments. 


1 | VOLTAGE CONTROLLED OSCILLATOR 


Q2, Q7 and associated components comprise a voltage controlled oscillator. C14 
and C17 provide isolation for the de levels required to bias the varactor. C13 
provides the feedback required to sustain oscillation. The resonant tank is coupled 
to Q7 by capacitive divider C16 and C17. The FET acts as a source follower in the 
feedback circuit; it provides a high impedance at the gate and a low impedance at 
the source. The gain of the FET for the output signal at the drain is held at less 
than unity to minimize the Miller effect which might otherwise reflect capacitance 
back into the oscillator tank circuit. 


Q1 amplifies the voltage controlled oscillator output and applies it to ULA which 
functions as a Schmitt trigger. U1D provides the output to the N3 programmable 
divider in the A10 assembly. U1B and U8 provide a divided by ten output to 
Summing Loop 2. 
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TEST PROCEDURE {J 


NOTE 


Do not use long coax leads from the counter to N38 test points. 
The capacitive loading may attenuate the signal below a useable 
level. 


Test 1-a. Connect the counter to TP2. With the center freugency set to zero the 
counter readout should be 21.00 MHz. Set CF digits 1 and 2 to the settings 
specified in Table 8-47, Frequency readouts on the counter should follow those 
specified in the table. (Make allowances for counter accuracy). 


NOTE 


If the frequency readouts listed in Table 8-47 are not 
approximately as shown, check the voltage levels shown for TP3 
in the table. If the voltage levels are incorrect proceed to test 
procedure é 


If the signal is present use the oscilloscope to check the signal at points shown in 
composite waveform SS12-1. Signals shown are about 4 volts in amplitude. 


Composite Waveform SS12-1 


If the signal is present at TP2 but is not present at U1 pin 11, U1 is probably 
defective; if the signal is not present at U3 pin 12, Ul or U3 may be defective. 


If the signal is not present at TP2 use the oscilloscope to check for the signal at 
Q1-b. If the signal is present at Q1-b check Q1 and NAND gate U1A. If the signal 
is not present check Q2, Q7 and associated components. 


Ea PRETUNING CIRCUIT 


The frequency of the voltage controlled oscillator is roughly preset by the digital 
to analog converter (U2 and Q8 through Q11). The digital to analog converter 
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cannot, by itself, set the oscillator frequency precisely; it does set the frequency 
within the capture range of the phase lock loop. The inputs to U2 are BCD bits 
coded 1, 2, 4 and 8. When any one of the BCD inputs are high they cause the 
output of the NAND gate to which they are connected to go low; the transistor 
connected to the NAND gate output is switched on. 


When all of the BCD inputs are low Q6 is biased to provide approximately —8.5 
volts at TP1 (Q5-e). With this de level at TP1 the oscillator is roughly preset to 21 
MHz (how close depends on adjustment of R24 and R26). 


When any one or more BCD inputs go high the transistor associated with it 
saturates and the current through Q6 is reduced. The reduction of current 
through Q6 changes the bias on Q5 and causes the voltage at TP1 to go less 
negative (closer to de ground level). Finally, when the BCD input is 9, the voltage 
at TP1 is approximately —6.7 volts and the oscillator is roughly preset to 20.01 
MHz (again depending on adjustment of R24 and R26). 


Q3 is a summing amplifier which combines the output of the digital to analog 
converter and the error signal from the N3 Phase Detector. The summing point 
(Q3-e) sums the current from three sources; a current source from the +20 volt 
power supply through R19, R25 and R26, a negative source from the digital to 
analog converter (TP1), and the error signal from the phase detector. The voltage 
at the summing point is always zero volts when the loop is locked. 


The output from Q3 is coupled through Q4 and Q12 to control the bias on 
varactor CR5 and the frequency of the voltage controlled oscillator. 


TEST PROCEDURE [J 


Test 2-a. Use the digital voltmeter to check the voltages at TP1 and TP3. These 
de levels should be about as shown in Table 8-47 for the center frequencies shown. 


NOTE 


These voltages are typical. They will vary from instrument to 
instrument because of differences in individual varactor 
characteristics. 


If the voltages at TP1 are about right, but those at TP3 are not, check Q3, Q4, 
Q12 and associated components. 


If the voltages at TP1 are not approximately as shown in Table 8-47, check the 
components in the digital to analog converter. 


NOTE 
Also check the dc levels at the BCD input lines. 
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Table 8-47. N3 Frequency Versus Voltage Chart 


Center Frequency 


CaF) 


Counter Readout 
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21.000000 MHz 
20.890000 MHz 
20.780000 MHz 
20.670000 MHz 
20.560000 MHz 
20.450000 MHz 
20.340000 MHz 


20.230000 MHz 


20.120000 MHz 


20.010000 MHz 


TP1 Voltage 


TP3 Voltage 


Model 8660C 


Model 8660C 


Figure 8-42. A8 N3 VCO Component Locations 
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Service 


XA8 
See Note 3 
TO N3 


+9 11 


ea }“e13 
-7.4V 
A2TP 
a ge 
PIN 


NOTES 


2. INTEGRATED CIRCUIT GATE INTERNAL LOGIC IS 
SHOWN IN FIGURE 8-6, 


3, REFER TO FIGURE 8-4 FOR INFORMATION RELATIVE 
TO CONNECTOR PIN NUMBERING. 


4, PIN 14 OF ALL IC'S 1S +5V, PIN 7 1S GROUND. 


A Q&1l 


! ~7V TRUE OV TRUE 
J BASE | si7v ratse P| -a0y FALSE 


J BACKDATING INFORMATION IN SECTION VII. 


REFERENCE DESIGNATIONS WITHIN OUTLINED (—— ~ - ——) 
ASSEMBLIES ARE ABBREVIATED. FULL DESIGNATION IN- 
CLUDES ASSEMBLY NUMBER; eg. RI OF ASSEMBLY Al 
1S AIR}. DESIGNATIONS OF OTHER COMPONENTS ARE 
COMPLETE AS SHOWN 


REFERENCE DESIGNATIONS 


1 1, REFER TO TABLE 8-3 FOR EXPLANATION OF SYMBOLS. 


A2 A8 


TPl 


C1-22 
CR1-3 
L1-7 
Q1-12 
R1-50 
U1-3 


IDENTIFICATION 
A 


NOT USED: C15, Rl, 
R14, R29 AND R37 


B 
c 
1) 
E 
F 
H 
J 
elk 
L 
M 
N 
P 
R 
S 


As 


Figure 8-43. N3 VCO Schematic 
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SERVICE SHEET 13 
SUMMING LOOP 2 PHASE DETECTOR A12 


Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit board or 
assembly as a result of performing the tests specified in the troubleshooting trees. 


The Al2 assembly, a part of the two-assembly SL2, is shown schematically and described on 
this Service Sheet. The SL2 Oscillator Assembly (A11) is shown schematically and described 
on Service Sheet 14. 


When trouble has been isolated to the A12 assembly it should be removed and reinstalled 
using two extender boards. This will provide easy access to test points and components. 


NOTE 


After making repairs to any part of the SL2 circuits the adjustment 
procedures in Section V paragraph 5-32 should be performed to ensure 
proper operation of the instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 
Frequency Counter 


SUMMING LOOP 2 GENERAL 


The purpose of Summing Loop 2 (SL2) is to generate digitally controlled RF signals in the 
range of 20.0001 to 30.0000 MHz in selectable 100 Hz increments. The difference 
frequency between the SL2 voltage controlled oscillator and the input from the N2 loop is 
phase locked to the divided-by-ten output of the N3 assembly. The output of SL2 is applied 
to SL1. 


The portion of the pretuning circuit that appears on service sheet 13 (U8 and Q8 through 
Q11) is explained in the text for service sheet 14. 


BRPHASE DETECTOR 


There are three signal inputs to the phase detector assembly. They are the output of the N2 
voltage controlled oscillator, the divided by ten output of the N3 voltage controlled 
oscillator and the output of the SL2 voltage controlled oscillator. 


The N2 and SL2 signals are mixed and the difference frequency is used as one input to the 
digital phase detector. The second input to the digital phase detector is the divided by ten 
input from the N3 assembly. 


The output of the N3 voltage controlled oscillator is divided by ten in the N3 assembly and 
again divided by ten by U9. Q12 and NAND gate U7A shape the resulting pulses which vary 
in frequency (depending on programming to the N3 loop) from 0.2001 to 0.2100 MHz. The 
pulses at TP2 are negative-going. 
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The inputs from the N2 loop and the SL2 voltage controlled 
oscillator are applied to double balanced mixer E1 R and L ports. 
The difference signal from the X port is amplified by Q5 and Q4 and 
shaped by Q3, Q7 and NAND gates U4B and U4C. When the loop is 
phase locked the negative-going pulses at TP3 are at the same 
frequency as those at TP2. The pulses do not appear in time 
coincidence; they are received alternately. 


U7B, U7D, U4A and U4D comprise a coincidence gate which inhibits 
signals that appear simultaneously at TP2 and TP3. Normally, when 
signals are not present, TP2 and TP3 are both high. When a signal 
appears at TP2, U7B pin 6 and U4D pin 13 go high. If there is no 
signal at TP3 U5D pin 12 is also high; U4D pin 11 goes low, and U1B 
pin 6 goes high. The positive pulse at TP5 drives the clock generator 
and the sense circuit or phase detector. When a signal appears at TP3, 
U4A pin 3 and U7D pin 12 go high. If there is no signal at TP2, U7D 
pin 13 is also high; U7D pin 11 goes low, and U7C pin 8 goes high. 
The positive pulse at TP9 drives the clock generator and the sense 
circuit or the phase detector. When signals appear at TP2 and TP3 at 
the same time U7D pin 13 and U4D pin 12 go low, U7D pin 11 and 
U4D pin 11 remain high, and the signals cannot reach TP5 or TP9. 


U1A, U1C, U1D and U5C comprise a clock generator which clocks 
U2A and U2B each time a signal appears at TP5 or TP9. With no 
signals present TP5 and TP9 are low. When a positive pulse appears at 
TP9 U1A pin 3 goes low, U1D pin 11 goes high and a negative-going 
pulse appears at TP6. When a positive pulse appears at TP5 operation 
of the circuit is the same except that UIC pin 8 goes low (rather than 
U1A pin 3). Since a clock pulse is generated for each input, the pulse 
frequency at TP6 is the sum of the frequencies at TP5 and TP9. 


Since the sense circuit does not function when the loop is locked, 
operation of the phase detector will be discussed first. 


When the loop is phase locked U2A Q is held high to enable U3A and 
U3D. Assume that initially U2B Q is high, U3B pin 6 is low and U3C 
pin 8 is high. When a positive-going signal from TP9 appears at USA 
pin 1, U3A pin 3 goes low and causes a change in state of flip-flop 
U3B/U8C; U3B pin 6 goes high and USC pin 8 goes low. The high at 
U2B pin 12 sets the flip/flop and the positive-going trailing edge of 
the clock pulse causes U2B Q to go high. The following positive pulse 
from TP5 is applied to U8D pin 12, U3D pin 11 goes low and 
changes the state of flip/flop U3B/U3C. U3B pin 6 goes low and the 
clock pulse causes U2B Q to again go high. This sequence continues 
as long as the signals at TP5 and TP9 are received alternately. 


The signals at TP5 and TP9 are applied to the sense circuit even when 
the loop is phase locked. They have no effect on the circuit because 
of the relationship of the Q and Q outputs of U2B to the incoming 
signals. 
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When U2B Q is high NAND gates U6A and U6C are enabled. When 
the signal from TP5 appears at U6C pin 9, U6C pin 8 goes low; 
flip/flop U5A/U5B does not change state because USB pin 3 is low. 
The signal at U6B has no effect because U2B Q and UGB pin 4 are 
low. 


When U2B Q is high NAND gates U6B and U6D are enabled. When 
the signal at TP9 appears at U6D pin 13, U6D pin 11 goes low; 
flip/flop U5A/U5B does not change state becuase U5B pin 3 is low. 
The signal at pin 1 of U6A has no effect on the circuit because U2B 
Q and pin 2 of U6A are low. 


When two or more consecutive pulses from either input (TP5 or TP9) 
occur between pulses from the other input the sense circuit functions 
to disable the phase detector until the frequency error is corrected. 


As an example of circuit operation assume that two pulses from TP9 
(SL2 signal) are received between two pulses from TP5 (N38 signal) 
indicating that the SL2 frequency is high. When the first pulse from 
TP9 is received U3A pin 8 goes low, U3B pin 6 goes high to set U2B 
and the clock pulse causes U2B Q to go high. When the second 
consecutive pulse is received from TP9 UGA has been enabled by the 
high Q output of U2B. U6A pin 3 goes low and causes flip/flop 
U5A/U5B to change state. When the D input of U2A goes low the 
clock pulse causes U2A Q to go low and inhibit U3A and USD. Ifa 
third SL2 signal is received prior to receipt of an N38 signal U6A pin 3 
will again go low but will have no effect on flip/flop U5A/U5B 
because U5A pin 13 is low. 


When an N3 pulse is received U2B Q is still high and U6C pin 8 will 
go low to change the state of flip/flop U5A/U5B. When the D input 
of U2A goes low the clock pulse causes U2A Q to go high and enable 
U3A and U8D. The propagation time of the signal through the sense 
circuit is long enough for the pulse from N3 (TP5) to have ended 
before U8D is enabled so the state of flip/flop U3B/U3C does not 
change. 


The next pulse from SL2 will again cause U6A pin 3 to go low and 
change the state of flip/flop U5A/U5B. With the D input to U2A 
high again, the clock pulse again causes U2A Q to go low and inhibit 
U3A and USD. The signal applied to U3A has no effect on flip/flop 
U3B/U8C because U3B pin 5 is low. 


The sense circuit continues operation in the manner described above 
until two consectutive N3 pulses are received between two SL2 
signals. When this occurs the first pulse causes U6C pin 8 to go low 
and change the state of flip/flop U5A/U5B. With the D input to U2A 
low the clock pulse will cause U2A Q to go high and enable U3A and 
U3D. Again, because of propagation time through the sense circuit 
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the pulse will have ended before U3D in enabled. The second 
consecutive N3 pulse again causes U6C pin 8 to go low but, because 
U5B pin 3 is low, no change in state occurs in flip/flop U5A/U5B. 
Since U8D is now enabled, U3D pin 11 goes low and causes flip/flop 
U3B/U8C to change state. With the D input to U2B low, the clock 
pulse causes U2B Q output to go high. Phase lock has been achieved 
and the loop will remain locked as long as pulses at the same 
frequency appear alternately at TP5 and TP9. 


When the SL2 frequency is low U2B Q is low. When the SL2 
frequency is high U2B Q is high. 


DC amplifier Q2, Q1, Q6 and associated components filter the Q 
output of U2B and applies it to a summing circuit in the All 
assembly to precisely control the voltage controlled oscillator. 


TEST PROCEDURE 


Test 1-a. Connect the oscilloscope input to test points shown by 
composite waveform SS13-1. This composite waveform illustrates 
correct waveforms and timing relationships for the points tested. All 
signals are about 4 volts in amplitude. 


NOTE 


The oscilloscope was triggered from TP1 for these 
tests. 


Composite Waveform SS13-1 


If the pulses are not present at TP2 proceed to test 1-b. 


If the pulses are not present at TP3 proceed to test 1-c. 


If the pulses are present at TP2 and TP3, but opposite polarity pulses 
are not present at TP5 and/or TP9, check the NAND gates between 


TP2 and TP5 or TP3 and TP9 as appropriate. 
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If the positive-going pulses are present at TP5 and TP9, but 
negative-going pulses are not present at TP6 for each of the pulses, 
check NAND gates U1A, U1C, U1D and U5C as appropriate. 


If the pulses are approximately as shown in the top five traces of 
composite waveform SS13-1 but there is no square wave at TP7, use 
the oscilloscope to check the signal at NAND gate U3B pin 6. The 
display should be the same as that shown for TP7. If the signal is 
present, U2B is probably defective. 


If the signal is not present at U3B pin 6 use the oscilloscope to check 
the signals at NAND gates U3D pin 11 and USA pin 3. The signals 
should appear as they did at TP5 and TP9 except that they are 
inverted. If the signals are present U3B or U3C may be defective. If 
the signal is present at one of the NAND gate outputs but not at the 
other, replace U3. 


If the signal is not present at U3D pin 11 or U3A pin 3, use the 
digital voltmeter to check the dc level at U2A pin 6. The dc level 
should be about +4 volts. If U2A pin 6 is at about +4 volts, U3 is 
defective. 


If the +4 volts is not present at U2A pin 6, ground U2A pin 1. If the 
voltage at U2A pin 6 does not go to about +4 volts, U2 is defective. 


If trouble still has not been found, connect the counter to TP3 and 
the digital voltmeter and the oscilloscope to NAND gate U5A pin 12. 
The counter readout should be about 210 kHz and USA pin 12 
should be low (about +60 millivolts). If the counter readout is lower 
or higher than 210 kHz and U5A pin 12 is high, slowly rotate 
A11R19 through its range while observing the counter and the 
oscilloscope. As the counter readout passes through the 210 kHz 
point the oscilloscope display should show a change in dc level; if it 
does not, U5 or U6 is probably defective. 


Test 1-b. If there is no signal at TP2, or the signal is not 
approximately as shown in the top trace of composite waveform 
SS13-2, connect the oscilloscope first to TP1, then to U9 pin 8. TP1 


and U9 pin 8 signals should be as shown in composite waveform 
$S138-2. All signal levels are about 4 volts. 


TP2 


q TP 


MAAMAMUURAAGHRAA US pins 


Composite Waveform SS13-2 
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If the signal is as shown at TP1, U7A or Q12 may be defective. 
If the signal is as shown at U9 pin 8 but does not appear at TP1, U9 is probably defective. 


If the signal does not appear at U9 pin 8 check the interconnections to the N3 loop and, if 
necessary, the N3 loop. 


Test 1-c. If there is no signal at TP3, or the signal is not approximately as shown in the top 
trace of composite waveform SS13-3, connect the oscilloscope, in turn, to the points shown 
in composite waveform SS13-3. 


TP3 about 4V 
Q4-c about 7V 
TP4 about 0.2V 


TP10 about 0.6V 


oxabail TP11 about 1V 
Composite Waveform SS13-3 


If the signal shown in the second trace from the top of composite waveform $S13-3 is not as 
shown check Q3, Q7, U4B, U4C and associated components. 


If the signal does not appear at Q4-c but the signal at TP4 is present check Q5, Q4 and 
associated components. 


If the signal is not present at TP4 check for signals shown at TP10 and TP11. If both signals 
are present mixer E1 is probably defective. If either TP10 or TP11 signals are not present, 
trouble is in the N2 Loop or the SL2 voltage controlled oscillator. 


Test 1-d. To check operation of the dc amplifier connect the digital voltmeter to TP8 and 
rotate A11R19 through its range. The digital voltmeter readout should vary from about 
—1.5 volt to about +1.5 volt. If the voltage does not vary as A11R19 is adjusted, check Q2, 
Q1, Q6 and associated components. 
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Figure 8-44. A12 SL2 Phase Detector Component Locations 
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Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The All assembly, a part of the two-assembly SL2, is shown schematically and 
described on this service sheet. The SL2 Phase Detector assembly (A12) is shown 
schematically and described on service sheet 13. 


When trouble has been isolated to the All assembly it should be removed and 
reinstalled using two extender boards. This will provide easy access to test points 
and components. 


NOTE 


After making repairs to any part of the SL2 circuits the 
adjustment procedures in Section V paragraph 5-32 should be 
perform to ensure proper operation of the instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 
Frequency Counter 


SUMMING LOOP 2 GENERAL 


The purpose of Summing Loop 2 (SL2) is to generate digitally controlled RF 
signals in the range of 20.0001 to 30.0000 MHz in selectable 100 Hz increments. 
The difference frequency between the SL2 voltage controlled oscillator and the 
input from the N2 loop is phase locked to the divided-by-ten output of the N3 
assembly. The output of SL2 is applied to SL1. 


BRPRETUNING AND OSCILLATOR 


The All assembly contains a voltage controlled oscillator, a digital to analog 
converter and a circuit to combine the pretuning dc level with the output from 
the phase detector. The frequency of the voltage controlled oscillator is roughly 
preset by the pretuning signal from the digital to analog converter circuit. The 
pretuning signal cannot, by itself, set the oscillator precisely; it does set the 
frequency within the capture range of the phase lock loop. 


U2 is a decoder which converts the BCD information from digit 5 to turn on one 
of nine transistors in a resistive network. Quad NAND gate U3 turns on one or 
more transistors (Q17 through Q20) when there is a BCD input from digit 4. 
Quad NAND gate U8 in the A1l2 assembly turns on one or more transistors 
(A12Q8 through A12Q11 also in the Al2 assembly) when there is a BCD input 
from digit 3. 


When there is no BCD input (all inputs low), the voltage at TP3 is approximately 
—25 volts and the oscillator is roughly preset to 30.0000 MHz. As the digital to 
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analog transistors are switched on the voltage at TP3 decreases (becomes less 
negative). When the BCD inputs are at 999 the voltage at TP3 is about —5 volts 
and the oscillator is roughly preset to 20.0001 MHz. 


Q4 is a summing amplifier which combines the output of the digital to analog 
converter and the signal from the SL2 phase detector. The summing point (Q4-e) 
sums the current from three sources; a current source from the +20 volt supply 
through R19, R20 and R21, a negative source from the digital to analog converter 
(TP3) and the signal from the SL2 phase detector. The voltage at the summing 
point is always zero volts. 


When TP3 is at approximately —25 volts (all BCD inputs low), most of the 
current from the +20 volt source flows through Q5, very little flows through Q4. 
Under these conditions the voltage at Q4-c is about —30 volts. As the voltage at 
TP3 decreases (gets closer to de ground level) less current flows through Q5, more 
flows through Q4 and the voltage at Q4-c decreases. 


CR2 through CR11 and associated resistors are used to shape the voltage curve 
applied to the voltage controlled oscillator tuning varactors to ensure that the 
frequency change is linear with the applied voltage. The voltage at the junction of 
R52 and R53 is about —27.5 volts. When all BCD inputs are low (Q4-c is at about 
—30 volts) all of the diodes in the shaper are reverse biased. As the voltage at TP3 
decreases (gets closer to —5 volts), current through Q4 increases and the Q4 
collector voltage decreases. As the Q4-c voltage decreases first CR11, then CR10, 
etc are forward biased. As the diodes are forward biased resistors are added in 
parallel with R37 and R388 to shape the voltage curve to the varactors. Q15 
provides a low impedance output to drive the varactors. 


Q1 drives U1A which functions as a Schmitt trigger. U1B inverts the signal and 
applies it to the SL1 phase detector. U1D also inverts the signal and applies it to 
the SL2 phase detector. 


TEST PROCEDURE {iJ 


Test 1-a. Connect the counter to TP4. With the center freuqency set to zero the 
counter readout should be 30.000000 MHz. Set CF to the settings specified in 
Table 8-32. Frequency readouts should follow those specified in the table. (Make 
allowances for counter accuracy). 


NOTE 


If the frequency readouts listed in Table 8-32 are not as shown, 
check the voltage levels shown for TP5 in the table. If the 
voltages are incorrect proceed to test procedures Gi. 


If the signal is present use the oscilloscope to check the signals at points shown by 
composite waveform SS14-1. 
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TP4 about 3V 


W XA11-1-2 about 0.6V 


ta re toa iN vy, 
ed NS NIN NS NONI ONT ONS ND 


XA11-1-6 about 0.6V 


Composite Waveform SS14-1 


If the signal is present at TP4 but is not present at XA11-1-2 or XA11-1-6, U1 is 
probably defective. 


If the signal is not present at TP4, use the oscilloscope to check for the signal at 
Q1-b. If the signal in present at Q1-b, check Q1 and NAND gate U1A. If the signal 
is not present at Ql-b check Q2, Q3 and associated components. 


TEST PROCEDURE 


Test 2-a. Use the digital voltmeter to check the voltages at TP3, TP2 and TP5. 
These dc levels should be about as shown in Table 8-48 for the center frequencies 
shown. 


NOTE 


These voltages are typical. They will vary from instrument to 
instrument because of differences in individual varactor 
characteristics. 


If the voltage at TP3 does not change when CF digit 5 is changed to any position, 
U2 is probably defective. (Verify presence of BCD inputs). If the voltage at TP3 
reaches about —25 volts when any CF digit 5 position is set (other than 0) the 
transistor associated with that number is probably open. 


When the voltage at TP3 does not change with a change of the setting of CF digit 
4, U3 or the associated transistors may be defective. 


When the voltage at TP3 does not change with a change in the setting of CF digit 
3, A12U8 or associated transistors may be defective. (This portion of the digital 
to analog converter is located in the A1l2 assembly). 


SL2 Phase Detector 
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If the voltages are approximately correct at TP3 but are not correct at either TP2 
or TP5, check Q4, Q15 and associated components. 


The counter is connected to TP4 for readouts specified in Table 8-48. 


Table 8-48. SL2 Frequency Versus Voltage Chart 


Center Frequency Counter Readout TP3 


4 
00000 Hz 30.000000 MHz | —25.1 V 


11100 Hz 28.899000 MHz | —22.8 V 
22200 Hz 27.780000 MHz | —20.5 V 
33300 Hz 26.670000 MHz | —18.3 V 
44400 Hz 25.560000 MHz | —16. V 
55500 Hz 24.450000 MHz | —13.8 V 
66600 Hz 23.340000 MHz | —11.7 V 


77700 Hz 22.230000 MHz —9.5V 


88800 Hz 21.120000 MHz =—7.3'V 
99900 Hz 20.010000 MHz —5.3 V 
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Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit board or 
assembly as a result of performing the tests specified in the troubleshooting trees. 


The A15 assembly, a part of the three-assembly SL1, is shown schematically and described 
on this Service Sheet. The SL1 Oscillator Assembly (A19) is shown schematically and 
described on Service Sheet 17. The SL1 Mixer and D/A Converter Assembly (A18) is shown 
schematically and described on Service Sheet 16. 


When trouble has been isolated to the A15 assembly it should be removed and reinstalled 
using two extender boards. This will provide easy access to test points and components. 


NOTE 


After making repairs to any part of the SL1 circuits the adjustment procedures in 
Section V paragraph 5-33 should be performed to ensure proper operation of the 
instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 
Frequency Counter 


SUMMING LOOP 1 GENERAL 


The purpose of Summing Loop 1 (SL1) is to generate digitally controlled RF signals in the 
range of 20.000001 to 30.000000 MHz in selectable increments as low as 1 Hz. The SL1 
voltage controlled oscillator is phase locked to the divided by one hundred output of the 
SL2 loop and the difference frequency of the N1 loop and the SL1 oscillator. The output of 
SL1 is applied to the RF Section plug-in. 


1 | PHASE DETECTOR ASSEMBLY A15 


There are two signal inputs to the phase detector assembly. One is the input from the SL2 
loop which is shaped by U10D and divided by 100 by U6 and U5. The output of U5 is again 
shaped by Q5 and U4A to provide negative-going pulses at TP2. The other input to the 
phase detector is from the SL1 mixer and is the difference frequency between the N1 
oscillator and the SL1 voltage controlled oscillator. Q6, U4B, Q4 and U4C shape the signal 
and provides negative-going pulses at TP3. 


The pulse frequency at TP2 and TP3 varies (depending on programming) from 0.200001 to 
0.300000 MHz. When the phase lock loop is locked the pulse frequency is the same at TP2 
and TP3. The sampling ratio is 1:1. 


U9A, U3B, U4D and U9B comprise coincidence gates which inhibit signals which appear 
simultaneously at TP2 and TP3. Normally, when signals are not present, TP2 and TP3 are 
both high. 


When a signal appears at TP2, U9A pin 3 and U3B pin 4 go high. If there is no signal at TP3, 
U3B pin 5 is also high; U3B pin 6 goes low and USC pin 8 goes high. The positive pulse at 
TP4 drives the clock generator and the sense circuit or the phase detector. 


When a signal appears at TP3, U4D pin 11 and U9B pin 5 go high. If there is no signal at 
TP2, U9B pin 4 is also high; U9B pin 6 goes low and U9D pin 11 goes high. The positive 
pulse at TP8 drives the clock generator and the sense circuit or the phase detector. 


When signals appear simultaneously at TP2 and TP3, U9B pin 4 and U3B pin 5 go low: U9B 
pin 6 and USB pin 6 remain high and the signals cannot reach TP4 or TP8. 


U7C, U9C, U3D and U8A comprise a clock generator which clocks U2A and U2B each time 
a signal appears at TP4 or TP8. With no signals present TP4 and TP8 are low. When a 
positive pulse appears at TP8, U9C pin 8 goes low, U3D pin 11 goes high and a 
negative-going pulse appears at TP5. When a positive pulse appears at TP4 operation of the 
circuit is the same except that U7C pin 8 (rather than U9C pin 8 goes low). Since a clock 
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pulse is generated for each input, the clock pulse frequency at TP5 is the sum of 
the pulse frequencies at TP4 and TP8. U2A and U2B are clocked by the 
positive-going trailing edge of the negative clock pulses. 


Since the sense circuit does not function when the loop is locked, operation of 
the phase detector will be described first. 


When the loop is phase locked U2A Q is held high to enable U1A and U1B. 
Assume that initially U2B Q is high U1D pin 11 is low and UIC pin 8 is high. 
When a positive pulse from TP8 appears at U1A pin 1, U1A pin 3 goes low and 
causes a change in state of flip/flop U1D/U1C: U1D pin 11 goes high and U1C pin 
8 goes low. The high at U1D pin 11 sets the D input to U2B and the clock pulse 
causes U2B Q to go high. The following positive pulse at TP4 is applied to U1B 
pin 5, U1B pin 6 goes low and changes the state of flip/flop U1D/U1C. U1D pin 
11 goes low and the clock pulse causes U2B Q to again go high. This sequence 
continues as long as the pulses at TP4 and TP8 alternate. 


The signals at TP4 and TP8 are applied to the sense circuit even when the loop is 
phase locked. They have no effect on the circuit because of the relationship 
between the Q and Q outputs of U2B to the incoming signals. 


When U2B is high, NAND gates U8A and U8C are enabled. When the signal from 
TP4 appears at U8C pin 9, U8C pin 8 goes low; flip/flop U7A/U7B does not 
change state because U7B pin 3 is low. The signal at U8B pin 4 has no effect 
because U2B Q and U8B pin 5 are low. 


When two or more consecutive pulses from either input (TP4 or TP8) occur 
between pulses from the other input, the sense circuits function to disable the 
phase detector until the frequency error has been corrected. 


As an example of circuit operation, assume that two pulses from TP8 are received 
between two pulses from TP4, indicating that the SL1 frequency is too high. 
When the first pulse from TP8 is received U1A pin 3 goes low, U1D pin 11 goes 
high to set the D input to U2B and the clock pulse causes U2B Q to go high. 
When the second consecutive pulse is received from TP8, U8A has been enabled 
by the high Q output of U2B. U8A pin 3 goes low and causes flip/flop U7A/U7B 
to change state. When the D input to U2A goes high, the clock pulse causes U2A 
Q to go low and inhibit NAND gates U1A and U1B. If a third pulse from TP8 is 
received prior to receipt of a signal from TP4, U8A pin 3 will again go low but 
will not affect flip/flop U7A/U7B because U7A pin 13 is low. 


When a pulse is received from TP4, U2B Q is still high and U8C pin 8 will go low 
and change the state of flip/flop U7A/U7B. When the D input to U2A goes low 
the clock pulse will cause U2A Q to go high and enable U1A and U1B. The 
propagation time of the signal through the sense circuit is long enough for the 
pulse from TP4 to have ended before U1B is enabled so the state of flip/flop 
U1D/U1C does not change. 


The next pulse from TP8 will again cause U8A pin 3 to go low and change the 
state of flip/flop U7A/U7B. With the D input of U2A high again, the clock pulse 
causes U2A Q to go low and inhibit U1A and U1B. The signal applied to U1A has 
no effect on flip/flop U1D/U1C because U1D pin 12 is low. 


The sense circuit continues operation in the manner described above until two 


consecutive pulses are received at TP4 between two pulses at TP8. When this 
occurs the first pulse causes U8C pin 8 to go low and change the state of flip/flop 
UT7A/U7B. With the D input to U2A low the clock pulse will cause U2A Q to go 
high and enable NAND gates U1A and U1B. Because of the propagation time 
through the sense circuit, the pulse will have ended before U1B is enabled. The 
second consecutive pulse from TP4 again causes U8C pin 8 to go low, but because 
U7B pin 3 is now low, no change in state occurs in flip/flop U7A/U7B. Since U1B 
is enabled, U1B pin 6 goes low and causes flip/flop U1D/U1C to change state. 
With the D input of U2B low, the clock pulse will cause U2B Q output to go high. 
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Phase lock has been achieved and the loop will remain locked as long as pulses at 
the same frequency are received alternately at TP4 and TP8. 


When the SL1 frequency is too low, U2B Q is low. When the SL1 frequency is too 
high, U2B Q is high. 


DC amplifier Q1, Q2, Q3 and associated components filter the Q output of U2B 
and applies it to a summing circuit in the A19 assembly to precisely control the 
voltage controlled oscillator. 


TEST PROCEDURE [J 


Test 1-a. Connect the oscilloscope input to test points shown by composite 
waveform SS15-1. This composite waveform illustrates correct waveforms and 
timing relationships for the points tested. All signals are about 4 volts in 
amplitude. 


NOTE 
The oscilloscope was triggered from TP1 for all waveforms. 
If the pulses are not present at TP2 proceed to test 1-b. 
If the pulses are not present at TP3 proceed to test 1-c. 


If the pulses are present at TP2 and TP3, but opposite polarity pulses are not 
present at TP4 and/or TP8, check the NAND gates between TP2 and TP4 or TP3 
and TP8 as appropriate. 


If the positive-going pulses are present at TP4 and TP8, but negative-going pulses 
are not present at TP5 for each of the pulses, check NAND gates U3A, U3D, U7C, 
and U9C as appropriate. 


Composite Waveform SS15-1 


If the pulses are approximately as shown in the top five traces of composite 
waveform SS15-1 but there is no square wave at TP6, use the oscilloscope to 
check the signal at NAND gate U1D pin 11. The display should be the same as 
that shown for TP6. If the signal is present, U2B is probably defective. 


If the signal is not present at U1D pin 11 use the oscilloscope to check the signals 
at NAND gates U1A pin 3 and U1B pin 6. The signals should appear as they did at 
TP4 and TP8 except that they are inverted. If the signals are present, U1C or U1D 
may be defective. If the signal is present at one of the NAND gates but not at the 
other, replace U1. 


If the signal is not present at U1A pin 3 or U1B pin 6, use the digital voltmeter to 
check the dc level at U2A pin 6. If U2A pin 6 is about +4 volts, U1 is defective. 


If the +4 volts is not present at U2A pin 6, ground U2A pin 1. If the voltage at 
U2A pin 6 does not go to about +4 volts, U2 is defective. 
SL2 VCO 
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If the cause of trouble still has not been found, connect the counter to TP3 and the digital 
voltmeter and oscilloscope to NAND gate U7A pin 12. The counter readout should be about 
300.000 kHz (center frequency set to zero) and U7A pin 12 should be low (about +70 
millivolts). If the counter readout is lower or higher than 300 kHz and USA pin 12 is high, 
slowly rotate A15R14 through its range while observing the counter and the oscilloscope. 
As the counter readout passes through the 300 kHz point the oscilloscope display should 
show a change in level; if it does not, U7 or U8 is probably defective. 


Test 1-b. If there is no signal at TP2 or the signal is not approximately as shown in the top 
trace of composite waveform SS15-2, connect the oscilloscope first to TP2, then U6 pin 12, 
U6 pin 8 and finally to XA15-2-14. In making the checks in the order shown, the point at 
which the correct signal is first observed is followed by the defective circuit. If the signal is 
not present at XA15-2-14, check the interconnections to the SL2 loop and, if necessary, the 
SL2 loop. 


TP2 about 4V 


TP1 about 4V 


U6 pin 12 about 4V 


U6 pin 8 about 4V 


HPC tg PRA ASR i 
RETA Lliath ce aes 


mE aa 


y )) XA15-2-14 about 0.7V 
Composite Waveform SS15-2 
Test 1-c. If there is no signal at TP3 or the signal is not approximately as shown in the top 


trace of composite waveform SS15-3 connect the oscilloscope first to U4 pin 6, then to U4 
pin 4 or 5 and finally to XA15-2-C. 


TP3 about 5V 


U4 pin 6 about 4V 


U4 pin 5 about 5V 


Composite Waveform SS15-3 


In making the checks in the order shown, the point at which the signal is first observed is 
followed by the defective circuit. If the signal is not present at XA15-2-C check the 
interconnections to the A18 assembly and, if necessary, the A18 assembly. 


Test 1-d. To check operation of the de amplifier connect the digital voltmeter to Q3-e, 
ground TP7, and rotate A15R14 through its range. The digital voltmeter readout should 
vary from about —1.5 volts to about +1.5 volts. If the voltage does not vary as A15R14 is 
adjusted, check Q1, Q2, Q3 and associated components. 
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Figure 8-48. A15 SL1 Phase Detector Component Locations 


+5V +5V 
14 |13_ |) 14 |13 jl 
U6 
+10 
1820-0751 


1820-0751 


+100 


AgIP 
R27 
(19) ! 511 
c5 
16e 2, Ke 01 
FROM SLI C6 R26 
MIXER -001 71000 


+5vt¢ at +5V 
+lc3_ +Les +Lcze 


es sles Ne 
4 
Ly Zar Ro 
-1ov—< € Pe, 
I ip c9 j 


c4 
+/ 0.1 +] 50 j 


Be ia 


‘SG60C; PHASE DETECTOR ASSY: 14164 


ASSEMBLIES ARE ABBREVIATED. 
CLUDES ASSEMBLY NUMBER; e.g., Rl OF ASSEMBLY Al 
1S ATRI DESIGNATIONS OF OTHER COMPONENTS ARE 


COMPLETE AS SHOWN. 


REFERENCE DESIGNATIONS WITHIN OUTLINED (—— - - ——) 
FULL DESIGNATION IN- 


Service 


SENSE CIRCUIT 


CLOCK GENERATOR 


es 0054 


PHASE DETECTOR 


1820-0054 


DC AMPLIFIER 
6 
2 
TV. 
R22 
ee 2870 
+7.3V 
= c20 
T- 
ul R25 5 
1300 @ 
eee 1854-0092 
R23 | TO SLLOSC 
I 
mi Tov 1000 SLE 
a 562 I ? 17 
cB 
R24 
cls cl | ci 100 
i Te 7 joe (3 
A2TP. 
wooO«S 
2 
a renant 4 1 
C18 ; 
70.1 | 


REFERENCE DESIGNATIONS 


A2 AlS 


TPIS; 142919, 1-22 
L1-8 
Al-6 
R1-27 
U1-10 


R4, L5 NOT ASSIGNED 


NOTES 


. REFER TO TABLE 8-3 FOR EXPLANATION OF SYMBOLS 
. INTEGRATED CIRCUIT GATE INTERNAL LOGIC 1S SHOWN 


IN FIGURE 8-6 


. REFER TO FIGURE 8-4 FOR INFORMATION RELATIVE 


TO CONNECTOR PIN NUMBERING 


. PIN 14 OF ALL IC'S 15 +5V, PIN 7 1S GROUND. 


PIN IDENTIFICATION 
ABCDEFHJKLMNPRS 
° 


A SPRR RBBB RBG 


12345678 9101112131415 


. elele 


15 
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Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A18 assembly, a part of the three-assembly SL1, is shown schematically and 
described on this Service Sheet. The SL1 Phase Detector Assembly (A15) is shown 
schematically and described on Service Sheet 15. The SL1 Oscillator Assembly 
(A19) is shown schematically and described on Service Sheet 17. 


When trouble has been isolated to the A18 assembly it should be removed and 
reinstalled using two extender boards. This will provide easy access to test points 
and components. 


NOTE 


After making repairs to any part of the SL1 circuits the 
adjustment procedures in Section V paragraph 5-33 should be 
performed to ensure proper operation of the instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 
Frequency Counter 


SUMMING LOOP 1 GENERAL 


The purpose of Summing Loop 1 (SL1) is to generate digitally controlled RF 
signals in the range of 20.000001 to 30.000000 MHz in selectable increments as 
low as 1 Hz. The SL1 voltage controlled oscillator is phase locked to the divided 
by one hundred output of the SL2 loop and the difference frequency of the N1 
loop and the SL1 oscillator. The output of SL1 is applied to the RF Section 
output plug-in. 


MB mixer AND AMPLIFIERS 


El is a double balanced mixer which mixes the output of the SL1 voltage 
controlled oscillator with the output of the N1 loop and provides an output 
which is the difference frequency of the two inputs. 


Q14 and Q1 amplify the input from the SL1 voltage controlled oscillator. 


Q2, Q15, Q18 and associated components amplify the output from the mixer 
before applying it to the phase detector circuit in the A15 assembly. 


TEST PROCEDURE fi 


Test 1-a. With the center frequency set to zero use the counter and the oscillo- 
scope to check for the following (approximately sine wave) signals: 


TP5 300.000 kHz at about 4 volts p/p 

TP4 (oscilloscope only) 300 kHz at about 0.1 volt p/p 
TP3 29.700000 MHz at about 0.5 volt p/p 

Ql-e 30.000000 MHz at about 1.1 volt p/p 

TP2 30.000000 MHz at about 0.5 volts p/p 
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DIGITAL TO ANALOG CONVERTER 


U8 is a decoder which converts the BCD inputs from digit 7 to an output that will turn on 
one of nine transistors in a resistive network. Quad NAND gates U2 and U1 turn on one or 
more transistors connected to their outputs in a resistive network. U2 and U1 are controlled 
by digits 6 and 5 respectively. 


The current flow through Q4 and the bias for Q3 is determined by which of the transistors 
in the resistive network are saturated. The dc level at TP1 is determined by which transistors 
are on. This dc level is applied to a summing circuit in the Al9 assembly and used to 
roughly pretune the voltage controlled oscillator. When the BCD input is 000 the dc level at 
TP1 is about —25 volts. When the BCD input is 999 the dc level is about —5 volts. 


TEST PROCEDURE 
Test 2-a. Connect the digital voltmeter to TP1 and the counter toTP5. Refer to Table 8-49 


for CF settings, counter readouts, and approximate voltage levels. 


NOTE 


The voltage readings are typical and may vary greatly from that shown 
due to differences in varactor characteristics. The important point to note 
is the ratio of change as the center frequency is changed. 


If the voltage ratio changes about as shown but the frequency requirements are not met, 
trouble is probably in the oscillator assembly or the phase detector assembly. 


Table 8-49. SL1 Frequency Versus Voltage Chart 


Center Frequency Frequency TP5 Voltage TP1 hd 
0000000 Hz 300.000 kHz —25.5 V 
1110000 Hz 290.000 kHz —23.4 V 
2220000 Hz 280.000 kHz —21.0 V 
3330000 Hz 270.000 kHz —18.8 V 
4440000 Hz 260.000 kHz —16.6 V 
5550000 Hz 250.000 kHz —14.3V 
6660000 Hz 240.000 kHz —12.1'V; 


7770000 Hz 
8880000 Hz 
9990000 Hz 
9999999 Hz 


230.000 kHz 
220.000 kHz 
210.000 kHz 
200.000 kHz 


== 
Saute 


5.4 V 


—5.4V 
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Normally, causes of malfunctions in the Model 8660C will be isolated to a circuit 
board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


The A19 assembly, a part of the three-assembly SL2, is shown schematically and 
described on this Service Sheet. The SL1 Mixer and D/A Converter Assembly 
(A18) is shown schematically and described on Service Sheet 16. The SL1 Phase 
ee Assembly (A15) is shown schematically and described on Service Sheet 


When trouble has been isolated to the Al9 assembly it should be removed and 
reinstalled using two extender boards. This will provide easy access to test points 
and components. 


NOTE 


After making repairs to any part of the SL1 circuits the 
adjustment procedures in Section V paragraph 5-33 should be 
performed to ensure proper operation of the instrument. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 
Frequency Counter 


SUMMING LOOP 1 GENERAL 


The purpose of Summing Loop 1 (SL1) is to generate digitally controlled RF 
signals in the range of 20.000001 to 30.000000 MHz in selectable increments as 
low as 1 Hz. The SL1 voltage controlled oscillator is phase locked to the divided 
by one hundred output of the SL2 loop and the difference frequency of the N1 
loop and the SLi oscillator. The output of SL1 is applied to the RF Section 
plug-in. 


Ei sumMinc AwpviFicR 


Q6 is a summing amplifier which combines the output of the digital to analog 
converter and the signal from the SL1 phase detector. The summing point (Q6-e) 
sums the current from three sources; a current source from the +20 volt supply 
through R9, R10 and R11, a negative source from the digital to analog converter 
through R3, R7 and R68, and the signal from the SL1 phase detector through R6. 
The dc level at the summing point is held at zero volts. 


When the input at XA19-2-J is about —25 volts (all BCD inputs to A18 low) most 
of the current from the +20 volt source flows through A18Q3; very little flows 
through Q6. Under these conditions the voltage at Q6-c is about —30 volts. As the 
voltage at XA19-2-J decreases (becomes less negative), less current flows through 
A18Q3, more flows through Q6, and the voltage at Q6-c decreases (becomes less 
negative). 
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CR1 through CR10 and associated resistors are used to shape the voltage curve 
applied to the voltage controlled oscillator tuning varactors to ensure that 
frequency change is linear with voltage change. The voltage at the junction of R32 
and R39 is about —27.5 volts. When all BCD input to the A18 assembly are low, 
Q6-c is about —30 volts and all of the diodes in the shaper are reverse biased. As 
the voltage from the digital to analog converter decreases (gets closer to —5 volts) 
current through Q6 increases and the Q6 collector voltage decreases. As the Q6-c 
voltage decreases first CR10, then CR9, etc. are forward biased. As the diodes are 
forward biased resistors are added in parallel with R35 and R38 to shape the 
voltage curve to the varactors. Q7 provides a low impedance output to drive the 
varactors. 


TEST PROCEDURE 


Test 1-a. Connect the digital voltmeter to TP1 and set the center frequency as 
shown in Table 8-50. 


NOTE 
The voltage readings are typical and may vary greatly from that 
shown due to differences in varactor characteristics. The 
important point to note is the ratio of change as the center 
frequency is changed. 


If the voltage at TP1 does not change as the CF are changed check the input from 
the digital to analog converter (A18) at XA19-2-J. If the voltage levels at this 
point do not change as the CF is changed, trouble is probably in the A18 
assembly. 


If the voltage level from the digital to analog converter does change, but the level 
at TP1 does not, check Q6, Q7 and associated components. 


VOLTAGE CONTROLLED OSCILLATOR AND AMPLIFIERS 


Q5, Q4 and associated components comprise a voltage controlled oscillator. C17, 
C20 and C21 provide isolation for the dc levels required to bias the varactors. C19 
provides the feedback necessary to sustain oscillation. The resonant tank circuit is 
coupled to Q4 by capacitive divider C20 and C21. The FET acts as a source 
follower in the feedback circuit; it provides a high impedance at the gate and a 
low impedance at the source. 


Q3 is a power splitter which drives two two-stage amplifiers. One amplifier output 
is applied to the RF Section plug-in and the other is applied to the mixer in the 
A18 assembly. 


TEST PROCEDURE 


Test 2-a. Connect the oscilloscope to TP3 then to TP4. The sine wave at both test 
points should be about 0.3 volts p/p. 
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If the signal is not present at either TP3 or TP4 connect the oscilloscope to Q3-b. 
The signal level should be about 0.2 volts p/p. If the signal is present at Q3-b but 
was not present at TP3 or TP4, Q3 is probably defective. If the signal is not 
present at Q3-b, check Q5, Q4 and associated components. 


Test 2-b. Connect the counter to TP3 or TP4 and check for correct frequencies at 
the CF shown in Table 8-50. 


Table 8-50. Varactor Bias Versus Frequency SL1 


Frequency TP3 or TP4 


Center Frequency Voltage TP1 


0000000 Hz 30.000000 MHz —30.7 V 


1110000 Hz 28.890000 MHz —25.3 V 
2220000 Hz 27.780000 MHz —21.2V 
3330000 Hz 26.670000 MHz SEZ V 
4440000 Hz 25.560000 MHz —13.4V 
5550000 Hz 24.450000 MHz —10.6 V 
6660000 Hz 23.340000 MHz —8.2 V 
7770000 Hz 22.230000 MHz —6.3 V 
8880000 Hz 21.120000 MHz —4.7V 


9990000 Hz 20.010000 MHz 3.0.0 


9999999 Hz 20.000001 MHz —3.2V 
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DCU BLOCK DIAGRAM 


GENERAL 


The DCU (Digital Control Unit) controls all functions of the 
mainframe in the local mode of operation. In addition, in the 
remote mode of operation, the DCU displays the selected center 
frequency (CF) and processes the programming data to control 
all functions of the mainframe and the plug-in sections. 


The DCU is a bus oriented system with three major buses. 


All of the data from the keyboard shift register (KYBD SR), the 
Arithmetic Logic Unit (ALU) and the CF register is routed 
through the T bus to their destination(s). 


The R bus couples the outputs of the CF and A registers to the 
ALU on command. 


The S bus couples the outputs of the step and sweep width 
registers, and the output of a read-only-memory (ROM) to the 
ALU on command. 


The following information describes, in general terms, the 
overall operation of the various functions of the DCU. More 
detailed information to the circuit level appears on the foldout 
page opposing the schematic diagrams of the individual circuits. 


KEYBOARD 


The keyboard (KYBD) assembly consists of 20 non-contacting 
keys and a circuit board containing 20 printed circuit trans- 
formers. The transformer secondaries are series connected and 
the primaries are connected in series pairs. The transformer 
windings in each pair are oppositely paired. Each pair of the 
transformers are controlled by one numeral (0-9) key and one 
function (D.P., CF, MHz, etc.) key. A 100 kHz clock controls 
scanning of the transformer pairs. 


When a key is pressed, a spring loaded, metal disc closely 
coupled to the transformer changes the mutual inductance 
between the primary and secondary of the corresponding 
transformer. The key detect and encode circuit in the A1A2 
keyboard control assembly then determines which key of the 
pair has been pressed. 


The keyboard is shown schematically on Service Sheet 21. 


KEYBOARD CONTROL ASSEMB LY 


Key Detect and Encode. The keyboard control assembly 
provides a train of 100 kHz pulses to the ten key-pair 
transformers on the keyboard. The keyboard pairs are strobed 
successively in the scanning process. When a key is pressed the 
scanning is stopped until the key is released. 


During the period of time that scanning is stopped, the key 
detect and encode circuit determines which key of the pair has 
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been pressed and furnishes outputs to MPX I (multiplexer I) or 
to the qualifier select circuits on the AlA4 assembly. Numer- 
ical information goes to MPX I and all other information goes 
to A1A4. 


Keyboard Register and Multiplexers. In order to simplify the 
following discussion the multiplexers in the keyboard control 
assembly are referred to as MPX I, MPX II and MPX III. Each of 
the multiplexers has four-line inputs to points labeled Ig and 11. 
The input to be used is determined by the level at the Is 
selector line, i.e., a high level, logic 1, would select the Iz 
inputs. 


In the local mode, K@ register and the KYBD SR function as a 
four-bit, eleven digit, recirculating shift register. The purpose of 
recirculating the BCD information is to ensure that when all 
data is stored in the KYBD SR, the least significant digit is 
stored in a position to be the first digit shifted out of the 
register. 


Operation of the circuit is as follows (example entry is 
12.345678 MHz); KYBD key 1 is pressed first and the BCD 
information (0001) is coupled through MPX I to be stored in 
KQ@. The KYBD SR is then clocked by a’ burst of ten clock 
pulses and the BCD information is shifted to the least 
significant digit position in the KYBD SR. 


The second KYBD entry, a 2 (0010) is clocked into KQ. A burst 
of ten clock pulses again transfers the KQ data to the least 
significant digit of the KYBD SR. Now, however, there is an 
input to MPX I, Ij, which is clocked into KQ; this entry, BCD 
0001, follows the BCD 0010 information through to the KYBD 
SR. When the burst of ten clock pulses ends, the BCD 0010 
data is stored in the KYBD SR least significant storage and the 
BCD 0001 data is stored in the next least significant digit 
storage. 


The third keyboard entry, for the example used, is a decimal 
point (DP) which does not directly affect the KYBD SR. The 
DP information is applied to the qualifier select circuit in the 
A1A4 assembly. 


The fourth keyboard entry, for the example used, a 3 (0011) is 
processed in the same manner as the first and second entries. At 
the end of the burst of ten clock pulses the information stored 
in the KYBD SR is 0000000123. 


NOTE 


If the KYBD pushbutton is now pressed the CF 
readout will display 12.3. 


The remaining keyboard entries are processed in the same 
manner as entries 1, 2 and 4. When all information has been 
entered the KYBD SR data will be 0012345678. If the KYBD 
pushbutton is pressed the CF readout will display 12.345678. 
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The last keyboard entry (in the example an 8, BCD1000), will 
be the first digit clocked out when the data is transferred to 
another shift register. 


When information is clocked out of the KYBD SK it is also 
recirculated through MPX III and clocked back into the KYBD 
SR. In the local mode the information is retained in the KYBD 
SR until the keyboard is cleared or a new data entry is made. 


In the remote mode, MPX III Ig inputs are enabled by the RMT 
CMND-L line which goes low on command. Information from 
the mainframe interface circuits is applied to MPX III Ig inputs 
with the least significant digit first. Data is entered in the KYBD 
SR until all required data is entered. 


It should be noted that when the information in the KYBD SR 
is clocked out in the remote mode, it is again coupled back to 
MPX I and MPX III. This feedback is coupled through MPX I to 
K@ but cannot affect the KYBD SR because MPX II Jy is 
selected. Since MPX III Ig is low only when remote data is 
being programmed in from an external source, the feedback 
flows through MPX III and MPX II to recirculate the informa- 
tion in the KYBD SR. When the data is stored in a final register 
the KYBD SR is cleared. 


The output from the KYBD SR is applied to the A1A6 register 
assembly. 


Refer to Service Sheets 19,20, and 32 for more detailed informa- 
tion regarding these circuits. 


REGISTER ASSEMBLY 


The A1A6 assembly contains the CF, STEP, SWEEP WIDTH 
and M registers. 


The data inputs to the A1A6 assembly consist of inputs from 
the KYBD SR and the ALU. Most instructions are received 
from the A1A5 ROM output assembly. 


The BCD inputs from the KYBD SR are applied to two sets of 
gates. If these BCD inputs are data inputs for the plug-in 
sections, the gates are enabled by the input STO1-H, and the 
data is transferred to the appropriate register in the addressed 
plug-in section. 


If the information stored in the KYBD SR is not for the plug-in 
sections, gates may be enabled by KTT-H to couple the 
information to the T bus. Simultaneously, the information on 
the T bus is clocked into one, or more, of the shift registers on 
the A1A3 or A1A9 assembly as well as the A1A6 assembly. 


Most of the registers are preceeded by multiplexers. These 
multiplexers may be an integral part of the register integrated 
circuit or a separate integrated circuit. 


When new information is present on the T bus, one set of 
multiplex gates is enabled to couple the information to the 
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register. When information is being clocked out of a register, the 
other set of multiplexer gates are enabled to recirculate the 
information to the register. This ensures that register informa- 
tion is retained for future use without re-programming. 


Center Frequency (CF) Register 


The CF register is the only register that feeds its output back to 
the T bus. This output to the T bus, which is coupled through 
gates enabled by CTT-H occurs when: 


1. Entry of an out-of-range frequency has been attempted 
(state 3/8). 


2. A frequency increment (STEP) has been added to or 
subtracted from, the center frequency (state 2/7). 


3. The instrument has been switched from the sweep mode to 
the fixed frequency mode (state 2/9). 


4. The readout is to display CF again after the readout has 
been used to display KYBD, STEP, or SWP WIDTH (state 
1/8). 


Refer to Service Sheet 29 for more detailed information about 
the CF register. 


Step Register 


Any frequency may be stored in the step register and added to, 
or subtracted from, the center frequency by the ALU. Since the 
step register is a recirculating register, the stored information 
may be used as many times as desired. 


Refer to Service Sheet 30 for more detailed information about 
the step register. 


Sweep Width Register 


Any sweep width may be stored in the sweep width register. In 
the sweep mode the sweep width is centered on the center 
frequency. Example; CF 50 MHz, SWP WIDTH 50 MHz, RF 
output is swept from 25 to 75 MHz. 


Refer to Service Sheet 30 for more detailed information about 
the sweep width register. 


M Register and Limits 


When CF data from the KYBD SR is first clocked to the T bus 
it is applied only to the M register. The M register and the 
frequency limits decoder then determined if the programmed 
frequency is within the limits of the RF Section in use. 


The M register is a six digit register. Only the six most 
significant digits are required for limit detection. 
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The frequency limits decoder, in addition to the BCD inputs 
from the M register, has 16LIM and 13GL inputs. The 16LIM 
and 13GL inputs are decoded inputs from the RF Section 
plug-in which are used to select the frequency limits. 


The frequency limits decoder controls operation of the OUT 
OF RNG lamp and also provides Code 1 and Code 2 dc levels to 
the RF Section power amplifiers to operate two transistor 
switches to change the response time for output leveling. 


After the M register and the frequency limits decoder have 
determined that the CF data is valid, the KYBD SR data is again 
clocked via the T bus into the CF, readout (RO) and A registers. 
The data is then clocked from the A register through the ALU 
via the R bus to the T bus and to A1A10, the output register. 


Refer to Service Sheet 31 for a more detailed description of the 
M register and frequency limits circuit. 


ARITHMETIC LOGIC UNIT (ALU) 


The ALU, as the name implies, arithmetically manipulates the 
inputs from the other registers. The ALU may add, subtract, or 
allow the data to flow through without change. It also has a 
ROM (read-only-memory) which contains incrementing numbers 
used for the manual tune operation. The ROM may be used to 
cause the selected center frequency to be offset by any 
frequency within the range of the RF Section in use. 


NOTE 


Offset is a special option. The frequency offset must 
be specified, and the ROM programmed at the 
factory. 


Refer to Service Sheet 32 for a more complete description of 
the ALU circuits. 


OUTPUT REGISTER 


The output register converts the serial BCD data from the T bus 
or the A register to parallel BCD data. This is referred to as 
parallel dump. The advantage of parallel dump over serial dump 
is that only those mainframe phase lock loops which are 
programmed for a different rf output lose phase lock. This 
improves switching time and avoids generation of unwanted 
frequencies. 


Refer to Service Sheet 35 for a more detailed explanation of the 
output register circuit. 


SWEEP COUNT ASSEMBLY 


Shown directly under the ALU block is the sweep count 
assembly. The major function of this assembly is to keep track 
of the number of steps which have been taken in the sweep 
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operation. The three UP/DN counters have the 
capability of counting to 1000 steps. When the 
sweep is set to 100 steps the first UP/DN counter is 
bypassed and the count is 100. 


When the sweep mode is selected, the sweep always 
starts at the center frequency. In the AUTO mode 
the frequency steps are always to a higher fre- 
quency. When the upper limit of the sweep range is 
reached, the sweep starts at the lower limit of the 
range and is stepped up in frequency until the 
upper limit is again reached. 


In the manual (MAN) sweep mode the sweep may 
be stepped either up or down by use of the manual 
tuning control. 


The D/A (digital to analog) output (0 to +8V) may 
be used as an input to X-Y recorders, oscilloscopes, 
etc. 


For more complete details about the sweep count 
assembly refer to Service Sheet 33. 


SWITCH CONTROL ASSEMBLY 


The switch control assembly is shown at the far 
left side of the block diagram. This assembly 
provides seven clocks for use in various parts of the 
DCU. It also generates and stores qualifiers for all 
of the front panel controls except the keyboard 
numbers. 


For a more complete description of the switch 
control assembly refer to Service Sheets 19 and 20. 


ROM INPUT AND ROM OUTPUT ASSEMBLIES 


The outputs of the seven state flip-flops control 
the qualifier select and seven of the address bits of 
the ROMs. When the eighth address bit is provided 
to the ROMs, the seven state flip/flops are set to 
the next state by the outputs of ROMs 1 and 2. 
ROM 2 also provides 1 output instruction and 
ROM 8 provides 4 output instructions. 


Circuits are also provided to manually clock (single 


step) the DCU. When this feature is used, light 
emitting diodes verify the machine state. 
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NOTE 


The term “machine state” refers to a 
given set of conditions at a given point in 
time. These states are shown in logical 
succession on the Algorithmic State 
Machine (ASM) Flow Chart on the last 
foldout sheet of this manual. 


For a more complete description of circuit opera- 
tion refer to Service Sheet 26. 


The box labeled qualifier select in the ROM input 
assembly is shown schematically on Service Sheet 
25. Multiple devices form a large selector circuit 
providing one output selected from 34 qualifier 
inputs. Seven inputs from the seven state flip-flops 
control the selection. The single output provides 
the eighth address bit to ROMs 1, 2 and 3. 


For a more detailed description of circuit opera- 
tion refer to Service Sheet 25. 


The ROM output assembly contains a clock burst 
control which selects the number of pulses in the 
clock train, and a state decoder which converts the 
coded outputs of the seven state flip-flops to 
instructions. 


For a more detailed description of the circuits refer 
to Service Sheets 27 and 28. 


READOUT CONTROL ASSEMBLY 


The major function of the A1A3 readout control 
assembly is to justify (position) the decimal point 
in the readout. The assembly also contains a 10 
digit readout register which controls the ROMs in 
the readout assembly. Blanking of the leading 
zeros, and scanning of the register for the readout 
assembly is also provided. 


For a more detailed description of the cirucits in 
the readout control assembly refer to Service 
Sheets 23 and 24. 


READOUT ASSEMBLY 
The readout assembly contains two side by side 
solid state readouts. Both are 6 digit readouts. 


For a more complete description of the readout 
assembly circuits refer to Service Sheet 36. 
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SERVICE SHEET 19 
P/O SWITCH CONTROL ASSEMBLY A1A1 


Service sheets 19 and 20 provide schematic diagrams for the 
circuits on the A1Al1 assembly and some of the front panel 
operating controls. 


The pushbutton switches shown in the upper left hand corner 
of Service Sheet 19 labeled KYBD, STEP and SWP WIDTH, 
when pressed, cause the information stored in the KYBD SR 
(keyboard shift register), STEP (step register), or the SWP 
WIDTH (sweep width register) to be displayed on the CENTER 
FREQUENCY readout. 


The PBCOM (pushbutton common line) is low when the 
instrument is in the local mode and the power detect 
requirements have been met. When any one of the pushbuttons 
is pressed the D input of the associated D type flip-flop goes 
low. The Q output of the associated flip-flop goes low and 
remains low until the pushbutton is released. On release the Q 
output goes high on the next clock pulse. The clock pulse to 
these flip-flops are operated by a 200 Hz clock. 


The Q outputs of the pushbutton flip-flops U21B, U29B and 
U29A are used in the readout control assembly, A1A3 and the 
ROM Input assembly A1A4. These Q outputs also control the 
output of NAND gate U22B. When any one of the Q outputs go 
low, the output of NAND gate U22B goes high. 


Normally, the pushbutton readout (PBR) flip-flop, U11A and 
the center frequency (CFR) flip-flop, U11B, are in the reset 
state. 


When one of the pushbuttons is pressed and the output of 
U22B goes high, both inputs to AND gate U20C are high, the J 
input to U11A is high and U11A Q will go high on the first 
clock pulse. The Q output of U11A goes high to enable U20B. 


When U11A Q goes low, AND gates U19A and U13C are 
inhibited. The low level at U13C pin 8 enables NOR gate U24C. 
When the instrument is in state 0/0 the output of U24 is also 
low so the J input of flip-flop F10 goes high. The next clock 
pulse causes U16B Q to go high. When qualifier F10-H goes high 
the state machine is enabled to proceed from state 0/0 to state 
4/0. 


When state 3/6 is reached, KPBR and JCFR go low, KF10 and 
RKD2 go high. The KPBR-JCFR input is inverted and applied 
to the K input of U11A and, through AND gate U20B to the J 
input of U11B. Simultaneously the KF10-H level is applied to 
the K input of the F10 flip/flop U16B. The next clock pulse 
causes U11A Q to go low, U11B Q to go high and U16B Q to go 
low. 


DCU Block Diagram 
@ SERVICE SHEET 18 


Service 


SERVICE SHEET 19 (Cont'd) 


The state progression then flows back to state 0/0 
where it remains until the pushbutton is released. 
On release of the pushbutton the Q output of the 
associated pushbuttton flip-flop again goes high 
and the output of NAND gate U22B goes low. 


Both inputs to NOR gate U24A are now low so the 
output goes high and is inverted to inhibit AND 
gates U19A and U13C. The next clock pulse causes 
the Q output of the F10 flip-flop, U16B, to go 
high. The state machine again proceeds from state 
0/0, state 4/0 and on. 


When machine state 1/8 is reached the instructions 
cause the Center Frequency readout to again 
display the center frequency. Instruction KCFR-L 
occurs in state 1/8. This input is inverted and 
applied to the K input of U11B which is then 
clocked to drive the Q output terminating the CFR 
flip-flop function. 


When any keyboard key is pressed, input KD2-L 
goes low. This inhibits NAND gates U19A and 
U13C and enables NOR gate U24C. The J input to 
the F10 flip-flop, U16B, goes high when in state 
0/0 and the next clock pulse causes the Q output 
to go high. 


The F10 flip-flop Q output also is caused to go 
high at state 0/0 when a manual tune operation 
causes U19A pin 4 to go low or when a sweep 
operation causes U13C pins 10 and 11 to go low. 
In each case, the F10 flip-flop is set and this starts 
the state to state progression. 


The F1 flip-flop, U16A, which is also called the 
interrupt flip-flop, is set in state 0/0 when a 
keyboard entry, a manual entry, or a pushbutton 
entry is made during a sweep operation. When any 
of these entries are made, the output of NAND 
gate U19A goes low to enable NOR gate U24D. 
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When state 0/10 is reached, the J input of U16A 
goes high, and the next clock pulse causes the Q 
output to go high. 


When a keyboard entry is made while in the sweep 
mode, the sweep is interrupted while the entry is 
being executed. During execution U15A K input 
goes high in state 0/5 enabling the reset of the F1 
flip-flop. The sweep is resumed when the entry is 
completed. 


U26 is a 4-line to 16-line selector. The A, B, C and 
D inputs are in binary format. Inputs G1 and G2 
are enabling inputs which must both be low to 
enable the selector. U26 is the code 0 selector; 
whenever it is active the state is 0/0, 0/1, 0/2, etc. 
All outputs are high except the one selected. The 
outputs of the selector are instructions. Some of 
the instructions are qualified; they do not affect 
the circuits unless certain conditions are met. As an 
example, the F10 flip-flop, U16B will not be set in 
state 0/0 unless a front panel control, switch or 
key has been manipulated. Some instructions such 
as JF9-H, are generated by more than one state. 


Flip-flop Ul in the lower left corner of the 
schematic performs the sole function of operating 
the OUT OF RNG lamp. When the frequency 
selected is above the range of the RF Section in 
use, the data is rejected and the OUT OF RNG 
lamp flashes once (about 0.5 second). When the 
frequency selected is below the specified limits, the 
OUT OF RNG lamp light stays lit (frequencies 
below the specified limits are useable). 


U28B, in conjunction with cross-connected NAND 
gates U18A and U18B serve to speed up detection 
of an out of range frequency to provide an FLIM-L 
(out of range) signal for programming equipment 
external to the 8660C. 


Flip-flop U28A controls the SWON-H (sweep on) 
line. 
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SERVICE SHEET 20 
P/O SWITCH CONTROL ASSEMBLY A1A1 


Service Sheets 19 and 20 show the circuits of the A1lA1 assembly 
schematically . 


The circuits receive inputs from all front panel switches except the 
keyboard. These inputs serve to set (or reset) certain flip/flops or may 
simply flow through the assembly for use in other assemblies. 


A principal output is qualifier F10-H from flip/flop U15 shown on SS19. 
When qualifier F10-H is set the state machine will go through the various 
states to set up the operation selected by the operator. Principal inputs to 
the F10 flip/flop are from the keyboard via input KD2-L, the readout 
pushbutton switches, the sweep control switches or the manual mode tuning 
dial. 


A second principal circuit is the 4-to-16 selector U26 (shown on SS19) 
which is one of four such selectors in the DCU. Selector U26, which is 
designated as CODE 9, is a part of this assembly because many of the 
outputs are directly used in other circuits in the assembly. The other three 
selectors are located on the A1A5 assembly which appears on Service Sheet 
28. 


A third principal circuit is the clock dividers which provide seven different 
check outputs used in various DCU circuits. 


The first divider, D type flip-flop U32B, divides the 2 MHz coax clock by 
two. The 1 MHz output of U32B drives divide-by-ten U9 and is also used as 
the system clock. 


The second divider, U9, divides by ten. The 100 kHz output drives divide- 
by-ten U8 and is also used as the keyboard clock. 


The third divider, U8, divides by ten. The 10 kHz output drives U6 and is 
also used in the readout assembly. 


The fourth divider, U6, provides two outputs. The second output is a 1 kHz 
pulse which drives U7. The fifth divider, U7, divides by 5. The 200 Hz out- 
put is used to clock the sweep control circuits and the pushbutton flip-flops 
(see SS19). The output also drives U5. 


The sixt divider, U5, divides by ten. The 20 Hz output is used in the sweep 
control circuits. 


In the upper left hand corner of the schematic is a block labeled ROTARY 
PULSE GENERATOR (abbreviated RPG). The RPG is enabled by the 
MANUAL MODE RESOLUTION switch in any position except OFF. The 
RPG is also enabled when the SWEEP MODE switch is placed in the MAN 
position. The SWEEP MODE switch takes precedence over the MANUAL 
MODE RESOLUTION switch. 


SERVICE SHEET 20 (Cont'd) 


The RPG contains a light source and two photocells which are used to 
generate two square waves. These two square waves have a quadrature 
relationship — they are 90 degrees out of phase. 


The circuits following the RPG CW and CCW outputs must detect when a 
manual entry has been made and also whether the input is an increase or a 
decrease in frequency. 


AND gate U88D is driven by the CW and CCW inputs from the RPG. 


Assume that the RPG is to be tumed in the CW direction and that initially 
the CW output is low. The CCW output is low when the CW output goes 
high. When the CCW output goes high AND gate U33D is enabled and its 
output is high. When the CW output goes low, PLS-H goes high to cause an 
add operation and the low output of AND gate U33D clocks U32A through 
NAND gate U81D to cause the Q output (MNE-H) to go high. 


When the RPG is turned CCW, the CCW output will go high at a time when 
the CW output is low. 90° later CW goes high and AND gate U33D output 
goes high. When, 90° later, CCW goes low, U33D output goes low and clocks 
U32A through U31D. The CW output is still high so the output of NAND 
gate U21A, PLS-H, is low. A subtraction operation is directed rather than an 
addition operation. 


The enabling input to NAND gate U28A is from a cross-connected pair 
flip-flop, U31B/C. TRP-L is low only during the power detect operation 
when the instrument is first turned on. TRQ-L is also coupled back to NAND 
gate U25B and USA to inhibit the front panel manual controls during power 
detect. 


Divide-by-five counter U4 is used when the HF RF output unit is in use and 
the 1 MHz (COARSE) step increment is selected. This is done to provide a 
fine control over the 1 MHz COARSE operation. Only every fifth input from 
the RPG can clock the MNE-H flip-flop, and control is improved. 


Option 004 instruments have a 100 Hz resolution rather than 1 Hz 
resolution. Part of the changes required for this change is to shift R18 from 
its location shown on the schematic to a point between U30D pin 13 to 
ground. The step increments in OPT 004 instruments are 100 Hz, 10 kHz 
and 1 MHz. 


SWEEP ENABLE CIRCUITS 


The SW1 flip-flop, U23A, Q output (SW1-H) and SWON-H go high for all 
sweep operations. Selection of AUTO or MAN sweep controls the J input of 
U23A through AND gate U13A and U24B when enabled by state 0/0 at 19 

@) . Selection of SWEEP OFF controls the K inputs for reset of U23A 
through NAND gate U22A. 


Flip-flop U23B, also referred to as the F9 flip-flop, is the sweep rate control. 
When the instrument is first turned on the K input to U23B is high due to 
the state of the TRO flip-flop (U31B/U32C), so the Q output is set high. 


When state 0/13, 0/14 or 0/15 is reached the J input to U23B goes high and_ 


the system clock causes the Q output to go high. When U23B Q output is 


P/O A1A1 Switch Control Assy (Part 1) 
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Service 
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high, NAND gate U25D is enabled and the system 
clock is coupled through to NAND gate U14C. 
These three states enable the sweep to step at the 
maximum clock rate (1 MHz) during certain parts 
of the sweep operation. 


The Q output of the single sweep flip-flop, U21A, 
is high in the quiescent state. Since both inputs to 
AND gate U20A are high the level at the S input to 
U21A does not affect the flip-flop. 


When the SWEEP MODE switch is placed in the 
SINGLE mode and the SINGLE pushbutton is 
pressed, the output of AND gate U20A goes low to 
set the Q output of U21A high. The Q output of 
U21A (QSS-H) stays high for the period of one 
sweep width. The inverted system clock at the pin 
2 input of OR gate U30A cannot reset U21A 
because instructions RQSS-H is low during the 
single sweep operation. 


When the single sweep operation is concluded, 
instruction RQSS-H goes high, is inverted by U2D 
and enables OR gate U21A. The next inverted 
system clock resets both U21A and U23A (Q goes 
low and Q goes high). 


When the single sweep was initiated, U21A Q went 
low to cause the output of AND gate U13A to go 
low. The pin 6 input to NOR gate U24B is also low 
so the J input is high at U23A, the SW1 flip-flop. 
The next clock pulse will cause the Q output of 
U23A (SW1-H) to go high. SWON-H is also high 
during the time the output of U21A is low as 
controlled by the QSS flip-flop U21A. 


While the Q output of U23B is high the system 
clock is coupled through NAND gate U25D to pin 
10 of NAND gate U14C. Pins 9 and 11 of U14C 
are high because U23B Q is low. The system clock 
is coupled through NAND gate U14C to U15A. 
Since the D input to U15A is held high the Q 
output goes high on the clock pulse. The inverted 
system clock then causes the Q output of U15B 
(QSP-H) to go high. When state 0/11 is reached pin 
9 of U30C goes low to permit the inverted system 
clock to reset U15A and U15B (Q outputs go low) 
to make them ready for the next system clock. 


When one of the three other clock sources is to be 
used to drive U15A, state 0/9 is reached, pin 12 of 
OR gate U30D goes low, the inverted system clock 
at OR gate U30D pin 11 resets U23B and the 
output of AND gate U20D resets U15A and U15B. 


8-132 


Model 8660C 


When U23B is reset the Q output goes high and 
NAND gate U25D is inhibited to prevent further 
system clock pulses from reaching U15A. The high 
output from U25D is also used to partially enable 
NAND gate U14C. 


When the SWEEP MODE switch is set to AUTO 
and the SWEEP RATE swtich is set to MED, the 
output of NAND gate U10A goes high to enable 
NAND gate U10D which supplies the 1 millisecond 
(1 kHz) clock to U10B. The pin 5 input to U10B is 
high because the high output of U10A is inverted 
and used to inhibit U10C. 


Pins 2 and 13 of NAND gate U14A are high so the 
clock path is completed through to NAND gate 
U14C. Pins 9 and 10 of U14C are both high so 
U15A is clocked and its Q output goes high. 


The next inverted system clock causes QSP-H to go 
high. This signal instructs the system to advance 
another sweep step. Using the inverted system 
clock to clock U15B ensures that the 1 millisecond 
clock is synchronized to the system clock. The 1 
millisecond clock is derived from the system clock. 
However, the dividers are low power devices and 
the propagation delay may result in excessive phase 
shift. Also, during manual sweep, asynchronous 
pulses are received through U14B and U14C which 
must be synchronized. 


When the FAST sweep rate is selected, operation 
of the circuit is the same as in the MED mode 
except that the output of AND gate U33B 
(Q100-H) is high. In this mode the sweep is 100 
steps at the 1 kHz rate. 


When the SLO sweep rate is selected, operation is 
similar to the MED mode except that the output of 
U10 is low, U10C is enabled, and the 10 milli- 
second (20 Hz) clock is used. 


When the SWEEP MODE switch is set to MAN, the 
RPG is enabled. Operation of the RPG and 
associated circuits is essentially the same as it was 
in the MANUAL TUNE RESOLUTION mode. 
MNE-H is applied to the pin 5 input of NAND gate 
U14B; U14B pin 3 is held high by U23B Q and 
U14B pin 4 is held high by QMSW-H so MNE-H is 
coupled through to NAND gate U14C. The other 
two inputs to U14C are high so U15A is clocked 
by MNE-H. U15B is then clocked by the next 
inverted system clock. This ensures that the 
MNE-H input is synchronized with the system 
clock and provides QSP-H. 
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Figure 8-58. P/O A1A1 Switch Control Assembly Component Locations (Part 2) 
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SERVICE SHEET 21 
P/O A1A2 KEY CONTROL ASSEMBLY AND KEYBOARD 


The circuits in the Al1A2 assembly are shown schematically on Service 
Sheets 21 and 22. The keyboard scan, encoding circuits and the keyboard 
shift register are all contained in this assembly. Also shown on Service Sheet 
21 is the keyboard printed circuit board schematic. 


The Model 8660C keyboard is unique in that there are no mechanical 
contacts. Basically the keyboard consists of ten pairs of printed circuit pulse 
transformers with metallic spring leafs suspended adjacent to them. When a 
key is pressed the associated pulse transformer is inductively shorted. 


The pulse transformer primaries are connected in series pairs between the 
100 kHz clock pulses and a 1 of 10 selector, U26. The pulse transformer 
secondaries are connected in series between the inputs of a dual comparator, 
U20. The pulse transformer pairs are connected so that secondary currents 
cancel until a key is pressed. 


The keyboard clock (KYB CK) is connected to all of the transformer pairs. 
However, only one transformer pair is selected at any given time by U26. 
The keys are scanned sequentially, 10 times for numeric data, then 10 times 
for non-numeric data. This is accomplised by clocking flip/flop U17B every 
time the D output of divide-by-ten U25 is active. The Q and Q outputs of 
U17B determine which of the U20 comparators is being strobed. The lower 
comparator is the numeric key detector. 


When the lower U20 comparator is being strobed, if a numeric key is pressed 
a positive going pulse appears at U20 Eg output. This causes the one-shot 
U19 to change states (Q goes low). The low output of U19 Q inhibits the 
clock gate (U16C) to the divider (U25). U25A, B, C and D outputs retain the 
binary number of the key pressed. The numeric data is applied to 
multiplexer U12 which is shown on Service Sheet 22. Numeric data cannot 
affect the non-numeric data circuits because OR gates U24A, B, C and D 
outputs are held high by NAND gate U16B. 


U19 is a monostable multivibrator which may be re-triggered during its 
period of about 15 microseconds. The period of U19 will be extended as 
long as the key is pressed since re-triggering pulses are received from U20 
every 10 microseconds. 


Operation when a non-numeric key is pressed is essentially the same as it is 
for a numeric key. The upper U20 comparator is enabled by U17B Q and 
both U16B inputs are high. The low level at the output of U16B enables 
U24A, B, C and D to couple the data through to one-of-ten selector, U23. 
The outputs of U28 correspond to the input binary weighted code. 


U15 is a multiplexer which processes data from U23 in the local mode or 
from external programming circuits in the remote mode. The only data 
functions processed through U15 are the step up, step down and center 
frequency. In the local mode U15 pin 1 (select) selects inputs 1A, 1B, and 
1C because the LOCAL-H line is high. In the remote mode the select line 
(U15 pin 1) is low so inputs 0A, OB and OC are selected. In either case, the 
ZA, Zp and Zc outputs correspond to the A, B and C inputs. 
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The gating circuits to the right of U15 and U23 generate various qualifiers 
and instructions. As an example, if the CF key is pressed (code 8, 1000) the 
0g output of U23 is low, U15Zc is low and the output of U22D is high. At 
all other times, when the CF function has not been initiated, qualifier CF-H 
is low. 


Flip/flop U7B functions in the microprogram to prevent an entry operation 
from being made before a unit key is pressed. A unit key must be pressed to 
complete the justification process. The F3 flip/flop (U7B) K input goes high 
when qualifier QU1 (U21B pin 8) is high and instruction KF8-L is low which 
occurs in state 1/6. The next clock pulse resets U7B and qualifier F3 goes 
low. The F3 J input must go high in order to make the Q output go high to 
complete the cycle. This is accomplished when the JF3-L input (pin 11) 
becomes active when the machine is active in any one of four states, 1/11, 
1/12, 1/13 or 1/0 and U7B is clocked. The Q output will also go high if the 
CLEAR KYBD key is pressed generating output 09 from U23. U17A Q 
(KD2-L) provides a signal to the F10 flip/flop on the A1A1 assembly when a 
key has been pressed or when CMND-P-L goes low in the remote mode. 


J-K flip/flop U7A is used in a synchronizing process; it is connected as a “D” 
type flip/flop. The “D” input from U19 is asynchronous since it is a 
response to manual press and release of a key. The synchronized KDN-H 
output ensures correct machine state action. 


P/O A1A11 Switch Control Assy (Part 2) 
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Service Model 8660C 


Figure 8-61. Keyboard Assembly Rear View 
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Figure 8-62. P/O A1A2 Key Control Assembly Component Locations (Part 1) 
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Figure 8-63. P/O A1A2 Key Control Schematic (Part 1) 
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Service 


SERVICE SHEET 22 
P/O A1A2 KEY CONTROL ASSEMBLY 


The A1A2 key control assembly circuits are shown 
schematically on Service Sheets 21 and 22. The 
circuits shown on this Service Sheet consist of the 
recirculating keyboard register and the circuits 
which control it. 


Multiplexer U12, when a keyboard numeral is 
being entered (ETKQ-L is active), couples the data 
to U5 which is a one digit, 4 bit-register (referred 
to as the K@ register). 


After the data is stored in K9@ a train of 10 clock 
pulses transfer the data to the main keyboard shift 
register consisting of U4, U6, U14 and U13. 


U6 and U4 are dual 8 bit registers. Data bits 1 and 
2 for digits 3 through 10 are stored in U6 and data 
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bits 4 and 8 for digits 3 through 10 are stored in 
U4. U14 and U13 are one digit four bit registers. 
U14 stores digit 2 and U13 stores digit 1. 


Note that the output of the main keyboard register 
is coupled back to U5 thorugh U12 while the train 
of 10 clock pulses is present. This is true because 
ETKQ-L is now in the quiescent (high) state. The 
cycle continues until all of the required numeric 
entries are made. When the last digit has been 
entered (the least significant digit) it will be so 
positioned in the register that it will be the first 
digit clocked out. The first digit clocked in will be 
the last digit clocked out. 


In the local mode when the keyboard data is 
clocked out, it is also clocked back into the main 
keyboard register, through multiplexer U11. U12 
and U5 are bypassed. 


The control gates for the keyboard register are 
conventional. 
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SERVICE SHEET 23 
P/O A1A3 READOUT CONTROL ASSEMBLY 


Most of the circuitry shown on this service sheet is used to justify (properly 
locate) the decimal point in the readout. Following entry of a multidigit 
number, units are selected and the number is shifted left or right in the 
keyboard register as controlled by the following circuitry which determines 
position of the decimal point. 


The MHz, kHz and Hz inputs are applied to the B inputs of comparator U11. 
The A inputs to comparator U11 are from justification counter, U20. The 
purpose of U11 is to detect when A=B. 


The justification counter, U20, is a decade counter which operates only after 
a decimal point or a units entry has been made. 


Referring to the Algorithmic State Machine, (flow graph), assume that the 
first keyboard entry is a numeral and follow the machine states from 0/0 
through states 4/0, 5/0, 6/0 and 6/1 to state 1/5. State 1/5 contains the first 
instruction that directly affects the circuits shown on Service Sheet 23. 


The instructions in state 1/5 are RF2-L which resets FF2, RKB-L which 
resets the keyboard and RJCT-L which resets the justification flip-flop, 
U14A. RJCT-L is also inverted by U31C to reset the counter, U20, to nine 
(1001). 


The next state, 0/2, contains the instruction ETK)-L. This causes the 
numeric data to be stored in the KM register. 


The next state, 0/3, contains instruction KPTK-L (KM to keyboard register) 
and a train of 10 clock pulses. These clock pulses transfer the data from the 
single digit K® register to the least significant storage in the ten digit 
keyboard storage register. 


NOTE 


See Service Sheets 21 and 22 for a more complete analysis 
of the keyboard register. 


When a decimal point is entered after a numeric entry the machine state path 
is from state 0/0 through states 4/0, 5/0 and 5/1 to state 3/5. 


In state 3/5 instruction SJCT-L (set justification counter) appears. This 
instruction, which has a low assertive state, is applied to NOR gate U13A pin 
3. The second input to NOR gate U13< is the inverted system clock which is 
high when SJCT-L appears. When the inverted system clock at U13A pin 2 
goes low the clock input to U14A goes high and causes the Q output to go 
high. 
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When U14A Q goes high NAND gate U33A is enabled. Pin 4 of U33A is high 
because B9-L is not active at this time. The system clock at NAND gate 
U85B pin 3 is applied to U33A pin 5 when CK10 CK is high and JUS or QJO 
are high. Pin 2 of U33A is high because KM TK is low. 


The output of NAND gate U38B is high since QJO is low and NAND gate 
U80D is enabled for a period of nine clock pulses. The train of clock pulses 
ends when B9-L goes low and inhibits U33A. 


The justification counter, U20, starts at a count of 9 in the local mode. The 
9 clock pulses it receives cause it to stop one count lower than where it 
started. In other words, the first entry after a decimal point would cause the 
counter output to be an 8, the next entry a 7, etc. 


The output of NAND gate U35B pin 6 is also used to clock the keyboard 
register via line KCK-L. The output burst of 10 clock pulses shifts the new 
entry to the correct sequential position as described in Service Sheets 21 and 
22% 


So far, justification has not taken place; the justification counter has merely 
deducted the number of entries after the decimal point from 9. Flip/flop 
U14B has not yet been clocked because the JUS-L high level has been 
inverted by U31E to inhibit AND gate U32B. 


As an example of circuit operation assume that 12.34 has been entered and 
the output is to be 12.34 kHz. Referring to the Algorithmic State Machine it 
can be seen that the UNITS path is the same as the numeral path until state 
6/0 is reached. The qualifier following state 6/0, NUM-H, is not active so the 
next state is 0/4 which contains instruction RKQ-L (reset KQ register). 


RKQ-L is the output of AND gate U32D. The inputs to U32D are from OR 
gate U21C which is high because JUS-L is not active and from AND gate 
U9A. ST04-L is active by virtue of being an output of state 0/4 and the low 
level is inverted by U24E to enable U9A. The system clock is then coupled 
to AND gate U32D to produce RKQ-L. 


Qualifier QU1-H is active for state 0/4 so the next state is 1/6 which contains 
instructions JUS-L, KF3-L and CK10J-L. 


When JUS-L goes low it is inverted by U31E and applied to AND gates 
U25A and U82B. The second input to U32B is from OR gate U21D. The 
output of OR gate U21D is high because input pin 13 is connected to B9-L 
which is high. 


The low to high output transition of U32B clocks U14B. Since the B inputs 
to U11 are a 6 (0110) and the A inputs are a 7 (0111), both A=B and A<B 
are low. The D input to U14B is low and clocking U14B causes the Q output 
to go low. 


The low Q output of U14B is applied to one input of NOR gate U13B. The 
second input to U13B is CKB-H which is also low. The high input to OR gate 
U21A at pin 1 is coupled through to pin 10 of AND gate U32C. Pin 2 of OR 
gate U21A is also held high by the inverted low A=B level. 


The second input to AND gate U32C is from AND gate U25A. U25A pin 2 
is held high by the inverted JUS-L level and pin 1 is held high by the local 
line. The high output of U25A enables AND gate U32C and QJQ-H goes 
high. 
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When QJQ-H goes high it holds the instrument in state 1/6 until the 
justification requirements are met. QJ@-H enables NAND gate U35B through 
OR gate U23A. QJQ-H also enables NAND gate U33B which then clocks U20 
through U30D. 


The clock train is again stopped after nine clock pulses by the action of B9-L 
and the outputs of U20 and U2 are compared by U11. Since both of the 
inputs to U11 are now 6 (0110), A=B goes high to cause the D input to 
U14B to go high. 


When Ul11 A=B is a high the justification requirements are satisfied. 
However, several things must happen before state 1/6 may be left. 


The A=B high level is inverted by U31A and applied to pin 2 of OR gate 
U21A. This does not immediately affect the output of U21A because the 
output of NOR gate U13B is held high by the low Q output of U14B and the 
CKB-H level which is low. 


U14B is clocked by AND gate U32B as follows: U32B pin 5 is still held high 
by the inverted JUS-L low level. The second input to U32B is from OR gate 
U21D. When B9-L goes low, pin 13 of U21D is also low. The inverted system 
clock at pin 12 of U21D is high so the output of U32B remains high. On the 
next clock the inverted clock goes low and the output of U32B goes low. 
This does not clock U14B because a D type flip/flop may be triggered only 
on a positive going pulse. The next time the inverted clock goes high is at the 
beginning of the tenth clock; this clocks U14B and causes the Q output to go 
high. 


The high Q output of U14B inhibits NOR gate U13B. Since both inputs to 
OR gate U21A are now low AND gate U82C is inhibited and QJQ-H goes 
low. The machine state progression is now through states 6/14, 1/1, 4/1, 1/9, 
4/9, 4/10 and 5/10 to 0/0. The instrument is now ready for the next entry 
(function). 


Now assume that 12.34 kHz was entered by accident, it should have been 
12.34 MHz. 12.340 is still stored in the keyboard register so all that is 
necessary to start the justification process over is to press the MHz key. 


Operation of the justification circuit is the same as it was for kHz except 
that now the input to 011 is a 3 (0011) and the output of U20 is a 6 (0110). 
QJ)-H goes high as it did in the previous example. QJQ)-H stays high until 
three trains of clock pulses cause the output of U20 to reach 3 (0011) and 
once again U11 A=B is high. QJQ-H is caused to go low in the same manner 
as in the previous example. 


For a third example assume it is decided that 12.340 kHz was, after all, the 
desired output frequency. 


Initiation of the justification cycle is the same as it was in the previous two 
examples. How, however, the A inputs to U11 are a 3 (0011) and the B 
inputs are a 6 (0110) so A<B is high. This high level at pin 10 of NOR gate 
U18C holds the D input of U14B high and U14B is clocked as it was before 
but no output change results since the Q output was already high. 
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The low A=B output of U11 is again inverted and 
applied to OR gate U21A to enable AND gate 
U32C and again cause QJQ-H to go high (U32C pin 
9 is caused to go high in the same manner as in the 
previous examples). 


U11 is continually comparing the outputs from 
U20, U1B and U21B. The first clock to U20 causes 
the output to go to 4 (0100), the second to 5 
(0101) and the third to 6 (0110). Justification has 
been accomplished, A=B is high, U21A is inhibited 
and QJN-H immediately goes low. The state 
progression back to state 0/0 is the same as it was 
in the previous examples. 


During all of these justification counts, outputs 
from KCK-L to the keyboard register cause the 
entry to be shifted to positions consistent with 
units and decimal point. 


It may be seen from the foregoing examples that 
left shifting (from kHz to MHz) takes three trains 
of clock pulses, while right shifting (from MHz to 
kHz) takes only three clock pulses. 


The decimal point storage, U3, is a 4 x 4 file. It 
stores 4 four-bit words. These words are selected 
by the outputs of U22A and U22B as follows: 
word 1, center frequency 00; word 2, sweep width 
01; word 3, step (increment) 10 and word 4, 
keyboard 11. 


The inverted system clock is applied to pin 12 
(Gy) of U3 where it is used as the write clock. WA 
and WR (write) inputs are controlled by AND gates 
U22A and U22B which are, in tum, controlled by 
the KYBD, STEP or SWP WIDTH pushbuttons in 
the local mode. When these pushbuttons are all 
inactive the center frequency is selected. 
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When operating in the remote mode only the 
center frequency is displayed. It is displayed in 
MHz only. In the remote mode the LOCAL-H line 
is low. This low level is inverted by U31F and used 
to reset the justification counter, U20, to zero. OR 
gates U1C and U1D provide the inputs to U3 in the 
remote mode. Pin 10 of U1C and Pin 12 of U1D 
are connected directly to the output of U22A 
AND gate. Normally, in the local mode, the output 
of U22A is low. 


When the remote mode is selected and LOCAL-H 
goes low it is applied to INVERTER U6 and AND 
gate U30A. The output of AND gate U32A goes 
low, is inverted and applied to AND gate U25B. 
The second input to AND gate U25B is QHF-H 
which is low. 


Decoder U7 is one-of-ten selector. All outputs of 
the decoder are high except the one selected. The 
outputs of the decoder directly drive the decimal 
point LED’s in the readout (the series resistors are 
for current limiting). 


The gates shown to the right of decoder U7 are 
used to drive the Hz, kHz, M (M and Hz are both 
used to display MHz) and GHz lamps. NAND gates 
U26A, B, C and D are open collector lamp drivers. 
The common input to these gates is controlled by 
the combined functions of F2 and KPB. During the 
time when keyboard entries are being made, the 
KYBD pushbutton is pressed for readout of the 
entries, the units lamps are inhibited. When the 
entry is justified, F2-L goes low and the units 
lamps are then enabled. 
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Figure 8-66. P/O A1A3 Readout Control Assembly Component Locations (Part 1) Figure 8-67. P/O A1A3 Readout Control Schematic (Part 1) 
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P/O READOUT CONTROL ASSEMBLY A1A3 


The A1A3 assembly is shown schematically on Service Sheets 
23 and 24. 


The circuits shown on SS24 consist of the ten digit recirculating 
readout register, scan control for the readout and a blanking 
control for the readout. 


When new information is to be clocked into the readout register 
from the T bus, TTRO-L goes low at pin 4 of NAND gate U5B 
and U5B output goes high. OPRO-L and ROI-L are normally 
high, so the output of AND gate U25B goes high to select the I, 
inputs of multiplexer U17. 


The outputs of multiplexer U17 are applied to U8, U27, U36, 
U37, U38 and U28. The last five IC’s comprise the ten digit 
register which, in conjunction with other circuits shown on 
SS24 control operation of the readout. 


While the output of AND gate U25B is high the preset enable 
(PE) to the sync register, U39, is also high. The register will 
function as a shift register, and, with the J input high, the first 
four clock pulses will cause the Q outputs of U39 to go high. 
These outputs of U39, a 15, (1 1 1 1) is the scan synchronizing 
code. 


The output of AND gate U25B also is used to partially control 
clock inputs to the readout and synch registers. 


Many of the gates shown in the lower left of the schematic 
function to control the clocks. The output of NAND gate U15D 
clocks the recirculating register including U39, the synch 
register. 


The inputs to NAND gate U15D are from three-input NAND 
gate U35C and U22C/U24F which function together as a 
three-input NAND gate. One or the other of these inputs to 
U15D will be high at any given time and the other input 
provides the clock pulses. 


When new data is being clocked in NAND gate U35C drives 
NAND gate U15D to clock the recirculating readout register at 
the system clock rate, 1 MHz. NAND gate U35C is enabled by 
the output of U34D and the ADDCK-H input which remains 
high for the period of ten clock pulses required to clock in the 
information. The system clock pulses are coupled through AND 
gate U5D and inverted by U6D. C9 and R10 form a one-shot 
which effectively delays the clock while TTRO is going low. 
Inverter U24A again inverts the clock before it is applied to 
NAND gate U34B. Since NAND gate U25B output is high the 
output of NAND gate U34B goes low with the positive clock 
pulse to trigger flip/flop U34C/U34D. The output of U34D 
then goes high to complete the enabling process for NAND gate 
U35C. 
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When the output of NAND gate U5D goes high the next system 
clock triggers one-shot U10 and the Q output at pin 6 goes low, 
typically for a period of 105 microseconds. The low level at 
U10 Q sets the Q output of flip/flop U29 high and holds it high. 
The low output from U10 Q also inhibits U4C and blanks the 
readout through the brightness control. 


When NAND gate U4C is inhibited the output goes high and 
enables one input to AND gate U22C. Since the Q output of 
flip/flop U29 is high, the inverted system clock is coupled 
through NAND gate U15B back to the pin 10 input of AND 
gate U22C. 


The third input to AND gate U22C is enabled when TTRO-L 
goes high and causes the output of NAND gate U5D to go low. 
Flip/flop U34C/U34D changes state, AND gate U22C is 
enabled, and the system clock is coupled through inverter U24F 
and NAND gate U15D to clock the recirculating data. Note that 
the MSD register, U8, is not being clocked. 


As long as the Q output of one-shot U10 is low, (approximately 
100 microseconds) AND gate U22C is enabled and the system 
clock drives the recirculating portion of the register including 
the sync register, U39. During this portion of the cycle 
insignificant leading zeros are blanked. 


Whenever a leading zero reaches the sync register, U39, all of its 
outputs are low so the inputs to NOR gates U13D and U19D 
are low and their outputs are high. The low output of NAND 
gate U15<A is applied to pin 5 of NOR gate U19B. Pin 6 of NOR 
gate U19B is also low since the QH outputs of U38 and U28 are 
high. The syne code (1111) has recirculated to the QqH digit of 
the register. These two high levels are applied to NAND gate 
U9C which provides the low input to NOR gate U19B. The pin 
10 input to AND gate U18C is high. Assume for the time being 
that the other two inputs to AND gate U18C and the output are 
all high (these inputs will be discussed later in this text). The 
high inputs to OR gates U23B, C and D cause the outputs to go 
high. The output of U18C is inverted by U6F to drive the 
output of AND gate U25D low. These outputs comprise the 
blanking code, 14 (1 1 1 0) which will recirculate in the 
position of a leading zero. 


The information in the readout register continues to recircul- 
ate until the Q output of U10 returns to a high state. Pin 18 
(S) of flip/flop U29 also goes high to allow U29 to function as a 
J-K flip/flop. U29 Q remains high and the data continues to 
recirculate until the syne code (15) reaches the sync register, 
U39. 


When the sync code reaches U89 all of the outputs go high to 
enable the K input to flip/flop U29. The next system clock 
causes the Q output of U29 to go high. The scan cycle is not 
initiated. 
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When the Q output of flip/flop U29 goes high, NAND gate U9B 
output goes low to enable the one-of-twelve selector, U5, on the 
readout assembly (SS36). The second input to NAND gate U9B 
at pin 4 is high because command TTRO-L is high. 


The high level at the Q output of flip/flop U10 enables NAND 
gate U4C to allow the 5 kHz SCANCK to be applied to AND 
gate U22C. The input to pin 9 of U22C is held high by flip/flop 
U34C/U34D and the pin 10 input is held high by the output of 
NAND gate U15B. The clock output of AND gate U22C is 
inverted and applied to NAND gate U15D. The second input to 
UL5D is held high because flip/flop U34C/U34D inhibits NAND 
gate U35C. 


It takes only six clock pulses at the 5 kHz rate (SCANCK) to 
clock the information in the readout register to the ROM’s in 
the readout assembly. 


When the six clock, 5 kHz train has clocked the nine data digits 
to the readout assembly the syne code (15) has recirculated to 
the Qp output of the eight-bit registers. These outputs all go 
high to enable the J input of flip/flop U29. The next clock 
pulse causes the Q output of U29 to go high and couple the 
system clock through NAND gate U15B back to input pin 10 of 
AND gate U22C. The input to pin 11 of AND gate U22C is 
high because the 5 kHz clock is low. The system clock 
continues the recirculating process for four system clock 
periods at which time the syne code (15) again reaches U39. 
The K input to flip/flop U29 causes the Q output of U29 to go 
high and restart the scan cycle. 


The scan cycle continues without interruption until the readout 
register contents are changed by a new entry. 


Blanking AND gate U18C is inhibited in several different ways 
in conjunction with selected frequency units. 


When GHz is selected, input pin 9 of NOR gate U19C goes high, 
the output goes low and AND gate U18C is inhibited. Blanking 
of the MSD still occurs if the MSD is a zero because the low Q3 
output of U5 turns off transistor switch Q1 in the readout 
assembly. 


When MHz is selected all leading insignificant zeros are blanked 
until the syne code (15) reaches Qx in the 8-bit registers. All 
inputs to AND gate U18A are high and the output also goes 
high. The high input to NOR gate U19A causes the output to go 
low and inhibit AND gate U18C. Blanking of zeros following 
the MHz decimal point is prevented. 


When kHz is selected all leading zeros are blanked until a 
number is reached or the syne code reaches Qp of the 8-bit 
registers. All inputs to AND gate U18B go high and the output 
goes high. The high input to NOR gate U19A causes the output 
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to go low and inhibit AND gate U18C. Blanking of zeros 
following the kHz decimal point is prevented. 


When Hz is selected all leading zeros are blanked. 


Inputs OPR-L and OPRO-L are used only in option 004, 100 Hz 
resolution to 1.3 GHz resolution (200 Hz to 2.6 GHz 
resolution )instruments. These inputs last for two clock pulses 
and they force the two least significant digits to zero. 


Input ROI-L establishes priority for the readout during manual 
sweep. 


When one of the pushbuttons is pressed to call up the contents 
of a given register it takes priority and is displayed regardless of 
any change in manual sweep. When the pushbutton is released 
the readout will again display the manual sweep frequency. 


Whenever the selected output frequency of the RF Section is 
1.3 GHz or higher the DBL-L line goes low. When the DBL-L 
line goes low it is inverted and applied to NAND gate U35A. 
This signal, in conjunction with other inputs to U35A cause 
flip-flop U5A/U5C to change states. The output of NAND gate 
U5A goes low and inhibits AND gate U25C. U25C then 
prevents BCD 1 from being clocked into U8. The next inverted 
clock pulse then causes the state of flip-flop U5C/U5A to again 
change state. This action prevents the least significant digit from 
being an odd number. 


In Option 004 instruments operating above 1.3 GHz, the lowest 
increment is 200 Hz. In this configuration, the output of U5A 
remains high for the first three BC inputs to the readout control 
register. This is accomplished by moving R16 to the boxed in 
area and control-line the reset of flip-flop U5C/U5A by means 
of U39, U19D and the Qy outputs of U36, U37, U38 and U28. 
When the Q2 and Q3 outputs of U39 go high, the output of 
U19D goes low to reset flip-flop U5C/U5D to enable AND gate 
U25C. The fourth input and all higher digits may be odd 
numbers. 
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Table 8-51. Readout Register Leading Zero Blanking 
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Table 8-52, Readout Register Significant Zero Blanking Inhibit 
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Table 8-53. Readout Register Recirculating Cycle 
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Figure 8-69. P/O A1A3 Readout Control Schematic (Part 2) 
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P/O ROM INPUT ASSEMBLY A1A4 


The A1A4 (SS25 and 26) and the A1A5 (SS27 and 
28) assemblies contain most of the micro- 
programming circuits that control the entire 
instrument. 


The A1A4 assembly contains the qualifier select 
circuit shown on SS25 and the seven flip/flops, 
ROMs and qualifier flip/flops shown on SS26. 


Because of the number of inputs from other 
assemblies to the circuit shown on S$S25 the inputs 
are shown at the bottom of the page. The only 
output on SS25 is the output of U1 labeled A 26. 
This output provides the eighth address bit for the 
ROMs shown on S826. 


U18, U9, U19, U20, U21, U22 and U23 are four 
input one-of-sixteen selectors. The A, B, C and D 
inputs are positive logic binary 1 2 4 8 format from 
the Ag, A1, Ag and Ag outputs of the seven state 
flip/flops shown on SS26. These inputs are applied 
to all of the selectors in parallel. However, only 
one of the selectors is active at any given time. 


One-of-ten selector U10 (only 7 outputs are used) 
is controlled by the A4, A5 and Ag outputs of the 
seven state flip/flops shown on SS26. All of the 
U10 outputs are high except the one selected. The 


8-142 


Model 8660C 


D input to U10 is grounded because only three 
data bits are required to select the output (BCD 4, 
2 and 1). 


It is readily apparent from the circuit configuration 
that the state for any of the inputs to the code 
selectors is easily detected. As an example, assume 
that the inputs from the seven state flip/flops are 
all low. The U10 09 output is low and U23 (code 
0) is selected. Since the A, B, C and D inputs to 
U23 are all low, input Eg is selected. The Eo 
input is qualifier F10-H. If an Entry has not been 
made, F10-H is low the W output of U23 is high 
and the instrument is held in state 0/0. If the 
F10-H input is high, the W output of U23 goes 
low, the output of U1 goes high and the next state 
is selected. 


In the foregoing example, assume that qualifier 
F10-H was high. Referring to the ASM chart it may 
be seen that the next state is 4/0 (100 0000). Since 
the input to U10 is now a4 (100) U19 is selected. 
The A, B, C and D inputs to U19 are all low so 
once again Eg input is selected. The input to Eg is 
from the F7-H flip/flop shown on SS26. It may be 
seen on the algorithm that if F7 is high the next 
state is 0/1, if low, 5/0. 


AND gate U2C combines CKA-H and CKB-H when 
they are both high to provide inputs to U20 and 
U21. These inputs are used in states 3/1, 3/0, 2/13 
and 2/12. 
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Figure 8-70. P/O A1A4 ROM Input Assembly Component Locations (Part 1) 


Figure 8-71. P/O A1A4 ROM Input Schematic (Part 1) 
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The A1lA4 (SS25 and 26) and the A1A5 (SS27 and 28) 
assemblies contain most of the micro-programming circuits that 
control the entire instrument. 


The A1A4 assembly contains the qualifier select circuit shown 
on SS25. The seven-state flip/flops, ROM’s, and qualifier 
flip/flops are shown on SS26. 


Seven J-K flip/flops, U6A, U5A, U4A, U7B, U5B, U6B and 
U4B form the seven-state flip/flops. The outputs of these 
flip/flops provide seven of the eight address bits required to 
control the next state outputs of ROM’s U11, U12 and U17. 
The outputs also control the qualifier selector circuits shown on 
S$S25 and the output instruction selectors on SS28 and SS19. 


The eighth address bit to the ROM’s is supplied by the selector 
circuit shown on SS25. When the seven-state flip/flops are 
clocked all four of the outputs from ROM U11 and three of the 
outputs from ROM U12 determine the next machine state. The 
remaining output of ROM U12 and all four of the outputs from 
ROM U17 are used directly as output instructions. 


The light emitting diodes (LED’s) connected between the Q 
outputs of the seven-state flip/flops and +5V indicate the 
machine state. These LED’s light when the Q outputs of the 
flip/flops go low. Proper utilization of these LED’s in the 
manual test mode will enable the technician to quickly isolate 
the cause of a problem to the assembly or even the circuit level. 
In the automatic mode of operation the machine states change 
so rapidly that the LED’s serve no useful purpose. 


At the far left of the schematic, U7, a J-K flip/flop is used to set 
the manual test mode. When TP9 is momentarily grounded Q 
goes low to inhibit the clock gate, U8A. Momentarily grounding 
TP8 will reset the flip/flop causing the Q output to go high and 
enable the clock gate, U8A. This returns the instrument to the 
automatic mode. The PRDT-L (power detect) input, which is 
low when the instrument is first turned on ensures that the 
automatic mode of operation is selected. 


In order to use the manual test mode facilities it is necessary to 
momentarily ground or pulse the manual test point, TP9. The 
machine state may be 0/0 (all LED’s out) or may be any state 
in an operation sequence. If state 0/0 test point, is desired, 
momentarily ground or pulse the state 0/0 test point, TP10. 
Any machine state may now be set by momentarily grounding 
or pulsing the appropriate seven-state flip/flop test points. 
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If, for instance, TP7, TP4 and TP1 were momen- 
tarily grounded or pulsed, the machine state would 
be 4/9 (100 1001). The ASM chart shows the 
qualifier QEI (qualifier entry instruction) following 
state 4/9. If an entry instruction (CF, STEP or 
SWP) is being made (key held down), pressing the 
MAN SW microswitch should cause the next state 
to be 5/9 (101 1001) as shown by the LED’. If 
the state 5/9 is not present, the operation was 
incorrect. Refer to Table 8-4, Mnenmonics Infor- 
mation, locate qualifier QEI, read across the page 
to determine where the qualifier originates and 
refer to the applicable service sheet to effect 
necessary repairs. 


When NAND gate U8A pin 1 goes low pin 3 goes 
high to enable AND gate U2B. The clock pulse 
source is now flip/flop U15B. Normally, the R and 
CK inputs to U15B are held low by R2 and the Q 
output is high. As soon as SW1 NC contacts are 
opened the R input to U15B goes high. When the 
SW1 NO contacts are closed the U15B CK goes 
high but this does not affect the output since J-K 
flip/flops are triggered by a negative-going transi- 
tion. When SW1 is released it is returned to the NC 
position. The negative-going transition at the CK 
input causes U15B Q to go low. The output of 
AND gate U2B goes low and the outputs of 
inverters U13C and U13F go high. When the NC 
contacts of SW1 are again closed, the R input to 
U15B again goes low to cause the Q output to go 
high, AND gate U2B output goes high and the 
outputs of inverters U13C and U13F go low to 
clock the seven-state flip/flops. 
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AND gates U2A and U2D are used to reset the 
seven-state flip/flops to state 0/0 when PRDT-L is 
low or when TP10 is momentarily grounded or 
pulsed. 


The J-K flip/flops shown in the lower part of the 
schematic provide qualifiers; most of which are 
used in the selector circuits shown on SS25. These 
flip/flops are all clocked by the system (1 MHz) 
clock. They are also reset (Q goes high) when 
PRDT-L is active or TP10 is momentarily grounded 
or pulsed. 


Flip/flop U16A generates the F7 qualifier. The K 
inputs is an instruction (KF7-H) which appears in 
states 2/9 and 1/0. The J input goes high whenevei 
JF7B-L or (JF7A, ILD)-L goes low. F7 is funda- 
mentally the sweep flip/flop but it also functions 
in the remote mode. 


U15A is the sweep ramp qualifier flip/flop F8. It 
appears in states 6/11 and 4/11. 


U14B (IUP) inhibits the sweep up operation when 
QCTM-H (qualifier count maximum) on the sweep 
count assembly A1A8 goes high. 


U14A (IDN) inhibits the sweep down operatio: 
when QCTZ (qualifier count zero) on the sweep 
count assembly A1A8 goes high. 


U16B (F2) is active (Q low) only for the first 
keyboard entry. 
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Figure 8-72. P/O Al1A4 ROM Input Assembly Component Locations (Part 2) 
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Figure 8-73. P/O A1A4 ROM Input Schematic (Part 2) 
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SERVICE SHEET 27 
P/O ROM OUTPUT ASSEMBLY A1A5 


The A1A4 (SS25 and 26) and the A1A5 (SS27and 
28) assemblies contain most of the micro- 
programming circuits that control operation of the 
entire instrument. 


U18, shown in the center of the schematic, is the 
major control element for most of the circuits 
shown on this service sheet. It is a preset counter 
but is used only as a binary counter. When U18 is 
not active the master reset, MR, input is low and 
all of the Q outputs are held low. 


Any of the clock inputs, except the system clock, 
will inhibit NAND gate U9B and enable binary 
counter U18 by removing the reset input. 


As an example of circuit operation, assume that 
the CK12-L input goes low. The output of AND 
gate U11A goes low to cause the output of NAND 
gates U9A and U9B to go high. This inhibits the 
MR input to U18. Since the output of U21A is low 
at this time, the output of inverter U10C is high 
and the clock is coupled through NAND gate U9C 
to U18. 


When CK12-L went low it was inverted by U4E 
and used to enable NAND gate U20A. U20A 
U20B and U21A form a detect circuit which pro- 
vides the CKA-H output for the binary number 
selected. 


In the case of CK12-L, when the output of U18 


reaches 12 (1100), the output of U20A goes low 
and causes the output of U21A to go high. 
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While U20A and U21A were detecting a specific 
binary number, U19 was also detecting counts of 
10, 11, and 12. When the count of 10 (1010) is 
reached the output of NAND gate U19C goes low 
and causes the output of U19D to go high. When 
the count of 11 (1011) is reached the CKB-H 
output remains high because NAND gate U19C is 
still enabled. When the count of 12 is reached 
NAND gate U19A is enabled so CKB-H is still high. 
The outputs of U21A (CKA) and U19D (CKB) are 
ANDed together in the system, and when the 12 
count is reached, the combined signal enables the 
state machine to go to the next state. In doing so, 
the CK12-L input goes high again, causing reset of 
U18 through U11A and U9B. 


NAND gate U19B produces the B9-L output which 
goes low on the 9th clock pulse. It is used in the 
readout control assembly to limit a normal ten- 
clock train to 9 clocks. 


The output labeled OPR-L is used in the readout 
control assembly to set the two least significant 
readout digits to 0 in Option 004 instruments. 


Output A2TR-H enables output gates for the 12 
digit portion of the A register assembly. 


The A4 and A5 inputs are from the seven-state 
flip/flops in the switch control assembly, A1A4. 
The 2-bit code on these inputs is decoded by the 
gates shown in the lower right corner of the 
schematic to produce one of four outputs. Output 
G20 enables the code 0 instruction decoder on 
A1A1. The outputs labeled 28, E, F and G enable the 
code 1, 2 and 3 instruction decoders shown on SS28. 
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Figure 8-74. P/O A1A5 ROM Output Assembly Component Locations (Part 1) 


Service 
P/O ALAS ROM OUTPUT ASSY 08660-60259 
~+@e23 
: +024 
260° 
230% Oe 
9/85 
pee F) 
>>+6 23, 
200%: 34 
es + yL@ 3s, 
a3 
2 
~o oe 
33 
>0 34 
26/8:< o 452 @19 


‘86600; ROM OUT 7 AT6A 


NOTES 


1. REFER TO TABLE 8-3 FOR EXPLANATION OF SYMBOLS IC NUMBERS 
2. INTEGRATED CIRCUIT GATES INTERNAL LOGIC IS 
SHOWN IN FIGURE 8-6. U1, 12 1820-0661 
3, REFER TO FIGURE 8-4 FOR INFORMATION RELATIVE U2,3,19 1820-0054 
TO CONNECTOR PIN NUMBERING U4,10 — 1820-0174 
U5,9 1820-0068 
REFERENCE U6 1820-0372 
DESIGNATIONS U7, 16,24 1820-0070 


[as | U8, 17,25 1820-0495 
U11,13,14,22 1820-0511 


wt OUTLI 

Rates a ARE ABBREVIATE! ILL_DESIGNA \- 
: Be ae 27 
z U20,21 1820-0587 


Figure 8-75. P/O A1A5 ROM Output Schematic (Part 1) 
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SERVICE SHEET 28 
P/O ROM OUTPUT ASSEMBLY A1A5 


The A1A4 (SS25 and 26) and the A1A5 (SS27 and 
28) assemblies contain most of the micro- 
programming circuits that control operation of the 
entire instrument. 


All of the gates shown on SS28 are controlled by 
the 4-line-to-16-line instruction decoders U25, U17 
and U8. These decoders have six inputs, all of 
which are required to decode to the single output. 
All outputs are high except the one decoded. 


Note that the decoders are labeled CODE 1, CODE 
2 and CODE 3. These code numbers and the 
output numbers of the decoders quickly reveal the 
machine state code as shown on the algorithm, 
which is the state of the seven-state flip/flops in 
the ROM input assembly. 


The gates shown combine the decoder outputs to 
provide the desired instruction. 


As an example, assume that output 6 of U25 is 
low. Decoder U25 is labeled CODE 1 (001) and the 
decoded output is 6 (0110). The state code is 1/6 
and the outputs of the seven-state flip/flops is 001 
0110. Instructions (JUS, KF3, JF2)-L are low. 


The example quoted for the instructions in state 
1/6 is very simple. Generation of many of the 
instructions is more complex when the instruction 
is decoded from several machine states. 


8-148 


Model 8660C 


Take, as an example, state 2/5 (output 5 of U16). 
Following the line across the schematic leads to 
instruction SCDP-L, set center frequency decimal 
point - assertive state low. The state 2/5 low 
output from U16 is applied to inverter U4C and its 
high output causes TTC-H, T bus to center 
frequency register - assertive state high, to go high. 
The state 2/5 output from U17 is also applied to 
AND gate U13B, the pin 12 input to NAND gate 
U2D goes low and KTT-H keyboard to T bus - 
assertive state high, goes high. 


The instruction SCDP-L occurs only in state 2/5. 
However, some of the other instructions generated 
in state 2/5 are also generated in other states. 


Instruction TTC-H is also made to go high when 
NAND gate U23B pin 8 CTR-H goes high. This 
occurs when any one of the inputs to U23B goes 
low in states 1/15, 1/14, 2/0 or 2/1. 


Instruction KTT-H also goes high when the pin 5 
input to U13B goes low in state 1/4. KTT-H goes 
high and JF3-L goes low when any of the inputs to 
AND gate U6A go low in states 1/13, 1/12 or 1/11. 
Input pin 5 of U21B also causes JF3-L to go low in 
state 1/0, but does not affect KTT-H. 


Any of the instruction paths may be quickly 
checked by setting the instrument to the manual 
test mode and to the state to be checked. The 
machine state block in the algorithm indicates all 
instructions required in the set state. 


Model 8660C 


Service 
P/O ALAS ROM OUTPUT ASSY 08660-60259 19 
Te Sat Se Che a ea SS ee ee a oo 
4 : 5 5 
\ T US RESEZIEEH ~@21,23 : «[ v2) JBL 25 2@21 
i z ve)? RKB-L L O22 i 
1820-0511 f rie 
; 6(RKD2,KFIO)-HHy \- BB; wae '.@e29 19 
41 w) fetes 4s 919,21, } 
ene Al, : 1820-0511 
i i we P | > O32 004163 51 BD 
t 2 
3_XOR-H Ry v2 | ws SQB-H * 1@32 | 
: BD O32 ' 
6 H - i 
WD aaw-7 hee | 
9 | F c E | 2 . = 
uc > KH _s 2 99g vnc)! fas __1s °)32 “5034 8 4 | zo PULNSt _Ty >? qyyza 
col Salus SHES O32 
U25 2 3 FB, IRS}-L x D ; 12 CUP-H a at ipsa 1820-0511 Z I SiNDI-H 1 
i [1] via ~@026,33 af fass.x,_§. 299 2g | wa >>+@33 | 30 >@p1s 
1820-0511 Ease RSWi] -H s : f ae 
Zena 1620-0174 ae [vu R2ERL_S5.2 go > 4 ee oe 
Sats 1820-0174 — {Hue ) > >€¥932 
i) 
i) _i ; 
! 
27@—4)% ii 
ISIDP, TTI] -L 9 2 
: a Sor.) *; >? (23,30 
? ! 
’ [SFDP,TIF]-L_—sNX v2 
U10 U1 U12 u13 U14 8 +44 > >+@3B23,30 
t A ‘ 
. A 
— G | 2 
1 i KCFR-L Bs, 2 FA FRE] 
Rik a SCOP-L es, 5 (yw23 
fea 
K1UP, CDN] -L E xe 
: Wr ONS Es 2 @yD26,33 
' =e ie 
REFERENCE DESIGNATIONS WITHIN OUTLINED (—— - - —) 
ASSEMBLIES ARE ABBREVIATED FULL DESIGNATION IN 
CLUDES ASSEMBLY NUMBER: «5. RI OF ASSEMBLY Al 
1S AIR DESIGNATIONS OF OTHER COMPONENTS ARE 
COMPLETE AS SHOWN 
t 
' 


ul 10 KIDN-H 5 \2 
ae > @D 
1 


r 10 By 2 fA kK) 26 
JON _C> >? qn 
I] SZERL__14 -@32 


| 
(KP BR, JCFR] “L My az «x19 


=i 5 ae 4 x €H23 P=} =} 


‘86600. ROM OUTPUT ASSY, 18454 


Figure 8-76. P/O A1A5 ROM Output Assembly Component Locations (Part 2) 


Figure 8-77. P/O A1A5 ROM Output Schematic (Part 2) 
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SERVICE SHEET 29 
P/O REGISTER ASSEMBLY A1A6 


A1A6 register assembly circuits are shown sche- 
matically on Service Sheets 29, 30 and 31. 


Service Sheet 29 shows the center frequency 
register and some clock control gating circuits. 


The center frequency register, consisting of U9, 
U18, U28 and U38, is a ten digit recirculating shift 
register. U9 and U18 are dual 8-bit registers with 
built-in multiplexers. U28 and U38 are single-digit 
four-bit registers; they store the least significant 
digits (U38 digit 1 and U28 digit 2). U9 stores BCD 
1 and 2 data and U18 stores BCD 4 and 8 data. 


When the instrument is first tured on PRDT-L is 
low, the MR inputs to the registers are low and the 
register is held in the reset state until the power 
supply is stabilized. 


When a new center frequency is entered on the 
keyboard and transferred to the T bus, it is not 
immediately entered into the center frequency 
register. It is, instead, first entered in the M register 
(SS31). If the M register and associated gates 
determine that the center frequency selected is 
within the output range of the RF Section in- 
stalled, KTT-H and TTC-H both go high and the 
contents of the keyboard shift register is trans- 
ferred to the center frequency register. If the 
center frequency entered is out of range it is 
rejected and the center frequency register retains 
the last valid entry. 


When CTR-H goes high, the U33 NAND gates are 
enabled and the data stored in the center fre- 
quency register is clocked out to the R bus. The 
data is also clocked back into the center frequency 
register for future use. While the data is being 
clocked out TTC-H is low so the Dop and DoA 
inputs of U7 and U16 are selected and the data 
recirculates. 


The data stored in the center frequency register 
may also be transferred back to the T bus when 
desired. This occurs when CTT-H goes high. 


The input lines labeled KA, KB, KC and KD are 
the inputs from the keyboard register. When these 
inputs carry data to be used in the plug-in sections, 
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STO1-L is low and is inverted by U40B to enable 
the U39 AND gates. NAND gate U19A is also 
enabled to provide a burst of ten clock pulses 
(PICK-L) to the appropriate plug-in register. This 
operation occurs in the remote mode of operation. 


The clock pulses for the center frequency, step and 
Sweep registers are provided by AND gate U8B. A 
train of ten clock pulses is provided when the 
following conditions exist: 


1. The low CKB-H level is inverted and applied to 
pin 5 of AND gate U10B. 


2.The low CK10-L level is inverted by U40E and 
applied to pin 4 of AND gate U10B. 


3. The system clock is present at U10B pin 3. 


Input CK10-L initiates the clock burst when it goes 
low. The input CKB-H from the clock generator 
portion of A1A5 (SS27) goes high on the 10th 
clock and inhibits further output from U8B. 


AND gate U10C provides a train of 10, 12 or 13 
clock pulses to drive the M register (SS31), when 
TTM-L at 31 B_- goes low. The CK10-L and 
CKB-H will enable and inhibit respectively a clock 
burst of ten pulses by their drive through U20A 
and U10A to U10C. The clock pulses are then 
coupled through U10C to the M register. 


Three other clocks originate in the gating circuits 
shown on S829. They are: 


1. CK10CK-H used in the A1A3 readout control 
assembly, 10 clock pulses long. 


2. ADDCK-H used in the A1A7 ALU assembly 
and A1A3 readout control assembly, may be 
10, 12 or 13 clock pulses long. 


3. AREGCK-H used in the A1A9 A register 
assembly, may be 10, 12 or 13 clock pulses 
long. 

These are similarly generated when enabled by 

CK1213-L, or CK10-L, or CK10J-L and inhibited 

by combined sequential operation of CKB-H and 

CKA-H. The latter two limit clock bursts to 10, 12 

or 13 pulses. 


The U15 NAND gates permit passage of BCD data 
from the keyboard SR to the A6U. 
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Figure 8-78. P/O A1A6 Register Assembly Component Locations (Part 1) 
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Figure 8-79. P/O A1A6 Register Schematic (Part 1) 
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Service 


SERVICE SHEET 30 
P/O REGISTER ASSEMBLY A1A6 


A1A6 register assembly circuits are shown sche- 
matically on Service Sheets 29, 30 and 31. 


The sweep and step registers, which operate iden- 
tically, are shown schematically on Service Sheet 
30. The configuration of these registers is the same 
as the center frequency register shown on Service 
Sheet 29. They each consist of two dual 8 bit 
registers with built in multiplexers and two 4 bit 
registers. 


When new data is to be entered into the sweep 
register the input labeled (SFDP, TTF)-L goes low 
and this level at U8 and U17 pins 4 and 13 (Ds) 
selects the DoA and Dop inputs. A train of ten 
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clock pulses clock the sweep width information off 
the T bus into the sweep register where it is stored 
until called for. 


When the data in the sweep register is to be 
clocked to the S bus, the train of ten clock pulses 
again appears at the CPC and CP inputs. During 
this cycle (SFDP, TTF)-L are high and the data 
from the register output is recirculated back into 
the register through the Dj 4 and Djpg inputs to 
U6 and U15. 


Operation of the step register is the same as 
operation of the sweep register except that the 
inputs are selected by (SIDP, TTI)-L. 


PRDT-L at 29 © holds the registers in the reset 
when the instrument is first turned on until the 
mainframe power supplies are stabilized. 
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Figure 8-80. P/O A1A6 Register Assembly Component Locations (Part 2) 
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Figure 8-81. P/O A1A6 Register Schematic (Part 2) 
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SERVICE SHEET 31 
P/O REGISTER ASSEMBLY A1A6 


A1A6 register assembly circuits are shown sche- 
matically on Service Sheets 29, 30 and 31. 


Service Sheet 31 shows the M register and the 
frequency limits detect gates. 


The M register differs considerably from the other 
registers in the A1A6 assembly. U10 (BCD 1), U11 
(BCD 2), U1 (BCD 4) and U2 (BCD 8) are all eight 
bit shift registers. Only six of the 8 bit locations 
are used (6 most significant digits). Data is clocked 
into the M register by a train of ten clock pulses, 
and digits 1, 2, 3 and 4 are discarded. They are not 
needed because 10 kHz is the lowest detected 
frequency limit for any of the plug in RF Sections 
available. 


All of the gates, except U13, to the right of the M 
register are used to detect and provide frequency 
limit information. 


Two inputs, PILIM and 13GL, shown in the lower 
left corner of the schematic enable selected gates 
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that correspond to the limits of the RF Section in 
use. 


The output of U31C, qualifier QA-H, signifying an 
above range frequency, is processed through A1A4 
(ROM input assembly) and A1A5 (ROM output 
assembly) to a one-shot on the A1A1 switch 
control assembly. When QA-H goes high the 
(SIND1, JNINC)-H input to A1A1 goes high and 
causes the OUT OF RNG light to flash for about 1 
second. The entered frequency will not be trans- 
ferred to the center frequency register. 


The output of U30B, SIND2 (lower frequency 
limit), is applied directly to A1A1 U14; it causes 
the OUT OF RNG light to light and remain lit. The 


‘instrument is capable of producing frequencies 


considerably lower than those specified as the 
lower frequency limit. However, the output level 
may be degraded. 


The Code 1 and Code 2 outputs are used to change 
time constants in the RF Section plug in power 
amplifier to aid in output leveling. 
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Figure 8-82. P/O A1A6 Register Assembly Component Locations (Part 3) 
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Figure 8-83. P/O A1A6 Register Schematic (Part 3) 
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SERVICE SHEET 32 
ARITHMETIC LOGIC UNIT (ALU) A1A7 


The ALU processes input data from the A, Center Frequency, 
Sweep Width and Step registers as well as data from ROM #4 
(U9) and associated circuitry. 


U5 and U6 are four-bit full adders; they can accept two four-bit 
inputs and produce an output which is the binary sum of the 
inputs. 


In a sense, U5 is the focal point of the ALU. It is here that the 
ALU inputs are initially combined. 


U12 and U14 are complementers which may be operated in 
four different modes. The mode is selected by the dc levels on 
control inputs B and C as follows: 


1. B and C both low - the Y outputs are the complements of the 
A inputs - subtract function. 


2.B is low and C is high (ADD-H is active) - the Y outputs 
follow the A inputs - add function. 


3. B and C both high (XOR-H is active) - all Y outputs are low - 
the B inputs to U5 are processed through U5 without change. 


4. B is high and C is low - all Y outputs are high. This mode is 
not used in the 8660B. 


At the top center of the schematic are four three-input NAND 
gates (U18A, B, C and U3C). The inputs to these NAND gates 
are from the A, M, or CF registers. The output lines of the 
NAND gates are the R bus. The Y outputs of U12 are applied to 
the A inputs of ADDER U5. 


The second input to ADDER U5 is from the S bus. The inputs 
to the S bus are from the sweep width register via NAND gates 
U10A, B, C and D, the increment register via NAND gates 
U17A, B, C and D and ROM U9. 


In the arithmetic process the A and B inputs to ADDER U5 are 
summed and appear at the © summation outputs in binary 
format. Whenever the U5 = outputs are greater than 9 (1001) 
U6 adds 6 (0110) to the output of U5 to convert the binary 
sum to a BCD sum. 


When ADD-H is high NAND gates U4B and U4C are enabled. 
U4B detects an output of 10 or 11 (1010 or 1011) at the 
output of U5. U4C detects an output of 12, 13, 14 or 15 at the 
output of U5. U16D detects a carry, C4 from U5. A low output 
from any of these NAND gates will drive the output of NAND 
gate U4A high. With U6 inputs Bg and Bg high, U6 will add 6 
(0110) to the inputs from U5. 


In the subtraction process, the subtrahend is 1’s complemented, 
added to the minuend, and the sum is 1’s complemented to get 
the difference. The binary sum is converted to BCD by adding 6 
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(0110) whenever a carry (borrow) is generated. The C4 output 
is the carry from the fourth bit. Whenever there is a carry from 
U5C4, U16D output goes low, U4A output goes high and U6 
again adds 6 to the U5 output. Note that U4B and U4C are 
inhibited during the subtraction process because input ADD-H 
is low. 


In the subtraction operation XOR-H and ADD-H are both low 
so the B and C inputs of U12 and U14 are also low. The Y 
outputs of U12 and U14 are the complements of the A inputs. 


Following are a few examples of binary addition and sub- 
traction which may be helpful to the technician who has had 
little experience in the techniques involved. 


Add 75 + 38 


BCD 5 0101 
BCD 8 1000 


1101 >9 # (18) 
0110 +6 
0011 = 3 #£4«+carry 
BCD Here 
0001 add carry 
1000 = 8 
BCD 3 0011 
1011 Oe (1) 
OHOFT 16 
0001 =1 + carry 


= BCD 0001 0001 0011 DECIMAL 113 


Add 456+82 


BCD 6 0110 
BCD 2 0010 


1000 


i] 
oo 


BCD 
BCD 


0101 
1000 
1101 
0110 


ooo 


(13) 


HV 
mo 


i] 
cw 


+ carry 


0011 
BCD 4 ae add carry 
0001 


0101 


i] 
oa 


= BCD 0101 0011 1000 DECIMAL 538 
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The subtraction process is really an addition process with 
numbers which have been complemented, summed, 
manipulated and again complemented to convert the binary 
sum to BCD. 


Subtract 86 from 275 


BCD 5 0101 complement 
1010 

BCD 6 0110 
0000 carry 
0110 6 

(Gi complement 

1001 =9 

BCD 7 (Gas complement 
1000 
0001 add carry (borrow) 
1001 

BCD 8 1000 
0001 carry 
0110 + 6 
0111 complement 
1000 =8 

BCD 270010 complement 
1101 
0001 add carry (borrow) 
1110 complement 
0001 =1 

= BCD 0001 1000 1001 = DECIMAL 189 

Subtract 45 from 92 

BCD 2 ,0010 complement 
1101 

BCD 5 0101 
0010 carry 
0110 + 6 
1000 complement. 
0111 = 7 

BCD 9 1001 complement 
0110 
0001 add carry (borrow) 
0111 

BCD 4 0100 
1011 
0100 = 4 complement 


= BCD 0100 0111 = DECIMAL 47 
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Subtract 40 from 00036 
BCD 6 0110 complement 
1001 
BCD 0 0000 
1001 complement 
0110 AG 
BCD 3 0011 complement 
1100 
BCD 4 0100 
0000 carry 
0110 +6: 
Cay complement 
1001 =9 
BCD 0 ee complement 
1111 
0001 add carry (borrow) 
0000 carry 
0110 + 6 
cone complement 
1001 =19 
BCD 0 Ge complement 
1111 
‘0001 add carry (borrow) 
0000 carry 
0110 +6 
Cine complement 
1001 =e) 
BCD 0 E0008 complement 
1111 
0001 add carry (borrow) 
0000 carry 
0110 + 6 
0110 complement 
1001 = ie) 


= BCD 1001 1001 1001 1001 0110 = 
DECIMAL 99996 + carry (borrow) 


This subtraction result indicates a number less than zero. In the 
synthesizer it implies a negative frequency, which is impossible. 
In a following paragraph on ZER - FF, U19B, the impossibility 
is explained. 

Shown in the lower right corner of the schematic are two D 
type flip/flops, U19A and U19B. These flip/flops provide two 
qualifier outputs, QB-H and ZER-H. The QB flip/flop also 
provides the carry bit storage during add and subtract oper- 
ations. The U19A D input is connected to the C4 (carry) outputs 
of both adders through OR gate U13D. Ifa clock pulse appears 


SERVICE SHEET 32 (Cont'd) 


at a time when either carry is high, U19A Q will go high. The 
QB-H output may change state several times during an 
operation to store the carry bit. The QB-H output logic sense is 
important only for the last clock in the operation. The clock 
train may last for 10, 12 or 13 pulses depending on the 
operation being performed. When the D input to U19A is high 
at the time the last clock pulse is received, QB-H goes high. It 
will stay high until the reset input, RQB-L is generated. 


Flip/flop U19B retains the information occasionally generated 
during subtraction, that the difference number is effectively less 
than zero (minus). The ZER-H output will go high if the U19B 
D input is high during the last clock. Following this event a 
sequence of additions take place until the sum is no longer 
minus, and input RZER-L will enable the reset of U19B. 


The 18 clock pulse train is used in the sweep mode when the 
1000 step sweep is selected. It is possible to set the sweep width 
wide enough to go below 0 Hz (minus frequency). When this 
happens the sweep increment is repeatedly added to the A 
register content until the A register is 0 or +. 


As an example, assume that the center frequency is 1 MHz and 
a sweep width of 4 MHz is entered. The sweep range is 
arithmetically —1 MHz to +3 MHz. Since the sweep starts 
initially at the center frequency, the sweep output is accurate 
until the frequency reaches 3 MHz. Then, when the sweep step 
count is reset to zero, the arithmetic circuit is calling for an 
output frequency of —1 MHz. Since this is impossible, it is 
necessary to add, for the example quoted, 4.000 kHz to the A 
register content 250 times (250 X 4 kHz = 1 MHz), before there 
is an rf output and sweep is resumed. During the process of 
returning the A register content to zero or a + frequency, the 
sweep step clock is replaced with system clock to decrease dead 
time. 


For the example quoted, 1 MHz center frequency, 4 MHz sweep 
width and 1000 step sweep the input from the A register is 13 
digits long. The input from the sweep register is 10 digits long. 
The arithmetic process is as follows: 


0001.000000000 
0000004.000000 
0001.004000000 


A register input to ALU 
Sweep input to ALU 
Next A register content 


It may be seen from the foregoing that the sweep width is 
effectively divided by 1000, for the example quoted, by adding 
a ten digit sweep width to an extended 13 digit A register 
number. Each step adds 4.000 kHz to the A register. 


NOTE 
See SS34 for details on the A register. 


P/O A1A6 Register Assy (Part 3) 
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After the adding process the information in the ten 
digit portion of the A register is 1.004000 MHz. 
This information is then clocked back through the 
ALU, without change, and returned to the T bus 
and the output register for use in the mainframe 
RF circuits. 


When it is desired to display the contents of the 
increment or sweep width register on the center 
frequency readout the data is passed through the 
ALU without change. This is accomplished by 
causing the XOR-H input to go high. When XOR-H 
is high, both the B and C inputs to U12 are high so 
the Y outputs are held low. UTT-H is high so the 
data is coupled thorugh NAND gates U20A, B, C 
and D to the T bus. 


Manual tune operation. ROM #4, U9, provides the 
B inputs to ADDER U5 when a manual tune or 
offset operation has been initiated. 


When a manual tune operation is initiated, multi- 
plexer U8 Is is high, so the Ij inputs are selected. 
The Z outputs follow the I; inputs (note that 1,4 
is held high and Ijp is held low). NAND gates U3A 
and U16B control the [jp and 11¢ inputs to multi- 
plexer U8. The inputs to NAND gates U3A and 
U16A are: 


1.TRQ@ is a function of the power detect circuit 
and selects coarse resolution mode (1 MHz 
steps). 


2.TR1 is the coarse resolution mode (1 MHz 
steps). When it is active the 1B input to 
multiplexer U8 is high. 


3.TR2 is the medium resolution mode (1 kHz 
steps). When it is active the Ij¢ input to 
multiplexer U8 is high. 


4.TR38 is the fine resolution mode (1 Hz steps). 
When it is active, both the Ij p and I4¢ inputs to 
multiplexer U8 are high. 


When a manual entry is made NTS-L goes low and 
the output of NAND gate U16C goes high to 
enable counter U2. The high output of U16C is 
inverted by U1E to enable the ROM, U9. 
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When ADDCK-H goes high it enables AND gate 
U7B which couples the clock to counter U2. The Z 
outputs of U8 and the Q outputs of U2 select 
sequentially, 10 ROM addresses as the counter is 
clocked from 0 to a count of 9. The data in the 
ROM ripples through NAND gates U11A, B, C and 
U3B to the B inputs of ADDER U5. Simultaneous- 
ly, complimenter U12 applies the contents of the 
center frequency register to the A inputs of 
ADDER U5. The sum of the two inputs to U5 is 
then processed as previously described to provide a 
new center frequency incremented, or decre- 
mented, by the selected fine, medium or coarse 
step. 


Offset is a special feature which allows the center 
frequency to be offset by fixed amount. This is 
accomplished when OTS-L is active. The select 
input to multiplexer U8 is low and the inputs 
labeled OPID 8-L, OPID 4-L, OPID 2-L and OPID 
1-L are selected. The fixed code from these inputs 
address that part of the ROM where the offset 
number is stored. The Z outputs of U8 are applied 
to the most significant ROM address bits. When 
AND gate U7D pin 11 goes low, NAND gate U16C 
pin 8 goes high to enable counter U2. The high at 
U16C pin 8 is inverted by U1E to enable U9. When 
ADDCK-H is active the clock is coupled through 
AND gate U7B to the CP input of counter U2. The 
data stored in the 10 ROM addresses is then 
coupled through U11A, B, C and U3B to the B 
inputs of ADDER U5 as the counter is clocked 
from @ to a count of 9. Simultaneously, compli- 
menter U12 applies the contents of the center 
frequency register into the A inputs of ADDER 
U5. The sum of the two inputs is then processed as 
previously described to provide a frequency offset 
by a fixed amount. 


NOTE 


ROM #4 (U9) must be set up at the 
factory before offset can be used. The 
offset amount may be either plus or 
minus when referenced to the center 
frequency. 


Service 
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Figure 8-84. A1A7 Arithmetic Logic Unit Component Locations Figure 8-85. A1A7 Arithmetic Logic Unit 
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SWEEP COUNT ASSEMBLY A1A8 


The sweep count assembly performs two major 
functions. It keeps track of the number of sweep 
steps which have occurred and it also provides a 
D/A voltage output (0 to +8V) which is propor- 
tional to the sweep ramp. 


The principle elements of the circuits are the 
presettable up/down counters U8, U10 and U5. 
The reason up/down counters are required is that 
in manual sweep mode the output frequency may 
be set up or down to any point within the sweep 
width range. 


Note that the center frequency and the sweep 
frequency have no effect on the sweep count 
circuit. The counter tracks and counts the number 
of steps that have taken place on the sweep ramp. 
In the AUTO sweep and SINGLE sweep modes the 
count is always up. In the MANUAL sweep mode 
the count may be either up or down. 


Since U8, U10 and U5 comprise a three digit 
counter, it is capable of reaching a count of 999. 
Essentially, the final count is 1000 because the 
input following 999 creates a carry at U5 pin 12 
which causes flip/flop U3C/U3D to change state 
and cause QCTM-H (qualifier count maximum) to 
go high. 


The maximum count may be either 100 or 1000. 
When the count is 1000, all three up/down count- 


ers are used. When the count is 100, U8 is bypassed. 


A low on the Q100-H line implements the 1000 
count by enabling U8 and routing the BOR and 
CAR outputs to the CDN and CUP inputs of U10. 
When the count of 100 is selected, Q100-H goes 
high to clear (disable) U8 and the inputs to U8 are 
routed, by way of U2, to the CON and CUP in- 
puts of U10. 


The LD inputs to U8, U10 and U5 are preset 
inputs. When ILD-L (input load) goes low it is 
inverted by U7D to enable NAND gate U6C. The 
system clock then presets U8, U10 and U5, Since 
the A, B, C and D inputs of U8 and U10 are 
grounded, the outputs will be preset to zero. 


Since the sweep operation starts initially at the 
center frequency, U5 must be preset to the center 
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of its range, a 5. Note that the Dp and Dp inputs 
are grounded but the Da and Dc inputs are high; 
the preset output of U5 is a 5 (0101). 


When the selected sweep is 1000 steps the up/down 
counter is effectively preset to 500; it will take 500 
CUP inputs for the count to reach maximum. All 
sweep ramps following the first will start at 000 
and require 1000 steps to reach maximum. 


When the selected sweep is 100 steps, U5 is preset 
to 5, U10 is preset to zero and U8 is bypassed. 


The CUP and CDN inputs to U8 (or U10 when 100 
step sweep is selected) are coupled through NAND 
gates U6A and U6B. Operation of the gates is 
essentially the same except that input CND-L must 
be inverted because its assertive state is low. 


NOTE 


The CDN-L and CUP-H inputs are in 
their assertive states for a period of 12 or 
13 clock pulses. During this period the 
output of U6A or U6B is low. When the 
period ends the output of U6A or U6B 
goes high. This positive going excursion 
is the input to trigger U10 or U8. 


At the bottom right of the schematic is the output 
QCTZ-H (qualifier count zero). This qualifier 
performs no useful function in the AUTO mode. In 
the manual sweep mode when manual sweep 
control is rotated CCW and the lower end of the 
sweep width range is reached, all of the outputs 
from U8, U10 and U5 are low and QCTZ goes 
high. Further rotation of the manual sweep control 
will not change the output frequency. 


The digital-to-analog (D/A) output is a voltage 
proportional to the number of steps which have 
occurred during the sweep operation. U1 functions 
as a summing circuit; it sums the currents from 12 
inverters and one transistor switch, Q1. It is 
important to note that the inverters are open 
collector inverters. When their inputs are high, the 
outputs are low and they provide a current which 
is proportional to their load resistors, to a common 
point. When the inverter inputs go low their 
outputs do not go high; they seek the voltage level 
at their common point. When QCTM-H (qualifier 
count maximum) goes high, Q1 is supplying all of 
the current to the summing circuit and the D/A 
output is +8V. 
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Figure 8-86. A1A8 Sweep Count Assembly Component Locations 
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A REGISTER ASSEMBLY A1A9 


The major difference between the A register and 
other registers in the instrument is that it may be 
10, 12 or 13 digits long. 


The 12 and 13 digit data is used in sweep operation. 
The 12 digit register is used when the sweep is to be 
100 steps. The 13 digit register is used when the 
sweep is to be 1000 steps. 


When the instrument is operated in the CW mode 
the final output to the mainframe through the 
ALU and the output register is from the ten-digit A 
register (U1, U2, U3 and U4). U1 and U2 are dual 
8-bit shift registers. U3 and U4 are four-bit 
registers. U3 and U4 are four-bit registers. The 
ten-digit register is a recirculating shift register 
when not in the sweep mode. The information in 
the ten-digit register is clocked to the ALU when 
ATR-H goes high to enable NAND gates U11A, B, 
Cand D. 


When a sweep operation is initiated for 100 steps, 
the register is lengthened to 12 digits by use of 
four-bit registers U5 and U6. The 12-digit data is 
clocked to the ALU when A2TR-H goes high to 
enable NAND gates U12A, B, C and D. 


When a sweep operation is initiated for 1000 steps, 
the register is lengthened to 13 digits by use of 
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four-bit register U7. The 13 digit data is clocked to 
the ALU when A3TR-H goes high to enable NAND 
gates U13A, B, C and D. 


When the 12 or 13 digit data is clocked into the 
ALU and manipulated, it is clocked back into the 
A register via the T bus. In the AUTO sweep mode 
the ALU normally adds one hundredth or one 
thousandth of the sweep width until QCTM-H goes 
high in the sweep count assembly. 


NOTE 


It may be necessary for the technician to 
review the text for the sweep count 
assembly and the ALU to understand 
this operation. 


Two of the three inputs to AND gates U10A, B, C 
and U9B are always high. The outputs are con- 
trolled by the selected NAND gates which precede 
them. 


The gates shown in the lower left corner of the 
schematic control the clock inputs to the registers. 


The instruction TTA-L or ATR-H enable the clock 
gate, U9A. The period of instruction AREGCK-H, 
determines whether 10, 12 or 13 clock pulses will 
drive the combined registers. The instructions 
PDS-L inhibits clocking the three add-on registers 
U5, U6 and U7 at times during sweep when stored 
information is to be preserved. 
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Figure 8-89. A1A9 A Register Schematic 


Figure 8-88. A1A9A Register Assembly Component Locations 
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OUTPUT REGISTER ASSEMBLY A1A10 


The output register assembly contains the final 
DCU register. From this register the data goes to 
the mainframe RF loops through the A9 Cable 
Loop Assembly or the A3 Interface Assembly. 


U4 through U8 function to provide serial to 
parallel data storage. Each of them are dual four-bit 
latches. One of the characteristics of this type of 
latch is that the Q outputs follow the D inputs 
when the latch is enabled. These latches are not 
clocked directly by the system clock; they are 
enabled by a combination of the output of 
one-of-ten selector U1, the system clock and the 
PD-H input. This type of register is commonly 
termed a parallel dump register. 


A parallel dump register has a distinct advantage 
over serial dump registers, in that only the BCD 
bits that require change, are changed. In serial 
dump registers, all of the RF phase lock loops lose 
lock each time the frequency is changed, even if 
the frequency change is as low as 1 Hz. The result 
of losing lock in all of the RF loops is longer 
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switching time and temporary generation of many 
undesired frequencies. These problems are partic- 
ularly troublesome in the sweep mode of 
operation. 


Assume that the RF output has been 1.000000 MHz 
and is changed to 1.100000 MHz. The QgA output 
(binary 1 of digit 6) of U8 goes high and all other 
outputs remain unchanged. 


U1, a one-of-ten selector, enables the gates in the 
dual four-bit latches sequentially. They are enabled 
at a point in time when the data of the T bus 
applies only to their output digit number (D1 
through D10). All outputs are high except the one 
selected. The sequential BCD inputs on CNT 1, 2, 
4 and 8 originates in a counter U17 on the A1A5 
assembly (see Service Sheet 27). 


All of the enable latch gates are connected to the 
output of NAND gate U3D. One of the inputs to 
U3D is PD-H which is high in the assertive state. 
The other input is derived from the system clock. 
This second input to U3D is delayed approxi- 
mately 0.1 microsecond to ensure that the latches 
are not enabled while a change is taking place on 
the T bus. 
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Figure 8-90. A1A10 Output Register Component Locations 
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Figure 8-91. A1A10 Output Register Schematic 
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SERVICE SHEET 36 
NUMERIC READOUT ASSEMBLY A1A2 


The numeric readout assembly consists of two readout units, U3 and U4, 
and the circuits required to drive them. U4 displays the least significant 
digits, 1 through 6. U3 displays the 4 most significant digits, 7, 8, 9 and 10. 
The most significant digit, digit 10, is always a 1, 2 or 0. U3 is also a six-digit 
display, but only the four least significant digits are displayed. 


The readout display creates the illusion that the LEDs (light emitting diodes) 
are lit continuously. They are actually scanned at a 10 kHz rate and 
therefore each half digit is iluminated for 100 microseconds for each scan 
cycle. 


Referring to Figure 8-92 it may be seen that each digit is made up of 20 
LEDs that are divided into two 10 LED half digits. During the scanning cycle 
the half digits are scanned, first right half, then left half. The LEDs require 
approximately 50 milliamperes each so the transistor drivers are heavy duty 
types capable of delivering about 400 milliamperes each. 


Referring back to the schematic it is readily seen that one-of-twelve selector 
U5, the transistor drivers and ROMs U1 and U2 jointly control the readout. 


It is important to understand the relationship of the ROCK (10 kHz), 
RSCAN-H and ROM (read only memory) inputs. 


The 10 kHz ROCK input clocks U5 only during the time that RSCAN-H is 
low, i.e., when not in reset. RSCAN-H stays low for the period of six clock 
pulses at a 5 kHz rate. The 5 kHz clock drives the ten-digit register on the 
A1A8 assembly, Service Sheet 24, during the period of time that the readout 
is being displayed. The BCD inputs to ROMs A and B are BCD data which is 
clocked in at a 5 kHz rate. 


It may be seen from the foregoing that U5 provides two outputs to the 
transistor drivers for each BCD input to the ROMs. U5 also provides an R/L 
(right/left) output which is used as the fifth address bit to the ROMs. This 
R/L output determines, in conjunction with the other ROM inputs, which 
LEDs of the half digit being displayed are illuminated. 


As the scanning cycle starts U5 output OR (output 0, right half) turns on 
Q20 and Q8 to apply about +4 volts to the right hand half of digits 1 and 7. 
Simultaneously the R/L output of U5 provides the fifth address bit to ROMs 
A and B. ROMs A and B then provide ground returns for the LEDs which are 
to be illuminated in the right half of digits 1 and 7. When U5 output OL goes 
high Q19 and Q7 drive the left half of digits 1 and 7. The R/L output of U5 
again provides the fifth address bit to ROMs A and B which then provide the 
ground returns to light the appropriate LEDs in the left half of digits 1 and 
7. Next, digits 2 and 8, then digits 3 and 9, then digits 4 and 10, and finally 
digits 5 and 6 are scanned in order. 


It can be seen that the scanning cycle has effectively scanned 10 digits with 
12 inputs clocks at a 10 kHz rate. At this point in time RSCAN-H goes high 
to reset U5. 
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In the A1A3 assembly the ten digit recirculating register contains a sync 
register. At the end of the readout scan cycle, four more clock pulses are 
required to re-position the data in the register before the data can again be 
used in the readout scanning cycle. During the readout scanning cycle the 
recirculating register is clocked at a 5 kHz rate. If this rate were continued, it 
would be 800 microseconds before the next readout scanning could start. 
However, a detect circuit driven from the sync register detects the sync code 
at the sixth 5 kHz clock and switches to the system clock of 1 MHz for the 
next four clock pulses. Using this system assures that there are only four 
microseconds between readout scan cycles. See Service Sheet 24 for 
expanded details of this operation. 


All controls for the numeric readout, except for the 10 kHz ROCK, originate 
in the A1A3 Readout Control Assembly. 


The assembly also has the drive circuits for the four incandescent lamps, 
which display GHz, MHz, kHz and Hz units. 


The pushbuttons select SWP WIDTH, STEP and KYBD readout instructions 
for the A1A1 Switch Control Assembly. 
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Figure 8-94. A1A12 Numeric Readout Schematic 


Figure 8-93. A1A12 Numeric Readout Assembly Component Locations 
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SERVICE SHEET 37 
FRONT OUTPUT INTERFACE CIRCUIT BOARD 


Normally, causes of malfunctions in the Model 8660C will be isolated to a 
circuit board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


When the defect has been traced to the front interface board, access to the 
component side of the circuit board may be improved by removing the four 
screws which hold the digital control unit in place and sliding it forward to 
the extent of the interconnecting cables. 


TEST EQUIPMENT REQUIRED (See Table 1-3) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 


GENERAL 


The major purpose of the interface circuits is to assure compatability 
between the digital control unit, the phase lock loops, the plug-in sections 
and the programming information from the remote programming device (via 
J3). 


FRONT INTERFACE CIRCUIT - REMOTE MODE 
DATA INPUT 


The multiplexer, U8 and UY, converts the eight-line two-digit parallel BCD 
input to four-line serial information. The serial BCD data is stored in the 
temporary storage register in the digital control unit. 


When a command pulse is received at A3XA1 pin 1 it is inverted by U1F and 
applied to the “D” input of flip/flop U2A. Pin 1 of U2A is held high by the 
inverted low LCL RMT input at A3XA1 pin B so U2A is enabled. (A low 
at U2A pin 1 would hold the Q output high regardless of other inputs). 


The 2 MHz clock, which is always present is inverted and applied to the 
clock input of U2A. Since the inverted command pulse is high the first clock 
pulse to U2A will cause the Q output to go high. The Q output enables the 
upper AND gates in U8A, U8B, U9A and U9B. The outputs of the 
multiplexer follow the selected inputs (in this case, digit 1). Several other 
circuits function simultaneously with this change of state to determine 
where and how the input will be used. 


If the BCD inputs are data (BCD 0 - 9), the output of NAND gate U3A is 
high because at least one of the inputs is low. U1D inverts the output of 
U8A to inhibit U4D which is the permanent command gate. The high output 
of U3A enables U4B which is the temporary command gate. 


When U2A Q output goes low with the clock pulse it presets U2B; U2B Q 
goes high and Q goes low. The low at U2B Q resets the one-shot (U1A and 
U1B) on the rear interface board to end the command pulse. This assures 
that the command pulse will end and the “D”’ input to U2A will go low 
before the next clock pulse appears. 
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When U2B Q goes high it enables NAND gate U4A. NAND gate U4A 
provides a negative-going clock pulse to NOR gate U5C which provides, in 
turn, a positive pulse to NAND gate U4B. Since NAND gate U4B pin 4 is 
held high by the output of NAND gate U3A, the output of NAND gate U4B 
clocks the digit 1 BCD information into the temporary storage register. 


When the next clock pulse appears the “D” input to U2A is low. The Q 
output goes low and the Q output goes high. The lower AND gates in U8A, 
U8B, U9A and U9B are now enabled and the upper AND gates are inhibited. 
The multiplexer outputs are the same as the digit 2 inputs. 


When U2A Q goes low, NAND gate U4B is enabled, the Q output of U2B is 
still high, and the second clock pulse appears. The clock is coupled through 
U4A, USC and U4B to clock digit 2 into the temporary storage unit in the 
digital control unit. 


Since NAND gate U4C pin 9 is now held high by U2A Q the clock pulse 
at U4C pin 10 causes the output of U4C to go low and clear flip/flop 
U2B. When U2B is cleared the Q output goes low to inhibit U4A, the Q 
output goes high to enable the command one-shot on the rear interface 
board, and the circuit is quiescent until the next command pulse is received. 


ADDRESS INPUT 


When all four digit 1 lines are high (BCD 15), NAND gate U3A output is 
low. This low level inhibits the temporary command gate U4C; through 
inverter U1D it also enables the permanent (transfer) command gate U4D. 
When the input command pulse appears (U2A “‘D” input goes low), the first 
clock pulse will cause U2A Q to go high and Q to go low. The high Q output 
causes the output of NAND gate U4D to go low. 


The digit 2 inputs have been simultaneously applied to BCD to decimal 
decoder U10. When the digit 2 address is 0000 (center frequency) pin 1 of 
U10 goes low to address the information stored in the temporary storage 
register to the center frequency register. 


When the digit 2 address data causes U10 to produce a low to the input of 
one of the NOR gates connected to the U10 outputs, a train of ten clock 
pulses transfer the data stored in the temporary storage register to the 
selected final register. 


The outputs from the multiplexer are not used during the address function. 


Operation of U2B is the same during the address function as it is during the 
data function. 


When the next clock pulse appears the state of U2A and U2B will change 
and the circuit is quiescent until the next command pulse appears. 
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SERVICE SHEET 37 (Cont'd) 
POWER DETECT CIRCUIT 


Q4 and USD comprise a power detect circuit. The 
pin 11 input to NOR gate USD is low unless the 
reset input to Q4 is grounded. When the +5V 
power supply is below about +4.75 volts, pin 12 
input to NOR gate U5D is high, and the output 
from U7D is low. When the PWR DET output is 
low the center frequency register and the modula- 
tion register are cleared. This prevents incorrect 
programming when the instrument is first turned 
on before the power supplies have stabilized. When 
a ground is applied to the remote reset line Q4 is 
turned off, pin 11 of NOR gate U5D goes high and 
the USD output goes low. The result is the same 
as when the +5V power supply is low. 


FLAG CIRCUIT 


The flag circuit provides a busy signal to the 
remote programming device. Whenever any one or 
more of the inputs to U3B are low the output is 
high. This output is inverted on the rear interface 
board and applied to rear panel connector J3 pin 
ne 


There are several factors which determine the 
duration of the flag signal. 


When data is being programmed into the tem- 
porary storage register in the digital control unit 
the duration of the flag signal is a maximum of 
about 1.5 microseconds. It starts when the com- 
mand pulse causes U3B pin 9 to go low. U2B Q 
almost immediately goes low to end the command 
pulse. The command line now goes high, but U2B 
Q is now holding U3B pin 13 low so the flag pulse 
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continues. When the second clock pulse causes 
U2B to be cleared, U2B Q goes high and the flag 
pulse is ended. One/shot U7 cannot be triggered 
because the high output of U3A is inverted and 
applied to pins 3 and 4 of U7. 


When the plug-in programmable attenuator in the 
RF Section plug-in is being addressed one-shot U7 
is triggered when U2B Q goes low on the second 
clock pulse (U7 pins 3 and 4 are now held high by 
the inverted low at U3A pin 6). One-shot U7 pin 6 
goes low and the flag signal is extended to about 
50 milliseconds. The low output from U10 pin 4 
turns off Q2 and the Q2 high output turns off Q1. 
The time constant of one-shot U7 is determined by 
R7, C3 and C4. 


When any address other than the programmable 
attenuator is programmed, one-shot U7 extends 
the flag signal to about 3 or 4 milliseconds. 
Operation of the circuit is the same as when the 
attenuator is addressed except that Q1 and Q2 are 
on and the time constant of the one-shot is 
determined by R6 and C4, 


When the FM modulator is being calibrated a 5 
second pulse appears at A3XA3 pin 15 which is 
applied to U3B pin 12 to produce an output pulse 
that is 5 seconds in duration. 


LOCAL MODE 


In the local mode the AUTO-MAN input is high. 
Inverter U1C inverts this level to hold the clear 
input to U2A low and the Q output high. This 
inhibits all of the circuits on the front interface 
board except U1C, U1A and U1B. U1A and U1B 
again invert the AUTO-MAN input to provide a 
LCL-RMT fan-out of ten to the plug-ins and the 
digital control unit. 
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Figure 8-96. A3A1 Front Interface Board 
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SERVICE SHEET 38 
REAR INPUT INTERFACE CIRCUIT BOARD 


Normally, causes of malfunctions in the Model 8660C will be isolated to a 
circuit board or assembly as a result of performing the tests specified in the 
troubleshooting trees. 


When trouble has been traced to the rear interface circuit board it will be 
necessary to swing the A4 assembly out of the frame to provide access to the 
wiring side of the circuit board. 


TEST EQUIPMENT REQUIRED (See Table 1-2) 


Oscilloscope (with 10:1 divider probes) 
Digital Voltmeter 


GENERAL 


The major purpose of the interface circuits is to assure compatability 
between the digital control unit, the phase lock loops, the plug-in sections 
and the programming information from the remote programming device (via 
J3). 


REAR INTERFACE CIRCUIT 


The BCD inputs from the remote input (J3) are applied to the “D” inputs of 
two quad latch flip/flops (U2 and U4). When a negative-going command 
pulse appears at the input to U8A the outputs of U1D and U1C clock U2 
and U4. 


Since the Q outputs of U2 and U4 provide the front interface drive signals 
the negative-true input BCD data (low = 1, high = 0) is inverted. This data is 
stored in U2 and U4 until the next command pulse. 


NAND gates U1A and U1B comprise a one-shot with a maximum time 
constant of 0.75 microsecond. Normally NAND gate U1B pin 6 is high 
because R21 is holding pin 4 of U1B low and pin 1 of NAND gate U1A is 
held high by the command line. Pin 5 of NAND gate U1B is normally held 
high by the Q output of the flip/flop U2B on the front interface board. 
When a negative-going command pulse appears the output of NAND gate 
U1A at pin 3 goes high and is coupled through C4 to cause the output (pin 
6) of NAND gate U1B to go low. The time constant of C4/R21 limits the 
negative-going pulse to a maximum duration of 0.75 microseconds to allow 
adequate time for a flip/flop in the front interface circuit to be clocked once 
by the 2 MHz clock (0.5 micresecond time base). To assure that two or more 
clock pulses do not appear in the front interface circuit while the command 
pulse is present, the inputs to NAND gate U1B pin 5 is caused to go low 
(output, pin 6 goes high) when the first clock pulse is received in the front 
interface circuit. 


Q1, Q2 and NAND gate U3D comprise an error detect circuit. The input to 
NAND gate U3D pin 12 is from the reference oscillator (A21) assembly. 
When the oven temperature has not stabilized this level will be low. When 
either input to U8D is low the output will be high, Q1 will be turned on, and 
an error signal (low) will be applied to J3 pin 3 to inform the remote 


A3A1 Front Output Interface Board 
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programming device that the Model 8660C is not 
ready to receive data. The input to pin 12 of NAND 
gate U3D is also applied to the digital control unit 
to light a lamp on the annunciator block when the 
oven temperature has not stabilized. 


The input to pin 13 of U3D is from one of two 
sources. The F LIM input from A3XA4 pin 11 
originates in the digital control unit center fre- 
quency circuit and is a low when the selected 
output frequency is not within the range of the RF 
Section in use. The second input to control NAND 
gate U3D pin 13 is the “GHz” input at A3XA5 pin 
D. This input is a high when selected frequency is 
not within the range of the 1.3 GHz RF Section or 
the internal Frequency Extension Module. A high 
input to the base of Q2 will cause Q2 to turn on 
the output of NAND gate U3D will again go high 
to turn on Q1. 
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NAND gate USC inverts the FLAG signal, which is 
generated in the front interface circuit, and applies 
it to J3 pin 17 as a busy signal to the remote 
programming device. 


R25 and R29 hold the AUTO line (A3XA5 pin 5) 
high when the instrument is operated in the local 
mode. When J3 pin 5 is grounded by the remote 
programming device, this line goes low and the 
instrument is in the remote mode. 


R26 and R30 hold the RESET line (A3XA5 pin J) 
high when no error is present in the remote 
programming device. When an error is present J3 
pin 24 goes low and causes the PWR DET circuit 
on the front interface board to clear the center 
frequency storage register and shut off the 
modulation. 
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Figure 8-98. A3A2 Rear Input Interface Board Component Locations 
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REFERENCE DESIGNATIONS 


A3A2 


C13 
Ql, 2 
R1-30 
Ul-4 


NOTES 


1, REFER TO TABLE 8-3 FOR EXPLANATION OF SYMBOLS. 


Zz 


INTEGRATED CIRCUIT GATE INTERNAL LOGIC IS 
SHOWN IN FIGURE 8-6 
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Figure 8-99. A3A2 Rear Input Interface Board Schematic 
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SERVICE SHEET 39 
A3A2 REAR INPUT HP-IB OPTION 005 ASSEMBLY 
General 


Basically the HP-IB input assembly accepts the data from the bus, detects the 
programming action taking place and provides outputs that determine the 
operational parameters for the Model 8660. 


Voltage Dividers (R2, R6) and Schmitt Triggers (U8, U14) 


R2 and R6 are resistive arrays which contain eight two-resistor voltage 
dividers each. Each voltage divider consists of (typical values) 3000 ohms to 
+5V and 6200 ohms to ground. These dividers bias the input lines to about 
+3V when the lines are not being driven by data. These dividers are used to 
keep the load on the bus, which is wire ANDed to all instruments, constant. 
Note that the lines which are not used in the Model 8660 (DI 08, EOI-L and 
SRQ-L) are also terminated in loads to preserve the constant loading of the 
HP-IB bus. 


The HP-IB input lines are negative true logic. These lines are high in the 
quiescent state and are pulled low in the assertive state (OV = H). One of the 
reasons for using negative true logic is that TTL “sees” an open circuit as a 
high. If positive true logic were used, a discontinuity or a disconnected 
connector would simulate a high and the inputs lines would see this as the 
assertive state. 


U8 and U14 are Schmitt Triggers. These Schmitt Triggers improve the 
quality of the data inputs, provide buffering and invert the input logic levels. 
Buffering is required to limit the load on the controller to one standard load 
(approx. 1.6 milliamperes sink current) for each controlled instrument. 
Following the data lines it may be seen that they are again inverted to 
negative true logic. Again, the data bits cannot be directly used from the 
inputs lines because of excessive loading. 


Address Decoder U12 


One of the characteristics of a NAND gate is that all of the inputs must be 
high in order for the output to be low. Therefore, all of the inputs to U13 
must be high before the output MLA-L (My Local Address-Low) can be in 
the assertive state. As may be seen by evaluating the circuits which provide 
the inputs to U13 only one set of input data bits will cause the output of 
U13 (MLA-L) to go to the assertive state. For the Model 8660 this is an 
HP-IB characters 3. 


If more than one Model 8660 is used in the system, each additional 8660’s 
would require a different address. This involves a different set of address bits 
from the controller and changing the address jumpers to accept the new 


HP-IB character. 


A3A2 Rear Input Interface Board 
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Service 


SERVICE SHEET 39 (Cont'd) 
Remote Flip/Flop U10A 


When the REN (Remote Enable) input line goes 
low the input is inverted by Schmitt Trigger U14A 
and applied to the ‘“‘D” input of U10A. 


U10A, however, cannot change state until it is 
clocked by a combination of MLA-L, DAC-H, 
DAV-L and MRE-L. This is because it is desired to 
keep the Model 8660 in the local mode until it is 
addressed by the bus. U10A is clocked as foilows: 


1. When MLA-L goes low it is inverted by U11F 
and applied to one input of AND gate U9D. 


2. The second input to AND gate U9D is the in- 
verted DAC-H output of NAND gate U3B 
which is low until the data is accepted. 


3. The high output of AND gate U9D is applied 
to one input of AND gate U9B. The second 
input to U9B is from AND gate U9A. 


4. The inputs to AND gate U9A are the inverted 
MRE-L (Multiple Response Enable) and the 
inverted DAV-L (Data Valid) inputs. 


5. MRE is an address function so it goes low 
first. 


6. Finally, DAV goes low, is inverted and ap- 
plied to the clock input of U10A. It is the 
negative-going DAV signal which supplies the 
positive-going pulse to clock U10A. 


When MLA-L is low and U10A is clocked the U10A 
Q output goes high and the Q output goes low. 
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Model 8660C 


Note that the Q output of U10A is labeled LCL-H. 
When the LCL line goes low the Model 8660 goes 
to the remote mode and the front panel controls 
(except for STBY/ON) are inhibited. 


Address Flip/Flop U10B 


When MLA-L goes low it is also used to set the ““D”’ 
input to U10B high. This is accomplished as fol- 
lows: the pin 10 input of U1C is high, and until an 
‘“‘unlisten’’ command appears, so is the pin 9 input. 
The high output of U1C enables the “‘D” input of 
U10B. 


U10B is clocked in the same manner as U10A, by a 
combination of MRE and DAV. 


The Q output of U10B is applied to one input of 
AND gate U1A. The second input to U1A is MRE, 
which is now in the quiescent state (high), so the 
output of U1A (ADR-H) is also high. 


Unlisten Gate U6 


When all of the inputs to U6 go high the address 
flip/flop is reset and the incoming data has no 
effect on the Model 8660. 


DCR-L Gate U5 (Device Clear) 


When all of the inputs to U5 go high the output 
goes low. The low output has the same effect on 
the Model 8660 as the power detect circuit. The 
instrument is initialized with frequency (8660C) 
and attenuation set to predetermined values. 


The remaining gates and inverters are convention- 
al and should pose no problem to the average 
technician. 
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Figure 8-101. A3A2 Rear Input HP-IB Option 005 Schematic 


f Figure 8-100. Option 005 A3A2 Component Locations 
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SERVICE SHEET 40 
A3A1 FRONT OUTPUT HP-IB OPT 005 ASSEMBLY 


General 


The HP-IB Output Board accepts inputs from the HP-IB Input Board, the 
DCU and the mainframe and converts these inputs to data which is used to 
program the mainframe, the plug-in sections and the HP-IB Input assembly. 


Four-State Machine U7A/B 


Located at the left side of Service Sheet 40 is a schematic representation of 
the four-state machine designated as U7A and U7B. Located outside of the 
schematic image area is an algorithmic state machine graph (ASM or flow 
chart) which graphically illustrates the operation of flip/flops U7A and 
U7B. 


Each of the four states of the ASM are labeled at the upper right hand corner 
with the machine state (11, 10, 00 and 01). Each of the states refer to the 
state of the Q outputs of the flip/flops with the 1 representing a high. For 
example, the top box, labeled state 11, indicates that the Q outputs of both 
U7A and U7B are high. Note that in each case the first digit is for U7B and 
the second digit is for U7A. 


Initially, with U7A/B in the quiescent state (state 11), the flip/flops are 
ready for DAV (Data Valid) to go low signifying that there is a data input. 
When DAV goes low it is inverted by U10E and applied to AND gate U1A. 
The other input to U1A is held high at this time by U7B Q, so the K input of 
UTA goes high. 


The next clock pulse causes U7A to change state; Q goes low and Q goes 
high and the ASM proceeds to state 10. In state 10 the incoming data is 
stored in U5 and the RFD state remains active. 


Since there is no qualifier following state 10, the next clock pulse moves the 
ASM to state 00. In state 00 the command pulse to transfer the data is 


Service 


SERVICE SHEET 40 (Cont'd) 


Delay One Shot U6 


U6, in conjunction with Q1 and associated compo- 
nents, comprise a delay circuit which inhibits the 
start of the RFD period when certain programming 
steps are initiated. This is required because the pro- 
gramming time required for different functions 
varies. 


As an example of circuit operation assume that a 
change in frequency is programmed. Q1 is turned 
on and R3 and C5 determine the 5 millisecond 
operating time of the one-shot. One-shot output is 
from pin 4 to U1 and pin 12. 


When an attenuation function is programmed, Q1 
is turned off and R6, C4 and C5 determine the 50 
millisecond operating time of the one-shot. 


There is also a 5 second delay built into the Model 
8660 DCU for use in the FM CAL operation. The 
HP-IB interface utilizes this signal to delay RFD 
for 5 seconds when FM CAL is programmed. This 
delay input is the FLAG-L (BUSY) signal. 


Shift Register US 


U5 is a conventional 4-bit register which is oper- 
ated in the preset mode. U5 functions as a temp- 
orary storage register. 


Model 8660C 


When the inputs to U5 are data the U5 outputs are 
directly applied to the DCU. 


When the inputs to U5 are an address, ENSL-H 
(Enable Select) goes high to enable the U3 AND 
gates and the address data is coupled to one-of-ten 
selector U4. When the U5 register is processing an 
address, the clock input, CP, at pin 10 is inhibited 
for 100 microseconds. This prevents controller 
change of address until after sufficient time has 
passed for the Model 8660C state machine pro- 
cess. Jumper J2 may be installed to disable this 
operation. 


One-of-Ten Selector U4 


U4 determines which programming function 
(address) has been selected, and, in conjunction 
with PICK-L (Plug-in Clock) couples the address 
data to the appropriate register. 


Power Detect Circuit 


U13A and associated components comprise a 
power detect circuit which inhibits circuit opera- 
tion on initial turn-on until the power supply has 
reached a stable condition. Initialization follows 
removal of the low level pulse, setting frequency 
to 1 MHz and attenuation to —140 dB. 


Table 8-54. A3A1 Front Output HP-IB Opt. 005 Board Jumper Installation 


Function 


When to Install 


Busy Enable — Keeps the Data Accepted line not 


Optional for 8660C. If the jumper is not in- 


enerated. ‘ 
8 valid for the settling time of the function pro- 


grammed, 50 ms for the attenuation and 5 ms 
for all other functions. Nothing can be program- 
med on the HP-IB until the settling time ends. 


stalled, the programmer must compensate for 


Like state 10, there is no qualifier following state 00, so the next clock pulse eae een aIOL eae Sarusment- 


moves the ASM to state 01, which is the DAC (Data Accepted) state. : 
Required for 8660A. 


Following state 01 is qualifier DAV-H and BUSY-L. When the output of 
qualifier DAV-H and BUSY-L is low, the ASM is held in state 01. When the 
qualifier output goes high the ASM (and the flip/flops), return to state 11 
and are ready for the next data input. 


Provides for faster internal operation which is 
possible when using an 8660A. 


Install only with an 8660A but never with an 
8660B or 8660C. 


J3 Provides an internal change to provide compati- 
(not on all bility with the HP 9825 calculator. 
boards) NOT install both J1 and J3. 


Install when using an 8660B or 8660C with an 


Flip/flops U7A/B control the three-wire handshake procedure within the HP 9825 calculator and J1 is not installed. DO 


instrument. 


Jumper J1, when in place, is used to couple the internally generated BUSY 
signal to delay the RFD response. Without J1 the operator must make 
allowances in programming for the necessary settling time delays of the 
Model 8660. 
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Figure 8-103. A3A1 Front Output HP-IB Opt. 005 Schematic 
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Figure 8-104. A6A1 Assembly Component Locations Front and Internal Views 
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Figure 8-109. DCU and Interface Wiring Diagram 
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DCU TROUBLESHOOTING USING ASM FLOWCHARTS 


General Description 


The DCU (Digital Control Unit) uses a form of sequential logic known as an 
Algorithmic State Machine (ASM). The actual ASM is really only two assem- 
blies of the ten in the DCU. The other assemblies process data and are con- 
trolled by signals from the ASM. The ASM assumes a series of states. Each 
state is denoted by a 7-bit binary number. For convenience this binary num- 
ber is decoded as two decimal numbers by grouping together the right four 
bits and left 3 bits, ie., 101 1011 would be 5/11. Every state has a unique 
set of output signals called instructions which are active during that state. 
The number of instructions in this set can be zero or any number. These sig- 
nals control other DCU logic circuits which process data. 


The sequence of states which the ASM assumes depends on what action is to 
be performed. Generally, the ASM goes from the state it’s in to one of two 
possible next states. An input signal to the ASM called a qualifier determines 
which of the two possible next states the ASM will go to. Qualifiers are gen- 
erated in the DCU logic and represent the status of some event or process in 
the DCU. For example, pushing a key on the front panel generates some 
qualifiers to tell the ASM what has happened. 


The seven bit state number is stored in seven flip-flops on the A4 assembly. 
LED’s are mounted on the top edge of the board and display the state num- 
ber stored in the flip-flops. In normal operation the ASM goes from one state 
to the next at a one MHz rate. You can disable this clock and step the ASM 
from state to state by pushing a switch on the top edge of A4. You can stop 
at each state as long as desired to measure qualifiers and instructions or read 
the state number on the LED’s 


The operation of the ASM is best described by a flow chart. The rectangular 
boxes represent the states which the ASM assumes. The state number is in 
the upper left hand corner of the rectangle. 


The mnemonics inside the rectangles are instructions which are active during 
that state. The mnemonic convention used in the 8660C is that all mnemon- 
ics end with —L or —H which defines the active state of the signal as low or 
high. In states where the signal [RKD2, KF 10] -H is active, the signal is high. 
In all other states it is low. Two mnemonics in brackets means that there is 
only one signal but it performs two functions. Each mnemonic refers to one 
of the functions. In the troubleshooting flow charts below each mnemonic is 
information describing where that signal originates and where it goes, i.e., in 
the example A5~>A2, Al the signal originates on A5 and goes to A2 and Al. 
There is mnemonic information (Table 8-4) which may be helpful in explain- 
ing what the mnemonic means. 


The mnemonics inside the diamond shaped symbols denote qualifiers. There 
are two branches from the symbol. If the qualifier is low in Figure 8-110, the 
ASM will go to state 4/1, otherwise, the qualifier is high and the ASM goes 
to state 0/5. The qualifier is an input to the ASM. All qualifiers go into a 
multiplexer on the A4 board and the ASM addresses this multiplexer to se- 
lect the qualifier (if any) that will be checked in each state. 


DCU TROUBLESHOOTING USING ASM FLOWCHARTS (Cont'd) 


[RKO2, KF10]—H 
AS+A2, AT 


Figure 8-110. ASM Flow Chart Example 


TROUBLESHOOTING 


The ASM flow chart is a very powerful troubleshooting tool. Trouble- 
shooting flow charts in this chapter provide detailed information 
about the ASM state sequence for specific DCU operations. These 
charts specify the state of every qualifier and describe qualifiers 
and data flow for specific DCU operations. 


In order for the DCU to operate properly, the following conditions 
must be met: 


1. The ASM must go through the proper state sequence. This re- 
quires that all qualifier circuitry is operating correctly. 


2. The ASM must generate the correct instructions which go to the 
data processing circuitry. 


3. The data processing circuitry must perform the proper action 
when it receives an instruction from the ASM. 


Each condition can be met only if all those above it are met. This 
fact leads to a logical method of troubleshooting the DCU. 


1. The area of trouble must be localized. This can best be done by 
using the DCU Block Diagram. 


2. Confirm that the ASM is going through the proper sequence by 
using the troubleshooting flow charts. This verifies condition 
(1), above, which is a necessary but not a sufficient condition 
for DCU operation. 


Two ways of checking the ASM are to single-step using the push- 
button on the A4 assembly, or to use a logic analyzer to dynami- 
cally monitor the ASM operation. The logic analyzer is the better 
method. The state flip-flops on the A4 board can be monitored as 
well as any instructions or qualifiers of interest. 


Single-stepping can be done by following the HOW TO USE in- 
structions included with every troubleshooting flow-chart. 


4. If the output signals from the ASM are correct, check that the 
data processing circuitry is correct. This can be done by check- 
ing that the data moves from register to register as it should. 
Logic diagrams of the IC’s used in the registers are contained in 
Figure 8-111. 


DCU TROUBLESHOOTING USING ASM FLOWCHARTS (Cont'd) 


TROUBLESHOOTING FLOW CHARTS 


Figures 8-113 through 8-122 are troubleshooting flow charts for the 
most common DCU operations. These charts specify in what states 
qualifiers and instructions should be for specific DCU operation. 
Each chart is really a subset of the main DCU Algorithmic State 
Machine Flow Graph. 


Tables 8-55 and 8-56 describe the operation of flip-flops and coun- 
ters which affect and are affected by the ASM. These tables provide 
more details of operation than can be described on the flow charts. 


All flow chart sequences start with state 0/0 and end with state 0/0. 
The starting point on each chart is the upper left hand corner. The 
end of each sequence is on the right hand edge of the chart when 
state 0/0 is reached. This state 0/0 is the same state at which the 
sequence was started. 


There is one difference between using the single-step pushbutton and 
the logic analyzer. Putting the DCU in manual mode causes the state 
flip-flops to be clocked by the MAN SW pushbutton; however, the 
data registers in the DCU are still clocked by the DCU clock. There 
are many states where data is transferred from one register to an- 
other which takes 10 clock pulses. States 1/12 and 2/5 in Figure 
8-116 are examples. When using the logic analyzer, you would see 
the ASM staying in each of these states for 10 clock pulses. When 
using the MAN SW pushbutton, pushing the button moves the ASM 
from state 5/7 to state 1/12. Pushing the button again moves the 
ASM to state 2/2. When state 1/12 was reached, the data was trans- 
ferred by the next 10 pulses of the system clock. Thus the qualifier 
was satisfied when the pushbutton was next pressed and the ASM 
appeared to stay in state 1/12 for only one clock pulse. 


Removal of the DCU for Troubleshooting 


Access to the top of the DCU A4 board where the single-step switch 
and the LED’s which display the state are located is from the bot- 
tom of the instrument. Turn the instrument over and take off the 
bottom cover. There is a metal cover over the DCU with a slot allow- 
ing access to the test points, LED’s, and single-step switch (MAN SW) 
on A4. Silk screening on the cover identifies these elements. 


Further access to the DCU requires removal from the instrument. 
The DCU is fastened by four screws, two in the top corners and two 
in the bottom corners. Remove these screws and slide the DCU out 
about four inches. The power connector is held by a screw. Remove 
the screw and separate the connector. Unplug the orange clock cable 
and the two flat cables and pull the DCU out of the mainframe. 
Position the mainframe with the top up and place the DCU upside 
down on top of the mainframe behind the space where the DCU 
mounts. The front of the DCU should be at the rear of the main- 
frame. This is the only position which allows the cables to reach. 
Connect the cables and the DCU can be operated. 


Table 8-55, Flip-Flops Used as ASM Qualifiers (1 of 2) 


Ref : 
Designator A1 escription 


A1U11B This flip-flop is set during state 3/6 after one of the read-out control buttons is pressed. 
CFR stays set when the button is first released and is cleared when state 1/8 is reached. 


A1U16A Interrupt flip-flop. Set in state 0/10 when a keyboard entry, a manual entry, or a push- 
button entry is made during a sweep operation. Reset in state 0/5 while the entry is 


being made. 


A4U16B Initial entry flip-flop. Set when a units key is pressed (state 0/6) or when an entry key is 
pressed (state 0/7). Reset by first numeric entry (state 1/5) after being set. Used so the 


keyboard can be reset at the start of each new entry operation. 


Prevents an entry operation from being made before a units key is pressed. F3-L is active 
when the flip-flop is reset which means a units key has been pressed. Reset in state 1/6 
when a units key is pressed. Set by states 1/11, 1/12, 1/13, or 1/0. Also set if CLEAR 
KYBD key is pressed. 


A4U16A 


This flip-flop is set when sweep mode is entered during state 0/13. It remains set during 
sweep mode and is reset when leaving sweep mode during state 2/9. Also set under cer- 
tain conditions during remote mode. 


A4U15A Sweep ramp qualifier flip-flop. Used in sweep mode. When not set, prevents the RF out- 
put of the 8660 from changing by preventing the frequency steps calculated in the DCU 
from being sent to the output register. Not set when sweep mode is first entered during 
the time the digital frequency data is stepped from the beginning center frequency to 
the upper frequency in the sweep range at maximum rate. Set when the data is at the 
maximum frequency during state 2/15 and remains set until leaving sweep mode during 
state 2/9. 


A1U23B Determines how fast the DCU steps the frequency data (the time between steps). Selects 

either the system clock rate (1 MHz) or the rate determined by the setting of the Sweep 

Rate Switch. The QSP flip-flop is clocked at the rate determined by F9. F9 is normally 

reset allowing the setting of the Sweep Rate switch to determine the time between steps. 

There are three conditions when F9 is set: 

1) When sweep mode is entered, while the data is stepped from the beginning center 
frequency to the upper frequency of the sweep range. 

2) | When the sweep range exceeds the upper limit of the RF plug-in being used. Once 
an illegal frequency is stepped to, F9 is set in state 0/15 and the frequency data is 
stepped to the upper limit at system clock rate. 


3) | When part of the sweep range is below zero. When the frequency data is negative, 
F9 is set in state 0/14 and the frequency data is stepped to zero or above at the 
system clock rate. 


When each of these conditions no longer exists, F9 is cleared in state 0/9. 


A1U16B 


Start flip-flop. When a keyboard entry, manual tune entry, pushbutton entry or sweep 
operation is initiated, F10 is set. A remote programming entry also sets F10. F10 must 
be set before the ASM can leave state 0/0. 


A4U14B 
A4U14A 


These flip-flops inhibit sweep up and inhibit sweep down when in manual sweep mode if 
set. They are set and cleared by instructions from the ASM when the sweep counter on 
A1A8 reaches its maximum count or zero. 


DCU and Interface Wiring Diagram 
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Service 


Model 8660C 


Table 8-55. Flip-Flops Used as ASM Qualifiers (2 of 2) 


Ref 
Designator A1 


A2U17A 


A1U32A 


ATU19A 


A1U15B 


A1U23A 


A1U28A 


A7TU19B 


Ref Designator 


Description 


This flip-flop is set whenever a key is pressed (KDN-H made active) or CMND-P from 
the A3A1 interface assembly goes low in remote mode. The KD2-L output is one of 
the inputs which can cause the F10 flip-flop to be set. 


Turning the manual tune knob on the front panel in either direction sets this flip-flop 
in manual sweep mode or manual tune mode. 


This flip-flop is set whenever the two digits being added generate a carry and cleared 

if a carry is not generated. Thus when a 10, 12, or 13 digit number is added, this flip- 

flop will be set or cleared for each operation but will retain the state for the last opera- 

tion. There are two situations where add or subtract operations leave QB set. 

1) When subtracting two numbers that gives a result less than zero. Trying to 
STEP | an amount greater than the center frequency is an example. 

2) | When the frequency data is a negative number and a number is added to it mak- 
ing the new frequency a positive number. This happens when the sweep width is 
greater than twice the center frequency. Part of the sweep range would thus be 
negative numbers. The QB flip-flop is set when the lowest frequency is calculated 
which generates a negative number. Sweep width increments are added to this 
number, but as long as the result is still a negative number QB is not set again. At 
a certain point the result will be zero or greater and this operation will set QB. 


QSP flip-flop. This flip-flop is periodically set at a rate determined by the SWEEP 
SPEED switch and flip-flop F9. After adding a step to the output frequency the ASM 
goes into a wait loop between 3/14 and 0/10 until QSP is set. Then it adds another 
step to output frequency and returns to the wait loop. Thus the rate at which QSP 

is set determines how fast the sweep occurs. 


Flip-flops set for all sweep operations. 


Used only in sweep mode and can be set only in state 2/14. When QB is set because 
the lower frequency limit of the sweep range is a negative number, ZER is set and re- 
mains set until the frequency data becomes zero or greater. 


Table 8-56. Explanation of Counters 


Description 


Encode 
Counter 


Counter 


8-178 


~ Service Sheet 23 for an explanation. 


Used in manual tune mode and power on initialization to address ROM #4 (ATU9) 
which outputs the manual tune increments which are added to the data from the R bus. 
For power-on initialization ROM #4 puts out 0 001 000 000 (1 MHz, same as the course 
tune increment) which is added to the center frequency data which is all zeros because 
the register has been cleared. The result is 1 MHz which goes into the center frequency 
register. 


This counter controls the justification operation. Refer to the circuit description of 
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Figure 8-112. DCU Algorithmic State Machine (Flow Graph) 
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Figure 8-111. Logic Diagram of IC’s Used in DCU Shift Registers 


PRESSING NUMERIC KEY DATA FLOW 


The keyboard decodes the key which is pressed and generates the 
BCD code which represents that key. When state 0/2 is reached, 
this BCD number is latched into the KO register. During state 0/3 
the KO register and the Keyboard Shift Register are shifted 10 
places to the right. This moves the number which was in the KO 
register to the right end of the shift register. All the other num- 
bers in the shift register end up one place to the left of their pre- 
vious position. Every time a key is pressed this entire sequence is 
repeated. This shifting ensures that the least significant digit is 
shifted out of the keyboard register first when the keyboard 
register data is shifting into other registers in the DCU. 


HOW TO USE 


1. Turn the LINE switch to STBY and then to ON to initialize 
the instrument. 


bo 


Ground the DCU MAN TP momentarily. 


3. Press a numeric key and hold pressed in. 


rhe 


Single step the ASM using the MAN SW and check using the 
troubleshooting flow chart. 


PUSHING ANY KEY ON THE KEYBOARD 
CAUSES THE F10-H SIGNAL TO BECOME 
ACTIVE. THIS SIGNAL STAYS ACTIVE AS 
LONG AS THE KEY IS HELD DOWN. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 


OP-L IS ACTIVE WHEN THE DECIMAL POINT 
KEY IS BEING HELD DOWN, 


NUM-H IS ACTIVE WHEN A NUMERIC KEY 
1S HELD DOWN. 


F2-L 1S ACTIVE THE FIRST TIME A KEY IS 
PRESSED FOLLOWING A PREVIOUS ENTRY 
OPERATION OR FOLLOWING POWER 
TURN-ON 


pe gn FLIP-FLOP F2 (A4U16B), KEYBOARD AND 


JUSTIFICATION FLIP-FLOP (A3U14A) 


RKBL ARE RESET. 
(AS >A2) 


NUW-H IS ACTIVE WHEN A NUMERIC KEY IS 
HELD DOWN. 


DATA REPRESENTING THE KEY PRESSED IS 
LATCHED INTO THE KO REGISTER ON A2. 


THE KO REGISTER AND KEYBOARD SHIFT 
REGISTER ARE SHIFTED BY 10 CLOCK 
PULSES. THIS PUTS THE DATA THAT WAS IN 
KO INTO THE RIGHT END OF THE SHIFT 
REGISTER. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS THE DATA ONE PLACE TO 
THE RIGHT. 


KPB-L IS ACTIVE ONLY IF THE KYBD 
PUSHBUTTON IS PRESSED, 


F1-H CAN BE ACTIVE ONLY IN SWEEP MODE. 


SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATION. 


THIS SIGNAL IS ACTIVE WHEN THE TURN- 
ING KNOB IS TURNED IN MANUAL MODE 
OR MANUAL SWEEP. 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
IS PRESSED. 


KDN-H IS ACTIVE AS LONG AS A KEY IS 
PRESSED. WHEN SINGLE -STEPPING 
THROUGH THIS CHART, RELEASE THE 
KEY TO CONTINUE. 


RMT-H IS ACTIVE ONLY IN THE REMOTE 
MODE. 


Figure 8-113. ASM Troubleshooting Flow Chart for Numeric Key Pressed 


DECIMAL POINT KEY PRESSED DATA FLOW 


The keyboard decodes the key pressed. When state 3/5 is reached, 
the justification flip-flop on A3 is set. This enables the justifica- 
tion counter on A3 to be clocked when numeric keys are pressed. 
Jusification means shifting the data in the keyboard shift register 
so the decimal point is in the right place for the units selected. 
Justification takes place on the A3 Readout Control Assembly. 
The circuit description for this assembly in the 8660 manual con- 
tains a good description of the justification operation. 


HOW TO USE 


1. Turn the LINE switch to STBY and then ON to initialize 
instrument. 


2. Press the “1” key and release. 


3. Ground the DCU MAN TP momentarily. 


4, Press the decimal point key and hold pressed in. 


5. Single step the ASM using the MAN SW and check, using the 
troubleshooting flow chart. 


PUSHING ANY KEY ON THE KEYBOARD 
CAUSES F10-H TO BECOME ACTIVE. THIS 
SIGNAL STAYS ACTIVE AS LONG AS THE 
KEY IS HELD DOWN. 


4} 
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S 
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7-H CAN BE ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. . 


a 
< 
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OP-L 1S ACTIVE WHEN THE DECIMAL POINT 
KEY IS BEING HELD DOWN, 


{) 


ee 


F2-L 1S ACTIVE THE FIRST TIME A KEY IS 
PRESSED FOLLOWING A PREVIOUS ENTRY 
OPERATION OR POWER TURN-ON. 


‘Cal 


SUCT-L THE JUSTIFICATION FLIP-FLOP (A3U14A) 
(as+a3) IS SET BY THE NEXT CLOCK PULSE. 


KPB-L 1S ACTIVE ONLY IF THE KYBD PUSH- 


1743: AY BUTTON IS PRESSED. 


Ie 
> 
Z 
a 
= eS 
bes 


Cal 


= 


‘SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATION. 


MNE-H IS ACTIVE ONLY IN MANUAL MODE 
OR DURING MANUAL SWEEP. 


<CaneCal 


Figure 8-114. ASM Troubleshooting Flow Chart for Decimal Point Key Pressed 


FI-H CAN BE ACTIVE ONLY IN SWEEP MODE, 


aly atpal 


QE1-H IS ACTIVE WHEN AN ENTRY KEY IS 
PRESSED. 


KON-H IS ACTIVE AS LONG AS A KEY IS 
PRESSED . WHEN SINGLE-STEPPING 
THROUGH THIS CHART, RELEASE THE 
KEY TO CONTINUE. 


RMT-H IS ACTIVE ONLY IN THE REMOTE 
MODE. 


UNITS KEY PRESSED 0 DATA FLOW 


When a units key (GHz, MHz, kHz, or Hz) is pressed, state 0/4 is 
reached and the KO register is cleared. During state 1/6 the justifi- 
cation operation takes place. Justification means shifting the data 
in the keyboard shift register so the decimal point is in the right 
place for the units selected. Justification takes place on the A3 
Readout Control Assembly. The circuit description for this assem- 
bly in the 8660 manual contains a good description of the justifi- 
cation operation. No other changes to the data occur and the ASM 
returns to state 0/0. 


HOW TO USE 


1. Tum the LINE switch to STBY and then to ON to initialize 
instrument. 


2. Press the “1” key and release. 
8. Ground the DCU MAN TP momentarily. 
4. Press one of the UNITS key and hold pressed-in. 


5. Single step the ASM using the MAN SW and check, using the 
troubleshooting flow chart. 


4 DCU Algorithmic State Machine (Flow Chart) 


Service 


{JUS, JF2, KF3]-L 
(ASA), 42, A3) 


PUSHING ANY KEY ON THE KEYBOARD 
CAUSES THE F10-H SIGNAL TO BECOME 
ACTIVE. THIS SIGNAL STAYS ACTIVE AS 
LONG AS THE KEY IS HELD DOWN. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE, 


DP-L IS ACTIVE WHEN THE DECIMAL 
POINT KEY IS BEING HELD DOWN. 


NUM-H IS ACTIVE WHEN A NUMERIC KEY 
1S HELD DOWN. 


KO REGISTER IS RESET. 


QU1-H IS ACTIVE WHEN A UNITS KEY IS HELD 
DOWN. 


THE NUMBER IN THE KEYBOARD SHIFT 
REGISTER IS SHIFTED RIGHT OR LEFT TO 
JUSTIFY THE NUMBER. 


QUO-H IS ACTIVE WHILE THE JUSTIFICATION 
PROCESS IS GOING ON. 


KPB-L IS ACTIVE IF THE KYBD PUSHBUTTON 
TO CONTROL THE DISPLAY IS PRESSED. 


Model 8660C 


CONDITIONS THE F10 FLIP-FLOP 
TO BE CLEARED BY THE NEXT CLOCK 
PULSE. CLEARS KD2 FLIP-FLOP. 


[RKO2, 
(5 


F10)-H 
A2, AN) 


F1-H IS ACTIVE ONLY IN SWEEP MODE 


SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


MNE-H IS ACTIVE ONLY IN MANUAL MODE 
OR MANUAL SWEEP. 


QE1-H IS ACTIVE ONLY IF AN ENTRY KEY 
1S PRESSED. 


KON-H IS ACTIVE AS LONG AS A KEY IS 
PRESSED. WHEN SINGLE STEPPING THROUGH 
THIS CHART, RELEASE THE KEY TO CONTINUE. 


RMT-H IS ACTIVE ONLY IN THE REMOTE 
MODE 


Figure 8-115. ASM Troubleshooting Flow Chart for Units Key Pressed 


8-180 


Model 8660C 


CF KEY PRESSED DATA FLOW 


Center frequency data is first entered into the keyboard shift register by pushing num- 
eric keys and a units key. This process is covered by other charts (Figures 8-113 and 
8-115). After the CF key is pressed and during state 1/12 this data is transferred to 
the M register. Only the six most significant digits appear in the M register. At the end 
of this data transfer the keyboard shift register still contains the original data because 
every output digit is routed back to the input through MPXIII (I input) and MPXII 
(Ig input). The frequency limits decoder driven by the M register generates the QA-H 
signal. When the new center frequency is above the upper limit, QA-H becomes active 
and state 2/3 is entered. The old center frequency data is put in the M register during 
state 3/8. The new data is not used. 


When the frequency is within limits, QA-H is not active and state 2/5 is reached during 
which data is transferred from the keyboard shift register to the CF, A, and Read Out 
register. As each digit is placed on the T bus it is clocked into each of these registers 
simultaneously. During state 3/7 data is transferred from the A register through the 
ALU to the Output register. The new data is sent to the loops after all 10 digits are in 
the A register. 


HOW TO USE 
1. Turn the LINE switch to STBY and then to ON to initialize instrument. 


i) 


Press a series of one or more numeric keys followed by a units key. 
3. Ground the DCU MAN TP momentarily. 
4. Press the CF key and hold pressed in. 


5. Single step the ASM using the MAN SW and check, using the troubleshooting flow 
chart. 
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JF2-H 
(At Aa) 
IL 


RSW 
(A5 AI) 


Ww 


[RKD2, KF10)-H 
(A5 FA}, A2) 


PUSHING ANY KEY ON THE KEYBOARD 
CAUSES THE F10-H SIGNAL TO BECOME 
ACTIVE. THIS SIGNAL STAYS ACTIVE AS 
LONG AS THE KEY IS HELD DOWN. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 


OP-L IS ACTIVE WHEN THE DECIMAL 
POINT KEY IS BEING HELD DOWN, 


NUM-H IS ACTIVE WHEN A NUMERIC KEY. 
\S HELD DOWN, 


KO REGISTER IS RESET 


QU1-H IS ACTIVE WHEN A UNITS KEY IS 
HELD DOWN. 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
IS PRESSED. 


FLIP-FLOP F2 IS CONDITIONED 
TO BE SET BY THE NEXT CLOCK PULSE. 
FLIP-FLOP SW1 IS RESET. 


FLIP-FLOP F10 1S CONDITIONED 
TO BE RESET BY THE NEXT CLOCK PULSE. 
FLIP-FLOP KD2 IS RESET. 


F1-H CAN BE ACTIVE ONLY IN SWEEP 
MODE. 


= 


‘SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS, 


0 | 


MNE-H IS ACTIVE WHEN THE TUNING KNOB 
1S TURNED IN MANUAL MODE OR MANUAL 
‘SWEEP. 


= 
oS 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
1S PRESSED. 


Ea 
oS 


INC-H IS ACTIVE WHEN THE STEP t OR 
STEP 4 KEY IS PRESSED. 


4) 


2 
os 


F3-L IS ACTIVE IF A UNITS KEY HAS BEEN 
PREVIOUSLY PRESSED. 


alae 


CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


86608 ONLY 


OFS-L IS ACTIVE IF A SPECIAL OFFSET 


OFS-L 
(RF PLUG-IN AA) OPTION IS INSTALLED IN THE INSTRUMENT. 


QHF-H IS NOT USED IN THE INSTRUMENT. 
AND MUST ALWYAS BE NOT ACTIVE. 


FREQEUNCY 


ABOVE LIMITS H <> 


CTT-H 
(AS >A6) 
TTM-L 
(Aa a6} 


CKIO-L 
(Aa *A5, AB) 


A1U1 ONE SHOT IS FIRED TO FLASH OUT 
OF RNG LAMP 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
ORIN REMOTE MODE. 


KTT-H 
(A5 a6) 
CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED, 


TTA-L 
(aa >(A9) 


TTC-H 
(AS a6) 


TTRO-L 

DATA IS LOADED FROM THE CF REGISTER bari 

TO THE M REGISTER VIA THE T BUS. CKIO-L 
(A4 > AB, AB) 


SCOP-L 
(A5 +3) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


THE KEYBOARD SHIFT REGISTER IS TRANS- 
FERRED TO THE M REGISTER VIA THE T BUS. 


FLIP-FLOP F31S CONDITIONED TO BE 
SET BY THE NEXT CLOCK PULSE. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


QB AND ZER FLIP-FLOPS ON A7 ARE RESET. 


QA-H IS ACTIVE WHEN THE FREQUENCY 
INPUT IS ABOVE LIMITS. 


FREQUENCY 
WITHIN LIMITS 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 


CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


DATA IS TRANSFERRED FROM THE KEYBOARD 
SHIFT REGISTER TO THE T BUS AND INTO THE 
CF, A, AND READ OUT REGISTERS. 


THE DECIMAL POINT LOCATION IS STORED 
ON AZ 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


OFS-L IS ACTIVE IF A SPECIAL OFFSET 
OPTION IS INSTALLED IN THE INSTRUMENT. 


Service 


CFR-H IS ACTIVE WHEN ONE OF THE PUSH 
BUTTONS TO CHANGE THE READOUT IS 
PUSHED’ 


ATR-H 
(As >As) 


DATA IS TRANSFERRED FROM THE A 
REGISTER THROUGH THE ALU TO THE 
UTT-H OUTPUT REGISTER. 

(As a7) 
CKIOL 
(Aa AS, AB) 


‘SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 
H 
o/6 
L 


SWON-H IS ACTIVE ONLY DURING 
SWEEP OPERATIONS. 


L 
E KON-H IS ACTIVE AS LONG AS A KEY 
<2 IS PRESSED. WHEN SINGLE-STEPPING 
H 
5/10 
L 
o/0 


THROUGH THIS CHART, RELEASE THE 
KEY TO CONTINUE. 


RMT-H IS ACTIVE WHEN THE INSTRUMENT 
1S IN REMOTE. 


Figure 8-116. ASM Troubleshooting Flow Chart 


for CF Key Pressed 
8-181 


SWP WIDTH KEY PRESSED DATA FLOW 


Sweep width data is first entered into the keyboard shift register 
by pushing numeric keys and a units key. This process is covered 
by other charts (Figures 8-113 and 8-115). After the SWP WIDTH 
key is pressed and during state 1/11 the data in the keyboard regis- 
ter is transferred to the Sweep Width Register. Center frequency is 
transferred during the remaining state sequence as explained on 
the flow chart. 


HOW TO USE 


1. Turn the LINE switch to STBY and then to ON to initialize 
the instrument. 


2. Press a series of one or more numeric keys followed by a 
units key. 


3. Ground the DCU MAN TP momentarily. 
4, Press the SWP WIDTH key and hold pressed in. 


5. Single step the ASM using the MAN SW and check, using the 
troubleshooting flow chart. 


PUSHING ANY KEY ON THE KEYBOARD 
CAUSES THE F10-H SIGNAL TO BECOME 
ACTIVE, THIS SIGNAL STAYS ACTIVE 
AS LONG AS THE KEY |S HELD DOWN. 


Ot 


= 
Ss 
= 


FT-H IS ACTIVE ONLY IN SWEEP MODE 
ORIN REMOTE MODE, 


cal 


g 
Ss 


DP-L 1S ACTIVE WHEN THE DECIMAL 
POINT KEY IS BEING HELD DOWN. 


al 


2 
Ss 


NUN-H IS ACTIVE WHEN A NUMERIC 
KEY IS HELD DOWN. 


val 


= 
= 


yb, | KO REGISTER IS RESET. 


QU1-H IS ACTIVE WHEN A UNITS KEY 
1S HELD DOWN. 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
1S PRESSED. 


o 
a 


JF2L 
pes) THE J INPUT OF FLIP-FLOP F2 GOES LOW. 


FLIP-FLOP SW1 IS RESET. 


RSW1-L 
(AS +A1) 


al 
L 
4/} 


(RKO2, F10)-H_ | K INPUT OF FLIP-FLOP F10 GOES HIGH. 
(AS AI, A2) KD2 FLIP-FLOP (A1A2) IS RESET. 


F1-H CAN BE ACTIVE ONLY IN SWEEP MODE. 


Service 


SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


OL? 


MNE-H IS ACTIVE WHEN THE TUNING KNOB 
1S TURNED IN MANUAL MODE OR MANUAL 
SWEEP. 


= 
oS 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
IS PRESSED. 


val 


2 
oS 


INC-H IS ACTIVE WHEN THE STEP t OR 
STEP 4 KEY IS PRESSED. 


al 


2 
oS 


F3-LIS ACTIVE IF A UNITS KEY WAS PRESSED 
BEFORE SWP WIDTH OR POWER DETECT JUST 
OCCURRED. 


CF-H\IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


eine 
Freie) 


KTT-H 
(AS a6) 


JFL 
(AS a2) 


DATA IS TRANSFERRED FROM THE KEY- 
BOARD SHIFT REGISTER TO THE SWEEP 
WIDTH REGISTER. 


THE LOCATION OF THE DECIMAL POINT FOR 
THE SWEEP WIDTH IS STORED ON A1A3. 


[SFDP,TTF]-L 
(AS +03, AG) 


CKIOL 
(a4 AS, AB) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


5% 5) 


rd Numeric, Decimal Point, Units, and CF Keys 8-182 


86608 ONLY 


CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


CTT-H 

(AS +8) 

TTA-L 
(Aa a3) DATA IS TRANSFERRED FROM THE CENTER 
FREQUENCY REGISTER TO THE A REGISTER 


TTRO-L AND READ OUT REGISTER 
(Aa a3) 


CKIOL 


(Ad AS, AG) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


IS INSTALLED IN THE INSTRUMENT. 


CFR-H IS ACTIVE WHEN ONE OF THE PUSH- 
BUTTONS TO CHANGE THE READOUT IS 
PRESSED. 


(A5 a3) 
DATA IS TRANSFERRED FROM THE A REGIS- 
TER THROUGH THE ALU TO THE OUTPUT 
REGISTER (A1A10). 


UTT-H 
(aa a7) 


CKIOL 
(Ad a5, A6) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


‘SWI-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


OFS-L IS ACTIVE IF A SPECIAL OFFSET OPTION 


Model 8660C 


SWON-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


KDN-H IS ACTIVE AS LONG ASA KEY IS 
PRESSED. WHEN SINGLE STEPPING THROUGH 
THIS CHART, RELEASE THE KEY TO CON. 
TINUE. 


RMT-H IS ACTIVE WHEN THE INSTRUMENT |S 
IN REMOTE 


Figure 8-117. ASM Troubleshooting Flow Chart for SWP Width Key Pressed 


Model 8660C 


STEP t AND STEP | KEY PRESSED DATA FLOW 


If data was entered before the STEP key was pressed, state 1/13 is entered. During this 
state the data in the Keyboard Register is transferred to the Step Register. State 1/13 is 
bypassed if no data was entered. In this case the previously entered step size is used. 
State 5/13 is entered and the next state depends on whether STEP t or STEP J was se- 
lected. The step up operation will be described. 


State 1/15 is entered and during this state the data from the Center Frequency (CF) 
Register and the Step Register is added in the ALU. The output of the ALU is the new 
center frequency data and it is entered into the M Register and the CF Register. If the 
new center frequency is within limits, state 2/7 is reached during which the data is 
transferred from the CF Register to the A Register and Read Out Register. If the new 
center frequency is not within limits, state 1/14 is entered and during this state the 
data in the Step Register is subtracted from the data in the CF Register and the result 
is entered in the CF Register and M Register. This subtraction returns the center fre- 
quency data to the value it had before the step was added and produced an out of 
limits value. 


State 3/7 is reached and during this state data is transferred from the A Register 
through the ALU without modification to the Output Register. When all 10 digits are 
in the Output Register, the new data is sent to the mainframe loops. 


HOW TO USE 
1. Turn the LINE switch to STBY and then to ON to initialize the instrument. 


iw) 


Enter 50 MHz Center Frequency on the keyboard. 

3. Press and release the “‘1” key and then the “MHz” key. 
4. Ground the DCU MAN TP momentarily. 

5. Press the STEP t or STEP } key and hold pressed in. 


6. Single step the ASM using the MAN SW and check using the troubleshooting flow 
chart. 


‘SW1-H IS ACTIVE ONLY IN SWEEP MODE. 


PUSHING ANY KEY ON THE KEYBOARD 
CAUSES THE F10-H SIGNAL TO BECOME 
ACTIVE. THIS SIGNAL STAYS ACTIVE AS 
LONG AS THE KEY IS HELD DOWN. 


MNE IS ACTIVE WHEN THE TUNING KNOB 
Pee IN MANUAL MODE OR MANUAL 
EP. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE, 


QE1-H IS ACTIVE ONLY WHEN AN ENTRY 
OP-L IS ACTIVE WHEN THE DECIMAL POINT KEY IS PRESSED. 


KEY IS BEING HELD DOWN. 


NUM-H IS ACTIVE WHEN A UNITS KEY IS 


HELD DOWN, INC-H IS ACTIVE WHEN THE STEPt OR 


STEP | KEY IS PRESSED. 


KO REGISTER IS RESET. 


QU1-H IS ACTIVE WHEN A UNITS KEY IS 
HELD DOWN. 


F3-L IS ACTIVE IF A UNITS KEY HAS BEEN 
PREVIOUSLY PRESSED (A NEW STEP SIZE 
WAS ENTERED). 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
1S PRESSED. 


DATA IS TRANSFERRED FROM THE KEYBOARD 
(a5 a8) REGISTER TO THE STEP REGISTER VIA THE 
T BUS. 

{SIDP, TTH)-L 
(A5 +3, AB) 


CKIOL 
(Aa +8, A) 


xa 
(a5 + A2) 


DECIMAL POINT LOCATION OF THE STEP 
DATA IS STORED ON A1A3. 


FLIP-FLOP F2 IS CONDITIONED TO BE SET 
BY THE NEXT CLOCK PULSE. FLIP-FLOP 


‘$W1 IS RESET. THE J INPUT TO THE F3 FLIP-FLOP IS MADE 


HIGH SO THE FLIP-FLOP CAN BE RESET WITH 
THE NEXT CLOCK PULSE. 


FLIP-FLOP F10 1S CONDITIONED TO BE 
RESET BY THE NEXT CLOCK PULSE. 
KD2 FLIP-FLOP IS RESET. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


(AS + A3,A4,A6,AB) 


F1-H IS ACTIVE ONLY IN SWEEP MODE. 


QAD-H IS ACTIVE IF THE STEP t KEY IS 
PRESSED, IF THE STEP | KEY WAS PRESSED, 
QAD-H IS LOW. 


CTR-H 
(AS +6} 


ITS-H 


(as +A7) 


CTR-H 
(AS +8) 


ITS-H 
(A5 +7) 


UTT-H 
(as+a7) 


TTC-H 
(AS +6) 


THE CENTER FREQUENCY DATA AND STEP 
REGISTER DATA ARE SENT TO THE ALU AND 
SUBTRACTED, THE RESULT IS SENT TO THE 
T BUS AND SHIFTED INTO THE CENTER FRE- 
QUENCY REGISTER ANDO M REGISTER, THE 
DATA IS HANDLED ONE DIGIT AT A TIME. 


AOD-H 
{a5 47) 


THE CENTER FREQUENCY DATA AND STEP 
REGISTER DATA IS SENT TO THE ALU AND 
ADDED, THE RESULT IS SENT TO THE T BUS 
AND SHIFTED INTO THE CENTER FREQUENCY 
REGISTER AND M REGISTER. THE DATA IS 
ADDED ONE DIGIT AT A TIME. 


UTT-H 
(Aa +a7) 
TICH 
(AS +A6) 


TTM-L 
(a4 a6) 


CKIO-L 
(A4+A5, A8) 


TTN-L 
(Aa +A6) 


SQB-H 
(AS -A7) 


ADD-L 
(A5 -A7) 


CKIOL 
(Aa AS, AB) 


CKB-H BECOMES ACTIVE WHEN 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. 

EACH CLOCK PULSE SHIFTS ONE DIGIT OF 
THE DATA. 


B- 
(AS + A3, Ad, AG, AB) 


86608 ONLY 


QB-H IS ACTIVE IF THE NEW CENTER FRE- 
QUENCY IS A NEGATIVE NUMBER. 


OFS-L IS ACTIVE IF A SPECIAL OFFSET 


(RF PLUG-IN + Aa) 
OPTION IS INSTALLED IN THE INSTRUMENT, 


86608 ONLY 


QHF-H IS NOT USEO IN THE INSTRUMENT 
AND MUST ALWAYS BE NOT ACTIVE. 


ROB-L 
(AS +A7) 


RZER-L 


(AS +A?) 


QB AND ZER FLIP-FLOPS ON A7 ARE RESET. 


QA-H IS ACTIVE WHEN THE FREQUENCY 
INPUT IS ABOVE LIMITS. 


ENCODE COUNTER (U2) ON A1A7 IS RESET. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE, 


CF-H 1S ACTIVE WHEN THE CF KEY IS 
PRESSED. 


Service 


CTT-H 
(AS +A6) 


TTA: 
(aa bee DATA IS TRANSFERRED FROM THE CENTER 
FREQUENCY REGISTER TO THE A REGISTER 
TTRO-L AND READ OUT REGISTER VIA THE T BUS. 
(Aa a3) 


CKIGL 
(Aa +A5, A6) 


RMT-H IS ACTIVE WHEN THE INSTRUMENT 
IS IN REMOTE. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


A1A1U1 ONE SHOT IS FIRED TO FLASH OUT 
OF RNG LAMP, 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 


OFS-L IS ACTIVE IF A SPECIAL OFFSET 
OPTION IS INSTALLED IN THE INSTRUMENT. 


CF-H IS ACTIVE WHEN THE CF KEY 
CRF-H IS ACTIVE WHEN ONE OF THE PUSH- IS PRESSED. 
BUTTONS TO CHANGE THE READOUT IS 


PRESSED. 


(as Ag) 
DATA IS TRANSFERRED FROM THE A REGIS- 
TER THROUGH THE ALU TO THE OUTPUT 

REGISTER (A1A10), 


MNE-H IS ACTIVE WHEN THE TUNING KNOB 
1S TURNED IN MANUAL MODE OR MANUAL 
SWEEP. 


UTT-H 
(a4 -A7) 


CKIO-L 
(Aa a8, AB) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED, EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


SINDI-H A1A1U1 ONE SHOT IS FIRED TO FLASH OUT 
eee, OF RNG LAMP. O8 FLIP-FLOP (A7U19A) 
raat IS RESET. 


(as +7) 


‘SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. F7-H IS ACTIVE ONLY IN SWEEP MODE 


OR IN REMOTE MODE. 


SWON-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


MNE-H IS ACTIVE WHEN THE TUNING KNOB 
iS TURNED IN MANUAL MODE OR MANUAL 
SWEEP. 


KON-H IS ACTIVE AS LONG AS A KEY IS 

PRESSED, WHEN SINGLE-STEPPING THROUGH 

we CHART, RELEASE THE KEY TO CON- 
INUE. 


Figure 8-118. ASM Troubleshooting Flow Chart 
for STEP t or STEP | Key Pressed 


8-183 


MANUAL TUNE DATA FLOW 


When the manual tune knob is turned, the ASM enters state 
4/0 and proceeds to state 5/15 where a branch is made. For 
increasing frequency state 2/1 is entered and the manual tune 
increment (from ROM #4 on A7) is added to the center fre- 
quency and stored in the CF and M Registers. Likewise if the 
frequency is to be decreased, state 2/0 is reached and the in- 
crement is subtracted. If the new center frequency is above 
or below limits, the increment is subtracted or added out to 
return the center frequency to its original value. 


The ASM then continues to state 2/7 during which data is 
transferred to the A and Read Out Registers. When state 3/7 
is reached, data is transferred from the A Register to the out- 
put register. The ASM then returns to state 0/0. 


HOW TO USE 


1. Turn the LINE switch to STBY and then to ON to init- 
ialize instrument. 


2. Tum the MANUAL MODE RESOLUTION switch to 
COURSE. 


3. Enter 50 MHz center frequency on the keyboard. 

4. Ground the DCU MAN TP momentarily. 

5. Turn the TUNING knob a small amount. 

6. Press the MAN SW pushbutton and check the ASM 
using the troubleshooting flow chart. When single step- 
ping the ASM, the center frequency doesn’t always in- 


crement by the correct value but the ASM state se- 
quence functions correctly. 


(AS AI) 


ROK2-H 
(A5 +A2) 


F10-H BECOMES ACTIVE WHEN THE MANUAL 
TUNE KNOB IS TURNED. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 


OP-L 1S ACTIVE WHEN THE DECIMAL POINT 
KEY IS BEING HELD DOWN. 


NUM-H IS ACTIVE WHEN A UNITS KEY IS 
HELD DOWN. 


KO REGISTER IS RESET. 


QU1-H IS ACTIVE WHEN A UNITS KEY IS 
HELO DOWN. 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
1S PRESSED. 


MNE-H IS ACTIVE WHEN THE TUNING KNOB 
IS TURNED IN MANUAL MODE. 


FLIP-FLOP F10 1S CONDITIONED TO BE 
RESET BY THE NEXT CLOCK PULSE. 


KD2 FLIP-FLOP IS RESET. 


FI-H IS ACTIVE ONLY IN SWEEP MODE, 


CTR-H 
(a5 +8) 


NTS-L 
(A -+A7) 


UTT-H 
(Aa +A7) 


TTC-H 
(A5 +A6) 


AOD-L 
(AS +A7) 


TTM-L 
(Aa a6) 


SaB-4 
(A5 +A7) 


CK10-L 
(Aa +A5, AB) 


; 
<i {A7 +A4, AB) 


STEP-L IS ACTIVE IF THE MANUAL MODE 
SWITCH IS IN THE STEP POSITION. 


REGISTERS VIA THE T BUS. 


THE CIRCUIT WHICH CLOCKS THE QB FLIP-FLOP 


IS ENABLED. 


QB-H IS ACTIVE IF THE NEW CENTER 
FREQUENCY IS A NEGATIVE NUMBER. 


THE MANUAL TUNE INCREMENT IS SUBTRACTED 
FROM THE CONTENTS OF THE CF REGISTER. 
THE RESULT IS SHIFTED INTO THE CF AND M 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


SW1 IS ACTIVE ONLY IN SWEEP MODE. 


MNE IS ACTIVE WHEN THE TUNING KNOB 
1S TURNED IN MANUAL MODE OR MANUAL 
SWEEP, 


PLS-H IS ACTIVE IF THE MANUAL TUNE IS 
INCREASING FREQUENCY. 


STEP-L IS ACTIVE IF THE MANUAL MODE 
SWITCH IS IN THE STEP POSITION. 
H 


CTR-H 
(A5 a8) 


NTS-L 
(a5 +A7) 


ADD-H 
(AS +A7) 


UTT-H 
(aa +A7) 


TIC-H 
(AS +8) 


THE CONTENTS OF THE CF REGISTER IS 
ADDED TO MANUAL TUNE INCREMENT AND 
THE RESULT IS SHIFTED INTO THE CF AND 
M REGISTERS VIA THE T BUS. 


TTM-L 
(A4 = A8) 


CKIOL 
1A4 +45, AB) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED, EACH CLOCK PULSE 
SHIFTS ONE DIGIT OF THE DATA. 


CKB-H 
(A5 *A3, Ad, AG, AB) 


8660B ONLY 


RENC-H 
ENCODE COUNTER (A7U2) IS RESET 


OFS-L IS ACTIVE IF A SPECIAL OFFSET 
OPTION IS INSTALLED IN THE INSTRU- 
MENT 


OFS-L 
IRF PLUG-IN-*A4) 


@ Sweep Width and STEP t and STEP 4 


Service 


ROB-L 
(A5 +A7) 
QB AND ZER FLIP-FLOPS ON A7 ARE RESET 
RZER-L 
(a5 +A7) 
86608 ONLY 
<r QHF-H IS NOT USED AND MUST BE 


NOT ACTIVE. 
6/2 


QA-H IS ACTIVE WHEN THE FREQUENCY 
INPUT IS ABOVE LIMITS. 


RENC-H ENCODE COUNTER (A1A7U2) IS RESET 


CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


86608 ONLY 


L 
2/4 
FT-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 
L 
4/3 
L 
4/5 


DATA IS TRANSFERRED FROM THE CENTER 
FREQUENCY REGISTER TO THE A REGISTER 
AND READ OUT REGISTER VIA THE T BUS. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


5/5 


OFS-L IS ACTIVE IF A SPECIAL OFFSET 
OPTION IS INSTALLED IN THE INSTRUMENT. 


6/6 


8-184 


Model 86600 


CFA-H 1S ACTIVE WHEN ONE OF THE PUSH- 
BUTTONS TO CHANGE THE READOUT IS 
PRESSED. 


A1U1 ONE SHOT IS FIRED TO FLASH 
OUT OF RNG LAMP. 


FT7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 

DATA IS TRANSFERRED FROM THE A REGIS- 
TER THROUGH THE ALU TO THE OUTPUT 
REGISTER (A1A10). 


CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
(AS-*A3, A4, A6, AB) >> PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


MNE-H IS ACTIVE WHEN THE TUNING 
KNOB IS TURNED IN MANUAL MODE 
‘SW1-H IS ACTIVE ONLY DURING SWEEP OR MANUAL SWEEP. 


OPERATIONS. 


‘SWON-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


1-H 
pert A1ATUT ONE SHOT IS FIRED TO FLASH 


OUT OF RNG LAMP. OB FLIP-FLOP 
ROB-L IS RESET. 
(ASA7) 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
KON-H IS ACTIVE AS LONG AS A KEY IS OR IN REMOTE MODE. 


PRESSED. 


CF-H IS ACTIVE WHEN THE CF KEY IS 
RMT-H IS ACTIVE WHEN THE INSTRUMENT PRESSED. 


IS IN REMOTE. 


s g 5 5 3 
° 
g 
) 4) <) <) = z 


MNE-H IS ACTIVE WHEN THE TUNING KNO 
JS TURNED IN MANUAL MODE OR MANUA 
SWEEP. 


AT THIS POINT THE FLOW CHART SEQUENCE IS 
THE SAME AS IF THE STEP t OR STEP + KEY WAS 
PRESSED. TROUBLESHOOT USING THE FLOW- 
CHARTS FOR THESE FUNCTIONS IF THERE ISA 
PROBLEM WITH MANUAL TUNING IN STEP MODE. 


Figure 8-119. ASM Troubleshooting Flow Chart for Manual Tun 


Model 8660C 


AUTO SWEEP DATA FLOW 


Turning the SWEEP MODE switch to AUTO causes the ASM to move to state 4/0 
which begins the sequence. When state 0/13 is reached, 500 is loaded into the sweep 
counter on A8. At state 0/10 the state machine enters a wait loop. The QSP flip-flop 
which is checked in state 0/10 is set whenever it is time to step in frequency. After 
QSP-H becomes active, state 3/1 or 3/0 is reached during which the number in the A 
register is incremented by 1/100 or 1/1000 of the value in the Sweep Width Register. 
An explanation of how this is accomplished is contained in Service Sheet 32. 


Something unique happens the first time through the flow chart. When state 4/11 is 
reached, F8-H is not yet active and the ASM goes to state 3/14. The ASM continues to 
loop between 3/14 and 4/11 until the sweep counter or A8 reaches a count of 1000 
and QCTM-H becomes active. Each time through this loop the frequency in the A regis- 
ter is incremented, but this frequency data is never sent to the Output Register. When 
the sweep counter reaches maximum, the A Register also contains the upper frequency 
in the sweep range. In this condition when state 5/11 is reached, the ASM goes to state 
6/11 and then to state 2/15 during which the Sweep Width Register is subtracted from 
the A Register and F8-H is made active. The result which is the lowest frequency in the 
sweep range is placed in the A Register. The ASM then goes to state 2/2 and when state 
4/11 is reached, F8-H is active so state 0/9 is entered during which the data in the A 
Register is transferred to the Output Register thus changing the output frequency. 


The ASM now goes into a loop between states 3/14 and 0/9. Each time through the 
loop the A Register is incremented and then the new value is transferred to the Output 
Register. After 1000 times (100 times in FAST RATE) through the loop the output 
frequency is at the upper limit of the sweep range and QCTM-H becomes active again. 
The ASM then enters state 6/11 where the Sweep Width Register is subtracted from 
the A Register and the sweep counter is reset. The loop between states 3/14 and 0/9 is 
entered again. This sequence continues as long as the SWEEP MODE is set to AUTO. 


HOW TO USE 
Turn the LINE switch to STBY and then to ON to initialize the instrument. 
Enter 50 MHz Center Frequency from the keyboard. 
. Enter 1 MHz Sweep Width from the keyboard. 
Ground the DCU MAN TP momentarily. 
. Turn the SWEEP MODE to AUTO and the RATE to MED. 


. Single step the ASM using the MAN SW and check, using the troubleshooting flow 
chart. The ASM enters a loop between states 3/14 and 4/11 which it passes 
through 500 times. (50 times with SWEEP MODE in FAST). This makes single 
stepping unusable for this part of the flow chart. There are two things which can 
be done: 


Arp oN pb 


(1) Use a logic analyzer. 


(2) Put the DCU in AUTO by momentarily grounding the AUTO TP. Then a few 
seconds later return the DCU to manual. The ASM should now be in the 
loop between states 3/14 and 0/9 and you can check this loop. It’s very dif- 
ficult to manually check that part of the sequence where the Sweep Width 
Register is subtracted from the A Register since this only happens once for 
every 1000 times through the loop. 


[Al > A3, Ad) 
H 


TURNING THE SWEEP MODE SWITCH TO AUTO 
CAUSES THE F10-H SIGNAL TO BECOME 
ACTIVE. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
AFTER STATE 0/13 IS REACHED 
OR IN REMOTE MODE. 


DP-L IS ACTIVE WHEN THE DECIMAL 
POINT KEY IS BEING HELD DOWN. 


NUM-H IS ACTIVE WHEN A NUMERIC KEY 
|S HELD DOWN. 


KO REGISTER IS RESET 


QU1-H IS ACTIVE WHEN A UNITS KEY IS 
HELD DOWN. 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
IS PRESSED. 


MNE-H IS ACTIVE WHEN THE TUNING KNOB 
Sie IN MANUAL MODE OR MANUAL 


IPB-L IS ACTIVE ONLY IF THE STEP PUSH- 
BUTTON IS PRESSED. 


SW1-H IS ACTIVE FOR ALL SWEEP OPERATIONS, 
OPERATIONS. 

H 
F1-H IS ACTIVE ONLY IF THE SWEEP OPERA- 
TION HAS BEEN INTERRUPTED BECAUSE A 
KEY OR PUSHBUTTON WAS PRESSED, 
QSP-H IS ACTIVE WHEN IT IS TIME FOR THE 
OUTPUT FREQUENCY TO BE ADVANCED 


FBP-L IS ACTIVE ONLY IF THE SWP WIOTH 
(A1 + A3, Ad) PUSHBUTTON FOR DISPLAY CONTROL IS 
PRESSED. 


CFR-H IS ACTIVE ONLY IF ONE OF THE 
DISPLAY CONTROL PUSHBUTTONS HAS 
BEEN PRESSED, 


KPB-L IS ACTIVE ONLY WHEN THE KYBD 
(Al > A3, Aa) PUSHBUTTON FOR DISPLAY CONTROL 
IS PRESSED. 


2 2 2 
= iz ie 
= a 
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F1-H IS ACTIVE ONLY IF THE SWEEP OPERA- 
TION HAD BEEN INTERRUPTED BECAUSE A 
KEY OR PUSHBUTTON WAS PRESSED. 


4s 


‘SW1-H IS ACTIVE FOR ALL SWEEP 
OPERATIONS. 


oan 


< 
a 


(FTA, 1LD)-L 

(ala, as) | PRECONDITIONS FLIP-FLOPS F7 AND F9 
TO BE SET BY THE NEXT CLOCK PULSE. 
43H LOADS 500 INTO SWEEP COUNTER ON A8. 


eal 


= 


ANOTHER STEP. 


) 


THE QSP AND MNE FLIP-FLOPS ON A1A1 ARE 
RESET. 


QMSW-H IS ACTIVE IF SWEEP MODE SWITCH 
IS IN THE MAN POSITION. 


ON A1A8 REACHES ITS MAXIMUM COUNT. 


FB-H IS ACTIVE AFTER STATE 2/15 IS 
REACHED FOR THE FIRST TIME. 


QSS-H IS ACTIVE ONLY IN SINGLE SWEEP 
MODE. 


ATR-H THE 10 DIGIT NUMBER IN THE SWEEP WIDTH 

(AS a9) REGISTER IS SUBTRACTED FROM THE VALUE 
IN THE A REGISTER. THE RESULT IS STORED 

FISH IN THE A REGISTER AND M REGISTER. 


(AS a7) 
QB FLIP-FLOP ON A1A7 IS RESET. 
THE SWEEP COUNTER ON A1A8 IS RESET. 


SOeH F8 FLIP-FLOP IS CONDITIONED TO BE 
ee SET BY THE NEXT CLOCK PULSE. 


UTT-H 
(Aa a7) 


TIAL 
(aa +A) 


TTM-L 
(Aa +06) 


(JF8, IRS)-L 
(A Ad, AB) 


ADD-L 
(a8 *A7) 


CKIOL 
(Ad *A5, AG) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


4/15, 


QB-H IS ACTIVE IF A CARRY OCCURRED 
DURING THE LAST OPERATION OF THE 
ALU ON AlA7. THIS MEANS A FREQUENCY 


LESS THAN ZERO WAS CALCULATED. 


QCTM-H IS ACTIVE WHEN THE SWEEP COUNTER 


3/1 
A2TR-H 
(A5 -FA9) 


FTS-H 
(as >A7) 


ADD-H 
(a5 *A7) 


UTT-H 
(aaa?) 


CUP-H 
(AS AB) 


TTA-L 
(aa ag) 


TTM-L 
(Aa +A8) 


CKIOL 
(Aa >A5, 8) 


CK12-L 
(a5) 


CKA-H* CKB-H 
(AB -+A4, AG, AB) 


A3TR-H 
(AS +A9) 


FTS-H 
(AS A?) 


ADD-H 
(aaa7) 


UTT-H 
(aa a7) 
CUP-H 
(AS AB) 
TIAL 
(Aa Ag) 
TTM-L 
(Aa a6) 
CKIOL 
(A4 + AS, AB) 


CKIS-L 
(as) 


CKA-H * CKB-H 
(A5 7 A4, AG, AB) 


Q100-H IS ACTIVE IF THE RATE SWITCH IS 
IN FAST AND THE SWEEP MODE SWITCH IS 
NOT IN MAN. 


THE A REGISTER EXTENDED BY THE 2 

BIT A2 REGISTER IS ADDED TO THE SWEEP 
WIDTH REGISTER AND PUT BACK INTO THE 
A AND A2 REGISTERS AND THE M REGISTER. 


12 CLOCK PULSES ARE REQUIRED TO SHIFT 
THE DATA. 


SWEEP COUNTER ON A1AB IS INCREMENTED. 


H_ CKA-H» CKB-H IS ACTIVE AFTER 12 CLOCK 
PULSES HAVE OCCURRED. 


ACTION IS THE SAME AS IN STATE 3/1, 
ABOVE, EXCEPT A REGISTER IS EXTENDED 
BY AZ AND A3 REGISTERS. 


CKA*CKB-H IS ACTIVE AFTER 13 CLOCK 
PULSES HAVE OCCURRED. 


ZER-H IS ACTIVE IF THE NEW FREQUENCY 
CALCULATED IN THE ALU ON A1A7 IS 
LESS THAN ZERO. 


86608 ONLY 


QHF-H IS NOT USED AND MUST ALWAYS 
BE NOT ACTIVE. 


2/3 
SINDI-H A1A1U1 ONE SHOT IS FIRED TO FLASH 
(A5 AI, A2} OUT OF RNG LAMP. 

F7-H IS ACTIVE IN SWEEP MODE AFTER 
PASSING THROUGH STATE 0/13. 
FQ FLIP-FLOP ON Al IS CONDITIONED TO 
BE SET BY THE NEXT CLOCK PULSE. 

GQMSW-H IS ACTIVE ONLY IN MANUAL SWEEP 

MODE. 


QB-HIS ACTIVE IF THE NEW CENTER FRE- 
QUENCY IS A NEGATIVE NUMBER. 


Service 


2/2 


ROB-L QB AND ZER FLIP-FLOPS ON AIA7 ARE 
RZER-L RESET. 


QA-H IS ACTIVE IF THE NEW FREQUENCY 
H CALCULATED IN THE ALU ON A1A7 IS 
ABOVE THE UPPER LIMITS FOR THE RF 
PLUG-IN USED. 
L 
2/4 
ENCODE COUNTER IS RESET. 
F7-H IS ACTIVE IN SWEEP MODE AFTER 
PASSING THROUGH STATE 0/13. 
H 


4/1 


F&-H IS NOT ACTIVE UNTIL STATE 2/15 IS 
REACHED FOR THE FIRST TIME. THIS RE- 
L QUIRES 500 LOOPS (MED OR SLO RATE) OR 
50 LOOPS (FAST RATE) BETWEEN STATES 
4/11 AND 3/14 AFTER INITIAL ENTRY OF 
H THE FLOW CHART. 


10 DIGITS IN THE A REGISTER ARE TRANS 
FERRED THROUGH THE ALU TO THE OUT- 
PUT REGISTER. 


THE QSP FLIP-FLOP ON AAI IS RESET. 
THE FS FLIP-FLOP ON A1At IS RESET. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


Figure 8-120. ASM Troubleshooting Flow Chart 


for Auto Sweep 
8-185 


KYBD PUSHBUTTON PRESSED DATA FLOW 


When the KYBD pushbutton is pressed, state 4/0 is entered. When 
state 1/4 is reached, the data on the Keyboard Shift Register is 
transferred via the T bus to the Read Out Register. The ASM goes 
to state 0/0 where it remains until the KYBD pushbutton is re- 
leased. Releasing the pushbutton allows the ASM to leave state 
0/0 and continue to state 1/8 during which the data in the Center 
Frequency Register is transferred to the Read Out Register. 


HOW TO USE 


1. Turn the LINE switch to STBY and then to ON to initialize 
the instrument. 


2. Press a series of numeric keys followed by a units key. This 
places an entry in the keyboard register. 


8. Ground the DCU MAN TP momentarily. 
4. Press the KYBD button and hold pressed in. 
5. Single step the ASM using the MAN SW and check, using the 


troubleshooting flow chart. When state 0/0 is reached, release 
the KYBD button and continue single stepping. 


PUSHING OR RELEASING THE KYBD PUSH- 
BUTTON CAUSES THE F10-H SIGNAL TO 
BECOME ACTIVE: THE SIGNAL STAYS 
ACTIVE AS LONG AS THE PUSHBUTTON 

IS HELD DOWN. 


df 


ES 


F7-H 1S ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 


OP-L IS ACTIVE WHEN THE DECIMAL 
POINT KEY IS BEING HELD DOWN. 


valicall 


iS 
= 


NUM-H IS ACTIVE WHEN A NUMERIC 
KEY IS HELD DOWN. 


conn 


AXOL, | ko REGISTER IS RESET. 


HELD DOWN, 


<a> QU1-H IS ACTIVE WHEN A UNITS KEY IS 
ff 


ee 
> 


QE1-H IS ACTIVE WHEN AN ENTRY KEY 
IS PRESENT’ 


2 
= 
=) 


MNE-H CAN BE ACTIVE ONLY IN MANUAL 
MODE OR MANUAL SWEEP 


iz 
= 
xe 


BUTTON IS PRESSED. 


FPB-L IS ACTIVE WHEN THE SWP WIDTH 
PUSHBUTTON IS PRESSED. 


Ol 


1PB-L IS ACTIVE WHEN THE STEP ft } PUSH- 


Service 


DATA IS TRANSFERRED FROM THE CENTER 
FREQUENCY REGISTER TO THE READ OUT 
REGISTER. 


THE CRF FLIP-FLOP IS CONDITIONED TO 
BE CLEARED BY THE NEXT CLOCK PULSE. 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK PULSE 
SHIFTS ONE DIGIT OF THE DATA. 


) 


5/8 


QMSW-H IS ACTIVE WHEN IN MANUAL SWEEP 
MODE 


Onl 


FLIP-FLOP F10 IS CONDITIONED TO BE 
(RKO2, KFIO)-H | RESET BY THE NEXT CLOCK PULSE. 
? FLIP-FLOP KD2 IS RESET. 


F1-H CAN BE ACTIVE ONLY IN SWEEP MODE. 


4) 


= 


SW1-H IS ACTIVE ONLY DURING SWEEP 
OPERATIONS. 


| KY 


MNE-H IS ACTIVE WHEN THE TUNING KNOB 
1S TURNED IN MANUAL MODE OR MANUAL 
‘SWEEP. 


QE1-H IS ACTIVE WHEN AN ENTRY KEY IS 
PRESSED. 


> 
“ 


q Manual Tune and Auto Sweep 8-186 


BUTTON RELEASED 


6/15 


CFR-H IS ACTIVE WHEN ONE OF THE DISPLAY 
CONTROL PUSHBUTTONS IS PRESSED AFTER 
STATE 3/6 IS REACHED. 


BUTTON 
RELEASED KPB-L IS ACTIVE WHEN THE KYBD PUSH- 
rm BUTTON IS PRESSED 


DATA IS TRANSFERRED FROM THE KEYBOARD 
SHIFT REGISTER TO THE T BUS AND INTO THE 
READ OUT REGISTER 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


v ON A1A1 CONDTIONS PBR FLIP-FLOP AND 
IKPBR.JCFRI-L | Fig FLIP-FLOP TO BE CLEARED 
AND CRF FLIP-FLOP TO BE SET BY THE 
[KF10,RKO2)-# | NEXT CLOCK PULSE. 
ias+at.az | CLEARS KO2 FLIP-FLOP. 


ATR-H 
(a5 as) 
UTT-H 
(aa ar) 


DATA IS TRANSFERRED FROM THE A REGIS- 
TER VIA THE ALU TO THE OUTPUT REGISTER. 


PO-H 
(AS A10) 


CKIGL 
(Aa AB, AB) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
L PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 
H 


SW1-H IS ONLY ACTIVE IN SWEEP MODE. 


SWON-H IS ONLY ACTIVE IN SWEEP MODE. 


oa | 


Model 8660C 


4/10 


KON-H IS ONLY ACTIVE IF A KEYBOAR 
KEY IS PRESSED. 


5/10 


<=> RMT-H IS ONLY ACTIVE IN REMOTE. 
L 
oo 


GO TO STATE 0/0 SHOWN IN 
UPPER LEFT CORNER OF THIS 
CHART TO CONTINUE. 


Figure 8-121. ASM Troubleshooting Flow Chart for KYBD Pushbutton Pressed 


Model 8660C 


POWER-ON INITIALIZATION DATA FLOW 


When the power detect signal from the A3A1 assembly goes high, the ASM begins the 
power-on sequence. During state 1/6 MHz is stored as the units for the data. When 
state 2/1 is reached, the CF Register (which was cleared by the power detect signal) is 
added to 1 MHz from ROM #4 on the ALU board and the result stored in the CF and 
M Registers. During state 2/7 the data in the CF Register is transferred to the Read Out 


and A Registers. Then when state 3/7 is reached, data is transferred from the A Regis- 
ter to the Output Register. 


HOW TO USE HOW TO USE 
1. Turn the LINE switch to STBY. 


2. Connect a test lead from ground to the DCU MAN TP. 
3. Turn the LINE switch to ON. 


4. Single step the ASM using the MAN SW and check, using the troubleshooting flow 
chart. 


FIG-H IS MADE ACTIVE BY THE POWER 
DETECT SIGNAL. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
ORIN REMOTE MODE. 


OP-L IS ACTIVE WHEN THE DECIMAL 
POINT KEY IS BEING HELD DOWN. 


NUM-H IS ACTIVE WHEN A UNITS KEY IS 
HELD DOWN. 


KO REGISTER IS RESET 


QU1-H IS ACTIVE DURING THE POWER 
DETECT CYCLE 


(JUS, KF3, JF2]-L] THE CENTER FREQUENCY DATA IS JUSTI- 
(a5 a1, a2.a3) | FIED. THE POWER DETECT SIGNAL MADE 
TRO-L ACTIVE WHICH CAUSES MHZ UNITS 

CKIOJ-L TO BE STORED ON A1A3. 


(Aa -rA5, 46) 


QUO-H IS ACTIVE WHILE THE JUSTIFICATION 
OPERATION IS IN PROCESS. 


K INPUT OF FLIP-FLOP F10 GOES HIGH. 
KD2 FLIP-FLOP IS RESET. THIS CAUSES 
er BE RESET BY THE NEXT CLOCK 


KPB-L IS ACTIVE WHEN THE KYBD DIS- 
PLAY BUTTON IS PRESSED, 


K INPUT OF FLIP-FLOP F10 GOES HIGH AND 
KD2 FLIP-FLOP IS RESET. THIS CAUSES F10 
TO BE RESET BY THE NEXT CLOCK PULSE. 


FI-H IS ACTIVE ONLY IN SWEEP MODE, 


SEE NOTE} 


SW1-H IS ACTIVE ONLY IN SWEEP MODE. 


ENCODE COUNTER IS RESET. 


MNE-H IS ACTIVE DURING THE POWER 
DETECT CYCLE. 


PLS-H IS ACTIVE DURING THE POWER 
DETECT 


STEP-L CANNOT BE ACTIVE DURING 
THE POWER DETECT CYCLE. 


Cc 
(AS +A8) 


NTS-L 
(a5 +A7) 


AOD-H 
{AS +47) 


UTT-H 
(Aa A7) 


THE POWER DETECT SIGNAL HAS CLEARED 
THE CF REGISTER. IN THIS STATE THE CF 
REGISTER (CONTAINING ALL ZEROES) IS 
ADDED TO 1 MHz FROM ROM #4 ON A1A7 
AND THE RESULT STORED IN THE CF REG- 
ISTER AND M REGISTER. 


TTC-H 
(AS >A6) 


TTM-L 


(Aa +6) 


CKIOL 


(Aa +5, A8) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


86608 ONLY 


ENCODE COUNTER IS RESET. 


OFS-L IS ACTIVE IF A SPECIAL OFFSET 


ROB-L 
(A5 +A7) 


RZER-L 


{AS a7) 


QB AND ZER FLIP-FLOP ON A1A7 ARE RESET. 


86608 ONLY 


OPTION IS INSTALLED IN THE INSTRUMENT. 


86608 ONLY 


QHF-H IS NOT USED AND MUST ALWAYS BE 
NOT ACTIVE. 


L 
6/2 


QA-H IS ACTIVE WHEN THE FREQUENCY 
INPUT IS ABOVE LIMITS, WHICH ARE 
SET BY THE TYPE OF RF PLUG-IN USED. 


ENCODE COUNTER IS RESET. 


F7-H IS ACTIVE ONLY IN SWEEP MODE 
OR IN REMOTE MODE. 


CF-H IS ACTIVE WHEN THE CF KEY IS 
PRESSED. 


CTT-H 
(a5 +A6) 


TTA-L 
(aa ag) DATA IS TRANSFERRED FROM CF REGISTER 
TO THE A REGISTER AND READ OUT 
TTRO-L REGISTER. 


(Aa a3) 


CKIO-L 
(Aa > A5, a6) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
(AS A3, Ad, A6, A8) > PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA. 


OFS-L OFS-L IS ACTIVE IF A SPECIAL OFFSET 


(RF PLUG-IN~~A4)_> OPTION IS INSTALLED IN THE INSTRUMENT. 


CFR-H IS ACTIVE WHEN ONE OF THE PUSH 
BUTTONS TO CHANGE THE READOUT IS 
PRESSED. 


Service 
ATR-H 
(a5 +a9) 
UTT-H DATA IS TRANSFERRED FROM THE A REGI- 
eget STER THROUGH THE ALU TO THE OUTPUT 


PDH REGISTER (A1A10) 
(as +A10) 


CKIOL 
(A475, AB) 


CKB-H BECOMES ACTIVE AFTER 10 CLOCK 
PULSES HAVE OCCURRED. EACH CLOCK 
PULSE SHIFTS ONE DIGIT OF THE DATA 


MNE FLIP-FLOP IS RESET. 
TRO-L BECOMES INACITVE. 


SW1-H IS ACTIVE ONLY OURING SWEEP 
OPERATIONS. 


SWON-H IS ACTIVE ONLY DURING SWEEP 
OPERATION. 


KDN-H IS ACTIVE WHEN A KEY ON THE 
KEYBOARD IS PRESSED 


RMT-H IS ACTIVE WHEN THE INSTRUMENT 
ISIN REMOTE. 


NOTES. 


THE 86608 CAN TAKE A DIFFERENT BRANCH AT 
THIS POINT BECAUSE F1 ISN'T ALWAYS INITIALIZED 
THE SAME. THE ALTERNATE BRANCH IS: 


o/s 


310 
THIS CHART IS ENTERED AGAIN AT 4/1, 


Figure 8-122. ASM Troubleshooting Flow Chart 


for Power-On Initialization 


8-187/8-188 


@ KYBD Pushbutton and Power-On 


Model 8660C 


A8 
(N3) 


All 
(SL2) 
Osc. 


Table 8-57. Low Frequency Adjustment Identification 


R24, R26 —< ——___— 


Frequency Range Adjustment Pots 


R15, R19 ————____- 
R39, 54, 60, 67, 73, 77, 83, 90 
O10, a Se 


Frequency Range Adjustment Pots 
Oscillator Pretune Pots 
30 MHz Oscillator Trimmer Adjustment 


A12 
(SL2 Det) 


Phase Error Adjustment Pot 


A13 
(N2 Osc) 


Frequency Range Adjustment Pots 
29.79 MHz Oscillator Trimmer Adjustment 


A15 
(SL1) 
Phase 
Det 


Phase Error Adjustment Pot 


A16 
(N1 Det) 


Phase Error Adjustment Pot 


A17 
(N1 Osc) 


Frequency Range Adjustment Pots 
29.7 MHz Oscillator Trimmer Adjustment 


A18 
(SL1 
Mixer) 


Oscillator Pretune Pots 


A19 
(SL1 Osc) 


Frequency Range Adjustment Pots 
30 MHz Oscillator Trimmer Adjustment 


A2 ASSEMBLY 


Figure 8-123. LF Loops Adjustment Locations 


Service 


8-189/8-190 


4 LF Loop Adjustment Locations 


Model 8660C 


Table 8-58. High Frequency Loop Adjustment Identification 


A4A5 850 — 450 MHz Oscillator 
(H.F. Osc.) Adjustment 


A4A6 Loop Gain Adjustment 
(H.F. Pretune) “0” (Zero) Adjustment 
Profile Pot 
10 MHz Trap Adjustment 


R22 R18 


R15, 22, 28, 35, 40, 44, 
48, 52, 56, 60 ————————® Oscillator Pretune Pots 


A4A7 Ri3 Efficiency Adjustment 
(Phase Det.) R22 ——— >. Balance Adjustment 


08660-60187 
HEWLETT - PACKARD 


ASCIl CABLE ADAPTOR 


Table 8-59. Reference Loop Adjustment Identification 


A4A4 C2 ——— 100 MHz Oscillator Adjustment 
(Ref Loop c41 ———————— 100 MHz Power Level Adjustment 
VCO) C17, C23, C31 ———® 500 MHz Power Level Adjustment 


MACHINE STATE CODE———4 
4 1 8 4 2 1 


Figure 8-124. HP-IB Adapter and Self Test Features 
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Figure 8-125.HF Loop and Reference Loop Adjustment Locations 
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| HF Loop Adjustment Locations 
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Figure 8-127. A2 Mother Board Component Locations Figure 8-128. A9A1 Cable Loop Assembly Figure 8-129. A1A11 DCU Mother Board Component Locations 


Figure 8-126. Interconnection Assembly (Opt. 004) 


q Miscellaneous Component Views 
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Figure 8-130. Mainframe Mother Board Test Points (1 of 2) 


Model 8660C 


Model 8660C 


@ 1P1 N3 Oscillator 
© TP2 N3 10 kHz 
© TPs N3 Phase Error 


@ TP4 N3 Phase Error 
Grounding 


@ 1P5 SL2 Tuning 

(25) TP6 SL2 Oscillator 

@ 1P7 SL2 Pulse Phase Error 
© TP8 SL2 Phase Error 

18) TP9 N2 Oscillator 

(33) TP10 N2 Phase Error 

€ 1TP11 N2 10 kHz 


€@ 1P12 N2 Phase Error 
Grounding 


© 1?13 SL1 Pulse Phase Error 
@ 1P14 SLi Phase Error 
@ 1P15 N1 100 kHz 


(10) TP16 N1 Phase Error 
Grounding 


@ 117 N1 Phase Error 

© 1P18 N1 Oscillator 

@ P19 SL1 Mixer Output 
TP20 Not Connected 

© 1°21 SLi Driver 

© 1P22 SL1 Oscillator 


Test Points Assemblies 


@© N1 Oscillator (A17) 

11) N1 Phase Detector (A16) 

@ N2 Oscillator (A13) 

© N2 Phase Detector (A14) 

® N3 Oscillator (A5) 

22) N3 Phase Detector (A10) 

21) SL2 Oscillator (A11) 

® SL2 Phase Detector (A12) 
6 SL1 Oscillator (A19) 

® SL1 Phase Detector (A15) 
(7) SL1 Mixer (A18) 


Mother Board Inputs and Outputs 


C1) 100 kHz Reference Input 
to N2 


6 100 kHz Reference Input 
to N3 


3) 400 kHz Reference Input 
to N1 


@ S11 Output 


31) BCD Frequency Data 
Digits 1 through 7 


Figure 8-130. Mainframe Mother Board Test Points (2 of 2) 
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Figure 8-131. Model 8660C Internal Views 
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NOTES: 


1. PART NUMBERS SHOWN FOR CONNECTORS DO NOT 
INCLUDE PINS. 

2. COAX PINS ARE HP PART NUMBER 1251-2041 
REGULAR PINS ARE HP PART NUMBER 1251-1908 

3, A TOOL KIT, WINCHESTER CATALOG NUMBER 
107K4 1S REQUIRED TO INSTALL THE REGULAR 
PINS, 

4. A TOOL KIT, WINCHESTER CATALOG NUMBER 
107-0600 AND A TOOL LOCATOR WINCHESTER 
CATALOG NUMBER 107-0602 |S REQUIRED TO 
INSTALL COAX PINS. 


Figure 8-132. Plug-In Connectors Detail 
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Luende 
Tel: 35515/6 
ARGENTINA 
Hewlett-Packard Argentina S.A. 
Santa Fe 2035, Martinez 
6140 Buenos Aires 
Tel: 792-1239, 798-6086 
Telex: 122643 AR CIGY 
Blotron SA.C.LLy M. 
Avda, Paseo Colon 221 
9 piso 
1999 Buenos Aires 
Tel: 30-4846/185 1/8384 
(34-9356/0460/4551 
Telex; (33) 17595 BIO AR 
AUSTRALIA 
AUSTRALIA CAPITAL 
TERR, 


Hewlet-Packard Australia Py 
Lid 

121 Wollongong Street 

Fyshwick, 2609 

Tel: Bo4zad 

Telex: 62650 


NEW SOUTH WALES 

Hewlett-Packard Australia Pry. 
Lid. 

31 Bridge Street 

Pymble, 2073 

Tel: 4496566 

Telex: 21561 


QUEENSLAND 
Hewlett Packard Australia Ply 


Teachers Union Building 

495-499 Boundary Street 

‘Spring Hill, 4000 

Tel: 2291544 

‘SOUTH AUSTRALIA 

Hewlett-Packard Australia Pty. 
Lid. 

153 Greenhill Road 

Parkside, 5063 

Tel: 2725911 

Telex: 82536 


VICTORIA 

Hewlett-Packard Australia Pty 
Le, 

31-41 Joseph Street 

Blackburn, 3130 

Tel; 89-6351 

Telex: 31024 MELB 


WESTERN AUSTRALIA 


141 Stiting Highway 
Nedlands, 6009 
Tel 3865455 

Telex: 93859 


AUSTRIA 
Hewletl-Packard Ges.m.b.H. 
Wehiistrasse 29 

P.O. Box 7 

A-1205 Vienne 

Tet: 35-16-21-0 

Telex: 13582/135066 
Hewlett-Packard Ges.m.b.H. 
Wehilistrasse, 29 

A-1205 Wien 

Tel: 35-16-21 

Telex: 135066 


Tek: 54886, 56123 

Telex; 8550 WAEL GJ 

‘Al Hamidiya Trading and 
Contracting 

P.O. Box 20074 

Maname 

Tel: 259978, 259958 

Telex: 8895 KALDIA GJ 


BANGLADESH 
The General Electric Co. of 


Motijhell, Dacca 2 
Tel 252415, 252419 
Telex: 734 


BELGIUM 

Hewlett-Packard Benelux 
SAMY. 

Avenue du Col-Vert, 1, 

(Groenkraagiaan) 

8-1170 Brussels 

Tel: (02) 660 50 50 

Telex: 23-494 paloben bru 


BRAZIL 
Hewlett-Packard do Brasil 
Le.C. Lida. 


Hewlett-Packard do Brasil 
le.C, Lida 

Rua Padre Chagas, 32 

90000-Pérto Alegre-AS 

Tel: 22-2098, 22-5621 

Hewlett-Packard do Brasil 
Le.C. Lida, 

Av. Epilacio Pessoa, 4664 

2247 1-Rlo de Janelro-A 

Tel: 286-0237 

Telex: 021-21905 HPBR-BR 


CANADA 


ALBERTA 

Hewlett-Packard (Canada) Lid, 
116204 - 168th Street 
Edmonton TSM 379 

Tet: (403) 452-3670 

TWX: 610-831-2431 
Hewlett-Packard (Canada) Lid 
210, 7220 Fisher St. S.E. 
Calgary 12H 248 

Tel: (403) 253-2713 

TWX: 610-821-6141 


BRITISH COLUMBIA 
Hewlett-Packard (Canada) Lid. 
10691 Shelibridge Way 
Richmond V6x 2W7 

Tel: (604) 270-2277 

TWX: 610-925-5059 


MANITOBA 
Hewlett-Packard (Canada) Lid. 
380-550 Century St 

St. James, 

Winnipeg R3H OY1 

Tel: (204) 786-6701 

TWX: 610-671-3531 


NOVA SCOTIA 
Hewlett-Packard (Canada) Lid 
P.O, Box 931 

800 Windmill Road 
Dartmouth B38 1L1 

Tel: (902) 469-7820 

TWX: 610-271-4482 


ONTARIO 

Hewlett-Packard (Canada) Lid. 
1020 Morrison Or. 

Ottawa K2H 8K7 

Tel: (613) 820-6483 

TWX: 610-563-1636 


Hewlett-Packard (Canada) Lid. 
6877 Goreway Drive 


TWX: 610-492-4246 
Hewlett-Packard (Canada) Lid. 
552 Newbold Street 
London N6E 285 

Tel: (519) 686-9181 

TWX: 610-352-1201 


QUEBEC 
Hewlett-Packard (Canada) Lid 
275 Hymus Bivd 

Pointe Claire HOR 1G7 
Tel: (514) 697-4232 

TWX: 610-422-3022 


FOR CANADIAN 
AREAS NOT 
LISTED: 


Contact Hewlett-Packard (Can- 


80a) Lid. in Mississauga. 


COLOMBIA 

instrumentaci6n 

Henrik A, Langebaek & Kier 
SA. 

Carrera 7 No. 48-75 

Apartado Aéreo 6287 

Bogoté, 1 DE. 

Tet 269-8877 

Telex: 44400 

InstrumentaciOn 

HA Langebaek & Kier S.A. 

Carrera 63 No. 49-A-31 

Apartado 54098 

Medellin 

Tel: 304475 


COSTA RICA 

Cientifica Costarricense S.A. 
Avenida 2, Calle 5 

‘San Pedro de Monies de Oca 
Apartado 10159 

‘San José 

Tel; 24-38-20, 24-08-19 
Telex: 2367 GALGUR CR 


() SALES OFFICES 


Arranged alphabetically by country 


CYPRUS 

Kypronics 

19 Gregorios Xenopoulos 
Street 

P.O, Box 1152 

Nicosia 

Tel: 45628/29 

Telex: 3018 


CZECHOSLOVAKIA 

Hewlett-Packard 

Obchodni zastupitelsivi v CSSR 

Pisemny styk 

Post. schvanka 27 

CS 118.01 Prana 011 

CSSR 

Vyvojova a Provozni Zakladna 

Vyzkumnych Ustavu ¥ 
Bechovicich 

CSSA-25097 Bechovice u 
Prahy 

Tel: 89 93 41 

Telex: 12133 


Institule of Medical Bionics 
Vyskumny Ustay Lekarske) 


DENMARK 
Hewlett-Packard A/S 
Datave) 52 

DK-3460 Birkerod 
Tel: (02) 81 66 40 
Telex: 37409 hpas dk 


Hewlett-Packard A/S 
Navervej 1 

DK-8600 Silkeborg 
Tel: (06) 82 71 66 
Telex: 37409 hpas ak 


ECUADOR 

CYEDE Cia. Lida 

P.O, Box 6423 CCI 

Av, Eloy Alfaro 1749 
Quito 

Tel: 450-975, 243-052 
Telex: 2548 CYEDE €D 
Medical Only 
Hospitalar S.A 

Casilla 3590 

Robles 625 

Quito 

Tet: 545-250 


EGYPT 

EA 

international Engineering 
Associales 

24 Hussein Hegazi Street 

Kasr-el-Ain’ 


Cairo 
Tel: 23 829 

Telex: 93830 

SAMITRO 

Sami Amin Trading Otfice 
18 Abdel Aziz Gawish 
Abdine-Cairo 

Tel: 24932 


EL SALVADOR 
IPESA 


Bulevar de los Heroes 11-48 
Egificio Sarah 1148 

San Salvador 

Tel: 252787 


P.O, Box 2635 

Addie Ababa 

Tel: 11:93 40 
FINLAND 
Hewlett-Packard Oy 
Revontulentie, 7 
‘SF-02100 Espoo 10 
Tek: (90) 455 0211 
Telex: 121563 hewpa si 


FRANCE 

Hewlett-Packard France 

Zone c'activiles de 
Courtaboeut 


Avenue des Tropiques: 
Bolte Postale 6 
91401 Oreay-Cédex 
Tek: (1) 907 78 25 
TWX: 600048F 


Hewlett-Packard France 


69130 Ecully 

Tel: (78) 33 81 25 

TWX: 3106 17F 
Hewlett-Packard France 
20, Chemin de La Cépitre 
31081 Toulouse 

Le Mirall-Cédex 

Tel: (61) 40 11 12 


Hewlett-Packard France 

Le Ligoures 

Place Romée de Villeneuve 
13100 Aix-en-Provence 
Tet: (42) 59 41 02 

TWX: 410770F 
Hewlett-Packard France 

2, Allee de la Bourgonetie 
35100 Rennes 

Tel: (99) 51 42 44 

TWX: 7409 12F 
Hewlett-Packard France 

18, rue du Canal de la Marne 
67300 Schiltigheim 

Tet: (88) 83 08 10 

TWX: 89014 1F 


Hewlett-Packard France 
lmmeuble péricentre 

rue van 

59650 Villeneuve D'Ascq 
Tel: (20) 91 41 25 

TWX: 160124F 


Hewlett-Packard France 

Baument Ampere 

Rue de ia Commune de Paris 

BP. 300 

93153 Le Blanc Mesnil- 
Cédex 


Tel; (01) 931 88 50 
Telex: 211032F 
Hewlelt-Packard France 
Av. du Pall. Kennedy 
33700 Merignac 

Tet: (56) 97 01 81 


Hewlett-Packard France 


91035 Evry-Cédex 
Tet 077 96 60 

Telex: 6923 15F 
Hewlett-Packard France 
23 Rue Lothaire 

57000 Metz 

Tet; (87) 65 53 50 


GERMAN FEDERAL 

REPUBLIC 

Hewlett-Packard GmbH 

Vertnebszentrale Frankturt 

Berner Strasse 117 

Postfach 560 140 

0-6000 Frankfurt 56 

Tel: (06011) 50041 

Telex: 04 13249 hpttm ¢ 

Hewlett-Packard GmbH 

Technisches Buro Boblingen 

Hetrenberger Strasse 110 

0.7030 B&blingen, 

Wurtiemberg 

Tek: (07031) 667-1 

Telex: 07265739 bon 

Hewlett-Packard GmbH 

Technisches Buro DUsseidort 

Emanvel-Leutze-Si. 1 
(Seestern) 

0-4000 DUsseidort 

Tek (0211) 5971-1 

Telex: 085/86 533 hpdd ¢ 

Hewlett-Packard GmbH 

Technisches BUro Hamburg 

Kapstadtring 5 

0-2000 Hamburg 60 

Tet: (040) 63804-1 

Telex: 21 63 032 nphh ¢ 

Hewlett-Packarc GmbH 

Technisches BUro Hannover 

‘Am Grossmark! 6 

0.3000 Hannover 91 

Tel: (0511) 46 60 01 

Telex: 092 3259 


Tet (0911) $2 20 83 
Telex: 0623 860 


Hewlett-Packard GmbH 
Technisches BUro Munchen 
Eschenstrasse 5 

0-8021 Tautkirchen 
Tek: (089) 6117-1 

Telex: 0524985 
Hewlett-Packarc GmbH 
Technisches Buro Berin 
Kaithstrasse 2-4 

10-1000 Berlin 30 

Tet: (030) 24 90 86 
Telex: 018 3405 hpbin 0 


GREECE 

Kostas Kafayannis 

8 Omirou Street 

Athens 133 

Tek 32 30 3093/32/37 731 
‘Telex: 21 59 62 RKAR GR 


GUAM 

Guam Medical Supply. inc 
Suite C, Awport Plaza 

P.O. Box 8947 
Tamuning 9691! 

Tet 646-4513 


GUATEMALA 

(PESA 

Avenida Relorma 3-48 

Zona 9 

Guatemala City 

Tet 316627, 314786, 
66471-5, en. 9 

Telex: 4192 Teletwo Gu 


HONG KONG 

Hewlett-Packard Hong Kong 
usd. 

‘11th Floor, Four Seas Bidg. 

212 Nathan Rad. 

Kowloon 

Tet. 3-687446 (5 lines) 

Telex: 36678 Hx 

Medical/Analytical Only 

‘Schwmct & Co. (Hong Kong) 
uc 

Wing On Centre. 281n Floor 

Connaught Road, C 

Hong Kong 

Tet 5-455644 

Telex: 74766 SCHMX HX 


4146/2 Ve Savarkar Marg 
Prabhadevt 


Bombay 400 025 
Tet 45 78 87 
Telex: 011-4093 
Blue Star Lid 

Band Box House 
Prabhadevi 
Bombay 400 025 
Tet 457301 
Telex: 011-3751 


Ahmedabad 380 014 
Tet 43922 

Telex 012-234 

Blue Star Lic. 

7 Hare Suet 
Calcutta 700 001 
Tek 23-0131 

Telex: 021-7655 

Blue Star Lid 
Bhandari House 

91 Nehru Place 

New Deihi 110 024 
Tet 682547 

Telex: 031-2463 


Trivandrum 695 013 

Tet 65799 

Telex: 0884-259 

Blue Star Lid 

11 Magarath Road 

Bangalore 560 025 

Tet 55668 

Telex: 0845-430 

Blue Star Lid 

Meeakshy Mandiram 

3000(V/ 1379-2 Mahatma 
Gandhi Ra. 

Cochin 682 016 

Tet: 32069 

Telex: 085-514 

Blue Star Lid, 

1-1-117/1 Sarojni Devi Road 

Secunderabad 500 033 

Tet 70126 

Telex: 0155-459 

Bue Star Lic. 

133 Kodambakkam High Road 

Madras 600 034 

Tet 82057 

Telex: 041-379 


Tet 158 20/1 63 03 


INDONESIA 

BERCA indonesia P.T. 
P.O. Box 496/Jkt 

Jin. Aboul Muss 62 
Jakarta 

Tet 349255, 349886 
Telex: 46748 BERSIL A 


BERCA Indonesia P.T. 
P.O. Box 174/Sby 
23 Jin. imerio 
Surabaya 

Tet 42027 
IRELAND 
Hewlett-Packard Lid. 
Kestrel House 
Clanwitiam Place 
Lower Mount Street 
Dublin 2, Ewe 


Hewlett-Packard Lic 
2C Avongberg ind. Est 
Long Mile Road 
Dublin 12 

Tek 514322/514226 
Telex 30439 

Medical Only 

Cardiac Services (lreland) Lid 
Kilmore Road 

Ariane 

Dublin 5, Eve 

Tek (01) 315820 


Medical Only 

Cardiac Services Co 
95A Finaghy Rd. South 
Belfast BT 10 08Y 
GB-Northem ireland 
Tet: (0232) 625566 
Telex: 747626 


ISRAEL 

Electronics Engineering Ow 
of Motorola israel Lid 

16, Kremenetski Street 

P.O. Box 25016 

TebAviv 

Tet 38973 

Telex: 33569, 34164 

ITALY 

Hewiett-Packard Italiana SpA 

Via G. Di Vittono, 9 

20063 Cernusco Sul 
Navigilo (Mi) 

Tek (2) 903691 

Telex: 334632 HEWPACKIT 

Hewlett-Packard Italiana S.p.A 

Via Turazza, 14 

35100 Padova 

Tel: (49) 664888 

Telex: 430315 HEWPACK! 

Hewlett-Packard italiana S.p.A 

Via G. Armetins 10 

1-00143 Roma 

Tet (06) S4 69 61 

Telex: 610514 

Hewlett-Packard Italiana S.p.A 

Corso Giovanni Lanza 94 

110133 Torino 

Tet: (011) 659308 

Telex: 221079 

Hewlett-Packard italiana S.p.A 

Vea Principe Nicola 43 GC 

1-95 126 Catania 

Tet: (095) 37 05 04 

Telex: 970291 

Hewlett-Packard ltakaria S.p.A 

Via Nuova san Rocco A 
Capadimonie, 624 

80131 Napoll 

Tek: (081) 710698 

Hewlett-Packard ltallana S.p A 

Vie Martin Luther King, 38/111 

|-40132 Bologna 

Tet: (051) 402394 

Telex: 511630 


JAPAN 

Yokogawa-Hewiett-Packard 
Ltd 

29-21, Takaido-Higashi 
3-chome 

Sugnami-ku, Tokyo 168 

Tek: 063-331-6111 

Telex: 232-2024 YHP-Tokyo 

Yokogawa-Hewiet-Packard 
ud. 

Chuo Bidg., 4th Floor 

4-20, Nishinakajma 5-chome 

Yodogawa-ku, Osaka-shi 

Osaka, 532 

Tet: 06-304-6021 

Telex: 523-3624 

Yokogawa-Hewiel!-Packard 


Tek 052 571-5171 

Yokogawa-Hewiett-Packard 
Lid. 

Tanigawa Building 

2-24-1 Tsuruya-cho 

Kanagawa-ku 

Yokohama, 221 

Tek 045-312-1252 

Telex: 382-3204 YHP YOK 


Yokogawa-Hewlett-Packard 
ud 

Milo Mitsu: Buliing 

105, 1-chome, San-no-maru 

Mito, barag 310 

Tet 0292-25-7470 

Yokogawa Hewlell-Packard 
uid 

1348-3, Asatv-cho, 1-chome 

Atsugi, Kanagawa 243 

Tet: 0462-24-0452 

Yokogawa-Hewlell-Packard 
Lig 


3-4, Tsukuba 
Kumagaya, Saitama 360 
Tel: 0485-24-6563 


JORDAN 

Mouasher Cousins Co. 
P.O. Box 1387 
Amman 

Tet 24907/39907 
Telex: SABCO JO 1456 


KENYA 

ADCOM Lid, inc 

P.O. Box 30070 

Nairobi 

Tet 331955 

Telex: 22639 

Medical Only 

International Aeracio (EA) Lid 
P.O. Box 19012 

Nairobi Airport 

Nairobi 

Tet 336055/56 

Telex: 22201/22301 

Medical Only 

Intemational Aeradio (E A.) Lid. 
P.O. Box 95221 

Mombasa 


KOREA 

Samsung Electronics Co. Lid 
4759 Shingi-6-Dong 

Yeong Deung POU 

Seoul 

Tet 833-4122, 4121 

Telex: SAMSAN 27364 


KUWAIT 


P.O. Box 830-Satat 
Kuwait 

Tet 42 4910/41 1726 
Telex: 2481 Areeg ki 


LUXEMBURG 

Hewlett-Packard Beneluz 
SAMNY. 

Avenue du Col-Verl, 1 

(Groenkraagiaan) 

6-1170 Brussels 

Tet: (62) 660 5050 

Telex: 23 494 


MALAYSIA 

Hewlett-Packard Sales 

(Malaysia) Sdn. Bhd, 

Suite 2.21/2.22 

Bangunan Angkasa Raya 

Jalan Ampang 

Kuala Lumpur 

Tet 483680, 485653 

Prote! Ef 

P.O. Box 1917 

Lot 259, Salok Road 

Kuching, Serawak 

Tel 53544 

MEXICO 

Hewlett-Packard Mexicana, 
SA de Cv. 

Av, Peniérico Sur No. 6501 

Tepepan, Xochimiico 

Mexico 23, 0F 

Tet: 905-676-4600 

Telex: 017-74-507 

Hewlett-Packard Mexicana, 
SA. de CV, 

Rio Volga #600 

Col. Del Vaile 

Monterrey, NL. 

Tek 78-32-10 


MOROCCO 
Dobeau 
Bt rue Karatchi 


Tet: 3041 82 
Telex: 2305 1/22822 


Gerep 

2, rue c’Agadr 
Bolte Postal 156 
Casablanca 
Tet 272089/5 
Telex: 23 739 


AN. Goncalves, Lid 
162, 1° Apt. 14 Ay 
Caixa Postal 107 
Maputo 

Tet 27091, 27114 
Telex: 6-203 NEGON 


NETHERLANDS 
Hewlell-Packard Benet 
Van Heuven Goedhartiaz 
P.O. Box 667 

118 1KK Amatelveen 
Tet: (20) 47 202 

Telex: 13 216 


NEW ZEALAND 

Hewlett-Packard (NZ 

4-12 Crackshank Svee 

Kibunie, Wellingion 2 

P.O. Box 9443 

Courtney Place 

Wellington 

Tet: 877-199 

Hewlett-Packard (NZ 

P.0. Box 26-189 

169 Manukau Ross 

Epsom, Auckland 

Tet 687-159 

Analyfical/Medical On\y 

Northrop instruments & 
Systems Lid 

Sturdee House 

85-87 Ghuznee Stree! 

P.O Box 2406 

Wellington 

Tet 850-091 

Telex: NZ 31291 

Northrup instruments & 
Systems Lid 

Eden House, 44 Khybe 
Ad. 

P.0. Box 9682, Newmar 

Auckland 1 

Tet 794-091 

Northrup instruments & 
Systems Lid 

Terrace House, 4 Oxtor 
Terrace 


P.0. Box 8388 f 
Christchurch ( 


MOZAMBIQUE ( 


Tel: 64-165 


NIGERIA 
The Bectronics 


PMB 5402 

Ibadan 

Tet: 461577 

Telex: 31231 TER NG 

The Electronics 
instrumentations Lic 

184 Agege Motor Ross La=~ 

P.O. Box 481 

Mushin, Lagos 

NORWAY 

Hewlett-Packard Norge 4 

Ostendalen 18 

P.O, Box 34 

1345 Ostoraae 

Tek (02) 1711 80 

Telex: 18621 hpnas n 

Hewlett-Packard Norge 4 

Nygaardsgaten 114 

P.O. Box 4210 

5013 Nygaarcsgaien 

Bergen 

Tet (05) 21 97 33 


PANAMA 
Blectrénico Balbos, SA 


Cludad de Panams 
Tet 64-2700 

Telex: 3483103 Garo. 
Canal Zone 


PERU 

Compafila Electro Mécca 

Los Flamencos 145 

San Isicro Casita 1030 

Lima 1 

Tet 41-4325 

Telex: Pub, Booth 2542¢ 
‘SISORO 


PAKISTAN 
Mushko & Company Lig 
Oosman Chambers 


‘Abdullah Haroon Road 
Karachi-3 
Tet 511027, $12927 
Telex: 2804 


GQ HEWLETT 


PACKARD 


Should one of your HP instruments need 
repair, the HP service organization is 
ready to serve you. However, you can 
help us serve you more effectively. When 
sending an instrument to HP for repair, 
please fill out this card and attach it to 
the product. Increased repair. efficiency 
and reduced turn-around time should 
result. 


COMPANY 


ADDRESS 


TECHNICAL CONTACT PERSON 


PHONE NO. EXT. 
MODEL NO. SERIAL NO. 
MODEL NO SERIAL NO. 
P.O. NO. DATE 


Accessories returned with unit 


CINONE OOcABLE(S) 


Dlpower casLce DCIADAPTER(S) 
OTHER 


over 


HEWLETT 
PACKARD 


& 


Should one of your HP instruments need 
repair, the HP service organization is 
ready to serve you. However, you can 
help us serve you more effectively. When 


i the product. Increased repair. efficiency 
and reduced turn-around time should 
result. 


COMPANY 


ADDRESS 


TECHNICAL CONTACT PERSON 


PHONE NO. EXT. 
MODEL NO. SERIAL NO. 
MODEL NO. SERIAL NO. 
P.O. NO. DATE 


Accessories returned with unit 


DCONONE OO casve(s) 


Olpower caste Daparpter(s) 
OTHER 


over 


©} packanc 


Should one of your HP instruments need 
repair, the HP service organization is 
ready to serve you. However, you can 
help us serve you more effectively. When 
sending an instrument to HP for repair, 
please fill out this card and attach it to 
the product. Increased repair efficiency 
and reduced turn-around time should 
result. 


TECHNICAL CONTACT PERSON 


PHONE NO. EXT. 
MODEL NO SERIAL NO. 
MODEL NO SERIAL NO. 
P.O. NO. DATE 


Accessories returned with unit 


DCUNONE DO cABLE(S) 


Dlepower caABLE LIADAPTER(S) 


OTHER 
over 


GQ HEWLETT 


PACKARD 


Should one of your HP instruments need 
repair, the HP service organization is 
ready to serve you. However, you can 
help us serve you more effectively. When 
sending an instrument to HP for repair, 
please fill out this card and attach it to 
the product. increased repair. efficiency 
and reduced turn-around time should 
result. 


COMPANY 


ADDRESS 


TECHNICAL CONTACT PERSON 


PHONE NO. EXT. 
MODEL NO. SERIAL NO. 
MODEL NO. SERIAL NO. 
P.O. NO. DATE 


Accessories returned with unit 
DUNONE DO caABLeE(s) 


Olpower caste Daparpter(s) 
OTHER 


© eackann 


Should one of your HP instruments need 
repair, the HP service organization is 
ready to serve you. However, you can 
help us serve you more effectively. When 
sending an instrument to HP for repair, 
please fill out this card and attach it to 
the product. Increased repair. efficiency 
and reduced turn-around time should 
result. 


COMPANY 


ADDRESS 


TECHNICAL CONTACT PERSON 


PHONE NO. EXT. 
MODEL NO. SERIAL NO. 
MODEL NO. SERIAL NO. 
P.O. NO. DATE 


Accessories returned with unit 
LI NONE CO) cABLE(s) 


Dlpower casce 0 ADAPTER(S) 
OTHER 


over 


Kip HEWLETT 


PACKARD 


Should one of your HP instruments need 
repair, the HP service organization is 
ready to serve you. However, you can 
help us serve you more effectively. When 
sending an instrument to HP for repair, 
please fill out this card and attach it to 
the product. Increased repair efficiency 
and reduced turn-around time should 
result. 


COMPANY 


ADDRESS 


TECHNICAL CONTACT PERSON 


PHONE NO. EXT. 
MODEL NO. SERIAL NO. 
MODEL NO. SERIAL NO. 
P.O. NO. DATE 


Accessories returned with unit 
CU NONE OcaABLE(Ss) 


DCpower cABLE LIADAPTER(S) 
OTHER 


over 


Service needed 


COU CALIBRATION ONLY 


OO REPAIR OO REPAIR & CAL 


OTHER 


Observed symtoms/problems 


FAILURE MODE IS: 
LC cONSTANT OO INTERMITTENT 
SENSITIVE TO: 

Ocotpo Oneat O viBRATION 


FAILURE SYMPTOMS/SPECIAL 
CONTROL SETTINGS 


If unit is part of system list model 
number(s) of other interconnected in- 
struments. 


9320-3896 Printed in U.S.A. 


Service needed 


OO CALIBRATION ONLY 


OO REPAIR OO REPAIR & CAL 


OTHER 


Observed symtoms/probliems 
FAILURE MODE IS: 
C1 CONSTANT OO INTERMITTENT 


SENSITIVE TO: 


DO coco Oneat O VIBRATION 


FAILURE SYMPTOMS/SPECIAL 
CONTROL SETTINGS 


If unit is part of system list model 
number(s) of other interconnected in- 
struments. 


9320-3896 Printed in U.S.A. 


LI CALIBRATION ONLY 


Observed symtoms/probiems 


FAILURE MODE IS: 


CO CONSTANT OO INTERMITTENT 


Ocotp Oneat UO viBRATION 


FAILURE SYMPTOMS/SPECIAL 
CONTROL SETTINGS 


If unit is part of system list model 
number(s) of other interconnected in- 
struments. 


9320-3896 Printed in U.S.A. 


OO CALIBRATION ONLY 


OO REPAIR O) REPAIR & CAL 


OTHER 


Observed symtoms/probiems 
FAILURE MODE IS: 
C1) cONSTANT DO INTERMITTENT 


SENSITIVE TO: 


Ocotp Oneat O viBRATION 


FAILURE SYMPTOMS/SPECIAL 
CONTROL SETTINGS 


If unit is part of system list model 
number(s) of other interconnected in- 


OU OO EE 


9320-3896 Printed in U.S.A. 


Service needed 


OO CALIBRATION ONLY 


OO REPAIR OO REPAIR & CAL 


OTHER 


Observed symtoms/probiems 


FAILURE MODE IS: 
OO cONSTANT 0 INTERMITTENT 
SENSITIVE TO: 

Ocotpo Oneat O viBRATION 


FAILURE SYMPTOMS/SPECIAL 
CONTROL SETTINGS 


| 


If unit is part of system list model 
number(s) of other interconnected in- 
struments. 


9320-3896 Painted in U.S.A. 


ay 
pniract 


Mor 


Service needed 


O) CALIBRATION ONLY 
DO REPAIR & CAL 


Observed symtoms/problems 


FAILURE MODE IS: 
0 CONSTANT 0 INTERMITTENT 
SENSITIVE TO: 

Ocoto Oneat O viBRATION 


FAILURE SYMPTOMS/SPECIAL 
CONTROL SETTINGS 


if unit is part of system list model 
number(s) of other interconnected in- 
struments. 


9320-3896 Printed in U.S.A. 


REGIONAL SALES AND SERVICE OFFICES 


NORTH/CENTRAL AFRICA 


Hewlett-Packard S.A. 

7, Rue du Bois-du-Lan 

CH-1217 MEYRIN 2, Switzerland 
Tel: (022) 83 12 12 

Telex: 27835 hpse 

Cable: HEWPACKSA Geneve 


ASIA 


Hewlett-Packard Asia Ltd. 

6th Floor, Sun Hung Kai Centre 
30 Harbour Rd. 

G.P.O. Box 795 

HONG KONG 

Tel: 5-832 3211 


After Jan. 1, 1984 


47th Floor, China Resources Bldg. 


26 Harbour Rd., Wanchai 
HONG KONG 

Telex: 66678 HEWPA HX 
Cable: HEWPACK HONG KONG 


CANADA 


Hewlett-Packard (Canada) Ltd. 
6877 Goreway Drive 
MISSISSAUGA, Ontario L4V 1M8 
Tel: (416) 678-9430 

Telex: 610-492-4246 


MEDITERRANEAN AND 
MIDDLE EAST 


Hewlett-Packard S.A. 
Mediterranean and Middle East 
Operations 

Atrina Centre 

32 Kifissias Ave. 
Paradissos-Amarousion, ATHENS 
Greece 

Tel: 682 88 11 

Telex: 21-6588 HPAT GR 

Cable: HEWPACKSA Athens 


EASTERN EUROPE 


Hewlett-Packard Ges.m.b.h. 
Lieblgasse 1 

P.O. Box 72 

A-1222 VIENNA, Austria 
Tel: (222) 2365110 

Telex: 1 3 4425 HEPA A 


NORTHERN EUROPE 


Hewlett-Packard S.A. 
Uilenstede 475 

P.O. Box 999 

NL-1180 AZ AMSTELVEEN 
The Netherlands 

Tel: 20 437771 


SOUTH EAST EUROPE 


Hewlett-Packard S.A. 

7, Rue du Bois-du-Lan 

CH-1217 MEYRIN 2, Switzerland 
Tel: (022) 83 12 12 

Telex: 27835 hpse 

Cable HEWPACKSA Geneve 


OTHER EUROPE 


Hewlett-Packard S.A. 

P.O. Box 

150, Rte du Nant-D’Avril 
CH-1217 MEYRIN 2, Switzerland 
Tel: (022) 83 8111 

Telex: 22486 hpsa 

Cable: HEWPACKSA Geneve 


EASTERN USA 


Hewlett-Packard Co. 

4 Choke Cherry Road 
ROCKVILLE, MD 20850 
Tel: (801) 258-2000 


MIDWESTERN USA 


Hewlett-Packard Co. 
5201 Tollview Drive 
ROLLING MEADOWS, IL 60008 
Tel: (312) 255-9800 


SOUTHERN USA 


Hewlett-Packard Co. 
2000 South Park Place 
P.O. Box 105005 
ATLANTA, GA 30348 
Tel: (404) 955-1500 


WESTERN USA 


Hewlett-Packard Co. 

3939 Lankershim Blvd. 
P.O. Box 3919 

LOS ANGELES, CA 91604 
Tel: (213) 506-3700 


OTHER INTERNATIONAL AREAS 


Hewlett-Packard Co. 
Intercontinental Headquarters 
3495 Deer Creek Road 
PALO ALTO, CA 94304 

Tel: (415) 857-1501 

Telex: 034-8300 

Cable: HEWPACK 


th HEWLETT 


PACKARD 


HP Part No. 08660-90090 Printed in 


